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Introduction

The numerous iodine absorption lines in the 0.5 -0.9 μm spectral range are widely used for laser stabilization in the realization of optical length standards. In particular, seven radiations recommended by the CIPM for the realization of the metre correspond to iodine transitions [START_REF] Quinn | Practical realization of the definition of the metre including recommended radiations of other optical frequency standards[END_REF]. The iodine absorption spectrum is composed of the hyperfine structure of rovibrational transitions between the ground electronic state X (

) and the excited state B ( ). Narrow lines are observed in the spectral range 520-498 nm, near the dissociation limit of the molecule [START_REF] Cheng | Sub-Doppler molecular-iodine transitions near the dissociation limit (523-498 nm)[END_REF]. They are of particular interest as references in compact sources realized with frequency doubled diodepumped solid-state lasers based on Yb
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-doped materials which cover this spectral region [START_REF] Wallerand | Absolute frequency measurement of molecular iodine lines at 514.7 nm interrogated by a frequency-doubled Yb-doped fibre laser[END_REF][START_REF] Jacquemet | Blue-green single-frequency laser based on intracavity frequency doubling of a diode-pumped Ytterbium-doped laser[END_REF].

The width of the hyperfine levels in the excited state is limited by their radiative width and by the predissociation effects resulting from the gyroscopic and hyperfine couplings with the dissociative state [START_REF] Broyer | Etude de l'état B de la molécule d'iode par excitation laser : propriétés magnétiques[END_REF][START_REF] Vigué | Fluorescence yield of individual hyperfine components in the B state of I 2 : a test of hyperfine predissociation[END_REF]. The natural predissociation becomes negligible for the high vibrational levels [START_REF] Vigué | Natural hyperfine and magnetic predissociation of the I 2 B state. II -Experiments on natural and hyperfine predissociation[END_REF] and the width of the hyperfine levels are then essentially given by their radiative width, which decreases near the dissociation limit of the molecule [START_REF] Broyer | Etude de l'état B de la molécule d'iode par excitation laser : propriétés magnétiques[END_REF]. Lifetime measurements of rovibronic states near this limit by fluorescence decay have shown that hyperfine transitions with a natural width lower than 10 kHz are expected near 500 nm. In a previous work, we have obtained a half-width at half-maximum (HWHM) experimental linewidth of about 30 kHz for the R(26) 62-0 transition, accessible with an Argon laser at 501.7 nm [START_REF] Du Burck | Recent progress in ultra-high resolution spectroscopy of molecular iodine in Laser Spectroscopy[END_REF] and recently we used such a narrow line detected in a cell for the long term stabilisation of the laser [START_REF] Du Burck | Frequency Measurement of Ar + Laser Stabilized on Narrow Lines of Molecular Iodine at 501.7 nm[END_REF].
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The hyperfine splittings of the R(26) 62-0 transition was first measured by Sorem et al. in the 70's with an uncertainty of about 1 MHz [START_REF] Sorem | Saturation spectroscopy of molecular iodine using the 5017 Å argon laser line[END_REF]. More recently, a detailed study of the iodine hyperfine structure at 514.5 nm and 501.7 nm was reported in [START_REF] Ch | High precision saturation spectroscopy of 127 I 2 with argon lasers at 5145 Å and 5017 Å: I-Main resonances[END_REF]. The frequency differences between the components of the R(26) 62-0 transition were measured with an uncertainty of 5 kHz.

In the present work, we propose a more accurate determination of the hyperfine splittings of the R(26) 62-0 transition. It is based on the direct frequency measurement of an Ar + laser locked successively to every hyperfine components of the transition. They are detected in a continuously pumped cell by saturated absorption spectroscopy at low pressure (0.33 Pa). Thus, narrow resonances with a HWHM of about 50 kHz are used as frequency references. The uncertainty of the frequency measurements is lower than 1 kHz.

Experimental set-up

Some modifications were made to our Ar + /I 2 standard compared with the set-up used for the first absolute frequency measurement of the component a 7 of the R(26) 62-0 transition at 501.7 nm [START_REF] Du Burck | Frequency Measurement of Ar + Laser Stabilized on Narrow Lines of Molecular Iodine at 501.7 nm[END_REF] whereas the system for absolute frequency measurement is essentially the same. We only give here a brief description of the set-up (Fig. 1) and we specify the differences with the previous system.

The single mode Ar + laser is first prestabilized to a Fabry-Perot resonator mode by the Pound-Drever-Hall technique, in order to reduce its frequency jitter. In [START_REF] Du Burck | Frequency Measurement of Ar + Laser Stabilized on Narrow Lines of Molecular Iodine at 501.7 nm[END_REF], it was then locked to a hyperfine component of the R(26) 62-0 transition detected in a low-pressure iodine cell for long term stabilisation. In fact, it was observed that the stability was limited by mechanical vibrations of the Fabry-Perot cavity at a few hertz. To overcome this effect, the laser is now locked to the iodine transition detected in saturated absorption spectroscopy in another cell at a higher pressure (3.3 Pa).

The error signal is obtained by the modulation transfer technique: the pump beam is frequency modulated at 125 kHz and the first harmonic of the saturated absorption signal is detected on the probe beam. In order to improve the signal-to-noise ratio (SNR), the probe beam power is stabilized in a narrow frequency band centred at 125 kHz [START_REF] Du Burck | Narrow-band correction of the residual amplitude modulation in FM spectroscopy[END_REF][START_REF] Du Burck | Frequency Measurement of Ar + Laser Stabilized on Narrow Lines of Molecular Iodine at 501.7 nm[END_REF].

The Ar + laser, prestabilized to the Fabry-Perot resonator mode and the high-pressure iodine cell is then locked to the same hyperfine component of the R(26) 62-0 transition detected in the low-pressure iodine cell. The resonance is detected in saturated absorption spectroscopy with the technique of frequency modulation (FM) spectroscopy [START_REF] Bjorklund | Frequency-modulation spectroscopy: a new method for measuring weak absorptions and dispersions[END_REF][START_REF] Hall | Optical heterodyne saturation spectroscopy[END_REF]. The probe beam is frequencymodulated at with an acousto-optic modulator (AOM). The residual amplitude modulation generated by the AOM is cancelled by the narrow-band control of the beam intensity at the modulation frequency [START_REF] Du Burck | Narrow-band correction of the residual amplitude modulation in FM spectroscopy[END_REF]. The phase sensitive detection of the probe beam at 2.5 MHz gives an error signal with a dispersion shape. An additional amplitude modulation of the saturation beam at and a second phase sensitive detection are used to eliminate the residual offset of the error signal due to the Doppler background. The length of the low pressure cell is 4 m, its diameter is 15 cm. The beam (diameter 6 mm) passes two times through it to reach an 8 m interaction length with the iodine vapour. This cell is pumped during the experiment to minimize buffer gases and impurities effects. Indeed, the width of the studied transitions at 501.7 nm is known to be very sensitive to the impurities present in the cell [START_REF] Flory | Perturbation de l'iode moléculaire en phase vapeur par la présence de gaz étrangers, conséquence pour la stabilisation du laser He[END_REF]. The iodine pressure is controlled by thermostabilization of a cold finger. The narrow lines detected with this cell in previous works using Raman and Rayleigh spectroscopy [START_REF] Du Burck | Resolving power and sensitivity in modulation transfer stimulated resonant Raman spectroscopy[END_REF][START_REF] Du Burck | High-frequency modulation transfer technique for ultra-high resolution spectroscopy of I 2[END_REF] show that the upper limit of impurity pressure in the cell is less than 0.04 Pa (0.3 mTorr).

The frequency of the Ar + laser locked to the studied hyperfine component is compared to a mode of a wide bandwidth optical comb generated by a Kerr-lens mode-locked Ti:Sa laser spectrally enlarged by a photonic crystal fibre. One detects the beat note signal between a small amount of the laser power (about 10 mW) and the optical comb. It is then electronically shifted by the carrier envelop offset frequency, detected with the usual f-2f set-up, and is measured with a frequency counter (for details, see [START_REF] Du Burck | Frequency Measurement of Ar + Laser Stabilized on Narrow Lines of Molecular Iodine at 501.7 nm[END_REF]). A local oscillator locked to a 1 GHz reference drives the frequency counter and the repetition rate of the femtosecond laser. The reference signal with a high level of stability and accuracy (cryogenic oscillator/H-maser/Cs-fountain) [START_REF] Chambon | Design and realization of a flywheel oscillator for advanced time and frequency metrology[END_REF] is received from LNE-SYRTE at Observatoire de Paris through a 43 km long optical fibre, as an amplitude modulation of a 1.5 μm optical carrier. The whole frequency measurement set-up has a resolution of a few 10 -14 for 1 s integration time [START_REF] Daussy | Long-distance frequency dissemination with a resolution of 10 -17[END_REF].

Measurement of the hyperfine structure of the R(26)62-0 transition

The frequency standard at 501.7 nm shows a stability better than 10 -12 for 1 s integration time, limited by the signal to noise ratio of the detected line in the low pressure cell. Several factors can affect the frequency reproducibility. The frequency shifts with the iodine pressure, the beam power and the modulation index were investigated in [START_REF] Du Burck | Frequency Measurement of Ar + Laser Stabilized on Narrow Lines of Molecular Iodine at 501.7 nm[END_REF].

-The iodine pressure in the cell is controlled by the temperature of a cold finger. The temperature is -22.5°C corresponding to an iodine pressure of 0.33 Pa. The HWHM linewidth of the resonance is then 45 kHz (Fig. 2). The pressure shift coefficient is less than . At -22.5°C, the sensitivity of the iodine pressure with temperature is 0.04 Pa/K, which gives a very low sensitivity of the measured frequency with the temperature of about -150 Hz/K. kHz/Pa 8 . 3 --The probe beam power is 0.5 mW. Its decrease by a factor 2 leads to a shift of about 1 kHz.

That corresponds to a sensitivity of the frequency with the power of 4 kHz/mW.

-The modulation index is close to unity which is the optimum value for the signal detection.

The modification of the modulation index does not lead to any appreciable shift.

Considering an uncertainty of the cold finger temperature of 1 K, the frequency uncertainty associated to the iodine pressure is 150 Hz. The uncertainty of the beam power is estimated to be In a first step, several measurements of the absolute frequency of component a 7 of the R(26) 62-0 transition were repeated during two successive days. It is seen in Fig. 3 that the deviations between measurements operated from one day to the other does not exceed the deviations observed during measurements operated on the same day ( Hz 250 ≤

). The mean value of the 8 absolute frequency measurements of component a 7 is found to be 597 366 498 654.47 kHz.

The standard deviation is 160 Hz, a smaller value than the combined standard uncertainty of 250 Hz estimated above.

In a second step, the laser was locked successively on the fifteen hyperfine components of the R(26) 62-0 transition and their absolute frequencies were measured. The absolute frequency of component a 1 is found to be 597 366 101 477.9 kHz. The positions of the other lines, referred to component a 1 are reported in Table 1.

The hyperfine splittings of the R(26) 62-0 transition deduced from our absolute frequency measurements can be compared to data reported in [START_REF] Ch | High precision saturation spectroscopy of 127 I 2 with argon lasers at 5145 Å and 5017 Å: I-Main resonances[END_REF]. In this work, the frequency differences between hyperfine components were obtained from the differences of the beat frequency of two Ar + lasers, one of them locked to a reference component, and the other one locked successively to the hyperfine components of the transition. We calculated the difference between the splittings deduced in the present work from absolute frequency measurements and those given in [START_REF] Ch | High precision saturation spectroscopy of 127 I 2 with argon lasers at 5145 Å and 5017 Å: I-Main resonances[END_REF]. The global frequency shift between both sets of data is compensated by taking the sum of the deviations equal to 0. The resulting values are given in the last column of Table 1. The maximum deviation between both sets of data is 12.2 kHz and the standard deviation is 6.8 kHz. This latter value is of the same order as the uncertainty of the frequency differences (5 kHz -1 σ) estimated in [START_REF] Ch | High precision saturation spectroscopy of 127 I 2 with argon lasers at 5145 Å and 5017 Å: I-Main resonances[END_REF] from the statistical reproducibility.

Conclusion

We have performed for the first time, the absolute frequency measurement of the complete hyperfine structure of the R(26) 62-0 transition in molecular iodine at 501.7 nm with an optical clockwork based on a femtosecond laser frequency comb generator. Our Ar + laser was locked to narrow resonances of about 50 kHz linewidth, detected in a low pressure continuously pumped cell with a low impurity pressure. The uncertainty of the frequency measurements is Hz 250 = σ . These measurements give a better accuracy on the hyperfine splittings of the R(26) 62-0 transition. These data can be combined with the measurement of hyperfine splittings of the lower
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Tab. 1: Absolute frequencies of the hyperfine components of the R(26) 62-0 transition in iodine and deviations between the frequencies deduced from [START_REF] Ch | High precision saturation spectroscopy of 127 I 2 with argon lasers at 5145 Å and 5017 Å: I-Main resonances[END_REF] and our frequencies, taking the sum of the deviations equal to 0. 
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  10 %, corresponding to a frequency uncertainty of 200 Hz. The frequency measurement chain does not introduce any frequency error. The combined standard uncertainty (1σ) is then
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 1 Fig. 1: Ar + /I 2 frequency standard at 501.7 nm.
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 2 Fig. 2:Error signal for the long term stabilization of the Ar + laser on the hyperfine component a 7
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 3 Fig. 3: Frequency measurements of the hyperfine component a 7 of the R(26) 62-0 transition. The
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Table 1 component

 1 

		f(a n ) -597 366 101 477.9 kHz	Frequencies deduced
		(kHz)	from [11] -ours
			(kHz)
	a 1	0	6.5
	a 2	166 253.5	5.0
	a 3	265 934.0	1.6
	a 4	295 233.9	-4.4
	a 5	317 938.2	-1.6
	a 6	364 499.5	-11.0
	a 7	397 176.6	11.0
	a 8	474 039.1	-0.6
	a 9	523 548.2	-6.7
	a 10	560 031.4	-2.9
	a 11	637 054.1	-5.6
	a 12	660 262.7	3,8
	a 13	739 965.5	1.0
	a 14	769 747.2	-8.7
	a 15	842 244.3	12.2
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