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In the world of upper limb prostheses, few companies dominate the majority of the market. They propose different kinds of hand, wrist and elbow prostheses but their control is often difficult to understand by the patients. We have decided * to develop new myoelectric prosthetic arm (elbow, wrist and hand) by axing our development on the use of new technologies and facility of use for the patient. In this paper, we are explaining in details the different kinds of prostheses currently proposed to the amputees, their advantages and their drawbacks, the descriptions of the patients' needs and the possible improvements of the product. We will develop the designing choices of our prosthesis and the movements it can realize. Then we will explain the simplified control of the product by the patient and its first reactions. Finally, we will conclude by the news ideas and the next researches to concretize.

I. Introduction

The aim of the product developed is to improve the conditions of life of the amputees and to help them to find (again) independence and dignity. The prostheses are designing to be used by upper limb amputees -elbow, wrist and hand.

Unfortunately, current high tech prostheses are too expensive and it is difficult for a patient to buy an adapted prosthesis (to its needs and desires). By using new technologies, our aim is to propose a new tool for a lower cost and a better comfort of use to the amputees.

Thanks to a first study, to be used and appreciate by the patient, the prosthesis must be functional, aesthetics, quiet, easy to use, light and understood.

The aim of the developed product is to help amputees and to propose them low cost solutions for a better use. For these reasons, the state of the art is focused on the upper limb prosthesis market.

Before introducing our proposal prostheses, we are going to detail the different prosthesis developed by the main societies. UTAH, OTTA BOCK and PROTEOR Societies propose three products on the market. These three companies concentrate 90% of the market. *E-mail: guillaume.thomann@hmg.inpg.fr † E-mail: vincent.artigue@techinnovation.fr Currently, three kinds of prostheses are proposed on the market, we will detail them in the following section:

• aesthetics prosthesis, • mechanical prosthesis, • myoelectric prosthesis.

A. Aesthetics Prostheses

Their aim is only aesthetics, and this type of prosthesis is generally used by patients. In the majority of the cases, the prosthetic arm is created from a standard mould. It means that the resemblance to the healthy member is not optimal. This type of prosthesis does not carry out any movement; it is applied to the patient simply to restore its body. The pictures below show an aesthetics hand from OTTO BOCK [1] (figure 1) and a complete aesthetics prosthesis (figure 2). 

B. Mechanical Prostheses

The mechanical prostheses try to approach the functionality of the old member. They can be manual (use with the assistance of the healthy member) or with cable with the use of a harness. Three kinds of mechanical elbow products are currently offered to the patients.

The first is the elbow with toothed rack (figure 3), which is released thanks to a pushbutton actuated by the valid hand or by a cable. The fron e sizes of his product are proposed by this company. There are many drawbacks: noise of the toothed rack, the limited number of positions of the front arm and the bad aesthetic of the pushbutton. t arm and the elbow are provided; thre t he second elbow is the elbow with friction, which ( T moves thanks to the friction of a spiral spring on the axis of the elbow [2]. A cable ordered by the other shoulder actuates blocking: traction locks it, another unbolts it. It is more functional than the precedent, but maintains the position less firmly. In addition, it needs a double order from the amputee, which is not always easy to carry out.

Lastly, there is an automatic elbow from OTTO BOCK figure 4). The front arm is manufactured out of plastic and is not very solid. Its distal part (near to the wrist) is cylindrical and is simply cut to the length of the healthy member. Unfortunately, prosthetic arm will not resemble to the healthy member. With surface e easily possible to measure functional motor activities such as washing the teeth or writing [START_REF] Luca | [END_REF]. A y amputees because of the less of aestheticisms and the difficulty of control: co-contraction to control the prostheses is too difficult). Some of them are noisy (mechanical prosthesis) and sometimes the prosthesis doesn't answer as the patient wants.

For all these reasons, we wa unctionality of the myoelectric prostheses as their aesthetic aspect, by using last technologies as regards machining, electronics and mechanics. The project of developing myoelect rosthesis was born in 1998. Accordingly, Tech.Innovation society was created in 2000. Its aim is to be the first to propose functional and aesthetic myoelectric prostheses, completely refunded by the sickness 12th IFToMM World Congress, Besançon (France), June18-21, 2007

II. Design of the Prosthesis

In this part, we are going to explain the economical design o improve the quality, the and the weight.

e batteries, t the d t posi s of this p is shown in figure 8.

choices of the prosthesis t aestheticism, the functionality

The advantage of this new prosthesis comes from its new central geometrical structure (figures 7a and 7b), which integrates much of the elements: the motors, th he bevel gearbox, the weight compensator, the control card and the hand. A maximum of the parts of this prosthesis are designing in CAD and build thanks to stereolithiography process, which an economical process. The advantage rocess are the lightness and the solidity but also the possibility to build the shape wanted. It is then possible to propose a prosthesis shape nearest to the healthy member shape. The intern structure of the prostheses (shown in figure 7) is the same.

After reconstruction, the result of the prosthesis without t ist and the hand he wr to choose a Lithium bat We ha that commercial ones). This choice enabled us to divide by two the weight of the batteries and to reduc production costs.

Concerning the hand, the gripping of the objects with a standard three leg difficult and its position is unstable but the future version will integrate passive compliance. In this part, we have described the general structure of the prosthesis developed. The technologies used for the design and the manufacture have allowed to decrease the weight, to improve the aesthetic aspect and to reduce the production costs.

III. The control card

A ge 11. micro this sch the pr The aliment connected t its progra elope of the emitted signal. neral scheme of the control card is shown in figure It represents the connections between the controller and all the parts of the prosthesis. From eme, we can easily describe the functionality of oduct developed. switch can activate or not the control card, which is ed by a battery (7 V). The microcontroller can be o a computer, thanks to a serial link. It allows mming. At a first time, the two EMG electrodes measure a signal emitted by the contraction of the patient's healthy muscles. Secondly, this signal is treated and sent to the microcontroller (Figure 12). The treatment consists in recovering the env After control, the decision-making process allows the signal to be amplified, treated and sent to the corresponding motor. The choice of the motor is explain in the next part. There is one motor for each movement (elbow, wrist or hand) of the prosthesis.

understand the use of its prosthesis. This function is currently under study [START_REF] Artigues | Prothèse myoélectrique à retour sonore[END_REF].

IV. The control of the prosthesis

This prosthesis uses two electrodes developed and commercialized by OTTO BOCK. Currently, to use the OTTO BOCK or the UTAH prostheses, patients have to co-contract their muscles. This action is too difficult and needs training. e possible to adapt the prosthesis to user and to regulate the delay wi his adjustment can be carried out simultaneously with the use of the prosthesis.

To product signals, the patient contracts the biceps or the triceps, which are the both healthy muscles it can use. With only two rost losing of the hand, the rotation of the wrist in the two directions and the extension or the inflection of the elbow. There is one motor for each movement.

Thanks to the decision-making process, the order was simplified; indeed no cout a movement.

A strong contraction allows the motor selection. The movement is carried out by weak contractions. The selection is done as indicated hereafter:

• a strong contraction of the biceps implies the selection of the wrist motor (figure 13), a strong contraction of the triceps implies the selection of the elbow motor (figure 14).

After a delay, the control card selects automatically the pening/closing motor of the hand. We also introduce a strong slope limit and a weak slope limit (two reference slopes) in addition to a low limit and a high limit: if the starting slope of the signal is on the left of the strong slope limit, it is determined that it is a strong signal, whatever the end value taken by the top.

If it is on the right of the weak slope limit, it is determined that it is a weak signal, whatever the end value taken by the top.

Between the two slope limits, it is an indistinct signal. If not exceeded, it is of a weak signal and if The identification of a strong or a weak contraction is explained in [START_REF] Atieh-Younes | Utilisation des signaux EMG pour la commande intelligente de main et de coude, 2ème Colloque sur Les Nouvelles Technologies et la Cité[END_REF]. This study explains the treatment of the signal emitted by the muscles to be adapted to the the low limit is decision-making process proposed. It deals with the main problems of recognition of the signal.

For a more effective and adapted use t propose a protocol from which the top priority is to differentiate more quickly the strong signals from the weak signals and the dubious signals. We decided to work n the tangent at the origin of the sensors output signal (after treatment). Thus, by determining one time of contraction adapted to each patient, we can work on straight lines forms (figure 16). the high limit is exceeded, it is a strong signal.

With this decision-making process, the patient can control all its movements, only with two electrodes and without co-contractions. The prosthesis becomes more functional and easier to use.

Moreover, it is possible to evaluate and to detect the intention of movement of prosthesis [START_REF] Artigues | Prothèse myoélectrique à retour sonore[END_REF]. The authors explain the sensib and its evolution with the time. They proposed different solutions to help the patient for the control of the prosthesis. The device combines an electric actuator ssociated with mechanical system, which allows the adaptability of the prosthesis.

V. First Patient's return of

16 Possible stimuli due to the contraction of a muscle and the way in which we can determine that they are strong stimuli or weak stimuli

use and opinion

This female patient used myoelectric prosthesis every day for more than 5 years. Her old prosthesis was constituted of a mechanical elbow and EMG control for wrist and hand. She uses the Tech.Innovation prosthesis for one month.

As she explains, the aesthetics is better now but it is awkward to let the prosthesis visible because of the aspect before the glove.

Compared to her old prosthesis, the position o battery is satisfying (better than before) echanism of the manual positioning of the elbow is less adapted. Moreover, the prosthesis is quiet; however the elbow is noisier than the hand. The patient is still learning to use this prosthesis, but after 15 days the practices were already present; she is very optimistic for the future. For the moment, she can not m he elbow as she wants (this is a new EMG control function) but the rotation of the wriest is easier than before: the preceding prosthesis used by the patient needed the triceps strong and weak contractions for the opening and closing of the hand and the biceps strong and weak contractions for the rotation of the wrist. The training of this new EMG a ove t elbow articulation control is pparently less easy than the "reuse" of the wrist and hand movements.

For the moment, there is no tiredness related to use of the prosthesis and no loss of the gestures precision at the end of the day.

The figures 17a and 17b show the patient equipped with the prosthesis developed by Tech.Innovation. 

VI. Conclusion and Perspectives

In the medical world, a successful prosthesis is a t a ts and some patient requirements.

elop the prosthesis, we ents of the amputees: • complete action (several motors active at the same time),

• the aestheticism and the lightness of the prosthesis have been improved by the use of the stereolothography process and by the use of a commercial battery, • the choice of the decision-making process simplifies the use of the prosthesis by the patient. They don't have co-contractions to do and the prosthesis reacts more quickly.

• a sonor feedback is installed [START_REF] Atieh-Younes | Utilisation des signaux EMG pour la commande intelligente de main et de coude, 2ème Colloque sur Les Nouvelles Technologies et la Cité[END_REF] to allows the patient to correct its contraction if the prosthesis doesn't react as he dditional fingers and allows the best catch ( of orthopedy. articulation prosthesis used. Today still 50% of the patients give up heir prosthesis. A prosthesis must be functional, esthetics, quiet, easy to use, more light and understood by the patient.

In this paper, we have exposed the different prostheses proposed by the main societies. We have described some of their defaul With the technologies used to dev have tried to answer to the requirem the movements of the prosthesis allow a great diversities of actions. In the future, we can also add a kind of synthesized control, which allows the patient to make a

• we develop a hand with five fingers. This product puts in action two a wants.

passive adaptability or passive compliance) : the fingers will come to marry the shape of the object.

Currently, we are designing a new control card. It integrates a fuzzy logic core, which allows a better piloting of the prosthesis. Throughout the day, the patient tires himself and thus, does not exert constant contractions. The fuzzy logic core allows the control card to adapt tiredness of the patient.
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 8 Fig. 8. Picture of the body part of the prosthesis with the elbow: use of Stereolythography process O BOCK society uses its own battery; the c ve decided tery (the same e the

Fig. 9 .

 9 Fig. 9. The standard three legs grip hand usedFinally, the figure10shows the current prosthesis proposed by gure, we can easily locate the fit, the el t

Fig. 12 .
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  Fig. 15. Diagram of the prosthesis operations according to the muscular activity.

Figure 17a .

 17a Figure 17a. Patient equipped with prosthesis: closing of the hand

Hand Motor (default position after a delay) Weak Contraction Closing of the Hand Strong Contraction Opening of the Hand TRICEPS Wrist Motor Strong Contraction Weak Contraction Anticlockwise Rotation Clockwise Rotation Hand Motor Elbow Motor BICEPS TRICEPS

  

	12th IFToMM World Congress, Besançon (France), June18-21, 2007
	E	output t le trodes c ension	Strong slope limit	Indistinct zone	Weak slope limit
		5V	High		
	High	signals zone		Low signals zone
	limit			
	Low			
	limit			
		0V			Time
						Hand Motor	Wrist Moteur
			BICEPS	TRICEPS		BICEPS	Strong Contraction	TRICEPS
						Elbow Motor
						Weak
				BICEPS	TRICEPS	Contraction TRICEPS BICEPS
						Articulation	Articulation
						Inflection	Extension
					BICEPS

Acknowlegment

We want to thank the Engineer School ESME SUDRIA, for the design of the control card and the integration of a Human-Machine Interface. We also collaborate with the centre of equipment of Gondreville and of Villiers Saint Denis. This collaboration enables us to collect the opinion of specialists (orthoprothesist) as well as the remarks of the patients concerning the prostheses. Finally we also thank Professor Hamonet (Service de Médecine Physique et Réadaptation C.H.U. Henri MONDOR CRETEIL), Doctor Martinet and Doctor Deschamps (Responsibles of the Gondreville and Villier Saint Denis Orthopaedics Equipment Centres) for their assistances and their knowledge in the field