
HAL Id: hal-00501686
https://hal.science/hal-00501686

Submitted on 12 Jul 2010

HAL is a multi-disciplinary open access
archive for the deposit and dissemination of sci-
entific research documents, whether they are pub-
lished or not. The documents may come from
teaching and research institutions in France or
abroad, or from public or private research centers.

L’archive ouverte pluridisciplinaire HAL, est
destinée au dépôt et à la diffusion de documents
scientifiques de niveau recherche, publiés ou non,
émanant des établissements d’enseignement et de
recherche français ou étrangers, des laboratoires
publics ou privés.

Reply to Comment on experimental methods and
conclusions of Impedance spectroscopy of solutions at

physiological glucose concentrations by A. Caduff, M. S.
Talary, Y. Feldman

A. Tura

To cite this version:
A. Tura. Reply to Comment on experimental methods and conclusions of Impedance spectroscopy of
solutions at physiological glucose concentrations by A. Caduff, M. S. Talary, Y. Feldman. Biophysical
Chemistry, 2007, 132 (2-3), pp.167. �10.1016/j.bpc.2007.10.006�. �hal-00501686�

https://hal.science/hal-00501686
https://hal.archives-ouvertes.fr


�������� ��	
�����

Reply to Comment on experimental methods and conclusions of Impedance
spectroscopy of solutions at physiological glucose concentrations by A.
Caduff, M. S. Talary, Y. Feldman

A. Tura

PII: S0301-4622(07)00249-9
DOI: doi: 10.1016/j.bpc.2007.10.006
Reference: BIOCHE 5031

To appear in: Biophysical Chemistry

Received date: 12 October 2007
Accepted date: 12 October 2007

Please cite this article as: A. Tura, Reply to Comment on experimental methods and
conclusions of Impedance spectroscopy of solutions at physiological glucose concen-
trations by A. Caduff, M. S. Talary, Y. Feldman, Biophysical Chemistry (2007), doi:
10.1016/j.bpc.2007.10.006

This is a PDF file of an unedited manuscript that has been accepted for publication.
As a service to our customers we are providing this early version of the manuscript.
The manuscript will undergo copyediting, typesetting, and review of the resulting proof
before it is published in its final form. Please note that during the production process
errors may be discovered which could affect the content, and all legal disclaimers that
apply to the journal pertain.

http://dx.doi.org/10.1016/j.bpc.2007.10.006
http://dx.doi.org/10.1016/j.bpc.2007.10.006


AC
C

EP
TE

D
 M

AN
U

SC
R

IP
T

ACCEPTED MANUSCRIPT

Reply to Comment on experimental methods and conclusions of Impedance 
spectroscopy of solutions at physiological glucose concentrations by A. Caduff, 

M. S. Talary, Y. Feldman 
 
 

A. Tura 
 

ISIB-CNR, Corso Stati Uniti, 4 – 35127 Padova, Italy 
 
 

Correspondence: 

Andrea Tura, PhD 

ISIB-CNR 

Corso Stati Uniti, 4 

35127 Padova 

ITALY 

Phone number: +39 049 829 5786 

Fax number:   +39 049 829 5763 

E.mail address: tura@isib.cnr.it 

 



AC
C

EP
TE

D
 M

AN
U

SC
R

IP
T

ACCEPTED MANUSCRIPT

The comment to the manuscript [1] by Caduff et al. discusses some possible limitations of the 

study. The first criticism is related to the reported phase values. In science, experiments are carried 

on to validate theories, and not the opposite. Caduff et al. claim that the phase values are not 

convincing as they are not in agreement to what one would expect for a RC sensor. The experiments 

were performed with commercially available equipment of proven quality, especially the impedance 

analyzer. Thus, obvious reply is that the RC model may be oversimplified for complex systems such 

those investigated in our study, especially for blood. Furthermore, even in the case that phase values 

outside ±p/2 were incorrect, it must be noted that such values were found only at the low and high 

ends of the studied frequency band. In our study the findings of major interest were observed in 

frequency intervals where the phase values were almost zero, thus certainly within what expected 

from the RC sensor theory (see Fig. 2, 3 and 4).  

Second criticism to our study is that the measurement probe was not adequate for electro-impedance 

spectroscopy (EIS), because it was designed for conductivity measurements. It is right that the 

probe is usually sold coupled with a conductivity meter, but this is not enough to conclude that the 

probe cannot be used for EIS. Caduff et al. just claim that the probe and its electrodes are not 

adequate, but they fail to explain why. Moreover, it must be noted again that our major findings 

were related to differences in the impedance modulus at frequency values where the phase was 

small, or even almost zero. This is particularly verified in blood and sodium chloride samples (Fig. 

3 and 4), but also for water (Fig. 2) in a still relatively wide frequency interval. Clearly, when the 

phase was zero the impedance reduced to conductance, and hence the probe was certainly used 

properly at those frequency values. 

The third criticism is that our impedance measurements may be unreliable because of some 

electrode polarization phenomena. First, we performed four-electrode measurements: Caduff et al. 

should be aware that this technique strongly reduces the problem of electrode polarization [2, 3]. 

Furthermore, it is well known that the electrode polarization is more relevant at low frequency 

values. In the study [4], the electrode polarization phenomena in the analysis of some biological 
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tissues were considered relevant below 100 Hz and still present up to 1 kHz, but negligible at higher 

frequencies. In other studies electrode polarization was observed also for higher frequency values, 

but it is unlikely at frequencies above a hundred of kHz. Moreover, electrode polarization has 

effects more pronounced on the capacitance rather than the conductance of the investigated medium 

[4], and in our study the major findings were observed at frequencies where the capacitance was 

small or also negligible. Finally, we used platinum electrodes, which are less prone to electrode 

polarization phenomena compared to other materials independently from black platinum covering 

[2, 5, 6], though such covering may further reduce the amplitude of the electrode polarization 

phenomena by a factor of 4 or more [6]. 

Despite all the considerations above, let’s suppose that we underwent some electrode polarization 

phenomena that affected our results. There are two possible cases: 

1) Electrode polarization is independent by the glucose concentration of the samples. This is likely, 

since electrode polarization should occur only in the presence of ions within a solution, and glucose 

does not dissociate into ions in solutions (therefore, it does not add new ions to those already 

present in the solution). In this case, for each series of experiments in our study, i.e. water, blood 

and sodium chloride, the amplitude of the electrode polarization had to be the same for all the 

samples. Thus, we might have found inaccurate absolute values in the impedance of the samples at 

different glucose concentrations (due to the possible electrode polarization systematic error), but 

still the impedance differences between samples would be right. In fact, possible impedance 

differences between samples were of special interest in our study, and not the absolute impedance 

values.  

2) Electrode polarization is dependent by the glucose concentration of the samples. In this case not 

only the absolute impedance values, but also the impedance differences between samples might be 

inaccurate. However, though the impedance differences might be overestimated they still need to be 

present to some extent. Otherwise, there is no reason for the glucose dependent electrode 

polarization. In any case, this possibility is unlikely for the reason explained at case 1).  
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Thus, even in the hypothesis that some of the criticisms by Caduff et al. were right, the main 

conclusions of our study would remain correct, i.e. glucose directly affects the impedance (at least 

the conductance) of the investigated solutions at relatively low frequencies, independently from 

other possible mechanisms triggered by glucose. It is true that the glucose effect may be small; for 

this reason, we are certainly extremely cautious to suggest that our findings can be used for clinical 

applications, as we already clearly claimed in the Discussion of our study. 

 

References 

1. A. Tura, S. Sbrignadello, S. Barison, S. Conti, G. Pacini, Impedance spectroscopy of 

solutions at physiological glucose concentrations, Biophys. Chem. 129 (2007) 235-241. 

2. P. Mirtaheri, S. Grimnes, O.G. Martinsen, Electrode polarization impedance in weak NaCl 

aqueous solutions, IEEE Trans. Biomed. Eng. 52 (2005) 2093-2099. 

3. H.P. Schwan, C.D. Ferris, Four-Electrode Null Techniques for Impedance Measurement 

with High Resolution, Rev. Scientific Instrum. 39 (1968) 481-485. 

4. S. Gabriel, R.W. Lau, C. Gabriel, The dielectric properties of biological tissues: II. 

Measurements in the frequency range 10 Hz to 20 GHz, Phys. Med. Biol. 41 (1996) 2251-

2269. 

5. T. Ragheb, L.A. Geddes, The polarization impedance of common electrode metals operated 

at low current density, Ann. Biomed. Eng. 19 (1991) 151-163. 

6. B. Rigaud, J.P. Morucci, N. Chauveau, Bioelectrical impedance techniques in medicine. Part 

I: Bioimpedance measurement. Second section: impedance spectrometry, Crit. Rev. Biomed. 

Eng. 24 (1996) 257-351. 

 


