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Calibration of Photomultiplier Arrays
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A m eth o d is desc rib ed th a t a llo ws c a lib ra tio n a nd a ssessm ent o f th e linea rity o f resp o nse o f a n a rra y o f p h o to m u ltip lier tu b es. Th e m eth o d do es no t req u ire kno wledg e o f th e p h o to m u ltip lier sing le p h o to elec tro n resp o nse m o del a nd u ses sc ienc e da ta direc tly , th u s elim ina ting th e need fo r dedic a ted da ta sets. In th is m a nner a ll p h o to m u ltip lier wo rking c o nditio ns (e.g . tem p era tu re, externa l fi elds, etc ) a re exa c tly m a tch ed b etween c a lib ra tio n a nd sc ienc e a c q u isitio ns. Th is is o f p a rtic u la r im p o rta nc e in lo w b a ckg ro u nd exp erim ents su ch a s Z E P L IN-III, wh ere m eth o ds invo lving th e u se o f externa l lig h t so u rc es fo r c a lib ra tio n a re severely c o nstra ined.

. Intro ductio n

Tra ditio na l p ro c edu res to ch a ra c teriz e th e resp o nse o f a p h o to m u ltip lier tu b e (P M T) rely , ty p ic a lly , o n th e u se o f c a lib ra tio n lig h t so u rc es a nd dedic a ted trigg er setu p s. H o wever, in so m e exp erim ents, su ch a s th e Z E P L IN-III W IM P sea rch [1 , 2 , 3 ], th e u se a nd p o sitio ning o f th ese lig h t so u rc es is severely c o nstra ined b o th b y th e lo w ra dio a c tivity b a ckg ro u nd req u irem ent a nd b y th e u se o f V U V -ra ted c o m p o nents. A lso , it is kno wn th a t th e resp o nse o f a P M T dep ends o n its wo rking c o nditio ns, na m ely , externa l fi elds a nd tem p era tu re. In its a lrea dy lo ng h isto ry th ere h a ve b een severa l a ttem p ts to m o del th e resp o nse fu nc tio n R o f a P M T. Neverth eless, a g enera l so lu tio n wh ich c o vers different wo rking c o nditio ns a nd different ty p es o f P M T is still m issing .

Based on experimental data obtained using Ni and Be dynodes, Wright stated that the number of secondary electrons ejected per primary electron is described by a Poisson distribution P [START_REF] Wright | [END_REF]. The effect of non-uniform photocathode and dynode surfaces or inter-stage collection effi ciencies (focusing optics) is the variation of the mean of the distribution η from one primary electron to another, thus increasing the variance of the PMT response function σ R . The calculations presented did not allow to conclude on the shape of this response function, but only to infer that, being the effect of non-uniformities negligible, the dominant statistics would be gaussian for a suffi ciently large number of photoelectrons. Nevertheless, Breitenberger [5 ] reported that the electron multiplication variance measured using activated BaO + SrO dynodes is in fact larger than calculated when assuming a p oissonian secondary emission process P (n , η). Based on the same assumption, Lombard et al. [6 ] derived the pulse height spectrum for cascades starting with single photoelectrons. The authors remarked that their results were inconsistent with observed data, thus rejecting the hypothesis of the Poisson distribution P being a good descriptor for the PMT electron multiplication process. In spite of this conclusion, other authors [7 , 8 , 9 ] consistently reported measurements which did agree with the calculations by Lombard et al. [6 ] and attribute the discrepant results of other work to noise in their experimental setup [9 ]. Using an ex p onential distribution to describe the electron multiplication at the dynodes, Prescott et al. [10 ] obtained good agreement between calculated and measured spectra for some specific types of PMT.

Baldwin et al. [11] suggested that the inconsistent results mentioned above could be explained in terms of the microscopic characteristics of the dynodes used. In fact, the random orientations of the polycrystals in the Ag + MgO dynodes used by Lombard et al. [6 ] are consistent with a variation of the mean number of secondary electrons η produced by primaries hitting different regions [START_REF] Wright | [END_REF]. O n the other hand, the Sb + CsO dynodes used by Tusting et al. [9 ] consist of a more uniform thin layer of adsorbed material, which may account for a more constant η across the surface [11]. A possible conclusion from these evidences [12] is that one can assume that at each PMT stage the electron multiplication process follows indeed a Poisson distribution (P ) given dynodes with uniform emission properties [4 , 5 , 6 ].

In order to generalize the description of the fl uctuations in the secondary electron emission process, Prescott [13] had proposed the use of the P olya distribution which contains the F urry (ex p onential) and Poisson distributions as special cases. The P olya distribution is also used in the description of cosmicray fl uctuations and of charge multiplication in proportional counters [13]. For a PMT, the P olya describes the multiplication process when the number of secondary electrons follows a Poisson distribution P with η varying across the dynode surface in a manner described by the L ap lace distribution [13]. O nce again it was verified experimentally that the P olya distribution can only model the response for a limited number of PMTs [13,14 ].

More recent work involved a Monte Carlo simulation of dynode statistics to assess the overall PMT response resolution [14 ]. In spite of predicting accu-rately the resolution for a range of PMTs [14], the method demands the single electron response (SER) to be measured experimentally. The issue is again that measuring the SER at the working conditions (e.g. temperature, external field) of PMTs installed in some experimental setups may present an insurmountable challenge.

In the present work we describe a procedure to calibrate a PMT which does not demand the knowledge of its SER model. Instead, the method relies only on the statistical description of the light pulses arriving at the PMT photocathode. This fact eliminates the need for dedicated data sets acquired using calibration light sources, but allows for the use of the light pulses produced in the sensitive volume of a detector during its science exposure. In this manner, all the working conditions of a PMT (external fields, temperature, light intensity, trigger, signal amplification and conditioning) are perfectly matched between the calibration procedure and the science data. One more significant advantage is that it eliminates any difficulties posed by setting up the calibration light(s) in the context of a particular experiment. Finally, one must emphasize that the proposed method of calibration is more suitable for a detector having an array of PMTs instead of a single one. This is related to the fact that an array permits the implementation of some sort of position reconstruction, thus allowing the effect of differences in the light collection efficiency across the active volume of the detector to be minimised.

Setup and Data Processing

ZEPLIN-III is a two-phase (liquid/ gas) xenon time projection chamber designed to search for dark matter WIMPs [1, 2, 3]. The active volume contains ≈ 12 kg of liquid xenon above a compact hexagonal array of 31 2-inch PMTs (ETL D730/ 9829Q). The PMTs are immersed directly in the liquid at a temperature of ≈ -10 5 • C and record both the rapid scintillation signal (S1) and a delayed second signal (S2) produced by proportional electroluminescence in the gas phase from charge drifted out of the liquid [1]. The electric field in the active xenon volume is defined by a cathode wire grid 36 mm below the liquid surface and an anode plate 4 mm above the surface in the gas phase. These two electrodes define a drift field in the liquid of 3.9 kV/ cm and an electroluminescence field in the gas of 7.8 kV/ cm. A second wire grid is located 5 mm below the cathode grid just above the PMT array. This grid defines a reverse field region which suppresses the collection of ionization charge for events just above the array and helps to isolate the PMTs input optics from the external high electric field.

The PMT signals are digitized at 2 ns sampling over a time segment of ±18 µs either side of the trigger point [START_REF] Lebedenko | Result from the First Science Run of the ZEPLIN-III Dark Matter Search Experiment[END_REF]. Each PMT signal is fed into two 8-bit digitizers (ACQIRIS DC265) with a ×10 gain difference between them provided by fast amplifiers (Phillips Scientific 770), to obtain both high and low sensitivity readout covering a wide dynamic range. The PMT array is operated from a common HV supply with attenuators (Phillips Scientific 804) used to normalize their individual gains. The trigger is created from the shaped sum signal of all the PMTs.

The raw data are processed and reduced by a purpose developed software tool (ZE3RA), which finds candidate pulses in individual waveforms by searching for signal excursions over a defined threshold V thr [START_REF] Lebedenko | Result from the First Science Run of the ZEPLIN-III Dark Matter Search Experiment[END_REF]. Subsequent waveform processing includes resolving adjacent/overlapping pulses, grouping of statistically consistent structures (e.g. scintillation tails) and coincidence analysis of occurrences in different channels. By design, ZE3RA outputs only amplitude, area and timing parameters and does not ascribe any physical meaning to pulses. This task is left to an independent software tool which processes the original parameters assigning a physical meaning to the reduced data. This assignment is made according to a well defined set of rules, e.g. primary scintillation signals S1 are fast and must precede wider electroluminescence signals S2.

Using S2 pulses from a 57 Co source located above the instrument, an iterative procedure was used to normalize the measured response from each PMT, i.e. 'flat-field' the array [15]. The procedure is based on fitting to each channel a common cylindrical response profile extending away from the vertical PMT axis and does not depend on the characterization of the individual PMT response. Position reconstruction in the horizontal plane was then achieved by using the converged response profiles in a simultaneous least-squares minimization to all channels [15]. The vertical position is obtained by measuring the time difference between S1 and S2 signals corresponding to the electron drift time in the liquid.

Methodology

Arising from the fact that photons follow Bose-Einstein statistics, the Poisson distribution is a good approximation to the number of photons arriving at the photocathode within a defined time window [16,17]. As the photoemission process follows the binomial distribution (with the quantum efficiency quantifying the probability of one photon producing one photoelectron), it has been shown that the number of photoelectrons n produced in the photocathode also follows a Poisson distribution [16] 

P (µ, n) = µ n e -µ n! , ( 1 
)
where µ is the mean number of photoelectrons. The value of µ has a simple relation to the mean number of incident photons of µ/ . Reworking Eq. 1 one obtains [18] P (µ, 0)

∞ k= 0 P (µ, k) = N 0 N =⇒ µ = -ln (N 0 / N ) , (2) 
where N stands for the total number of opened time windows (incident light pulses) and N 0 for the number of times there were no photoelectrons produced in the photocathode.

In a general setup, the signals from a PMT are fed into some sort of acquisition system (DAQ) allowing ultimately measurement of the number of electrons arriving at the anode. This implies that the assertion of the null photoelectron signal P (µ, 0) must be made against a measure of the noise intrinsic to the DAQ system used. In ZEPLIN-III the noise distribution was parametrized using the same waveforms containing the actual PMT signals [START_REF] Lebedenko | Result from the First Science Run of the ZEPLIN-III Dark Matter Search Experiment[END_REF]. To avoid any bias due to the occurrence of a transient or small signal, the parametrization method relies on a consistency check of the noise distribution variance during a sufficiently large time window. For that purpose, the DAQ pre-trigger region is divided into i = 1 . . . M 0 consecutive regions containing m samples each. For each of these regions, the variance σ 2 i , i = 1 . . . M 0 of the signal amplitude distribution is calculated and the F-distribution probability function Q is used to check if they are statistically consistent:

Q = Γ ( νa 2 + ν b 2 ) Γ ( νa 2 )Γ ( ν b 2 ) ν b /2 ν b /2+ F νa/2 0 t νa 2 -1 (1 -t) ν b 2 -1 dt , (3) 
where

ν a = m i -1, ν b = m i+ 1 -1, σ i > σ i+ 1 ν a = m i+ 1 -1, ν b = m i -1, σ i ≤ σ i+ 1 , and 
F = σ 2 i /σ 2 i+ 1 , σ i > σ i+ 1 σ 2 i+ 1 /σ 2 i , σ i ≤ σ i+ 1 .
Q is therefore the significance level at which that hypotheses (σ 2 i ≡ σ 2 i+ 1 , i = 1 . . . M 0 ) can be rejected [19]. In the present work the values of m = 25 (50 ns) and Q = 0.0001 were used. The maximum length of the total sampled waveform was 2 µs (M 0 = 40). The noise characterizing each waveform is then defined as

σ = σ i , i = 1 . . . M , (4) 
for those M regions satisfying Eq. 3. Waveforms for which M < 20 (1 µs) were not considered for the analysis. Fig. 1 shows the distribution of σ values for the central PMT in the ZEPLIN-III array. It can be seen that there are two peaks both having a gaussian-like profile. The peak corresponding to higher values of σ is due to the occurrence of an external frequency pickup which can be identified by simple visual inspection of the waveforms. With the described analysis this presents no problem as the noise is parametrized independently for each of the individual waveforms.

Setting the software amplitude threshold V thr to a certain level k above the waveform noise σ, and selecting pulses w hich are predicted to hav e the same av erage number o f pho to ns arriv ing at the pho to catho de o f a particular P M T , o ne can calculate µ (E q. 2 ) just by defi ning N as the number o f selected pulses and N 0 as the number o f tho se hav ing an amplitude V < V thr . T his defi nitio n is the co re o f the calibratio n metho d described here as it sets the co nditio ns fo r o bserv ing no pho to electro ns (n = 0) o r any number o f pho to electro ns (n ≥ 1) pro duced at the pho to catho de. R epeating the pro cedure fo r all P M T s and a range o f ex pected signal allo w s co mpariso n o f the av erage P M T respo nse in each iteratio n against the ex pected P o isso n mean µ. W hen selecting pulses, care must be tak en to ensure that N -N o N n o ise , w here N n o ise is the ex pected number o f o ccurrences leak ing fro m the no ise distributio n abo v e V thr . F o r k = 3 (E q. 5 ) and a no rmally distributed no ise, v alues o f µ 0.1 sho uld be used (N 1.13 N 0 ). W ith this assumptio n the do minant erro r is the statistical uncertainty asso ciated w ith the B erno ulli trial o f o bserv ing either n = 0 o r n ≥ 1 pho to electro ns fro m each incident light pulse. D efi ning B as the pro bability o f n = 0 at a giv en V thr , the respectiv e v ariance fro m the B erno ulli distributio n is ex pressed as σ 2 n= 0 = B(1 -B). A pply ing the central limit theo rem to a set o f N independent trials (o r incident light pulses), the v ariance o f the rando m v ariable N 0 co unting the number o f n = 0 o ccurrences can be w ritten as [1 8 ]

V thr = kσ , (5) 
σ 2 N0 ∼ = N σ 2 n= 0 = N B(1 -B) . (6) 
P ro pagating this result into E q. 2 w e o btain

σ 2 µ ∼ = 1 -B N B . (7) 
Co nsidering that N 0 is draw n fro m a bino mial distributio n w ith mean N B then, tak ing the same v alidity co nstrains as fo r E q. 6, N 0 ∼ = N B; feeding this into E q. 7 results in

σ 2 µ ∼ = 1 N 0 - 1 N . ( 8 
)
Co mbining E q. 2 and E q. 8 o ne can deriv e the number o f incident light pulses N needed to k eep the relativ e erro r δ belo w a required v alue

σ 2 µ µ 2 < δ 2 =⇒ N > 1 µ 2 δ 2 (e µ -1) . (9 ) 
W henev er a limited statistics N is av ailable, E q. 9 can also be used to determine the interv al fo r w hich µ can be o btained w ithin a certain accuracy δ.

A ssuming that the pho to electro n emissio n at the pho to catho de and the seco ndary electro n multiplicatio n at the dy no des are independent, the relativ e v ariance o f the P M T respo nse functio n R fo r V > V thr (n > 0) can be o btained by adding the relativ e v ariances fro m the distributio ns describing bo th pro cesses

σ R R 2 V > V thr = σ n> 0 µ n> 0 2 + 1 µ n> 0 σ R R 2 S E R , ( 1 0 ) 
where

µ n>0 = ∞ n=1 P (µ, n)n ∞ n=1 P (µ, n) = µ 1 -e -µ , (11) 
and

σ 2 n>0 = ∞ n=1 P (µ, n)(n -µ n>0 ) 2 ∞ n=1 P (µ, n) , (12) 
represent, respectively, the mean and the variance of the photoelectron distribution (Eq. 1) for n > 0. U sing Eq. 11 and Eq. 12, the relative variance contribution from the photoelectron emission process can be written as

σ n>0 µ n>0 2 = 1 -e -µ -µe -µ µ . ( 13 
)
The contribution from the electron multiplication process in Eq. 10 is derived simply by applying the central limit theorem to the PMT S ER relative variance (σ R / R )² when a set of µ n>0 photoelectrons are produced at the photocathode.

Results

The following results were obtained using three diff erent data sets, which are described in detail in Ref. [START_REF] Lebedenko | Result from the First Science Run of the ZEPLIN-III Dark Matter Search Experiment[END_REF]:

1. low-energy Compton-scattered γ events from a 1 3 7 Cs calibration source positioned above the detector; 2. low-energy events from a Am-Be neutron source positioned off -center, above the detector; 3 . 8 47 kg•days of WIMP-search data acquired over 8 3 days of continuous stable operation.

The raw data were processed using a software threshold of V thr = 3σ (Eq. 5).

The PMT calibration was performed using the fast S 1 (primary scintillation) signals. The expected number of S 1 photons arriving at each PMT photocathode for individual events is derived from the 3D position reconstruction algorithm used [15]. The µ value is calculated for each PMT channel and for each range of number of photons by applying the method described in S ec. 3 . For each range the corresponding PMT response was calculated averaging the area A of the selected pulses. The resulting µ(A) distributions for the diff erent PMTs and data sets were then fitted using a linear function. The errors associated with the calculation of A are insignificant and therefore were not considered in the fitting procedure. The results obtained show that there is a good linearity of response for all the PMTs in the 0.2 µ 4 interval (δ 5 % , Eq. 9). The slope of the fitted lines is an estimator for the mean response of the PMTs for single photoelectron signals R SER . Both the distributions of µ as a function of A and the corresponding fits for each of the data sets are shown in Figs. 234for three diff erent PMTs. These are representative of the results found for the whole set of 31 PMTs. The widths of the single electron response (σ R ) SER for all the PMTs were determined feeding the estimated values of R SER into Eq. 10. For each value of µ, the relative variance of the PMT response was calculated using the mean ( R ≡ A) V >V thr and root mean square (σ R ≡ rms) V >V thr from the corresponding area distribution of pulses above the threshold (V > V thr , Eq. 5). The errors concerning the calculation of A V >V thr and rms V >V thr are insignificant and were not considered. The obtained values of (σ R ) SER for the 137 Cs, Am-Be and WIMP-search data sets are shown in Fig. 5 for the same PMT also represented in Fig. 3.

The array-averaged mean value of the PMT SER R SER was found to be respectively 5.9 % and 10.3% lower for the 137 Cs and Am-Be calibration data sets with respect to the WIMP-search data set. Simultaneously, the array average of the relative SER width (σ R / R ) SER degrade by 2.8% and 8.1% for the 137 Cs and Am-Be data sets when compared to the WIMP-search data set. It should be noted that these computations assume a uniform position distribution of the S1 signals across the entire detector active volume. This assumption is not exact, especially for the Am-Be data set, due to the position of the source. Nevertheless, the observed differences on the mean PMT responses for the different data sets are attributed to the increase in the resistivity of the bialkali photocathodes at low temperatures [20,21]. To cope with this well known effect, the PMTs used have a set of metal tracks deposited under the photocathode. These tracks decrease the average photocathode resistivity but also increase its non-uniformity by creating regions with different abilities to neutralise the charge left by the ejection of photoelectrons. Thus, depending on the rate, distribution and intensity of the incoming light pulses, the increase of the resistivity enhances the local charging of the photocathode which consequently attenuates and distorts the electric field of the input optics. In addition to the variation of the quantum effi ciency [22], the consequences of this charging are an increase of the variance of the single photoelectron response and a decrease of the electron multiplication at the first dynode. The observed qualitative decrease in the mean response of the PMTs is consistent with the increase in the rate of energy deposited in the liquid xenon target volume from the 137 Cs and Am-Be sources and the consequent increase of the rate of scintillation photons arriving at the photocathodes.

G iven the absence of dedicated calibration light sources in the Z EPL IN-III setup, searching for PMT signals corresponding to thermal single photoelectron emission ("dark counts") presents the only way to validate the calibration results obtained using the method described in Sec. 3. For this purpose, a dedicated The values of (σ R ≡ rms A ) V > V thr a n d th e c o rre sp o n d in g a v e ra g e s a re sh o w n fo r: (sq u a re s) 137 C s d a ta se t, (tria n g le s) A m-B e d a ta se t a n d (c irc le s) W IM P -se a rch d a ta se t.

data set was acquired with the DAQ triggering from an external pulser (100 H z ). T he P M T signals were digitiz ed at 2 ns sampling over a time segment of 256 µs starting at the trigger instant. T he total duration of the run was ab out 6 0 hours which corresponds to ab out 500 s live time for each of the 31 P M T s. T he raw data were reduced using a software threshold of V thr = 3σ (E q. 5 ). For each P M T , the spectrum of the pulse amplitude was used to identify and eliminate the roughly exponential contrib ution of the noise just ab ove V thr . T he surviving pulses were then assumed to b e from thermal single electron emission from the P M T photocathodes provided that no coincident pulses were found in any of the other P M T channels. T o exclude a connection to any possib le interaction in the xenon target, the anticoincidence was expanded to all channels during a time window of 200 ns either side of the candidate pulse starting time. O ne can further assume that the area spectrum of the pulses corresponding to thermal photoelectrons is a good approximation 1 to the S E R of a P M T , given that the prob ab ility of having n > 1 thermal photoelectrons ejected during a time window of 100 ns is in fact very small. Fig. 6 shows the pulse area spectrum of thermal single photoelectron signals from the P M T also represented in Figs. 3 and5 . T he average mean response of the P M T s to single photoelectron signals, characteriz ed b y the mean values of the area spectra, were found to diff er b y only 5.3% from the values calculated using the method describ ed in S ec. 3 using the W IM P -search data set. T he average width of the P M T s S E R , characteriz ed b y the root mean square of the area spectra, diff ers ≈ 15% from the values estimated using E q. 10 for the W IM P -search data set.

Conclusions

In the present work a method to calib rate the S E R and assess the linearity of response of an array of P M T s is describ ed. T he method, which does not require dedicated runs, was applied to the science data from the Z E P LIN-III experiment. E xcellent agreement were found when comparing the S E R mean and width with those derived from a more traditional measurement using thermal photoelectron emission. S ignifi cantly, as the presented calculations rely only on the statistical description of the light pulses arriving at the P M T s photocathodes, the method is suitab le for use with any array of photodetectors (e.g. P M T s, AP Ds, M P P C s) in applications ranging from low energy rare event searches to medical P E T .
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 1 Figure 1: Distribution of values of σ (Eq. 4) for the central PMT in the ZEPLIN-III array.
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 2 Figure 2: Calibration results for PMT 24 in the ZEPLIN-III array. The v alues of the µ(A) d istributions and the corresp ond ing linear fi ts are show n for: (squares) 137 Cs d ata set, (triangles) A m -B e d ata set and (circles) W IMP-search d ata set.

Figure 3 :

 3 Figure 3: Calibration results for PMT 7 in the ZEPLIN-III array. The values of the µ(A) distributions and the corresponding linear fits are shown for: (squares) 137 Cs data set, (triangles) Am-Be data set and (circles) WIMP-search data set.

Figure 4 :

 4 Figure 4: Calibration results for PMT 13 in the ZEPLIN-III array. The values of the µ(A) distributions and the corresponding linear fits are shown for: (squares) 137 Cs data set, (triangles) Am-Be data set and (circles) WIMP-search data set.

Figure 5 :

 5 Figure 5: SER width results for PMT 7 in the ZEPLIN-III array.The values of (σ R ≡ rms A ) V > V thr a n d th e c o rre sp o n d in g a v e ra g e s a re sh o w n fo r: (sq u a re s) 137 C s d a ta se t, (tria n g le s) A m-B e d a ta se t a n d (c irc le s) W IM P -se a rch d a ta se t.

Figure 6 :

 6 Figure6: Pulse area spectrum of thermal single photoelectrons (for the same PMT also represented in Figs.3 and 5).
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