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Abstract   This  paper  presents  a  new  gravity  compensation  
method  for  an  upper  extremity  exoskeleton  mounted  on  a  wheel  
chair.   This   new   device   is   dedicated   to   regular   and   efficient  
rehabilitation   training   for   post-stroke   and   injured   people  
without  the  continuous  presence  of  a  therapist.  The  exoskeleton  
is   a   wearable   robotic   device   attached   to   the   human   arm.   The  
user  provides  information  signals  to  the  controller  by  means  of  
the   force  sensors  around  the  wrist  and   the  arm,  and   the  robot  
controller   generates   the   appropriate   control   signals   for  
different   training   strategies   and   paradigms.   This   upper  
extremity   exoskeleton   covers   four   basic   degrees   of   freedom   of  
the   shoulder   and   the   elbow   joints   with   three   additional  
adaptability   degrees   of   freedom   in   order   to   match   the   arm  
anatomy   of   different   users.   For   comfortable   and   efficient  
rehabilitation,   a   new   heuristic   method   have   been   studied   and  
applied   on   our   prototype   in   order   to   calculate   the   gravity  
compensation   model   without   the   need   to   identify   the   mass  
parameters.  It  is  based  on  the  geometric  model  of  the  robot  and  
accurate  torque  measurements   a  
set   of   specifically   chosen   joint  positions.  The  weight   effect  has  
been   successfully   compensated   so   that   the   user   can   move   his  
arm   freely   while   wearing   the   exoskeleton   without   feeling   its  
mass.  
  
Keywords    Upper   extremity   exoskeleton,   gravity  

compensation,  rehabilitation,  medical  robotics.  

I.   INTRODUCTION  
Stroke   and   accident   victims,   hemiplegic   subjects   and  

spinal   cord   injured   persons   suffer   from   many   forms   of  
handicaps   for   locomotion   because   of   the   decline   of   their  
physical   and   muscular   strength.   Robotic   rehabilitative  
training   has   recently   become   more   common,   and   thus,  
commercial   robotic   devices   are   already   available   and  
increasingly   needed   to   facilitate   and   accelerate   the   training  
and  the  recovery  of  weak  and  injured  people.  
For  the  upper  limbs,  several  studies  have  been  carried  out  

and   most   researchers   have   paid   increasing   attention   to  
develop   upper   extremity   exoskeletons   for   the   medical  
training  and  rehabilitation  [15]-[19].  

  
Manuscript   received   April   23,   2010.   This  work  was   supported   by   EC  

project  MEST-CT-2005-021024  WARTHE.  
S.   Moubarak   is   with   the   Institut   National   des   Sciences   Appliquées  

(INSA)  de  Lyon,  69621  Villeurbanne  Cedex,  France  (phone:  0033-4-72-43-
62-13;;  fax:  0033-4-72-43-85-35;;  e-mail:  salam.moubarak@insa-lyon.fr).  
M.   T.   Pham   is   with   the   Institut   National   des   Sciences   Appliquées  

(INSA)  de  Lyon,  69621  Villeurbanne  Cedex,  France  
(e-mail:  minh-tu.pham@insa-lyon.fr).  
R.  Moreau  is  with  the  Institut  National  des  Sciences  Appliquées  (INSA)  

de  Lyon,  69621  Villeurbanne  Cedex,  France    
(e-mail:  richard.moreau@insa-lyon.fr).  
T.  Redarce  is  with  the  Institut  National  des  Sciences  Appliquées  (INSA)  

de  Lyon,  69621  Villeurbanne  Cedex,  France  
(e-mail:  tanneguy.redarce@insa-lyon.fr).  

This   paper   deals   with   the   development   and   the   gravity  
compensation  of  an  upper  extremity  exoskeleton  mounted  on  
a   wheel   chair   (Fig.   1).   Our   objectives   are   to   provide   an  

arm,   as   well   as   the   possibility   for   the   therapist   to   apply  
different  training  strategies  with  a  variable  assistance  degree  
depending   on   the   state   of   the   user   and   the   injury   level.  
Furthermore,   this   device   enables   the   patient   to   have   a  
consistent   training  without   the   continuous   assistance   of   the  
therapist;;   therefore,   the   latter   can   work   on   many   patients  
simultaneously   and   the   total   cost   of   the   therapy   can   be  
reduced.  

  

Fig.  1.  The  upper  extremity  exoskeleton  

An   important   criterion   for   transparent   handling   and  
comfortable   rehabilitation  with   exoskeletons   is   the   efficient  
gravity   compensation   in   order   to   achieve   a   compliant  
controller   so   that   the   user   can  move  his   arm   freely  without  
feeling  the  weight  of  the  robot  [7].  
For   anthropomorphic-sized   arms   it   has   been   shown   that  

even  for  fast  motions,  the  use  of  a  PD  controller  with  gravity  
compensation   apparently   performs   almost   as   well   as   a   full  
feedforward  controller  that  accommodates  full  inertial  terms  
[l,  2]  and  most   researchers  accorded  a  great   importance  for  
the   development   of   accurate   gravity   compensation   models  
for   serial   rigid   robots   [7,   8],   elastic   robots   [3]   and   parallel  
mechanisms   [9].   In   [1],   identification   protocols   have   been  
carried  out  in  order  to  estimate  the  mass  parameters  of  robots  
for   gravity   compensation   applications.   In   [4],   a  mechanical  
gravity   canceller   based   on   passive   compensation  
mechanisms  has  been  studied   in  order   to  reduce   the  gravity  

  
Our  work   introduces   a   new  method   for   the   identification  

of   the   gravity   term  of   the   exoskeleton  without   knowing   the  
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value  of  its  mass  parameters.  Our  objective  is  to  calculate  an  
accurate   assessment   of   the   dynamic   mo
component   in   order   to   eliminate   the   weight   effect   by  
providing   the   necessary   and   sufficient   actuator   torques   to  
hold   the   robotic   arm   in   any   given   stance   of   its   workspace  
without  blocking  it.  
The  paper  is  organized  as  follows:  Section  2  describes  the  

different   components   of   our   prototype.   Section   3   presents  
our   new   gravity   compensation   method.   Finally,   a   brief  
conclusion   highlights   the   ongoing   works   and   the   future  
works  of  this  project.    

II.   A  NEW  UPPER  EXTREMITY  EXOSKELETON  

The   prototype   has   4   motorized   dofs;;   the   shoulder  
abduction   /   adduction,   flexion   /   extension   and   internal   /  
external   rotation   as   well   as   the   elbow   flexion   /   extension  
motion  (Fig.  2  -  3).  The  shoulder  height,  the  shoulder  width  
and  the  arm  length  can  be  adapted  to  fit  with  different  body  
sizes  for  different  users.  Each  motor  is  connected  to  a  drive  
and  can  be  controlled  either  by  torque  or  by  velocity.  The  4  
drives   and   the   adaptability   motors   are   connected   to   a  
dSPACE   control   board   and   continuously   exchanging  
information   and   control   signals.   Different   control   schemes  
can   be   created   and   applied   using   Matlab   /   Simulink   and  
dSPACE  -ControlDesk  interface.  

  

Fig.  2.  The  four  basic  degrees  of  freedom  of  the  arm  

II.1-  Mechanical  structure:  
The  main  purpose  of  an  exoskeleton  is  not  only  to  provide  

efficient  motion   assistance   to   the   human   limbs,   but   also   to  
guarantee  the  safety  and  the  comfort  of  the  user.  That  is  why  
matching   the   human   body   anatomy   is   one   of   the   most  
important  criteria  for  an  exoskeleton  design.  
The  mechanical  structure  of  our  prototype  (Fig.  3)  mainly  

consists   of   four   links   and   four   revolute   joints   covering   the  
basic   degrees   of   freedom   of   the   human   arm.   The   motion  

risk-free  workspace   for   the  user.  The  arm  is  attached   to   the  
exoskeleton  by  external  arm  and  wrist  holders  with  pressure  
adjustable  internal  pneumatic  holders.  The  rotation  motion  is  
transmitted  from  the  motor  axes  to  the  joint  axes  by  rigid  and  
compact  spiro-conical  gear  systems  (Fig.  4).  The  prototype  is  
relatively   lightweight   (10   kg)   with   a   high   ratio   of   dofs   /  
weight.  

  

Fig.  3.  The  mechanical  structure  of  the  exoskeleton  

II.2-  Actuators:  
The   four   active   dofs   of   the   prototype   are   motorized   by  

brushless   motors   with   high   torque   and   relatively   small  
dimensions.  The  motor  torques  are  amplified  by  the  reducers  
and  the  gear  systems,  to  give  final  output  torques  of  63  Nm  
for   the   shoulder   abduction   /   adduction,   52.5   Nm   for   the  
shoulder   flexion   /   extension,   17.1   Nm   for   the   shoulder  
internal   /   external   rotation,   and   13.5   Nm   for   the   elbow  
flexion  /  extension  motion.  

  

Fig.  4.  The  gear  systems  and  the  arm  holders  of  the  exoskeleton  

The   prototype   must   be   adaptable   so   it   can   be   used   by  
different   patients   with   different   body   sizes.   The   shoulder  
height,   the  shoulder  width  and  the  arm  length  can  be  varied  

dimensions.    
  
II.3-  Control  system:  
All   brushless   motors   are   equipped   with   high   resolution  

magnetic   encoders   for   position   feedback   measurements.  
Each   motor   is   connected   to   a   drive   with   a   sampling  
frequency  of  5  kHz.  The  4  drives  and  the  3  adaptability  DC  
motors  are  connected  to  the  same  electronic  interface  board.  
The   electronic   board   exchanges   information   and   control  

signals  with  a  dSPACE  controller  analyzing  all  the  feedback  
information   and   sending   the   appropriate   control   signals   to  
the  system  depending  on  the  training  strategy  
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III.   GRAVITY  COMPENSATION  OF  THE  EXOSKELETON  

III.1-  The  gravity  term  of  the  dynamic  model:  
The   inverse   dynamic   model   of   a   robot   calculates   the  

required   joint   torques   as   a   function   of   the   joint   positions,  
velocities  and  accelerations.  It  can  be  written  [5]:  

qFqsignFqQqqqCqqA VD,   (1)  

A    is   the   inertia   matrix   of   the   robot,   C    is   the   matrix  
containing   the   centrifugal   and   Coriolis   torques,   Q    is   the  
gravity   torques   vector,   DF    and   VF    respectively   represent  

the  dry  friction  and  viscous  friction  terms,     is  the  actuator  
torque;;   q ,   q ,   q    respectively  represent   the   joints  position,  
velocity  and  acceleration  vectors.  
Theoretically,   for   any   given   position   q ,   qQ    is   the  

torque   vector   that  
order  to  support  the  total  weight  of  the  mechanical  structure  
without   succeeding   it.   Therefore,   it   can   be   maintained  
suspended  in  its  position  without  being  blocked,  enabling  the  
user  to  move  the  robot  freely,  without  lifting  its  weight.  
Full   dynamic   parameter   identification   methods   are   well-

known   in   robotics   [10,   11,   12].   In   these   methods,   the  
dynamic   parameters   are   estimated   using   the   least   squares  
solution  of  a  linear  system  obtained  from  the  sampling  of  the  
dynamic  model  along  a  closed  loop  tracking  trajectory.  The  
main   difficulty   lies   in   the   derivation   estimation   to   obtain  
velocity   and   acceleration.   Without   any   precaution,   this  
process   induces   noise   on   the   identified   parameter.  
Furthermore,   these   algorithms   require   persisting   excitation  
signals   in   order   to   proceed   to   the   identification.   Finally,  
these   approaches   tend   to   complicate   the   identification  
process  if  the  only  need  is  to  find  out  the  gravity  term.  
Our   original   gravity   compensation   method   leads   to   the  

assessment  of  the  gravity  term  based  on  the  geometric  model  
and  a  finite  set  of  torque  measurements  appropriately  chosen.  
Contrary  to  other  methods,  this  technique  does  not  need  any  
identification  protocols  of  the  mass  parameters.  
  
III.2-  The  geometric  modeling:  
The   geometric   modeling   and   notations   are   based   on   the  

Modified   Denavit-Hartenberg   (MDH)   notation   [13]:   We  
assume   the   serial   robot   has   n+1   links   denoted  
( 0L ,... jL nL )   and   n   joints   (1,... j n ).   The   joint  
j connects  the  link   j with  the  link   1j .  The  link   0   is  the  
base  of  the  robot  
The   joint   variable   j    is   denoted   jq .   For   such   a  

description,   a   frame   is   attached   to   each   link   j    using   an  
iterative  and  systematic  procedure  [13]:  
The   jz   axis  is  along  the  axis  of  joint   j .  The   jx   axis  is  

along  the  common  normal  between   jz   and   1jz .  If  the  axes  

jz   and     1jz   are  parallel,  the  choice  of   jx   is  not  unique.  
The  origin   jO   is  the  intersection  of   jx   and   jz .  
The  geometric  modelling  of  the  robot  is  based  on  the  four  

geometric  parameters:  

j :  angle  between   1jz   and   jz   around   1jx   

jd :  distance  between   1jz   and   jz   along   1jx   

j :  angle  between   1jx   and   jx   around   jz   

jr :  distance  between   1jx   and   jx   along   jz   
The  joint  variable   jq   is  equal  to   j   for  a  revolute  joint  and  

jr   for  a  prismatic  joint.  
  
III.3-  The  new  gravity  compensation  method:  
For   each   joint   j ,   we   use   the   transformation   matrix  

between   the   base   frame   and   the   frame j    to   calculate   the  
gravity  vector   g   in  the  frame j :  ( jg ),  and  project  it  along  

jx ,   jy   and   jz    to  give  the  algebraic  values   xjg ,   yjg   and  

zjg .  

For   any   given   position   of   the   robot,   the   gravity  
compensation   torque   that   should   be   applied   on   the   joint   j   
( j )   is   equal   to   the   opposite   sum   of   the   torques   applied  

around   jz   by  the  links  ( jL nL )  under  the  effect  of   xjg ,  

yjg   and   zjg (   xj   ,   yj     and   zj ):  

zjyjxjj                                  (2)  

zjg   being  collinear   to   jz ,   it  has  no  effect  on   the   torque  
around   jz ,  thus   0zj   and  equation  (2)  can  be  written:  

yjxjj                                        (3)  

Fig.  5  shows  the  kinematic  structure  of  the  exoskeleton  in  
the   initial   position.   In   this   position,   the   frames   0   and  1   are  
superposed.  
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Fig.  5.  The  kinematic  structure  of  the  prototype  

The   gravity   compensation   torques   are   calculated   by   a  
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heuristic   method,   based   on   several   static   torque  
measurements  in  a  set  of  appropriately  chosen  joint  positions  

structure.  Let  us  define:  
  

1C :  measured  torque  on   4j   for  q 0 0 0 0 T
    

2C :  measured  torque  on   4j   for   q 0
2
0 0

T

  

3C :  measured  torque  on   3j   for   q 0 0 0 0 T
  

4C :  measured  torque  on   3j   for   q 0 0
2
0

T

  

5C :  measured  torque  on   2j   for  q 0 0 0 0 T
  

6C :  measured  torque  on   2j   for   q 0
2
0 0

T

  

7C :  measured  torque  on   1j   for   q 0 0 0 0 T
  

8C :  measured  torque  on   1j   for   q 2
0 0 0

T

  

A   careful   and   methodical   geometric   analysis   of   the  
structure  leads  to  the  following  equations:  

1
4

4 C
g
gx

x                                              (4)  

2
4

4 C
g
gy

y                                              (5)  

3
3

3 C
g
gx

x                                              (6)  
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     (11)  

  

apply   the   torque   j    on   each   joint   j    in   order   to   totally  
compensate   the  gravity  effect  on   the  exoskeleton.  Note   that  
( 4...1xg )  and   ( 4...1yg )  can  be  calculated   in   terms  of   ( 4...1q )  

based  on  the  geometric  model  of  the  robot.  
  
III.4-  Theoretical  validation:  
The  general   form  of   the   thj    element  of   the  gravity   term  

vector   qQ for  an  n-dof  rigid  robot  arm  is  given  by  [14]:  

k
k

n

jk j

k
T

kj r
q
T

gmqQ 0~                         (12)  

Where,  in  terms  of  homogeneous  transform  description,    

g gT , 0
T

g , 0 , 0 , 0 T
(for   our   prototype),  

and  
Tj

zj
j
yj

j
xj

TTj
j

j
j rrrrr 1,~,~,~1,~    is   the   mass  

center  vector  of  the  link   jL   with  respect  to  the  origin  of  the  

frame  j.  
In  order  to  theoretically  validate  our  gravity  compensation  

model,  the  constants  ( 81...CC )  were  symbolically  calculated  
as   a   function   of   the   mass   parameters   of   the   robot   and  
substituted   by   their   symbolic   expressions   in   equations  

compensation   torque   of   each   joint   was   calculated   and  
compared  to  equation  (12).  The  results  showed  full  equality  
between  the  2  forms;;  thus,  our  gravity  compensation  method  
was  theoretically  validated.  
  
III.5-  Experimental  validation:  
An   experimental   validation   was   carried   out   by   applying  

our   gravity   compensation   model   and   positioning   the  
prototype   in   a   series   of   static   postures.   The   gravity   effect  
proved   to  be   successfully   compensated,   for   the   robot   could  
be   left   suspended   in   any   position   of   its  workspace  without  
moving  or  dropping  under  its  weight  effect.  
Note   that   it   is   possible,   depending   on   the   training  

paradigm   and   the   state   of   the   user,   to   compensate   not   only  
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only   difference   would   be   in   the   torque   measurements  
( 81...CC );;   they  would  have   to  be  made  with   the  users  arm  
resting  in  the  exoskeleton.  

IV.   CONCLUSION  AND  FURTHER  WORKS  

This   paper   presents   a   new   upper   extremity   exoskeleton  
mounted  on  a  wheel  chair  and  dedicated  to  the  training  and  
rehabilitation  of  injured  people  and  accident  victims  as  well  
as  post-stroke  patients  in  order  to  improve  and  accelerate  the  
recovery  process.  
A   new,   exact   and   simple   method   for   the   gravity  

compensation   of   the   exoskeleton   has   been   developed   in  
  performance  as  

well   as   its   potential   for  more   efficient   therapy   and   training  
modes.  It  is  based  on:  
   the  geometric  model  of  the  robot    
   accurate   torque   measurements  
actuators  in  a  set  of  specifically  chosen  joint  positions.    

It   has   several   advantages   compared   to   other   solutions,  
especially   the   fact   that   it   can  accurately   identify   the  gravity  
term  of   the  dynamic  model  without   the  need   to   identify   the  

  mass  parameters.  
We  have  shown  in  this  paper  an  experimental  validation  of  

the   compensation   technique   and   a   theoretical   validation  
through   a   comparison   between   the   gravity   term   obtained  
with   our   method   and   the   theoretical   gravity   term   of   the  
dynamic  model.  
Another  aspect  of  this  work  concerns  the  control  strategy.  

In  the  future  works,  the  gravity  compensation  will  be  applied  
and  force  sensors  mounted  around  the  wrist  and  the  arm  will  
be  used  to  estimate  the  state  and  the  motion  intentions  of  the  
user  and  create  efficient  training  and  therapy  strategies  for  a  
better  and  faster  recovery.  
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