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Postprocessing 'fly-through' of multislice computed tomography after thoracic endografting

A 43-year-old man was treated for chronic pseudoaneurysm after traumatic aortic transsection by endografting (TAG Excluder; WL Gore & Assoc., Flagstaff, AZ, USA). At 50 months after endovascular repair, a spine wire fracture of the stent-graft was diagnosed on plain X-ray. The chest X-ray, left-anterior 45Њ view (Panel A) demonstrates kinking, 'herniation' and spine wire fracture. Red arrows indicate the wire fragments and the yellow line the protrusion into the former pseudoaneurysm sac due to severe oversizing. Clinical and radiological signs on a standard computed tomography (CT)-scan were suspicious for stent-graft

Images in vascular medicine

infection. For preoperative evaluation, the patient underwent multislice computed tomography (MSCT) 3D-angiography (Aquilion 16, Toshiba Medical Systems, Corp., Otawara, Japan) of the thorax. CT-scan with a collimation of 1 mm revealed air around the stent-graft. Postprocessing on a Vitrea2 workstation (v3.5; Vital Images Inc., Plymouth, MN, USA) using surfacerendering confirmed the extracorporated proximal spine wire fragment (Panel B). The fly-through tool allowed 3D endoluminal evaluation of the stent-graft. Kinking of the stent-graft was demonstrated as well as spine wire fracture showing the proximal end penetrating the aortic wall (Movie 1; yellow arrow). After anterolateral thoracotomy, the wireforms of the stent-graft shined through the inflammatory aortic wall. The device seemed to be well incorporated (Panel C). No infection signs were observed. Conversion of the stent-graft was successfully performed (Movie 2). The explanted stent-graft showed the broken longitudinal spine wire (Panel D). The patient is alive after 13 months with no further complications. Endoluminal navigation of stent-grafts by postprocessing of high-resolution MDCT data may provide promising information in addition to the regular follow-up procedures after aortic endografting.

Movie 1 Caudo-cranial fly-through confirms kinking of the stent-graft and spine wire fracture (first yellow arrow). The proximal fragment is penetrating the aortic wall (second yellow arrow).

Movie 2 Intraoperative view of conversion performed using anterolateral thoracotomy.