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Influence of roasting and different brewing processes on the ochratoxin A 1 content in coffee determined by HPLC-FLD. 2

Keywords: brewing methods, coffee, HPLC-FLD, ochratoxin A

A rapid and reliable procedure has been developed for the determination of ochratoxin A (OTA) in 11 green and roasted coffee. The method consists of extraction of the sample with methanol -5% 12 aqueous sodium hydrogen carbonate/1%PEG8000-(20:80), followed by IAC clean up and finally, 13 HPLC determination with fluorimetric detection. Mean recoveries for green and roasted coffee 14 spiked at different levels ranging from 94 and 105 % were obtained. The limit of determination 15 (S/N= 3) was 0.032 ng/g and the precision (within-laboratory relative standard deviation) was 6%.

16

The method described has been used to assess the influence of roasting and different brewing 17 processes on OTA content in commercial lots of green and roasted coffee. The results provided 18 evidence that roasting led to a significant drop on OTA levels (65-100%). Also the way coffee is 19 prepared affects the OTA content: brewing using a moka express (Italian coffee) led to a significant 20 reduction of OTA concentration (50-75%) since hot water stays in contact with coffee for a short 21 time, on the contrary Turkish coffee making (infusion for about 10 min) cause poor reduction in 22 OTA 23

The occurrence of ochratoxin A (OTA) in raw coffee has been reported in various studies since 27 1974 [START_REF] Levi | Study of the occurrence of ochratoxin A in green coffee 281 beans[END_REF]Micco et al, 1999;[START_REF] Nakajima | Survey of aflatoxin B1 and ochratoxin A in 287 commercial green coffee beans by high performance liquid chromatography linked with 288 immunoafinity chromatography[END_REF][START_REF] Tsubouchi | A survey of occurrence of mycotoxins and 310 toxigenic fungi in imported green coffee beans[END_REF]Truckness et 28 al, 1999). OTA is a mycotoxin produced as a metabolic product of certain fungi, mainly of the 29 genera Aspergillus and Penicillium. OTA toxicity is mainly a result of interactions with nucleic 30 acids, determining deleterious effects on the protein synthesis and integrity of nucleic acids with 31 consequent damage to the organisms; for these reasons, OTA is considered one of the most 32 powerful natural hepatocarcinogenic agents [START_REF] Chu | Mycotoxins: Food contamination, mechanism, carcinogenic potential and preventive 266 measures[END_REF][START_REF] Galvano | Mycotoxins in the human food chain[END_REF]. The 33 carcinogenicity of OTA has been evaluated by the IARC in a recent monograph where OTA is 34 classified as Group 2B, possible human carcinogen (IARC, 1993) 35 36

The EU has fixed legal limits for the occurrence of Ochratoxin A (OTA) in following foods: cereals 37 (5 ng g -1 ), products derived from cereals (3 ng g -1 ), wine and grape juice (both 2 ng g -1 ) dried vine 38 fruit (currants, raisins and sultanas all 10 ng g -1 ), and from 2005 also roasted coffee (5 ng g -1 ) and 39 soluble coffee (10 ng g -1 ) (EU Regulation 123/2005). The growth of mould on coffee beans is 40 possible if the moisture content of the beans exceeds the accepted standard for an extended time 41 (Studer-Rohr et al, 1995). An Italian study carried out by Romani et al in 2000 provided evidence 42 that 106 out of 162 green coffee samples coming from different countries (84 from Africa, 60 from 43 America, and 18 from Asia) were contaminated by OTA, with concentration ranging from 0 to 48 44 ppb. In particular, it was possible to verify that, samples from African countries were more 45 contaminated as compared to samples from other origins in terms of frequency and level of OTA. Over the past few years, the sensitivity of analytical techniques for the detection of OTA has 75 improved. The most diffused technique for OTA analysis in food is liquid chromatography with 76 fluorescence detection (LC-FLD), preceded by sample purification by using immunoaffinity 77 columns [START_REF] Pittet | Liquid Chromatographic Determination of 293 Ochratoxin A in pure and Adulterated Soluble Coffee Using an Immunoaffinity Column Cleanup 294 Procedure[END_REF][START_REF] Sibanda | Optimization of solid-phase clean-up prior to 301 liquid chromatographic analysis of ochratoxin A in roasted coffee[END_REF], but also the use of different types of columns was 78 described [START_REF] Ventura | Analysis of 320 Ochratoxin A in Coffee by Solid-Phase Cleanup and Narrow-Bore Liquid Chromatography-321 Fluorescence Detector-Mass Spectrometry[END_REF]. In this study OTA extraction from green and roasted coffee was 79 carried out using methanol-5% aqueous sodium hydrogen carbonate /1% PEG8000 (20:80) 80 followed by immunoaffinity clean up; this procedure was compared with the one described by Pittet 81 et al (1996) which is the most reliable and diffused analytical method to measure OTA levels in 82 green and roasted coffee. 

HPLC-FLD conditions

98

The separation of OTA was achieved with a Phenomenex Luna C18 Column (150x4.6 mm, 5µm 99 particle size) and a guard column packed with the same material using a mobile phase composed of 

Extraction with methanol -5% aqueous sodium hydrogen carbonate/1%PEG8000-(20:80)(A)

115 10 g of grounded roasted or green coffee were mixed with 100 mL of methanol-5%NaHCO 3 / 1% 116 PEG8000 (solution A) and placed in a ultrasound bath at 50°C for 10 min. After this time the 117 mixture was filtered trough filter paper, then 10 mL of the filtrate were transferred in a graduate 118 cylinder and diluted to 20 mL with a solution of 5%NaHCO 3 -1 % PEG8000 and loaded onto the 119 IAC.

120

Extraction with methanol-3% aqueous sodium hydrogen carbonate (50:50)(B)

121 This extraction method was similar to the one described by [START_REF] Pittet | Liquid Chromatographic Determination of 293 Ochratoxin A in pure and Adulterated Soluble Coffee Using an Immunoaffinity Column Cleanup 294 Procedure[END_REF]. 10 g of grounded 122 roasted coffee were mixed with 100 mL of methanol-3% aqueous sodium hydrogen carbonate The results from recovery test ( blank samples with OTA covering the range from 0.05 to 50 ng/g (Fig. 3). The limit of detection 185 (LOD) and the limit of quantification (LOQ), calculated as 3-and 10-fold the signal to noise ratio, 186 were 0.032 and 0.107 ng/g, respectively, lower than those found by [START_REF] Pittet | Liquid Chromatographic Determination of 293 Ochratoxin A in pure and Adulterated Soluble Coffee Using an Immunoaffinity Column Cleanup 294 Procedure[END_REF], van der 187 [START_REF] Stegen | Effect of roasting conditions on reduction of 303 ochratoxin A in coffee[END_REF], [START_REF] Sibanda | Optimization of solid-phase clean-up prior to 301 liquid chromatographic analysis of ochratoxin A in roasted coffee[END_REF]. The method described fits with the requirements of diastereomer, and thermal degradation [START_REF] Boudra | Thermostability of Ochratoxin A in Wheat under Two 261 Moisture Conditions[END_REF]Studer-Rohr et al, 1995). In this case the 231 results obtained revealed first-order reaction (y=-0.024x, R 2 = 0.918), whereas a more complex 

  , water, methanol were purchased from Romil (Cambridge, GB). The OTA 87 standard was purchased from Sigma (Sigma-Aldrich, Milan, Italy). Samples were filtered trough a 88 Sartorius PES 0.2 µm membrane (Goettingen, Germany). A standard solution of OTA was prepared 89 from the OTA vial purchased from Sigma. The standard stock solution was made in 4 mL of 90 methanol at 250 µg/mL, and stored at -20 °C. An intermediate standard solution was prepared at 10 91 µg/mL, by diluting 1 mL of stock standard solution with 25 mL of methanol. All of the solutions 92 were stored at -20 •C. The RIDA IACs were obtained from Bio-Pharm (Darmstadt, Germany). 93 Apparatus 94 An Agilant 1100 Series liquid chromatograph equipped with a G1312A binary pump, a G1321A 95 fluorimetric detector, and a Rheodyne 7125 injection valve fitted with a 20 µl loop, a Phenomenex 96 (Terrance, CS, USA) Thermasphere column oven, was used.
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  123(50:50) (solution B) and placed in a ultrasound bath for 10 minutes. After this time the mixture was 124 filtered trough filter paper, then 10 mL of the filtrate was transferred in a graduate cylinder and 125 diluted to 50 mL with PBS. Aliquots of 20 mL were passed over the IAC. allow solvent evaporation prior to extraction. To study the between-day precision of the 153 method, OTA fortified (2 ng/g) samples, were analysed in triplicate for 3 days. increasing demand for new OTA extraction techniques from coffee, cereals, and many 158 other food matrices, with shortened extraction times and reduced costs which ensures high 159 recovery, precision and low limit of detection (LOD) of the toxin. In 2007 Liazid et al. described 160 the stability of OTA during its extraction using different extraction techniques, including 161 ultrasound-assisted extraction (UAE) and magnetic stirring assisted extraction (MSAE), applied to a 162 model solution. In this study we tested the use of ultrasound for OTA extraction from coffee using 163 two different solvents: methanol -5% aqueous sodium hydrogen carbonate /1% PEG8000 (20:80) 164 (solution A) and methanol-3% aqueous sodium hydrogen carbonate (50:50) (solution B). The effect 165 of ultrasound is to help penetration of the solvent in the sample matrix and to promote the 166 dissolution of OTA in the extracting solvent (Liazid et al, 2007). Figure 1 provides evidences that 167 the application of ultrasound at 50 C ° for 10 min. ensures good recoveries both using solution A 168 (99.0±0.70%) or solution B (95.0±0.73%) as the extraction solvent from an artificially 169 contaminated coffee spiked with 2 ng/g of OTA. No significant influence of temperature (40, 50 170 and 60 °C ) was found (data not shown). Therefore further experiments were performed by 171 extracting OTA with solution A in a ultrasound bath for 10 min. at 50C°. The extraction procedure 172 with solution A plus IAC clean-up provided a clean LC-FLD chromatogram for green and roasted 173 coffee (flat baseline, practical lack of impurity peaks) due to IAC selectivity, as can be seen in Fig.

  215 also be explained by the short duration of the process. An average OTA reduction of 20 % was 216 found after infusion of grounded coffee in hot water for 10 min (Turkish coffee); in this case the 217 time spent in contact with water is longer therefore higher amounts of the toxin were about the behaviour of OTA in hot water and to assess a possible interaction of 221 the toxin with the substrate during coffee brewing, the following experiments were undertaken: a) 222 kinetics of OTA in pure hot water (water temperature was kept at 95-96°C over time) b) reduction 223 of OTA by brewing coffee in hot water over time (the temperature was kept at 95-96C° over time) 224 using a naturally contaminated sample with 2.1 ng g -1 c) reduction of OTA by brewing coffee in 225 hot water (water at 95 C° was poured onto grounded coffee an it was let to cool during the 226 experiment; after 45 min. the temperature was 40 °C).Figure 4 shows that OTA content in pure 227 water (a) after 2 and 5 min. was reduced by 5-15%; after 10 min OTA decrease was of 23%, 228 whereas by prolonging heating up to 45 min OTA levels decreased by 44-61%. Two different 229 explanations are available for this reduction: isomerization at the C-3 position into another 230

Figure 1 Fig. 2 .

 12 Figure 1 Effect of ultrasound application time at 50 °C on OTA extraction from an artificially contaminated coffee spiked with 2 ng/g of the toxin. Each point represents a mean of three replicates, the RSD% of the measures was of 0.75%. A: extraction with methanol -5% aqueous sodium hydrogen carbonate/1%PEG8000-(20:80) B: extraction with methanol -3% aqueous sodium hydrogen carbonate (50:50)

Figure 3 Figure 4

 34 Figure 3 Calibration curve. Each point is the mean of three replicates, the RSD% of the measures is

  

  Roasters operate at temperatures of 200°C for 3 minutes. Experiments were carried out 110 using 14 lots of 650 kg of green coffee beans coming from different countries (4 from India, 5 from

	101	CH 3 CN/H 2 O/CH 3 COOH (54:44:2, v/v) at a flow rate of 1mL/min; the column temperature was
	102	30C°. Fluorescence excitation and emission wavelengths for OTA detection were 334 and 460 nm,
	103	respectively; an adequate signal-to-noise ratio was obtained with a photomultiplier gain of 14 and a
	104	response time of 4 sec.
	105	Samples
	106	Samples were cleaned, roasted, cooled, ground, and packaged in a Sicilian firm (ZiCaffè, Marsala,
	107 108	F Italy). Bags of green coffee beans are machine-opened, dumped into a hopper, and screened to o r remove debris. The green beans are then transferred by belt to storage hoppers. From the storage
	109	hoppers, the green beans are conveyed to the roaster. 240 Kg of green coffee were simultaneously P e roasted.
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Vietnam, 2 from Cameroun, 1 from Ethiopia, 1 from Brazil and 1 from Salvador). Nine 112 commercial soluble coffee samples bought in a supermarket in Palermo (Italy) on July 2007 were 113 also analysed.

114

Table 1 )

 1 provided evidence that the extraction of OTA with solution et al. (2001). The higher recoveries obtained in this study may be explained by the use of PEG 8000 179 and higher NaHCO 3 percentage in the extraction and diluting solutions as reported by Visconti et al 180 (1999) in a study concerning OTA extraction from wine. The between-day coefficient of variation,

	181	
	182	which is very important when establishing routine methods to be used over extended periods, for
	183	method A was of 3.6%; precision calculated as RSD% of nine measurements of a spiked sample (2
	184	ng/g), was 6%. A calibration curve (y=3.2997x, R=0.9984) was obtained spiking homogenised
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A yielded higher levels of the toxin (by 1-8%) compared to those obtained using methanol-3%

Table 1

 1 Mean recoveries obtained for OTA extraction with methanol-5% aqueous sodium hydrogen carbonate/1%PEG8000 (20:80) (A) and extraction with methanol-3% aqueous sodium hydrogen carbonate (50:50) (B) from blank and naturally contaminated samples
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	SAMPLE	OTA (ng/g)	OTA added	Recovery %	Recovery %
			(ng/g)	(A)	(B)
		nd	0.5	94.0	93.1
		nd	2.0	95.0	93.0
		nd	4.0	96.5	95.5
	ROASTED	nd	10.0	98.4	91.0
		0.930	2.0	95.0	95.0
		0.930	4.0	99.5	95.1
		0.930	10.0	102.0	94.3
		nd	2.0	105.1	98.0
		nd	5.0	99.0	95.1
	GREEN	nd	15.0	96.0	92.4
		2.2	2.0	98.0	92.0
		2.2	5.0	98.1	94.0
		2.2	15.0	95.2	94.3
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Table 2

 2 Range levels of OTA in green and roasted coffee samples from different origins *Reduction was significant at t <0.0001
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aqueous sodium hydrogen carbonate as suggested respectively by[START_REF] Pittet | Liquid Chromatographic Determination of 293 Ochratoxin A in pure and Adulterated Soluble Coffee Using an Immunoaffinity Column Cleanup 294 Procedure[END_REF] and van der Stegen
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different extraction techniques Talanta 71: 976-980
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