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Confirmation was

extraction time (5, 20, 30, 40, 50, 60 and 80 min). The alkaline solvent that is used in the 20 method recommended by the European Union, extracted OTA better, but a maximum content 21 was obtained at 60°C after 50 min. At least a 100% improvement in extraction was obtained 22 when compared to the EU usual quantification method that is carried out at ambient 23 temperature. It turned out that the OTA extraction parameters for roasted coffee, as defined by 24 that method, were not optimum and needed to be modified. These results were verified in 25 double extraction experiments showing that OTA is not completely extracted by this method. 26 effects [START_REF] Höhler | Ochratoxin A in food and feed: occurrence, legislation and mode of action[END_REF][START_REF] Pfohl-Leszkowicz | L'Ochratoxine A. In: Les mycotoxines dans 192 l'alimentation: Evolution et gestion des risques[END_REF]. Its existence in coffee 36 was reported for the first time by [START_REF] Levi | Study of the occurrence of Ochratoxin A in green coffee 186 beans[END_REF]. Since then, a great deal of work has been 37

undertaken to study what happens to the toxin during technological processing of coffee, such 38 as roasting and beverage preparation [START_REF] Viani | Fate of Ochratoxin A (OTA) during processing of coffee[END_REF][START_REF] Blanc | Behaviour of ochratoxin A during green 172 coffee roasting and soluble coffee manufacture[END_REF]Van der Stegen et al. 39 2001). Some work has indicated a higher OTA content in the beverage (prepared hot) 40 compared to that found in the roasted coffee used for beverage preparation (Tsubouchi et al. 41 1987;[START_REF] Studer-Rohr | The occurrence of Ochratoxin A in 198 coffee[END_REF][START_REF] Suàrez-Quiroz | The impact of roasting on the Ochratoxin A content of coffee[END_REF]. As the usual method used to 42 quantify OTA in roasted coffee (European Union method prEN 14132: 2002 E) The basic OTA quantification method used was that published by [START_REF] Pittet | Liquid chromatographic determination of 195 Ochratoxin A in pure adulterated soluble coffee using an immuno-affinity column cleanup 196 procedure[END_REF] for 62 soluble coffee, an adaptation of the method developed by [START_REF] Nakajima | Determination of Ochratoxin A in coffee beans and coffee products by 189 monoclonal antibody affinity chromatography[END_REF]. The sample 63 of roasted coffee (10 g) was extracted at ambient temperature for 30 min with 100 ml of 64 alkaline solvent. For that study and all the extraction variants, the filtered extract (5 ml) was 65 diluted in 40 ml of alkaline phosphate buffer (PBS) and the mixture was purified on an 66 immuno-affinity column (Ochraprep, Rhône Diagnostics, Glasgow, UK). The toxin was 67 eluted from the column with 3 ml of methanol and the eluant was evaporated till dry in a 68 stream of nitrogen at 70°C. The dry extract was re-suspended in 1 ml of mobile phase 69 consisting of distilled water, acetonitrile and acetic acid (51/48/1; v/v/v). Quantification was 70 carried out by HPLC (Shimadzu LC-10ADVP, Japan) with fluorimetric detection. The 71 operating conditions were as follows: 100 µl injection loop, C18 reverse phase HPLC 72 column, ODS particle size 5 µm (Lichrospher 50DS2, Interchim, Montluçon, France) with 73 identical precolumn, thermostatically controlled at 35°C, isocratic flow of 1ml/min, excitation 74 wavelength of 333 nm and emission wavelength of 460 nm. The contents were calculated 75 from a calibration curve established from a standard (1 000 ng ml irrespective of the extraction time, and which were almost identical (10.3 ± 0.5 µg kg -1 ), the 103 difference in extraction falling within the sensitivity limit of the method (0.03 µg kg -1 ). 104

Consequently, at ambient temperature, there was no significant difference depending on 105 whether extraction was carried out in an alkaline or neutral medium. At 60°C, we found a 106 gradual and continual rise in OTA content in line with the extraction time. After 80 min, the 107 content extracted was 24.4 ± 0.2 µg kg -1 . The extraction improvement was therefore 137% 108 compared to ambient temperature, but the amount extracted was smaller than that obtained in 109 an alkaline medium. At 85°C, the quantities extracted increased in line with the extraction 110 time, up to 50 min. At that extraction maximum, the OTA content was 23.1 ± 0.1 µg kg -1 , 111 which was greater than for extraction at ambient temperature, but was still below the 112 maximum obtained in an alkaline medium. 113 The residue resulting from OTA extraction by the usual method (ambient temperature, i.e. 129 23°C for 30 min) was recovered and re-quantified under optimum conditions, i.e. at 60°C for 130 50 min. The OTA content found for the first extraction was 16.5 ± 0.2 µg kg -1 (higher content 131 than for the first batch of coffee), whereas that found in the residue after the second extraction 132 was 9.1 ± 0.1 µg kg -1 , i.e. a total of 25.6 µg kg -1 . Direct extraction at 60°C gave 26.1 ± 0.6 µg 133 kg -1 for the same batch. These results show that OTA extraction conditions at 23°C were not 134 optimum and largely underestimated the OTA content. Both the temperature and the 135 extraction time were inadequate. 136 137 Verification of the method on several samples of roasted coffee 138 Twenty-four different brands of roasted, ground coffee were bought commercially and 139 quantified using the method recommended by the EU (alkaline solvent at 23°C for 30 min) 140 and the alternative method proposed (alkaline solvent at 60°C for 50 min). method for all the coffee samples contaminated with OTA. The degree of improvement in the 145 extraction rate obtained with the new method varied from sample to sample. That variation 146 could be explained by the type of coffee (arabica, robusta, or blend) and the degree of roasting 147 (light, medium, dark). During roasting, reactions leading to reversible chelation of OTA with 148 other molecules such as proteins can occur [START_REF] Il'ichev | Interaction of Ochratoxin A with 180 human serum albumin. Binding sites localized by competitive interactions with the native 181 protein and its recombinant fragments[END_REF]. Figure 4 shows a 149 chromatograms of a commercial sample of roasted coffee, a same spiked sample (with 2, 5 µg 150 kg -1 added), and a sample of coffee beverage. 151

[Insert Figure 4 about here] 152 153

The purpose of this study was to explain the increase in OTA content found in a coffee 154 beverage compared to that in the roasted coffee used to prepare it. The increase was due to the 155 operating conditions used. The solvent (pH), temperature and extraction time affected the 156 OTA content obtained. The EU method (alkaline solvent at ambient temperature for 30 min) 157

gave unsatisfactory OTA extraction rates. Alkaline solvent was best for extracting OTA from 158 roasted coffee, provided it was extracted at 60°C for 50 min. An improvement of at least 159 100% was observed. The results of OTA analysis in roasted coffee or the beverage by the 160 conventional technique therefore need to be treated with caution. As the legislation fixes a 161 tolerable limit of 5 µg kg -1 , it would be advisable to revise the analysis conditions. 162 
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  Figure1shows the curves for OTA extraction in an alkaline medium, depending on the 84
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 3 Figure 3 gives the curves for OTA extraction in an acid medium for the same batch of coffee. 117
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Table 1

 1 An improvement in OTA extraction, ranging from 100 to 200%, was obtained with the new 144

	gives the

prepare it. Three extraction parameters were studied for roasted coffee : type of extraction

Ochratoxin A (OTA) is a mycotoxin produced by moulds of the genera Aspergillus and

Penicillium. In coffee, the OTA-producing strains most frequently found are Aspergillus

niger, Aspergillus carbonarius and Aspergillus ochraceus[START_REF] Frank | On the activity of fungi in coffee in relation to Ochratoxin A production[END_REF] Joosten et al. 2001; 

[START_REF] Suàrez-Quiroz | Study of Ochratoxin A producing strains in coffee processing[END_REF]). OTA has nephrotoxic, immunotoxic, teratogenic and carcinogenic
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