
HAL Id: hal-00583575
https://hal.science/hal-00583575

Submitted on 6 Apr 2011

HAL is a multi-disciplinary open access
archive for the deposit and dissemination of sci-
entific research documents, whether they are pub-
lished or not. The documents may come from
teaching and research institutions in France or
abroad, or from public or private research centers.

L’archive ouverte pluridisciplinaire HAL, est
destinée au dépôt et à la diffusion de documents
scientifiques de niveau recherche, publiés ou non,
émanant des établissements d’enseignement et de
recherche français ou étrangers, des laboratoires
publics ou privés.

Correlation between the VITEK2 system and cefoxitin
disk diffusion for the daily detection of oxacillin
resistance in a large number of clinical isolates

P. Bemer, M. E. Juvin, G. Gargasson, H. Drugeon, A. Reynaud, S. Corvec

To cite this version:
P. Bemer, M. E. Juvin, G. Gargasson, H. Drugeon, A. Reynaud, et al.. Correlation between the
VITEK2 system and cefoxitin disk diffusion for the daily detection of oxacillin resistance in a large
number of clinical isolates. European Journal of Clinical Microbiology and Infectious Diseases, 2010,
29 (6), pp.745-747. �10.1007/s10096-010-0920-4�. �hal-00583575�

https://hal.science/hal-00583575
https://hal.archives-ouvertes.fr


                             Editorial Manager(tm) for European Journal of Clinical Microbiology & Infectious 
Diseases 
                                  Manuscript Draft 
 
 
Manuscript Number: EJCMID-D-09-00494R1 
 
Title: Correlation between VITEK2 system and cefoxitin disk diffusion  for the daily detection of 
oxacillin resistance  in a large number of clinical Staphylococcus aureus isolates. 
 
Article Type: Brief Report 
 
Keywords: detection; mecA; oxacillin; cefoxitin; resistance; VITEK2 system 
 
Corresponding Author: Dr pascale bemer, M.D. 
 
Corresponding Author's Institution:  
 
First Author: pascale bemer, M.D. 
 
Order of Authors: pascale bemer, M.D.; marie-emmanuelle juvin; guislaine le gargasson; henri  drugeon; 
alain reynaud; stéphane  corvec 
 
Abstract: The aim of the present study was to compare the performance of the new VITEK2 AST-P551 
card with the cefoxitin disk diffusion method for the daily detection of methicillin resistance with a 
high number of Staphylococcus aureus clinical isolates. Detection of the PBP2a protein or mecA gene 
was performed for each discordant case. Seventy (3.3%) isolates out of 2107 clinical strains showed 
discordant results, 2 very major errors, 4 major errors, and 64 minor errors. Fifty-nine (84%) 
discordant results were resolved with a final overall agreement of 99.5%. Eleven strains (0.5%) 
remained discordant (mE). Four of 370 MRSA strains were misclassified as susceptible in daily practice 
by the cefoxitin disk diffusion method. All these strains were resistant to aminoglycosides and/or 
fluoroquinolones. VITEK2 system is highly reliable for methicillin resistance detection at the routine 
level. Oxacillin susceptible classified clinical strains with associated resistances pattern required 
attention. 
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Abstract. The aim of the present study was to compare the performance of 26 

the new VITEK2 AST-P551 card with the cefoxitin disk diffusion method for the daily 

detection of methicillin resistance with a high number of Staphylococcus aureus 28 

clinical isolates. Detection of the PBP2a protein or mecA gene was performed for 

each discordant case. Seventy (3.3%) isolates out of 2107 clinical strains showed 30 

discordant results, 2 very major errors, 4 major errors, and 64 minor errors. Fifty-nine 

(84%) discordant results were resolved with a final overall agreement of 99.5%. 32 

Eleven strains (0.5%) remained discordant (mE). Four of 370 MRSA strains were 

misclassified as susceptible in daily practice by the cefoxitin disk diffusion method. All 34 

these strains were resistant to aminoglycosides and/or fluoroquinolones. VITEK2 

system is highly reliable for methicillin resistance detection at the routine level. 36 

Oxacillin susceptible classified clinical strains with associated resistances pattern 

required attention. 38 
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The detection of methicillin-resistant Staphylococcus aureus (MRSA) is still a 

challenge as some heteroresistant isolates may be classified as oxacillin susceptible 48 

based on phenotypic methods. In recent years, the cefoxitin disk diffusion method 

was recommended by many National Committees and the Clinical and Laboratory 50 

Standards Institute (CLSI) [1]. The automated VITEK2 system (bioMérieux, Marcy 

l’Etoile, France) provides S. aureus susceptibility testing categorisation within about 8 52 

hours. In the previous published studies comparing several tests for MRSA detection, 

only a limited number of strains (less than 500) were included. The purpose of this 54 

study was to compare the performance of the new VITEK2 system AST-P551 card 

with the cefoxitin disk diffusion method for the daily detection of SARM with a high 56 

number of S. aureus clinical isolates. 

A total of 2,107 non-duplicate clinical S. aureus isolates were routinely 58 

collected at Nantes University Hospital. All of the isolates were identified to the 

species level by standard biochemical methods or with the VITEK2 system. VITEK2 60 

AST-P551 cards were inoculated according to the manufacturer’s instructions. The 

cefoxitin disk diffusion method was performed with an inoculum of approximately 106 62 

CFU/mL on Mueller-Hinton agar plates, according to the Antibiogram Committee of 

the French Microbiology Society (CA-SFM) recommendations [7]. Zone diameters 64 

were interpreted according to CA-SFM [7]. In the VITEK2 system, MIC interpretative 

standards for oxacillin followed the recommendations of CLSI and CA-SFM [1, 7]. 66 

Susceptible or resistant results by both methods were considered as concordant. 

Interpretative category errors were assessed: (i) very major error (VME, susceptible 68 

with the VITEK2 system, but resistant by diffusion); (ii) major error (ME, resistant with 

the VITEK2 system, but susceptible by diffusion); (iii) minor error (mE, susceptible or 70 

resistant by one system and intermediate results by the other system). For each 

discordant strain, the VITEK2 AST-P551 card and the cefoxitin disk diffusion test 72 
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were repeated and detection of mecA gene by PCR (8) and/or penicillin-binding 

protein 2a (PBP2a) (Mast Diagnostics, Merseyside, U.K.) was performed, with mecA 74 

PCR as the gold standard. Overall agreement based on previous category 

agreement was 96.7%. (Table 1). Seventy (3.3 %) S. aureus isolates yielded 76 

discordant results: 2 VME (0.1%), 4 ME (0.2%), and 64 mE (3.0%). Forty-four 

isolates susceptible by VITEK2 and 20 isolates resistant by VITEK2 showed cefoxitin 78 

inhibition zone diameters of 25 and 26 mm (intermediate breakpoints). Of the 

preliminary 70 discordances, 59 (84%) were resolved, giving final overall agreement 80 

of 99.5% (Table 2). Eleven MRSA strains (0.5%) remained discordant (mE). All these 

11 MRSA harboured associated resistance to fluoroquinolones and/or 82 

aminoglycosides and/or macrolide-lincosamide-streptogramin. The cefoxitin inhibition 

zone diameter was 2 mm larger or smaller than the CA-SFM recommended criteria 84 

for 467 concordant strains (401 MSSA and 66 MRSA). 

Since 2001, the detection of oxacillin resistance by the cefoxitin disk diffusion 86 

method was evaluated using both CLSI [1, 5, 9] and non-CLSI recommendations [3, 

10]. The standard conditions differed by the use of media (MH agar, Iso-Sensitest 88 

agar), a different inoculum size (semi-confluent with 106 CFU/mL or confluent with 

108 CFU/mL), and several incubation temperatures. Felten et al. reported the 90 

excellent performance of cefoxitin 30 µg disk on MHA with semi-confluent and 

confluent inocula [3]. Among 152 S. aureus strains, one MRSA isolate and one 92 

MSSA isolate gave a 26-mm cefoxitin inhibition zone diameter [3]. Thus, the cefoxitin 

disk diffusion method using a semi-confluent inoculum on MHA was recommended 94 

by CA-SFM [7]. Each strain with a cefoxitin zone diameter of 25 or 26 mm should be 

examined by a mecA-specific test [7]. In our daily practice, the gap between the 96 

measured inhibition zone diameters and the breakpoints was very narrow for 467 

(22%) concordant strains. The 3% of intermediate cefoxitin diffusion results mostly 98 
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resolved in concordant MSSA or MRSA strains after repeated tests underlined the 

difficulty to perform a well-standardized inoculum. Moreover, the existence of an 100 

intermediate zone underscore the need for complementary mecA specific tests [7]. 

When the detection of methicillin resistance was only based on oxacillin MIC 102 

determination, VITEK2 was shown to be superior to ATB Staph and Rapid ATB 

Staph with 4.7%, 11% and 23% false-susceptible results respectively [2]. From the 104 

years 2000s, an oxacillin screen test comparable to the oxacillin agar screen test was 

introduced in the VITEK2 system [3, 5]. Swenson et al. reported a good sensitivity 106 

(91.1%) but a lack of specificity (75%) [5]. New VITEK2 antimicrobial susceptibility 

testing cards were successively developed with the replacement of oxacillin by 108 

cefoxitin in the screen test. The VITEK2 cefoxitin screen test allowed to detect more 

MRSA strains, as shown by the very high sensitivities obtained in two studies with a 110 

higher number of tested MRSA strains as before (97.5% and 98.8% respectively [4, 

6]. 112 

Our study is one of the most large-scale ones including S. aureus clinical 

strains. The results showed the excellent concordance between VITEK2 and cefoxitin 114 

disk diffusion methods, as seen with the very low percentage of discordant results in 

the daily practice. It will be a real advantage for the VITEK2 system users to detect S. 116 

aureus oxacillin resistance by the automated system alone in the daily practice. 

Nevertheless, according to our results, this choice may be dangerous as some 118 

MRSA strains were misclassified as susceptible by the VITEK2 system or by the disk 

diffusion method. These MRSA strains were resistant to aminoglycosides and/or 120 

fluoroquinolones. In any case, the microbiologists should be aware of MRSA strains 

misclassified as oxacillin susceptible with associated resistances and should perform 122 

mecA-specific tests at the slightest doubt. 

 124 
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Table 1. Comparison of cefoxitin disk diffusion method and VITEK2 system  168 

for detection of methicillin resistance in 2107 isolates of S. aureus 

 FOX inhibition zone diameter (mm) 

  22 23 24 25-26 27 28  29 

Initial results        

Concordant results 301 29 23  168 233 1283 

Discordant results     2 64 3 1  

After control        

Concordant results 304 36 30   168 233 1325 

Discordant results    11       

  170 

Broken lines indicated intermediate breakpoints: for those inhibition zone diameters, 

mecA specific tests should be used, according to CA-SFM recommendations [7]. 172 
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 186 

 

Table 2. Resolution of discordant results by complementary tests. 188 

Initial  
discordant results 

Results after control 

 Concordant results  MRSA c discordant strains 

 MSSA a MRSA b   S by VK2 

I by Dif 

R by VK2 

I by Dif 

2 VME  1   1 d  

4 ME   4    

64 mE  41 13   10 d 

Total  42 17  1 d 10 d 

 

VME, very major error, S with the VITEK2 system and R with the disk diffusion 190 

method, ME, major error, R with the VITEK2 system and S with the disk diffusion 

method; mE, minor error, S or R with one system and intermediately-resistant with 192 

the other system. 

a MSSA, methicillin-susceptible S. aureus, S by VITEK2 System and Dif. b MRSA, 194 

methicillin-resistant S. aureus, R by VITEK2 system and Dif. c mecA positive strains; 

d associated resistances (fluoroquinolones, aminoglycosides). 196 

 


