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Introduction

The electrochemical response of the gold / electrolyte interface continues to be the subject of extensive research. [1][2][3][4][5][6][7][8][9][10][11][12][13] Cyclic voltammetry has been used to establish the current-voltage characteristics of the well-ordered surfaces associated with single-crystal electrodes. 1,2,4,6 Both the oxidation / reduction processes occurring at high anodic potentials and the more subtle changes that occur within the double-layer region have been studied, see for example Hamelin et al. 1 Additionally, several techniques have been used in combination with cyclicvoltammetry to gain further information regarding these processes including scanningtunneling microscopy (STM), [14][15][16][17][18] atomic-force microscopy (AFM), 19 the quartz crystal microblance (QCM), [20][21][22] reflectance studies, [START_REF] Kolb | Spectroelectrochemistry ed Gale R J[END_REF] ellipsometry [START_REF] Stedman | [END_REF][25][26][27] and surface-plasmon resonance (SPR) studies. [28][29][30][31][32][33][34][35][36][37][38] It is SPR-electrochemistry, which has now been recognised as a new and powerful tool for exploring not just electrochemistry but also bioelectrochemistry [37][38][39][40] that is of interest in this work.

A surface-plasmon polariton (SPP) is a coupled electromagnetic wave / longitudinal charge density oscillation that may be excited along the interface between a metal and a dielectric.

The associated enhanced optical fields decay exponentially away from the interface extending ~λ/10 into the metal and ~λ into the dielectric (where λ is the optical wavelength, typically ~400 nm in electrolyte.) Consequently, SPR-based techniques are sensitive to changes in the working electrode, the double-layer region and the charging of the diffuse layer. [28][29][30][31][32][33][34][35][36][37][38] The momentum of a surface-plasmon polariton (SPP) propagating along a metal / dielectric interface is greater than that of a grazing photon of the same frequency in the bulk dielectric. Consequently, it is not possible to optically excite SPR directly, it is necessary to enhance the in-plane momentum of the incident beam. Traditionally there are three configurations in which this momentum enhancement is achieved in order to study the electrochemical interface using SPR. The first two involve a prism of refractive index greater than that of the surrounding electrolyte. In one arrangement, the Otto geometry 41 , the prism is set so that one face is separated from the working electrode surface (usually gold or silver in the visible) by ~ 0.5 µm. 28,29 Having passed through the prism, light striking the prism / electrolyte interface beyond the critical angle is totally internally reflected. However, an evanescent wave is also produced that extends into the transmitting medium tunnelling across the narrow electrolyte gap and exciting SPR on the working electrode surface. This configuration allows the use of bulk, highly-ordered single-crystal working electrodes that are vital for studying fundamental, crystal-face sensitive, electrochemical processes using cyclic voltammetry. 1 However, this geometry has the disadvantages that, due to the small gap between prism and electrode, it is both difficult to fabricate and does not readily allow studies incorporating a flow of electrolyte as is often required in adlayer deposition, biosensing and / or cleaning of the electrode surface. It is because of the aforementioned reasons that the alternative Kretschmann-Raether prism 42 geometry is often used. Here an optically-thin (~45 nm thick) layer of gold is evaporated onto one face of a high-index prism (or on a glass substrate which is index matched to a prism). Now beyond the prism / electrolyte critical angle light tunnels through the gold film and excites an SPR on the outer electrode surface. This Kretschmann-Raether geometry overcomes the small gap fabrication and "trapped-electrolyte" problems of the Otto system and is much better suited to bio-sensing applications where the use of wellordered single crystal electrodes is not so crucial. 30,[33][34][35][36][37][38][39][40] However, the optically-thin metal film is very fragile and consequently does not allow extended electrochemical deposition cycles to be performed on the same electrode. In general, this geometry also necessitates the use of polycrystalline electrodes although there are exceptions. [START_REF] Kolb | Spectroelectrochemistry ed Gale R J[END_REF] The third geometry for SPR excitation is grating coupling. 43 The simplest example is a diffraction grating possessing a periodic surface with a well-specified groove depth and pitch.

The translational invariance of the grating surface is broken in one direction by the grooves. This means that momentum may be added to, or subtracted from the x-component of the momentum of incoming photons. (The 'x-direction' is defined as parallel to the plane of the grating and perpendicular to the direction of the grooves.) Conservation of momentum in the x-direction gives: 43 
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where el n is the refractive index of the electrolyte, 0 k is the magnitude of the wavevector of the incident light in free-space, i θ is the angle-of-incidence,
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is the surface-plasmon-polariton wavevector ( metal ε and el ε being the real parts of the optical permittivities of the metal and electrolyte, respectively), m is an integer and
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is the magnitude of the grating wavevector ( g λ being the pitch of the grating grooves.) When equation 1 is satisfied an SPR may be excited on the grating surface directly from the dielectric half-space (i.e. the electrolyte) without the constraints placed on the thickness of the metal electrode or the electrolyte-gap that are associated with the Kretschmann-Raether 42 and Otto 41 methods, respectively. As this grating configuration openly presents the entirety of a robust, bulk, working electrode to the electrolyte it may prove invaluable in the field of biosensing and opto-electrochemistry .

In this work we monitor the optical changes that occur at the electrochemical interface between a diffractive gold electrode and an acid electrolyte by using an acousto-optic differential reflectivity detection technique. 44 This detection system allows the position of the SPR, in wavelength, to be continuously monitored as cyclic voltammetry is performed. 45 

Experimental

Electrode preparation

A clean, fused-silica disc is spin-coated 46 with a photoresist layer. Using a standard interferographic method a diffraction grating of groove pitch 600 nm and groove depth 20 nm is manufactured in the photo-resist. This groove pattern is then transferred to the underlying silica substrate by ion-beam etching using a low-pressure argon plasma. Full details of this method can be found elsewhere. [START_REF] Hutley | Diffraction Gratings[END_REF] A gold-film, at least 150 nm thick, is now evaporated onto the fused-silica diffraction grating.

In order to improve adhesion between the gold and the silica, the bare grating is first immersed in a solution of 0.01M dithiodipropionic acid in ethanol for 20 minutes. On removal from the solution the grating is allowed to dry in air and cleaned with chloroformsoaked cotton buds and lens tissue to remove the excess residue. The gold film is then deposited by evaporation in 10 -6 Torr.

The gold-coated grating is now partially immersed in a 0.02M H 2 SO 4 electrolyte (as shown in figure 1(a)) (This acid solution is prepared from 99.999% pure sulphuric acid and 18 MΩ-cm conductivity de-ionised water.) The grating is orientated so that its grooves lie vertically. A 99.999% pure gold wire used as the counter electrode and a standard Ag/AgCl reference electrode complete the cell. (All potentials are quoted with respect to Ag/AgCl.) Before any electrochemical measurements are taken, the electrolyte is purged of oxygen, for a period of one hour, by a continuous flow of argon gas. Cyclic voltammetry is then performed in the conventional way. 48a (A minimal argon flow through the electrolyte is maintained during all the measurements.)

Optical measurements

Light, whose wavelength has been selected from a white light source by an acousto-optic tuneable filter (AOTF) [START_REF] Gass | [END_REF] is now directed through the electrolyte and onto the working electrode (i.e. the gold diffraction grating) at an incidence angle of 14.3° (figure 1(b)). The grating has previously been orientated so that the optical plane of incidence (ABCD in figure 1(a)) is horizontal and lies perpendicular to the groove direction. Sweeping the AOTF drive frequency from 63 MHz to 125 MHz gives an optical wavelength scan from 775 nm to 425 nm. Using a photomultiplier tube (PMT) detector, the reflected intensity from the gold / electrolyte interface is monitored simultaneously. SPR excitation is observed as a minimum in the reflectivity at ~660 nm. 44 A frequency modulation is now added to the AOTF carrier signal resulting in a wavelength modulation of the optical beam. This, in turn, causes the Having set the phase of the lock-in amplifier appropriately, a computer program is now used to lock the wavelength of the optical beam (by adjusting the AOTF carrier frequency) to the position of zero differential i.e. the SPR position. With this system it is possible to measure the SPR position in wavelength to a precision of 0.0005nm. 44 While continuing to monitor the SPR wavelength, the potential of the working electrode is swept between -500 mV and 850 mV at 10 mV/s. Thus, a direct measure of SPR position in wavelength is obtained versus time as cyclic voltammetry is performed. A full explanation of this acousto-optic SPR technique can be found elsewhere. 44 Figure 2 shows a cyclic voltammogram obtained on a gold-coated diffraction grating-working electrode. Hydrogen evolution occurs on the positive sweep up to about -400 mV after which double-layer charging occurs. There is then a major peak in the current at 475 mV corresponding to adsorption of sulphate ions. On the negative sweep sulphate desorption occurs at 420 mV with hydrogen evolution re-commencing at -380 mV. This data is consistent with the conventional response of a polycrystalline gold electrode in weak sulphuric acid. 14,36,50,51 The periodic surface profile of the electrode (having a groove-depth : pitch ratio = 0.03) appears to have no effect on the electrochemistry of the interface. This data agrees well with that found by other authors on similar systems where the rate of change in SPR position with respect to potential is seen to increase as the electrode becomes more anodic especially when anion adsorption occurs. [30][31][32]51,52 Here, we are able to monitor the SPR position continuously as cyclic voltammetry is performed and therefore are able to observe the hysteresis in the optical response of the interface. Our optical data are also in very good agreement with the changes in electrode weight monitored using a quartz crystal microbalance (QCM) for the gold / H 2 SO 4 interface. 22 Other studies have shown that the electrode resistivity 53 exhibits a similarly-asymmetric response.

Having noted that points of inflection in the SPR / potential curve agree well with the positions of current peaks it is logical to explore the differential of the SPR position with respect to time. Figure 5 shows a comparison between
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(open circles) and current (solid line) versus time. There is good agreement between the two curves.

Again we note that the large negative peak in current due to hydrogen evolution barely affects the SPR data. -600 -300 0 300 600 900 -10 )' (a.u.) )' (a.u.) We now compare the optical data acquired for electrode potentials beyond -300 mV (the open circles in figure 7) with the computer-modelled response of a capacitor (185 µF) and resistor (30 kΩ) in series (solid line). At these potentials, the current measurements obtained using conventional cyclic voltammetry are dominated by faradaic currents (i.e. hydrogen evolution as mentioned above). However, it is clear that the SPR responds only to the underlying capacitor-like charging of the double-layer. (It should be noted that for the purposes of this comparison, a slight negative offset (that is observed in both the electrical and optical data in figure 6) has been removed from the optical data in figure 7. We tentatively attribute this offset to low levels of dissolved oxygen or some other impurity in the electrolyte and / or hydrogen evolution at highly electroactive adatom sites.) Figure 8 shows the SPP wavevector response (averaged over 8 potential cycles) versus relative charge (charge being calculated by integrating current for potentials above -310 mV).

Initially, the SPR position (circles) increases at (2.93±0.02)× 10 -6 µC -1 as charge builds up on the electrode (arrow A in figure 8). (This rate is calculated by fitting a straight line to the data as shown in the figure .) Upon passing ~170 µC (~ 365mV) the gradient changes quickly to a value of (6.33±0.01)× 10 -6 µC -1 that is maintained until 273 µC (~ 500 mV) (arrows B and C).

After this point a gradient of (5.34±0.04)× 10 -6 µC -1 is maintained (arrow D) until the end of the positive sweep (850 mV). The average SPR response for the negative potential sweep is also shown (crosses). Initially the SPR position decreases at a rate of (5.18±0.02)× 10 -6 µC -1

(arrow E) and this value is maintained until the charge drops to ~210 µC (445 mV). For the remainder of the potential cycle below 333 mV a gradient of (-2.92±0.01)× 10 -6 µC -1 (arrow F) is recorded (the opposite of the charge build-up gradient). (Again the solid lines represent linear fits to the data.) An increase in SPR-sensitivity to charging of the electrode has previously been observed 32 and attributed to the re-structuring of the double-layer and / or the onset of anion adsorption upon reaching the point of zero charge. 31,32 The SPP wavevector response as a function of charge recorded in this work could be interpreted as indicating that anion adsorption is a two stage process, while desorption occurs in a single step. Moreover, the fact that the experimental data in figure 8 is multiple-valued (i.e. more than one value of ) / ( 0 k k spp ∆ for a given value of relative charge) suggests that the SPR is sensitive not only to the density of ions and water molecules in the ionic double-layer but also to the double-layer structure.

It has been shown that the application of a potential across the gold / acid interface results in modification of the optical response of the metal, the double-layer and the diffuse layer. [START_REF] Kolb | Spectroelectrochemistry ed Gale R J[END_REF]32 The low frequency fields applied during cyclic voltammetry are typically screened within one atomic layer of the electrode surface. [START_REF] Kolb | Spectroelectrochemistry ed Gale R J[END_REF]32 Forstmann et al 54 have shown that non-local optics must be used to accurately model the optical reflectivity response (known as the electroreflectance [START_REF] Mcintyre | Advances in Electrochemistry and Electrochemical Engineering[END_REF] ) of a gold electrode in both the visible and ultra-violet. However, in this present study the maximum photon energy used is 1.87 eV (equivalent to a wavelength of 662.15 nm). At such low photon energies the electroreflectance effect makes little contribution to the reflectivity of the interface with the predicted response using local and non-local optics being in good agreement. [START_REF] Kolb | Spectroelectrochemistry ed Gale R J[END_REF]54 Furthermore, Abeles et al have shown that changes in the metal electrode predominantly contribute to changes in the imaginary part of the SPP wavevector and do not affect the real part. 32 As described above, the differential detection technique used here only monitors the position, in wavelength, of the SPR -i.e. changes in the real part of the SPP wavevector-and so is insensitive to changes due to the electro-reflectance effect. This, along with the good agreement between our data and QCM studies (that are insensitive to charging of the metal) of the same system 22 where [START_REF] Pockrand | [END_REF] : 
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Conclusions and future work

This work demonstrates that real time cyclic SPR voltammetry can be performed on polycrystalline-metal diffraction-grating electrodes. The periodic surface profile of the electrode gives the momentum enhancement required to allow the SPR to be excited along the electrochemical interface but does not appear to affect the voltammetric response of the system. Using an acousto-optic differential-detection technique, the SPR position, in wavelength, is readily monitored as cyclic voltammetry is performed.

In the double-layer charging region the SPR response is found to correlate strongly with charge. This is most clearly illustrated by plotting SPR position (in terms of relative change of wavevector) as a function of relative charge. The differential-detection system used here allows the resonant optical wavelength to be monitored to a precision of 0.0005nm. 44 This is equivalent to a sensitivity of ~8×10 -4 of a sulphate ion monolayer. By optimising the grating pitch and the refractive index contrast between the electro-deposited material and the bulk electrolyte it should be possible to improve this sensitivity by at least an order of magnitude.

Alternatively, the time-differential of the SPR position may be plotted as a function of electrode potential thereby producing an "optical voltammogram". This has provided a detailed comparison between the electrochemical and optical responses of the gold/ acid interface over the entire double-layer region.

As a first step, a simple theory has been used to model the electrochemical double-layer as an isotropic over-layer having a thickness of 2.15 nm. Maximum SPR shift, observed when the electrode is covered by a complete anion monolayer, would require a double and diffuse-layer refractive index of 1.43. This implies a 14.7% increase in ion concentration compared to that of the bulk electrolyte.

The wavelength at which the SPR is excited along the electrode surface may be selected by tuning the incident angle of the optical beam. Thus, the optical response of a chosen electrode / electrolyte combination could be characterised across the visible spectrum. However, with higher-energy photons as the optical probe it may become necessary to use non-local optics theory to provide a satisfactory model of the electrochemical interface.

It is clear that the evolution of hydrogen at the cathodic end of the potential cycles has very little effect on the SPR position. However, the SPP does seem to be sensitive to the resulting changes in surface structure of the electrode. It is well established that the groove profile of a metallic diffraction grating can be characterised by fitting angle-dependent reflectivity data (acquired using a monochromatic optical beam) to Chandezon theory. [START_REF] Chandezon | [END_REF] Characterising the diffraction grating groove profile in this way, before and after the electrode has been subjected to cycles in potential, may provide an elegant means of monitoring the electrochemically-induced changes in surface structure. Furthermore, comparison of the SPR response (at the cathodic end of the potential cycles) with the theoretical current-potential response of a simple capacitor / resistor network indicates that the SPP continues to respond to the under-lying double-layer charging and electrode-surface restructuring processes even when gas-evolution is occurring. Studying this aspect of the SPR electrochemical response as a function of electrolyte concentration (thereby changing the resistance and capacitance of the double-layer) may provide further insight into this phenomenon.

Having a thickness of 150 nm, these diffractive electrodes are far more robust than the traditional, optically-thin (<100 nm thick), planar films used in the Kretschmann-Raether technique. In addition, silica diffraction gratings can be replicated in plastic readily and cheaply. 59 Consequently, this diffraction grating electrode arrangement is well-suited to biosensor systems where it may be desirable to electrochemically control the binding strength of a particular antigen. 60 Atom etching a grating directly into a bulk single crystal electrode would provide, for the first time, a means of studying single-crystals via surface plasmon excitation in a configuration that overcomes the dielectric tunnel barrier problem particular to the Otto geometry.

Alternatively, the photoresist development process and / or the atom etch could be stopped before the photoresist layer has been completely removed so as to leave a periodic array of photoresist ridges on the electrode. Each ridge would then be separated from its nearest neighbours by an area of planar single crystal metal. This will allow SPR studies of specific, well-defined single-crystal faces via diffraction from the photoresist ridges. Further, it would be possible to electrochemically deposit metal adlayers between these ridges. The optical response of a periodic array of metal adlayers could then be explored by simply dissolving the photoresist. By depositing an electro-chromic material on a diffractive electrode it may also be possible to create electrochemically-tuneable photonic band-gaps.

Finally, combining the optical detection technique and cyclic voltammetry used here with an electrochemical quartz crystal microbalance 22 may provide a further means of distinguishing between electrode processes.
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 441 Figure 1: (a). Experimental arrangement. ABCD is the (horizontal) plane of incidence. The grating grooves lie perpendicular to ABCD; (b). Experimental arrangement. In this work θ SPR =14.3 o .
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 2 Figure 2. Cyclic voltammogram for a polycrystalline gold-diffraction grating electrode in 0.02M H 2 SO 4 electrolyte. The potential is cycled between -500 mV and 850 mV at 10 mV/s.
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 334 Figure 3 depicts electrode potential (solid line) and SPR position in wavelength (open circles)versus time. The SPR position clearly oscillates, as cyclic voltammetry is performed, with resonance wavelength amplitude 0.97 nm. These electrochemically-induced changes in SPR position may also be considered as relative changes in SPP wavevector (as is also shown in figure3) allowing ready comparison with the work of Abeles et al.32 
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 4 Figure4shows both current and SPR position versus potential. At the beginning of the upward potential sweep the SPP wavevector increases at a rate of ~3.0×10 -7 (∆k spp /k 0 )/mV (or in terms of resonant optical wavelength 1.4×10 -4 nm/mV). As the potential increases through 0 mV the gradient of the curve rises steadily until a point of
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 5 Figure 5. Time dependence of current (solid line) compared with that of the differential of the relative change in SPP wavevector with respect to time (circles).
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 6 Figure 6. Cyclic voltammogram (solid line), as shown in figure 2, compared with the differential of the relative change in SPP wavevector with respect to time (circles).
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 7 Figure 7. Computer-modelled current-potential response of a capacitor (185 µF) and resistor (30 kΩ) in series (line). Differential of the relative change in SPP wavevector with respect to time (circles).

Figure 8 .

 8 Figure 8. Relative change in SPP wavevector (averaged over 8 potential cycles) versus relative charge. The circles and crosses correspond to data acquired during the positive and negative going potential sweeps, respectively. Linear fits to the data are also shown (solid lines).

  lead us to conclude that changes in SPR position are due to charging of the double and diffuse layer, anion adsorption and / or restructuring of the electrode surface. For the 0.02M electrolyte used in this work the double and diffuse layers combined have a thickness of no more than 2.15 nm, 48b approximately 0.003 of an optical wavelength in the electrolyte. Consequently, we now model the optical response of the electrochemical interface by the addition of an isotropic over-layer with thickness d=2.15 nm and optical permittivity overlayer ε . Here, the modified SPP wavevector becomes mod SPP k

  the ionic concentration of the double layer increases the local optical permittivity will increase above that of the bulk electrolyte resulting in a modification of the SPR position. If the bulk electrolyte is assumed to have an optical permittivity of 1.778 (refractive index 1.333) then the maximum shift in the SPP wavevector of over-layer permittivity of 2.04 (refractive index 1.428). Assuming that, to a first approximation, optical permittivity is proportional to density 57 then this is equivalent to an increase in ion concentration within the interfacial region of % to that in the bulk
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