Solesne Papillard-Marechal 
  
Vincent Enouf 
  
Aurélie Schnuriger 
  
Astrid Vabret 
  
Edouard Macheras 
  
Marie-Anne Rameix-Welti 
  
Bernard Page 
  
Elyanne ; Gault 
  
Monitoring epidemic viral

Keywords: orthomyxovirus, paramyxovirus, molecular diagnosis Orthomyxovirus, Paramyxovirus, Molecular diagnosis 58 59

published or not. The documents may come   L'archive ouverte pluridisciplinaire

Monitoring epidemic viral respiratory infections using one-step real-time triplex RT-1 PCR targeting influenza A and B viruses and respiratory syncytial virus 2

Running title: Real-time triplex PCR for influenza A/B and RSV 3 4 Solesne Papillard-Marechal 1 , Vincent Enouf 2,3,4,5,* , Aurélie Schnuriger 6,7* , Astrid Vabret 8 , 5

Edouard Macheras 9,10 , Marie-Anne Rameix-Welti 9,10 , Bernard Page 11 , François Freymuth 8 , 6

Sylvie van der Werf 2,3,4,5 , Antoine Garbarg-Chenon 6,7 , Bertrand Chevallier 1 , Jean-Louis 7 Gaillard 9,10 , Elyanne Gault The seasonal epidemic circulation of influenza A, influenza B and human respiratory 61 syncytial virus (RSV) viruses causes a large part of the burden of viral respiratory infections 62 in the northern hemisphere, especially that involving infants under 96 weeks of age and 63 elderly patients [Nair et al., 2010;[START_REF] Neuzil | The effect of 327 influenza on hospitalizations, outpatient visits, and courses of antibiotics in children[END_REF][START_REF] Poehling | The underrecognized burden of influenza in young children[END_REF][START_REF] Simoes | Respiratory syncytial virus infection[END_REF]64 Simonsen et al., 2000]. Rapid identification of the viral cause of acute respiratory infection 65 has consequences for patient monitoring and care, including hospital admission or discharge, 66 administration of antibiotics and antiviral therapy, and reduction of diagnosis investigation 67 [START_REF] Adcock | Effect of rapid viral diagnosis on the 272 management of children hospitalized with lower respiratory tract infection[END_REF][START_REF] Barenfanger | Clinical and financial benefits of 275 rapid detection of respiratory viruses: an outcomes study[END_REF]. Antigen detection by immunofluorescence 68 (IF) or immunochromatography is the usual first-line diagnostic approach, although it lacks 69 sensitivity [START_REF] Louie | Rapid influenza antigen test for diagnosis of pandemic (H1N1) 319 2009[END_REF][START_REF] Steininger | Effectiveness of 337 reverse transcription-PCR, virus isolation, and enzyme-linked immunosorbent assay 338 for diagnosis of influenza A virus infection in different age groups[END_REF]]. An alternative is to test for viral 70 genomes by molecular means. Although various in-house and commercial assays are 71 available, first-line molecular detection is rarely routinely practiced, either because of high 72 cost (commercial assays) or because few assays are multiplex and have short turnaround 73 times [START_REF] Bellau-Pujol | Development of three multiplex RT-PCR assays for 279 the detection of 12 respiratory RNA viruses[END_REF][START_REF] Bonroy | Use of a multiplex real-time 281 PCR to study the incidence of human metapneumovirus and human respiratory 282 syncytial virus infections during two winter seasons in a Belgian paediatric hospital[END_REF][START_REF] Brittain-Long | Multiplex 291 real-time PCR for detection of respiratory tract infections[END_REF]Gunson et al., 74 2005;[START_REF] Kuypers | 311 Comparison of real-time PCR assays with fluorescent-antibody assays for diagnosis of 312 respiratory virus infections in children[END_REF][START_REF] Van De Pol | Increased detection of respiratory syncytial virus, influenza viruses, 344 parainfluenza viruses, and adenoviruses with real-time PCR in samples from patients 345 with respiratory symptoms[END_REF]. 75

In this study, a simple, sensitive and specific one-step triplex real-time RT-PCR assay was 76 developed to detect the genomes of RSV, influenza A (including the pandemic influenza 77 A(H1N1) 2009 virus) and influenza B simultaneously in respiratory samples. This assay was 78 performed daily during the 2008-2009 and 2009-2010 

MATERIALS AND METHODS 83

Viruses 84

Various influenza A, influenza B and RSVA/B strains were used to determine sensitivity and 85 efficiency of the assay (table 1). RSV-A of genotypes 1 to 5 and RSV-B of genotypes 1 to 6, 86 isolated from clinical specimens and collected between 1986 and 2003 at the Hôpital 87 Clémenceau, Caen, France were tested. RSV genotypes were determined by phylogenetic 88 analysis of the G gene, according to the protocol established by the National Paramyxoviridae 89 Centre (AV and FF, unpublished data) using primers described previously [Zambon et al., 90 2001]. Viruses were propagated in cell culture (MDCK for influenza A and influenza B, 91 MRC5 for RSV) and virus titres are reported as plaque forming units (pfu) (influenza A and 92 B) or the 50% tissue culture infectious dose (TCID 50 ) /mL (RSV). 93

Undiluted culture supernatants of PIV-1, -2, -3 and -4, hMPV-B, adenovirus type-1, echovirus 94 type-30, rhinovirus type-31, and coronavirus OC43 and 229E were used to assess the 95 specificity of the assay. 96

Clinical samples 97

Specimens (nasopharyngeal aspirates or swabs) were collected from patients with acute 98 respiratory infection or influenza-like syndrome and tested daily either at Hôpital Ambroise 99 Paré, a general teaching hospital, or at Hôpital Trousseau, a paediatric teaching hospital. 100 The cycling conditions for real-time RT-PCR were those recommended by Argene. 127

One-step real-time triplex RT-PCR for influenza

Sub-typing of influenza A viruses: 128

Samples were used to inoculate MDCK. Influenza viruses were detected by 129 haemagglutination assay with guinea-pig erythrocytes. Isolate subtype was determined by 130 haemagglutination-inhibition, as described previously [START_REF] Kendal | Laboratory-based surveillance of 306 influenza virus in the United States during the winter of 1977-1978. I. Periods of 307 prevalence of H1N1 and H3N2 influenza A strains, their relative rates of isolation in 308 different age groups, and detection of antigenic variants[END_REF]. 131 3). The temporal distribution of virus detection is shown in figure 171 1. Of the 298 patients tested, 188 (63%) were positive: 145 (78%) for RSV, 42 (22%) for 172 influenza A and one for both RSV and influenza A. No influenza B infection was detected 173 during this period. For influenza A, cell-culture isolation and subsequent sub-typing was 174 performed for 23 (56%) samples: all corresponded to the epidemic strain current at that time: 175 A/Brisbane/10/2007 (H3N2). Positive cell-culture isolation was significantly correlated with 176 viral load in the specimen (viral load being estimated from C T values). In cell-culture positive 177 specimens, the median C T value was 27.09, whereas in cell-culture negative specimens it was 178 32.57 (P<0.0001). 179

The period between week 2009-36 and week 2010-04 was characterized by the pandemic 180 circulation of influenza A(H1N1) 2009. From week 2009-43 to 2010-04, the test was also 181 used in the Hôpital Trousseau laboratory (table 3). Of 776 patients (adults and children) tested 182 at Hôpital Ambroise Paré, 316 (41%) were positive: 183 (58%) for RSV, 132 (22%) for 183 influenza A and one for both RSV and influenza A (figure 2A). Of 1,343 patients (only 184 children) tested at Hôpital Trousseau, 663 (49%) were positive: 501 (76%) for RSV, 151 185 (23%) for influenza A, and eleven for mixed RSV-influenza A infections (figure 2B). Of the 186 The detection of RSV infection in infants under six weeks old, or presenting with a medical 191 condition such as prematurity or underlying cardiopulmonary disease, leads to hospital 192 admission to monitor the risk of rapid respiratory aggravation or apnoea [START_REF] Hall | Nosocomial respiratory syncytial virus infections: the "Cold War" has not 301 ended[END_REF]193 Tregoning and Schwarze, 2010]. Also, children with influenza often present with alarming 194 neurological symptoms associated with respiratory disease, but will not need further 195 neurological investigation if influenza virus is detected rapidly [2009b]. Similarly, if a viral 196 infection is diagnosed in a newborn with isolated fever, investigations for neonatal bacterial 197 infection can be limited. Moreover, early administration of neuraminidase inhibitors in cases 198 of influenza may prevent severe forms of infection, as reported during the influenza A( H1N1 ) 199 2009 pandemic [2009a; 2009c]. Finally, when RSV and influenza viruses co-circulate at an 200 epidemic rate (as was the case in 2008-2009 and 2009-2010), it may not be possible to 201 distinguish infection by one virus from that by the other on the basis of clinical presentation 202 [START_REF] Bosis | Role of respiratory pathogens in infants hospitalized 286 for a first episode of wheezing and their impact on recurrences[END_REF][START_REF] Bourgeois | Relative impact of influenza and 289 respiratory syncytial virus in young children[END_REF]. Thus, rapid and sensitive tools are needed 203 specifically to detect influenza and RSV infections, and to identify mixed infections. The 204 diagnostic value of rapid antigen detection tests for influenza and RSV infections remains a 205 subject of debate: although technically well adapted to the management of acute respiratory 206 infections, the currently available tests lack sensitivity and specificity [START_REF] Louie | Rapid influenza antigen test for diagnosis of pandemic (H1N1) 319 2009[END_REF]207 Steininger et al., 2002]. 208

The aim of this study was to improve the efficiency of diagnosis of acute respiratory 209 infections, in a context of high rates of infection by three major pathogens, which can be 210 involved in mixed infections. The higher sensitivity of RT-PCR compared to antigen 211 detection prompted us to use this technology to develop an inexpensive (<10.00 € / test), rapid 212 (<4h), specific and sensitive assay, targeting the genomes of influenza A, influenza B, and 213 RSV. Triplex RT-PCR is cheaper and faster than three simplex assays. To facilitate use in 214 Pure Compact system (Roche Diagnostics, Meylan, France), and the assay was successfully 216 transferred to a different laboratory setting, where a different real-time PCR thermocycler was 217 used (ABI PRISM® 7500 Real Time PCR System -Applera). Although not to be compared 218 to rapid antigen testing, the assay was efficient enough to provide clinicians with specific and 219 sensitive results daily: for samples made available at 13:00, the results were returned by 220 16:30. 221 The assay was designed to detect simultaneously the presence of the three viral genomes, and 222 could thus identify mixed infections. Its ability to detect various strains of viruses was 223 assessed with a panel of viruses isolated in cell-culture. With this panel, the sensitivity and 224 efficiency of the triplex RT-PCR were found to be slightly lower than those obtained with the 225 equivalent simplex assays, although the difference was not significant (results not shown), as 226 previously reported by others for multiplex RT-PCR [START_REF] Bonroy | Use of a multiplex real-time 281 PCR to study the incidence of human metapneumovirus and human respiratory 282 syncytial virus infections during two winter seasons in a Belgian paediatric hospital[END_REF]. However, the 227 sensitivity and efficiency of the assay were suitable for diagnosis. Indeed, the results were 228 concordant for 100% of the 75 samples found positive with commercial RT-PCR assays, and 229 the triplex assay successfully detected mixed infections. The 7900HT thermocycler allows no 230 more than three different fluorescent dyes in real-time PCR assays, so the triplex assay could 231 not also include an internal control. However, no PCR inhibitors were detected in 132 232 samples tested by the Argene method, indicating that the risk of missing a positive sample 233 was small. If necessary for routine diagnosis, an internal control could be added to the sample 234 prior to extraction, and the corresponding control RT-PCR could then be performed in 235 parallel during the same run. The results obtained with this assay in daily practice during the 236 2008-2009 and 2009-2010 seasons were consistent with the data provided by the national 237 influenza-monitoring network of GPs and paediatricians GROG (Groupes Régionaux 238 d'Observation de la Grippe -Regional Influenza Surveillance Grouphttp://www.grog.org), 239 and by the National Influenza Centre (Northern France), indicating, in particular, that 240 circulation of influenza B was sporadic or absent in France during the periods studied. As 241 previously described [START_REF] Bourgeois | Relative impact of influenza and 289 respiratory syncytial virus in young children[END_REF], RSV infection was more frequent than 242 influenza in young children, as evidenced by the higher percentage of RSV-positive 243 specimens, even during the influenza A(H1N1) pandemics. Finally, the availability of a 244 molecular tool allowing to distinguish rapidly influenza A from RSV in two general hospital 245 settings in the context of the influenza A(H1N1) pandemics was of utmost value. 246

In conclusion, the user-friendly in-house triplex RT-PCR reported here was efficient for 247 testing nasopharyngeal specimens for current epidemic strains of influenza A (including 248 seasonal H1N1, predominant in 2007H1N1, predominant in -2008H1N1, predominant in [Vaux, 2008]], seasonal H3N2, as sub-typed by 249 cell-culture during the 2008-2009 season and pandemic influenza A(H1N1) 2009), influenza 250 B, RSV-A and RSV-B. Its ability to detect mixed infections also facilitates investigations to 251 increase our knowledge about the incidence and severity of influenza A and RSV co-252 infections [START_REF] Coiras | Simultaneous detection of 293 fourteen respiratory viruses in clinical specimens by two multiplex reverse 294 transcription nested-PCR assays[END_REF][START_REF] Kehl | Evaluation of the Hexaplex assay for detection 303 of respiratory viruses in children[END_REF] a RT-PCR efficiency was calculated for each strain, as previously described, by testing tenfold serial dilutions of the corresponding RNAs [START_REF] Gault | 296 Quantification of human cytomegalovirus DNA by real-time PCR[END_REF][START_REF] Gal | Quantification 314 of hepatitis delta virus RNA in serum by consensus real-time PCR indicates different 315 patterns of virological response to interferon therapy in chronically infected patients[END_REF].

b Ga1 to Ga5 are RSV-A strains of genotypes 1 to 5.

c Gb1 to Gb6 are RSV-B strains of genotypes 1 to 6. 
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  A, influenza B and RSVA/B genome 101 detection in respiratory samples 102 RNA was extracted with the QIAamp Viral-RNA Mini-Kit (Qiagen, Courtaboeuf, France) 103 from 140µL of fresh or thawed specimen. Aliquots of the resulting RNA preparation (7.5µL 104 of 60µL eluted) were included in 25µL of RT-PCR mixture containing primers and probes 105 (table 2), and the TaqMan® One-Step RT-PCR Master Mix Reagents Kit (Applera, 106 Courtaboeuf, France). Each run included a negative control and a triplex positive control; the 107 triplex PCR for influenza A/B and RSV Papillard-Marechal et al positive controls contained 2.5µL of each target RNA extracted from culture supernatants and 108 diluted to give a positive signal of 32 C T s, corresponding to an input of approximately 1,000 109 pfu for influenza A and B, and 20 TCID50 for RSV (table 1). The reaction consisted of 30 110 min of reverse-transcription at 48°C, 10 min of activation at 95°C, and 45 cycles of 111 amplification (95°C for 15 s and 59°C for 90 s). A 7900HT Fast Real-Time PCR System 112 (Applera) was used for real-time RT-PCR. Reaction giving C T values ≤44 were considered to 113 be positive. 114 Other virological methods 115 IF antigen detection: IF tests were performed on freshly sampled nasopharyngeal aspirates. 116 Anti-influenza A, -influenza B and -RSV monoclonal antibodies (Argene S.A., Verniolle, 117 France) were used as recommended by the manufacturer. 118 Commercial real-time RT-PCR assays: primers and probes of the Flu-A/B r-gene™ and RSV-119 A/B r-gene™ (Argene S.A.) assays were used in two independent RT-PCR targeting either 120 influenzaA/B or RSV-A/RSV-B. Aliquots of RNA preparations (10µL, see procedure above) 121 were added to two RT-PCR mixtures containing 14µL of primers and probes and 1µL of 122 OneStep RT-PCR mix (Qiagen). Internal control IC2 (DICO Extra r-gene™, Argene S.A.) 123 was added to the sample prior to extraction, to monitor the extraction step and to detect PCR 124 inhibitors. An additional RT-PCR mixture containing 10µL of RNA extract, 15µL of the 125 DICO Extra r-gene premix and 0.17µL of the OneStep RT-PCR mix (Qiagen) was prepared. 126

  triplex PCR for influenza A/B and RSV Papillard-Marechal et al 7 RESULTS 141 Specificity, sensitivity and efficiency of the one-step real-time triplex RT-PCR assay 142 The specificity of the triplex assay was confirmed by the negative results obtained with viral 143 genomes of ten other respiratory viruses. The triplex positive control gave repeatedly positive 144 signals for the three viruses targeted. No cross-amplification was observed in the triplex assay 145 when tested with individual control influenza A, influenza B and RSV genomes. The 146 sensitivity of the assay varied according to the strain, from 1 to 10 pfu/input for influenza 147 viruses and was 0.02 TCID 50 /input for RSV (table 1). 148 The ability of the one-step real-time triplex RT-PCR assay to detect viral genomes in 149 nasopharyngeal samples was assessed on a selected panel of 182 samples that were collected 150 and tested by IF in 2007-2008 and stored at -80°C. These samples were tested both by the in-151 house triplex RT-PCR assay and the commercial Flu A/B and RSV A/B r-gene™ assays. The 152 DICO Extra r-gene™ control was used to detect PCR inhibitors. All samples positive by IF 153 (n=37) for influenza A (n= 8), influenza B (n= 3) or RSV (n= 26) were found positive for the 154 respective viruses with both molecular tests. Furthermore, of 145 IF-negative samples, 38 155 (26%) were positive by both in-house and r-gene™ assays with 100% concordance between 156 the two tests (ten positive for influenza A, seven for influenza B and 21 for RSV). No PCR 157 inhibitor was detected. These various results indicate that the ability of the in-house triplex 158 assay to detect viral genomes was similar to that of the individual Flu-A/B and RSV-A/B r-159 gene™ assays. The assay was initially designed to detect current epidemic H1N1 and H3N2 160 viral strains. Thus, its sensitivity was re-assessed when the pandemic H1N1(2009) strain 161 emerged. Twenty-five clinical isolates, positive for the H1N1(2009) virus with the H1 and N1 162 subtype-specific RT-PCR assays, were provided by the Influenza National Reference Centre. 163 All of these samples were positive with the triplex assay, with a range of CTs similar to those 164 of samples positive for epidemic H1N1 strains. 165 -43 to 2009-10, samples were routinely collected from patients at Hôpital 169 Ambroise Paré and tested with the in-house triplex assay for the genomes of influenza A, 170 influenza B and RSV (table

  283 influenza A genomes detected, 175 were further characterized with the H1 and N1 187 subtype-specific RT-PCR assays. All 283 were A(H1N1) 2009 virus. No influenza B 188 infection was detected during the period. 189 triplex PCR for influenza A/B and RSV Papillard-Marechal et al DISCUSSION 190
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Table 1 353Table 1 : Viral strains used to assess sensitivity and efficiency of the assay
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