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WEAR BEHAVIOR OF PAEK, POLY(ARYL-ETHER-KETONE), UNDER PHYSIOLOGICAL CONDITIONS, OUTLOOKS FOR PERFORMING THESE MATERIALS IN THE FIELD OF HIP PROSTHESIS
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This study is focused on performing tribological tests on new materials for orthopaedic implants applications, PAEK (Poly Aryl Ether Ketone) polymer group. The experiments were performed in physiological liquid, at 37 °C, for simulating the human body fluid. PAEK's tribological properties that are wear rate of polymers and wear mechanisms on common metallic alloys used as orthopaedic implants: Co-Cr, 316L SS and Ti-6Al-4V are compared to the gold standard used for hip joint prosthesis, the UHMWPE (Ultra High Molecular Weight PolyEthylene) on the same metal alloys. PEEK (Poly Ether Ether Ketone) and PEKK (Poly Ether Ketone Ketone)/CF (Carbon Fibers) show the lowest wear rate on every counter metallic material; the system UHMWPE on any metal alloys exhibit the highest wear rate although having the lowest friction coefficient. From microscopic images and the evolution of the friction coefficient, a wear mechanism was suggested for each polymeric material.

Introduction

About 800,000 hip prostheses are implanted in Europe, each year. With ageing of population, the implants durability is becoming a health problem and it will be a key point of health issues in the next 10 years. Nowadays the lifetime of hip implants is approximately 15 years. The challenge is to increase their lifetime to avoid an additional surgical operation, involving risks for patients and costs for health organism.

Different materials systems are investigated for the artificial hip joint: hard-hard assembly for head-cup joint, metal-metal or ceramic-ceramic; hard-soft assembly, metalpolymer or ceramic-polymer. This study will focus on the hard-soft artificial joint. Usually, for the acetabular cup, the polymer used is UHMWPE (Ultra High Molecular Weight PolyEthylene) since it gives satisfactory lifetime. However, taking into account the debris generation, the main reason for the failure of implants is the aseptic loosening [START_REF] Blunt | The role of tribology and metrology in the latest development of bio-materials[END_REF].

Nowadays, so as to replace UHMWPE as a bearing surface, other polymers such as PAEK and their carbon fibers composites are investigated.. These materials are promising in the biomedical field in terms of biocompatibility, low wear rate in comparison with UHWMPE, and machining for artificial cup, hip joint prosthesis [START_REF] Kurtz | PEEK biomaterials in trauma, orthopedic, and spinal implants[END_REF][START_REF] Sagomonyants | The in vitro response of human osteoblasts to polyetheretherketone (PEEK) substrates compared to commercially pure titanium[END_REF][START_REF] Utzschneider | Inflammatory response against different carbon fiber-reinforced PEEK wear particles compared with UHMWPE in vivo[END_REF]. For instance, PEKK and its composites are manufactured for spinal implants. In this paper, the tribological behavior of these PAEK polymers will be evaluated for orthopedic implants.

In this work, it is proposed to investigate the tribology of four polymers: UHMWPE, PEEK, PEKK and PEKK CF 30 % against the most usual biocompatible metallic alloys implanted in human body: AISI 316L stainless steel, Ti-6Al-4V alloy and Co-Cr alloy, i.e. twelve materials systems. The tribological tests will be carried out with respect to a sphere (metals)/plane contact (polymers) in bovine serum which is the closest liquid medium to the human physiological liquid,. The results will be compared to the results of Harsha and Tawari [START_REF] Harsha | Tribo performance of polyaryletherketone composites[END_REF]. A tribometer was specifically equipped to perform pin (metallic alloys)-on-disc (polymers) tests in bovine serum at 37 °C. During tests, the friction coefficient gives information about the wear mechanisms taking place between the materials in contact. The post mortem investigations, i.e. wear volumes and wear zones images, allow classifying the different friction couples. Ultimately, from experimental data and microscopic analyses (optical and SEM images), a wear scenario, for UHMWPE and three different polymeric materials from the PAEK group, will be investigated.

Experimental

Materials

Tables 1-3 describe the chemical composition of 316L stainless steel, Ti-6Al-4V (or TA6V) alloy and the Co-Cr alloy respectively; these metal alloys will be considered as the "pins" for the tribological investigations. The chemical compositions were obtained by spark optical emission spectrometry. The mechanical properties of all the materials used in the study are presented in Table 4. 4: mechanical properties of the investigated materials; *data from the manufacturers datasheet and from internal characterizations.

E / GPa

The polymer materials were supplied either with a disc shape or a rod shape and were machined to the right dimensions, then polished on an automatic machine following the conditions presented in Table 5. As far as the metallic cylinders are concerned, they were machined and polished on a lathe. The cylinder was fixed to a spindle and polishing papers then discs were manually maintained in contact with the sphere rims: the pin. Examples of polished surfaces so-obtained are presented in Figure 2. The top of the cylinders' hemisphere was homogenously smooth over area that exceeded the approximated diameter of contact. Scratches of machining were no longer visible. Analyzes, especially EDX analysis, were carried out to be confirm that, with the polishing protocol, no colloidal silica particles were incrusted in the polymer material. 

SEM and 3D profilometry

The polymer and metallic samples were observed with a Scanning Electron Microscope (SEM) JEOL 6400 coupled with an EDS probe. A particular attention was paid on insulating polymer, especially PAEK, for performing the SEM images. It is the reason why , after friction tests, a gold sputtered layer covers the worn surfaces in order to highlight transferred particles between two materials in contact and to understand the wear behavior for all friction couples. The 3D profilometry was investigated thanks to a SOMICRONIC ® profilometer. Data were treated by the Surfascan ® 3D software. It is worth noting that the minimum Ra value corresponds to PEEK. It is the easiest material for the polishing step. On the contrary, the UHMWPE material was not easily polished. The Ra value can be compared to a machined surface.

Tribocorrosion device

Figure 3 presents the friction device (tribometer) in which was described in details in a previous work [START_REF] Geringer | Friction-corrosion of AISI 316L/bone cement and AISI 316L/PMMA contacts: Ionic strength effect on tribological behavior[END_REF]. The Normal load was equal to 30.4 N and was applied by a calibrated rod fixed on the pin support. The alignment and parallelism of the pin support was carefuly verified before each test. The pin, made out of metallic alloy (Co-Cr, 316L SS or Ti-6Al-4V), was firmly pushed in the pin support. The spherical pin allows a perfect sphere/plan contact, i.e. a disk, contact area, according to the contact configuration. The actual tangential load, and so the friction coefficient, were continuously monitored. The tribological conditions are summarized in Table 7. The test last for 8 hours to pass the running-in period. The samples were immersed into the same solution used for the wear tests, that is the bovine serum (PAA Laboratories GmbH, Austria) diluted in proportion 1:4 with distilled water. One part of sodium azide (ultra pure: >99.5%; Fluka Analytical) per 100 parts of resulting solution was added, according to the ISO 14242-1. Sodium azide is used as an antioxidant to avoid proteins alteration. The electrochemical behavior, and consequently the wear behavior, of metal alloys depend on anti-oxidant content in a proteins solution [START_REF] Geringer | Influence de la teneur en protéines de solutions physiologiques sur le comportement électrochimique du Ti-6Al-4V : reproductibilité et représentation tempsfréquence[END_REF].

To summarize, Table 8 highlights all the investigated contacts and the number of experiments that were performed: 3 for each contact type so 36 experiments in total.

CoCr 316L TA6V PEKK CF XXX XXX XXX PEKK XXX XXX XXX PEEK XXX XXX XXX UHMWPE XXX XXX XXX
Table 8: Summarizing of the tests number.

Finally, so as to make sure of the repeatability of the tests, samples were dried and conditioned in bovine serum before pin-on-disc tests. This step was added to the protocol in order to take into consideration the absorption of liquids into polymers.

Contact mechanics about the selected couples

Actual pressures and geometry of contact sphere-plan were calculated using Hertz's theory of contact [START_REF] Hertz | Uber die berührung fester elasticher Körper[END_REF][START_REF] Hills | Mechanics of Elastic Contacts[END_REF][START_REF] Johnson | Contact Mechanics[END_REF]:

3 3 E* R F r    (1) 2 r F P    (2) 
Where: r: contact radius : average pressure, F: normal force to the surface, E*: effective Young's modulus:
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R: effective radius:
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In these experiments, R 1 is 3 mm and R 2 is infinite (plane sample).

E i , ν i , R i are as follows: Young's modulii, Poisson's ratios and radii of samples respectively.

Indexes 1 and 2 refer to metallic samples and polymer sample respectively.

The calculated contact radii and average contact pressures are presented in Table 9 and Table 10.

Contact radii / µm

Metallic material / sphere It is worth noting that in the experimental conditions of the tests, a high average contact pressure was involved. To correlate the wear behavior to the mechanical parameters, the ratios of the average contact pressure on tensile strength of each polymer material (PEKK CF 30 %, PEKK, PEEK, UHMWPE) were calculated. The ratios are presented in Table 11.

As the polymer materials are brittle, according to the calculated pressures, the debris generation should be promoted in these experimental conditions as confirmed by typical ratios higher than 1. Moreover the higher the ratio is, the higher the wear rate should be. This assumption will be discussed later in details thanks to post mortem analyses. Table 11: Relative pressures, ratio of average contact pressure to tensile strength in contact zone for 4 polymer materials.

Relative pressures

Results and discussion

In this part, a specific attention will be paid to the friction coefficient evolution according to the time, to the wear rate and to the microscopic analyses of the wear track area in order to understand the wear behavior of the tribological systems. Therefore, the effect of the debris generation, between both materials in contact, is significantly different for PEKK composite. Indeed, if the friction coefficient decreases according to the time, it means that the third body might play the role of a lubricant. In the case of PEKK CF 30 %/metal, on the contrary, the friction coefficient increases and, consequently, the third body seems play the role of abrasive particles, probably due to the carbon fibers against a metallic alloy. Sometimes, as could be seen in Figure 5 b) for the PEEK / TA6V couple, a discrepancy is highlighted within the 3 experiments performed for each contact type. It is the reason why, to be able to explain the evolution of the friction coefficient, numerous tests have to be carried out for the same contact type. Finally, the trend obtained from the average friction coefficient could be entrusted. So as to validate or not the hypotheses made on the evolution of the friction coefficient, the wear rate of polymer material will also be investigated.

Friction coefficient

Wear rate analysis

The friction coefficient is not sufficient to describe the wear behavior of materials couple since even if the friction coefficient is weak, the wear rate could be the highest when a material couple series is compared to another. It is the reason why, in this part, we will focus our interest, about the wear rate. It is worth noting that the wear of metallic alloy could not be measured.

Figure 6 a) presents the wear zone of the PEKK CF 30 %, the pin being a 316L ball.

As one can see, the wear track area is heterogeneous. In Figure 6 b) the reference line defines the width, the depth and the wear surface of a wear track zone. These three parameters will be investigated for all contacts type. Figure 7 a) depicts the wear rate, i.e. the wear volume per unit of normal load and per unit of length (wear distance) for all materials couples. Figures 7 b) andc) present respectively the width and the highest depth of the wear track area, obtained from the 3D profilometry scans. First the results obtained for PAEK polymers should be compared with the wear rate measured by Zhang et al [START_REF] Zhang | Study on tribological behavior of plasma-treated PEEK and its composite[END_REF]. From the wear rate values in Figure 7, it is clearly highlighted that the UHMWPE is the most worn material. The UHMWPE wear rate is 10 times higher than the ones of PEKK + CF 30 %, PEKK and PEEK. The PEEK material seems to involve the lowest wear rate against all metallic material. The PEEK / Co-Cr wear rate seems to be the lowest even against PEKK CF / Co-Cr. This result has to be linked to the lowest value of Ra attributed to PEEK samples. From the tribological tests, Co-Cr seems to be the best counter part for PEKK, PEKK CF and PEEK. If we analyze the width and the depth of the wear track area from the polymer discs: one can conclude that the width for UHMWPE samples is 3 times higher than the ones for PAEK samples. Moreover, the depth for UHMWPE is 10 times higher than the ones for PAEK samples. Finally, the wear depth of UHMWPE is definitively the highest. A representative plot in Figure 8 shows the correlation between the friction coefficient and the disc wear rate.

The lowest wear rate corresponds to the couple PEEK vs. Co-Cr so that this materials couple should be investigated for the artificial hip joint: Co-Cr could replace the femoral head and PEEK the acetabular cup. A future work could investigate the wear behavior of the PEEK CF discs against metallic pins. The highest wear rates are assigned to the UHMWPE couples.

Figure 8 highlights that the lowest friction coefficient, for investigated materials, is not related to the lowest wear rate. In fact the trend is the opposite. Finally after tests and comparisons, the volumetric measurements thanks to a mechanical profilometer (or optical) seems to be the best method to determine the wear volume for the polymer material. Indeed, the weight gain of the polymer samples during tests does not allow measuring correctly the weight variations, due to hieratic water absorption.

Concerning hip prosthesis, head-cup joint for instance, some previous investigations [START_REF] Wang | Carbon fiber reinforced polyether ether ketone composite as a bearing surface for total hip replacement[END_REF] were carried out to evaluate the lifetime of a PEEK CF cup against a head made of metal or alumina. PEEK CF highlights the advantage to be not degradable after sterilization, especially  radiation, a requirement for implanting a biomaterial [START_REF] Godara | The influence of sterilization processes on the micromechanical properties of carbon fiber-reinforced PEEK composites for bone implant applications[END_REF]. The biocompatibility, interactions with cells as osteoblasts, was investigated and satisfying results were found [START_REF] Kurtz | PEEK biomaterials in trauma, orthopedic, and spinal implants[END_REF][START_REF] Sagomonyants | The in vitro response of human osteoblasts to polyetheretherketone (PEEK) substrates compared to commercially pure titanium[END_REF].

If PEEK is still now implanted for spinal cages, some investigations are carried out for increasing the cytocompatibility in order to reach the same level than the one of titanium [START_REF] Sagomonyants | The in vitro response of human osteoblasts to polyetheretherketone (PEEK) substrates compared to commercially pure titanium[END_REF]. In an international multicenter clinical study, a cup made of PEEK CF was implanted against an alumina head for replacing a hip joint. . The wear depth in the retrieved cup of PEEK/CF showed a value of 0.057 mm a year [START_REF] Pace | Technical and Histologic Analysis of a Retrieved Carbon Fiber-Reinforced Poly-Ether-Ether-Ketone Composite Alumina-Bearing Liner 28 Months After Implantation[END_REF], to be compared, for example, with 0.174 mm a year for a UHMWPE cup [START_REF] Manning | In Vivo Comparative Wear Study of Traditional and Highly Cross-linked Polyethylene in Total Hip Arthroplasty[END_REF]. Knowing that the UHMWPE wear volume is within the range of 58-140 mm 3 /year [START_REF] Bragdon | Wear of retrieved cemented polyethylene acetabula with alumina femoral heads[END_REF], the PAEK wear volume is expected to be minimum 2 times lower than that of UHMWPE, which is a huge improvement for implant lifetime. It is worth noting that the gap between the linear and volume wears of retrieval implants is drastically different than the ones from the tribological tests presented in this study. However in the current tests, the difference between wear rate of UHMWPE and PAEK is in the range of magnitude about 10 times, which means that the volumetric wear rate of PAEK, should be lower than the one of UHMWPE. Consequently, PAEK polymers, should be considered as promising materials for artificial hip cup. Particular investigations should be carried out for testing PEKK or PEKK CF cups in in vitro conditions. Future investigations will aim at improving the wear rate of PAEK materials taking into account that the actual shape of cup against a metallic or ceramic head and considering the actual loading conditions, that is thanks to a hip walking simulator.

The next part of the paper will be dedicated to the morphological analyses of the wear track area.

Microscopic analyses of wear track areas

The pins and the discs surfaces were observed by optical and scanning electron microscope. For comprehension purpose, the following discussion will be divided in two parts: the first about the polymer discs and the second one about the metallic pins.

Polymer discs

Figure 9 shows pictures of the polymer discs surface after wear tests. The type of counter part, i.e. metallic pin, is indicated in the left column. Different wear mechanisms could be clearly distinguished in Figure 9. Fatigue waves are only seen on the UHMWPE wear track area. This typical tribological behavior of UHMWPE was already mentioned by Wang et al [START_REF] Wang | Lubrication and wear of ultra high molecular weight polyethylene in total joint replacements[END_REF]. On the contrary, debris or scratches are hardly observed for UHMWPE in comparison with other polymer materials, i.e. PAEK. It is worth noting that for PEEK perpendicular scratches are highlighted, especially for PEEK/Co-Cr and PEEK/316L contacts.

These scratches are pretty long, up to few hundred of micrometers, which indicate that delamination is a part of the wear process for PEEK. For instance, this kind of delamination process does not occur for PEKK. The PEKK CF sample exhibits a particular wear track area.

No significant difference is seen when comparing Co-Cr, 316L and Ti-6Al-4V contacts. It can be seen that carbon fibers were broken in the transversal direction and that some fibers were pulled out from the polymer matrix. Such behavior involves that fibers, 100 µm long and approximately 10 µm in diameter could have been ejected from the disc and could have played the role of an abrasive third body. It is worth noting that this third body, that is carbon fibers of different lengths, may be a key point if the biocompatibility is considered. In this study, this key point will not be considered. 

Metallic pins

As the contact pressure on the pin is lower than its ultimate tensile strength (see Table 10), the metallic material, Co-Cr, 316L and Ti-6Al-4V, does not undergo any significant degradations. Figure 11 The wear mechanisms will be investigated in the next part.

Wear mechanisms-overview

A summary of the observations made on disc and pins deterioration is presented in As this behavior was observed for all tests, the tribology of the contact could only be due to the composite material. Moreover, the debris layer found on discs results (PEKK discs) from an extensive corrosion of pins and delamination is clearly correlated to variations of the friction coefficient during tests, as seen in Figure 4.

oscillations resulting from the evolution of the friction coefficient. Neither UHMWPE nor PEKK+CF exhibit this behavior due to the "global" wear mechanism from very beginning of experiment. Two mechanisms are possible -delamination and debris production, knowing that both could take place at the same time. None of these mechanisms seems to be dominant.. However, as discussed previously, debris production could explain the extensive corrosion of pins. If the oxides protective layer of pin is constantly damaged then corrosion occurs. One can imagine that the passive layer could be destroyed by presence of hard particles (carbon fiber debris in composite) or wear by high pressures (all PAEK materials).

In addition, the differences observed in terms of wear mechanisms between PEKK and PEEK material could be affected by some intrinsic physical interactions between polymer chains. Indeed, PEKK ketone groups could be in meta and para configurations whereas, for PEEK, only para configuration is possible (see Figure 1) Consequently, configurations of polymer chains are expected to be different between PEEK and PEKK and so the crystalline phases should be different [START_REF] Stephen | Polymorphism and crystal structure identification in poly(aryl ether ketone ketone)s[END_REF]. 

Conclusion

These tribological investigations showed some interesting insights into the behavior of PAEK materials, including composite polymer PEKK and carbon fibres 30 %. These PAEK materials were potentially used as implants, artificial hip joint for example.

Superior properties of the materials from PAEK group seem incontrovertible in comparison with the usual UHMWPE used for acetabular cup. They are more wear resistant, producing less debris. PAEK wear rates are 10 times lower than the one of UHMWPE. It could be beneficial concerning contaminating living organism, interactions between debris and cells. This assumption will be assessed in a future work taking into account the size and the shape of debris particles. The PAEK materials class also meets basic needs concerning volume wear for the development of new Hard-on-Soft hip prosthesis.

The study of the mechanisms of deterioration also gave satisfying explanations of the wear behavior. One might pay attention to link mechanical properties and the ratio of average contact pressures on tensile strength to the wear behavior of polymer materials. In terms of this ratio defined above on Table 10, UHMWPE and PEKK + CF belong to the same class. It means that the composite polymer material is submitted to high contact pressure. The role of the third body, especially carbon fibres, in the prediction of the wear rate on a long period of time, should be investigated through additional tests,.

The key-point for introducing PEEK or PEKK or composites with carbon fibers in hip prothesis should be biological response of living cells to those materials. Therefore the next stage that consists in introducing PEKK or PEEK-as acetabular cup on orthopedy marketcould be undertaken. Nevertheless, the exact wear mechanism and more data on materials behavior in actual prosthesis have to be examined in order to accomplish this challenge.

About the tribocorrosion tests, this study cast light on the passive layer reconstruction hypothesis. Electrochemical follow-up of metal samples should be very interesting to highlight particular corrosion behavior in presence of carbon fibers as a third body. At the interface of carbon fibers, there is usually greasing and protective specimens that enhance procedure of composite manufacturing. This key-point should change the adhesion of carbon fibers with the polymer matrix. Finally, very long experiments with low pressure could reveal whether other mechanisms of deterioration are dominant when pressure is closer to the real pressure in hip joints. As wear would be very weak, other variable -namely time -should be increased and the experiment could be carried out on hip walking simulators. Anatomic position of components would prevent debris accumulation, and the geometrical set-up would be more similar to clinical case. The tribological behavior could be entirely different with acetabular cup design due to particular sample geometry compared to pin-on-disk samples.
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 1 Figure 1: PEEK and PEKK monomers formula
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 2 Figure 2: Surfaces after polishing: a) PEKK+CF 30%, b) UHMWPE (right side of picture), c) Co-Cr cylinder
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 3 Figure 3: Pin on disc tribometer; a) scheme of pin-disk assembly; b) device image.
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 4 Figure 4: Friction coefficient vs. duration of friction tests with 316L SS against a) UHMWPE; b) PEEK; c) PEKK; d) PEKK CF 30 %.
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 55 Figure5presents a summary of the friction coefficient evolution for all materials couple during 60 minutes (Average 1-60) and during the complete test duration (Average 500). First of all, the friction coefficient of UHWMPE/metal (Co-Cr alloy or 316L or Ti-6Al-4V, TA6V) is the lowest, approximately 2 times lower than the ones of PAEK/metal couples in average.As far as PEKK CF 30% / metal couples is concerned, its behavior is different since the friction coefficient increases with time. .

Figure 6 :Figure 7

 67 Figure 6: a) wear track area of a PEKK CF 30 % sample (contact PEKK CF 30 %/316L), the z-scale is in µm; b) Typical 2D view of x-z plane from a wear zone.

Figure 8 :

 8 Figure 8: Friction coefficient vs. disc wear rate for the 9 couples of materials; blue circle, red star and green square are respectively related to Co-Cr, 316L and TA6V (Ti-6Al-4V); the discrepancy is the standard deviation
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 10910 Figure10presents pictures of PEKK and PEKK CF samples. A special attention should be paid to these particular polymer materials as they highlight the impact of carbon fibers. Traces on pure PEKK polymer were not clearly defined -scratches became visible only at high magnification and found homogenous and straight. Any other features were visible. The borders of wear track were characterized by big spacing and rough edges of scratches, incrusted particles could also be found inside the wear track area.
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 11 Figure 11: SEM images of metallic pins, black patchs are corrosion debris and proteins

15 Table 1 :

 151 chemical composition of 316L stainless steel

Table 2 :

 2 chemical composition of Ti-6Al-4V alloy 20

Table 3 :

 3 chemical composition of Co-Cr alloyThe PEEK 450 CA30 was obtained from Victrex ® ), and OXPEKK C, OXPEKK C30C (30 % carbon fibers) were both supplied by Oxford Performance Materials ® , part of the

	Elements	Cr	Ni	Mo	Mn	Si	Cu	C	P	S	Fe
	Composition (% w/w)	17.05	14.55	2.80	1.73	0.40	0.10	0.02	0.02 <0.01 Bal.
	Elements		Al	V	Fe		O	Cr		Ni	C	N	Ti
	Composition (% w/w or ppm)	5.91%	3.87%	1096 ppm	1038 ppm	137 ppm	125 ppm	124 ppm	53 ppm Bal
	Elements		Cr	Mo	Mn	Si	Ni		C	Al	Co
	Composition (% w/w)		28.50%	5.87%	0.78	0.46	0.25	0.037	0.02	Bal

Poisson's ratio ν Density / g.cm -3 UltimateTensile strength / MPa

  

	PEKK+CF 30%	28.0	0.30	1.36	248  20
	PEKK	3.8  0.4	0.35	1.31	110  10
	PEEK	3.5	0.40	1.30	105  10
	UHMWPE	0.7  0.2	0.46	0.94	40  10
	Co-Cr	200  10	0.30	8.30	2000  200
	316L SS	200  10	0.30	7.96	630  50
	Ti-6Al-4V *	110  4	0.31	4.42	1300  300
	Table				

Table 5 :

 5 Polishing protocols for PAEKs (PEEK, PEKK, PEKK+CF), UHMWPE and cylinders made out metallic alloys.

		Abrasive factor	Time / min Force / daN Velocity / RPM
	PAEKs	Abrasive paper 600	5 min	11	150
		Abrasive paper 1200 5 min	11	150
		Abrasive paper 4000 5 min	11	150
		3 µm diamond paste 5 min	5.5	300
		Colloidal silica	5 min	5.5	200
	UHMWPE Abrasive paper 80	1 min	5.5	200
		Abrasive paper 120	1 min	5.5	200
		Abrasive paper 600	1 min	5.5	200
		Abrasive paper 1200 2 min	5.5	200
		Abrasive paper 4000 3 min	5.5	200
		Colloidal alumina	5 min	5.5	200
	Cylinders Abrasive paper 4000 5.5 min	MANUAL	
		6 µm diamond paste 5.5 min	MANUAL	
		3 µm diamond paste 5.5 min	MANUAL	
		1 µm diamond paste 5.5 min	MANUAL	

Table 6

 6 

	gives the surface

Table 7 :

 7 Tribological conditions: displacement and charge specifications.

	Parameter	Unit	Value
	Rotation radius	mm	10.0
	Frequency	Hz	1.0
	Speed	mm.sec -1 62.8
	Time of experiment	h	8.0
	Total distance	m	1809.6
	Load	N	30.4

Table 9 :

 9 Contact radii, before friction test, in µm, for all investigated contacts

		Co-Cr	316L	Ti-6Al-4V
	Polymer material / disc			
	PEKK CF 30 %	136	137	141
	PEKK	254	253	255
	PEEK	261	260	261
	UHMWPE	380	380	380

Table 10 :

 10 Average contact pressure in MPa for all investigated contacts; values were calculated from the average values of tensile strength

Polymer material / disc PEKK CF PEEK PEKK UHMWPE Typical ratio Average pressure/Tensile strength

  

	~2.3	~1.4	~~1.4	~1.7

  4 presents the evolution of the friction coefficient with respect to the contact time of 316L SS vs. UHMWPE, PEEK, PEKK and PEKK + CF 30 %. After a running-in period, the values of friction coefficient for pure polymers against metallic alloy constantly decreased until they reached a plateau below the initial value. The same trend is observed for each pure polymer/metal couple although the friction behavior depends specifically on the polymer. On the other hand, the behavior of the PEKK composite is different: after 3-5

				316L + UHMWPE			0.16		316L + PEEK		
	Friction coefficient	0.08 0.12 0.16				Exp 1 Exp 2 Exp 3	Friction coefficient	0.08 0.12				Exp 1
												Exp 2
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minutes of test, the tangential force was drastically increased. After 100 min following this trend, values start to stabilize but still slightly rising. The most unstable values of the friction coefficient are for the contact 316L/PEKK. This particular evolution might be due to debris generation during the tribology test. Such production of a "third body" allows reaching a very low friction coefficient, comparable to that of UHMWPE material. The question raised then is: is the corresponding wear rate high or low? This question will be discussed further in the paper.

Table 12

 12 

	exhibits the Anova tests

  presents samples of Co-Cr, 316L and another 316L against PEKK CF, PEKK and PEEK respectively. In figure11left picture, scratches and grooves could be seen on the Co-Cr surface. It is worth mentioning that the Co-Cr sample against PEKK CF is the most damaged one compared to other polymers without carbon fibers,. The wear track area of other metallic pins (friction against PEKK CF) exhibits the same pattern. Obviously, pictures of metallic samples against UHMWPE were not shown because no damages were visible. From these images of Co-Cr surface, one may suggest that femoral head made of Co-Cr against composites polymer as cup, would involve increased wear of metal compared to the standard couple Co-Cr or 316L against UHMWPE. This is the reason why one should recommend investigating materials couples via in vitro tests in conditions as close as possible to a hip joint with head and cup.

	PEKK CF Co-Cr	PEKK 316L	PEEK 316L

Table 13 .

 13 It was established from optical microscopy observations of both counter parts as well as friction coefficient recording.The UHMWPE disc/metal pin contact involves a common behavior that is the UHMWPE disc surfaces, after tribological tests, exhibit fatigue waves and abrasion. The metallic surfaces do not suffer any degradation and no corrosion insights.On the other hand, insights of abrasion were highlighted on all PAEK disc samples; abrasion is the main wear mechanism. The PEEK samples exhibit delamination and debris, signs of corrosion. Concerning the PEKK discs, two conclusions may be drawn: 316L and Ti-6Al-4V involve continuous delamination and relatively homogeneous debris layer, visible after triboblogical tests. PEKK discs, against Co-Cr, do not exhibit continuous delamination and debris that adhere to the wear track area (PEKK debris do not stuck to the samples). The medium (bovine serum) could play a significant role about the potential of zero charge of this polymer. Additional investigations are required to validate this assumption. Finally, the PEKK CF samples exhibit abrasion and a continuous debris layer. The metallic heads were significantly damaged by corrosion. The carbon fibers, hard particles, could play a significant role for destroying the protective oxides layer of the metallic head.

  In further work, additional investigations on the XRD should get insights on this point. When experiments are maintained long enough, local areas of delamination or debris layer become continuous, which result from the stabilization of the friction coefficient. One originality of this paper lies in the fact that the wear experiments performed were significantly longer in comparison to what is described in bibliography, typically 2 hours [19-21]. Such long experiments give a good insight into the tribological behavior of PAEK and composites materials.As a conclusion of these studies and previous ones, one can say that the carbon fibers play the role of lubricant in the contact at the beginning of tests, low friction coefficient. However, long investigations, up to 5 hours, were already not carried out, this is the main improvement of this study. According to results about the composite with carbon fibers, this work may

suggest that lubricating properties of carbon fibers are only temporal. The significant problem should be, concerning the composite polymer, the wear of metallic counterpart due to abrasive behavior of carbon fibers. After long time of prosthesis usage, unfavorable effects of debris presence, mainly fibers, would be more harmful than beneficial due to questionable lubrication.
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The Figure 12 presents the summarized wear behavior proposed. In the case of UHMWPE, where pressure exceeds tensile strength of material, disc yields and deforms creating a wide path. As far as degradation is concerned, it is due to low-cycle fatigue mechanism. However the darkening and murking of the medium during experiment suggest that debris were produced and accumulated in bovine serum. Because of the UHMWPE low density, debris of UHMWPE would float onto medium and not stay close to the wear track area. This would diminish the influence of debris on pins' deterioration, whereas more dense PEAK's debris would become "incrusted" into wear track and induce abrasion and corrosion of metallic pins. Moreover the surface charges on the debris should be drastically taken into account for these aggregated particles on the polymer samples. The considered medium, i.e.

pH, proteins and ions concentrations, should play a significant role on this debris adsorption.

So as to conclude with the PEKK CF, after short running-in period, the whole track is covered with carbon fibers debris and the pins surface is homogenously damaged, involving a more severe corrosion of metallic pins than the ones with the UHMWPE/metal contact.

When the average pressure is comparable with the material tensile strength, like for PEEK and PEKK, wear remains local. Typically for PEKK disc, this is materialized by big