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Noise from scattered light in Virgo's second science run data

Virgo is one of the large, ground-based interferometers aimed at detecting gravitational waves. One of the technical problems limiting its sensitivity is caused by light in the output beams which is back-scattered by seismically excited surfaces and couples back into the main beam of the interferometer. The resulting noise was thoroughly studied, measured and mitigated before Virgo's second science run (VSR2). The residual noise during VSR2, which increases in periods with large microseism activity, is accurately predicted by the theoretical model. The scattered light has been associated with transient events in the gravitational-wave signal of the interferometer.

Introduction

The Virgo detector, which is aimed at detecting gravitational waves, is a power-recycled Michelson interferometer with 3 km long Fabry-Perot cavities in its arms. It features an ultra-stable Nd-YAG laser that sends 25 W into the interferometer and test-mass mirrors that are seismically isolated from ground by means of a very efficient multistage suspension system (Super-Attenuators). All the core optics are located in an ultra-high vacuum system. Virgo measures signals in a frequency-band between 10 and 4000 Hz and reaches a strain sensitivity as low as 1 • 10 -22 / √ Hz. Virgo has recently concluded its second science run (VSR2) in coincidence with the LIGO and GEO detectors. The sensitivity reached during VSR2 was close to its design goal. Noticeably, all major fundamental and technical noise-sources have been modeled and their incoherent sum closely matches the measured residual noise [START_REF] Accadia | Commissioning status of the Virgo interferometer[END_REF]. One of the sources of technical noise is related to diffused light, which has been studied extensively and has been mitigated for the case of light scattered inside the vacuum system [START_REF] Vinet | Scattered light noise in gravitational wave interferometric detectors: Coherent effects[END_REF][START_REF] Vinet | Scattered light noise in gravitational wave interferometric detectors: A statistical approach[END_REF][START_REF] Takahashi | Direct measurement of the scattered light effect on the sensitivity in TAMA300[END_REF]. Similarly, light scattered from optics located on benches outside the vacuum system can introduce noise [START_REF] Lück | Opto-mechanical frequency shifting of scattered light[END_REF].

At Virgo, in-air benches are placed at the input port (External Injection Bench, EIB), output port (External Detection Bench, EDB) and behind the terminal mirrors (North and West-End Benches, NEB and WEB), which transmit just a tiny fraction of light for controlling the alignment of the interferometer. Optical powers between 100 mW and a few Watt are received by these benches. Inevitably, a tiny fraction of this light gets diffused by the optical components (lenses, mirrors, photo-detectors, beam dumps) on the benches, which move due to seismic excitation. Part of this light, which is phase-modulated by the motion of the optics, scatters backwards and recombines with the main optical beam resonating inside the interferometer.

Scattered light from external optics was found to be limiting the sensitivity of Virgo after its first science run (VSR1, 2007) [START_REF] Acernese | Noise studies during the first Virgo science run and after[END_REF]. Section 2 describes the model developed for scattered-light noise as well as measurements and mitigations performed on the interferometer. As predicted by the model, some residual noise was still present during VSR2. Section 3 shows how this noise causes transient events in case of bad weather.

Back-scattered light from in-air benches

This section will discuss the case of light scattered by Virgo's terminal benches. A more detailed analysis and results for the other benches can be found in reference [START_REF] Tournefier | Back-scattering by the optical benches: results from Virgo and constraints for AdV[END_REF].

Model

It is assumed that all optics move coherently with the bench, which is valid since only bench motion at frequencies below those of optical mount resonances is considered (e.g. f ≤ 100Hz).

Consider the light that is resonating in one of the long Fabry-Perot cavities with amplitude A 0 . A fraction T of the optical power (40 ppm for Virgo) is transmitted by the end-mirror to the terminal bench. Each optical component on this bench diffuses the impinging light according to its bidirectional reflectance distribution function (BRDF). Overall, a tiny fraction f sc of the optical power scatters exactly backwards and recouples to the optical field resonating inside the Fabry-Perot. This is the back-scattered beam with amplitude A sc . Its power is suppressed by the mirror transmission factor (T ) and then multiplied by the Fabry-Perot optical gain (2F/π), where F is the finesse. The amplitude of the scattered beam is therefore

A sc = A 0 T 2F π √ f sc .
The scattered field carries a phase noise with respect to the static Fabry-Perot field because its optical path length is modulated by the displacement of the scattering optics. Its phase angle is

φ sc (t) = 4π λ (x 0 + δx opt (t)) = φ 0 + δφ sc (t), (1) 
where δx opt is the displacement of the optics along the direction of beam (essentially the displacement of bench in the horizontal plane), x 0 is the static optical path and λ is the optical wavelength (1064 nm). The total field inside the arm cavity is given by A tot = A 0 + A sc , its phase angle is the phase noise added to the interferometer beam: δΦ = Asc A 0 • sin φ sc . Since the measured gravitational-wave strain is proportional to this phase, the noise introduced by the scattered light h sc can be written as

h sc (t) = λ 8F L δΦ = K • f sc • sin(φ sc ) = G • sin 4π λ (x 0 + δx sc (t)) , ( 2 
)
where L is the length of the cavity (3 km). The factor K is defined as λ

4L

T √ 2F π and the coupling factor G as K • √ f sc , which relates the motion of the scatterer (the bench) to strain noise. A similar model can be obtained for the other benches, but with K depending on different optical parameters of the interferometer.

In practice the beam optical path undergoes slow drifts caused by thermal effects, air flows and beam alignment fluctuations. These drifts are of the order of a few microns in a time scale of some seconds. The angle φ 0 can thus vary by more than 2π within this timescale. The following considerations apply to Eq. 2:

• for small bench motion (δx(t) << λ 4π 10 -7 m) the equation linearizes as

h sc (t) = G • cos φ 0 • 4π λ • δx sc (t).
The term cos φ 0 accounts for the slow drifts, it averages to 1/ √ 2 for time scales longer than one minute or so, while for shorter observation times the noise is non-stationary.

• for larger bench motion (δx(t) ≥ 10 -7 m) the induced strain noise is nonlinear.

This condition does occur in correspondence of mechanical resonances of the tables (bench and support structure, f res 10 -20Hz), and at the microseism peak frequency (f res = 0.3Hz), which can be as large as some micrometers in case of intense sea activity.

One consequence of the non-linearity is that intense low frequency seismic excitations (below 10Hz) can produce noise in the detection band (above 10Hz). This up-conversion has indeed been observed in VSR2 and will be discussed in the following sections.

Measurement

Using the noise model of Eq. 2, the contribution of scattered light from the external benches can be estimated once the bench displacement and coupling factor are measured. One tri-axial seismometer (Episensor model ES-T ) is placed on each optical bench, which measures the bench displacement in the frequency range from 0.2Hz to 100Hz. Figure 1 illustrates the method of the coupling factor measurement. A mechanical shaker (Brüel & Kjaer model 4809) is used to seismically excite the bench with a sinusoidal signal. The signal amplitude is A m 10 -6 m and the frequency is chosen close to the low frequency edge of the flat acceleration response function of the shaker (f m 20Hz). Alternatively, a narrow-band white noise is used to excite the table mechanical resonance (f m 15Hz).

The bench motion is measured by the seismic sensor (Figure 1(left)). The resulting noise (h tot ) in the interferometer is shown in Figure 1(right) compared to the quiet strain noise (h 0 ) when no extra excitation is applied to the bench. The coupling factor G of the model is adjusted to best reproduce the back-scattering noise (h 2 sc = h 2 tot -h 2 0 ). Note the characteristic shape of the noise shown in Figure 1(right), which shows bumps at multiples of the frequency of the excitation signal. This is typically observed when, as in this case, the scatterer has essentially an oscillatory motion: δx sc (t) A m sin(2πf m t). The back-scattering noise (Equation 2) is in this case a frequency modulated signal at f m with modulation index m = A m 4π λ . According to the Jacoby-Anger identity, the amplitude of the n th harmonics is given by the n th Bessel function. Harmonics are visible up to a maximum frequency f max m • f m .

Mitigation

Noise produced by back-scattered light from the external benches was limiting Virgo's sensitivity at the end of VSR1 (Figure 2, left). The contributions of the individual benches are projected using the model with the coupling factor G measured as explained in section 2.2, while using the displacement of the bench measured in quiet conditions. A lot of effort has been spent to mitigate this noise by acting in two ways [START_REF] Canuel | Diffused light mitigation in Virgo and constraints for Virgo+ and AdV[END_REF]:

• reducing the motion of the benches at their resonance frequency (around 15 Hz) by a factor 3: a resonant damper helped absorbing energy of the table mode, a new bench cover helped coupling less acoustic noise to the bench and a slowdown of the fans of the air-conditioning reduced seismic and acoustic noise emission.

• reducing the fraction of diffused light reflected by the benches.

Major sources of scattering on the bench were located by looking for bright spots with IR-cameras, as well as by tapping on optical elements and listening to the noise produced in the output signal of the interferometer. The amount of reflected light was reduced by misaligning lenses, dumping secondary beams, cleaning optics from dust particles and replacing standard mirrors by super-polished ones. For critical objects, the BRDF has been measured in a dedicated set-up, which allowed the estimation of the effective bench reflectivity f sc based on the optical geometry [START_REF] Canuel | Determination of back-scattering from single optics[END_REF][START_REF] Tournefier | Back-scattering by the optical benches: results from Virgo and constraints for AdV[END_REF]. Table 1 shows the coupling factors for the various benches measured before and after the mitigation using the method of Sec.2.2. On average a reduction of a factor 2 to 5 was achieved. The measured coupling factors G are in good agreement with values calculated using estimates for K and f sc . The large coupling of the West-End bench can be explained by the larger transmission of the West-End mirror (T = 40ppm) with respect to the North-End mirror (T = 10ppm). Figure 2(right) shows the projection of benches scattered light noise during VSR2.

Scattered-light noise effects in VSR2

Influence of bad weather

During VSR2, it was observed that the largest changes in the sensitivity of the interferometer correlate with the presence of bad weather. The most significant effect of the bad weather is an increase in sea-activity, which typically follows strong winds with a delay of a few hours. This causes a large excess of seismic noise between 0.2 and 1 Hz, see Fig. 3(left). Although the scattered light is not the only problem caused by bad weather, its effect on the output signal of the interferometer at low frequencies is the most obvious, see Fig. 3(right).

Noise in the time-domain

As can be seen in Eq. 2, the effect of a path-length change of the scattered light is periodic with a period of λ/2. For fast path-length changes, the effect of the scattered light thus causes fringes in the interferometer output with frequency f fringe with v sc the velocity of the scatterer (the derivative of δx sc ). This velocity can be measured by various sensors, since at the low frequency of the microseism, the earth and the optical bench move synchronously, while the mirror is kept fixed by the seismic isolation system and the control system of the interferometer. Best results were obtained by taking the derivative of a position sensor of the seismic isolation system. The low frequency oscillations caused by the microseism produce pretty typical arches in the spectrogram of the output of the interferometer, see Fig. 4(left). The frequency as a function of time is almost perfectly predicted by the model of Eq. 3 for the velocity of the West-End bench, whose noise contribution is dominating.

f fringe (t) = 2 v sc (t) λ , (3) 
Also the second harmonic frequency of the arches can be observed in the spectrograms, see Fig. 4(left). This can be explained by scattered light that follows a double-bounce path, in which the light is transmitted by the end-mirror, reflects off some moving component on the bench, reflects off the high reflective end-mirror and scatters a second time on the bench before reentering the main beam. In this case, the optical path of the scattered light changes with 4 times the change in position of the ground, instead of 2 times as seen in Eq. 3. In this case, the induced contribution to the output of the interferometer is thus

h(t) = G 2 • sin 8π λ • x(t) (4) 
Since this involves two spurious reflections, it would be expected that G 2 is many orders of magnitude lower than G. In reality it was found that G 2 6 × 10 -21 at the West-End bench, only a factor 4 lower than G. One possibility is that one of the scatterers has a very high reflection (e.g. a photo-diode or an uncoated glass surface). Most of these components are tilted to not scatter directly back into the beam, so there is probably some unfortunate geometrical path that allows such a reflection to reenter after a reflecting once off the end-mirror.

One problem with the double-bounce fringes is that they occur at twice the frequency of the normal fringes:

f fringe2 (t) = 2f fringe = 4 v sc (t) λ (5) 
Even though G 2 is lower, these fringes have a larger impact on the sensitivity of the interferometer since the noise occurs at higher frequencies, where Virgo is more sensitive.

Transient events

One type of gravitational-wave signals that is sought in the output of the interferometer is short and burst-like. The data coming out of the interferometer is analyzed by various software pipelines to find these signals. Since the disturbances caused by scattered light can also be short and burst-like (the arches in the spectrogram described before), they are detected by the pipelines and cause a large amount of false triggers in case of bad weather.

One of these pipelines, called Omega, is looking for sine-Gaussian type bursts in the whitened output signal of the interferometer [START_REF] Chatterji | Multiresolution techniques for the detection of gravitational-wave bursts[END_REF]. For each trigger, it records the time, frequency and signal-to-noise-ratio (SNR). As indicated by Eq. 3 and Eq. 5, the fringe frequency depends on the velocity of the scatterer. To test if this relation also holds for the observed glitches, the reported frequency has been plotted against the velocity of the West-End bench, interpolated at the moment of the glitch, see Fig. 4(right). Indeed, a distinct cloud of high-SNR points is clearly visible, which are well predicted by the model for the double-bounce glitches. Note that the pipeline does not report at frequencies below 50 Hz, where the interferometer is less sensitive. A procedure to veto these glitches based on the measured velocity is being studied [START_REF] The | and the[END_REF].

Conclusions

Light back-scattered by in-air optics can be a critical source of noise to gravitationalwave interferometers, since the phase of the reflected light is modulated by the motion of the optical benches, which is driven by natural and anthropogenic seismic noise. In case of large motion of the optics, the low-frequency seismic noise can up-convert into the detection band of the interferometer and severely reduce the sensitivity of the instrument. This phenomena has been thoroughly studied in the last years and its effect on the sensitivity is now accurately modeled. The noise can be prevented by reducing either the amount of back-scattered light or the motion of the scatterer.

Procedures have been developed to measure the coupling factor of this noise to the gravitational-wave signal. This was essential to identify the problem and evaluate improvements. Due to a large effort to reduce the amount of scattered light and the environmental noise on the optical benches, the noise produced by scattered light is now not limiting Virgo's sensitivity in quiet conditions. It is, however, still an issue in periods with high microseism. This was evident during Virgo's second science run, which showed a large increase in the glitch rate in case of bad weather. This problem might be partly mitigated in the data analysis by implementing a veto based on the ground velocity.

Using the obtained experience, actions are planned to suppress the scattered-light noise to well below the design sensitivity of future upgrades (Virgo+ and Advanced Virgo). Direct improvements are expected from the increase of the finesse of the Fabry-Perot cavities, a reduction of the transmission of the end-mirrors and the addition of antireflection coating that was missing on some output windows. It will remain necessary to prevent as much as possible the reflection of light from the external benches. This will be done by careful design of the optical layout of the benches, a choice of low-scattering optical components and the efficient dumping of spurious reflections. For Advanced Virgo, the main photo-diodes will be located under vacuum on seismically isolated benches. An active seismic isolation system is considered for the external benches.

Figure 1 .

 1 Figure 1. Measurement of scattered light coupling at the West-End bench. Pictures show the spectral composition of bench displacement (left) and interferometer output (right) in the undisturbed case (cyan) and when one sinusoidal excitation is applied to the bench (black). The excess noise in the interferometer output is matched closely by the scattered light model (red).

Figure 2 .

 2 Figure 2. Projection of diffused light noise from external benches after VSR1 (left) and during VSR2 (right).

FrequencyFigure 3 .

 3 Figure 3. Comparison between good and bad weather. (left) Linear spectral density of the velocity of the West-End Bench along the beam axis, reconstructed using position sensors and accelerometers. The big increase below 1 Hz is caused by sea-activity, while the structure around 10 Hz is caused by bench resonances. (right) Measured sensitivity of the interferometer and projection of scattered-light noise. In bad weather conditions, this noise is limiting up to 100 Hz.

Figure 4 .

 4 Figure 4. (left) Spectrogram of the interferometer typical output signal in conditions of intense microseism activity, the color scale is logarithmic. Overlaid are curves calculated with Eq. 3 and Eq. 5 using the measured speed of the West-End Bench, without any adjustment of parameters. (right) Scatter-plot of glitch frequency vs ground velocity at the moment of a glitch. This plot displays the glitches collected by the Omega pipeline during one day with high microseism. The SNR of the glitch is indicated by the color scale. The colored lines indicate the relations of Eq. 3 and Eq. 5.

Table 1 .

 1 Measured coupling factors of external benches, before and after the diffused light mitigation campaign. Values in parenthesis are derived from estimated K and bench diffused light fractions.