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Abstract

Early recognition of patients at high risk for atrial fibril-
lation may help to minimize potential health risks. The de-
tection of susceptibility to develop atrial fibrillation is thus
a real clinical challenge. Whereas many studies have used
the signal-averaged P wave, the aim of this work is to de-
termine whether electrocardiographic parameters result-
ing from the analysis of the P wave in ECG recorded dur-
ing sinus rhythm could be markers for paroxysmal atrial
fibrillation susceptibility. Our idea was to compare the
ECG in sinus rhythm from two populations: healthy peo-
ple and patients subject to paroxysmal atrial fibrillation.
In addition to standard P wave parameters (P width, P-R
interval,. . . ), the Euclidean distance between beat-to-beat
P waves, which has been rarely addressed in this context,
was studied on lead V1. Significant differences between
the healthy and the paroxysmal atrial fibrillation groups
were obtained for various parameters. Moreover, a clas-
sification of the two groups based on the joint analysis of
P width and P-R interval was suggested. This proposed
classification could lead to an effective identification of pa-
tients at risk to develop atrial fibrillation.

1. Introduction

Many studies have been performed on the assessment of
the risk for atrial fibrillation (AF) over the recent years.
The prediction of AF has been investigated in differ-
ent contexts: in patients without apparent heart disease
[1–11], in hypertensive ones [12,13], in patients with coro-
nary artery disease or undergoing coronary artery bypass
surgery [14, 15] and in patients after cardiac surgery [16].
Most of these studies used the 12 leads of the electrocar-
diogram (ECG), the signal-averaged ECG [7, 8, 10, 16, 17]
or the Frank leads [4, 9]. Different electrocardiographic
markers have been proposed for the assessment of risk for
AF: R-R intervals, maximum P wave duration, P index

(defined as the standard deviation of the P wave duration
across the 12 leads [6]), P wave dispersion, and morpho-
logical changes of the P waves. But none has really proved
itself conclusive. In particular, P wave duration has been
demonstrated as an insufficient marker for AF prediction
[7]. Improvements in the methodology of P wave analy-
sis may lead to an useful ECG marker in various clinical
settings and particularly in the assessment of risk for AF
[18].

Therefore, the purpose of this investigation is to deter-
mine whether parameters resulting from the analysis of
the P wave in ECG recorded during sinus rhythm could
be markers for paroxysmal atrial fibrillation (PAF) sus-
ceptibility. Indeed, our idea is to compare the ECG in
sinus rhythm from two populations: healthy people and
patients subject to paroxysmal atrial fibrillation. In addi-
tion to standard P wave parameters and P-R interval, the
variance of the Euclidean distance between beat-to-beat P
waves, which has been rarely addressed in this context, is
studied.

The remainder of the paper is organized as follows. In
Section 2, the study patients, the data acquisition, and the
analysis method are presented. The results on real ECG
data are presented in Section 3. Finally, we conclude and
present some future directions in Section 4.

2. Methods

2.1. Data

Tests were performed on 42 two-minute ECG record-
ings in sinus rhythm. The database included 30 ECG from
healthy men (non-AF group) from the PTB database avail-
able on Physionet (healthy controls ; sampling frequency
1 kHz), and 12 male patients subject to paroxysmal atrial
fibrillation (AF group) from the Clinic Im Park in Switzer-
land (sampling frequency 977 Hz). The characteristics of
patients in the AF and non-AF groups are listed in Table 1.



non-AF AF

No. of patients 30 12
Age (years) 34 ± 13.3 61 ± 8
Heart rate (bpm) 67.5 ± 12.6 53.2 ± 7.9
BMI (kg.m−2) – 25 ± 2.7

Table 1. Comparison of characteristics of non-AF and AF
patients

For the AF group, the ECG signals were recorded while
the patients were under general anesthesia just before the
catheter ablation in the Clinic Im Park in Zürich. Patients
who were in AF at the time of ECG-recording were ex-
cluded of our study. All patients underwent antiarrhythmic
drug withdrawal at least 5 half-lives before the measure-
ments (including amiodarone).

2.2. Preprocessing

The root mean square (RMS) ECG signal was con-
structed using the eight independent components of the
standard 12-lead ECG: the two limb leads (VR and VL)
and the six precordial leads (V1 to V6). The RMS ECG
signal xRMS [n] of a set of N ECG leads (xi[n] with
i = 1, ..., N ) is defined as:

xRMS [n] =

√√√√ 1

N

N∑
i=1

x2
i [n]. (1)

A derivative-based method was applied to the RMS ECG
signal to detect ventricular complexes [19]. In the ith car-
diac cycle, the timing of the onset of the ventricular de-
polarization was denoted as qi [20]. A baseline correction
was applied to each of the eight lead signals by means of
a cubic spline interpolation anchored to the onset points qi
identified in the RMS signal [21]. The fiducial point de-
tection and the baseline correction were iteratively applied
until no further changes in their timing were observed. The
eight resulting ECG signals were smoothed by applying
a low-pass finite impulse response filter (moving average
window of 20 ms) [20]. Choosing the cubic spline inter-
polation points at the onset of the P waves instead of the
Q waves [19] does not change the results presented in Sec-
tion 3. In the following, only the lead V1, in which the
baseline was removed, is considered because it exhibits the
highest P wave amplitude. The first step in P wave signal
extraction was to detect the QRS complexes. A threshold
technique applied to this lead refined the estimation of the
time occurrences tk of the R waves, that are roughly the
R peaks locations [22]. Once the R wave was found, it
was used as a reference point. After R peak detection, a
window was created (see Fig. 1): segments including each
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Figure 1. Examples of segments including each expected
P wave and its corresponding R wave in sequence for a
non-AF subject (a) and an AF patient (b) on lead V1.

expected P wave and its corresponding R wave in sequence
were formed by time locking them with the tk. The length
of the segments was fixed for all beats but depended on the
subject: the left boundary of the segment was adjusted in
order to ensure that the whole P wave was encompassed
[23]. Premature atrial beats were removed from the analy-
sis.

2.3. Analysis

Considering the above segments as our observations,
several parameters were extracted from lead V1: P onsets,
ends of P wave, P width, P-R interval, center of gravity
of the P waves, Euclidean distance between beat-to-beat
resynchronized P waves.

P onsets and ends were obtained using first and second
derivative approximations of the ECG signal. The algo-
rithm combines the slope characteristics as well as an am-
plitude criterion to define its decision boundaries. The first
and second derivatives are computed on the smoothed P
wave. Using a threshold technique, the inflection points at
the beginning and the end of the P wave are determined:
when the second derivative vanishes and changes sign, an
inflection point is reached. P width is equal to the differ-
ence between the onset and the end of the P wave. The
P-R interval is defined as the time distance between the P
onset and the following R peak tk. The generalized Woody
method presented in [23] permits to determine the centers
of gravity of the P wave. After a resynchronization of the
P waves with regard to centers of gravity, the beat-to-beat
normalized Euclidean distance is computed.

3. Results

ECG characteristics extracted from lead V1 are listed
in Table 2. Means and standard deviations of each fea-
ture were computed for each group. Significant differences
were observed between the AF and non-AF groups. The
average P width and average P-R interval (defined as the
distance between the P onset and the following R peak)
were significantly longer in the AF group than in the non-



Measurement non-AF group AF group p-value

Heart rate (bpm) 67.5 ± 12.6 53.2 ± 7.9 <0.005
P width (ms) 111.5 ± 15.8 156.2 ± 26.3 <0.005
P-R interval (ms) 210.8 ± 13.2 259.0 ± 28 <0.005
Variance of the beat-to-beat Euclidian distance 2.42e−2 1.35e−1 <0.1

Table 2. Characteristics of ECG extracted from lead V1
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Figure 2. Box plot of the ECG characteristics extracted from lead V1 for non-AF and AF groups: P width (a), P-R interval
(b) and variance of the beat-to-beat Euclidean distance between P waves (c).

AF group. Changes in P width are most related to the sub-
strate of the AF. Moreover, P-R interval prolongation is
primarily due to the extension of intra-atrial conduction,
i.e. to the expansion of the P wave. Similarly, the variance
of the beat-to-beat Euclidean distance between P waves, a
measure of P wave time variability, was higher for the AF
group than for the non-AF group. This may be indicative
of disturbed conduction in atrial tissue in patients suscep-
tible to AF.

Figure 2 displays differences between non-AF and AF
groups for the following ECG characteristics: average P
width in Fig. 2.a , average P-R interval in Fig. 2.b and
average variance of the beat-to-beat Euclidean distance be-
tween P waves in Fig. 2.c. The relationship between the
average P-R interval and the average P wave width for the
non-AF and AF groups is displayed in Fig. 3(a). Using P
width and P-R interval parameters, the correct classifica-
tion rate was 90.4% using Fisher’s linear discriminant.

Figure 3(b) shows the relationship between the average
P-R interval and the heart rate for the non-AF and the AF
groups (in which patients were under general anesthesia).
Knowing that the heart rate decreases gradually with aging
[24], and patients of AF group being older than those of
the non-AF group, lower heart rates were expected for the
AF group. However differences in P-R intervals between
the two groups are observed for similar low heart rate. In
accordance with our expectations, we observed that for a
similarly low heart rate, the average P-R interval of the AF
group was higher than for the non-AF group.
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Figure 3. Relationship between the averages of the P-R
interval and on (a) the P width, and on (b) the heart rate,
for the non-AF (o) and AF groups (+). The two groups
can be respectively well classified up to 90.4% and 92.8%.

4. Discussion and conclusions

Improving early detection of AF in order to prevent
complications presents a significant clinical interest. Early
recognition of patients at high risk for AF may guide up-
stream therapy, combine and thereby contribute to pre-
vent AF from becoming chronic, minimize potential health
risks, costs, and other complications.

Our hypothesis was that patients subject to AF may be
detected by several P wave parameters. We have presented
an analysis method for single lead data which makes this
detection possible. Indeed, the analysis of ECG charac-
teristics such as averages of P width, P-R interval and
variance of the beat-to-beat Euclidean distance between P
waves, revealed significant difference between the non-AF



and the AF groups. Moreover, by combining the P width
and the P-R interval, a classification rate of 90.4% between
the non-AF and the AF groups was achieved. The classifi-
cation scheme could lead to an effective prevention tool for
the management of this arrhythmia. It may help identify
patients at high risk of developing AF, and trigger more
frequent monitoring. However, subsequent larger studies
are necessary to check if the anesthesia and the age in the
AF group could not influence the results.
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[4] Carlson J, Havmöller R, Herreros A, Platonov P, Johansson
R, Olsson B. Can orthogonal lead indicators of propensity
to atrial fibrillation be accurately assessed from the 12-lead
ECG? Europace 2005;7:S39–S48.

[5] De Bacquer D, Willekens J, De Backer G. Long-Term Prog-
nostic Value of P-Wave Characteristics for the Development
of Atrial Fibrillation in Subjects Aged 55 to 74 Years at
Baseline. Am J Cardiol 2007;100:850–854.

[6] Perez M, Dewey F, Marcus R, Ashley E, Al-Ahmad A,
Wang P, Froelicher V. Electrocardiographic predictors of
atrial fibrillation. Am Heart J 2009;158:622–628.

[7] Holmqvist F, Platonov P, Carlson J, Zareba W, Moss A. Al-
tered interatrial conduction detected in MADIT II patients
bound to develop atrial fibrillation. ANE 2009;14:268–275.
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