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Scanning Electron Microscope is becoming a vital imaging tool in desktop laboratories because of its high imaging capability. Through this work we evaluate the performance of two different SEMs consisting of a tungsten gun and a field effect gun, with respect to time and magnification by estimating their image signalto-noise ratio. SNR is mainly applied to quantify the level of image noise over changes in the acquisition time and magnification rates. Majority of the existing methods to estimate this quantity are based on crosscorrelation technique and requires two images of the same specimen area. In this paper we propose a simple and efficient technique to compute signal-to-noise ratio using median filters. Unlike other techniques the proposed method uses only a single image and can be used in real time applications. The derived results show the effectiveness of the developed algorithm. The control of machining provided by FIB facilitates a fast expansion of desktop laboratories dedicated to the preparation of S/TEM samples. These laboratories commonly include a FIB, a GIS, a robot manipulation system and a SEM. The FIB performs machining to obtain a very thin specimen transparent to electrons and the width varying between 500nm and 10nm. It also enables cutting of samples before transferring them to the final support. The GIS performs the deposition or removal of matter by SEM electron beam or by FIB. The robotic system performs the lift-out i.e. picking up a sample from the primary matrix, transferring and placing on the final support. All these elements are positioned inside the SEM chamber that supplies adequate level of vacuum and cleanliness for the overall processing [START_REF] Dai | Development of a rapid and automated tem sample preparation method in semiconductor failure analysis and the study of the relevant tem artifact[END_REF]. Besides sample preparation, a SEM based desktop laboratory can be used to perform dynamic analysis and characterization of samples to retrieve their structural, mechanical, electrical or optical properties. Both applications sample preparation and analysis require long operation times and also a change in SEM magnification to fit the accuracy of measurements as well as the field-of-view.

Moreover, SEM is a powerful imaging instrument used in a variety of applications mainly because of its capability in providing images with high resolution and magnification ranges. These images are produced by detecting and converting various signals emitted during the electron beam -specimen interaction [START_REF] Goldstein | Scanning electron microscopy and X-ray microanalysis[END_REF]. They are used to provide a dynamic visual feedback and real-time monitoring of the working scene in order to perform the assembly/handling task [START_REF] Sievers | Visual servoing of a mobile microrobot inside a scanning electron microscope[END_REF].

However, to perform an autonomous micromanipulation of a sample (< 10µm) using a SEM based desktop factory, the primary requirement is that the quality of acquired images is high enough (i.e. having less percentage of noise) to be exploitative. One main indicator of the acquired image quality is the SNR mainly because of its efficiency in quantifying the level of noise in an image.

SNR is a commonly used measure in the field of signal processing to estimate the strength of a signal with respect to the background noise. So far, two microscope images of the same specimen area have been used in many research works to compute the SNR based on cross-correlation technique [START_REF] Frank | Signal-to-noise ratio of electron micrographs obtained by cross correlation[END_REF][START_REF] Sim | Image noise crosscorrelation for signal-to-noise ratio estimation in scanning electron microscope images[END_REF]. The primary disadvantage associated with the used methods is that they require two images to be perfectly aligned and in ad-dition, requires long processing times which makes them difficult to use in real-time applications. Apart from that for SEM imaging, if a sample is scanned for too long by probe it may become contaminated and unusable. Thong [START_REF] Thong | Single-image signal-tonoise ratio estimation[END_REF] used a single image to compute the SNR based on the simple approximation and first-order extrapolation. Even though the results are good enough but the used method is highly dependent on the nature of images.

In this work, assuming the level of noise is high and presence of the image drift, we overcome the above difficulties by developing a simple and robust noise estimation method based on non-linear filtering and then computing the SNR using a single image. In turn, it is used to estimate the SEM's performance in real-time at varying time and magnification rates. This work is mainly aimed to evaluate various SEMs and to choose an available best configuration for the future vision based autonomous micro sample handling process. It is also used to quantify any SEM with respect to the noise.

This paper is organised as follows. The basic concepts of SEM imaging are described in Section 2. In Section 3 we present the related work regarding SNR computation along with the proposed method. Experiments with the system and results are shown in section 4 followed by the conclusion.

SEM Imaging

The two different SEMs used for this work are JEOL JSM 820 with a tungsten filament gun and Carl Zeiss Supra with a FEG. The important difference between them is the maximum possible resolution with a tungsten gun SEM is 10nm whereas for a FEG it is 1nm. Conventionally, a SEM consists of an electron column equipped with an electron gun (to produce a continuous beam of electrons), a sample chamber with a positioning stage and different electron detectors for detecting various types of emitted electrons during probe-sample interaction. The apertures and coils present inside the column are responsible to reduce the generated beam diameter, accelerate and focus the beam on the supplied scanning surface of a specimen. The basic construction of the column is shown in the Figure 2 SEM images are formed by raster scanning the specimen area with produced electron beam and by recording the emitted electron information during this process. Later the gathered information is amplified and displayed on the monitor. SEM produces two dimensional gray scale images. The main advantage with a SEM is its ability in producing images with high depth-of-field and magnification. Typically, the magnification rates vary from 25× to 250,000×. The image resolution can be changed by changing the probe current and the acquisition time. In general, the common trade-off for image resolution in electron microscopy is the image SNR. The quality of the images produced can be expressed in terms of SNR. Operationally, high quality images can be acquired by increasing the beam current or by increasing the scanning time.

The images produced by a SEM are classified into different types based on the emitted electrons. Commonly used image types for most of the micro/nano applications are SE and BSE images. In this work, SE images have been used. Figure 2.2 shows a sample SE image of a standard gold on carbon sample. Normally the SE images are result of inelastic collisions and scattering of incident electrons with the electrons present on specimen surface. These images mainly provide the surface topographical information. More information about the other image types can be found in [START_REF] Goldstein | Scanning electron microscopy and X-ray microanalysis[END_REF]. However, SEM image acquisition is known to be affected by the addition of noise during beam production, its interaction with the sample and also by the presence of instabilities and non-linearities in the electron column during the scanning process [START_REF] Abed | Toward fast calibration of the global drift in scanning electron microscopes with respect to time and magnification[END_REF]. At low scanning times the level of noise in the images is high in turn reducing the level of SNR. Moreover, noise can also be added by the charge-up of specimen surfaces due to continuous scanning by electron beam and also by mechanical vibrations. This work mainly focus on selecting the best possible quality images over time and magnifications based on the image SNR to estimate the variance of noise under the particular instrument in use.

SNR computation

SNR is one of the commonly used quantitative measures in the context of image quality as a measure of image noise. Many applications like image restoration, noise filtering algorithms use this parameter for estimating the noise variance [START_REF] Bose | Digital signal and image processing[END_REF]. Mainly with SEM SE imaging, the quantification of SNR is an important task where the images are possibly degraded by noise. SNR provides the level of original details present in the image in comparison with the level of noise. The higher the value of SNR the better the quality of acquired image. Following the industry standards, SNR can be defined as SNR 10 log 10 variance{signal} variance{noise} (3.1)

Related work

One of the most commonly used methods to compute SNR is by using image cross correlation technique [START_REF] Frank | Signal-to-noise ratio of electron micrographs obtained by cross correlation[END_REF]. However in order to use this method, two perfectly aligned microscopic images of the same specimen area are required. This approach assumes that the drift effects are negligible and only noise varies between images. Thong [START_REF] Thong | Single-image signal-tonoise ratio estimation[END_REF] proposed a single image SNR estimation method using the same technique by assuming that the noise in the image is additive white noise. Later, the ACF is computed for the corrupted image from which the noise and noise free peaks are estimated using interpolation. Figures 3.1a From the computed ACF, noise free peak is found using interpolation. Figure 3.2 shows the two peaks. The SNR is described as:

SNR = Noise f reepeak -(mean(pixels)) 2 Noisepeak -Noise f reepeak (3.2)
It is difficult to use the above method for online applications mainly because of the reason that the Overal computational time is more. Moreover, accuracy of the method is highly dependent on noise free peak estimation. To overcome the drawback associated with the above method, a simple technique using single image to estimate the SNR for online applications is implemented based on noise filtering by convoluting the image with a nonlinear filter kernel. By comparing all the available nonlinear filter masks like Gaussian, median etc., median filtering seem to provide best performance in filtering the noise and preserving image details [START_REF] Gonzalez | Digital Image Processing[END_REF]. Even though Gaussian is good at filtering noise, it removed fine image details like sharp edges. The proposed method is explained below.

Proposed approach

Assuming the acquired image is corrupted by spatially uncorrelated additive Gaussian white noise [START_REF] Sim | Image noise crosscorrelation for signal-to-noise ratio estimation in scanning electron microscope images[END_REF][START_REF] Thong | Single-image signal-tonoise ratio estimation[END_REF][START_REF] Kamel | Image snr estimation using the autoregressive modeling[END_REF] the image model is given by I(x, y) = S(x, y) + N(x, y)

(3.3)
Each captured frame undergoes histogram equalisation as a step of normalising the intensity levels and enhancing the image contrast. This is an optional step as the software provided with modern SEMs includes this functionality directly while acquiring the images. The normalised image is then convoluted with a median filter of appropriate size in order to reduce the noise effects. In detail, each pixel in the image is replaced by the median value of its surrounding neighbourhood. The size of the filter is chosen by trial and error. Using S, the noise can be formulated by subtracting S from I resulting in N. In turn both S and N are used in computing SNR. The final SNR following industry standards of 20 log 10 can be defined as:

SNR = 20 log 10 ST D(S) ST D(N) (3.4) 
A specimen is positioned upon the positioning stage inside SEM vacuum chamber. A set of images are acquired from t 0 to t f with a sampling time T for each magnification ranging from g 0 to g f with a sampling step of G. The SNR quantification using the proposed approach is described in algorithm 3.2. end for 9: end for

The robustness of the proposed method is evaluated by corrupting a noise free image shown in Figure 3.4a with additive white Gaussian noise for which the SNR level is known prior to the addition. Later the SNR is computed from the corrupted image using proposed method and is compared with the original values in order to test its efficiency. Table 3.1 shows the original and obtained SNR values. From the obtained results it is clear that the proposed method has a reliable performance in estimating the noise level from a given corrupted signal as well as in computing SNR values.

Evaluation and discussion

The performance of two different SEMs Jeol JSM 820 and Carl Zeiss Supra is evaluated using the proposed approach. It uses SE images of standard Gold on Carbon sample with low voltage resolution (30nm -500nm) for Jeol SEM as it is an aged SEM and normal resolution (5nm -150nm) for Carl Zeiss SEM. The accelerating voltage used to accelerate the produced beam is 10kV and the magnifications used for this work are ranged from 10k× to 100k× with an increase of 10k. For each magnification 20 -30 images are acquired with a sampling time of 30 seconds i.e. a single image is captured for every 30 seconds. Chosen image size for this work is 512 × 512. Once an image is acquired its SNR value is computed using algorithm 3.2.

The evaluation process is performed in two steps. The primary step is to estimate the SEM performance with increase in time. The results obtained shows that, unlike with time the level of SNR decreases with increase in magnification rates. From figure 4.3 we can say that this rate of decrease is comparatively negligible for Jeol SEM.

Conclusion

In this paper, we evaluate the performance of two different SEMs with respect to time and magnification using image SNR. After evaluation it is clear that the FEG SEM (Carl Zeiss) shows better performance or imaging abilities in comparison with the SEM containing a tungsten gun (Jeol). The results obtained show that the level of SNR increases with respect to time for both the SEMs, but the rate increase is more for the FEG SEM than the tungsten gun SEM.

To compute image SNR a new, simple and fast method based on median filtering has been proposed. It overcomes the difficulties associated with various other SNR computation algorithms by using only a single image. As the time taken for overall process is very less the proposed method can be used with real time applications. The obtained results show the effectiveness of the proposed algorithm.

NOMENCLATUREFIB=

  Focused Ion Beam SEM = Scanning Electron Microscope TEM = Transmission Electron Microscope GIS = Gas Injection System SNR = Signal-to-Noise Ratio FEG = Field Effect Gun SE = Secondary Electron BSE = Back Scattered Electron ACF = Auto Correlation Function I,S,N = Acquired, signal and noise images STD = Standard deviation 1 Introduction
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 21 Figure 2.1: SEM electron column construction in reference with JEOL SEM
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 22 Figure 2.2: SE image of gold on carbon sample at 100k× magnification

  and 3.1b shows the ACF and 2 dimensional ACF curve taken along x-axis respectively for the sample image shown in Figure 2.2.
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 323 Figure 3.1a: ACF curve for the image shown in Figure 2.2
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 32 Figure 3.2: Estimated noise and noise free peaks

Figures 3 .

 3 3a and 3.3b shows the resulting filtered image, S and removed noise image, N respectively for Figure 2.2.
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 3 Figure 3.3a: Filtered image
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 32 Algorithm for SNR quantification 1: for g = g 0 → g f do 2:for t = t 0 → t f do
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 3 Figure 3.4a: Noise free image

Figure 3 .

 3 Figure 3.4b: Image corrupted with Gaussian noise of 20dB

  Tables 4.1 and 4.2 summarises the obtained SNR values (in dB) for different magnifications with increase in time (30 seconds for each count) for tungsten gun SEM (Jeol) and FEG SEM (Carl Zeiss Supra). Sample plots comparing the SNR levels with both the SEMs at different magnifications are shown in the Figures 4.1 and 4.2.
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 41 Figure 4.1: Acquisition time vs. SNR at 40,000 × magnifications

Figure 4 . 2 :

 42 Figure 4.2: Acquisition time vs. SNR at 70,000 × magnifications After evaluating the two SEMs, it is observed that the level of SNR is increased with increase in time. And also it is clear from the Figures 4.1and 4.2 that the SNR level is weak for Jeol SEM in comparison with Zeiss SEM. However, in every case the SNR level is high enough (>15dB) to make the images exploitable. Next, the SEMs performance is evaluated with increase in magnifications and the results are summarised in Figures 4.3and 4.4 for Jeol and Carl Zeiss SEMs respectively.
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  and 4.4 for Jeol and Carl Zeiss SEMs respectively.
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 4344 Figure 4.3: Magnification vs. SNR for Jeol SEM

Table 3 . 1 :

 31 Original and obtained SNR values Original SNR (dB) Obtained SNR (dB)

	15	14.3743
	16	15.2436
	17	17.2480
	18	18.1332
	19	19.5319
	20	20.0264
	21	21.0056
	22	21.8679
	23	22.6670
	24	23.7125
	25	24.6833
	26	25.2426
	27	26.7032
	28	27.9277
	29	28.6508
	30	29.4661
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