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Michelson-type Fourier transform interferometers (FTIR) are widely used in high resolution molecular infrared spectroscopy since pioneering studies such as those by, in alphabetical order, Brault (1,2), Delbouille (3,4), Guelachvili (5,6), Johns (7,8), Kauppinen (9,10), Valentin (11,12), Winnewisser [START_REF] Bp Winnewisser | Proc. SPIE-Int. Soc. Opt. Eng[END_REF]14) and their co-workers. More recently, new types of absorption schemes were developed to increase the signal and boost the detection sensitivity with FTIR instruments. For instance brighter absorption sources were used, such as synchrotron radiation (15) and broadband femto lasers (16,17), with conventional single or multipass absorption cells. Others were based on conventional sources with high finesse cavities to perform cavity enhanced absorption spectroscopy (CEAS) (18). Attempts to combine laser sources with CEAS and FTIR detection were also reported. Successful experiments include FT-CRDS (19,20) and FT-ICLAS (for intracavity laser absorption spectroscopy) (21,22) schemes. In 2010 cavity enhanced FTIR spectroscopy using a femtosecond laser absorption source was also reported (23,24), which we labeled Femto-FT-CEAS. The cavity modes comb was locked onto the Ti:Sa femto laser comb (the so-called "magic point (MP) (25,26)), detecting e.g. at ULB O 2 present in the atmosphere between the mirrors of the high finesse cavity open to air (23). We wish to report here on attempts to repeat such experiments, now using a tunable femto OPO absorption source and acetylene, ν 1 +ν 3 (the symmetric and antisymmetric CH stretching vibrations, respectively) as molecular band. In section 2, the successful use of a bright femto OPO absorption source for FTIR is presented, using various multipass arrangements. A more refined high-finesse cavity design is described in section 3 to achieve OPO-Femto-FT-CEAS.

Performances are further illustrated in the final section, which also concludes the present "proofs of principles"-type report. Although the present experiments will not involve locking the cavity comb onto the femto comb and are sometimes referred to as of integrated cavity output spectroscopy (ICOS) type, the latter is often associated to cavity off-axis experiments which is not the case here. We shall therefore keep using the more general CEAS terminology.

Use of a femto OPO absorption source

In our previous work,(23) a femto Ti:Sa source (Coherent Chameleon ULTRA II) served as absorption source. This laser is a mode locked laser with 80MHz repetition rate and 140 fs laser pulse width. We have now used this laser to pump an OPO module (Coherent PP810), allowing for broader wavelength coverage towards the IR. In principle, the full range 1 -3 µm is available if one also accounts for the idler option. It is, however limited by atmospheric water absorption which prevents laser operation in the lower IR We first checked that the use of the OPO module was compatible with the high resolution Bruker IFS120HR FTIR continuous acquisition procedure. The success of these experiments is illustrated in Figure 2 presenting a spectrum of acetylene in a supersonic expansion, recorded at 3 10

-2 cm -1
resolution (defined as 0.9/maximum optical path difference). A multipass optics made of two drilled gold mirrors was used, set to 25 passes in the expansion produced using a circular nozzle (0.5 mm inner diameter), the central hole in the mirrors allowing for light input and exit as previously described in the literature (27). We have used the latest version of the FANTASIO+ set-up (for "Fourier transform, tunable diode laser and mass spectrometers interfaced to a supersonic expansion") built at ULB to produce jet-cooled acetylene. This set-up is described in the literature and not further detailed (28,29). Precise experimental conditions are provided in the caption In a second step we achieved multipass absorption in a room temperature cavity. The cavity, 90 cm long, was identical to the one further described in the next section. The off-axis CEAS design was set to reach about 5 m absorption pathlength. The C 2 H 2 , ν 1 +ν 3 band was again recorded, now under room temperature conditions. A spectral portion is presented in (30). The regular series of lines missing in the simulation from 6535 to 6510 cm -1 is due to 13 CH 12 CH present in natural abundance in the sample (2%). The observation of this isotopologue is a nice illustration of the quality of the experimental data. The noise level reveals a minimal absorbance of 5 10 -3 , i.e. an absorption detection limit • min = 10 -5 cm -1 .

In a third step, we attempted to perform on-axis CEAS in a room temperature high finesse cavity. A major limitation was, however encountered, compared to our previous Ti:Sa experiments (23). It indeed turned out that the manufactured tuning mechanism involves a dispersion element that inherently adds chirp. This prevented us from efficiently locking together the cavity and OPO combs, thus from reaching the MP. This problem was not encountered in previous experiments using only the Ti:Sa pump source (23) since there is no similar dispersion element as in the OPO.

As a result all experiments were performed outside from the MP, by scanning the cavity length using a piezoelectric actuator (PZT) (HPST 1000 modulator) as described in the next section.

CEAS experiments

The set-up for CEAS experiments is schematized in Figure 4.

Broadband injection of a high-finesse cavity was achieved using a pair of lenses (L 1 and L 2 , f = 50 mm). The cavity was made of half inch output couplers (Layertec) stated to have 99.3 % reflectivity (CM 1 and CM 2 ). It corresponds to a finesse F =

). The output cavity mirror was set on a PZT. The cavity was about 77 cm long and the PZT was permanently modulating the cavity length. In this way, cavity modes are jittering and on the average every laser mode is equally transmitted, leading to a smooth transmission spectrum. Conditions need to be adapted empirically by tuning the cell length to a slightly different value for each selected central The laser beam was sent through a HoYag type optical Faraday isolator (Thorlabs) before injection in the cavity, to avoid optical feedback in the laser oscillator. This prooved to be essential in the success of the experiments.

The output laser beam was directed into the high resolution continuous scanning FTIR equipped with an InGaAs diode detector. The entrance FTIR iris aperture was set to 1.15 mm, i.e. larger than the laser beam diameter, the latter being focused to 10 µm at the FTIR entrance, using a 12.5 cm focal lens (L 3 ). Spectra are presented in Figures 5 and6, illustrating various features.

As shown in Figure 5, the modulation frequency of the PZT had to be set as high as possible (20 kHz) to reduce the noise level. This figure presents the same spectral range recorded using various PZT modulation frequencies.

The dominant contribution to the noise is actually likely to result from the beat between various frequencies with similar values, namely from the laser jitter, the PZT modulation and the FTIR sampling process. The resulting beat is smoothed out due to the detector response time (~ 1µs), actually lengthened by the use of a lowpass frequency filter. This effect is more efficient if the PZT The effect of the FTIR resolution is illustrated in Figure 6 with spectra recorded with 0.04, 0.02, 0.01 and 0.005 cm -1 resolution, from bottom to top. It is worth noting that a discretization of the spectrum starts appearing at 0.02 cm -1 FTIR resolution and is well present at 0.005 cm -1

FTIR resolution, giving rise to spike-like background signal. It is due to the free spectral range (FSR) of the fixed laser comb (FSR = 80 MHz), limiting the final resolution.

We also checked that S/N increases as the square root of the number of scans (n) as expected for white noise.

Data and conclusion

We used optimal conditions to record the ν 1 +ν 3 band in C 2 H 2 , as shown on Figure 7. It corresponds to an optimal rms noise equivalent absorption of 2.2 10 -9 cm -1 Hz -1/2 per spectral element, and a value • min of 1.5 10 These values are about 60 times better than those for the off-axis CEAS experiment previously reported (Figure 3). This improvement results from the increase in pathlength (30 times improvement) and also (another factor of 2) from the new design, involving an optical isolator and the fine tuning of the cavity, therefore decreasing the noise. This band and the many accompanying bands in the range have already been investigated in the literature using conventional FTIR multipass set-ups (e.g. (31)(32)(33)). Recently, ultra high sensitivity cavity ring down spectroscopy (CRDS) was applied in the range (30,34), revealing many more, weaker bands. The data recorded using Femto-FT-CEAS are of intermediate quality. We could spot lines not reported in the conventional FTIR investigations. Some of these were actually not assigned in the CRDS data, yet. Taking advantage on the very precise global modeling of the acetylene vibration-rotation energy levels in acetylene available from the literature and of the accurate resulting spectral simulations (30), we assigned low J-lines transitions in two bands, as reported in Table 1. All lines in these bands correspond to weak transitions, some overlapped by stronger lines and therefore missing in the Table. Some of the lines are highlighted in Figure 8.

In conclusion, the experiments just reported demonstrate that Femto-FT-CEAS can be successfully achieved using a tunable broadband OPO source. Various limitations existing with our present set-up were highlighted, Compared to CW-CRDS, sensitivity and resolution are not as high with Femto-FT-CEAS but recording speed and spectral bandwidth are significantly improved. Also, internal calibration procedure and data processing is ensured by the FTIR software and readily available. The many different possible recording conditions make a more quantitative comparison between CRDS and Femto-FT-CEAS difficult. It is clear, for instance that when combined to jet cooled experiments as used in our lab (28,29), both would address different types of problems, the former to be focused on exploring the absorption spectrum over a broad range, the latter to be dedicated to high sensitivity and high resolution investigations.

Two of the major advantages of Femto-FT-CEAS using a broadband OPO absorption source compared to more conventional FTIR approaches are that (i) thanks to the source brightness, high quality data can be recorded in a short amount of time, and (ii) the cell volume is much smaller (less than 200 cc in the present case) than for conventional multipass designs for identical or even larger pathlengths. We actually hope to benefit from the first of these by implementing Femto-FT-CEAS around the supersonic 

  Figure merges the noise of all individual recordings. We shall here mainly

2 .

 2 We checked that the gain in S/N is about one order of magnitude compared to the use of a globar absorption source, other experimental conditions being identical.
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 3 Figure 3 (top). Sharp negative signals corresponding to saturated peaks were

  directions for improvement. These include access to higher PZT modulation frequency and improvement of the mirrors quality (a reflectivity of 99.9%, in a larger bandwidth should be easily compatible with the actual set-up).
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Figure 4 :

 4 Figure 4: Experimental design for Femto-FT-CEAS using an OPO tunable
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 6 Figure 6: Portion of the Femto-FT-CEAS spectrum of ν 1 +ν 3 , C 2 H 2 recorded
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 7 Figure 7: FTIR spectrum of ν 1 +ν 3 , C 2 H 2 recorded using CEAS design and a
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 8 Figure 8: Portions of the spectrum of ν 1 +ν 3 , C 2 H 2 shown on Figure 8. Newly

  

  

  

  

  

  

  

  The remaining noise at 20 kHz PZT modulation, which is channeling, can actually be removed from real spectra by producing a transmittance signal, i.e. dividing by I 0 . It is likely that even higher modulation will help in this problem. All other spectra presented here were recorded using 20 kHz modulation frequency.
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Table caption Table 1

 caption1 Transitions assigned in12 C 2 H 2 . The bands are identified using conventional numbering (30): v 1 v 2 v 3 v 4 v 5 , l 4 l 5 e/f, u/g. The predicted line wavenumbers
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	Calc.	Ass.	Obs.	Obs.-Calc.
	(a)1 1 0 2 2, 2 0eg -0 0 0 1 1, 1 1eu
	6557.324 P5		6557.330	0.006
	6583.118 R5		6583.104	-0.014
	6589.857 R8		6589.849	-0.008
	6596.499 R11 6598.695 R12 (b) 1 1 0 2 2, 2 -2eg -0 0 0 1 1, 1 -1 6596.493 6598.685 6547.532 P10 6547.538 F o r	-0.006 -0.010 0.006
	6552.536 P8 6557.466 P6 6559.906 P5 6562.329 P4 6578.854 R2 6581.152 R3	6552.530 6557.460 6559.903 P 6562.327 6578.850 6581.153 e e r	-0.006 -0.006 -0.003 -0.001 -0.004 0.001
	6587.939 R6 6590.163 R7 6592.366 R8 6596.705 R10	6587.923 6590.163 6592.360 6596.691 R e -0.016 0.000 -0.006 -0.014 v i e w
					O n
					l y
	(from (30)), rotational assignments, observed and observed-predicted
	wavenumbers (all positions in cm -1 ) are provided.
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