Sylvia M Lehner 
  
Nora K N Neumann 
  
Michael Sulyok 
  
Marc Lemmens 
  
Rudolf Krska 
  
Rainer Schuhmacher 
email: rainer.schuhmacher@boku.ac.at
  
  
  
  
  
  
  
  
  
Evaluation of LC -high-resolution FT -Orbitrap MS for the quantification of selected mycotoxins and the simultaneous screening of fungal metabolites in food

Keywords: accurate mass, fungal metabolites, liquid chromatography, LC-MS, LOD, mycotoxins, FT-Orbitrap, high-resolution mass spectrometry

Evaluation of LC -high-resolution FT -Orbitrap MS for the quantification of selected mycotoxins and the simultaneous screening of fungal metabolites in food

were used to confirm trueness of the method for deoxynivalenol, zearalenone, fumonisin B1 and B2, HT-2 and T-2 toxin. In addition to accurate quantification of the most relevant mycotoxins, the obtained full scan chromatograms were used to investigate the potential of the FT-Orbitrap to screen simultaneously for a large number of fungal metabolites. First, a list of 200 metabolites, potentially being present in food samples has been established. Next, specific detection and identification criteria were defined, which were based on accurate mass, peak intensity and isotopologue ratio. Application of these criteria to the suspected metabolites from the list resulted in the putative identification of 13 fungal metabolites in addition to the target toxins.

Introduction

Mycotoxins are fungal secondary metabolites, produced by various mold species. By definition, they are toxic to vertebrates and other animal groups in low concentrations [START_REF] Bennet | Mycotoxins[END_REF]. Mycotoxins can enter the food and feed chain by fungal infection of crop plants, either on the field or during storage. The use of contaminated raw cereals or processed commodities therefore constitute a threat to animal and human health. For this reason regulations or guidelines exist in approximately 100 countries (van Egmond et al., 2007).

The need for monitoring a huge number of regulated compounds in different matrices led to the development of multi-target methods for the simultaneous detection of several analytes in a single method (e.g. Sulyok et al., 2006;Mol et al., 2008). A wide range of physicochemical properties of the analytes makes simultaneous and adequate sample clean-up and complete HPLC separation for all target compounds impossible. Therefore, highly sensitive, selective and robust MS instruments that allow the injection of crude sample extracts with minimum or no clean-up are necessary.

Triple-quadrupole (QqQ) instruments fulfill these requirements when operated in selected reaction monitoring (SRM) mode and are therefore well suited for quantitative target analysis. They show a high sensitivity and a wide linear range, but they also show limitations inherent to their targeted acquisition mode: the number of analytes is limited in one method, time-consuming optimization of acquisition parameters is needed for each compound (e.g. dwell time, collision energy, acquisition time window) in order to achieve maximum sensitivity, and retrospective data analysis is not possible. Operated in full scan mode, QqQ instruments produce unit resolution spectra and show low sensitivity, limiting their capabilities for screening applications. New generations of high-resolution mass spectrometers, such as time-of-flight (TOF), fourier-transformation-ion-cyclotron resonance (FT-ICR) and FT-Orbitrap instruments are promising alternatives for the simultaneous analysis of multiple compounds. Their particular strength lies in their high mass resolving power and high mass accuracy. While TOF instruments show lower sensitivity and dynamic range than QqQ instruments in SRM mode, FT-ICR instruments have been rarely used due to their high costs, their slow scan time (1-3 seconds) and their elaborate mode of operation.

FT-Orbitrap instruments offer a better dynamic range and a sensitivity close to that of many QqQ instruments [START_REF] Krauss | LC-high resolution MS in environmental analysis: from target screening to the identification of unknowns[END_REF].

High-resolution mass spectra show high selectivity when generating extracted ion chromatograms (EICs) of the exact mass of the respective compound out of full scan data with a narrow relative mass extraction window (typically ± 5 ppm). Hence, no preselection of compounds and time-consuming set-up of acquisition parameters is necessary. Retrospective analysis of full scan data makes it possible to assess virtually all compounds present in a sample. This makes liquid chromatography -high-resolution -mass spectrometry (LC-HR-MS) on FT-Orbitrap instruments particularly interesting for screening purposes [START_REF] Krauss | LC-high resolution MS in environmental analysis: from target screening to the identification of unknowns[END_REF].

Guidelines for screening approaches for the monitoring of regulated substances exist (e.g. 2002/657/EC, SANCO/10684/2009). However, such qualitative screening methods usually aim to avoid only false-negative results since the outcome needs verification by an appropriate confirmatory method (for which standards are needed). Nielen et al. (2007) and [START_REF] Blokland | Confirmatory analysis of Trenbolone using accurate mass measurement with LC/TOF-MS[END_REF] made suggestions for implementing HR-MS measurements for confirmatory analysis in 2002/657/EC.

According to [START_REF] Krauss | LC-high resolution MS in environmental analysis: from target screening to the identification of unknowns[END_REF], screening approaches on LC-HR-MS instruments can be separated into non-target screenings (in the search of unknowns) and suspects screenings (where full scan data can be examined for a positive list of compounds of interest). Both of these approaches aim to generate a list of highly likely substances present in a sample without the availability of reference standards (which is in contrast to the target analysis). To the best of the authors knowledge, no detailed guidelines or requirements for non-target or suspects screening applications using LC-HR-MS exist. Besides accurate mass (due to the high resolving power and mass accuracy) with which (de-)protonated molecules or adducts can be searched for, criteria such as the relative isotope abundance (RIA) of naturally occurring isotopic ions ( 13 C) can be included for increasing the confidence in the presence of suspects (conformance with theoretical isotopic pattern). [START_REF] Xu | Evaluation of accurate mass and relative isotopic abundance measurements in the LTQ-Orbitrap Mass Spectrometer for further metabolomics database building[END_REF] evaluated the accuracy with which isotope patterns can be determined on FT-Orbitrap instruments. For obtaining structural information, it is possible to include data dependant MS/MS (e.g. of the most intense ion of a full scan) to facilitate retrospective analysis as well as confirmation of the detected substances.

LC-HR-MS using FT-Orbitrap instruments in full scan mode has been successfully used for the (semi-)quantitative determination of e.g. small molecules in biological samples [START_REF] Zhang | Quantitation of small molecules using high-resolution accurate mass spectrometers -a different approach for analysis of biological samples[END_REF], veterinary drugs in food matrices [START_REF] Kaufmann | Development of an improved high resolution mass spectrometry based multi-residue method for veterinary drugs in various food matrices[END_REF], hormone and veterinary drug residue analysis (van der Heeft et al., 2009), residue analysis in food and feed [START_REF] Kellmann | Full scan MS in comprehensive qualitative and quantitative residue analysis in food and feed matrices: How much resolving power is required?[END_REF], mycotoxin analysis in maize, wheat [START_REF] Herebian | Multi-mycotoxin analysis in complex biological matrices using LC-ESI/MS: Experimental study using triple stage quadrupole and LTQ-Orbitrap[END_REF] and barley (Zachariasova et al., 2010a) and mycotoxin analysis in beer (Zachariasova et al., 2010b). However, certain methodical aspects when dealing with HR-MS data remain unanswered or are to be further discussed in the scientific community.

One of these aspects is how to estimate the limit of detection (LOD) for HR-MS data. In literature, values for the LOD are often given as the concentration level at a signal to noise ratio (S/N) of 3 (e.g. [START_REF] Herebian | Multi-mycotoxin analysis in complex biological matrices using LC-ESI/MS: Experimental study using triple stage quadrupole and LTQ-Orbitrap[END_REF]. This method for the estimation of LODs is frequently used, regardless of the fact, that with narrow relative mass extraction windows (e.g. ± 5 ppm) the corresponding extracted ion chromatograms (EICs) usually do not show any noise, due to the high mass resolving power of these instruments. Owing to this fact, other approaches have been suggested, such as the lowest calibration level (LCL, Zachariasova et al., 2010b) which is "the lowest concentrations of matrix-matched standards which it was possible to repeatedly determine during a longer time period" and alternative approaches for the calculation of detection limits [START_REF] Kaufmann | Validation of multiresidue methods for veterinary drug residues; related problems and possible solutions[END_REF]. While the LCL is defined as the lowest analyte concentration of a calibration (SANCO/10684/2009) but has no definition regarding its use as performance characteristic (LOD) of an analytical method, calculation approaches are prone to errors caused by model assumptions. So far no standardised procedure for the determination of the LOD in HR-MS has been established and is accepted throughout the scientific community. In our work we present the successful application of an alternative approach for the estimation of LOD values which is based on "full profile mode" LC-MS chromatograms that can be used in case of FT-Orbitrap instruments.

Our main focus was to explore the capabilities of an LTQ Orbitrap XL system for the establishment of an LC-HR-MS method for the quantitative analysis of the most relevant mycotoxins in food samples in combination with a first explorative approach for the simultaneous screening of a large number of fungal metabolites potentially being present in food. The extraction procedure and LC method is based on previous work of our group in this field (Sulyok et al., 2006). After generating fit for purpose calibration functions, we evaluated the limits of detection in pure solvents and in presence of the matrix maize (including critical assessment regarding European regulations) and matrix well as the measurement of matrix test materials. A preliminary approach for exploring the general applicability of HR-MS using an LTQ Orbitrap XL for a suspects screening for 200 fungal secondary metabolites in food samples was conducted. Therefore, specific detection and identification criteria were defined and applied to the HR-full scan chromatograms.

Materials and methods

Chemicals and reagents

Methanol (MeOH, LiChrosolv, LC gradient grade) and glacial acetic acid (HAc) were purchased from Merck (Darmstadt, Germany); acetonitrile (ACN, HiPerSolv Chromanorm, HPLC gradient grade) was purchased from VWR (Vienna, Austria); formic acid (FA, MS grade) was obtained from Sigma-Aldrich (Vienna, Austria). Water was purified successively by reverse osmosis and an ELGA Purelab Ultra-AN-MK2 system (Veolia Water, Vienna, Austria). Mycotoxin standards were purchased from different sources and were dissolved in ACN if not stated otherwise. Stock solutions of 3-acetyldeoxynivalenol (3ADON), aflatoxins B 1 , B 2 , G 1 , G 2 , M 1 (AFB 1 , AFB 2 , AFG 1 , AFG 2 , AFM 1 ), deoxynivalenol (DON), fumonisins B 1 and B 2 (FB 1 , FB 2 , in ACN:water 1:1, v/v), HT-2 toxin (HT-2), ochratoxin A (OTA), T-2 toxin (T-2) and zearalenone (ZON) were obtained from Biopure Referenzsubstanzen GmbH (Tulln, Austria).

Alternariol, mycophenolic acid (MPA) and tentoxin were purchased from Sigma-Aldrich (Vienna, Austria). Roquefortine C (RFC) was purchased from Iris Biotech GmbH (Marktredwitz, Germany). α-Ergocryptine was obtained from Dr. Miroslav Flieger (Academy of Sciences of the Czech Republic, Prague). A stock solution of enniatin B and B 1 (EnnB, EnnB 1 ) was provided as a gift by Dr. Marika Jestoi (National Veterinary and Food Research Institute, Finland). All standards were stored at -20 °C, except for FB 1 and FB 2 , which were stored at 4°C.

For external calibration, a multi-analyte stock solution of the 20 mycotoxins with concentrations ranging from 100 -5351 ng g -1 was prepared freshly prior to analysis. The stock solutions were diluted with ACN:water 1:1 (v/v) 1:10 to 1:1000 over various levels, ranging from 1 -535 ng g -1 . Since samples are diluted by a factor of eight during sample preparation (extraction and dilution of raw extract) this corresponds to a concentration range of 8 -4281 ng g -1 in food samples.

Sample preparation

Sample extraction and further preparation was based on a recently described procedure that allows efficient extraction of fungal metabolites in food samples from various matrices (Sulyok et al., 2006). 20 ml extraction solvent (ACN:water:HAc, 79:20:1 (v/v/v)) were added to 5 g of ground sample. The sample was extracted for 90 min at 170 rpm using a GFL 3017 rotary shaker (GFL, Burgwedel, Germany) and then left for 5 min to allow sedimentation of the solids. An aliquot of 350 µl of the supernatant was diluted with the same volume of a mixture consisting of ACN:water:HAc, 20:79:1 (v/v/v) and homogenized using a vortex mixer (Janke+Kunkel IKA Labortechnik VF2, Müller-Scherr, Vienna, Austria). 5 µl of the diluted extract were injected into the LC-MS system. The final concentration of sample equivalent in the extract was 0.125 g ml -1 , corresponding to 0.625 mg of sample injected into the LC-MS system.

LC-MS analysis

The chromatographic separation of the analytes was carried out using an HPLC system (Accela, Thermo Fisher Scientific, San Jose, CA, USA) equipped with a reversed-phase Gemini C 18 analytical column, 150 x 2.0 mm i.d., 5 µm particle size, equipped with a C 18 4 x 2 mm i.d. security cartridge (all from Phenomenex, Torrance, CA, USA). The column temperature was maintained at 20 °C. Eluent A was water, eluent B was MeOH, both containing 0.1 % FA. The chromatographic method held the initial mobile phase composition (90 % A) constant for 2 min, followed by a linear gradient to 100 % B in 12 min. This final condition was held for 4 min, followed by 5 min column re-equilibration at 90 % A. The flow rate was 350 µl min -1 .

The HPLC system was coupled to an LTQ Orbitrap XL (Thermo Fisher Scientific, San Jose, CA, USA) equipped with an electrospray ionization (ESI) interface which was operated in positive ionization mode using the following settings: electrospray voltage: 4 kV, sheath gas: 40 arbitrary units, auxiliary gas: 5 arbitrary units, capillary temperature 350°C. All other source parameters were automatically tuned for a maximum MS signal intensity of reserpine (Sigma Aldrich (Vienna, Austria)) solution (10 mg L -1 ). To this end, 10 µl min -1 of reserpine solution (dissolved in ACN:water = 8:2 (v/v)) were infused via syringe pump into mobile phase (Eluent A:B, 1:1) of a flow rate of 350 µl min -1 .

For the FT-Orbitrap, the automatic gain control was set to a target value of 5*10 5 and a maximum injection time of 500 ms was chosen. The mass spectrometer was used with a resolving power setting of 60,000 FWHM (at m/z 400) and a scan range of m/z 100-1000. Data was generated using Xcalibur 2.1.0 (Thermo Fisher Scientific, San Jose, CA, USA).

Mass calibration of the LTQ Orbitrap XL system was done using MSCAL5 ProteoMass™ LTQ/FT-Hybrid ESI Pos. Mode CalMix (Sigma Aldrich, Vienna, Austria) at an interval of maximum one week. Mass calibration was checked prior to measurements with common background ions [START_REF] Keller | Interferences and contaminants encountered in modern mass spectrometry[END_REF]. In case of a relative mass deviation ≥ 3 ppm, mass calibration was carried out using Thermo TunePlus software (Version 2.5.5. SP1, Thermo Fisher Scientific, San Jose, CA, USA). With external calibration, 95 % of the data showed less than 3 ppm relative mass deviation at the peak apex (most intense scan of chromatographic peak; data not shown). Less intense scans at the beginning and end of a chromatographic peak occasionally showed slightly higher mass deviations. Hence, for generating extracted ion chromatograms (EICs) a relative mass extraction window size of exact mass ± 5 ppm was applied during data analysis, resulting in reasonable chromatographic peak shapes.

Data analysis

Data processing was done using Xcalibur 2.1.0 QualBrowser, QuanBrowser (using Genesis peak detection algorithm, relative mass extraction window: ± 5 ppm), and the validation software Validata, a Microsoft Excel macro developed by [START_REF] Wegscheider | Validata (Excel-Makro zur Methodenvalidierung[END_REF]. For all analytes the protonated molecules (exceptions: HT-2 and T-2 toxins: ammonium adducts) were used for data evaluation.

Estimation of method performance characteristics

Spiking experiments

For the evaluation of matrix-induced signal suppression/enhancement (SSE), the method precision and the determination of the limit of detection in presence of matrix (LOD matrix ), maize was used as model matrix. Non-contaminated maize was extracted and diluted as described under sample preparation. Subsequently, to 900 µl of diluted blank maize extract, 100 µl of the multi-analyte stock solution was added to obtain the highest spiking level. Further dilution with diluted blank maize extract was carried out to achieve nine defined concentration levels of the toxins (covering the same range as for the external calibration) without diluting the matrix more than 10 %. Blank maize was extracted, diluted and spiked at three different days for obtaining three independent data sets. These were used for estimation of matrix effects and of the overall precision of the method.

Determination of the limit of detection

For estimation of the limit of detection (LOD) two different approaches were applied.

One common approach, according to [START_REF] Harris | Quantitative Chemical Analysis[END_REF], is to assume that the standard deviation of the signal of an analyte in a sample at a concentration level close to its detection limit is similar to the standard deviation of the analyte signal in a blank. For estimation of the LOD according to this approach, linear calibration curves were generated at low concentrations for which linearity of the detector response was assumed. The slopes (m) of linear regression lines and the standard deviations (s) of ten replicate measurements were used for the estimations of the LOD according to Equation (1).

m s LOD 3 = (1)
As alternative approach, the concentration at which a signal to noise ratio (S/N) of 3 is achieved when acquiring "full profile mode" data, was determined.

From results obtained for low concentrations of standard solutions in pure solvents, the instrument detection limit (LOD solvent ) was estimated. The LOD in presence of the matrix maize (LOD matrix ) was estimated by measuring spiked, diluted extracts of blank maize. LOD values obtained were multiplied by a factor of eight in order to obtain LODs in ng g -1 sample.

Evaluation of trueness

For evaluating the trueness of the method, several well defined matrix test materials proficiency testing materials (maize #3, breakfast cereal, wheat draff, grinded wheat and animal feed) originated from Bipea (Gennevilliers, France). Table 1 gives the assigned values (X) and expanded uncertainty U X (confidence level 95 %) of the test materials.

When available, the uncertainty u x (confidence level 68 %) of the test materials has been directly taken for obtaining U X . Otherwise, it has been calculated from the robust standard deviation s X of the results of the participating laboratories, according to equation ( 2), where n is the number of the participating laboratories of the

interlaboratory comparison studies. n s u U X X X * 2 * 2 = =
(2)

Suspects screening

In order to exploit the possibilities HR-MS can offer for the screening of microbial metabolites suspected to be present in the test materials, criteria were defined. These criteria were applied to full scan data obtained after analysis of the test materials.

First, a positive list of 208 fungal metabolites was constructed including molecular formula, CAS number (if available) and exact masses of ions likely to be present in HR-mass spectra (see Supplement Table 1). Eight of those have a molecular mass of < 100 or > 1000 g mol -1 , so they cannot be covered with the method applied.

Full scan LC-MS chromatograms were examined for peaks indicating the presence of these "suspected" metabolites using the following criteria (automated detection):

( with a maximum relative mass deviation of ± 3 ppm of the exact mass of the metabolites from the above mentioned positive list. This mass deviation was chosen due to the accuracy that was determined prior to measurements (see materials and methods section). Depending on the mass accuracy achieved, this parameter needs to be adjusted.

(2) For the most intense ion species a minimum intensity of 10,000 counts was required.

(3) Of the most intense ion species (I) the peak corresponding to the first 13 C isotopologue had to be present (maximum relative mass deviation ± 5 ppm).

This mass tolerance was chosen to account for the low intensities of the isotopologue ion species, which can lead to slightly higher mass deviations. The ratio of the measured intensity of the I+1 ion to the calculated (theoretically expected) intensity [Int(I+1) meas ]/[Int(I+1) calc ] had to be 0.65-1.05. This tolerance was chosen in order to take the accuracy with which relative isotope abundances can be determined on FT-Orbitrap instruments [START_REF] Xu | Evaluation of accurate mass and relative isotopic abundance measurements in the LTQ-Orbitrap Mass Spectrometer for further metabolomics database building[END_REF] into account.

(4) Criteria ( 1) -(3) had to be fulfilled in at least 5 scans within a period of 25 seconds to be considered "putatively identified".

For the automated data evaluation of these criteria for full scan FT-Orbitrap data 

Results and discussion

Chromatographic separation of the analytes

In Figure 1 

Generation of calibration curves

For generating external standard calibration curves, nine concentration levels were measured, ten times each (exception: Fumonisins: five to ten times each). Using linear calibration over the whole concentration range, highly negative intercepts (y axis) were observed. Additionally, sensitivity (slopes) increased with increasing analyte concentration. Therefore, quadratic fitted curves were used to describe the detector response as a function of toxin concentrations. This is in agreement with the findings of [START_REF] Kellmann | Full scan MS in comprehensive qualitative and quantitative residue analysis in food and feed matrices: How much resolving power is required?[END_REF] who made similar observations when using FT-Orbitrap in full scan mode for the determination of residues and contaminants in honey and animal feed. Also, signal intensities showed higher absolute standard deviations at high analyte concentrations (heteroscedasticity). [START_REF] Kaufmann | Development of an improved high resolution mass spectrometry based multi-residue method for veterinary drugs in various food matrices[END_REF], who developed a method for the quantification of veterinary drugs in different food matrices, made similar observations and also used quadratic regression. Table 2 gives the calibration ranges and precision estimates obtained for standards in pure solvents.

Determination of the limit of detection

The limit of detection (LOD) is usually defined as the lowest analyte concentration at which the analyte signal can be reliably differentiated from the blank signal. It is a parameter to prevent the detection of false positives.

Applying the approach according to [START_REF] Harris | Quantitative Chemical Analysis[END_REF] lead to LODs at which often only a few (0-3) data points could be found across the chromatographic peaks of the corresponding EICs. Therefore, this approach resulted in estimated LODs that were too optimistic and cannot be used for the reliable estimation of the detection limits (data not shown).

Hence, we suggest an alternative approach for the estimation of LOD when using FT-Orbitrap in full scan mode. The most straightforward way to estimate the LOD is to determine the concentration at which a signal-to-noise ratio (S/N) of 3 is achieved.

When working with high-resolution mass spectrometers, such as This approach seems to give a more reliable estimation of the LOD for high-resolution data, resulting in reasonable peak shapes with approximately 8-10 data points across a

peak. An example EIC of tentoxin [START_REF] Delaforge | Metabolism of Tentoxin by Hepatic Cytochrome P-450 3A Isozymes[END_REF] in solution without matrix, recorded in "reduced profile mode" and "full profile mode" (concentration at S/N=3) is given in Figure 2. Applying this approach to spiked maize extracts, the limits of the European Regulations could be achieved for FB 1 , FB 2 and DON. For ZON the regulations were achieved, but with the following exceptions: ZON for "Processed cereal-based food for infants and young children" (20 ng g -1 ), for "Bread, pastries and biscuits" (50 ng/g) and "Cereal snacks and breakfast cereals" (50 ng g -1 ). Maximum residue levels for aflatoxins (0.025 -15 ng g -1 ) and for OTA (0.5 -10 ng g -1 ) however are at concentrations which cannot be measured with the presented method. For some analytes (e.g. DON, 3ADON, ZON) measurements in negative ionization mode and/or addition of acetate to the eluents (adduct formation) might be beneficial for achieving lower LODs. Maize is a matrix known to be associated with pronounced SSE effects (Sulyok et al., 2006). For this reason it was used for assessing matrix effects. Application of the proposed method to other matrices requires detailed investigations for the matrix in use.

Recovery functions were constructed for extracted and diluted blank maize that was spiked with the analytes at several concentration levels. For this, the spiking concentrations of the maize extracts were put on the x axis; experimentally derived concentrations (external calibration with standards in pure solvents) were put on the y axis. The resulting calibration functions showed linearity (tested by Mandel Test (Validata, Wegscheider et al., 1999). RSDs of the recovery functions were used as estimates for the precision of the method. The slope of the recovery function can be used as estimate for matrix induced signal suppression/enhancement (SSE).

RSDs of the recovery functions was found to be around 10 % and generally lower than 20 %. 2009), who investigated hormone and veterinary drug residues using UPLC-HR-MS on an FT-Orbitrap at 60,000 resolving power and compared results with those of an MRM UPLC-QqQ-MS/MS confirmatory method.

Accuracy (trueness and precision) of the method

Measurements of well defined test materials were performed, showing the principal suitability of this method for wheat and maize based food commodities. In addition to the food test materials (maize (3), breakfast cereal (1), wheat flour (1), wheat draff (1), grinded wheat (1)), one animal feed (1) test material was included for evaluating the trueness of the method. Results were corrected for matrix effects in case of maize materials. For the other matrices no correction of SSE effects was done, since the extent was not known. For a method to be routinely used, SSE effects should be carefully evaluated and corrected if significant. As estimate for the method precision, the RSDs of the recovery functions were used (Validata, Wegscheider et al., 1999). Values were multiplied with two in order to obtain a 95 % confidence level. To compare measurement results with assigned concentrations of the inter-laboratory comparison matrix test materials, the procedure according to European Reference Materials'

Application Note 1 of the European Commission (Linsinger, 2010) was applied. No significant differences between the measured concentration values and the assigned concentration values were observed, not even for two concentration values that slightly exceeded the highest concentration levels used for instrument calibration (DON and ZON in maize #3). Furthermore, from the results shown in Figure 3 (for test materials see materials and methods section), it can be concluded that for the tested toxin/matrix combination no severe matrix effects occurred. Otherwise, matrices other than maize would not have resulted in an acceptable outcome. In conclusion, the results obtained clearly demonstrate the high potential of LC-HR-MS on FT-Orbitrap instruments for the quantitative determination of mycotoxins and its principle applicability to food samples.

Suspects screening for 200 fungal and bacterial metabolites

In contrast to MS/MS based quantitative methods such as SRM used with QqQ instruments, HR full scan measurements offer the opportunity to detect metabolites initially not intended to be monitored. In this respect, we wanted to explore and show the principal suitability of the Orbitrap for the screening of compounds without availability of standards.

In order to estimate the effect of the criteria, those were applied to the full scan measurements of standards solutions (in pure solvents and in presence of matrix maize (non-contaminated)) that lead to signal intensities of approx. 10 4 -10 6 counts. Searching for the exact masses of the protonated molecules or ammonia-/sodium-adducts of standard solutions (minimum intensity heights 10 4 counts, mass deviation ± 3 ppm) led to the finding of all 20 standards, but also to 18 (standards in pure solvent) and 41

(standards in presence of matrix maize) false-positive findings. This indicates, that if a screening for the monitoring of regulated substances (e.g. 2002/657/EC, SANCO/10684/2009) was to be conducted, searching for the exact masses with a certain allowed mass deviation would be sufficient, since a following confirmatory method would have to proof the trueness of these findings. However, for the suspects screening approach, we applied further strict criteria in order to minimize the number of false positive findings. Applying criteria 1 and 2 led to the reduction to 13 (pure solvent) and 37 (matrix maize) false-positives and 0 false-negatives. Application of criteria 1-3 led to only 3 false positives but also 2 (pure solvent) and 12 (matrix maize) false negatives. Applying criteria 1 -4 to standards in pure solvents and standards in Applying the criteria 1-4 to the test materials, several assigned compounds could not be found. The most limiting criterion turned out to be the maximum tolerated deviation from the expected (calculated) intensity ratio of the monoisotopic to the first 13 C isotopologue peak of -35 % to + 5 % (criterion 3). Low intense mass peaks often show no isotopologue peaks at all (since they show only a fractional amount of the intensity of the monoisotopic peak). Also, the error of the expected relative intensity with which those can be determined can be considerably large for single spectra.

Therefore, criterion 3 had not to be fulfilled in five consecutive scans but rather the occurrence of at least 5 scans within a time window of 25 seconds was permitted (criterion 4).

Nevertheless, screening for 200 metabolites in the full scan chromatograms of the test materials (applying criteria 1-4), further highly likely "suspected" metabolites could be found. A list of the 13 suspects found in addition to the expected target compounds (as specified by distributor of the respective samples) in the data of the test materials is given in Table 4. Those include metabolites, which are known to be produced by the most prevalent food colonizing fungi such as Alternaria (macrosporin), Aspergillus (asperlactone, cyclopiazonic acid), Fusarium (antibiotic Y, aurofusarin, beauvericin, chlamydosporol, enniatin B, enniatin B1, fusarielin A), Penicillium (decarestrictine, penicillic acid) and Claviceps pupurea (ergosine). All test materials under investigation were naturally contaminated. Since all of them had assigned concentration values for Fusarium toxins, it is very likely to find further Fusarium metabolites to be present in these samples, supporting the putative identification of seven more Fusarium metabolites. It also has to be noted that both, ergosine and 

Conclusion

We have established a LC-HR-MS method for the simultaneous quantification of selected mycotoxins and screening of fungal metabolites in food samples. A novel approach for the estimation of LODs of FT-Orbitrap data recorded in "full profile mode" was successfully applied, leading to reasonable chromatographic peak shapes and concentration values. LODs were within the limits of the European Regulations (Commission Regulation (EC) No. 1126/2007and No. 1881[START_REF] Harris | Quantitative Chemical Analysis[END_REF] for FB 1 , FB 2 , DON, ZON (with few exceptions for baby food, "bread, pastries and biscuits" and processed cereal-based food). The basic applicability of the method could be shown by the quantification of several test materials, also including one animal feed sample. The performance of the method for analysis of animal feed as highly complex matrix shall be further investigated in the future. Additionally, the potential of HR-MS for retrospective analysis was shown.

Since no common, accepted criteria for the screening/identification by LC-HR-MS exist, defined identification criteria were chosen. According to these criteria, 13 different metabolites were detected in proficiency testing materials in addition to the target toxins for which standards were available. Criteria for the confirmation of suspects need to be carefully chosen in order to minimize the possibilities for both false positive and false negative findings. Further investigations for the screening and determination of suspect and non-target compounds shall be conducted in the future to fully exploit the possibilities which FT-Orbitrap high-resolution mass spectrometry can offer. C92H150N22O25 27061-78-5 1963.11425 1964.12152 1981.14807 1986.10347 

F

  . Precision and trueness were assessed from spiking experiments as

  comparison studies were used. Wheat flour originated from Biopure Referenzsubstanzen GmbH (Tulln, Austria), two quality control test materials (maize #1 and #2) originated from FAPAS (FERA, York, UK), and other

  a typical chromatogram for the separation and detection of 20 selected mycotoxins is shown. For all analytes the protonated molecules (exceptions: HT-2 and T-2: ammonium adducts) were used for generating EICs. No ammonia was added to the eluents, but is most likely present in the solvents or from previous experiments[START_REF] Berger | Quantitative Determination and Structure Elucidation of Type A-and B-Trichothecenes by HPLC/Ion Trap Multiple Mass Spectrometry[END_REF] or formed in the source by redox processes in the electrospray(Nielsen and Smeesgaard, 2003). Typical chromatographic peak widths of 15 -25 seconds lead to approximately 15 -25 spectra across one peak. The most polar metabolites (DON, 3ADON) show broader peaks. This is caused by the injection of 5 µl of the diluted sample extract (containing 50 % ACN in water) into an HPLC-flow (mobile phase consisting of 10 % ACN in water) of 350 µl min -1 .

  to 0 false-positives in both cases and to 9 (pure solvents) and 16 (matrix maize) false negatives.

  are accompanied by related compounds such as other ergot alkaloids and alternaria toxins, respectively, which indicates the need for further measurements in order to confirm the identity of the suspected metabolites. Additional confirmatory measures might include the measurement of authentic standards and the consideration of retention times and MS/MS spectra. The results obtained clearly show the potential of high-resolution mass spectrometry for the screening of compounds in full scan data. The positive list of suspects can be adjusted or extended deliberately, according to the expected range of metabolites. Criteria need to be carefully chosen in order to minimize the number of false positives and false negatives. Further adaptions and improvements as well as the establishment of further criteria (e.g. automated EIC correlation of signals that belong together; MS/MS fragmentation patterns) are subject of ongoing investigations.

  TOF, FT-ICR or FT-Orbitrap instruments, usually no noise is observed, owing to the high mass resolving power of these instruments. EICs generated with relative mass extraction window sizes of ± 5 ppm are highly selective for the molecule of interest. Only in exceptional cases background signals with similar m/z ratios cause the presence of detectable noise in EICs generated out of full scan data.scan mode to approximately 130 MB per file for the above described method. When generating FT-Orbitrap data files in "full profile mode" no signals are automatically removed. Therefore, only when acquiring data in "full profile mode", noise can be observed in the corresponding data files when generating EICs with narrow mass extraction windows. By generating EICs of data that was recorded in "full profile mode", the toxin concentrations corresponding to a S/N of 3 was determined for the estimation of LODs. It shall be noted however that acquiring "full profile mode " data results in very a large file size (ca. 3.2 GB per run for the method in use) and therefore cannot be used for routine measurements. Concentration values for the LODs obtained by this procedure were a factor three to four higher compared to the values achieved according to[START_REF] Harris | Quantitative Chemical Analysis[END_REF] and are given in Table2(LOD solvent ) and Table3(LOD matrix ).
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	Usually, when recording FT-Orbitrap data, most of the noise is removed
	automatically by the instrument software in the so-called "reduced profile mode". This

is achieved in the following way: the system determines noise during booting of the instrument and subtracts all mass peaks below a certain threshold automatically during the acquisition of data. This reduces the data file size of a typical LC-MS run in full

  similar to those found on the QTrap 4000 triple quadrupole system. SRM measurements show lower LODs for most of the analytes, which is in accordance with the findings of van der Heeft et al. (
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	The SSE generally showed values of 77 -124 % indicating little influence of matrix components on ionization efficiencies. AFB 1 and AFB 2 show matrix effects of 55 and 69 % SSE, respectively. Sulyok et al. (2006) also found strong matrix R e v i e w
	effects, namely 18 and 48 % SSE for AFB 1 and AFB 2 , respectively. Roquefortine C shows uncommonly large matrix effects (39 % SSE) together with low precision (60 % O n RSD at 65 ng g -1 ). For details of the calibration parameters obtained for spiked maize extracts see Table 3. l y
	The same extraction procedure (only minor adaptations) as in Sulyok et al.
	(2006) was used. Therefore, comparison of the results regarding extraction efficiencies

as well as matrix effects is possible, the latter giving information about differences of the ion source setup regarding its susceptibility to matrix effects. Matrix effects were

Table 1 .

 1 Linsinger T. 2010. Comparison of a measurement result with the certified value. Assigned values according to material provider and expanded uncertainty (95 % confidence level) for test materials in ng g -1 . Concentration values < LOD in presence of matrix maize (LOD matrix , see Table3) are not provided.
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Vishwanath V., Sulyok M., Labuda R., Bicker W., Krska R. 2009. Simultaneous determination of 186 fungal and bacterial metabolites in indoor matrices by

Table 2 .

 2 Retention time, calibration range, number of evaluated levels, relative standard deviation of the lowest calibration level (RSD low) and LODs obtained for standards in pure solvent for the respective analytes.

	Page 27 of 38	Food Additives and Contaminants		
				Number of		
	Analyte	Retention Time [min]	Calibration Range [ng g -1 ]	evaluated levels	RSD low [%]	LOD solvent [ng g -1 ]
	DON	5.9	160-3200	4	15	160
	3ADON	8.8	162-3232	4	13	110
	Ergocryptine	9.2	10-960	8	16	8
	AFG 2	9.7	13-643	6	14	12
	AFM 1	9.7	30-1536	6	10	32
	RFC	9.7	8-162	7	14	8
	AFG 1	10.0	13-643	6	14	12
	AFB 2	10.3	13-637	6	13	12
	AFB 1	10.7	13-212	5	13	12
	FB 1	10.7	86-4281	9	5	8
	HT-2	11.6	32-1078	7	17	24
	FB 2	11.7	86-4264	9	6	8
	Tentoxin	11.9	16-794	6	17	16
	T-2	12.3	16-1066	8	17	16
	MPA	12.4	64-3200	6	9	64
	Alternariol	12.8	54-1600	5	12	24
	ZON	13.5	41-3232	7	15	40
	OTA	13.7	26-1318	6	19	24
	EnnB	14.8	22-214	4	18	12
	EnnB 1	14.9	87-1728	4	22	16
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Table 3 .

 3 Performance characteristics in presence of the matrix maize: concentration range, number of evaluated levels, relative standard deviation of the recovery function (RSD matrix ) at medium concentration of the calibration [ng g -1 ], signal suppression/enhancement (SSE), LOD in presence of matrix maize (LOD matrix ) and recovery of the extraction step (R E ).

			Number	RSD matrix			
			of	[%] at			
	Analyte	Calibration Range [ng g -1 ]	evaluated levels	conc. [ng g -1 ]	SSE [%]	LOD matrix [ng g -1 ]	R E [%]
	DON	160-3200	4	11 (1520)	115	160	98*
	3ADON	162-3232	4	12 (1535)	113	150	89*
	Ergocryptine	19-960	6	11 (471)	94	16	72**
	AFG 2	32-643	4	12 (306)	77	32	110*
	AFM 1	51-1536	5	9 (743)	96	40	100**
	RFC	32-162	4	60 (65)	39	8	***
	AFG 1	21-643	5	12 (311)	77	20	107*
	AFB 2	32-637	4	18 (303)	69	24	102*
	AFB 1	21-212	4	16 (96)	55	16	95*
	FB 1	121-2414	4	8 (1147)	114	8	57*
	HT-2	65-1078	5	11 (507)	77	40	108*
	FB 2	120-2404	4	10 (1142)	124	12	67*
	Tentoxin	27-794	5	14 (384)	102	24	110**
	T-2	40-1066	6	19 (513)	81	32	105*
	MPA	64-3200	6	5 (1568)	105	64	103**
	Alternariol	80-1600	4	6 (760)	88	56	107**
	ZON	65-3232	6	12 (1584)	99	64	93*
	OTA	44-1318	5	7 (637)	96	24	100*
	EnnB	22-214	4	5 (96)	109	12	103*
	EnnB 1	87-1728	4	11 (821)	104	20	103*
	Note: Recovery of the extraction step from: *Sulyok et al., 2006: model matrix maize
	**Sulyok et al., 2007: model matrix breadcrumbs			
	*** Not evaluated for cereals. It has been evaluated for the matrix dust (94 %) by	
	Vishwanath et al., 2009.					

Table 4 .

 4 Putative compounds detected in test materials found via suspects screening. Only metabolites additionally found to the target toxins are shown. Compound name, test material, most intense ion species (I), m/z found, retention time, intensity, relative mass deviation and ratio of measured to calculated relative isotope abundance of the first carbon isotopologue (one 13 C instead of 12 C). Figure 1. Chromatogram for the separation of 20 selected mycotoxins (abbreviations see text). EICs were generated from FT-Orbitrap full scan data using a mass extraction window of ± 5 ppm. 1058x638mm (96 x 96 DPI)Supplement Table1. List of fungal metabolites for screening purpose.

				Most int.			Rel.	
			Ret.	ion		m/z	mass	
	Compound	Test	Time	species	Intensity	found	dev.	[Int(I+1) meas ]/
	Name	Material	[min]	(I)	[counts]	[Th]	[ppm]	[Int(I+1) calc ]
	Antibiotic Y	Maize 3	12.0 [M+H] + 6.5*10 4 319.045 0.05	0.71
	Asperlactone	Wheat draff 8.2	[M+H] + 1.3*10 5 185.081 -1.62	0.67
	Aurofusarin	Maize 3	13.5 [M+H] + 6.4*10 5 571.087 -0.01	0.71
	Beauvericin	Maize 2	15.0 [M+Na] + 3.3*10 5 806.398 -0.25	0.85
	Chlamydosporol Wheat draff 8.5	[M+H] + 8.2*10 4 227.091 -1.34	1.02
	Cyclopiazonic							
	acid	Maize 1	11.8 [M+H] + 8.9*10 5 337.155 0.16	0.91
	Cyclopiazonic							
	acid	Maize 2	11.8 [M+H] + 8.2*10 5 337.155 0.62	0.82
	Cyclopiazonic							
	acid	Maize 3	11.8 [M+H] + 1.2*10 6 337.154 -0.56	0.84
	Decarestrictine	Maize 1	7.7	[M+H] + 3.1*10 4 217.107 0.10	0.68
	Decarestrictine	Maize 3	7.8	[M+H] + 4.2*10 4 217.107 -0.33	0.86
		Animal						
	Enniatin B	feed	14.8 [M+Na] + 8.5*10 5 662.397 -2.24	0.70
		Breakfast						
	Enniatin B	cereal	14.8 [M+Na] + 6.2*10 4 662.398 -1.14	1.02
		Grinded						
	Enniatin B	wheat	14.7 [M+Na] + 8.7*10 5 662.398 -1.41	0.68
	Enniatin B	Maize 3	14.7 [M+Na] + 2.4*10 5 662.399 -0.21	0.85
	Enniatin B	Wheat draff 14.8 [M+Na] + 3.0*10 6 662.397 -2.06	0.86
	Enniatin B	Wheat flour 14.7 [M+Na] + 3.4*10 5 662.398 -0.40	0.81
		Animal						
	Enniatin B1	feed	15.0 [M+Na] + 4.7*10 5 676.413 -2.41	0.86
		Grinded						
	Enniatin B1	wheat	15.0 [M+Na] + 1.8*10 5 676.413 -2.05	0.92
	Enniatin B1	Wheat draff 15.0 [M+Na] + 2.0*10 6 676.413 -1.69	0.79
	Enniatin B1	Wheat flour 14.9 [M+Na] + 3.9*10 5 676.414 -0.34	0.74
	Ergosine	Maize 3	12.9 [M+Na] + 1.8*10 4 570.268 -0.88	0.79
	Fusarielin A	Maize 2	13.8 [M+Na] + 1.4*10 4 425.265 -2.79	0.76
		Animal						
	Macrosporin	feed	11.2 [M+H] + 6.5*10 4 285.076 -0.13	0.68
	Penicillic acid	Wheat draff 3.5	[M+H] + 2.6*10 4 171.065 -1.07	0.82
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