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I. INTRODUCTION

We recently developped a Cryogenic Sapphire Oscillator (CSO) named Elisa presenting a short term frequency stability better than 3×10 -15 for 1 s ≤ τ ≤ 1000 s and achieving 4.5×10 -15 for one day integration [START_REF] Grop | Elisa: a cryocooled sapphire oscillator with 1.10-15 frequency stability[END_REF], [START_REF] Grop | Unprecedented High Long Term Frequency Stability with a Microwave Resonator Oscillator[END_REF]. This CSO was designed and built in the framework of a research contract funded by the European Space Agency (ESA). It incorporates a pulse-tube cryocooler instead of a bath cryostat, thus eliminating the need for regular supplies and manual refilling of liquid helium. The advent of reliable and cryocooled CSO open the possibility to implement such an ultra-stable reference not only in metrological laboratories with liquid helium facilities but also in remote sites like base stations for space navigation, VBLI antenna sites, ... [START_REF] Giordano | Cryogenic sapphire microwave oscillators for space, metrology and scientific applications[END_REF], [START_REF] Hartnett | Ultra-low vibration pulse-tube cryocooler stabilized cryogenic sapphire oscillator with 10-16 fractional frequency stability[END_REF] In our project ULISS (Ultra Low Instability Signal Source), funded by Regional and European Institutions, we built a new cryocooled oscillator named ULISS specially designed to be transportable. The ULISS oscillator was already used to qualify with success a high stability frequency source located at Neuchâtel, Switzerland, and the PHARAO frequency synthesis Toulouse, France. ULISS was specially moved from FEMTO-ST for the measurement compaigns. In this paper we present the frequency stability characterization of the newly built CSO demonstrating the reproductibility of our technology and we summarize the main results obtained at the LTF and CNES.

II. SCHEMATIC ARCHITECTURE OF THE CRYOCOOLED SAPPHIRE OSCILLATOR INSTRUMENTS

The CSO design and its characterization have been already described [START_REF] Grop | Elisa: a cryocooled sapphire oscillator with 1.10-15 frequency stability[END_REF], [START_REF] Grop | Unprecedented High Long Term Frequency Stability with a Microwave Resonator Oscillator[END_REF], [START_REF] Grop | 10 GHz cryocooled sapphire oscillator with extremely low phase noise[END_REF]- [START_REF] Grop | Frequency Synthesis Chain For The ESA Deep Space Network[END_REF]. The heart of the system is a whispering gallery mode sapphire resonator made of a 54 mm diamter and 30 mm hight high purity sapphire cylinder placed in the center of a copper cavity. This assembly is thermally connected to the second stage of a pulse tube cryocooler specillay designed to ensure a high thermal stability (±1m K ) and a low level of mechanical vibration: axial displacement less than 2 µma tt h eP Tc y c l ef r e q u e n c y( ≈ 1H z ) .T h e CSO is designed to oscillate at 9.99 GHz ±5M H z .T h e difference with the 10 GHz round frequency is compensated by a low noise DDS. 

III. ULISS FREQUENCY STABILITY CHARACTERIZATION

The ULISS unit similar to Elisa was finalized in November 2011. The two CSO outputs were mixed to generate a beatnote at 750kHz. This beatnote was directly counted on an Agilent 53132A Λ-counter parametrized with a gate time τ = 1s [START_REF] Rubiola | On the measurement of frequency and of its sample variance with high-resolution counters[END_REF] , [START_REF] Dawkins | Considerations on the measurement of the stability of oscillators with frequency counters[END_REF]. After approximately 4 days of acquisition, the relative frequency deviation σ Λ (τ) was calculated for the different integration times τ by grouping the 1 s data. The result is given in the figure 2 1e-14 11 0 1 0 0 1 0 0 0 1 0 0 0 0 1 0 0 0 0 0 relative frequency instability integration time (s) Fig. 2. Relative frequency stability of the 9.99 GHz CSO outputs

We measured a relative frequency stability σ Λ (τ) better than 2×10 -15 for integration times 1 s ≤ τ ≤ 200 s. For longer integration times, we observed a hump around 2000 s and ad r i f to f1 ×10 -14 /day, which can be attributed to a residual CSO sensitivity to environmental perturbations. It should be mentionned that these measurements have been realized during infrastructure works in the building: implementation of an air conditioning system in our laboratory which is not still effective. This results is thus conservative. In spite of these bad metrological conditions, these performances demonstrate the reproductibility of our CSO technology. The second curve of the figure 2 is the relative frequency deviation calculated from a quiet selected time period of about 7000 s extracted from the complete set of data. The calculated standard deviation corresponds to a flicker floor, i.e. its value does not depends on τ.T h i sfl i c k e rfl o o rc o m e sf r o mt h e USO internal noise sources. As the two CSOs operate at a different frequency, we assume that these noise sources are decorrelated. In that case and if the two CSOs are assumed identical, it is justified to divide the result by √ 2t oo b t a i n the frequency stability of one unit. Moreover the reference [START_REF] Dawkins | Considerations on the measurement of the stability of oscillators with frequency counters[END_REF] gives the correspondance between σ Λ (τ) and the true Allan deviation σ y (τ).Forwhitefrequencyofflickerfrequency noise: σ Λ (τ) ≈ 1.3 × σ y (τ).T h eo p e ns q u a r e si nt h efi g u r e 2r e p r e s e n tσ y (τ) evaluated taking into account these two corrections. The flicker floor of one unit is thus:

σ y (τ)=4 × 10 -16 for 30 s ≤ τ ≤ 500 s (1)
Although the following procedure has reasonable assumption and is often used to present USO characterization. It represents an optimistic evaluation. Remainder aware of this uncertainty, the flicker floor given in the equation 1, can be considered as the best stability achievable by a well adjusted CSO in stable environmental conditions. The upper curve is the typical frequency stability achievable with our CSO in standard laboratory conditions.

IV. INSTALLATION OF ELISA IN DSA3

Initially ELISA was build as a demonstrator to evaluate the possibility to get a high-frequency stability, i.e. better than 1 × 10 -14 at short term, without using liquid helium. As ELISA demonstrated very good performances surpassing the initial specifications, it was decided to implemented it in the new Deep Space Antenna Ground Station DSA3 in Malargue (Ar) still under construction. Thus all the instrument was conveyed by air to Buenos Aeres, then by truck to Malargue. About 30 km on an unpaved track enable to get eventually the ESA station.

The Frequency and Time system of the station consists in two active hydrogen masers and all the means to deliver the useful frequencies and to synchronize the antenna equipments. ELISA was integrated in this F&T system as a complementary ultra-stable source for demonstration purpose. Only few days were necessary to restart ELISA and we conducted preliminary validation tests by comparing ELISA with the two HM. In this remote site we had not access at all the necessary instrumentation, and thus it was not possible to conduct a true 3-cornered-hat-method. Nevertheless we had to our disposal a commercial Phase-COmparator designed to compare Hydrogen Masers. The PCO does not allow to make a true cornered-hat evaluation as it enables only two synchronous phase diffrence measurements, i.e. ϕ Eϕ HM1 and ϕ HM2ϕ E . The third required estimation, i.e ϕ HM1ϕ HM2 ,i so b t a i n e d by summation of the two measured quantities. In such a case the instrumental noise is not rejected by the 3-cornered-hat process. The stability evaluation is thus limited at short term to 2 × 10 -14 /τ due to the phase comparator intrinsic noise, which is not detrimental when qualifying Hydrogen Masers. In our case, the instrumental noise floor is clearly visible on the result (see Fig. 3).

This measurement has been done one week after the installation of the complete F&T system. The two hydrogen masers and the CSO are running contunously since about one week, but have been greatly perturbed by the work in the experimental room (infrastructure work and cabling). Moreover the air-conditionning system was not at all tuned as the temperatures into the masers and CSO rooms are varying periodically over one hour of 2 Kpp. This situation should be greatly improved when all the instrumention will be installed.

V. U L I S S ' S 0DYSSEY

A. Test of an all-optical microwave signal generation

The ULISS's Odyssey started the 15th February 2012 at the LTF of Neuchâtel. ULISS was operational three days later and was used as frequency reference to evaluate the frequency stability of a microwave signal generated from an optical frequency reference. The optical frequency reference consists in a compact and low-cost planar waveguide external cavity laser (PW-ECL) The beam of the stabilized femtosecond laser was sent to a large bandwidth photodiode. The output signal of the photodiode is filtered to keep the 40th harmonic of the femtosecond laser repetition rate, amplified and mixed with the amplified 9.988 GHz ultra-stable signal generated by ULISS. The resulting beatnote at 188 kHz was counted to evaluate the frequency stability. The measurement result is shown in the figure 5.

ULISS allowed to evaluate the frequency stability of an all-optical microwave signal generator without the need of a Fig. 5.

Relative frequency stability of the 9.99 GHz microwave signal generated with the femtosecond laser and ultra-stable laser second equivalent unit.

B. Test of an USO X-tal

During the measurement compaign at the LTF, a quartz oscillator prototype from the Oscilloquartz company was characterized in term of frequency stability. The set-up measurement scheme is presented on figure 7. To ensure a sufficient resolution of the measurement instrumentation, the quartz signal frequency was multiplied by 20 and compared to the 100 MHz coming from the ULISS frequency synthesis. The best result is shown on figure 7. This is the second time that such a performance was observed unambiguously for a quartz crystal USO [START_REF] Grop | ULISS: A Mobile Cryogenic U ltra-Stable Oscillator[END_REF]. The frequency stability measured at the FEMTO-ST Institute in 2010 and at the LTF are identicals. It demonstrates the potentiality of ULISS to be used to qualify high-performances industrial products. The 5th May, ULISS returned back to the FEMTO-ST Institute and was tested against Elisa to checked if any malfunctions appeared due to the trip. The 9th May, the same frequency stability as our first measurement compain was measured (figure 8).

This result is enough to prove the robustness and reliability of our ultra-stable frequency source. 

C. Test of an ultra-low noise microwave frequency synthesis

The PHARAO project aimed to operate a cold-atoms caesium clock in microgravity in the International Space Station (ISS). The performances of this cold-atoms clock will be combined with those of an active Hydrogen Maser (HM) to generate an onboard timescale using the excellent short-term stability of the HM and the long-term stability and accuracy of the cesium clock PHARAO. This assembly constitutes the core of the ACES (Atomic Clock Ensemble in Space) instrument. Today, the PHARAO instrument is completing its qualification. ULISS was thus be used to qualify the flying model of the PHARAO 9.192GHz local oscillator. The signal that will probe the cold atoms is generated from a frequency synthesis referenced on a state-of-the-art quartz oscillator. Apart from the 9.192GHz signal, the PHARAO's frequency synthesis delivers ahighfrequencystable100MHzsignaltocomparePHARA O to the HM. Drastic phase noise specification has been imposed on these two outputs. The use of ULISS as a frequency reference greatly simplfied the validation of the PHARAO's frequency synthesis. The figure 9 represents the phase noise measurement set-up used to characterize the 9.192 GHz output signal. The 100 MHz phase noise measurement set-up is far simpler. The 100 MHz output of ULISS is adjusted, by shifting the frequency output of the ULISS's frequency synthesis DDS, to perfectly fit to the 100 MHz output of the PHARAO's frequency synthesis, with the use of a commerciall phase comparator (Timetech). The result is shown in the figure 11.

The measured phase noise is in accordance with teh expectations; Therefore, ULISS will be requested by CNES for the next steps of the PHARAO qualification.

VI. CONCLUSION

The results shown on this paper demonstrate the technology maturity and reliability of our CSOs. We reached our objective to develop a transportable version of the stateof-the-art crycooled sapphire oscillator Elisa with equivalent performances and we already visited two scientific institutes which led to interesting collaboration and results.

  VHF and RF signals are synthetized from the stabilized 10 GHz. The system is complemented with aP h a s e -C O m p a r a t o r( P C O )e n a b l i n gt ol o c kt h es y n t h i z e d outputs to an incoming 100 MHz signal. The architecture of aC r y o c o o l e dS a p p h i r eO s c i l l a t o rI n s t r u m e n ti sr e p r e s e n t e di n the figure 1.
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 1 Fig. 1. Schematic architecture of a Cryocooled Sapphire Oscillator Instrument
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 34 Fig. 3. Individual frequency stability of the three frequency standards of DSA 3: HM1, HM2 and ELISA. The dashen line indicates the noise floor of the PCO limiting the measurement to 2 × 10 -14 /τ.
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 6 Fig. 6. Quartz oscillator frequency stability measurement set-up
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 78 Fig. 7. Relative frequency stability of the best quartz oscillator
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 91010 Fig.9.Set-up of the 9.192 GHz signal generation and phase noise measurement
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 11 Fig. 11. Phase noise of the PHARAO frequency synthesis at 100MHz (bold line).

  . No data post-processing has been done: neither abnormal point suppression nor drift removing.
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