
HAL Id: hal-00810788
https://hal.science/hal-00810788

Submitted on 23 Apr 2012

HAL is a multi-disciplinary open access
archive for the deposit and dissemination of sci-
entific research documents, whether they are pub-
lished or not. The documents may come from
teaching and research institutions in France or
abroad, or from public or private research centers.

L’archive ouverte pluridisciplinaire HAL, est
destinée au dépôt et à la diffusion de documents
scientifiques de niveau recherche, publiés ou non,
émanant des établissements d’enseignement et de
recherche français ou étrangers, des laboratoires
publics ou privés.

Investigation into the effectiveness of ultrasound SHI
imaging according to static and dynamic parameters of

contrast agents
Fanglue Lin, François Varray, Christian Cachard, Olivier Basset

To cite this version:
Fanglue Lin, François Varray, Christian Cachard, Olivier Basset. Investigation into the effectiveness
of ultrasound SHI imaging according to static and dynamic parameters of contrast agents. Acoustics
2012, Apr 2012, Nantes, France. �hal-00810788�

https://hal.science/hal-00810788
https://hal.archives-ouvertes.fr


Investigation into the effectiveness of ultrasound SHI
imaging according to static and dynamic parameters of

contrast agents

F. Lin, F. Varray, C. Cachard and O. Basset

Centre de recherche en applications et traitement de l’image pour la santé, 7 avenue Jean
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Second harmonic inversion (SHI) is a new method to improve contrast to tissue ratio (CTR) of ultrasound 
contrast images through reducing tissue-generated 2nd harmonics during wave propagation. Two 90° phase-
shifted pulses with the same frequencies and amplitudes are transmitted. The two received RF data are summed 
and filtered around 2nd harmonic frequency to create SHI image. However, after experimental evaluation on 
SHI’s effectiveness, we found that movements and destruction of contrast agent bubbles strongly affect the 
results of SHI. Using CREANUIS software, SHI is simulated with various bubble movements (Δd), reflective 
amplitude (Amp) and medium’s nonlinear parameter (β) changes. Amp and β decreasing are two different ways 
to describe the bubble cloud evolution. The influences are quantified by CTR of SHI images. Simulation results 
show that CTR improves by 11dB for 100% β destruction and 13dB for 100% Amp destruction. In lateral 
direction, CTR rises until reaching a stable value when bubble movement increases between the two pulses. In 
axial direction, CTR exhibits oscillations with increasing movements with respect to transmitted pulse 
wavelength. The maximum increases are both 16dB. So SHI is expected to be optimized by increasing the power 
and adjusting pulse repetition frequency (PRF) of transmitted pulses. 

1 Introduction 
Ultrasound contrast agents (UCAs) are micro-bubbles

with diameters of a few micrometers. They are used to 
improve the detection of blood flow and perfused tissue due 
to the enhanced back-scattered echoes from micro-bubbles 
which are injected into the blood vessel [1]. In fact, the 
backscattered echoes also have harmonics because of the 
asymmetric vibration of these micro-bubbles when exposed 
to the ultrasound pressures [2][3]. Therefore, these 
harmonics can be extracted to form ultrasound harmonic 
images, which aim to distinguish blood pool and tissue. 
Second harmonic imaging is the most common adopted 
because of the limited bandwidth of the traditional 
transducer. 

However, if a one-cycle pulse, that is a broad-band 
pulse, is transmitted, there is inevitable spectral overlap 
between the fundamental and harmonic frequencies. To 
increase the sensitivity of the system in detecting agents, a 
multiple-cycle pulse, that is a narrow-band pulse, have to be 
transmitted, which nevertheless deteriorate the imaging 
resolution. Therefore, there exists the contrast detectability 
and imaging resolution trade-off in classic harmonic 
imaging [4].  

In order to overcome this trade-off, a technique called 
pulse inversion (PI) has been proposed [5]. A sequence of 
inverted two pulses is transmitted. For a linear system, the 
response of the second pulse is an inverted copy of the 
response from the first pulse and the sum of the two pulses 
is zero. For a nonlinear system, the sum is not zero. Pulse 
inversion works over the entire bandwidth of the received 
echo signal and achieves better image resolution. However, 
it was finally found that tissue can also generate harmonics 
because the transmitted wave is deformed gradually during 
the propagation in tissue [6]. Therefore, the contrast-to-
tissue ratio (CTR) is limited because of tissue-generated 
harmonics. CTR is used to quantify the extent of 
discrimination between UCA and tissue, which is defined 
for each harmonic as: 

20 log

UCA
PnCTRn tissue
Pn

= (1) 

where UCA
Pn  and tissue

Pn  are backscattered pressures of nth

harmonic from UCA and tissue, respectively. 
Eq. (1) claims that to increase CTR2 in contrast 

harmonic imaging, the 2nd harmonic generated by tissue 
should be reduced and the 2nd harmonic produced by UCA 
should be enhanced. Several techniques have been 
proposed to suppress the 2nd harmonic generated by tissue. 

Most of them used one source pre-biasing signal in 
transmission. The differences between these techniques stay 
in how this source pre-biasing signal is designed 
[7][8][9][10].  

Pasovic et al proposed a method called second harmonic 
inversion (SHI) [11]. Like in PI, a sequence of two pulses is 
transmitted and the two responses are summed, but the 
phase shift between the two transmitted pulses is 90°. 
Because the second harmonic component has a quadratic 
relationship to the fundamental one, the phase shift between 
the two second harmonic components is 180°, so the second 
harmonic is well cancelled in tissue. In the contrast agent 
region, a good preservation of second harmonic was 
observed (maximum reduction was only 0.3 dB), therefore, 
the CTR is effectively increased. The preservation of 
second harmonic was explained as Morgan [12] observed 
that the reflected signals by a single bubble excited by a 
couple of inverted one-cycle pulses had frequency shift and 
the polarities of the two received echo were not 
significantly changed. However, it could be also because of 
the movement of the bubbles considering that the UCA 
were always stirred during the acquisitions and the 
destruction of UCA because the transmitted energy was 
relatively high. 

Considering the effects like resonance, cavitation and so 
on, the reflection of a single bubble to US wave is complex, 
needless to say a cloud of bubbles. Therefore, the 
quantification of influence of UCA movement and 
destruction is interesting and useful for the optimization of 
SHI.  

 This paper is a preliminary study of the influence of 
UCA movement and destruction when tissue and UCA are 
impacted by two ultrasonic waves with 90° phase shift. In 
this paper, bubble cloud is regarded as a group of stronger 
reflectors with higher nonlinear parameter. SHI is simulated 
with various bubble movements (Δd), reflective amplitude 
(Amp) and medium’s nonlinear parameter (β) changes. 
Amp and β decreasing are two different ways to describe 
the bubble cloud evolution. The influences are quantified 
by CTR of SHI images.  

The paper is organized as follows: Part 2 introduces the 
theoretical background. Part 3 presents the simulation 
results of SHI on static bubbles, moving bubbles and 
destructed bubbles respectively. Part 4 discusses and 
concludes this paper.  
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2 Theory 
The complete model of nonlinear wave propagation in 

tissue can be described by the Khokhlov Zabolotskaya 
Kuznetsov (KZK) equation [13]: 
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where p is the transmitted pressure, z is the propagating 

distance, t is the propagating time, 0c is the speed of 

sound, δ is the attenuation of the medium, 0ρ is the density 

of the medium and β is the nonlinearity coefficient of the 

medium. The first term of the right side of Eq. (2) means 
diffraction effect of the probe, the second terms stands for 
the absorption of the medium and the last term represents 
the nonlinear distortion of the medium. If the diffraction 
effect is ignored, the KZK equation becomes the Burger 
equation, which describes the plane wave propagation. 
Furthermore, for a non-viscous homogeneous medium, a 
lossless Burger equation can be written as [14]: 
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Assuming the two successively transmitted pulses are: 

1 1( 0, ) cos( )p z t P tω ϕ= = + (4) 

2 2( 0, ) cos( )p z t P tω ϕ= = + (5) 

where P is the amplitude of the pulse, ω is the angular 
frequency, 1ϕ and 2ϕ are the phases.  

After propagating some distance z in the medium, 
harmonics appear as described by Eq. (2) and the pressure 
is: 
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Where 
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nJ is the thn order Bessel function of the first kind, D� is the 

normalized dimensionless propagation distance. Note 
that D� depends on the amplitude and frequency of the 

transmitted wave, the properties of the medium and the 
propagating distance.  
Let: 

2 1ϕ ϕ ϕΔ = − (9) 
Using trigonometric properties, the summation of the two 
waves can be expressed as: 
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Therefore, when 
k

n
π
ϕ

=
Δ

, where 1,3, 5...k =    (11) 

thn  harmonic is zero.  

When 
2k

n
π
ϕ

=
Δ

, where 1, 2, 3...k =    (12) 

thn  harmonic doubles.  
Therefore, for PI ( ϕ πΔ = ), every odd harmonic is zero 

and every even harmonic doubles. For SHI (
2

πϕΔ = ), 

every 4 2j + harmonic is zero, where 0,1,2...j =

3 Simulations 
To simulate the response of a static cloud of bubbles 

excited by transmitted pulses with 90° phase shift and the 
influence of bubble movements and bubble destruction, a 
new nonlinear simulator CREANUIS is used [15]. It is a 
tool that simulates nonlinear radio frequency (RF) 
ultrasound images. It is the combination of two specific 
tools. The former is a nonlinear ultrasound propagation 
simulator, that allows compute the evolution of the 
fundamental and second harmonic wave. Then, using this 
field information, a reconstruction algorithm is used to 
create the corresponding nonlinear radio frequency (RF) 
image. The resulting RF image contains not only the 
fundamental evolution, but also the second harmonic one. 
With the design of nonlinear propagation simulator, which 
is a generalization of angular spectrum method (GASM), 
media with an inhomogeneous nonlinear coefficient can be 
quickly simulated.  

3.1 Static medium 
Two pulses with 90° phase shifts are transmitted. The 

two pulses have a central frequency of 3 MHz, an initial 
pressure of 100 kPa and cycle of 3. The image depth is 50 
mm. The focal depth is 40 mm.  

Two parameters (Amp and β) are used to describe the 
medium. The parameters of the tissue are set to be totally 
the same through all the simulations in order to simulate a 
static tissue. β of tissue is set to be 5, which is a typical 
value for homogeneous tissue medium. β of bubble cloud is 
set to be 51. The amplitude of each reflector in bubble 
region is set to be 30 times larger than that in tissue region. 
The bubble region is a cubical shape whose long axis is 
parallel or perpendicular to the wave propagation direction.  

For each transmitted wave, one RF image is created. 
The two RF images corresponding to two transmitted 
waves are summed. The 2nd harmonic signals from the 
summed signals are filtered to form images, which are 
referred as SHI images. Figure 1 compares the classic 
harmonic image and SHI image. Figure 2 shows the 
frequency spectrum of the RF signal from one excitation 
pulse and that of summed signal from two excitation pulses 
with 90° phase shift in tissue region and contrast agents 
region respectively. 

Figure 1 indicates that on static bubble cloud, the effect 
of SHI is not evident. That is, the discrimination between 
contrast agents and tissue is not obvious. That can be 
explained in Figure 2, the 2nd harmonic in contrast agents 
region is also reduced unexpectedly although the 2nd

harmonic in tissue region is effectively suppressed.   
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Figure 1: Comparison of the classic harmonic image 
(upper) and SHI image (lower). 

Figure 2: Frequency spectrum of the RF signal from one 
excitation pulse (solid line) and that of summed signal from 
two excitation pulses with 90° phase shift (dashed line). 
The transmitted frequency is 3 MHz. 

3.2 Bubble movement 
The influence of bubble movement to the effectiveness 

of SHI method is then studied, considering that bubbles 
always move with blood in real life. 

The simulations of bubble movements are conducted 
with two cases: one, both the long axis and the movement 
direction of the bubble cloud are parallel with the wave 
propagation direction (referred as axial direction); the other, 
both the two are perpendicular with the propagation 
direction (referred as lateral direction).  

Before the 2nd pulse is transmitted, the reflectors within 
the contrast agent region are relocated with the 
displacement in axial direction or lateral direction from the 
initial positions ranging from 0 to 0.5 mm (the wavelength 
λ of the transmitted pulse). For each displacement, SHI 

images are formed and CTR are calculated. Figure 3 
presents the tendency of CTR with increasing bubble 
displacements in axial and lateral directions, respectively. 

Figure 3 shows that in axial direction, CTR exhibits 
oscillations. The movements produce an additional phase 
shift on the reflected signals. With the movement of λ/8, 
CTR reaches the maximum. That is because λ/8 leads to an 
addition 90° phase shift on the received signals. The total 
180° phase shift makes the 2nd harmonic of summation 
doubles compared to the 2nd harmonic obtained with one 
pulse. In lateral direction, CTR also rises. The maximum 
increases for the two directions are about 16 dB. Figure 4 
compares the SHI image without movement and that with 
movement of λ/8. The latter has a much larger 
discrimination between contrast agents and tissue than the 
former. 

Figure 3: The tendency of CTR of SHI images with 
increasing bubble displacements between two transmitted 
pulses in axial (left) and lateral (right) direction. 

Figure 4: Comparison of the SHI image without movement 
(upper) and that with movement of λ/8 (lower). 
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3.3 Bubble destruction 
As mentioned above, two parameters, β and Amp, are 

used to describe the properties of the medium. Bubble 
reflectors have larger values for the two parameters. Before 
the 2nd pulse is transmitted, in order to simulate the 
disappearance of the bubbles, one of the parameters (β and 
Amp) of certain percentage of the bubble reflectors are 
given smaller values. Then SHI image is formed and CTR 
is calculated. Figure 5 is the CTR variation with the 
increasing “β decrease” percentage and “Amp decrease” 
percentage of bubble cloud. The CTR variations in axial 
direction and lateral direction are presented. Figure 6 
compares the SHI image without any destruction and that 
with the total (100%) Amp destruction.  

Figure 5: CTR variation with the increasing β decrease 
percentage (solid line) and Amp decrease (dotted line) 

percentage of bubble cloud. The CTR variations in axial 
direction (left) and lateral direction (right) are presented. 

Figure 5 and Figure 6 demonstrate that with increasing 
bubble destruction, the effectiveness of SHI method should 
be better. In axial direction, CTR is improved by 6 dB for 
100% β destruction and 12 dB for 100% Amp 
destruction.In lateral direction, CTR is increased by 11 dB 
for 100% β destruction and 13 dB for 100% Amp 
destruction. In real life, the decrease of β and Amp of 
bubbles occurs at the same time, which should lead to more 
rapid destruction, so larger CTR increase as well. 

4 Conclusion and discussion 
On static bubble cloud, the effectiveness of SHI is 

degraded because of the reduction of 2nd harmonic in 
contrast agents region. With bubble movement and bubble 
destruction, the effectiveness of SHI can be guaranteed 
even improved.  Therefore SHI is expected to be optimized 
by increasing the transmitted power and adjusting pulse 
repetition frequency (PRF) of transmitted pulses. 

Figure 6: Comparison of the SHI image without any 
destruction (upper) and that with the total (100%) Amp 

destruction (lower). 
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