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Introduction

Spectroscopy has spread throughout many industries as an on-line process control tool because calibration models are able to extract quantitative information about a compound of interest from the spectra. Among the models proposed, regressions or inverse calibrations such as partial least square regression (PLSR) [START_REF] Wold | The collinearity problem in linear regression, the partial least square (pls) approch to generalized inverses[END_REF], extract the relevant spectral information by means of a calibration dataset. The term "partial" recalls that just a few dimensions or latent variables are used, and thus the information related to the other variables is dropped. Pretreatments or preprocessings are positioned prior to calibration.

Their purpose is to identify and to remove spectral information that interferes with the desired prediction. Pretreatments and regressions share a same objective, so pretreatments allow regressions to perform better. Many different pretreatments are available. This paper focuses on describing the ones based upon orthogonal projections and complements a recent review by Rinnan et al [START_REF] Rinnan | Review of the most common preprocessing techniques for near infrared spectra[END_REF]. After introducing the notations, we describe several pretreatments focused on orthogonal projections, and then discuss their properties. We propose a clarified view of several pretreatments by putting forward their resemblances and complementarities and suggesting the best methods for their use. The detailed relationships of these pretreatments with other pretreatments (e.g. Savitsky-Golay (SG), standard normal variate) and with other calibration methods are outside the scope of this article.

Notations

Vectors are noted in bold lowercase, matrices in bold uppercase, and scalars in uppercase characters. Vectors are arranged in columns, except in matrices X and X G where the lines represent the spectra. The transposed forms of vector a and matrix A are noted a and A , respectively. The main notations are gathered in Table 1, and a glossary is also available in Table 2.

Pretreatments based on orthogonal projections

Pretreatments based on orthogonal projections deal with the correction of additive effects. For example, suppose that for sample i the observed spectrum x i,obs is the sum of the expected spectrum x i plus an unwanted contribution h i :

x i,obs = x i + h i (1) 
If a good estimation of h i is available, the first possibility would be to perform a subtraction, and so x i is estimated as:

x i = x i,obs -h i
Unfortunately, because h i is not well estimated for each spectrum i, this configuration is very uncommon in spectrometry. Nevertheless, it is possible to obtain a good estimation of the subspace E D spanned by the different vectors { h i } . Thus it becomes possible to build a projector orthogonal to this subspace.

Let P be a matrix of dimensions P × A whose column-vectors { p 1 , p 2 , ...p A } form a basis of E D . Let I P be the identity matrix of dimensions P × P . The Euclidian orthogonal projector to P is: P ⊥ P = I P -P(P P) -1 P A spectrum x i,corr corrected from the information due to any h i is obtained after a projection of x i,obs orthogonally to P:

x i,corr = P ⊥ P x i,obs = P ⊥ P x i (2) Note that the vector x i,corr that is obtained after an orthogonal projection is very different from x i obtained when a subtraction is possible. However in both cases, the influence of h i has been reduced to nought. The orthogonal projector P ⊥ P is symmetrical: P ⊥ P = P ⊥ P , so for N spectra forming the matrix X of dimensions N × P :

X corr = XP ⊥ P = X(I P -P(P P) -1 P ) (3) 
The performances of the different pretreatments are directly explained by their ability to obtain a good approximation of a basis of E D . Different approaches are possible: using pure spectra, information extracted from experimental design, models, and calibration datasets. For each method, matrix X represents centered or uncentered data, depending on the centering option chosen. In order to simplify the presentation, all pretreatments presented here are for correcting spectra in which just one compound of interest is to be quantified.

However, some pretreatments can also be written for the correction of several compounds of interest.

Pretreatment using pure spectra

A basis of the space spanned by chemical components is given by their pure spectra. A method derived from hyperspectral imaging uses this property.

Orthogonal subspace projection

The orthogonal subspace projection (OSP) use pure spectra, called undesired signatures, which are associated with all the chemical influences present except the one of the compound of interest. These undesired signatures form matrix K.

They can be determined after a clustering process (3; 4), in which homogeneous groups of spectra are obtained, followed by selection of a spectrum representative of each group. However in Harsanyi et al [START_REF] Harsanyi | Hyperspectral image classification and dimensionality reduction: an orthogonal subspace projection approach[END_REF] they were chosen within the image.

The OSP correction is a projection that is orthogonal to K, in accordance with equation 3:

X OSP = X(I P -K(K K) -1 K )
In Harsanyi et al [START_REF] Harsanyi | Hyperspectral image classification and dimensionality reduction: an orthogonal subspace projection approach[END_REF], the OSP method was applied to an hyperspectral image from an airborne VIS-IR spectrometer using the radiance spectra directly.

Several end members were identified and alternatively chosen as the compound of interest. An OSP was performed for each endmember. For each OSP, the corrected spectra were used to classify the pixels, and the results were in accordance with the measured values, or ground truth. However, the limits of this method are such that all the pure spectra must be known in advance and they cannot be collinear. In addition, influences such as temperature are not taken into account.

Pretreatments using spectra issued from an experimental design

If pure spectra are not available due to the chemical complexity of the samples or because the influence to be removed is physical and no pure spectrum exists, OSP cannot be applied. It is possible to construct experimental designs to obtain a matrix X G whose spectra contain targeted spectral perturbations without any useful information. A singular value decomposition (SVD) or a principal component analysis (PCA) applied to X G gives a matrix of eigenvectors P of dimensions (P × A) whose columns represent an orthonormal basis of the subspace to be removed. The matrix X is corrected to X corr by a projection orthogonal to P. The following formula is the same as equation 3 and can be simplified to:

X corr = X(I P -P(P P) -1 P ) = X(I P -PP )

Several methods have been based on this principle, but they differ in the way X G is obtained, and in how the dimension of the SVD or the PCA applied to X G is determined.

Independent interference reduction

The independant interference reduction method (IIR), Hansen (6) uses spectra from samples where the compound of interest is null and these spectra are gathered into the matrix X G . The IIR method implies that such samples should be easy to collect in large numbers. This was the case in the reported application, due to the absence of acetone for the milk of healthy cows. IIR yielded models that were more interpretable and predictions that were more stable. IIR removes more interferences with higher numbers of PCA factors and thus the PLSR needs fewer latent variables.

External parameter orthogonalization and transfer orthogonal projection

External parameter orthogonalization (EPO), Roger et al [START_REF] Roger | Epo-pls external parameter orthogonalisation of pls, application to temperature-independant measurement of sugar contents in fruits[END_REF] and transfer orthogonal projection (TOP), Andrew et al [START_REF] Andrew | Transfer by orthogonal projection: making near infrared calibrations robust to between-instrument variation[END_REF] are two closely related methods.

For the same set of M samples, M spectra are acquired at R levels of one physical influence. Thus, each sample is associated with R spectra. Centering each set of R spectra removes chemical information to leave only the information from the physical influence remaining. Matrix X G of dimensions (M R × P ) is obtained by merging the R centered spectra from each of the M samples.

EPO was first applied to correct temperature effects when predicting the sugar concentration in apples in the near infrared. Ten apples were set at different temperatures between 5°C and 40°C. The spectra of the ten apples were centered for each temperature level, and then merged, to yield X G . The PCA and PLSR dimensions were determined using either cross validation or Wilks Λ. The EPO method produced a dramatic drop in the root mean square error of prediction (RM SEP ) value compared to that obtained without any pretreatment. TOP aims at transferring calibrations from one instrument to another, and was used in two applications: to determine the protein content in barley and moisture in corn. Near infrared (NIR) spectra of the same five samples of barley were acquired onto seven spectrometers, and the NIR spectra of five samples of corn were acquired onto three spectrometers. Spectra were centered for each instrument, and then merged into two matrices X G associated with barley and corn respectively. The PCA dimensions were determined such that 98 -99 % of the variance was captured. For barley and corn, the TOP-PCR and TOP-PLSR models were determined on one instrument and then applied to the others. The low RM SEP values produced by the analysis demonstrated the value of using TOP for calibration transfer. Calibration was also successfuly transfered to an unseen instrument (not used for the calculation of TOP).

Dynamic orthogonal projection

Dynamic orthogonal projection (DOP), Zeaiter et al [START_REF] Zeaiter | Dynamic orthogonal projection, a new method to maintain the on-line robustness of multivariate calibration, application to nir-based monitoring of wine fermentations[END_REF] was inspired by EPO. The aim of DOP is the on-line correction of unexpected disruptive influences. The spectra and reference values of a few disturbed samples are assumed to be known. Let (X, y) be the calibration dataset, x 1 a spectrum acquired after the appearance of a disruptive influence, and y 1 the reference value associated with x 1 . The ideal spectrum x 1 which would have been obtained without the disturbance is estimated by a kernel function or weighted mean of spectra from X chosen for their proximity to y 1 . The difference between the spectra ( x 1 -

x 1 ) characterizes the disturbance. The same operation is repeated with other measurement points x 2 , x 3 , etc., and spectral differences are gathered into X G .

The method was applied to the prediction of ethanol in wine fermentations, and aimed at correcting the temperature effects. A calibration database was first obtained during an isothermal fermentation. Then, temperature was monitored during a second fermentation. Five reference points were acquired during the increase of temperature and the NIR predictions of ethanol were corrected using DOP. A Gaussian kernel function was used to build virtual spectra of the available reference points, and the database was successively corrected from one to five points. Ethanol predictions were well-corrected by DOP, even at the end of the fermentation when the temperature had decreased to its initial value. It was also shown that DOP was able to capture the vertical (baseline) and horizontal (wavelength) shifts due to the temperature.

Error removal by orthogonal subtraction

Error removal by orthogonal subtraction (EROS), Zhu et al ( 10) is a method derived from TOP. EROS takes into account and then corrects variations due to repetitions. Several spectra acquired from a same sample are centered. The centered spectra associated with the different samples are gathered into a matrix X G which contains only information due to the repetitions and in which the row mean is null. EROS was applied to the diagnosis of precancerous polyps using visible-NIR spectroscopy. The repeatability of the spectra was poor due to different angles, pressures or locations at which the optical probe was used during the in vivo data acquisitions. EROS was able to correct these influences using five repetitions for each analysis. Normal and precancerous polyps were classified by principal component discriminant analysis (PCDA), the dimensions were tuned using cross-validation. EROS enabled the accuracy of the classification to be slightly increased. However, the models generated were expected to be more robust because they had been simplified and because EROS+PCDA needed fewer components than PCDA alone.

Pretreatments using a polynomial model

Let λ be the vector of dimensions

P × 1 composed of values { v 1 , v 2 , ...v P } .
The i°column of the matrix Λ R of dimensions (P × R + 1) is obtained by raising each term of λ to the power i. A vector z can be written in a polynomial form if it exists as vector a such that:

z = Λ R a (4) 
If an observed spectrum x obs is the sum of the expected spectrum x plus the contribution of an unexpected influence (e.g. scattering), which is represented by a polynomial vector z, then:

x obs = x + z = x + Λ R a
An estimation of x, corrected from the polynomial, is obtained after x is projected orthogonally to Λ R :

x corr = (I P -Λ R (Λ R Λ R ) -1 Λ R )x obs
The following pretreatments: detrend, constrained principal spectra analysis (CPSA) and iterative polynomial fitting, are based on polynomial corrections.

Detrend

Detrend was proposed by Barnes et al(11;[START_REF] Barnes | Correction to the description of standard normal variate (snv) and de-trend (dt) transformations in practical spectroscopy with applications in food and beverage analysis, 2nd edition[END_REF] to correct baselin distortions due to scattering effects able to be modeled by a polynomial. These situations are very common in spectroscopy and are difficult to model due to the variability of particle sizes [START_REF] Rinnan | Review of the most common preprocessing techniques for near infrared spectra[END_REF]. Detrend calculates a matrix Λ 2 of dimensions (P × 3)

as described above, to model second-order polynomials. A detrend correction consists of an orthogonal projection of the raw spectra to Λ 2 . Detrend was applied to spectra from crystalline and powder forms of sucrose [START_REF] Barnes | Standard normal variate transformation and de-trening of near-infrared diffuse reflectance spectra[END_REF], and the corrected spectra of the same component were nearly identical. However, as expected for an orthogonal projection, they had lost the classical shape of the sucrose spectra. Other authors have proposed modeling baselines with polynomials having orders up to two (13; 14) and with solutions for the choice of the polynomial order. However the corrections were done using subtraction and an orthogonal projection was also possible, at least for the spectra.

Constrained principal spectra analysis

CPSA addresses the correction of influences unrelated to the chemical composition of the sample [START_REF] Brown | Method for correcting spectral data for data due to the spectral measurement process itself and estimating unknown property and/or composition data of a sample using such method[END_REF]. As for detrend, scattering is modeled by a matrix Λ 2 . Spectra from external influences such as water and carbon dioxide gas, form matrix K. Matrices Λ 2 and K are merged to yield matrix R. The CPSA correction consists of projecting raw spectra x i orthogonally to R.

Pretreatments using data compression methods

The main goal of data compression methods is to obtain fewer numbers of new variables A such that A << P , where P is the dimension of a spectrum.

These variables form the best basis (BB) [START_REF] Walczak | Noise suppression and signal compression using the wavelet packet transform[END_REF], in that they span the subspace of R P containing the most relevant information. However a consequence of this pretreatment is that information is dropped while projecting onto the BB.

Let W be a P ×P matrix in which column-vectors constitute an orthonormal basis of R P . Thus W W = I P . The projection of any vector x i of dimension P onto W is invariant and gives x i :

W(W W) -1 W x i = WW x i = x i (5) 
The scores of x i in the basis represented by the column-vectors of W are represented by a unique vector t i , which by definition verifies:

x i = Wt i (6) 
Thus, from equations 5 and 6:

t i = W x i
W is split into two matrices: W 1:A containing A selected vectors of W (the BB); and W A+1:P containing the last P -A vectors of W. The spectrum x i is rebuilt using W 1:A and the A first scores of t i , noted t i,1:A , into equation 6:

x i,corr = W 1:A t i,1:A = W 1:A W 1:A x i
It can easily be deduced that x i,corr is also the orthogonal projection of x i to W A+1:P :

x i,corr = (I P -W A+1:P W A+1:P )x i
The equation obtained is equivalent to equation 2 with W A+1:P replacing P. The W 1:A and W A+1:P matrices can be obtained using several compression methods. The simplest way is to perform a PCA, then select respectively the A first and P -A last components. Discrete Fourier transform (DFT) is used in signal processing. However in chemometrics more attention has been paid to wavelet transforms. Thus a discrete wavelet transform (DWT) and a wavelet packet transform (WPT) offer alternative solutions.

The wavelet packet transform and the discrete wavelet transform

All of the vectors of W are calculated using a WPT, whereas only a few of them are obtained with DWT [START_REF] Walczak | Noise suppression and signal compression using the wavelet packet transform[END_REF]. Thus DWT is a particular case of WPT.

Two parameters must be determined for a WPT: (1) an orthonormal wavelet basis of R P , represented by the columns of W; and (2) the A vectors from W which form the BB [START_REF] Walczak | Noise suppression and signal compression using the wavelet packet transform[END_REF]. Examples of orthonormal wavelet families of bases are Haar-Daubechie, Symmlet, and Coiflet (16; 17; 18). The vectors forming the BB are determined using a threshold. Several methods are available to obtain the value of the threshold: predetermined ( 16); minimum description length (MDL), which is a compromise between A and the percent of spectral reconstruction (16; 19); and universal thresholding (ThU) [START_REF] Hu | A background elimination method based on wavelet transform for raman spectra[END_REF]. Cross-validation on a calibration dataset (X, y) can help to determine these parameters (19; 21).

A WPT-DWT can be used for data compression and for smoothing, denoising and baseline corrections. Smoothing consists of removing high frequency signals (16; 19; 22), regardless of their amplitudes [START_REF] Barclay | Application of wavelet transforms to experimental spectra: smoothing, denoising and data compression[END_REF]. Denoising consists in removing the lower coefficients in the frequency domain, regardless of their frequencies [START_REF] Barclay | Application of wavelet transforms to experimental spectra: smoothing, denoising and data compression[END_REF]. Smoothing and denoising are different, but high frequencies are often associated with low coefficients, so in practice both denoising and smoothing are performed in the same operation. Baseline can also be removed. Hu et al [START_REF] Hu | A background elimination method based on wavelet transform for raman spectra[END_REF] applied DWT to Raman spectra for baseline and noise corrections.

DWT-WPT performance can be very good in terms of signal reconstruction and data compression. Barclay et al obtained corrections which overwhelmed the DFT and the SG method [START_REF] Barclay | Application of wavelet transforms to experimental spectra: smoothing, denoising and data compression[END_REF]. Trygg et al obtained quite the same information after a compression rate of 30 [START_REF] Trygg | Pls regression on wavelet compressed nir spectra[END_REF]. However, when associated with PLSR, DWT-WPT did not significantly improve the quality of prediction [START_REF] Trygg | Pls regression on wavelet compressed nir spectra[END_REF]. (OPLS) [START_REF] Trygg | Orthogonal projection to latent structures (o-pls)[END_REF]. These methods have been reviewed previously (26; 31) and have been cited extensively in the litterature. OSC methods are not reviewed here but will be discussed briefly to clarify their relationships with orthogonal projections.

Overview of the OSC methods

All OSC methods aim at determining scores T containing information orthogonal to y. The correction can be written as an orthogonal projection into R N :

X OSC = (I N -T(T T) -1 T )X (7) 
The methods differ in the way T is obtained.

• Wold's OSC X 1:0 = X; for step i : t = first score of a PCA onto X 1:i-1 t o = (I N -y(y y) -1 y )t T P LSR = first scores of a PLSR calculated with (X

1:i-1 , t o ) t o,new = T P LSR (T P LSR T P LSR ) -1 T P LSR t 0 t = t o,new then repeat until convergence of t → t i p i = X 1:i-1 t i (t i t i ) -1 X 1:i = (I N -t i (t i t i ) -1 t i )X 1:i-1
At each loop, the projection of t o onto T P LSR means that t o,new lies in the subspace spanned by the columns of X 1:i-1 . Thus the t i are orthogonal. After A iterations, they form matrix T and the OSC correction is performed according to equation 7.

• Sjoblom and Wise OSCs X 1:0 = X; for step i : t = first score vector of a PCA onto X 1:i-1 t o = (I N -y(y y) -1 y )t w i = X 1:i-1 t o then w i is normed t 1 = X 1:i-1 w i t = t 1 then repeat until convergence of t 1 T P LSR = first scores of a PLSR calculated with (X 1:i-1 , t 1 )

t i = T P LSR (T P LSR T P LSR ) -1 T P LSR t 1 p i = X 1:i-1 t i (t i t i ) -1 X 1:i = (I N -t i (t i t i ) -1 t i )X 1:i-1
This is Sjoblom's OSC. Wise' OSC is similar, with an additional step consisting of orthogonalizing t i to y [START_REF] Westerhuis | Direct orthogonalization[END_REF]. By construction each scorevector t i lies in the X 1:i-1 subspace, so the t i vectors are orthogonal. After

A iterations, they form matrix T and the OSC correction is performed into R N according to equation 7.

• Andersson's DO and Goicoechea's NAP Z = (I N -y(y y) -1 y )X P = A first loadings of a PCR calculated with Z T = A first scores of a PCR calculated with Z DO and NAP are the same method. The correction is be performed into R N according to equation 7, but also into R P using P:

X DO-N AP = X(I P -PP ) • Fearn's OSC M = I P -X y(y XX y) -1 y X W = A first eigenvectors of a PCA calculated with MX X T = XW
As the t i are orthogonal [START_REF] Fearn | On orthogonal signal correction[END_REF], the correction is performed into R N according to equation 7.

• Westerhuis' DOSC y 1 = X(X X) + X y X 1 = (I N -y 1 (y 1 y 1 ) -1 y 1 )X T = A first scores of a PCA calculated with X 1

The scores of a PCA are orthogonal, so the correction is performed into R N according to equation 7.

• Trygg's OPLS

X 1:0 = X; for step i : w P LS , p P LS = first weight and loading vectors of a PLSR calculated with (X 1:i-1 , y) w i = p P LS -(w P LS p P LS )(w P LS w P LS ) -1 w P LS then w i is normed

t i = X 1:i-1 w i p i = X 1:i-1 t i (t i t i ) -1 X 1:i = (I N -t i (t i t i ) -1 t i )X 1:i-1
Each vector t i lies in the column space of X and more direct calculation. In order to prevent overfit, just a few dimensions are usually removed. The usefulness of OSC has been widely discussed, and many authors agree that OSC does not improve accuracy (26; 27; 28; 29; 30; 31).

Several OSC methods are connected with PLSR. For example, Wold's OSC is derived from PLSR, and OPLS can be obtained from PLSR [START_REF] Kemsley | Opls filtered data can be obtained directly from non-orthogonalized pls1[END_REF]. Often the same calibrations obtained after OSC would be obtained without OSC, but the latter calibrations contain more PLSR latent variables. Nevertheless OSC improves the interpretability of the calibrations by identifying outliers [START_REF] Andersson | Direct orthogonalization[END_REF] and explaining the regression model obtained after OSC, by analyzing the information removed by OSC (30; 31).

OSC models can always be presented as a subtraction: [START_REF] Svensson | An investigation of orthogonal signal correction algorithms and their characteristics[END_REF]. The calculations of these models are similar to orthogonal projection into the individual space R N . It is less obvious to link OSC to orthogonal projections into the variable space R P , but it is possible in some instances. For example, DO and NAP are Euclidian orthogonal projections into R P , whereas Fearn's OSC is an oblique orthogonal projection into R P , see Appendix A. These mathematical considerations are of importance for the embedded or not embedded properties of OSCs, and also for their compatibilities with other orthogonal projection methods (see below).

X OSC = X -t i p i ( 

Discussion

Orthogonal projections are common to the main linear pretreatment methods. We discuss several of their properties, including the relationship to the net analyte signal, the complementarity and the association of different pretreatments, and the correction of additive and multiplicative effects. We also propose for practical rules using orthogonal projections.

Net analyte signal and pretreatments in the calibration process

Calibration consists of two steps: an optional pretreatment or preprocessing step, and a mandatory calibration step. The aims of pretreatments and linear calibrations are linked.

A linear multivariate calibration extracts the spectral information produced by the compound of interest, and uses this information to predict the concentration of the compound. From a mathematical point of view, it is a function from R P to R, represented by a vector b, called the regression or b-coefficients vector. Let (X, y) be a calibration dataset, (X c , y c ) be the calibration datset after mean centering, and let b and b c be the models obtained from raw or centered data. For a spectrum x i from X acquired on sample i, an estimation y i for the concentration of the compound of interest is given by the following equations, depending on the centering option:

y i = x i b (no centering) y i = x i,c b c + y 0 (centering)
The intercept y 0 is induced by the centering. A good calibration model gives a prediction close to the true values of y i , so |y i -y i | is minimized under different constraints. For that purpose, it is able to extract only the relevant information from x i (or x i,c if centered). The most condensed relevant spectral information is called the net analyte signal (NAS). Lorber et al [START_REF] Lorber | Net analyte signal calculation in multivariate calibration[END_REF] introduced the NAS (a vector of the same dimension as a spectrum) in multivariate calibration. For one component of interest, two definitions were proposed:

• First definition "NAS is the part of the spectrum of the component of interest which, is orthogonal to the spectra of the other components" (33; 34)

• Second definition "NAS is the part of the raw signal that is useful for prediction of the component of interest" [START_REF] Ferre | Net analyte signal calculation for multivariate calibration[END_REF] Suppose that all of the contributions to the spectra, except the contribution of the compound to be predicted, span a subspace E D . Let the column-vectors of a matrix P be a basis of E D . Thus the NAS part of a spectrum x i , called

x i,nas , is obtained as an orthogonal projection of x i to P (35), so that the NAS is in the null space of E D :

x i,nas = (I P -P(P P)

-1 P )x i (8) 
The net sensivity vector (NSV) s nsv is the NAS for a compound of interest whose concentration is one. The vectors s nsv and b are collinear and they verify, for direct and inverse calibrations [START_REF] Ferre | Net analyte signal calculation for multivariate calibration[END_REF]:

s nsv = b(b b) -1 (9) 
For the same compound of interest, the NAS is strongly dependent on the experiment. For instance, glucose presents different NAS, when measured in fruit juices or blood. If a new compound whose spectra is close to that of glucose is added either to juice or blood, the glucose NAS is immediately modified.

Thus, the NAS is conceptual rather than actual and is difficult or impossible to measure. However, the NAS can be estimated. From equation 9, the best calibration models are expected to be the best NAS estimates.

Equations 8 and 9 also clarify the relationships among orthogonal pretreatments, NAS and calibrations. The definitions of the NAS and a pretreatment based on orthogonal projections are very similar. The differences lie in the information represented by the matrices P. For the NAS, P contains the vectors spanning all the spectral contributions to be removed. In general pretreatment cases, P contains the vectors spanning only a part of the space containing the contributions to be removed. The extent to which pretreatments are able to gather the comprehensive information to be removed determines how close corrected spectra will be to their NAS. And from equation 9, determining regression vector b is straightforward. The relationship between the NAS and b, along with the calculation of the NAS using Euclidian orthogonal projections, has at least two consequences.

A first consequence is the embedded / not embedded property of pretreatments. A pretreatment is embedded into the calibration if it is not necessary to apply the pretreatment to a new spectrum x i,val before using it for prediction.

If Euclidian orthogonal projection is applied, e.g. to correct the spectra from P, the regression vector b of the subsequent calibration is built in a subspace already orthogonal to P: b = P ⊥ P b. Thus, it is not necessary to apply the same pretreatment to x i,val . However this property is not verified for non-Euclidian orthogonal projections. For example, OSC methods have different behaviors.

Fearn's OSC is not embedded because it is an oblique rather than an Euclidan projection. In contrast, the DO and NAP OSCs, which are written as Euclidian orthogonal projections, are embedded. No conclusions can be drawn for the other OSC methods because they have not yet been rewritten as projections into R P .

A second consequence is an identification of the useful and detrimental spaces within the variables space R P (Fig. 2). The useful space E U contains informations for the prediction of the compound of interest. Its dimension is one according to the first definition, but can be greater than one according to the second definition. The subspace related to other compounds or chemical influences is detrimental (E D ) if it shares common information with the useful space.

The information from E U which is not shared by E D is the NAS, i.e. the NAS is orthogonal to E D . All the information from R P which does not belong to E U or E D is unuseful information because it is already orthogonal to E U . Pretreatments have different strategies to remove E D . OSC methods rely on the information provided by y. However, as PLSR uses the same approach, there is no added value, at least for prediction. Nevertheless OSCs calculated using other data (e.g. pure spectra or experimental design) and then applied to the calibration data X can increase the accuracy of measurement (36; 37) because the two sets of spectral informations are complementary. On the other hand, the non OSC orthogonal projections (OSP, IIR, EPO, TOP, DOP, EROS, detrend, CPSA, DWT-WPT) rely on additional information, and various sources of information can be withdrawn. The disadvantages of the methods are: [START_REF] Wold | The collinearity problem in linear regression, the partial least square (pls) approch to generalized inverses[END_REF] except for DWT-WPT, a prior knowledge is necessary, such as a model, pure spectra or information that can be used to build an experimental design; and

(2) non OSC orthogonal pretreatments may remove information from the NAS subspace, contributing to a drop in the accuracy of prediction. Therefore, choosing the correct pretreatments and tuning and applying them properly, are very important for optimizing their predictive value. 

Pretreatment complementarity

A spectrum can be viewed as the sum of signals of different frequencies: low, medium, and high [START_REF] Liland | Optimal choice of baseline correction for multivariate calibration of spectra[END_REF].

Baseline shifts correspond to low frequencies. They can be modeled and removed either by detrend and related methods or by data compression methods such as WPT. Detrend is used more often than WPT. One reason for this may be that the polynomials used are based on models of low rank (e.g. 2). These models may already fit well with the observed deviations of the baseline, and thus detrend is more parsimonious.

Noise corresponds to high frequencies, usually removed using the SG algorithm. However WPT also removes noise, smooths the spectra and is more compatible with the other orthogonal projections.

Most of the relevant spectral information corresponds to medium frequencies, such as the information from the component of interest and the information to be removed. Orthogonal projections perform best in these situations.

Therefore different pretreatments should be selected according to their complementarity; that is, their ability to represent the whole space to be removed (Fig. 2, hatched part). Pretreatment choice is guided by the data to be processed and also by the available information. However, disrupting information can be expected in all frequency ranges. Thus, a relevant association of several methods, such as detrend + EPO + WPT, would respectively be able to remove the low, medium and high frequency spectral perturbations. How can several projection methods be used to produce the best results?

Association of pretreatments

Using successively two or more orthogonal projections is not equivalent to performing a single orthogonal projection containing all the information to be removed. An example is given in Fig. 1. Suppose that the spectral information from water and ethanol are to be removed from the spectrum of a sample that is half ethanol and half water. The expected result is the null vector. It is obtained if the orthogonal projection to ethanol and water is done in one step, but not if two orthogonal projections, one for ethanol and one for water, are done separately. Moreover, successive orthogonal projections are not commutative, so different orders lead to different results.

Let P and Q be two matrices whose column-vectors span the subspaces E P and E Q . Let P P and P Q be the orthogonal projectors for E P and E Q , respectively.

The combined orthogonal projector for the E P and E Q subspaces is called P P +Q .

According to Piziak et al [START_REF] Piziak | Constructing projections on sums and intersections[END_REF]:

P P +Q = (P P + P Q )(P P + P Q ) +
The orthogonal projector to E P and E Q is P ⊥ P +Q defined as:

P ⊥ P +Q = I P -(P P + P Q )(P P + P Q ) + (10) 
If E P and E Q are orthogonal, equation 10 is simplified:

P ⊥ P +Q = I P -P P -P Q = (I P -P P )(I P -P Q ) = P ⊥ P P ⊥ Q However, in the other cases where E P and E Q are not orthogonal, P ⊥ P +Q = P ⊥ P P ⊥ Q . So, if several Euclidian orthogonal pretreatments must be applied, it is strongly recommended to merge their respective P matrices into a matrix R and then performing a single orthogonal projection to R. For example, suppose that spectra are to be corrected from scattering and from chemical components whose pure spectra are known. The best choice is to merge the Λ 2 to the pure spectra, yielding R, and to orthogonalize to R. This is also the option recommended by Brown [START_REF] Brown | Method for correcting spectral data for data due to the spectral measurement process itself and estimating unknown property and/or composition data of a sample using such method[END_REF]. In the case of successive orthogonal projections, calculations will be erroneous if the bases of the different subspaces are not orthogonal.

Limits of orthogonal projections

Orthogonal projections have at least two limits: the number of dimensions of the spectra to be processed and the correction of multiplicative effects.

Reduction of dimensions and number of variables

Orthogonal projection to a subspace of dimension A retains the number of variables but reduces the mathematical dimension of the spectra by A, which cannot exceed the dimension P of the spectra. This is not a problem if spectra contain hundreds of variables, because A remains lower than P . However, if the spectra contain only a few variables (e.g. between 10 and 20), then only a few dimensions can be removed by orthogonal projections, and often orthogonal projection cannot be applied.

Additive and multiplicative effects

Orthogonal projection methods correct additive effects according to equation 1. Suppose that the spectral perturbations also induce a multiplicative effect α i , such that Eq. 1 can be written:

x i,obs = α i (x i + h i ) = α i x i + α i h i (11) 
An orthogonal projector P ⊥ R can be obtained such that:

x i,corr = x i,obs P ⊥ R = α i x i P ⊥ R ( 12 
)
Orthogonal projections are able to remove the term α i h i , but are not able to correct the value α i associated with x i ; they cannot handle multiplicative effects.

Thus, methods such as standard normal variate (SNV) proposed by Barnes (11) Absorbance [START_REF] Wold | The collinearity problem in linear regression, the partial least square (pls) approch to generalized inverses[END_REF] (2) 
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 6 Pretreatments using a calibration dataset Orthogonal signal correction (OSC) methods are based on a calibration dataset (X, y) and do not need any additional information. Several methods have been proposed for removing the spectral information orthogonal to y from X: Wold et al OSC (24); Sjoblom et al OSC (25); Wise et al OSC (cited in (26)); Andersson direct orthogonalization (DO) (27); Fearn's OSC (28); Westerhuis et al direct orthogonal signal correction (DOSC) (26); Goicoechea net analyte preprocessing (NAP) (29); and Trygg orthogonal projection to latent structures
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 12 Figure 1: Water and ethanol spectra, and their orthogonal projection. (1) From top to bottom, spectra of water, water+ethanol, ethanol. (2) Projection of the (water+ethanol) spectrum orthogonally to: ethanol then water (thick line), water then ethanol (dashed line), and a matrix containing water and ethanol spectra (horizontal light line)
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  , or (extended) multiplicative signal correction proposed by Martens (40; 41) do not use orthogonal projections to correct multiplicative effects.

	BB	best basis
	CPSA	constrained principal spectra analysis
	DFT	discrete Fourier transform
	DO	direct orthogonalization
	DOP	dynamic orthogonal projection
	DOSC	direct orthogonal signal correction
	DWT	discrete wavelet transform
	EMSC	extended multiplicative signal correction
	EPO	external parameter orthogonalization
	EROS	error removal by orthogonal subtraction
	IIR	independent interference reduction
	MSC	multiplicative signal correction
	MDL	minimum description length
	NAP	net analyte preprocessing
	NAS	net analyte signal
	NSV	net sensitivity vector
	OPLS	orthogonal projection to latent structures
	OSC	orthogonal signal correction
	OSP	orthogonal subspace projection
	PCA	principal component analysis
	PCDA	principal component discriminant analysis
	PLSR	projection to latent structures regression
	RMSEP	root mean square error of prediction
	SG	Savitsky-Golay
	SNV	standard normal variate
	SVD	singular value decomposition
	TOP	transfer by orthogonal projection
	WPT	wavelet packet transform

Table 2 :
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Conclusion

All the pretreatments presented here are based on orthogonal projections. Some pretreatments that also use the principle of orthogonal projection were not adressed because they do not fulfill all the conditions. The MSC and EMSC methods perform a corrections using subtraction and division. SG is a piecewise orthogonal projection. Even variable selection is an orthogonal projection into the variables space, but in practice, variables are dropped by reshaping the spectra rather than by setting them to 0. Thus, the orthogonal projection principle, which is directly associated with the least squares approximation, is used extensively and its prevalence is a confirmation of its power. Projections are performed usually in a Euclidian space but at least one OSC is an oblique projection performed in a non-Euclidian space.

The information used by calibrations is actually an estimation of the NAS.

A very important issue for pretreatments is identifying the detrimental information to be removed by orthogonal projection. Two opposing strategies are used: supervised and unsupervised. On one hand, OSC methods are supervised, the information to be removed is chosen orthogonal to the reference values y.

These methods obey the definition of the NAS, and thus OSC methods should perform very well. However, due to OSC's redundancy with PLSR, which is based on the same principles its accuracy has not improved substantially. On the other hand, information removed by unsupervised orthogonal projection methods is chosen based on prior knowledge of the experimental conditions and the analyzed samples. All the available information, pure spectra, spectra from an experimental design, and models (such as polynomials), should be considered to correct the detrimental information as comprehensively as possible. It is important to avoid removing any information about the compound of interest, which would lead to worse calibration models. Thus, proper use of orthogonal projections requires being very careful about the quality and the completeness of the removed information.

Orthogonal projections have practical properties. Information from different origins should be merged in order to process only one orthogonal projection. Euclidian orthogonal projections are embedded; they are applied only once when building the calibration model. There is no need to apply them to new spectra. Orthogonal projections also have limits. They cannot be applied in good conditions for spectra containing just a few variables, and they do not correct multiplicative effects. Nevertheless, orthogonal projections have proven to be valuable tools when building the calibration models of many applications.
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Let Σ be (X X) + , the Moore-Penrose pseudo-inverse of (X X). Our first goal is to write w i using p i and Σ. The calculation of the product p i Σp j is performed using equations A.1 and A.2 :

If i = j, because of the orthogonality of the t i :

After multiplying on the left by ΣX , a different combination of equations A.1 and A.2, completed with equation A.3, yields:

The left term is the projection of w i onto the space spanned by X X, which is also the space spanned by the lines of X (39), called E X . On the other hand, the w i are the eigenvectors of the matrix MX X, where M is the projector orthogonal to X y, which belongs to E X . Thus, w i also belongs to E X , it is not modified after projection onto X X and equation A.5 is simplified: The p i are Σorthogonal according to equation A.4, and therefore (P ΣP) is a diagonal matrix of full rank. Thus, equation A.6 can be written in a matrix form:

The OSC correction is:

w i p i = X -XWP = X(I P -ΣP(P ΣP) -1 P )

To conclude, Fearn's OSC can be also expressed into R P as an oblique (not Euclidian) projection to the space spanned by the column-vectors of P. If X has been centered, Σ is a metric associated to a Mahalanobis distance [START_REF] Demaesschlack | The mahalanobis distance[END_REF].
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