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Molecules are increasingly being used in precision tests of physics thanks to progress made in controlling molecular degrees of freedom [START_REF] Carr | Cold and ultracold molecules: science, technology and applications[END_REF][START_REF] Barry | Magnetooptical trapping of a diatomic molecule[END_REF] . They are now being used, for example, to test fundamental symmetries [START_REF] Tokunaga | Probing weak force-induced parity violation by high-resolution midinfrared molecular spectroscopy[END_REF][START_REF] Baron | Order of Magnitude Smaller Limit on the Electric Dipole Moment of the Electron[END_REF] , and to measure fundamental constants [START_REF] Koelemeij | Vibrational spectroscopy of HD + with 2-ppb accuracy[END_REF][START_REF] Daussy | First direct determination of the Boltzmann constant by an optical method: towards a new definition of the Kelvin[END_REF][START_REF] Moretti | Determination of the Boltzmann Constant by Means of Precision Measurements of H 2 O Line Shapes at 1.39 µm[END_REF] and their possible variation in time [START_REF] Shelkovnikov | Stability of the proton-toelectron mass ratio[END_REF][START_REF] Hudson | Cold molecule spectroscopy for constaining the evolution of the fine structure constant[END_REF] . Most of these experiments are spectroscopic precision measurements, and are often in the mid-infrared (MIR) domain where the molecules exhibit intense and narrow rovibrational transitions. This creates a need for efficient laser sources in this spectral region, prompting efforts to develop ultra-stable (US) and accurate continuous wave (cw) laser sources as well as MIR frequency combs (see for instance [START_REF] Hugi | Mid-infrared frequency comb based on a quantum cascade laser[END_REF][START_REF] Schliesser | Mid-infrared frequency combs[END_REF] ). Quantum Cascade Lasers [START_REF] Faist | Quantum cascade laser[END_REF][START_REF] Yao | Mid-infrared quantum cascade lasers[END_REF] (QCL) are promising cw sources, as they are available anywhere in the 3-25 µm MIR range, and each QCL can be tuned over several hundreds of gigahertz. However they have a freerunning line width of tens to thousands of kilohertz, making their frequency stabilisation challenging [START_REF] Bielsa | HCOOH high resolution spectroscopy in the 9.18 µm region[END_REF][START_REF] Bartalini | Frequency-comb-referenced quantum-cascade laser at 4.4 μm[END_REF][START_REF] Bressel | 5 µm laser source for frequency metrology based on difference frequency generation[END_REF][START_REF] Borri | Direct link of a mid-infrared QCL to a frequency comb by optical injection[END_REF][START_REF] Cappelli | Subkilohertz linewidth room-temperature mid-infrared quantum cascade laser using a molecular sub-Doppler reference[END_REF][START_REF] Mills | Coherent phase lock of a 9 µm quantum cascade laser to a 2 µm thulium optical frequency comb[END_REF][START_REF] Galli | Comb-assisted subkilohertz linewidth quantum cascade laser for high-precision mid-infrared spectroscopy[END_REF][START_REF] Hansen | Robust, frequency-stable and accurate mid-IR laser spectrometer based on frequency comb metrology of quantum cascade lasers up-converted in orientationpatterned GaAs[END_REF][START_REF] Sow | A widely tunable 10-μm quantum cascade laser phase-locked to a state-ofthe-art mid-infrared reference for precision molecular spectroscopy[END_REF][START_REF] Tombez | Active linewidth-narrowing of a midinfrared quantum cascade laser without optical reference[END_REF] .

In general, frequency stabilisation of a laser requires one to first choose a frequency reference and then to transfer its spectral properties to the laser. The most common references used in the MIR spectral region are molecular rovibrational absorption lines [START_REF] Tokunaga | Probing weak force-induced parity violation by high-resolution midinfrared molecular spectroscopy[END_REF][START_REF] Acef | Metrological properties of CO 2 /OsO 4 optical frequency standard[END_REF] . However, molecular degrees of freedom cannot be controlled as efficiently as atomic ones, leading to limited frequency reproducibility and accuracy. Alternatively, several attempts to develop MIR US cavities have been made, but the performance is far from what is reported in the near-infrared (NIR) or visible spectral regions [START_REF] Bernard | Spectral purity and long-term stability of CO 2 lasers at the Hertz level[END_REF][START_REF] Fasci | Narrow-linewidth quantum cascade laser at 8.6 µm[END_REF] .

It is thus appealing to use as frequency references the best US lasers. Those being mostly in the NIR region, one has to bridge the gap between the NIR and MIR domains. This is possible using an optical frequency comb (OFC). The MIR frequency is locked to a high harmonic of the OFC repetition rate, using sum-or difference-frequency generation processes.

This not only provides the ultimate stabilities of lasers locked to state-of-the-art US cavities [START_REF] Kessler | A sub-40-mHz-linewidth laser based on a silicon single-crystal optical cavity[END_REF][START_REF] Hagemann | Ultra-stable laser with average fractional frequency drift rate below[END_REF] , but also allows one to benefit from the direct link between such NIR sources and primary frequency standards [START_REF] Guéna | Progress in atomic fountains at LNE-SYRTE[END_REF] . A few groups have already demonstrated the stabilisation of a MIR laser to a primary standard traceable frequency reference using an OFC [START_REF] Bartalini | Frequency-comb-referenced quantum-cascade laser at 4.4 μm[END_REF][START_REF] Bressel | 5 µm laser source for frequency metrology based on difference frequency generation[END_REF][START_REF] Borri | Direct link of a mid-infrared QCL to a frequency comb by optical injection[END_REF][START_REF] Mills | Coherent phase lock of a 9 µm quantum cascade laser to a 2 µm thulium optical frequency comb[END_REF][START_REF] Galli | Comb-assisted subkilohertz linewidth quantum cascade laser for high-precision mid-infrared spectroscopy[END_REF][START_REF] Hansen | Robust, frequency-stable and accurate mid-IR laser spectrometer based on frequency comb metrology of quantum cascade lasers up-converted in orientationpatterned GaAs[END_REF][START_REF] Amy-Klein | Absolute frequency measurement of a SF 6 two-photon line by use of a femtosecond optical comb and sum-frequency generation[END_REF][START_REF] Chanteau | Mid-infrared laser phase-locking to a remote near-infrared frequency reference for high-precision molecular spectroscopy[END_REF][START_REF] Vainio | Frequency-comb-referenced molecular spectroscopy in the mid-infrared region[END_REF] .

Moreover, with the rapid expansion of US frequency transfer over optical fibre links, signals from a NIR US laser referenced to a primary frequency standard can indeed be transferred a few hundreds of kilometers away without any degradation of its stability [START_REF] Jiang | Long-distance frequency transfer over an urban fiber link using optical phase stabilization[END_REF][START_REF] Lopez | Ultra-stable long distance optical frequency distribution using the Internet fiber network[END_REF][START_REF] Newbury | Coherent transfer of an optical carrier over 251 km[END_REF][START_REF] Predehl | A 920-kilometer optical fiber link for frequency metrology at the 19th decimal place[END_REF] . In the future, the development of a local reference laser may no longer be required.

In this paper we demonstrate the stabilisation of a QCL onto the signal from a remote NIR US laser. This signal is transferred using a 43-km fibre link and its frequency is monitored by primary standards. This leads to a two-order-of-magnitude improvement in frequency stability and traceability over previous work on QCLs [START_REF] Sow | A widely tunable 10-μm quantum cascade laser phase-locked to a state-ofthe-art mid-infrared reference for precision molecular spectroscopy[END_REF] . To show the potential for precise spectroscopic measurements, we further demonstrate continuous tuning of this stabilised QCL and measure OsO 4 molecular absorption frequencies with a 8x10 -13 uncertainty, well below what has ever been reported with QCLs.

The experimental set-up is displayed in Fig. 1. We use a room-temperature distributed feedback QCL emitting up to 40 mW at 10.3 µm, with a tuning range of 60 nm (see methods).

It is phase-locked to an OFC, consisting of an Erbium-doped fibre mode-locked laser emitting around 1.55 µm. The comb repetition rate f rep ~250 MHz is stabilised by phase-locking one tooth of the OFC onto a NIR frequency reference generated at LNE-SYRTE laboratory and transferred to LPL laboratory through an optical fibre link [START_REF] Jiang | Long-distance frequency transfer over an urban fiber link using optical phase stabilization[END_REF] (see methods). This NIR reference exhibits a relative frequency stability lower than 2x10 -15 between 1 and 100 s. Its absolute frequency is known with an uncertainty of 10 -14 on this time scale when referenced to a H-Maser via a local OFC at LNE-SYRTE (referred to as SYRTE-OFC in Fig. 1 and methods) [START_REF] Guéna | Progress in atomic fountains at LNE-SYRTE[END_REF] . The 3×10 -16 Cs fountain's accuracy [START_REF] Guéna | Progress in atomic fountains at LNE-SYRTE[END_REF] can be reached for long enough averaging time. At LPL, part of the 1.55 µm comb is amplified and fed into a non-linear fibre to generate an additional output of the OFC, centred at 1.82 µm [START_REF] Chanteau | Mid-infrared laser phase-locking to a remote near-infrared frequency reference for high-precision molecular spectroscopy[END_REF] . After adjusting their shape and polarization, the 1.82-µm comb and QCL beams are overlapped in an AgGaSe 2 crystal to perform sum-frequency generation (SFG), resulting in a shifted comb centred at 1.55 µm. This shifted comb is then combined with the 1.55 µm output of the LPL OFC. A fibre delay line is used to overlap the pulses in the time domain. On photodiode PD1 (see Fig. 1), a beat note of frequency Δ 1 = ± [n f repν QCL ] is obtained between the QCL frequency n QCL and a high-harmonic (of order n) of the repetition rate (see methods). Note that this beat note is independent of the comb carrier-envelope offset frequency f 0 . This signal at frequency Δ 1 is filtered and mixed with a radio-frequency (RF) oscillator to generate the error signal that drives the phase lock loop used to stabilise the QCL. A bandwidth of several hundreds of kilohertz is obtained. This stabilisation setup can be used on a wide 9-11 µm spectral range and could be extended to any frequency in the whole 3-20 µm range with an appropriate choice of crystal and comb spectrum.

The performance of this set-up is assessed by measuring the relative frequency stability and frequency noise power spectral density (PSD) of the QCL. We first compare the QCL's stability to that of the state-of-the-art secondary frequency standard around 10 µm, a CO 2 laser stabilised on an OsO 4 saturated absorption line [START_REF] Acef | Metrological properties of CO 2 /OsO 4 optical frequency standard[END_REF][START_REF] Bernard | CO 2 laser stabilization to 0.1-Hz level using external electrooptic modulation[END_REF][START_REF] Ducos | Progress toward absolute frequency measurements of the 127 I 2 -stabilized Nd:YAG laser at 563.2 THz/532 nm[END_REF] (hereafter referred to as the "MIR reference", see methods for details). The beat note of frequency ∆ 2 between the stabilised QCL and this MIR reference is detected on photodiode PD 2 (see Fig. 1) and sent to a frequency counter. The stability of the beat note is the quadratic mean of the MIR reference and the QCL stabilities, and is obtained by calculating the overlapping Allan deviation of the data (see red squares on Fig. 2). The fractional frequency stability equals 5x10 -14 for 1-s averaging time (τ) and decreases as τ -1/2 up to a few tens of seconds. The stability of the beat note of frequency ∆ 1 ' between the MIR reference and the OFC, detected on PD1, is also plotted for comparison (blue circles). The two stabilities are almost identical except for small deviations due to non-stationary effects, and reflect the noise level of the MIR reference.

Incidentally, this is the same noise level as was measured previously [START_REF] Chanteau | Mid-infrared laser phase-locking to a remote near-infrared frequency reference for high-precision molecular spectroscopy[END_REF] . The MIR reference contribution being dominant, this measurement can only provide an upper limit on the QCL stability.

The QCL frequency stability is expected to be given by the LPL OFC stability, with only a negligible contribution from the phase-lock loop residual frequency noise. In this section, we evaluate both contributions, one after the other. The OFC stability is assessed by beating an optical mode of the OFC with a second remote US laser located at LNE-SYRTE (US laser #2, see Fig. 1 andmethods). The Allan deviation, shown as green triangles in Fig. 2, is lower than 2x10 -15 from 1 to 100 s and equals the US laser stability [START_REF] Jiang | Long-distance frequency transfer over an urban fiber link using optical phase stabilization[END_REF] . To evaluate the frequency noise contribution from the QCL phase-lock loop, we modify the experimental setup to simultaneously phase-lock the QCL and the CO 2 laser onto the OFC. We then detect the beat note between the OFC-stabilised QCL and CO 2 laser. Its stability is a measure of the residual non-common frequency fluctuations between these MIR sources and thus gives an estimation of the frequency noise contribution of the two phase-lock loops. As shown in Fig. 2 (black stars), it is 2x10 -16 at 1 s averaging time, one order of magnitude below the OFC stability and reaches 10 -17 at 100 s. This demonstrates that the QCL and the CO 2 laser frequency fluctuations are identical at a level well below the OFC stability and that both copy the OFC spectral properties. This stability is 10 times better at 1 s than any other MIR laser to date [START_REF] Ducos | Progress toward absolute frequency measurements of the 127 I 2 -stabilized Nd:YAG laser at 563.2 THz/532 nm[END_REF] and constitutes an improvement of a factor at least 30 over the previous record with a QCL [START_REF] Sow | A widely tunable 10-μm quantum cascade laser phase-locked to a state-ofthe-art mid-infrared reference for precision molecular spectroscopy[END_REF] .

To further characterise the QCL stabilisation, the frequency noise PSD of the aforementioned OFC-US laser #2 beat note signal was also measured. The result is displayed in Fig. 3 (green curve c) after being scaled to 10.3 µm (see methods). The frequency noise PSD is 10 3 Hz 2 /Hz at 100 kHz Fourier frequency (limited by the approximately 500 kHz locking bandwidth) and exhibits a plateau at 10 -2 Hz 2 /Hz between 1 and 100 Hz. Fig. 3 also shows the frequency noise PSD of the 43-km noise compensated fibre link [START_REF] Chanteau | Mid-infrared laser phase-locking to a remote near-infrared frequency reference for high-precision molecular spectroscopy[END_REF] (brown line d).

It is below or equal to the OFC PSD. As such, the link adds a minor contribution to the OFC noise. Next, Fig. 3 displays the frequency noise PSDs of the beat notes at frequencies ∆ 2 between the MIR reference and the OFC-stabilised QCL (red curve a) and ∆' 1 between the MIR reference and the OFC (blue curve b). These two curves overlap almost perfectly below 100 kHz Fourier frequency. They are at a level of 10 Hz 2 /Hz from 1 Hz to 1 kHz and increase to 10 3 Hz 2 /Hz at 100 kHz. The noise level of these PSDs is the sum of the noise contributions from each laser. At low Fourier frequencies (below 1 kHz), the MIR reference noise dominates over the OFC noise, as previously measured in [START_REF] Chanteau | Mid-infrared laser phase-locking to a remote near-infrared frequency reference for high-precision molecular spectroscopy[END_REF] . The bump around 400 Hz comes from the MIR reference locking bandwidth. Above 1 kHz, PSDs (a) and (b) overlap with the OFC noise PSD. Finally, we note a bump around 500 kHz on PSD (a), which corresponds to the QCL locking bandwidth. These measurements confirm that the QCL noise is indeed copying the OFC noise. Fig. 3 also displays the free-running QCL PSD (black curve e) for comparison, highlighting a 12 orders of magnitude reduction in the QCL frequency noise at 1 Hz.

The relevant parameter for spectroscopic applications is the emission line width, which we evaluate from the measured OFC frequency noise PSD following the approach given in [START_REF] Elliott | Extracavity laser band-shape and bandwidth modification[END_REF] . The low frequency contribution needed for this calculation is deduced from the 1s gate time frequency data used for deriving the OFC stability of Fig. 2. The resulting QCL line shape shown in Fig. 4a exhibits a full width at half maximum (FWHM) of 0.2 Hz (for a 10-mHz resolution bandwidth) which is the narrowest line width reported for a QCL by far. It can be compared to the calculated free-running line width of 300 kHz (found using a resolution bandwidth of 1 kHz). Fig. 4b also shows the beat note signal ∆ 2 between the phaselocked QCL and the MIR reference, recorded with a resolution of 125 mHz with a Fast Fourier Transform analyser. A lorentzian fit gives a FWHM of 10 Hz. Although dominated by the MIR reference contribution, such a narrow beat note had never been recorded with a QCL.

The frequency accuracy, or more specifically the frequency traceability to the primary standards of LNE-SYRTE [START_REF] Guéna | Progress in atomic fountains at LNE-SYRTE[END_REF] , is ensured by the use of phase-lock loops for the QCL frequency stabilisation. The QCL absolute frequency is thus known with an uncertainty of about 10 -14 after 100 s averaging time, when the NIR laser frequency is referenced to the H-maser only.

By averaging for long enough, the 3×10 -16 Cs fountain's accuracy [START_REF] Guéna | Progress in atomic fountains at LNE-SYRTE[END_REF] can ultimately be transferred to the NIR reference and in turn to the QCL frequency.

Such an accurate and ultra-stable QCL is ideal for carrying out molecular spectroscopy at the highest resolutions in the MIR spectral region. As a first demonstration, we perform saturated absorption spectroscopy of the OsO 4 molecule at an unprecedented resolution and accuracy for QCL sources. OsO 4 is a test molecule for high-precision frequency measurements in the MIR region as many tens of its lines have been accurately measured to serve as secondary frequency standards [START_REF] Acef | Accurate determination of OsO 4 absolute frequency grid at 28/29 THz[END_REF][START_REF] Chardonnet | Hyperfine interactions in the n 3 band of osmium tetroxide: accurate determination of the spin-rotation constant by crossover resonance spectroscopy[END_REF] . The QCL beam is sent through an OsO 4 -filled Fabry-Perot (FP) optical cavity. Saturated absorption spectra are recorded in transmission of this cavity by scanning the RF oscillator used to phase lock the QCL onto the OFC (see methods). This allows the laser to keep its extremely high spectral purity, frequency stability and accuracy while being swept. Exhaustive studies of systematic effects affecting OsO 4 line shifts have already been carried out [START_REF] Acef | Metrological properties of CO 2 /OsO 4 optical frequency standard[END_REF] . In this work, care was taken to be in similar experimental conditions as those reported in the literature for the reference line to allow the comparison of absolute frequencies. We evaluate the frequency of a given line as the weighted mean frequency of independent measurements (see methods). The 190 OsO 4 reference line frequency is found to be n OsO4/R(14) -9 Hz , with a standard uncertainty of the mean of 22 Hz. The frequency of the unreported line shown in Fig. 5 is measured to be n OsO4/R(14) + 4 147 399 (23) Hz. The absolute frequencies of two other lines have been measured and are listed in Table 1. Our results, in very good agreement with those reported in the literature [START_REF] Acef | Accurate determination of OsO 4 absolute frequency grid at 28/29 THz[END_REF][START_REF] Chardonnet | Hyperfine interactions in the n 3 band of osmium tetroxide: accurate determination of the spin-rotation constant by crossover resonance spectroscopy[END_REF][START_REF] Chardonnet | Spectroscopie de saturation de hautes précision et sensibilité en champ laser fort[END_REF] , lead to fractional uncertainties on absolute frequencies as low as 8x10 -13 . This is one of the lowest uncertainties ever reported using saturated absorption spectroscopy in the MIR region [START_REF] Chanteau | Mid-infrared laser phase-locking to a remote near-infrared frequency reference for high-precision molecular spectroscopy[END_REF][START_REF] Daussy | Long-distance frequency dissemination with a resolution of 10 -17[END_REF] . In particular, the uncertainty of the reference line is improved by a factor of 2, demonstrating the potential of our set-up for precision measurements devoted to metrological applications. Owing to the high spectral purity and direct traceability to the LNE-SYRTE frequency standards, this uncertainty is not limited by our ability to control the laser frequency, but by systematic effects such as the pressure shift. Note that thanks to the QCL's tuning range, we were able to record two unreported lines. Our stabilisation setup can straightforwardly be extended to the entire 9-11 µm spectral range without any loss of performance, by using QCLs of adjacent emission spectra.

We have demonstrated the frequency stabilisation of a 10.3-µm QCL on an OFC phase-locked to a remote US NIR frequency reference. We find the stability of the QCL to be at the level of the reference, below 0.06 Hz (2x10 -15 in relative value) from 1 to 100 s, which is a new record for such lasers. We derive a line width of the order of 0.2 Hz, which to our knowledge makes our QCL the narrowest to date. Furthermore, our set-up allows for frequency traceability to the primary standards, so the QCL absolute frequency is known to within an uncertainty of 10 -14 after 100 s (given by the LNE-SYRTE H-maser standard). The 3x10 -16 accuracy of the Cs fountains can be achieved by sufficiently increasing integration times [START_REF] Guéna | Progress in atomic fountains at LNE-SYRTE[END_REF] . Moreover, the ongoing work on dissemination of an optical reference on a continental scale using Internet fibre networks will eventually enable many laboratories to access an US optical reference. The level of stability and accuracy obtained using this method is better than any other reported in the MIR region to date, whether it be using QCLs or otherwise. It also frees us from having to lock the QCL to any particular reference (another laser or a molecular transition), leading to a considerable increase in the accessible spectral window.

QCLs with performances comparable to the most stable of oscillators pave the way for precise spectroscopic measurements on molecules in the MIR spectral region. Our work demonstrates frequency tuning over 100 MHz, allowing high-resolution saturated absorption spectroscopy of molecular transitions, including those in spectral regions which were previously inaccessible. A much broader range of a few gigahertz would be obtained by scanning the OFC repetition rate. This is achievable by generating a tunable sideband of the NIR frequency reference and locking the comb on it. Moreover, this set-up can be extended to the whole MIR spectral region up to approximately 20 µm simply by adapting the comb output wavelength to the frequency to be measured via sum or difference frequency generation in the appropriate crystal (using for instance orientation-pattern GaAs combined with SFG [START_REF] Eyres | All-epitaxial fabrication of thick, orientation-patterned GaAs films for nonlinear optical frequency conversion[END_REF] ).

At LPL, this QCL-based spectrometer is critical for our ongoing efforts to make the first observation of parity violation (PV) by Ramsey interferometry of a beam of chiral molecules [START_REF] Tokunaga | Probing weak force-induced parity violation by high-resolution midinfrared molecular spectroscopy[END_REF] . In this project, vibrational frequencies of two enantiomers are measured and compared. The expected frequency difference is small, and is predicted to be on the order of 10 -13 , at most. Furthermore, the project requires a certain flexibility to be able to switch from one molecular species to another in keeping with the on-going production of novel, promising exotic candidate species. Naturally, these molecules have resonances in different spectral regions, many of which only QCLs can attain. Thus, this particular combination of precision, stability and flexibility of tuning in the mid-IR requires a very particular laser setup, of which the first proof-of-principle is successfully demonstrated by results presented in this paper. correction of the phase noise accumulated by light propagation in the optical fibre is implemented [START_REF] Jiang | Long-distance frequency transfer over an urban fiber link using optical phase stabilization[END_REF] . The residual phase noise instability added by the compensated link (detected with full bandwidth) lies below 10 -15 at 1 s averaging time (τ) and decreases with a τ -1 slope [START_REF] Chanteau | Mid-infrared laser phase-locking to a remote near-infrared frequency reference for high-precision molecular spectroscopy[END_REF] .

It is below the stability of the US laser. The signal of the US frequency reference is thus transferred to LPL without degradation (up to Fourier frequencies of a few tens of hertz [START_REF] Jiang | Long-distance frequency transfer over an urban fiber link using optical phase stabilization[END_REF] ). At LPL, it is used to phase-lock a local 1.54 µm laser diode for signal regeneration. The repetition rate f rep of the LPL OFC is in its turn phase-locked to this laser diode after removal of the comb carrier-envelope offset frequency f 0 [START_REF] Telle | mode-locked lasers as transfer oscillators for optical frequency measurements[END_REF] . Note that for this lock we use some small fraction of light at 1.55 µm present in the comb output at 1.82 µm (see next section) in order to take into account the possible phase fluctuations arising from the comb amplifier used to generate this 1.82 µm output [START_REF] Nicolodi | Spectral purity transfer between optical wavelengths at the 10 -18 level[END_REF] . Fast and slow corrections are respectively applied to an intracavity electro-optic modulator and a piezo-electric transducer (PZT) acting on the cavity length, resulting in a bandwidth of more than 500 kHz. The comb is then operating in the "narrow-line width regime" [START_REF] Zhang | Characterizing a fiber-based frequency comb with electro-optic modulator[END_REF] .

QCL stabilisation onto the OFC. The 1.55 µm LPL-OFC is used to transfer the spectral properties of the NIR reference to the QCL. An additional output of the comb centred at 1.82 µm (total power 25 mW, mode frequencies q f rep + f 0 where q is an integer, f rep is the OFC repetition rate, and f 0 is the carrier-envelope offset frequency) is overlapped with the QCL beam (5 mW, frequency ν QCL ) in an AgGaSe 2 crystal to perform the SFG. A set of lenses is used to focus the QCL beam in the crystal. An iris diaphragm and an optical isolator, composed of a wire-grid polarizer and a quarter-wave plate, minimize the optical feedback to the QCL mainly caused by back-reflection from the AgGaSe 2 crystal facets [START_REF] Hansen | Robust, frequency-stable and accurate mid-IR laser spectrometer based on frequency comb metrology of quantum cascade lasers up-converted in orientationpatterned GaAs[END_REF] . SFG between the 1.82 µm comb and the 10.3 µm cw beam results in a shifted comb (30 nW, mode frequencies q f rep + f 0 + ν QCL ), centred at 1.55 µm. This shifted comb is then combined with the 1.55 µm output of the LPL OFC (10 mW, mode frequencies p f rep + f 0 where p is an integer , )

resulting in a beat note of frequency Δ 1 = ± [(p-q) f repν QCL ] (with p-q = n an integer of the order of 120000), independent of the OFC carrier-envelope offset frequency f 0 . This beat note exhibits a signal to noise ratio (SNR) of about 25-30 dB in a 100 kHz bandwidth. This SNR is found to be independent of the QCL power since the same SNR is obtained with a higher power (50 mW) CO 2 laser [START_REF] Chanteau | Mid-infrared laser phase-locking to a remote near-infrared frequency reference for high-precision molecular spectroscopy[END_REF] . It is limited by the broad frequency noise of the 1.82 µm output originating from the amplified spontaneous emission of the amplifier used to generate this 1.82 µm output. The beat note at frequency Δ 1 is then filtered and mixed with a RF oscillator to generate the error signal that drives a proportional-integrator phase-lock loop. The correction signal is applied to the QCL's current.

MIR reference.

The MIR reference is a CO 2 laser stabilised onto an OsO 4 saturated absorption line. This system constitutes the state-of-the-art MIR secondary frequency standard [START_REF] Acef | Metrological properties of CO 2 /OsO 4 optical frequency standard[END_REF][START_REF] Bernard | CO 2 laser stabilization to 0.1-Hz level using external electrooptic modulation[END_REF] in the 10 µm region. In this work, the CO 2 laser is stabilised on the 190 OsO 4 reference line in the vicinity of the 10 µm R( 14) CO 2 emission line [START_REF] Acef | Accurate determination of OsO 4 absolute frequency grid at 28/29 THz[END_REF] . The OsO 4 gas fills a 1.5-m long Fabry-Perot cavity which has a finesse of about 100 [START_REF] Bernard | CO 2 laser stabilization to 0.1-Hz level using external electrooptic modulation[END_REF] . For practical reasons, we use a second CO 2 laser phase-locked to the OsO 4 -stabilised CO 2 laser. As previously demonstrated [START_REF] Chanteau | Mid-infrared laser phase-locking to a remote near-infrared frequency reference for high-precision molecular spectroscopy[END_REF] and expected from a properly working phase lock loop, no phase noise is added to the second CO 2 laser. Note that the experimental set-up allows the CO 2 laser to be sent to the SFG crystal (instead of the QCL, see Fig. 1) in order to evaluate the MIR reference frequency noise and stability.

OFC frequency noise and stability. In order to obtain the LPL OFC spectral characteristics, we evaluate the stability and the frequency noise of the beat note between an optical mode of this comb and another US laser (after removing the comb offset frequency f 0 [START_REF] Telle | mode-locked lasers as transfer oscillators for optical frequency measurements[END_REF] ). This US laser #2 consists of a 1.54-µm cw source frequency locked onto an US cavity similar to the one used to provide the NIR reference. The two US lasers thus present the same spectral properties. Since they are transferred from LNE-SYRTE to LPL through the same optical fibre link and since their frequencies are very close, only 375 MHz apart, the phase noise accumulated along the fibre link is approximately the same for both lasers. Thus any propagation noise is cancelled in the beat note between the OFC and the second US signal and compensating the link noise is not needed for this measurement. The beat note PSD (green curve c in Fig. 3) resulting from the sum of the OFC and the US laser #2 noises thus gives an upper limit on the OFC frequency noise. The residual noise PSD of the stabilised fibre link (brown curve d in Fig. 3) should be added to it to obtain the overall frequency noise of the OFC. Nonetheless, the link noise contribution is found to be negligible except for Fourier frequencies between 20 and 400 Hz, where it becomes comparable to that of the OFC, leading however to a minor overall contribution. Note that these PSDs have been scaled to 10.3 µm by the square of the wavelengths ratio for a direct comparison with PSDs recorded at 10.3 µm. From the beat note frequency measurement, we also derive the OFC stability by calculating the overlapping Allan deviation of the data and dividing it by 2 , assuming that the two systems are independent and identical. It is displayed as green triangles in Fig. 2, after removal of the residual linear drift of the cavities (0.3 Hz/s) from the raw frequency data. The compensated link stability is 9x10 -16 at 1s and decreases as τ -1 , thus hardly contributing to the OFC stability [START_REF] Chanteau | Mid-infrared laser phase-locking to a remote near-infrared frequency reference for high-precision molecular spectroscopy[END_REF] .

OsO 4 spectroscopy. Saturated absorption spectroscopy is performed inside a FP cavity to increase the SNR [START_REF] Acef | Metrological properties of CO 2 /OsO 4 optical frequency standard[END_REF][START_REF] Bernard | CO 2 laser stabilization to 0.1-Hz level using external electrooptic modulation[END_REF] . The molecular signal is detected in transmission of the cavity. For detection purpose, we apply two frequency modulations to the QCL. The first modulation at 18 kHz with a deviation of about 90 kHz allows the FP cavity to be locked onto the laser using first-harmonic detection. The correction is applied to a PZT on which is mounted one of the FP cavity mirror. The second modulation at 9.5 kHz with a deviation of 36 kHz is used to detect the third harmonic of the saturated absorption signal with a lock-in amplifier. The choice of modulation parameters results from a trade-off between an increase in the SNR and a broadening of the molecular absorption line. Typical experimental parameters are a pressure of 0.04 Pa (corresponding to an absorption of 50 % detected in transmission of the cavity), a power of 50 µW inside the cavity and a beam diameter of 6 mm. The QCL frequency is swept by scanning the frequency of the RF oscillator used to phase lock the QCL onto the OFC.

Each spectrum is recorded by scanning the frequency up and down in turns in order to avoid any line shift induced by the sweeping [START_REF] Rohart | Absorption line shape recovery beyond the detection bandwidth limit: application to the precision spectroscopic measurement of the Boltzmann constant[END_REF] . The spectrum in the inset of Fig. 5 is the result of 10 up and down scans of 200 steps of 1 kHz with a recording time constant of 5 ms per point and 100 ms between points. The total recording time is thus 400 s. Each line frequency is obtained as the weighted mean of the line centres determined from each measurement. The uncertainty on one measurement, given by the nonlinear regression, is a conservative value since the fitting profile does not perfectly match the experimental line shape (as shown by the small remaining residuals). The uncertainty of the mean is evaluated as the experimental standard uncertainty (calculated from the uncertainties of each single measurement). It gives a conservative value of the error since it is typically higher than the standard deviation of the mean. The present set-up allows scanning continuously over about 100 MHz with a limit given by f rep /2. To go beyond, it is possible to directly sweep the OFC repetition rate while keeping its spectral purity. Currently, the repetition rate is in fact locked to a local laser diode, itself phase-locked to the NIR reference (see above). By using a wideband electro-optic modulator (EOM), one can generate a sideband to this laser diode and phase-lock it onto the NIR reference. The laser diode frequency, and in turn the OFC repetition rate and the QCL 
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Methods

The quantum cascade laser. We use a commercial device from Alpes Laser. It can be tuned from 967 to 973 cm -1 (corresponding to a tuning range of 60 nm or 180 GHz) by varying the temperature (between 283 K and 243 K) and the driving current. Cooling is ensured by a chilled water circuit and a Peltier module driven by a commercial temperature controller. The threshold current is 570 mA. The QCL can be operated at up to 870 mA and exhibits a maximum output power of 40 mW. It is driven by a homemade low-noise current source resulting in a negligible contribution of the current driver to the free-running frequency noise (below 40 Hz/√Hz down to 1 kHz) [START_REF] Sow | A widely tunable 10-μm quantum cascade laser phase-locked to a state-ofthe-art mid-infrared reference for precision molecular spectroscopy[END_REF] . The frequency noise of the free-running QCL is shown in Fig. 3 (black curve e). It is about 10 10 Hz 2 /Hz at 1 Hz and has approximately a 1/f slope up to 250 kHz, followed by a steeper slope for higher Fourier frequencies.

LPL OFC stabilisation to a NIR reference. The NIR frequency reference signal is generated at LNE-SYRTE laboratory. This signal is provided by a 1.54 µm cw laser whose frequency is locked onto an US cavity with the Pound-Drever-Hall method [START_REF] Drever | Laser phase and frequency stabilization using an optical resonator[END_REF] . The relative stability of this laser (US laser #1) is approximately 2x10 -15 at 1 s averaging time [START_REF] Jiang | Long-distance frequency transfer over an urban fiber link using optical phase stabilization[END_REF] . This stability is transferred to the repetition rate of a local OFC (SYRTE-OFC), by phase-locking one tooth of the comb onto the US laser signal. This enables us to measure its absolute frequency by comparison against a primary frequency standard steered H-maser of LNE-SYRTE [START_REF] Guéna | Progress in atomic fountains at LNE-SYRTE[END_REF] . Furthermore, the cw US laser frequency is shifted by an acousto-optic modulator (whose frequency is controlled by the SYRTE-OFC measurement system) so as to remove the slow frequency drift of the US cavity. This leads to an US NIR frequency reference traceable to primary standards (H-maser) with a 10 -14 uncertainty after 100 s. This reference signal, of frequency ν ref , is then transmitted to LPL through a 43-km long optical fibre link. An active frequency can be swept by scanning the sideband frequency. This way scanning the QCL over 1 GHz is achievable.
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Correspondence and requests for materials should be addressed to B.A. or A.A.K. [START_REF] Acef | Accurate determination of OsO 4 absolute frequency grid at 28/29 THz[END_REF] . In the second column we report the absolute frequencies calculated from references [START_REF] Acef | Accurate determination of OsO 4 absolute frequency grid at 28/29 THz[END_REF][START_REF] Chardonnet | Spectroscopie de saturation de hautes précision et sensibilité en champ laser fort[END_REF] with 1σ-uncertainty. The third column displays the results of this work, where the uncertainty is the experimental standard uncertainty of the mean. The R(46)A 1 3 (-) line has previously been recorded at lower pressure [START_REF] Chardonnet | Hyperfine interactions in the n 3 band of osmium tetroxide: accurate determination of the spin-rotation constant by crossover resonance spectroscopy[END_REF] . Our measurement is thus expected to be pressure-shifted by approximately +10

Hz [START_REF] Acef | Metrological properties of CO 2 /OsO 4 optical frequency standard[END_REF] .