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, gain equal to 11 providing a bandwidth larger than 1 MHz) and the transimpedance of 1.6 V/A (for a 20 V DC Bias). It is to be noticed that up to 100 kHz, the noise is dominated by the excess low frequency noise of the GMR. (Fig. 2). 

B. Closed loop current sensor based on an AMR Bridge

The AMR based CSD provided by SENSITEC GmbH, are designed for high current applications, (tens of A) [START_REF]Sensitec Data[END_REF]. In this case an AMR Wheatstone bridge is operating in a closed loop mode including a high gain voltage amplifier connected to the AMR bridge output (see Figs. 3&4): the input path (primary conductor) is a few turns coil and the return path (compensation conductor) is, here too, an on chip current strip. By measuring both the transfer function of the device and the output noise, we deduce an input referred noise current floor i n_eq equal to Hz μA/ 6 . 3 (Fig. 5) which is much higher than the NVE CDS one. This value can be explained by the small value of the intrinsic transimpedance between the input path and the AMR bridge, which is not provided by SENSITEC but which was investigated as detailed in section III. The transimpedance T AMR of the SENSITEC CSD is around 0.5 V/A as given in the datasheet. It is to be noticed that low frequency noise of AMR is in excess only up to 130 Hz. 

III. COMPARISON OF NOISE PERFORMANCE OF GMR AND AMR BRIDGES

For the NVE CSD, we measured an input referred noise that is dominated by the excess low frequency noise of the GMR (Fig. 2) up to 100 kHz. This is in accordance with Stutzke et al [START_REF] Stutzke | Low-Frequency noise measurements on commercial magnetoresistive magnetic field sensors[END_REF] characterization of such GMR based sensors. In the case of the SENSITEC CSD, one needs to take into account that the bridge is not used the same way (closed loop against open loop) and one needs to investigate whether the noise is mainly due to the AMR bridge noise or if other noise contributions, like the amplifier ones, have to be taken into account. This requires a better knowledge of the device specifications and namely the evaluation of the transimpedance T In between the input path and the AMR bridge as well as the transimpedance T Comp between the return path and the AMR bridge. From Fig. 4 (with R shunt connected to ground), one obtains:
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where

shunt out comp R V I = .
Thus for sufficiently large values of the gain (i.e. below the closed loop cut off frequency), we have:

p AMR p Comp In shunt out I T I T T R V ⋅ = ⋅ ⋅ = (2) 
For R shunt = 100 Ω, T AMR is given equal 0.5 V/A in the datasheet, which value was experimentally verified to be valid up to 100 kHz. This also means that the ratio

In Comp T T is equal to 200.
Assuming that the white noise at the amplifier stage input is dominated by the voltage noise e n of the AMR Bridge resistance, which is ( )

Hz nV/ k R 4.1 AMR Ω ⋅
at 300 K, the transimpedance can been obtained by the measurement of the output voltage noise V out,n through the relation:

n_eq n n Out, n AMR In i e V e T T = ⋅ = (3) 
From the output noise measurement and a measured value of 2.2 kΩ for R AMR , we obtained mV/A 7 . 1 T In =

. Besides, the noise level at the amplifier stage input was measured separately using a low noise instrumentation amplifier connected in parallel to this amplifier stage. The measured value was consistent with the noise level of an AMR bridge resistance of 2.2 kΩ and thus with the assumption that the white noise was dominated by the Johnson noise of this AMR bridge.

The values of T In and T Comp were checked using the following method. Considering the design of both input and return paths, we assumed that the capacity of each path was of negligible effect so that the output expression (1), relating the output voltage to the input and return currents, was taken as valid over the whole bandwidth of this study. Over the SENSITEC CSD bandwidth, I p and I comp currents and the bridge voltage V B are all in phase. Above the cut-off frequency, there is a frequency dependent phase difference between these three terms. Fig. 6 shows typical waveforms obtained at 150 kHz using probes and a differential amplifier (NF ELECTRONIC INSTRUMENTS 5305) to obtain bridge voltage V B . If the SENSITEC CSD was operated in a simpler way i.e. in an open loop mode and using the return path as the input path and the bridge output as the NVE device does, the transimpedance could be largely increased and thus the input referred noise current largely improved. More precisely, the transimpedance of the SENSITEC CSD could be increased by a factor of 200 just by using the return path as input path, since the transimpedance of the return path was evaluated 200 larger that the input path one. One can thus expect an input referred white current noise reduced down to Hz A/ 16 I n p, n = i.e. a value similar to the NVE CSD. The same level would be obtained in the closed loop mode if both input and return paths had the same geometry and the same value of transimpedance equal to T Comp . Furthermore the noise level over the full bandwidth would be less than the NVE CSD ones since the AMR excess noise is usually higher that the GMR one [START_REF] Stutzke | Low-Frequency noise measurements on commercial magnetoresistive magnetic field sensors[END_REF]. We verified this analysis by measuring the noise at the bridge output with the low noise 5305 amplifier. It was then possible to calculate the equivalent current noise level at the return path level by dividing this voltage noise by the transimpedance T Comp of the return path. The obtained level is slightly above the preceding white noise level due to the noise of the amplifier bridge DC biasing of 20 V, Blue curve 'in-eq GMR @20 V'); noise of a SENSITEC AMR sensor operating in closed loop and including an improved input path having a magnetic coupling as efficient as the return path thus leading to the same value of TIn and TComp (pink curve 'in_eq AMR (corrected CL)'); noise of a SENSITEC AMR sensor operating in an open loop mode using the return path as input path connected to instrumentation amplifier (green curve line 'in_eq AMR (corrected OL)'); noise model deduced of a SENSITEC AMR sensor operating in an open loop (white blue curve 'Model') from which the low frequency AMR excess noise is modeled; intrinsic noise of a SENSITEC AMR sensor in closed loop with a 20 V DC biasing instead of the current 2.7 V DC Biasing and including an improved input path (orange curve 'in_eq AMR (intrinsic @ 20 V)').

which provides an equivalent current white noise of Hz A/ 720 I n p, f = . The noise curve was modeled by the sum of a white noise contribution and a 1/f excess noise contribution. This excess noise was taken into account for evaluating the achievable input referred current noise when the DC biasing of the AMR bridge is increased. The transimpedance can effectively be further improved by increasing the DC bias of the AMR bridge from 2.7 V (which is the present value of DC bias mentioned in the datasheet) to 20 V (which is the upper value used for the NVE Inc. GMR bridge). This would result in a further reduction of the input referred white current noise contribution but would have no effect on the 1/f noise contribution. Fig. 7 provides on the same caption the available noise levels of GMR and AMR sensors for different operating conditions.

IV. IMPROVEMENT OF MR SENSORS FOR APPLICATION TO MAGNETOMETRY AMR and GMR CSD can also be used as transimpedance amplifiers. They were evaluated in the frame of an industrial research on miniature search coil magnetometers and conditioning units. The search coils operating in flux mode and having a current read out can be connected either to AMR or GMR transimpedance amplifiers or to OpAmps based transimpedance amplifiers.

An example of such transimpedance amplifier is an instrumentation amplifier structure where the variable gain ports are used for connecting the search coils instead of a resistor fixing the gain [START_REF] Timofeeva | Differential search coils based magnetometers: conditioning, magnetic sensitivity, spatial resolution[END_REF]. ). The curve for AMR bridge is deduced from the model of Fig. 7 for which the noise due to the conditionning units was removed. Search coils operating in flux mode and with a transfert of 28 A/T were considered [START_REF] Timofeeva | Differential search coils based magnetometers: conditioning, magnetic sensitivity, spatial resolution[END_REF].

In order to compare the magnetometers sensitivity obtained versus conditioning units, we used a compact search coil (volume less than 1 cm 3 ) whose transfer was equal to 28 A/T. Measured or calculated magnetic sensitivity are given in Fig. 8. It turns out that AMR based transconductance amplifiers (better than GMR) lead to magnetometers two order of magnitude noisier than OpAmps based transconductance amplifiers. On the other hand, the MR input stage of the conditioners provides a galvanic insolation for the coil that is of primary interest. Then a significant increase of the transconductance is required. With the present AMR bridge design [START_REF] Laimer | Design and experimental analysis of a DC to 1 MHz Closed Loop Magnetoresistive Current Sensor[END_REF] where compensation lines are already very close to the AMR bridge, some limited improvement could be obtained by using several lines in near proximity of AMR bridge instead of a single one to increase inducting current. Another way of improvement can be investigated by reducing dimensions by a scale factor to increase input strip and AMR bridge coupling thus transimpedance. If we estimate several units gain for each way one can expect an overall improvement of at least one order of magnitude.

V. CONCLUSION

We achieved comparison of input referred noise of commercially available GMR and AMR based current sensors. We extracted models and estimated noise equivalent input induction of a mini search coil magnetometer using MR bridge current sensors as first stage conditioning amplifier. We found that insulated short circuit input is counterbalanced by a noisier behavior than OpAmps based conditioner. Further improvements seem achievable if CSD design is optimized as discussed.
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 2 Fig. 2. Tranfer function and input referred noise current of the GMR current sensor from NVE Inc.
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 35 Fig. 3. Design and functional diagram of the AMR based current sensor from SENSITEC GmbH [6].
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 6 Fig. 6. Waveforms of bridge voltage and input and return current at 150 kHz
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 7 Fig. 7. Actual input referred current noise of NVE Inc GMR sensor (with abridge DC biasing of 20 V, Blue curve 'in-eq GMR @20 V'); noise of a SENSITEC AMR sensor operating in closed loop and including an improved input path having a magnetic coupling as efficient as the return path thus leading to the same value of TIn and TComp (pink curve 'in_eq AMR (corrected CL)'); noise of a SENSITEC AMR sensor operating in an open loop mode using the return path as input path connected to instrumentation amplifier (green curve line 'in_eq AMR (corrected OL)'); noise model deduced of a SENSITEC AMR sensor operating in an open loop (white blue curve 'Model') from which the low frequency AMR excess noise is modeled; intrinsic noise of a SENSITEC AMR sensor in closed loop with a 20 V DC biasing instead of the current 2.7 V DC Biasing and including an improved input path (orange curve 'in_eq AMR (intrinsic @ 20 V)').
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 8 Fig. 8. Magnetic sensitivity of search coils based magnetometers using transconductance amplifier based on GMR Bridge, AMR bridge or instrumentation amplifier (INA 163). The curve for AMR bridge is deduced from the model of Fig.7for which the noise due to the conditionning units was removed. Search coils operating in flux mode and with a transfert of 28 A/T were considered[START_REF] Timofeeva | Differential search coils based magnetometers: conditioning, magnetic sensitivity, spatial resolution[END_REF].