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Advanced finite element models of the thorax have been developed to study, for example, the effects of car crashes. While there is a need for material properties to parameterize such models, specific properties are largely missing. Non-destructive techniques applicable in vivo would, therefore, be of interest to support further development of thorax models. The only non-destructive technique available today to derive rib bone properties would be based on quantitative computed tomography that measures bone mineral density. However, this approach is limited by the radiation dose. Bidirectional ultrasound axial transmission was developed on long bones ex vivo and used to assess in vivo health status of the radius. However, it is currently unknown if the ribs are good candidates for such a measurement. Therefore, the goal of this study is to evaluate the relationship between ex vivo ultrasonic measurements (axial transmission) and the mechanical properties of human ribs to determine if the mechanical properties of the ribs can be quantified non-destructively. The results show statistically significant relationships between the ultrasonic measurements and mechanical properties of the ribs.

These results are promising with respect to a non-destructive and non-ionizing assessment of rib mechanical properties.

This ex vivo study is a first step toward in vivo studies to derive subject-specific rib properties.
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1.

Introduction

Thoracic injuries are frequently observed in automotive collisions and have been reported to be a major cause of automotive related fatalities [START_REF] Van Don | Biofidelity impact response requirements for an advanced mid-sized male crash test dummy[END_REF]Kent et al. 2005;[START_REF] Brumbelow | Impact and injury patterns in frontal crashes of vehicles with good ratings for frontal crash protection[END_REF]). The thorax accounts for approximately 30% of injuries to belted drivers over age 34 who are fatally injured in frontal collisions (Kent et al. 2005). To improve users' safety, enhanced knowledge of the ribcage biomechanics is needed [START_REF] Stitzel | Defining regional variation in the material properties of human rib cortical bone and its effect on fracture prediction[END_REF][START_REF] Kemper | Material properties of human rib cortical bone from dynamic tension coupon testing[END_REF][START_REF] Vezin | Structural characterization of human rib cage behavior under dynamic loading[END_REF]. Based on biomechanical knowledge, numerical models have mainly focused on standard individuals (e.g. 50 th percentile male) [START_REF] Ruan | Prediction and analysis of human thoracic impact responses and injuries in cadaver impacts using a full human body finite element model[END_REF][START_REF] Song | Evaluation of thoracic deflection as an injury criterion for side impact using a finite elements thorax model[END_REF]). However, there is a need to improve protection for the entire population of transport users. Thus, specific thorax models have been developed for children [START_REF] Mizuno | Development of a three-year-old child FE model[END_REF][START_REF] Jiang | Development of a 10-year-old paediatric thorax finite element model validated against cardiopulmonary resuscitation data[END_REF], the small female [START_REF] Kimpara | Development of a Three-Dimensional Finite Element Chest Model for the 5(th) Percentile Female[END_REF], and for adults taking into account the aging effect (Kent et al. 2005;[START_REF] El-Jawahri | Development and validation of age-dependent FE human models of a mid-sized male thorax[END_REF][START_REF] Forman | Predicting rib fracture risk with whole-body finite element models: development and preliminary evaluation of a probabilistic analytical framework[END_REF].

The global geometry of the ribcage can be obtained from medical imaging, and in particular using biplanar Xrays [START_REF] Dansereau | Measurements of the three-dimensional shape of the rib cage[END_REF][START_REF] Benameur | Three-dimensional biplanar reconstruction of scoliotic rib cage using the estimation of a mixture of probabilistic prior models[END_REF][START_REF] Mitton | 3D reconstruction of the ribs from lateral and frontal X-rays in comparison to 3D CT-scan reconstruction[END_REF][START_REF] Jolivet | Fast 3D reconstruction of the rib cage from biplanar radiographs[END_REF], to build these specific models. Detailed geometry (e.g. cortical thickness) can be obtained from high-resolution computed tomography.

In addition to these geometrical features, the mechanical properties of the bone must be considered to build specific models, as Kemper et al. concluded (Kemper et al. 2007).

Variations of the trabecular bone properties produce a negligible influence on rib response [START_REF] Li | Influence of mesh density, cortical thickness and material properties on human rib fracture prediction[END_REF]. Thus, our study focuses on the cortical bone. The age effect on cortical bone mechanical properties has been assessed at the femoral, humeral, and tibial locations. The failure properties (strength, strain, energy) of these cortical bones were found to decrease with age [START_REF] Lindahl | Cortical bone in man. II. Variation in tensile strength with age and sex[END_REF][START_REF] Mccalden | Age-related changes in the tensile properties of cortical bone. The relative importance of changes in porosity, mineralization, and microstructure[END_REF][START_REF] Zioupos | Changes in the stiffness, strength, and toughness of human cortical bone with age[END_REF], whereas no variation [START_REF] Lindahl | Cortical bone in man. II. Variation in tensile strength with age and sex[END_REF][START_REF] Mccalden | Age-related changes in the tensile properties of cortical bone. The relative importance of changes in porosity, mineralization, and microstructure[END_REF] or decrease with age [START_REF] Zioupos | Changes in the stiffness, strength, and toughness of human cortical bone with age[END_REF]) was reported for the modulus of elasticity. For the ribs, maximal strength was also found to decrease with age [START_REF] Stein | Rib structure and bending strength: an autopsy study[END_REF]). However, studies which have quantified other material properties of human ribs were either performed on groups of subjects too small (3 to 6 subjects) to draw reliable conclusions regarding the effect of age [START_REF] Granik | Human ribs: static testing as a promising medical application[END_REF][START_REF] Kemper | Material properties of human rib cortical bone from dynamic tension coupon testing[END_REF][START_REF] Kemper | The biomechanics of human ribs: material and structural properties from dynamic tension and bending tests[END_REF] or the age effect was not assessed [START_REF] Yoganandan | Biomechanics of human thoracic ribs[END_REF][START_REF] Subit | Tensile material properties of human rib cortical bone under quasi-static and dynamic failure loading and influence of the bone microstucture on failure characteristics[END_REF]). In addition, the effect of age has not been well documented for children due to the limited availability of paediatric tissue [START_REF] Agnew | The response of pediatric ribs to quasi-static loading: mechanical properties and microstructure[END_REF][START_REF] Crandall | Pediatric Injury Biomechanics: Archive and Textbook[END_REF]. Thus, a non-invasive technique applicable in vivo is of interest for the assessment of age effect on the mechanical properties of the rib cortical bone during both growth and aging.

How can the apparent mechanical properties of the ribs be measured non-invasively? Today, quantitative computed tomography is the only clinical modality that could provide a non-invasive estimation of rib mechanical properties based on rib density measurements. This approach relies on the hypothesis that the relationship between bone mineral density (assessed using quantitative computed tomography) and modulus of elasticity, which has been determined for vertebral cancellous bone [START_REF] Kopperdahl | Quantitative computed tomography estimates of the mechanical properties of human vertebral trabecular bone[END_REF] and femoral cortical bone [START_REF] Duchemin | Prediction of mechanical properties of cortical bone by quantitative computed tomography[END_REF])) can be determined for the ribs [START_REF] Zhu | Relationship between human rib mechanical properties and cortical bone density measured by high-resolution quantitative computed tomography[END_REF]. One drawback of this approach is the radiation dose of this imaging modality. To overcome this limit, ultrasound techniques offer an interesting alternative. An ultrasound method (ex vivo in a water tank) has been applied on rib specimens collected during surgery [START_REF] Berteau | Computed tomography, histological and ultrasonic measurements of adolescent scoliotic rib hump geometrical and material properties[END_REF].. In the current paper, bidirectional axial transmission was used as it allows bone examination through the skin [START_REF] Talmant | In vivo performance evaluation of bi-directional ultrasonic axial transmission for cortical bone assessment[END_REF][START_REF] Kilappa | Low-frequency axial ultrasound velocity correlates with bone mineral density and cortical thickness in the radius and tibia in pre-and postmenopausal women[END_REF]. We assume that this technique, initially developed for peripheral long cortical bones (radius, tibia, phalanges) (Bossy et al. 2004), can be extended to the ribs. The goal of this study is to assess the relationship between ex vivo ultrasonic measurements (axial transmission) and the mechanical properties of human ribs obtained from three-point bending experiments.

2.

Materials and methods

Specimens

Seventeen human rib specimens (6 and 8 levels), from 9 subjects (67 to 80 years old) were provided by the Departement Universitaire d'Anatomie Rockefeller (Lyon, France) through the French program on voluntary corpse donation to science. Rib segments (120 mm long) were cut from the midsection of each rib (Figure 1) to perform three complementary measurements. Specimens were kept frozen (-20°C) until the experiments. They were thawed at 4°C for 12h and at 20°C for 2 hours before the experiments.

Experiments

First, all segments were scanned using a High Resolution peripheral Quantitative Computed Tomography (HR-pQCT) device (XtremeCT, Scanco Medical AG, Brüttisellen, Switzerland) that provides parallel slices with an isotropic voxel size of 82 μm (Figure 2). The orientation of the rib in the CT scanner was maintained in a foam in a similar position to the one of the 3-point bending experiment. Grey level images were segmented semiautomatically using a Gaussian filter and a threshold-based algorithm incorporated within the manufacturer's analysis software (μCT Evaluation, Scanco Medical AG, Brüttisellen, Switzerland). The separation of the cortical and trabecular bone compartment was based on a double contouring method of the periosteal and endosteal margins [START_REF] Burghardt | Reproducibility of direct quantitative measures of cortical bone microarchitecture of the distal radius and tibia by HR-pQCT[END_REF].

The Cortical thickness (Ct.Th) and cross-sectional area moment of inertia needed for the calculation of mechanical properties were computed within the scanner manufacturer's Image Processing Language (IPL V5.16, Scanco Medical AG, Brüttisellen, Switzerland). The Ct.Th was calculated using a direct method [START_REF] Hildebrand | Direct three-dimensional morphometric analysis of human cancellous bone: microstructural data from spine, femur, iliac crest, and calcaneus[END_REF].

Then, ultrasound measurements were performed along the bone surface, using the bidirectional axial transmission extensively described in Bossy et al. (Bossy et al. 2004). The ultrasound parameter is the velocity of the first arriving signal (VFAS). Measurements were performed on the central area of the samples, with the probe positioned on the external side of the rib, using a standard ultrasound gel. The average value of triplicate VFAS measurements performed on each specimen with intermediate repositioning was kept for the final analysis.

Finally, three-point bending experiments (Figure 3) were performed until failure. A servo-hydraulic testing machine (INSTRON 8802, High Wycombe, England) with a sampling rate of 1000 Hz and no filter was used.

Tests were performed at room temperature. Load and displacement were recorded using a 1 kN load cell (accuracy 0.5%) and the testing machine displacement transducer (accuracy 1%), respectively. The loading speed was 0.5 m.s -1 [START_REF] Cormier | Regional variation in the structural response and geometrical properties of human ribs[END_REF]. The modulus of elasticity and the maximal bending strength were computed in two ways:

1/ analytically assuming that the rib is a beam with a constant cross-section, using the following equations:

(1)

(2)

with E a : the modulus of elasticity from the analytical approach, K: the stiffness, L: the span length, I: the cross-sectional area moment of inertia, σ max a : the maximal strength computed from the analytical approach, F max : the maximum load and c: the maximum distance to the neutral axis.

2/ using a numerical model and an inverse approach [START_REF] Bosisio | Apparent Young's modulus of human radius using inverse finite-element method[END_REF]. In this case, the modulus of elasticity (E n ) and the maximal strength (σ max n ) were identified using an inverse approach combining the finite element model of the rib and its corresponding experiment (load-displacement curve).

For each rib, custom software was used to build a rough mesh from masks representing the volume of interest of the cortical compartment exported as DICOM files Then the software Hypermesh (HyperWorks, Altair, USA) was used to refine the mesh with hexahedral elements. The external part of the model was defined as a shell with a thickness corresponding to the mean value of the cortical bone thickness derived from the HR-pQCT. The internal part was composed of solid elements to represent the cancellous bone. Constitutive laws for both cortical and cancellous components of the model were elasto-plastic. Lower parts of the three-point bending device and the upper part were considered rigid cylinders. Simulations were then performed using LS-DYNA (LSTC, USA). A vertical loading was applied at 0.5 m.s -1 in a manner similar to the experiments. Then the modulus of elasticity and the maximal strength of the cortical bone were adapted manually to fit the numerical load-displacement curve from the simulation with the curve from the corresponding experiment. A difference below 5% for stiffness and load was considered as obtaining the identified values (E n and σ max n ) from this inverse approach. The cancellous bone properties were kept constant for all specimens because they do not influence the rib response [START_REF] Li | Influence of mesh density, cortical thickness and material properties on human rib fracture prediction[END_REF]).

Statistical analysis

The descriptive statistics (mean and standard deviation) were calculated for each parameter. The Student test was used for paired comparisons and the Pearson coefficient was used to report the correlations between variables. The statistical analysis was performed using Statgraphics (version 16.2.03).

3.

Results

No statistical difference was found between rib levels 6 and 8 for either the ultrasonic or the mechanical properties from the numerical approach (p>0.10).

The nominal values for the velocity of the first arriving signal and the mechanical properties are presented for all the specimens in Table 1. The mechanical properties using both calculation methods are correlated, as seen in Table 2.

Statistically significant correlations were found between VFAS and both mechanical parameters (modulus of elasticity and maximal strength) (Table 2). The highest correlation coefficient was 0.78 (p<0.001) for the correlation between VFAS and the modulus of elasticity obtained from the inverse method (Figure 4).

Discussion

This study was designed to assess the relationship between quantitative ultrasound measurements (axial transmission) and mechanical properties of human ribs. No statistical difference was observed for the different parameters (ultrasonic and mechanical properties (numerical approach) on the 6 th and 8 th rib levels. Kemper et al. [START_REF] Kemper | The biomechanics of human ribs: material and structural properties from dynamic tension and bending tests[END_REF]) reported a similar observation for mechanical properties. To the best of our knowledge, ultrasonic velocities of human ribs measured using axial transmission have never been reported. Rib velocity (VFAS) values are typical of those found in long bones, such as the radius [START_REF] Muller | Prediction of bone mechanical properties using QUS and pQCT: study of the human distal radius[END_REF]). Nevertheless, lower velocities (3591±116 m.s -1 ) were measured on ribs in the current study compared to the velocity values reported for human radius specimens (3946±93 m.s -1 ), which may be explained by the lower modulus of elasticity of the rib versus the radius [START_REF] Bosisio | Apparent Young's modulus of human radius using inverse finite-element method[END_REF]. Mechanical properties are consistent with those Stitzel et al. [START_REF] Stitzel | Defining regional variation in the material properties of human rib cortical bone and its effect on fracture prediction[END_REF] obtained when comparing anterior sample locations. Three-point bending overestimates the modulus of elasticity in comparison to coupon tension tests [START_REF] Kemper | The biomechanics of human ribs: material and structural properties from dynamic tension and bending tests[END_REF]). However, the modulus of elasticity is in the lower range of the previously reported data (Table 3). This result may be explained by the age of the subjects considered in the current work. As expected, the maximal strength was higher using the analytical approach than the numerical approach. The analytical approach is based on elastic beam theory and is known to overestimate the maximal strength [START_REF] Burstein | The ultimate properties of bone tissue : the effects of yielding[END_REF].

No relationship between ultrasound measurement and the mechanical properties of the ribs has been reported

previously. However, this type of relationship has been proposed on the radius [START_REF] Muller | Prediction of bone mechanical properties using QUS and pQCT: study of the human distal radius[END_REF]. The modulus of elasticity was nicely predicted by the ultrasonic velocity of human ribs measured using axial transmission.

The standard estimate of error (1.32 GPa) of the current study was determined in addition to the correlation coefficient, thereby validating the quality of the prediction.

Such results open the way for non-invasive assessment of input data for numerical models of the thorax for various ages in the population.

There are some limitations in the present study. First, the modulus of elasticity in the inverse approach is defined by a manual adjustment; an optimization routine would be more robust. The orientation of the rib in the High Resolution peripheral Quantitative Computed Tomography scanner was not strictly controlled. This may have affected the calculation of the cross-sectional area moment of inertia. The use of a tension coupon test instead of a three-point bending experiment would provide a more accurate measurement of the rib cortical bone material properties [START_REF] Kemper | The biomechanics of human ribs: material and structural properties from dynamic tension and bending tests[END_REF]). However, apparent properties (from 3-point bending) are related to ultrasound measurements, as shown in the current study. Finally, it would be worthwhile to assess the relationship between ultrasound measurements and failure strain given that the failure strain of cortical bone has been shown to decrease significantly with increased age [START_REF] Lindahl | Cortical bone in man. II. Variation in tensile strength with age and sex[END_REF][START_REF] Mccalden | Age-related changes in the tensile properties of cortical bone. The relative importance of changes in porosity, mineralization, and microstructure[END_REF].

Conclusions

This study shows that for human ribs there is a significant relationship between the velocity of the first arriving signal (VFAS) assessed using ultrasound axial transmission and the mechanical properties obtained from bending experiments. This ex vivo study opens the way to the development of a methodology to non-invasively assess the material properties of ribs. This is a first step toward in vivo studies to obtain subject-specific rib properties. Table 1: Data on rib specimens (Ct.Th: Cortical Thickness, VFAS: Velocity of the First Arriving Signal, E a , σ max a , E n and σ max n : modulus of elasticity and maximal strength computed respectively from the analytical approach (subscript a) and from the numerical approach (subscript n)).

6.

Figures and table legends

Table 2 : Correlation matrix between ultrasound velocity and mechanical properties (VFAS: Velocity of the First Arriving Signal, E a , σ max a , E n and σ max n : modulus of elasticity and maximal strength computed respectively from the analytical approach (subscript a) and from the numerical approach (subscript n)).

Table 3: Comparison of the mechanical properties of the cortical bone from human ribs using tension coupon and three-point bending tests. Young's modulus (inverse method), GPa Velocity of the first arriving signal, m/s 

Figure 1 :

 1 Figure 1: The rectangle represents the location of the specimen (120 mm) cut from the rib.

Figure 2 :

 2 Figure 2: Grey level image of a cross-section of a rib specimen performed by the HR-pQCT device (voxel size

Figure 3 :

 3 Figure 3: Three-point bending experiments. The rib specimens were placed on the lower supports (free to rotate)

Figure 4 :

 4 Figure 4: Relationship between modulus of elasticity (inverse method) of the ribs and the velocity of the first
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	Table 2					
	N=17	VFAS	E a	σ max a	E n	σ max n
	VFAS		0,70*	0,72*	0,77**	0,64*
	E a	0,70*		0,85**	0,89**	0,81**
	σ max a	0,72*	0,85**		0,81**	0,88**
	E n	0,78**	0,89**	0,81**		0,85**
	σ max n	0,64*	0,81**	0,88**	0,85**	
	* p<0.01, ** p<0.001				
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