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Fungal tyrosinases are also widely used, these enzymes catalyzing the oxidation of monophenols and o-diphenols to quinones in the presence of oxygen [START_REF] Casanola-Martin | Tyrosinase enzyme: 1. An overview on a pharmacological target[END_REF]. They present indeed attractive properties: effectiveness in biosynthesis, capacity of phenols removal from various samples and high capacity of detection and quantification of phenols [START_REF] Halaouli | Fungal tyrosinases: New prospects in molecular characteristics, bioengineering and biotechnological applications[END_REF]. In addition, the detection by tyrosinase-based biosensors is not limited to pure phenol compounds, some biosensors showing their efficiency in the case of more complex mixtures of polyphenols such as those found in tea extracts [START_REF] Abhijith | Immobilised tyrosinase-based biosensor for the detection of tea polyphenols[END_REF]- [START_REF] Cortina-Puig | Diazonium-functionalized tyrosinase-based biosensor for the detection of tea polyphenols[END_REF].

Different approaches have been developed for the immobilization of tyrosinase: silica sol-gel composite films [START_REF] Wang | Silica sol-gel composite film as an encapsulation matrix for the construction of an amperometric tyrosinasebased biosensor[END_REF], tyrosinase-modified boron-doped diamond electrodes [START_REF] Notsu | Tyrosinase-modified borondoped diamond electrodes for the determination of phenol derivatives[END_REF], [START_REF] Zehani | Highly sensitive electrochemical biosensor for bisphenol A detection based on a diazonium-functionalized boron-doped diamond electrode modified with a multi-walled carbon nanotube-tyrosinase hybrid film[END_REF], tyrosinase entrapped in an agarose-guar gum [START_REF] Tembe | Electrochemical biosensor for catechol using agarose-guar gum entrapped tyrosinase[END_REF], glassy carbon electrode modified by gold nanoparticles [START_REF] Sanz | Development of a tyrosinase biosensor based on gold nanoparticles-modified glassy carbon electrodes: Application to the measurement of a bioelectrochemical polyphenols index in wines[END_REF], tyrosinase-FeO 3 nanoparticles-chitosan [START_REF] Wang | Amperometric tyrosinase biosensor basedonFe 3 O 4 nanoparticles-chitosannanocomposites[END_REF], use of polyaniline-carbon nanofibers or nanotubes [START_REF] Zhang | Highly sensitive amperometric biosensors for phenols based on polyaniline-ionic liquidcarbon nanofiber composite[END_REF]- [START_REF] Apetrei | The biocomposite screen-printed biosensor based on immobilization of tyrosinase onto the carboxyl functionalised carbon nanotube for assaying tyramine in fish products[END_REF], diazonium salt [START_REF] Cortina-Puig | Diazonium-functionalized tyrosinase-based biosensor for the detection of tea polyphenols[END_REF] or titania sol-gel matrix [START_REF] Kochana | Tyrosinase-based biosensor for determination of bisphenol A in a flow-batch system[END_REF] … Among host matrixes already used for the immobilization of enzymes recognizing polyphenols [START_REF] Campanella | Determination of the antioxidant capacity of samples of different types of tea, or of beverages based on tea or other herbal products, using a superoxide dismutase biosensor[END_REF]- [START_REF] Korkut | An amperometric biosensor based on multiwalled carbon nanotube-poly (pyrrole)-horseradish peroxidase nanobiocomposite film for determination of phenol derivatives[END_REF], [START_REF] Wang | Silica sol-gel composite film as an encapsulation matrix for the construction of an amperometric tyrosinasebased biosensor[END_REF]- [START_REF] Sheldon | Enzyme immobilization: The quest for optimum performance[END_REF], Layered Double Hydroxide (LDH) nanomaterials are attractive candidates for electrochemical analysis in general and for enzyme immobilization [START_REF] Mousty | Hybrid and biohybrid layered double hydroxides for electrochemical analysis[END_REF], [START_REF] Tonelli | Layered-double-hydroxidemodified electrodes: Electroanalytical applications[END_REF], since they exhibit many advantageous features in the development of hybrid biomaterials. LDHs are an unusual family of layered materials consisting of positively charged layers with charge balancing anions inserted between these layers. Their chemical composition is [M II 1-x M III x (OH) 2 ] x+ A n- x/n (H 2 O) y , where M II and M III represent di-and trivalent metal ions and A n-is the interlayer anion. Their particular structure is responsible for specific properties, such as their high ion exchange capacity or their encapsulation ability. At last these compounds exhibit a high biocompatibility, a parameter particularly important in the context of enzyme immobilization [START_REF] Shan | Layered double hydroxides: An attractives material for electrochemical biosensor design[END_REF]. Incidentally, the immobilization onto LDHs films of different kinds of biomolecules, such as amino acids [START_REF] Aisawa | Direct intercalation of amino acids into layered double hydroxides by coprecipitation[END_REF] or DNA [START_REF] Baccar | Development of an impedimetric DNA-biosensor based on layered double hydroxide for the detection of long ssDNA sequences[END_REF] have been also successfully experimented. In the case of enzymes, LDHs properties allow an enzyme immobilization respecting its native conformation, without affecting active sites, and thus reducing any inhibition effect [START_REF] Tonelli | Layered-double-hydroxidemodified electrodes: Electroanalytical applications[END_REF]. They are also particularly welladapted to the design of electrochemical biosensors [START_REF] Mousty | Hybrid and biohybrid layered double hydroxides for electrochemical analysis[END_REF]- [START_REF] Shan | Layered double hydroxides: An attractives material for electrochemical biosensor design[END_REF]. Applications of this kind of material have been already proposed in the case of antibodies and enzymes [START_REF] Baccar | Development of Urease/LDHs nanohybrid materials for the urea detection: synthesis, analytical and catalytical characterizations[END_REF]- [START_REF] Temani | Structural and functional characterisation of a biohybrid material based on acetylcholinesterase and layered double hydroxides[END_REF]. In the case of tyrosinase, hybrid materials made of chitosan and LDHs were described [START_REF] Han | Hybrid material based on chitosan and layered double hydroxides: Characterization and application to the design of amperometric phenol biosensor[END_REF]. Functionnalization of glassy carbon electrode by tyrosinase-MgAlCO 3 LDH was also reported [START_REF] Han | Amperometric biosensor based on tyrosinase immobilized in hydrotalcite-like compounds film for the determination of polyphenols[END_REF].

Moreover, the chemical nature of LDH material could also influence the enzymatic activity. In the case of tyrosinase, previous studies showed that this enzyme is activated in the presence of cobalt or zinc and inhibited in the presence of nickel [START_REF] Jara | Regulation of mammalian melanogenesis II: The role of metal cations[END_REF], leading us to use a LDH material containing cobalt (Co 1.57 Al(OH) x SO 4 , shortened hereafter as CoAl) for its immobilization [START_REF] Hidouri | Structural and functional characterisation of a biohybrid material based on acetylcholinesterase and layered double hydroxides[END_REF]. At last, the electrochemical behavior of cobalt-based LDHs is well-documented, cobalt being characterized by excellent electrochemical properties [START_REF] Tonelli | Layered-double-hydroxidemodified electrodes: Electroanalytical applications[END_REF], [START_REF] Han | Layerby-layer assembly of layered double hydroxide/cobalt phthalocyanine ultrathin film and its application for sensors[END_REF].

In this context, our approach consists in the building a biosensor based on CoAl LDH/tyrosinase in order to take advantage of cobalt properties mentioned above. Our work includes the physicochemical characterization of CoAl LDH, followed by the determination, using Atomic Force Microscopy (AFM), of optimal experimental parameters for the elaboration of LDH thin films suitable for tyrosinase immobilization. Surprisingly AFM is rarely used, despite the fact that it is well-adapted to this context. On the whole the experimental procedure is simple and inexpensive. Finally, the electrochemical properties of the hybrid tyrosinase-CoAl LDH were evaluated in terms of sensitivity and limit of detection for the recognition of polyphenols of green tea, by cyclic voltammetry measurements performed using gold screen printed electrodes (AuSPEs). The choice of these electrodes is justified by important features such as disposability, low cost, mass production and miniaturization possibilities [START_REF] Trojanowicz | Impact of nanotechnology on design of advanced screen-printed electrodes for different analytical applications[END_REF], all necessary for the potential development of a biosensor on a large scale. This study shows finally that the elaborated biosensor is highly sensitive to the presence of polyphenols.

II. MATERIALS AND METHODS

A. Materials

CoCl 2 , AlCl 3 and Na 2 SO 4 salts, NaOH, glutaraldehyde, tyrosinase from mushroom (activity ≥ 1000 units/mg), K 3 Fe(CN) 6 , K 4 Fe(CN) 6 .3H 2 O and phosphate buffered saline tablets (PBS, 10 mM, 0.137 M NaCl, pH 7.4) were purchased from Sigma-Aldrich. Mixture of polyphenols of green tea was provided by MP Biomedicals LLC (France). This mixture (product number 193756), chosen as a model of mixtures met in the realistic conditions of the planned biosensor usage, contains catechins and derivatives [START_REF] Friedman | HPLC analysis of catechins, theaflavins, and alkaloids in commercial teas and green tea dietary supplements: Comparison of water and 80% ethanol/water extracts[END_REF]. Muscovite mica substrates for AFM experiments were purchased from Electron Microscopy Sciences (USA). Ultrapure Millipore water (pH 6, resistivity higher than 18.2 M ) was used for the preparation of solutions (LDH synthesis, buffer…) and rinsing steps. AuSPEs (with carbon auxiliary electrode and silver reference one) were purchased from Metrohm (ref. 061208210).

B. LDH Synthesis and Characterization

CoAl-LDH synthesis was made by the co-precipitation method, described in details elsewhere [START_REF] Baccar | Stable immobilization of anti-beta casein antibody onto layered double hydroxides materials for biosensor applications[END_REF], [START_REF] Hidouri | Structural and functional characterisation of a biohybrid material based on acetylcholinesterase and layered double hydroxides[END_REF]. Briefly, 100 mL of an aqueous solution of CoCl 2 (0.1 M) and 50 mL of an aqueous solution of AlCl 3 (0.1 M) were mixed drop by drop under stirring (1250 rpm) at 65 °C for 1 h. During mixing, pH was kept constant at 11 by adding a basic solution of NaOH (2 M) and Na 2 SO 4 (0.25 M). After a maturation period (16 h), CoAl LDHs were filtered, washed with ultrapure water, dried at 100°C during 24 h, and finally crushed in nanoparticles. Powder X-ray diffraction (XRD) measurements were performed on a Panalytical X'Pert Pro diffractometer using CuKα radiation (λ = 1.5406 Å) at 40 kV, 30 mA. Scanning was performed from 5.000°to 80.000°with a step of 0.016°.

Fourier Transform Infra-Red (FTIR) spectra of LDHs (in powder) were recorded using a Perkin Elmer spectrophotometer in reflexion mode in the 4000-400 cm -1 range. Final spectra exhibited here correspond to the average of 10 independent spectra. Raman spectra of LDHs were recorded in the 2500-50 cm -1 spectral range, by using a Thermo Scientific DXR Raman microscope (confocal depth of 1.7 μm, spatial resolution of 540 nm) with an excitation wavelength of 532 nm. Final Raman spectra were obtained by the addition of at least 3 independent spectra with an acquisition time of 5 to 7 s each.

C. Hybrid CoAl-LDH/Tyrosinase Surfaces and AFM Study

Surface modification parameters and conditions, was firstly studied using Self Assembled Method (SAM) onto mica film then reported to Au-SPEs. AFM techniques were used for studying the homogeneity and the modification steps of the Au-SPEs surface. For this purpose, CoAl LDH was solubilized in ultrapure water at a final concentration ranging from 0.50 to 2.50 mg.mL -1 . This aqueous solution was homogenized by quick stirring with vortex, and 15 to 20 μl were deposited at the surface, such a volume being enough to cover electrodes surface without exceeding their edges. Surfaces were then dried in air and rinsed with ultrapure water for eliminating unbounded LDH from the surface.

The second step of the phenol-biosensor construction consisted in auto-assembling tyrosinase over the modified electrodes. Tyrosinase was firstly solubilized in PBS buffer solution (at a pH 6.6, included into the stability range of this enzyme [START_REF] Wang | Silica sol-gel composite film as an encapsulation matrix for the construction of an amperometric tyrosinasebased biosensor[END_REF], [START_REF] Apetrei | Enzyme sensor based on carbon nanotubes/cobalt (II) phthalocyanine and tyrosinase used in pharmaceutical analysis[END_REF], [START_REF] Apetrei | The biocomposite screen-printed biosensor based on immobilization of tyrosinase onto the carboxyl functionalised carbon nanotube for assaying tyramine in fish products[END_REF], [START_REF] Xue | A highly stable biosensor for phenols prepared by immobilizing polyphenol oxidase into polyaniline-polyacrylonitrile composite matrix[END_REF]) at a concentration of 1.5 mg.mL -1 . Then, a drop of 10 μL of this solution was deposited on the previous modified surfaces. After incubation at 37 °C during 10 min, surfaces were overnight-stored in saturated PBS (pH 7.4) atmosphere at 4 °C, in order to avoid getting dry. Finally, immobilized enzyme molecules were reticulated in saturated glutaraldehyde atmosphere for 8 minutes and surfaces were rinsed carefully with PBS for removing enzyme excess.

Surface modifications at the different functionnalization steps were studied using two different AFM setups: a Mul-tiMode NanoScope II apparatus (AFM imaging) and a Bioscope II, mounted on an IX71 Olympus inverted optical microscope and operating with the NanoScope V controller (Veeco-Brucker, Santa Barbara, CA). All data presented in this paper were generated with the same cantilever (with a nominal spring constant of about 40 N.m -1 ) and at a scan rate between 0.1 and 0.5 Hz. AFM study was made under ambient conditions (T = 20-21 °C), in air, and in tapping mode to preserve sample integrity [START_REF] Nony | Nonlinear dynamical properties of an oscillating tip-cantilever system in the tapping mode[END_REF]. For each experiment, three independent samples and different zones were scanned. The surface roughness was obtained with the NanoScope setup by the average of 5 to 10 measurements for each scan. Scratching experiments were performed using contact mode (typically on a surface of 1μm × 1μm), the force applied onto the sample being higher than typical force used for imaging (around 80 nN). Height sections performed between intact and scratched areas gave the thickness of the film, assuming that the lower surface is mica.

D. Cyclic Voltammetry (CV)

Voltammetric measurements were carried out using an Ivium CompactStat 10800 (Portable Electrochemical and Impedance Analyzer) at room temperature. A three cell conventional system was used, including a gold working electrode of 4.0 mm diameter, an auxiliary electrode of carbon and a Ag/AgCl electrode as reference electrode. CV measurements were carried out within a potential window of [-0.90 V; +0.50 V], at a scan rate of 50 mV.s -1 in PBS solution (pH 7.4). For each test, the system was stable after a series of 30 continuous cycles.

III. RESULTS

A. CoAl-LDH Structure

The powder XRD pattern of CoAl LDH, shown in Fig. 1a, displays the characteristic diffraction peaks (003, 006, 012, 110 and 113) of pure CoAl-LDH compounds [START_REF] Johnsen | Structural and microstructural changes during anion exchange of CoAl layered double hydroxides: An in situ X-ray powder diffraction study[END_REF], and is very similar to the XRD pattern already reported in the case of CoAl LDH containing nitrate as interlayer anion [START_REF] Manayil | CoAl-CrO 4 layered double hydroxides as selective oxidation catalysts at room temperature[END_REF]. All the diffraction peaks suggest a rhombohedral structure for CoAl LDH, with refined lattice parameters of a = b = 0.3067 nm and c = 2.2646 nm, which are consistent with those previously published in the case of CoAl-LDH materials [START_REF] Johnsen | Structural and microstructural changes during anion exchange of CoAl layered double hydroxides: An in situ X-ray powder diffraction study[END_REF]. The sharp and symmetric features of the diffraction peaks show that CoAl-LDH is highly crystallized, having a three-dimensional order.

FTIR spectrum of CoAl-LDH shown in Fig. 1b reveals the presence of four significant bands. Vibrations at 550 cm -1 , 569 cm -1 and 773cm -1 can be assigned to metal-oxide (Co and Al-O bonds) and metal-hydroxyl vibration modes, respectively. Bands observed at 1350 cm -1 and 1598 cm -1 are assigned to the symmetric stretching of carbonate CO -2

B. Morphology of CoAl-LDH Planar Films

The surface morphology of AuSPEs was studied by AFM before and after CoAl-LDH deposition from a solution at 2.50 mg.mL -1 (Fig. 2a andb). Topography images obtained in tapping mode show that the surface of the commercial working electrode is highly rough (rms about 500 nm). Its coating by LDH film does not affect significantly its topography, surface roughness being in the same range. Such values cannot confirm any effective transfer of matter on the surface, since the AuSPE roughness prevents the distinction of the deposited LDH film. In order to confirm the success of the surface modification by the process described above, an AFM study was achieved using mica substrate under the same conditions. Indeed, freshly cleaved mica surface presents a very flat surface, particularly well-adapted to AFM characterization, enabling to monitor any significant surface modification in terms of surface organization and/or roughness. Before deposition of LDH, mica was imaged. As shown in Fig. 2c, untreated mica surface systematically cleaved in order to ensure a clean surface, and exhibits an atomic scale roughness of 0.3 nm.

Fig. 2d presents the topographic image of a CoAl film obtained by deposition on mica of a LDH solution at 2.5 mg.mL -1 . The obtained surface is covered by many huge aggregates with a high averagesurface roughness of about 180 nm, and presents traces of a particular organization possibly due to crystallization (indicated by arrows in Fig. 2d).

In order to eliminate those huge aggregates, an ultrapure water rinsing step was tested and a scratching operation using AFM tip in contact mode [START_REF] Carpick | Scratching the surface: Fundamental investigations of tribology with atomic force microscopy[END_REF] was carried out on different areas of LDH films to ensure the coverage of the surface. All non-bonded and only adsorbed LDH particles are removed after the rinsing step (Fig. 2e). The deposited LDH film becomes tidier and the average surface roughness decreasessignificantly to less than 11 nm. In order to obtain more details on the surface organization after this rinsing step, 2D zoom-in height images (10 μm × 10 μm) were made. As shown in Fig. 3a, LDH film becomes more organized on mica and aggregates onto the surface are reduced by the rinsing step. Most parts of the surface appear to be flat and smooth presenting layers with different height levels (differently colored areas) and some small aggregates (lightest colored areas). The corresponding average surface roughness (5-11 nm) is clearly above the roughness of freshly cleaved mica suggesting the presence of a LDH film. The zoom-in image (2 μm × 2 μm, Fig. 3b) performed in the selected zone indicated by a dashed square in Fig. 3a, showsLDH layers. The uniformity of the contrast observed in the corresponding phase images (Fig. 3d) indicates the homogenous coverage of the surface by a monophasic material.

Height profile cross sections performed on height images (Fig. 3c) confirm the deposition of ultrathin layers of LDH. The height of a step is estimated to 1-5 nm, whereas the global thickness is estimated to about 25 nm after scratching. In order to obtain homogenous, less rough and thinner CoAl-LDH films with a reduction of aggregate number and size, we studied the influence of lower CoAl-LDH concentrations, ranging from 0.50 to 2.50 mg.mL -1 , on the quality of LDH coating.

The decrease of the LDH concentration enhances significantly the quality of the deposited LDH films that become more homogenous, as shown by height and phase images of a LDH film obtained from a solution at 0.75 mg.mL -1 (Fig. 4a). At the lowest concentration (0.50 mg.mL -1 ), surfaces are not homogenously covered, LDH being even absent in some areas (data not shown). At the same time, the roughness decreases regularly from 11 nm (at a concentration of 2.50 mg.mL -1 ) to a lower value of 3-5 nm (at a concentration of 0.50-0.75 mg.mL -1 ). The scratching operation performed on those last films reveals variable thicknesses. By contrast, in the case of samples obtained from solutions at 0.75 mg.mL -1 , the thickness is more regular and estimated to 10 nm after rinsing.

Taking into account that a regular coverage is more suitable for the enzyme binding in terms of orientation and accessibility, and that LDH surfaces obtained with a solution at 0.75 mg.mL -1 are well characterized in terms of roughness, thickness and homogeneity, we considered this concentration as the optimal one for the following tyrosinase binding.

AFM was also used at this step to check the presence of the enzyme after the reticulation step. Fig. 4b shows an AFM height image suggesting the presence of tyrosinase molecules more or less organized at the surface. Finally the same procedure was followed to functionalize AuSPE surfaces.

C. Impact of the Different (AuSPE / CoAl-LDH / Tyrosinase) Functionnalization Steps on the Voltammetric Response

In this section, electrochemical properties resulting from the different AuSPE modification steps were analyzed by cyclic voltammetry (CV) until the complete characterization of the elaborated biosensor.Fe(CN) -3/-4 6 redox couple was used here as electrolyte support to amplify the effect of each functionalization step on current. The chosen potential window is larger than the appropriate one for this redox couple (from -0.40 V to 0.60 V) [START_REF] O'reilly | Oxidation reduction potential of the ferroferricyanide system in buffer solutions[END_REF].

Fig. 5 shows the CV responses of the nude AuSPE taken as reference, the AuSPE modified first by the deposition of the film of CoAl LDH, and then by the immobilization of tyrosinase on the LDH film.

Voltammetric response of nude AuSPE is characterized by redox peaks of the Fe(CN) -3/-4 6 couple at potentials of +0.19 V and +0.08 V, these redox reactions being reversible (Fig. 5). The deposition of LDH does not change the overall shape of the current-potential response, but increases the intensity of both peaks, in agreement with electroactive properties of Co ions, already reported [START_REF] Tonelli | Layered-double-hydroxidemodified electrodes: Electroanalytical applications[END_REF].

On the contrary, the presence of the tyrosinase layer deposited on LDH film induces important changes in the CV response. First, peaks are enlarged and shifted: oxidation peak is observed at 0.23 V, whereas the reduction one appears at 0.03 V. Secondly, the intensity of these peaks is clearly reduced as compared to previous ones. Such changes are consistent with the presence of the enzyme on the electrode surface [START_REF] Villalonga | Electropolymerized network of polyamidoamine dendron-coated gold nanoparticles as novel nanostructured electrode surface for biosensor construction[END_REF], [START_REF] Li | NiCu alloy nanoparticle-loaded carbon nanofibers for phenolic biosensor applications[END_REF]. At last, the properties of such hybrid system are reproducible and reversible, always stable after 50 cycles (data not shown).

D. Detection by CV of Polyphenols Using the (CoAl-LDH/ Tyrosinase) Coated AuSPE

The biosensor made by the AuSPE/CoAl-LDH film/ tyrosinase association was immersed in PBS and successive polyphenol amounts corresponding to final concentrations from 0.01 to 2000.00 ng.mL -1 were injected into the cell. The corresponding CV curves were recorded within the [-0.90 V; +0.50 V] potential range. Fig. 6a shows voltammograms typical of those obtained for three different biosensors built under the same experimental conditions.

In the absence of polyphenols, the CV response of the system is characterized by the presence of two intense peaks at -0.59V and +0.13V and a shoulder at -0.25V. Peaks at +0.13V and -0.25V can be assigned to oxido-reduction processes involving cobalt contained in LDH, as previously mentioned [START_REF] Apetrei | Enzyme sensor based on carbon nanotubes/cobalt (II) phthalocyanine and tyrosinase used in pharmaceutical analysis[END_REF]. Taking into account the high intensity of the peak at -0.59 V, it could be due to processes involving components of PBS.

In the presence of increasing concentrations of polyphenols, the peak at +0.13V is progressively shifted to lower potential values. This effect, already observed in the case of tyrosinasebased biosensors using carbon nanotubes/cobalt/phtalocyanine architectures as matrix, is assigned to the antioxidant properties of polyphenols [START_REF] Apetrei | Enzyme sensor based on carbon nanotubes/cobalt (II) phthalocyanine and tyrosinase used in pharmaceutical analysis[END_REF]. Moreover, the intensity of this peak decreases, although electrochemical oxidation of catechins (main polyphenols of tea) occurs at a close potential value around +0.20V [START_REF] Ho | Tea and Tea Products: Chemistry and Health-Promoting Properties[END_REF]. This result is in agreement with a previous work [START_REF] Apetrei | Enzyme sensor based on carbon nanotubes/cobalt (II) phthalocyanine and tyrosinase used in pharmaceutical analysis[END_REF], can be explained by the presence of catechins who reduce or hide the peaks assigned to cobalt.

The peak at -0.25V is stable in potential, but a regular decrease of its amplitude is observed in the presence of increasing concentrations of polyphenols. At this potential value, two mechanisms can coexist: already mentioned oxido-reduction processes involving cobalt, and electrochemical reduction of products enzymatically formed by tyrosinase [START_REF] Apetrei | Enzyme sensor based on carbon nanotubes/cobalt (II) phthalocyanine and tyrosinase used in pharmaceutical analysis[END_REF], [START_REF] Shan | Subnanomolar cyanide detection at polyphenol oxidase/clay biosensors[END_REF]- [START_REF] Oriero | Electrospun biocatalytic hybrid silica-PVA-tyrosinase fiber mats for electrochemical detection of phenols[END_REF], the global current intensity including the two processes. At both potential values (+0.13V and -0.25V), the saturation is observed at polyphenol concentration above 1000 ng.mL -1 (data not shown). Finally, as compared to other ones, the peak at -0.59V does not change regularly with the polyphenol concentration, which would be in agreement with the involvement of buffer solution.

Taking into account the amplitude of current variations observed in the presence of increasing polyphenol concentrations, we focused on potential values at -0.25 V and +0.20 V, characterized by highest current variation, giving thus the best sensitivity of detection. Fig. 6b and6c show more precisely the responses of one of the three biosensors (representative of results obtained in each case) in terms of measured current (I m ) at these two potential values, and the corresponding calibration curves giving the absolute value of the current variation δI = |I m -I 0 |, where I 0 is the current measured in the absence of polyphenol, versus polyphenol concentrations, in logarithmic scale. These curves are linear within the range 0-1000 ng.mL -1 of polyphenol concentration. In the case of the oxidation peak at +0.20 V, the linear response is characterized by a maximal value of δI around 20 μA, with a slope of 2.74 μA/ng.mL -1 (R = 0.9994). In the case of the reduction peak, corresponding values are 9 μA and 1.20 μA/ng.mL -1 (R = 0.9998), respectively. The limits of detection (LOD) are estimated by the standard deviation method around 0.33 pg.mL -1 and 0.03 pg.mL -1 for oxidation and reduction respectively.

Stability and the repeatability of measurements were studied as follows: one test (on the complete concentration range) per day for five consecutive days, then one test every 5 days, for 25 to 30 days. Fig. 7 shows the relative sensitivity (ratio between the measured sensitivity and the initial one as reference, expressed in percentage) with time. This figure shows that our biosensor is stable after 20 days, since it keeps 90% of the sensitivity of day 1. At last, after each measurement series, biosensors were stored in PBS at 4°C.

IV. DISCUSSION

Theoretically, no functionnalization is needed for the electrochemical detection of polyphenols. It has been shown that the presence of phenols can be detected by their electrochemical oxidation at the surface of platinum, gold or platinum/gold electrodes in acid medium. However, a deposit assigned to polymerization fouls the electrode surface [START_REF] Iotov | Mechanistic approach to the oxidation of phenol at a platinum/gold electrode in an acid medium[END_REF]. Functionnalization of this surface is thus necessary, either by a pure chemical way using for instance LDH/cobalt-phtalocyanine ultrathin films [START_REF] Han | Layerby-layer assembly of layered double hydroxide/cobalt phthalocyanine ultrathin film and its application for sensors[END_REF] or pyrolytic deposited graphite [START_REF] Riedel | Pyrolytic deposited graphite electrodes for voltammetric sensors: An alternative to nano structured electrodes[END_REF], or by an enzymatic one. In this last case, tyrosinase is one of the most used enzymes.

The mechanism of tyrosinase-based biosensors has been already described [START_REF] Apetrei | Enzyme sensor based on carbon nanotubes/cobalt (II) phthalocyanine and tyrosinase used in pharmaceutical analysis[END_REF], [START_REF] Apetrei | The biocomposite screen-printed biosensor based on immobilization of tyrosinase onto the carboxyl functionalised carbon nanotube for assaying tyramine in fish products[END_REF], [START_REF] Andreescu | Correlation of analyte structures with biosensor responses using the detection of phenolic estrogens as a model[END_REF]. It is based on three steps: first polyphenols are enzymatically oxidized in o-diphenols; secondly, these compounds are oxidized by tyrosinase in oquinones; at last, o-quinones are electrochemically reduced at the active surface, as schematized by the following equation where Tyr represents tyrosinase:

polyphenol T yr -→ ... T yr -→ o -quinone Red.
-→ odi phenol However, LDH can also be involved in the oxidation of polyphenols via the following mechanism [START_REF] Tonelli | Layered-double-hydroxidemodified electrodes: Electroanalytical applications[END_REF]:

L DH -Co (I I ) + O H - solution → L DH O H --Co (I I I ) + e - L DH O H --Co (I I I ) + polyphenol → L DH -Co (I I ) + o -quinone + O H -
In this context, most of these biosensors enable to detect polyphenols indirectly, by following the current corresponding to the reduction peak, this solution being usually preferred in order to avoid interferences. However, contrary to our case, the reduction current increases proportionally to the polyphenol concentration [START_REF] Apetrei | The biocomposite screen-printed biosensor based on immobilization of tyrosinase onto the carboxyl functionalised carbon nanotube for assaying tyramine in fish products[END_REF], [START_REF] Andreescu | Correlation of analyte structures with biosensor responses using the detection of phenolic estrogens as a model[END_REF]. An alternative solution remains to use the oxidation signal due to oxidized compounds generated by tyrosinase.

In our case, the presence of the reduction peak confirms first that the experimental procedure used to immobilize tyrosinase respects enzyme conformation and activity. Moreover, our results shows that this biosensor based on hybrid LDH-tyrosinase material enables to detect the presence of polyphenols by following two different signals at the same time, reduction and oxidation ones, (at -0.25 V and +0.20 V, respectively), leading to a more reliable sensor. However, the amplitude of both currents decreases when polyphenol concentrations increase, which could be due to the superposition of contradictory processes. In particular at -0.25V, the global intensity decrease suggests that the signal due to the reduction of enzymatically formed o-quinones would be too weak to prevail on cobalt process. Moreover, it has been shown that several polyphenols may act as inhibitors of tyrosinase, thus playing a role in the current intensity [START_REF] Chang | An updated review of tyrosinase inhibitors[END_REF].

At last, concerning its performances, in both oxidation and reduction modes, the designed biosensor is highly sensitive (2.74 μA/ng.mL -1 and 1.20 μA/ng.mL -1 ) for a very large linear dynamic range (from 0.01 to 1000 ng.mL -1 ). LODs are also estimated at 0.33 pg.mL -1 and 0.04 pg.mL -1 respectively. These biosensor features correspond to averages, since obtained with a mixture of polyphenols extracted from green tea. Indeed, biosensor efficiency should vary with the nature of polyphenols, as described in literature [START_REF] Cortina-Puig | Diazonium-functionalized tyrosinase-based biosensor for the detection of tea polyphenols[END_REF]- [START_REF] Notsu | Tyrosinase-modified borondoped diamond electrodes for the determination of phenol derivatives[END_REF], [START_REF] Sanz | Development of a tyrosinase biosensor based on gold nanoparticles-modified glassy carbon electrodes: Application to the measurement of a bioelectrochemical polyphenols index in wines[END_REF], [START_REF] Wang | Amperometric tyrosinase biosensor basedonFe 3 O 4 nanoparticles-chitosannanocomposites[END_REF], [START_REF] Sheldon | Enzyme immobilization: The quest for optimum performance[END_REF], [START_REF] Han | Hybrid material based on chitosan and layered double hydroxides: Characterization and application to the design of amperometric phenol biosensor[END_REF], [START_REF] Shan | Subnanomolar cyanide detection at polyphenol oxidase/clay biosensors[END_REF], [START_REF] Andreescu | Correlation of analyte structures with biosensor responses using the detection of phenolic estrogens as a model[END_REF]- [START_REF] Dempsey | Development of a biosensor for endocrine disrupting compounds based on tyrosinase entrapped within a poly(thionine) film, Biosensors and Bioelectronics[END_REF]. However, it is possible to determine a mean molecular mass of polyphenols at 415 g.mol -1 , by taking into account the molar mass of each compound present in the mixture and its relative percentage determined from previous analyses [START_REF] Friedman | HPLC analysis of catechins, theaflavins, and alkaloids in commercial teas and green tea dietary supplements: Comparison of water and 80% ethanol/water extracts[END_REF]. Based on this estimation, we obtain a linear range of 0-2.4 μM, leading to the conclusion that it is particularly well-adapted to the detection of low concentrations (typical limits of detection and linear ranges usually range from nM to hundreds of μM in the case of tyrosinase-based biosensors [START_REF] Nadifiyine | Tyrosinase biosensor used for the determination of catechin derivatives in tea: Correlation with HPLC/DAD method[END_REF]- [START_REF] Wang | Silica sol-gel composite film as an encapsulation matrix for the construction of an amperometric tyrosinasebased biosensor[END_REF], [START_REF] Zehani | Highly sensitive electrochemical biosensor for bisphenol A detection based on a diazonium-functionalized boron-doped diamond electrode modified with a multi-walled carbon nanotube-tyrosinase hybrid film[END_REF]- [START_REF] Yin | Amperometric biosensor based on tyrosinase immobilized onto multiwalled carbon nanotubes-cobalt phthalocyanine-silk fibroin film and its application to determine bisphenol A[END_REF], [START_REF] Apetrei | The biocomposite screen-printed biosensor based on immobilization of tyrosinase onto the carboxyl functionalised carbon nanotube for assaying tyramine in fish products[END_REF], [START_REF] Kochana | Tyrosinase-based biosensor for determination of bisphenol A in a flow-batch system[END_REF], [START_REF] Andreescu | Correlation of analyte structures with biosensor responses using the detection of phenolic estrogens as a model[END_REF], [START_REF] Dempsey | Development of a biosensor for endocrine disrupting compounds based on tyrosinase entrapped within a poly(thionine) film, Biosensors and Bioelectronics[END_REF]. In the context of tea polyphenol detection, our maximal concentrations for a linear biosensor response are in agreement with those obtained in tea decoctions, which are around 2-5 μM [START_REF] Cortina-Puig | Diazonium-functionalized tyrosinase-based biosensor for the detection of tea polyphenols[END_REF].

Taking into account the previous estimated molar mass and the sensitive surface of our biosensor (12.6 mm 2 ), it is also possible to estimate its sensitivity. In the oxidation-based mode, the sensitivity of 2.74 μA/ng.mL -1 is equivalent to 1140 A.M -1 or 9000 A.M -1 •cm -2 . In the reduction-based mode, the same estimation gives a sensitivity of 1.20 μA/ng.mL -1 equivalent to 498 A.M -1 or 3952 A.M -1 •cm -2 . These values are high as compared to others previously reported for tyrosinase-based systems [START_REF] Nadifiyine | Tyrosinase biosensor used for the determination of catechin derivatives in tea: Correlation with HPLC/DAD method[END_REF]- [START_REF] Wang | Silica sol-gel composite film as an encapsulation matrix for the construction of an amperometric tyrosinasebased biosensor[END_REF], [START_REF] Wang | Amperometric tyrosinase biosensor basedonFe 3 O 4 nanoparticles-chitosannanocomposites[END_REF], [START_REF] Zhang | Highly sensitive amperometric biosensors for phenols based on polyaniline-ionic liquidcarbon nanofiber composite[END_REF], [START_REF] Kochana | Tyrosinase-based biosensor for determination of bisphenol A in a flow-batch system[END_REF], [START_REF] Andreescu | Correlation of analyte structures with biosensor responses using the detection of phenolic estrogens as a model[END_REF], [START_REF] Cosnier | Specific determination of As(V) by an acid phosphatase-polyphenol oxidase biosensor[END_REF] which is useful for the comfort of detection and its quantification.

V. CONCLUSION

In this study, we describe the efficient immobilization of tyrosinase enzyme on CoAl-LDH nanomaterial (never used until now for tyrosinase immobilization) previously deposited at the surface of an electrode, to detect polyphenols. Various techniques of characterization enabled us to check the efficiency of the CoAl-LDH synthesis and to confirm its highly crystallized state. Then, AuSPE were treated and functionalized with a simple, efficient and inexpensive procedure which consists in the deposition of an ultra-thin layer of CoAl-LDH and the immobilization of tyrosinase by SAM processes. Thanks to AFM technique, the homogeneity of LDH films was optimized by studying the effect on their thickness and roughness of decreasing LDH concentrations.

Finally, the electrochemical polyphenol biosensor developed in this work proves to be competitive, reliable (thanks to the two modes of polyphenol detection), reusable with a good repeatability and adapted to natural extracts in liquid media. In particular its characteristics suggest that this biosensor is well-adapted to detection of polyphenols in other contexts that food-processing, such as environmental or medical ones, where it is necessary to detect traces.

Fig. 1 .

 1 Fig. 1. (a) XRD pattern of CoAl-LDH. The Miller indices of some selected reflections are shown above the peaks. (b) FTIR spectrum. (c) Raman spectrum of CoAl-LDH.

Fig. 2 .

 2 Fig. 2. 3D topographic (or height) AFM images (20 μm × 20 μm) in tapping mode of a) nude AuSPE surface; b) AuSPE covered with a film of CoAl LDH (obtained from a solution at 2.5 mg/ml); c) nude freshly cleaved mica; d) freshly cleaved mica covered with a film of CoAl LDH (same conditions as in b); and e) same sample as in d) after rinsing with ultrapure water.

Fig. 3 .

 3 Fig. 3. AFM images in tapping mode of a CoAl-LDH film (C LDH = 2.5 mg.mL -1 ): (a) height image (10 μm × 10 μm); (b) height image of the selected area indicated by a square on the previous image (2 μm × 2 μm); (c) height profiles extracted from cross-sections indicated in (b) and (d) corresponding phase image of (b).

Fig. 4 .

 4 Fig. 4. AFM height images in tapping mode (5 μm × 5 μm) of a CoAl-LDH film (C LDH = 0.75 mg.mL -1 ) before (a) and after (b) tyrosinase film deposition.

Fig. 5 .

 5 Fig. 5. Cyclic voltammograms of nude AuSPE, AuSPE modified by the deposition of the CoAl-LDH film (C LDH = 0.75 mg.mL -1 ) and AuSPE modified by the immobilization of tyrosinase (Tyr) on the CoAl-LDH film. Experiments were carried out in PBS containing ferri-ferrocyanide couple (3mM) at room temperature.

Fig. 6 .

 6 Fig.6. Cyclic voltammograms of the AuSPE modified by the immobilization of tyrosinase on the CoAl-LDH film in the presence of increasing concentrations of polyphenols from 0 to 1000 ng.mL -1 in PBS at room temperature (a); (b) and (c) selected areas corresponding to the reduction peak at -0.25 V and the oxidation one at +0.13 V. Corresponding calibration straights at -0.25 V and +0.13 V are added.

Fig. 7 .

 7 Fig. 7. Study of the life time of the AuSPE/CoAlSO 4 /tyrosinase biosensor stored in PBS (sensitivity based on measurements at a potential of 0.20 V).

anions, coming from CO 2 molecules physisorbed onto the surface[START_REF] Kannan | Synthesis and physicochemical characterization of cobalt aluminium hydrotalcite[END_REF],[START_REF] Vieira | Raman scattering and Fourier transform infrared spectroscopy of Me 6 Al[END_REF]. The presence of carbonate anions is also responsible for the weak shoulder centered at 3000 cm -1 , due to CO 2- 3 -H 2 O bridging mode[START_REF] Kloprogge | Fourier transform infrared and Raman spectroscopic study of the local structure of Mg-, Ni-, and Cohydrotalcites[END_REF]. At last, at higher wavenumber, the broad band centered at 3373 cm -1 corresponds to the stretching modes of hydroxyl groups, revealing the presence of hydrogen-bonded interlayer water molecules, usually observed around 3300 cm -1[START_REF] Kannan | Synthesis and physicochemical characterization of cobalt aluminium hydrotalcite[END_REF]. Other modes are also probably overlapped, such as the mode corresponding to the interaction of Cl -or SO2- 4 anions with water around 3000 cm -1 .Raman spectroscopy was carried out for complementary information. As shown in Fig.1c, the Raman spectrum reveals bands

at 471 cm -1 , 518 cm -1 and 611 cm -1 assigned to the ν 2 mode of SO2- 4 anions[START_REF] Radziuk | Spectroscopic investigation of composite polymeric and monocrystalline systems with ionic conductivity[END_REF] and hydroxyl groups interacting with Al. The vibration mode observed at 676 cm -1 is due to CO2- 3 ions, intercalated into the interlayer region[START_REF] Vieira | Raman scattering and Fourier transform infrared spectroscopy of Me 6 Al[END_REF]. Finally, all previous vibrational modes, expected in the case of such kind of compound, confirm the chemical CoAl-LDH composition.
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