F Viprey • 
  
H Nouira • 
  
S Lavernhe • 
  
C Tournier 
  
F Viprey 
  
S Lavernhe 
  
C Tournier Lurpa 
  
H Nouira 
  
  
  
Exploitation of a novel thermo-invariant Multi-Feature Bar for high-precision CMMs and Machine Tools testing
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A novel thermo-invariant Multi-Feature Bar (MFB) for Machine Tools (MTs) geometric errors' identification has been designed and manufactured. The proposed design of the MFB allows extracting three intrinsic parameters: one linear positioning and two straightness errors. The calibration of the MFB was performed on accurate coordinate measuring machines (CMMs) by applying the reversal technique, in order to separate the geometric errors between the MFB and the CMMs. Furthermore, an intercomparison was conducted between four European National Metrology Institutes (LNE, PTB, CMI, UM) to evaluate the reliability of the proposed calibration methodology and the geometric stability of the proposed material standard with respect to a detailed technical procedure. The collected results show sufficient dimensional stability over time.

Introduction

Coordinate Measuring Machines (CMMs) are widely used in industry for the off-line verification and inspection of workpieces and the calibration of gauges [START_REF] Vailleau | Machine à mesurer tridimensionnelle et incertitude de mesure. analyse de l'intercomparaison. rapport final[END_REF][START_REF] Kunzmann | [END_REF]3,4,5,6,7,8]. They allow one to control the workpieces (off-line control) but never to improve the manufacturing process leading to time waste and increasing costs.

Moreover, stationary CMMs may be a part of control systems that give feedback to manufacturing process and are used to stabilize and improve the manufacturing process. They are indeed used in off-line mode but may have positive influence on manufacturing process. However, the inspection of such workpieces in the Machine Tools (MTs) during the manufacturing process (in-process measurement) has become a more and more frequent need in industry. The in-process metrology is almost inaccurate and not traceable due to the volumetric error as specified in the ISO 230-1:2012 [START_REF]Test code for machine tools -part 1: Geometric accuracy of machines operating under no-load or quasi-static conditions[END_REF]. In quasistatic conditions, the volumetric error is defined as a relative deviation between actual and ideal tool and workpiece positionings on MTs. This deviation is essentially generated by quasi-static errors (70%) [START_REF]Test code for machine tools -part 1: Geometric accuracy of machines operating under no-load or quasi-static conditions[END_REF][START_REF] Ramesh | [END_REF]11], in particular those caused by the geometric errors: position and orientation errors as well as motion errors. Other sources contributing to the volumetric error are thermal errors and loads [START_REF] Schwenke | [END_REF]. Both the traceability and minimisation of the volumetric error on MTs represent new challenges for researchers involved in National Metrology Institutes (NMIs), manufacturing laboratories and plants. In this context, the EMRP IND62: JRP-TIM (Traceable In-process dimensional Measurement) [START_REF]Emrp ind62: Jrp-tim (traceable in-process dimensional measurement)[END_REF] was launched in 2013, to investigate on-line metrology MTs, including the design and manufacture of highly accurate multi-purpose thermo-invariant material standards, for the mapping of volumetric and task-specific measurement errors. This paper presents the development of a novel thermoinvariant Multi-Feature Bar (MFB) and the results of the intercomparison organised between four NMIs, all involving in the TIM Project. The aim the intercomparison is to evaluate the reliability of the proposed calibration methodology of the MFB.

The paper is organised as follows: section 2 depicts the design of the MFB; section 3 presents the calibration procedure of the MFB; section 4 deals with the European participants who perform the intercomparison the collected. An uncertainty budget is also established for each measurement; section 5 presents the determination of the key comparison reference values; finally, a discussion of results is presented in section 6.

2 Proposed design for the MFB A novel MFB was designed and manufactured as shown in figure 1). Its dimensions are : 80 mm-width × 580 mmlong × 20 mm-height. It is made of Invar material (FeNi36), certified reference material and considered as thermoinvariant (α/λ ratio equal to 7.7 × 10 -8 m.W -1 ). This thermal property of the material enables the identification of geometric errors of CMMs and MTs specially located in harsh environment and where the temperature is not controlled. ufactured using a wire electrical discharge machining (WEDM). Roughness measurement are performed and the Ra parameters (λ c = 0.8 mm) are equal to 0.6 m 0.02 m and 1.5 m 0.02 m respectively in the wire direction and in transversal direction. Then, the different horizontal rods were machined, carefully ground and glued on the main frame of the MFB. Therefore, a thorough calibration of the MFB is necessary, as described in the following section 3 to extract the intrinsic geometric errors.

∀i ∈ 1; 12 ,

x i y i z i R M F B =   (i -1) × L 0 0   R M F B nominal (1) 
∀i ∈ 1; 12 ,

x i y i z i R M F B =   (i -1) × L 0 0   R M F B nominal +   E xx (i) E yx (i) E zx (i)   R M F B position deviation (2) 
The extracted points of interest O i lead to deduce three intrinsic parameters:

-linear positioning error E xx ; -horizontal straightness error E yx ; -vertical straightness error E zx .

Furthermore, the local frame R M F B is built using the measured data on different surfaces of the patterns [START_REF] Viprey | [END_REF].

Calibration Procedure

Calibration of the MFB was carried out on a traceable high-precision CMM by applying reversal in the metrology room, when the temperature an humidity are controlled. The reversal technique [15] was applied in order to separate the motion errors of the used accurate CMM from the geometric errors of the MFB. This technique concerns only the straightnesses and never the positioning errors, but the absolute length between each hole can be corrected by a substitution technique [6].

The motion errors of CMM contain both systematic component (E CM M ) and random component ( CM M ).

The application of the reversal technique enables to determine the systematic components. The random is still combined with the geometric errors of the MFB, the measurements are repeated many times to average out the random effects.

To apply of the reversal technique, the MFB was carefully aligned along the high-precision CMM axis with the smallest linear positioning error (figure 9) that was identified by previous calibration.

The principle of the reversal technique is illustrated in figure 3, where M x , M y and M z are the component of measurement along x M F B , y M F B , and z M F B of R M F B . E yx , and E zx are the straightnesses of the MFB along y M F B and z M F B in R M F B . Moreover, the superscripts N R and R refer to the position of the MFB: "No Reversal" or "Reversal". Whatever the considered straightness of the MFB, E N R M F B is equal to -E R M F B in the MFB coordinate system. According to the figure 4, the relations between the measurement and the straightnesses of the CMM and the MFB, before and after reversal, can be expressed by the equation 3. The term Y X CM M depicts the zero mean random error of the CMM in the direction Y along X-axis in machine coordinate system.

E yx (i) = M N R y (i) + E Y X CM M (i) + Y X CM M (i) -E yx (i) = M R y (i) + E Y X CM M (i) + Y X CM M (i) (3) 
The geometric errors can be calculated with respect to equation 4.

E yx (i) = 1 2 M N R y (i) -M R y (i) + Y X CM M (i) E zx (i) = 1 2 M N R z (i) -M R z (i) + ZX CM M (i) (4) 
The zero mean random errors Y X CM M and ZX CM M cannot be subtracted directly because they are algebraic values, but averaging over repeated measurements will average the random terms toward zero. The linear positioning error E xx M F B of the MFB was calculated by using equation 5. Since the linear positioning error E XX CM M of the CMM cannot be deduced by reversal technique (figure 5) and it was compensated.

E xx (i) = 1 2 M N R X (i) + M R X (i) +E XX CM M (i)+ XX CM M (i) (5) 
The calibration tests were repeated five times to reduce the random errors and also to investigate the measurement repeatability with respect to the VIM [16]. Furthermore, specified reproducibility condition of measurement in [16] is a set of conditions including different locations, operators, measuring systems, and replicate measurements of the same or similar objects. To evaluate the reliability of the proposed calibration methodology and the geometry stability of the MFB, an intercomparison was organised between four NMIs. The calibration steps are summarised in figure 6. These steps were repeated n = 5 times per participant. The procedure is divided into two parts. On the one hand, the steps undertaken by all the participants. The detailed technical procedure is in agreement with [START_REF] Cipm | Guidelines for CIPM key comparisons[END_REF] and includes handling precautions, devices description, use of the modular inspection system to build the work holder of the MFB, specifications for the tightening and cleaning operations (to be carried out before measurement), parameters of touch probe and CMM, calibration steps, CMM programmes to perform measurements, instructions to report the results of measurements and instructions to report the calibration feedback.

Each participant received the MFB, the associated clamping parts as well as all the necessary devices. On the other hand, the steps undertaken by LNE where the analysis of collected data was carried out using a specific algorithm developed for these tasks.

Intercomparison

Participants

The intercomparison was jointly organised by the following four participants:

x MFB

E YX CMM (X) X: Joint parameter of X-axis E NR yx MFB (i) (No Reversal) i =Number of point interest on the MFB

x MFB Details about the used CMMs are listed in table 1 including the reproducibility conditions [16] such as the measuring systems and the environment conditions. Each experiment is displayed in figure 7.

E YX CMM (X) E R yx MFB (i) (Reversal) E NR yx
M NR (1) M NR (2) M NR (3) M NR (4) M NR (5) M NR (6) M R (1) M R (2) M R (3) M R (4) M R (5) M R (6) 
x MFB y MFB E YX CMM E yx MFB O i E N R y x M F B ( i ) E Y X C M M ( i ) M NR (i) x MFB y MFB E YX CMM E R y x M F B ( i ) M R (i) O i Y X C M M ( i ) 

Collected Results

First and last calibration tests were performed at LNE and took place seven months apart.

In figure 8a Deviations of straightness errors can be reduced if further criterion are selected for RSL. Therefore, the mean minimum zone RSL parameters are usually used to evaluate the minimum straightness error. The minimum standard deviations are determined using least squares RSL. Since software for minimum zone calculation has a limited availability, straightness error is evaluated as the minimum error resulting from the least squares RSL or using the end-point RSL [START_REF]Test code for machine tools -part 1: Geometric accuracy of machines operating under no-load or quasi-static conditions[END_REF][START_REF] Schwenke | [END_REF]. The end-points seem to be more suitable for the MFB calibration and could be physically defined by measurement.

Uncertainty of Measurement

The uncertainty of measurement was estimated according to [19].

The following conditions apply:

-the CMM is within the manufacturer's specification (E + L × F ), -after the compensation of temperature gap between 20 • C and the metrology room temperature (table 1), the temperature is equal to 20 • C±∆ lab • C (where ∆ lab is described in table 1 and correspond to the standard deviation of room temperature during the measurements).

Regarding the table 1, the temperature fluctuations of the metrology rooms which could be represented by arcsine distributions, are very small (maximal value ≤ 0.09 • ). The temperatures of the MFB and the CMMs during measurements have to be considered with more fluctuations due to handling conditions, friction, and thermal radiation or convection. Thus, the following assumptions apply:

-the temperature of the CMM is equal to 20 • C ± • C (uniform distribution), -due to handling conditions and MFB temperature stabilising, the mean temperature deviation between the CMM and the MFB is equal to 0 An uncertainty budget is given in table 2 with respect to [19]. The combined variance u 2 c (β) can be considered as the sum of terms depicted in equation 6. Each parameter of the estimated variance associated with the output estimate β (i.e. β can be

• C ±1 • C (uni- form 
E xx (O i ), E yx (O i ) or E zx (O i )) generated by the estimated variance (C i u i ) 2 . u 2 c (β) = 3 i=1 C i 2 u i 2 = u 2 rep + u 2 CM M + u 2 T1 (6) 
Based on the numerical values given in table To guarantee the internal consistency of the comparison measurements:

-each participant provides the measured dataset and the associated standard uncertainty; -each participant's measurement is carried out independently; -the Gaussian distribution was assigned to each measurement.

Under these circumstances, the Procedure A proposed in [START_REF] Cox | [END_REF] based on the use of least-square adjustment was applied to evaluate the KCRVs. The weighted mean values of participants' measurements, Ēxx , Ēyx and Ēzx (equation 7) for each point of interest O i , were determined using the inverses of squares of the associated standard uncertainties as weight parameters. The associated standard deviations are defined in equation 8.

∀i ∈ 1 ; 12 , j ∈ {LNE, CMI, UM, PTB, LNE}

                           Ēxx (O i ) = j E j xx (Oi)×u -2 c j (E j xx (Oi)) j u -2 c j (E j xx (Oi)) Ēyx (O i ) = j E j yx (Oi)×u -2 c j (E j yx (Oi)) j u -2 c j (E j yx (Oi)) Ēzx (O i ) = j E j zx (Oi)×u -2 c j (E j zx (Oi)) j u -2 c j (E j zx (Oi)) (7) 
∀i ∈ 1 ; 12 , j ∈ {LNE, CMI, UM, PTB, LNE}

                       u( Ēxx (O i )) = j u -2 cj (E j xx (O i )) -1 2 u( Ēyx (O i )) = j u -2 cj (E j yx (O i )) -1 2 u( Ēzx (O i )) = j u -2 cj (E j zx (O i )) -1 2 (8) 
Since the Chi-square goodness-of-fit test does not reject the null hypothesis at the 5% significance level [START_REF] Cox | [END_REF], these values are slightly different from those obtained for the case of LNE. The deviation between these values and the LNE's values is due to the consideration of all the collected values and their associated standard uncertainties. Therefore, the reference values and associated standard uncertainties reflect the impact of the reproducibility of the calibration process. The distribution of the standard uncertainty u(E ref zx (O i )) is centred, symmetrically arranged and the maximum value is reached at O 6 and is equal to 1.3 µm (Figure 10). Table 4: Key comparison reference values of the MFB.

C i ) component (C i u i ) 1 u rep A - Student s E ix µm √ 3 * √ 3 × s E ix µm 2 u CM M B - k=2 ** E/2 µm 1 E/2 µm - k=2 F/2 µm.m -1 L *** L × F/2 µm 3 u T 1 B 1 • C Uniform 1 √ (3) • C L × α M F B 0.
O i u c j (E j xx (O i )) (µm) u c j (E j yx (O i )) (µm) u c j (E j zx (O i )) (
E ref xx (O i ) E ref yx (O i ) E ref zx (O i ) O i values u values u values u µm µm µm µm µm µm 1 0,0 0,3 0,0 0,3 0,0 0, 3 2 -2,8 0,3 -1,4 0,4 -7,0 0,4 3 -7,4 0,3 -1,4 0,3 -5,6 0,8 4 -11,1 0,4 -1,9 0,3 0,1 1,1 5 -13,0 0,4 -5,0 0,3 5,0 1,2 -16,6 0,4 -3,6 0,3 4,6 1,3 7 -19,6 0,4 -4,1 0,3 5,0 1,2 8 -22,5 0,5 -5,5 0,3 13,0 1,1 9 
-25,3 0,5 -7,5 0,3 14,7 0,9 10 -32,1 0,5 -9,2 0,3 18,8 0,7 11 -34,4 0,6 -11,1 0,3 10,3 0,4 12 -39,3 0,6 0,0 0,3 0,0 0,3

Degrees of Equivalence

The degree of equivalence can be of two different types. The first type is the degree of equivalence of participant j (j ∈ {LN E, CM I, U M, P T B, LN E}) from the reference value. It is characterised by the deviation

d j = (d j xx , d j yx , d j zx ) T and the expanded uncertainties U (d j ) = (U (d j xx ), U (d j yx ), U (d j zx ))
T given in equation 9 and 10.

∀i ∈ 1 ; 12 , j ∈ {LNE, CMI, UM, PTB, LNE}        d j xx = E j xx (O i ) -E ref xx (O i ) d j yx = E j yx (O i ) -E ref yx (O i ) d j zx = E j zx (O i ) -E ref zx (O i ) (9) 
∀i ∈ 1 ; 12 , j ∈ {LNE, CMI, UM, PTB, LNE}

           U (d j xx ) = k u 2 (E j xx (O i )) -u 2 (E ref xx (O i )) 1 2 U (d j yx ) = k u 2 (E j yx (O i )) -u 2 (E ref yx (O i )) 1 2 U (d j zx ) = k u 2 (E j zx (O i )) -u 2 (E ref zx (O i )) 1 2 (10) 
The degrees of equivalence are illustrated in figure 11. The selected coverage factor k for the expanded uncertainty is equal to 2, leading to a confidence level of 95% [19]. The attribution of a large CMM uncertainty causes the increase of expanded uncertainties.

The second type of degree of equivalence was calculated between participants j and k (k = j) characterised by the deviations and the expanded uncertainties:

d j,k = (d j,k xx , d j,k yx , d j,k zx ) T and U (d j,k )=(U (d j,k xx ), U (d j,k yx ), U (d j,k zx ))
T respectively (equation 11 and 12). (c) Vertical straightness error j zx (O i ).

∀i ∈ 1 ; 12 , j ∈ {LNE, CMI, UM, PTB, LNE}        d j,k xx = E j xx (O i ) -E k xx (O i ) d j,k yx = E j yx (O i ) -E k yx (O i ) d j,k zx = E j zx (O i ) -E k zx (O i ) (11) 
Fig. 9: Measurement results for each participant's measurements.

∀i ∈ 1 ; 12 , j ∈ {LNE, CMI, UM, PTB, LNE}            U (d j,k xx ) = k u 2 (E j xx (O i )) + u 2 (E k xx (O i )) 1 2 U (d j,k yx ) = k u 2 (E j yx (O i )) + u 2 (E k yx (O i )) 1 2 U (d j,k zx ) = k u 2 (E j zx (O i )) + u 2 (E k zx (O i )) 1 2 (12) 
The degrees of equivalence are depicted in figure 12. 

Discussion

Tests were performed at four NMIs, with respect to the defined calibration procedure. Reversal and substitution techniques were applied in order to compensate the repeatable motion errors of used CMMs. Figure 8 illustrates the results obtained at LNE. A maximum value of deviation equal to 2.8 µm can be observed in E LN E yx (O 6 ) between both calibration tests (Figure 8b). This deviation can be considered smaller than the uncertainty of measurement, estimated for the LNE's CMM (u CM M ). Nevertheless, this deviation could be explained by a deflection of the MFB between both first and last measurement at the LNE (i.e. during the intercomparison).

Figure 10 shows the evaluation of the standard uncertainty u(E ref zx (O i )) associated with the reference value E ref zx (O i ) of the MFB. The adopted definition of RSL based on the end-points (Figure 10) could be considered as non-optimal to minimize the uncertainty of measurement, as the least squares RSL (Figure 13a) and mean minimum zone RSL (Figure 13b). In such case, the uncertainty of measurement becomes less than 1 µm. Nevertheless, whatever the measurement, either the calibration of the MFB or using it for machine calibration, this definition is rested on the actual geometry of the MFB and only one RSL is required for both straightness errors along horizontal and vertical axes of R M F B . The standard uncertainties associated with the KCRVs could be minimized using another definition of RSL. Table 5 and figure 13 depict the impact of the RSL definition on the identified straightness errors and the associated standard uncertainty. The deviations between the standard uncertainties u(E ref zx (O i )) observed in table 5 and figure 13 depend on the definition of the RSL. Both least square and mean minimum zone RSLs allow minimizing the standard uncertainty. The minimum standard uncertainty based on least-squares and mean minimum zone RSLs (Figure 13) are caused by several sources of random errors such as environment, handling and tightening operations.

The figure 11 shows the degree of equivalence of measurements performed at each NMI to the group of key comparison participating NMIs. Deviations from the KCRV (figures 11) enable one to judge if there is a systematic shift in the results from a given NMI in relation to all the NMIs taken together, while the uncertainty in such deviation indicates the reproducibility within that NMIs. In the figure 11, no systematic errors are neglected and all pair differences between measurement results are within the uncertainty limits of their definition. Figure 11a and figure 11c summarize the deviations between one NMI in relation to all the NMIs taken together. The maximum values are equal to -3.6 µm and 2.1 µm in figure 11a for d j xx , and in figure 11c for d j zx respectively. Deviations are accentuated in the 12a and figure 12c which depict degrees of equivalence between two measurements results provided by two different NMIs. This degree of equivalence of one measured value with respect to the other is cal-culated as the difference between their respective deviations from the key comparison reference value. The maximum values are equal to -4.7 µm and 2.9 µm respectively in figure 12a for d jk xx , and in figure 12c for d jk zx . These deviations could be caused by the deflection of the MFB and affect the reproducibility of calibration. The 3 mechanical linkages of the MFB are located on the points of minimum deflection as calculated analytically and are not exactly identical to Airy points [START_REF] Viprey | [END_REF][START_REF] Viprey | Modélisation et caractérisation des défauts de structure de machine-outil 5 axes pour la mesure inprocess[END_REF]. This precaution minimizes the defection of the MFB under its own weight about to 0.16 µm, without tightening operation. The effects of tightening operations during the calibration of the MFB has evaluated a posteriori with 50 tightening cycles. The results highlight an effect on the bending of the MFB equal to -4.7 ± 2.7µm and on the length of the MFB equal to -3.7 ± 2.7µm. The bending could be reduced by the reversal technique during calibration contrary to the effect on the own length of the MFB. So the intercomparison reveal additional sources of error like deflection of the MFB, which could be minimized by improving of the clamping system. 

Conclusion

The design of the MFB involves several patterns, including cylindrical and planar geometric entities, useful to extract 12 points of interests and then providing 3 geometric errors (linear positioning error and 2 straightnesses) after calibration procedure. Calibration of the MFB was carried out when applying the reversal technique in order to separate the motion errors of the CMM and the true intrinsic parameters of the MFB. An intercomparison organised between European NMIs using the Multi-Feature Bar (MFB) confirm the reproducibility of calibration procedure and the long-lasting quality of the geometry. Each participant measured the thermo-invariant material standard using the same procedure. The intercomparison has provided consistency data and key comparison reference values. These results could be used for the compensation of intrinsic geometry of MFB during the identification of geometric errors on the CMMs or MTs. The adopted definitions of the straightness errors were based on the end-points RSL since it greatly simplified the identification of geometric errors on the machines (i.e. CMMs or MTs). However, the analysis of the intercomparison results brings us to the conclusion that the standard uncertainties associated with the KCRVs could be better managed using the least squares or mean minimum zone RSLs and by improving the clamping system and clamping operation. In any case, the end-user will be able to choose between the three definitions of RSLs. 0,0 0,3 0,0 0,3 7,5 0,3 -13,0 0,7 5,5 0,3 -10,0 0,4
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 12 Fig. 1: Picture of the developed Multi-Feature Bar (MFB): a novel thermo-invariant material standard.

Fig. 3 :

 3 Fig. 3: Reversal technique for straightness error E Y X of MFB aligned along X-axis of CMM.

Fig. 4 :

 4 Fig. 4: Effect of the reversal technique on the straightness error -Zoom on a point of interest O i of the MFB.

  distribution), -mean deviation between the temperature of the MFB or the CMM and the room metrology after compensation (20 • C) is equal to zero, -in the worst-case the CMMs are made of steel (α = 12 µm.m -1 .C -1 ), -the values of the coefficient of thermal expansion (α) are equal to the nominal value α CM M = 12 µm.m -1 .C -1 (steel) and α M F B = 12 µm.m -1 .C -1 (Invar) and the associated standard deviations are 1 µm.m -1 .C -1 (Gaussian distribution).The main components (contribution > 1%) of the combined standard uncertainty u c are:-repeatability tests with n = 5 (u rep ); -CMM (standard uncertainty u CM M ); -temperature drift between CMM and MFB (u T1 ).

Fig. 6 :

 6 Fig. 6: Flowchart of the calibration steps.

Fig. 7 :

 7 Fig. 7: Illustration of the MFB and work holder assembly during calibration on CMM.

Fig. 8 :

 8 Fig. 8: LNE's calibration results before and after intercomparison of each point of interest O i of the MFB.

( a )

 a Linear positioning error E j xx (O i ). (b) Horizontal straightness error j yx (O i ).

Fig. 10 :

 10 Fig. 10: Associated standard deviation u(E ref zx (O i )) of the MFB.

  (a) Deviation d j xx and associated uncertainty U (d j xx ) between each participant and the reference value of linear positioning error E ref xx (O i ). (b) Deviation d j yx and associated uncertainty U (d j yx ) tween each participant and the reference value of horizontal straightness error E ref yx (O i ). (c) Deviation d j zx and associated uncertainty U (d j zx ) between each participant and the reference value of vertical straightness error E ref zx (O i ).

Fig. 11 :

 11 Fig. 11: Measurement results for each participant.

  (a) Deviation d jk xx and associated uncertainty U (d jk xx ) between participants j and k. (b) Deviation d jk yx and associated uncertainty U (d jk yx ) between participants j and k. (c) Deviation d jk zx and associated uncertainty U (d jk zx ) between participants j and k.

Fig. 12 :

 12 Fig.12: Degree of equivalence between participants j and k.

  (a) Associated standard deviation u(E ref zx (O i )) of the MFB based on least-squares RSL. (b) Associated standard deviation u(E ref zx (O i )) of the MFB based on mean minimum zone RSL.

Fig. 13 :

 13 Fig. 13: Associated standard deviations based on different definitions of RSL.

MFB (1) E NR yx MFB (2) E NR yx MFB (3) E NR yx MFB (4) E NR yx MFB (5) E NR yx MFB (6)

  

	E YX CMM (1)	E YX CMM (2)	E YX CMM (3)	E YX CMM (4)	E YX CMM (5)	E YX CMM (6)
	E YX CMM (1)	E YX CMM (2)	E YX CMM (3)	E YX CMM (4)	E YX CMM (5)	E YX MMT (6)
	E R yx MFB (1)	E R yx MFB (2)	E R yx MFB (3)	E R yx MFB (4)	E R yx MFB (5)	E R yx MFB (6)

Table 1 :

 1 values of estimated standard deviations for O 1 and O 12 are equal to zero. Besides, the straightness errors reflect both the geometry errors of the manufacturing process and the assembly of the different horizontal rods carefully glued on the main frame of the MFB. The maximal values of horizontal and vertical straightness errors (E Effect of the reversal technique on the linear positioning error -Zoom on a point of interest O i of the MFB. Intercomparison: details of reproducibility condition.

	LN E yx	and E	LN E zx	are

, linear positioning error of the MFB E LN E xx can reach a maximal value of -41.8 µm (last point of interest named O 12 ). The results reflect the impact of the entire error introduced by the MFB manufacturing process. Calibration tests were repeated five times and the results are presented in figure 8a. The calculated standard deviation can reach 1.0 µm for the point of interest O 10 .

Straightness errors were defined on end-points Reference Straight Line (RSL)

[START_REF]Test code for machine tools -part 1: Geometric accuracy of machines operating under no-load or quasi-static conditions[END_REF]

, applied on both O 1 and O 12 (Figure

1

). Based on the definitions of end-points RSLs where the straightness errors E ing error E xx and vertical straightness error E zx . The maximal value of these deviations is equal to 5.5 µm, 1.2 µm and 2.9 µm, respectively for E xx (O 10 ), E xx (O 5 ) and E zx (O 7 ).

  1, table 2 and measurement results, the combined standard uncertainty (u c ) for geometric errors E xx (O i ), E yx (O i ) and E zx (O i ) were estimated and depicted in table 3. The level and maximum values of combined standard uncertainties depend especially of the CMM's uncer-tainty component u CM M . The expanded uncertainties U for each point of interest O i are obtained by multiplying the combined standard uncertainties u c by the coverage factor k = 2 [19].

	5 Determination of Reference Values
	5.1 Evaluation of Key Comparison Reference Values
	(KCRVs)

Table 2 :

 2 Detailed uncertainty budget.

	i	Component Evaluation Half Distribution Standard name type width type uncertainty coefficient (Sensivity	Uncertainty

Table 3 :

 3 Coverage factor is chosen on the basis of the confidence level of 95% [19], *** The effective length under consideration L is expressed in metre. Estimation of the combined standard uncertainty results of E xx (O i ), E yx (O i ) and E zx (O i ) for all participants and all point of interest.

	the calculated weight means in equation 7 and associ-ated standard deviation in equation 8 are accepted as KCRVs with associated standard uncertainties. Hence-forth the KCRVs and associated standard uncertain-ties are E ref xx (O Based on the results presented in table 4, the KCRVs of linear positioning error of the MFB reach a maximal value of -39.3 µm. The horizontal and vertical straight-

58 × L µm * Safety factor calculated based on the student distribution for k=n-1 degrees of freedom [19, 20],

** i ), E ref yx (O i ), E ref zx (O i ) and u(E ref xx (O i )), u(E ref yx (O i )) and u(E ref zx (O i ))

, respectively (Table

4

). ness KCRVs reach -11.1 µm and 18.8 µm, respectively. Since all collected values are considered for the calculation of KCRVs and associated standard uncertainties,

Table 5 :

 5 Key comparison reference values of the MFB with different definitions of the reference straight line (RSL).

			End-point RSL		Least squares RSL		Mean minimum zone RSL
		E ref yx (O i )	E ref zx (O i )	E ref yx (O i )	E ref zx (O i )	E ref yx (O i )	E ref zx (O i )
	O i	values u µm µm	values u µm µm	values u µm µm	values u µm µm	values u µm µm	values u µm µm
	1	0,0	0,3	0,0	0,3	0,9	0,3	3,3	0,8	5,5	0,3	-2,3	0,7
	2	-1,4	0,4	-7,0	0,4	0,2	0,3	-5,2	0,6	4,2	0,4	-10,0 0,4
	3	-1,4	0,3	-5,6	0,8	0,7	0,3	-5,2	0,3	4,1	0,3	-9,3	0,4
	4	-1,9	0,3	0,1	1,1	0,8	0,3	-1,1	0,5	3,6	0,3	-4,5	0,7
	5	-5,0	0,3	5,0	1,2	-1,7	0,3	2,2	0,6	0,5	0,3	-0,3	0,9
	6	-3,6	0,3	4,6	1,3	0,3	0,3	0,3	0,7	2,0	0,3	-1,4	0,9
	7	-4,1	0,3	5,0	1,2	0,5	0,3	-0,9	0,7	1,5	0,3	-1,8	0,9
	8	-5,5	0,3	13,0	1,1	-0,4	0,3	5,8	0,5	0,0	0,3	5,7	0,8
	9	-7,5	0,3	14,7	0,9	-1,8	0,3	6,2	0,3	-2,0	0,3	6,8	0,6
	10	-9,2	0,3	18,8	0,7	-2,9	0,3	8,7	0,3	-3,7	0,3	10,0	0,4
	11 -11,1 0,3	10,3	0,4	-4,1	0,3	-1,2	0,6	-5,5	0,3	0,9	0,3
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