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SYNTHESIS OF CARBON NANOCLUSTER

STRUCTURES FOR OBTAINING HEMOCOMPATIBLE SURFACES In recent years, methods have been extensively developed for the synthesis of carbon nanostructures such as clusters, fullerenes, and nanotubes on the sur face of various materials, making it possible to control their biomedical properties, in particular, hemocom patibility [START_REF] Poole | Introduction to Nano technology[END_REF]. However, the lack of knowledge of the formation mechanisms of hemocompatible surfaces complicates the establishment of unique relationships between the parameters of nanostructural carbon coatings and their biomedical characteristics, which hinders the wide use of these coatings in practical implantology.

In this study, the surfaces of 60 μm thick low den sity polyethylene (LDPE, Russian State Standard GOST 10354-82) and 150 μm thick polyurethane (PU, Vitur T 0533 90 grade), which are widely used in medicine, were modified by carbon nanoclusters. The modification of polymers was performed by the method of the pulsed ion-plasma deposition of car bon on an UVNIPA 1 001 setup as described previ ously [START_REF] Alekhin | Nanostructured Carbon Coatings on Polyethylene Films[END_REF][START_REF] Alekhin | Surface Morphology of Carbon Thin Films Deposited from Plasma onto Low Density Polyethylene[END_REF].

Attempts to use continuous carbon coatings on the surface of medical polymers did not give stable positive results. On the contrary, the formation of a carbon layer that consists of clusters with dimensions favoring the adsorption of useful blood protein molecules such as albumin and preventing the adsorption of harmful fibrinogen molecules showed a significant positive effect, which was manifested by the increasing throm boresistance of the modified polymer materials [START_REF] Chu | Third Generation Plasma Immersion Ion Implanter for Biomedical Materials and Research[END_REF].

We propose a new scheme for obtaining hemocom patible surfaces which is based upon two experimental facts: (i) there were no proteins of blood plasma adsorption on a continuous carbon coating and (ii) the proteins exhibit selective adsorption on the sites of the polymer surface free of carbon, so is a correspondence between the dimensions of blood plasma proteins and those of carbon free surface sites. Figure 1 schemati cally illustrates the mechanism of selective adsorption of albumin molecules in competition with fibrinogen molecules.

As can be seen from Fig. 1a, both albumin and fibrinogen molecules adsorb on the initial polymer surface. Fibrinogen molecules, which are 4-5 times greater than albumin molecules (~50 nm against ~9 nm, respectively), are, for thermodynamic reasons, almost irreversibly adsorbed so that they stick to the substrate with their maximum surface area. In con trast, part of the modified surface (Fig. 1b) is occupied by carbon clusters so that fibrinogen molecules have no area to settle and stick, whereas significantly smaller albumin molecules can readily adsorb on car bon free surface sites. Practical implementation of this adsorption scheme would improve the hemocom patibility of polymer surfaces and eliminate the forma tion of thrombuses.

In order to provide conditions for the selective (competitive) adsorption of albumin and fibrinogen molecules as depicted in Fig. 1, it is necessary to pro duce the nanostructurization of the substrate surface by carbon clusters so that the dimensions of open (adsorption accessible) surface regions between the clusters are be on the order of several units to several dozen nanometers.

As is known, the ion-plasma deposition of nano structural carbon coatings in a pulsed rather than con tinuous regime makes it possible to quite simply con trol the degree of carbon supersaturation (Δg) in the gas phase and, hence, the mechanism of initial growth stages [START_REF] Barybin | Physical and Techno logical Foundations of Electronics: A Textbook for Higher Educational Institutions[END_REF]. Indeed, as low Δg values, the carbon film growth may proceed via the layered or two dimen sional (2D) mechanism of nucleation and growth. The probability of this process is characterized by the iso baric-isothermal potential ΔG 2 ~ 1/Δg. As the Δg value increases, the mechanism can change from 2D to 3D, in which case ΔG 3 ~ 1/Δg 2 (power dependence) and the conditions are more nonequilibrium. This cir cumstance implies a greater possibility that the car bon coated surface morphology will be influenced by the varying conditions of the technological process. In addition, the pulsed regime facilitates the removal of heat from the substrate surface, since the period of time between pulses is an order of magnitude greater (as characterized by the off/on ratio) than the pulse duration. The parameters of this technological process can be optimized by studying the surface morphology and introducing changes in the process so as to obtain the desired surface relief.

Figure 2 schematically illustrates the dynamics of film nucleation and growth according to the Volmer-Weber (island growth) mechanism. At the stage of car bon coating formation, it is necessary to determine the so called percolation threshold (see Fig. 2c), whereby a carbon network that forms an electrically continuous structure capable of conducting electric current is formed, typically when the substrate is covered up to 70-80%. Why is determining the percolation thresh old so important? Because this point at the stage of carbon deposition corresponds to the formation of a mosaic carbon nanostructure with cluster dimensions in a nanometer range. This situation leads to a change in the physicochemical and biomedical properties, thus making it possible to control the hemocompati bility of the carbon modified surface [START_REF] Sevast | yanov, Biocompatibility[END_REF][START_REF] Sevast'yanov | Influence of the Structural and Energy Related Properties of Carbon Coatings on the Adhesion of Human Thrombocyte[END_REF]. It is highly probable that the percolation threshold determines the final stage of formation of a hemocompatible mosaic cluster structure on the substrate surface. In this study, the percolation threshold was determined as a func tion of the number N and the repetition frequency f of pulses of the carbon plasma generator. The thickness of the deposited carbon coating varied within 0.3-15 nm. The proposed technology was experimentally implemented and patented [START_REF] Alekhin | The Method for Modifying the Surface of a Polymer[END_REF].

DETERMINING THE TECHNOLOGICAL PARAMETERS AND PHYSICAL AND BIOMEDICAL PROPERTIES OF PLASMA DEPOSITED CARBON NANOSTRUCTURES

We have experimentally determined the optimum technological parameters for the process of LDPE and PU modification by carbon clusters to reach a perco lation threshold as the pulse repetition frequency f = 1 Hz and their number N = 50, which corresponded to an effective carbon coating thickness of ~7.5 nm. The surface morphology of samples was studied by scan ning electron microscopy (SEM) and scanning probe microscopy (SPM).

The SEM measurements were performed on a Camscan 4 (Cambridge Instruments) microscope with a typical magnification of ×1000-5000, which corresponds to the size of visible fields on a level of several tens of microns. By studying the characteristic features of morphology, it is possible to evaluate the optimum technological parameters, introduce the necessary corrections, and obtain the surface relief necessary for further research. It was established that the relief of modified polymer surfaces was signifi cantly dependent on the number N of carbon plasma pulses and their repetition frequency f. The dynamics of variation of the surface relief exhibited the following trends. At a small amount of the deposited material (N = 2-10), the necessary surface morphology (corre sponding to Fig. 2c) is not formed. In this case, the carbon modified polymer surface has a globular struc ture, i.e., exhibits separate clusters with dimensions within 100-200 nm. Large values of the pulse repeti tion frequency and number ( f ≥ 10 Hz, N ≥ 100) cor responded to the formation of structures representing either fibrils (3000-4000 nm long) or continuous chains. The most favorable regimes were those with f = 0.3-1.0 Hz and N = 30-50.

Direct evidence for the formation of a carbon clus ter structure on the LDPE surface was provided by the results of SPM investigations in air at room tempera ture. These measurements were performed on a Solver TM Pro M (NT MDT Company) instrument operating in a tapping mode with 2D and 3D imaging. The cantilever had an elasticity coefficient of about 20 N/m and a resonance frequency of 131.851 kHz; the point probe had a tip radius of several nanometers. The minimum spatial resolution of the microscope, as evaluated by the size of the minimum visible elements of the sample surface, was about 10 nm.

Figures 3 and4 present typical 2D images obtained by an SPM examination of LDPE and PU modified at various repetition frequencies ( f = 0.1-1.0 Hz) and numbers (N = 30-50) of carbon plasma pulses. As the pulse repetition frequency was increased from 0.1 to 1.0 Hz and/or their number was increased from 2 to 50, the size of the deposited carbon clusters or their aggregates, as well as the degree of surface coverage by carbon, increased to 70-80%. This led to the forma tion of a mosaic carbon network with an electrically conducting structure.

Thus, based on our results, it was concluded that the optimum pulse repetition frequency and carbon deposition velocity for the formation of the desired cluster structure on the polymer surface are 0.3-1 Hz and 0.1-0.2 nm/s, respectively.

Additional information on the structure of modi fied carbon coatings on polymer substrates was obtained by mathematically processing their Raman spectra [START_REF] Alekhin | On the Structure and Properties of Amorphous Carbon Containing Films Produced by Magnetically Active Microwave Plasma Deposition[END_REF]. An analysis of parameters such as the Raman shift and the heights and widths of model spec trum components (Fig. 5), which were determined using the results of Tamba et al. [START_REF] Tamba | Formation of Diamond Like Carbon by a Pure Carbon Arc under High Vacuum[END_REF], allowed us to make the following conclusions concerning the struc ture of layers formed on polymer substrates. It was evi dent that both sp 2 and sp 3 hybridization is present in carbon deposits. According to the general principles of thermodynamics, structural elements with the sp 2 type of hybridization form small size clusters. Of all the possible clusters of this kind, the most probable are six member rings, which can be either separate or connected into sets of several rings. These rings may possess angular misorientation and can be shaped like irregular hexagons. These clusters are bound by ele ments of the sp 3 hybridization and can be chaotically oriented relative to each other.

Medico technical investigations were performed at the Research Institute of Transplantology and Artifi cial Organs (Ministry of Public Health of the Russian Federation, Moscow), which involved (i) an analysis of the thrombocyte adhesion with allowance for their morphological characteristics and (ii) a determination of the degree of activation of the complement system based on the general hemolytic activity of the comple ment in human blood serum. The results showed (see table) that the proposed modification of the polymer surface by carbon leads to a decrease in the thromb ocyte (platelet) adhesion and a drop in the rate con stant K ind of induced activation of the complement system. These characteristic were calculated using the times of the half lysis of sensitized goat erythrocytes by human blood serum before and after incubation with a sample. The surface is classified as hemocom patible, provided that its K ind does not exceed 1.5. It should be noted that the initial polymer surfaces had K ind = 5.1 and 5.5 for LDPE and PU, respectively. An analysis of data in the table shows that the proposed modification significantly improves the hemocompat ibility of the polymer surface at an affective carbon film thickness of 5-12 nm and cluster dimensions within 50-120 nm. 

NANOSTRUCTURAL MODIFICATION OF POLY(METHYL METHACRYLATE) SURFACE BY A COMBINATION OF PLASMACHEMICAL TREATMENT AND VACUUM ULTRAVIOLET IRRADIATION

Poly(methyl methacrylate) (PMMA) is now widely used in practical transplantology as a base material for various implants [START_REF] Nemets | Modification of Polymeric Biomaterials under Vac uum Ultraviolet Radiation[END_REF].

Plasmachemical Processing of PMMA Surface

Previously, Vasilets et al. [START_REF] Vasilets | Vacuum Ultraviolet Treatment of Polyethylene to Change Surface Properties and Characteristics of Pro tein Adsorption[END_REF][START_REF] Ponomarev | Plasma Chemical Modification of Polymers[END_REF] showed that plas machemical processing and vacuum ultraviolet (VUV) irradiation modify the properties of near surface layers of medical polymers. The destruction of polymers and the formation of active chemical radicals and species under these conditions make it possible to control the biocompatibility of the polymers. In particular, the modification of the near surface layers of a polymer leads to a change in its nanoroughness. In this context, we have studied the effect of plasmachemical treat ment in an oxygen containing medium at a small par tial pressure (~2 Pa) followed by VUV irradiation on the PMMA surface roughness in a nanometer range.

The initial PMMA film with a molecular mass of 8 × 10 4 and a thickness of about 0.8 μm was deposited by centrifuging onto a polished Si(100) single crystal surface (Fig. 6a) and then nanostructured by being treated for 20 s in an RF (13.56 MHz) plasma. The parameters of the surface roughness and geometry of the surface features (nanohills and nanograins) on PMMA films were studied by SPM in the atomic force microscopy (AFM) mode on a sample surface area of 1.4 × 1.4 μm 2 . The dimensions of the features were determined by the computer aided recognition of the surface relief, which was performed using the method of feature oriented scanning in the virtual regime [START_REF] Lapshin | Vacuum Ultraviolet Smoothing of Nanometer Scale Asperities of Poly(methyl methacrylate) Surface[END_REF].

It was established that the plasmachemical treat ment of a PMMA film led to the formation of flat nan ograins (Fig. 6b) with average lateral dimensions of about 66 nm, an average height of about 1.8 nm, and an average distance of about 104 nm between adjacent grains. The number of nanograins per unit surface area was about 122 μm -2 . The proposed nanostructure technology ensures that these results can be easily reproduced.

The formation of surface nanograins can be explained by local changes in the PMMA film density. These local changes are related to the presence of inhomogeneities in most polymers, primarily glob ules/grains and lamellae, as well as coils, nodes, twists, entanglements, etc. of molecular chains, which agrees with the results of other investigations [START_REF] Vourdas | Nanotex tured Super Hydrophobic Transparent Poly(methyl methacrylate) Surfaces Using High Density Plasma Processing[END_REF][START_REF] Yoshida | Conductive Poly mer Patterned Media Fabricated by Diblock Copoly mer Lithography for Scanning Multiprobe Data Stor age[END_REF]. In the course of PMMA treatment in oxygen containing plasma, the polymer is subject to significant chemical modifi cation, including the formation of polar functional groups [START_REF] Chai | Wettability Interpretation of Oxygen Plasma Modified Poly(methyl methacrylate)[END_REF]128], carbonate (O 2 C=O), and carbonyl (C=O) groups. In addition, there are significant changes in the binding energies of carbon atoms in various molecular groups. The content of oxygen in the near surface layer exhibits a significant increase during the first seconds of treatment; then the growth slows down and eventually oxygen rather slowly pene trates in depth of the material [START_REF] Chai | Wettability Interpretation of Oxygen Plasma Modified Poly(methyl methacrylate)[END_REF].

Treatment of PMMA Film Surface by VUV Radiation

Plasma treated PMMA samples were exposed to the radiation of krypton lamps with a characteristic wavelength of λ = 123.6 nm in vacuum at a residual Intensite, rel. units The dependence that the cluster size, the rate constant (K ads ) of blood plasma protein adsorption, and the rate constant K ind of induced activation of the complement system has on the effective thickness of the carbon containing layer on LDPE surface . In addition, expo sure to VUV leads to the formation of intermolecular cross links. Thus, the VUV induced smoothing of PMMA nanorelief is due to the joint action of several processes, including the photoetching of the polymer, the redeposition of the gaseous products of photolysis, and the formation of intermolecular cross links. The degree of smoothing (at a fixed radiation intensity) is determined primarily by the treatment duration.

An analysis of our results showed that even 2 min VUV irradiation produced clearly detectable smooth ing of the roughnesses on the nanostructured PMMA surface. After 10 min exposure, the average roughness size decreased by a factor of 2.6-3; the average lateral size of nanograins was reduced by half, and their aver age height decreased by a factor of 15-18. Thus, 10 min VUV treatment rendered the PMMA film surface practically smooth.

MODIFICATION OF PMMA SURFACE BY SYNCHROTRON RADIATION

It was also of interest to study the modification of near surface layers of polymers by irradiation in the hard VUV (λ = 50-100 nm) and soft X ray (λ = 10-50 nm) ranges. The experiments on polymer modifi cation in the short wavelength spectral range were performed using a small synchrotron ring of the Kur chatov Source of Synchrotron Radiation (Moscow). However, since it is still a difficult task to separate the coherent collimated beams of various wavelengths from the entire synchrotron spectrum, the samples of PMMA films were exposed to a beam of "white" syn chrotron radiation (SR). The white beam represented SR in the entire spectrum with λ = 5-400 nm.

The irradiation of PMMA by high energy photons of the white SR beam leads to the formation of radicals (via the Norrish type I reaction) by rupturing chemical bonds (C-C, C-H, C=O) with different energies and forming simple products such H 2 , CO, CO 2 , and CH 4 . At the same time, long wavelength photons produce the reverse effect (cross linking). As a result, exposure to white SR is accompanied by the destruction of PMMA and the subsequent cross linking of the prod ucts.

Figure 7 shows AFM images of the surface relief of PMMA films, which show evidence for self organiza tion and a decrease in the size of nanostructured par ticles. An explanation of this phenomenon can be based on the fact that polymers containing tertiary carbon atoms and possessing low enthalpy of polymer ization are subject to depolymerization (thermode struction). In addition, this is accompanied by UV radiation induced photodestruction in the presence of C=O, which decreases the strength of bonds in the polymer backbone. Both processes lead to polymer destruction with a quantitative yield of monomers [START_REF] Vourdas | Nanotex tured Super Hydrophobic Transparent Poly(methyl methacrylate) Surfaces Using High Density Plasma Processing[END_REF]. Thus the exposure of PMMA to the white SR beam leads to the appearance of structured monomers on the sample surface. In order to check for the biocompatibility of radia tion modified surfaces, we have studied their hydro philic-hydrophobic balance characteristics. Figure 8 shows plots of the mean square roughness (MSR) size and (wetting) contact angle on the PMMA surface versus VUV and SR exposure duration. As can be seen, the MSR ceases to depend on the exposure time after about 10 min irradiation and is determined by the parameters (wavelength and intensity) of the radiation source. In the case of VUV, the contact angle change is correlated with the MSR variation on the PMMA sur face. Using the exposure to SR, it is possible to simul taneously modify both the surface topography (rough ness) and its chemical composition by varying only the exposure time. Note that the surface wetting depends mostly on the chemical composition. These results indicate that SR affects the polymer surface roughness to a much greater extent than VUV radiation does.

CREATION OF A BIOACTIVE SURFACE WITH ACCELERATED OSTEOINTEGRATION

ABILITY BY THE ATOMIC LAYER DEPOSITION METHOD Most dental implants throughout the world are made of commercially available Grade 4 titanium. The most favorable type of interaction between the implant and natural bone tissue is commonly accepted to be osteointegration, which involves a complex of physiological reactions directly dependent on the sur face morphology and chemical composition of the implant [START_REF] Alekhin | Influence of Physicochemical Properties of the Surface of Titanium Implants and the Methods Used for Their Modification on the Osteointegration Characteristics[END_REF].

A developed microrelief on the titanium surface with roughness R a ~ 1.4-1.7 is conventionally formed by two methods: (i) sandblasting by corundum (Al 2 O 3 ) parti cles with dimensions ranging from several tens to sev eral hundred of microns and (ii) etching with various appropriate acid mixtures [START_REF] Lampin | Correlation between Sub stratum Roughness and Wettability, Cell Adhesion, and Cell Migration[END_REF]. In addition to obeying microrelief requirements, the implant surface must be wettable (hydrophilic), which is ensured by giving it a necessary chemical state [START_REF] Zhao | High Surface Energy Enhances Cell Response to Titanium Substrate Microstructure[END_REF].

It was recently demonstrated [START_REF] Heinrichs | In Vitro Bioactivity of Atomic Layer Deposited Titanium Dioxide on Titanium and Silicon Substrates[END_REF] that modifying the surface of titanium by anatase-one of the most widely occurring forms of titanium dioxide-leads to a significant improvement of the bioactivity of implants. In view of the above data, it was decided to create a new combined technology for the formation of biocompatible surfaces of titanium for medical applications.

Developing Integrated Technology of Implant Surface Modification

The samples of titanium were washed in an ultra sonic bath with isopropyl alcohol (special purity grade) at 50°C; then they were rinsed in ultrahigh purity water and etched in various inorganic acids. The quantitative compositions of etchants and the treat ment conditions and duration were experimentally selected with respect to two criteria: (i) obtaining a microrelief with MSR ~ 2-3 μm and (ii) ensuring a contact angle for water within 0°-5°.

The topology of the etched titanium surface was characterized using an Alpha Step prophilometer (Tencor Instruments), which showed that etched sam ples possess a developed relief with a maximum rough ness height of Z max = 13.4 μm and an average rough ness of R a = 2.61 μm (Fig. 9).

Figure 10 shows the influence that the etching time has on the surface topography and contact angle vari ation, which was studied using a KSV Instruments setup. The insets show SEM images of the sample sur face upon etching for various periods of times. As can be seen, a minimum contact angle (~4°) and most developed surface microrelief are observed upon 30 s etching.

SEM data confirmed the facts that (i) the uneven edges of surface roughnesses are smoothed by acid etching and (ii) active centers of selective etching appear on the metal surface, which lead to the forma tion of a fine porous structure. The surface porosity was studied by SPM on a Solver Pro M (NT MDT Company) instrument operating in a tapping mode. The maximum probed area size was 11.5 × 11.5 μm. the lateral pore dimensions were within 2-4 μm (Fig. 11).

However, the etching also led to a significant scatter of contact angles, which varied within 5°-90° in some regions. The surface chemical composition of these samples was studied by Auger electron spectroscopy (AES) (Perkin Elmer AES instrument). The results of this analysis showed that the surface of samples exhib iting hydrophobic properties upon etching was char acterized by the presence of Ti-C bonds, which was evidence for the presence of carbon on the surface of titanium (Fig. 12). It was an increased content of hydrocarbons on the metal surface which imparted hydrophobic properties to the material surface.

Thus, the proposed method allowed a developed microrelief to be obtained on the surface of titanium. However, the formation of a carbidelike layer on the etched surface hindered a stable hydrophilic state over the entire surface of a titanium sample (Fig. 12). For this reason it was decided to stabilize the chemical composition of a titanium surface with developed microrelief using atomic layer deposition (ALD). Why did we select the ALD method? Because it offers the following unique possibilities [START_REF] Aleskovskii | Stoichiometry and Synthesis of Solid Compounds[END_REF][START_REF] Malygin | Molecular Layering Nanotechnology[END_REF][START_REF] Lisichkin | Chemistry of Grafted Surface Com pounds[END_REF]:

(i) Obtaining regular, highly stoichiometric solid deposits with the desired crystal structure on a sub strate at low temperatures (300-500 K).

(ii) Performing phase transformations bypassing high energy barriers related to nucleation, thus ensur ing a conformal coating within 0.5-1.0 nm.

One distinctive feature of the ALD technique is the pulsed supply of reactants to the substrate surface. Between these pulses, the reactor is either purged with an inert gas or evacuated. Correctly choosing the pro cess parameters yields conditions where only a chemi sorbed layer of one reactant is left on the substrate to react with another reactant that is supplied with the next pulse. This process type is sometimes referred to as self saturation or self control [START_REF] Puurunen | Surface Chemistry of Atomic Layer Deposition: A Case of Study for the Trimethylalumi num/Water Process[END_REF]. Multiply repeated reaction cycles make the layer by layer growth of a thin film of a preset composition possible, the total thickness of which is controlled by merely changing the number n of repeated reaction cycles.

In this study we used a Sunale R150 Model vertical ACO type reactor (Picosum Oy) in which titanium duioxide was deposited using ethoxytitanium [97% Ti(OC 2 H 5 ) 4 ] and water. Since the saturated vapor pressure of Ti(OC 2 H 5 ) 4 is low, it was supplied from a source heated to 150°C. The substrate temperature during deposition was 250°C.

An ellipsometric analysis of these titanium dioxide films showed that their refractive index was 2.48 and the standard deviation of film thickness relative to the substrate surface was within 1.8%. The deposition rate was 0.039 nm per cycle. We have prepared samples with film thicknesses of 8, 24, and 48 nm, which were obtained using n = 200, 600, and 1200 reaction cycles, respectively.

In addition to high precision in maintaining preset film thicknesses, the ALD method also ensures unique results with respect to the uniform (conformal) coat ing of large developed surfaces (including those of complicated shapes), which is achieved by virtue of the fact that the reaction proceeds every time in a single layer chemisorbed on the substrate surface. We have experimentally checked for this on test structures obtained by the ion beam processing of a silicon plate in which trapezoid profiled grooves with a base width of ~2 μm and a depth of ~4 μm were formed and sub sequently coated by titanium dioxide using the ALD method. As can be seen from Fig. 13, the TiO 2 layer thickness is virtually the same over the entire surface with a complicated relief.

Characterization of TiO 2 Films Obtained by the ALD Method on Titanium

The TiO 2 layers on titanium substrates were stud ied by Fourier transform IR spectroscopy (FTIR) (Perkin Elmer Spectrum 100 spectrometer) and X ray diffraction (XRD) (Rigaku Ultima IY universal diffractometer), which showed that both the thick ness and structure of TiO 2 layers depend on the number of reaction cycles. Figure 14 shows the FTIR spectra measured in the reflection mode before (curve 1) and after (curves 2-4) TiO 2 deposi tion by the ALD method. As can be seen, the spectra of both the titanium substrate (curve 1) and TiO 2 layer deposited for 200 cycles (curve 2) display a broad absorption band at 700-1000 cm -1 , which corresponds to amorphous titanium dioxide [START_REF] Alekhin | On the Structure and Properties of Amorphous Carbon Containing Films Produced by Magnetically Active Microwave Plasma Deposition[END_REF]. An increase in the number of cycles to n > 600 leads to the appearance of a sharp peak at 870 cm -1 , which corresponds to a crystalline TiO 2 with an anatase structure (curves 3 and 4). According to the FTIR data, similar changes from the amorphous to poly crystalline anatase structure were observed for the films grown by the ALD on silicon substrates.

The appearance of a polycrystalline anatase struc ture in the layer grown by ALD with increasing num ber of reaction cycles was also confirmed by the XRD data (Fig. 15). Measurements of the wetting contact angle on the substrates with titanium dioxide coatings obtained by the ALD with n > 600 on acid etched titanium sur faces showed easily reproducible results with the con tact angle within 0°-5°.

The biocompatibility of modified titanium samples was assessed in experiments performed according to standard method [START_REF] Kim | Fluor Hydroxyapatite Sol-Gel Coating on Titanium Substrate for Hard Tissue Implants[END_REF] with an evaluation of the ability of MC3T3 E1 osteoblast cells to proliferate, adhere, and differentiate. The ability to differentiate was eval uated by a change in the activity of alkaline phos phatase on the samples with differently prepared sur faces (Fig. 16). As can be seen, the activity of alkaline phosphatases was increased on the TiO 2 coated sam ples where compared to the initial titanium. The best results were obtained on the samples prepared using the proposed combined technology involving the for mation of a developed relief surface followed by tita nium dioxide coating using the ALD method.

CONCLUSIONS

We have developed a technology for obtaining modified polymer-blood structures which involve the creation of a mosaic structure on the surface of a non crystalline substrate in the form of carbon clusters with lateral dimensions of 10-500 nm.

The medical and technical parameters of these structures were studied as dependent on the techno logical conditions of surface modification with a view to ensuring the competitive adsorption of blood plasma proteins.

We have also studied the process of smoothing non uniformities of the surface relief on PMMA by treating polymer films in oxygen containing RF (13.56 MHz) discharge plasma and exposing them to VUV radiation at λ = 123.6 nm and an intensity of 7 mJ/(cm 2 s) or white SR with (λ = 5-400 nm). The nanostructured surfaces consisted of flat nanograins with an average diameter of 66 nm, an average height of 2 nm, and an average distance of 104 nm between the neighboring grains. It was established that the nanostructured PMMA surface is partly ordered. The proposed method of polymer surface smoothing by VUV radia tion can be used to improve the biocompatibility of PMMA implants.

A new combined technology for processing medi cal Grade 4 titanium is proposed which includes the chemical etching in inorganic acids and their mixtures followed by the ALD of TiO 2 , which allows a modified surface with the following characteristics to be obtained:

(i) a surface relief with R a ~ 3 μm;

(ii) hydrophilicity (contact angle ~0°-5°);

(iii) chemical composition, TiO 2 anatase. It is experimentally confirmed that the ALD of TiO 2 eliminates the inhibition of cell adhesion to the material surface and is a promising technology for obtaining highly biocompatible dental implants.
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 1 Fig. 1. Schematic diagram illustrating the adsorption-des orption of (1) albumin and (2) fibrinogen molecules on the (a) initial and (b) modified polymer surface containing carbon clusters (3). Arrows indicate the relative rate con stants of adsorption (K ads ) and desorption (K des ) for albu min and fibrinogen.

Fig. 2 .

 2 Fig. 2. Schematic diagram of the island nucleation and film growth mechanism: (a) nucleation and growth of carbon clusters without mutual interactions; (b) lateral growth and island formation; (c) coalesce of islands at a sufficiently large surface coverage and the formation of a network with electrically continuous structure capable of conducting electric current (percolation thresh old); (d) formation of a continuous film.
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 34 Fig. 3. 2D images obtained by SPM examination of LDPE surface modified by N = 30-50 pulses of carbon plasma at a repetition frequency of f = (a) 0.1, (b) 0.3, and (c) 1.0 Hz.

Fig. 5 .

 5 Fig. 5. Analysis of the Raman spectrum of a carbon coating showing general line envelope and its components corre sponding to sp 2 hybridization, sp 3 hybridization, and mis oriented states, respectively.

  of 2 and 100 Pa for various periods of time (0.5, 1, 2, 5, 10, and 20 min) on a setup described in detail elsewhere[START_REF] Alekhin | Surface Morphology of Carbon Thin Films Deposited from Plasma onto Low Density Polyethylene[END_REF].The photon energy at λ = 123.6 is about 10 eV, which is large enough to excite polymer molecules and break chemical bonds such as C-C, C-H, C-CH 2 , and C-O[START_REF] Vourdas | Nanotex tured Super Hydrophobic Transparent Poly(methyl methacrylate) Surfaces Using High Density Plasma Processing[END_REF]. Photolysis leads to the formation of low molecular mass gaseous products such as CO, CO 2 , H 2 , H 2 O, and CH 4 , as well as to high molecular mass gaseous products such as methyl formate (HCOOCH 3 ), formaldehyde (CH 2 =O), methanol (CH 3 -OH), and methyl methacrylate [CH 2 =C(CH 3 )-COOCH 3 ] [19]

Fig. 6 .

 6 Fig. 6. AFM images of PMMA films: (a) initial film on silicon substrate; (b) nanostructured surface upon treatment in an oxygen containing RF plasma.

Fig. 7 .

 7 Fig. 7. AFM images of PMMA films exposed to white SR beam for (a) 1 min, (b) 5 min, and (c) 17 min.
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 85 Fig. 8. Plots of the mean square roughness (MSR) size and (wetting) contact angle on PMMA surface versus VUV and SR exposure duration t.

Fig. 9 .

 9 Fig. 9. Roughness profile of the titanium surface upon sand blasting and chemical etching

Fig. 10 .

 10 Fig. 10. Plot of the contact angle versus etching time. Insets show SEM images of the sample surface morphology at the indicated points.

Fig. 11 .

 11 Fig. 11. (a) 2D and (b) 3D images obtained by AFM of a titanium surface etched in an acid mixture.

Fig. 12 .Fig. 13 .

 1213 Fig. 12. AES spectrum of the acid etched surface of titanium in the region of poor wetting (where the contact angle varied within 5°-90°).

Fig. 14 .

 14 Fig. 14. FTIR spectra of TiO 2 films on polished titanium substrates: (1) initial Ti substrate; (2-4) TiO 2 layers grown by the ALD method using n = 200, 600, and 1200 reaction cycles, respectively.

Fig. 15 .

 15 Fig. 15. XRD patterns obtained for TiO 2 coating formed on titanium by the ALD for n = (1) 200, (2) 600, and (3) 1200 reaction cycles. .

Fig. 16 .

 16 Fig. 16. Histogram of the alkaline phosphatase activity on medical titanium samples prepared by different methods: (1) initial Ti surface; (2) ALD of TiO 2 (n = 1500); (3) 1% HF acid etching followed by the ALD of TiO 2 (n = 1600); (4) HCl/H 2 SO 4 acid etching followed by the ALD of TiO 2 (n = 1600).
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