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Introduction

Fluid inclusions are fluid-filled voids sealed within minerals that represent relicts of the paleo-water having precipitated the minerals (i.e. parent water).  18 O and D analyses of fluid inclusions can provide insights into temperatures and chemical conditions prevailing during the precipitation of carbonate minerals. While temperature, salinity, and pressure conditions at the time of fluid inclusion trapping can be deduced from micro-thermometric measurements on diagenetic carbonates [START_REF] Goldstein | Systematics of Fluid Inclusions[END_REF],  18 O and D composition of fluid inclusions is still technically challenging to measure in carbonates, mainly due to the small quantity of water extractable from the crushing of these minerals. Obtaining  18 O and D composition of diagenetic carbonate fluid inclusions would however have major scientific purposes such as a better characterization of the water origin and evolution in carbonate systems from both Earth surface (e.g. palaeosols or speleothems) and sub-surface (e.g. groundwaters).

The  18 O and D analyses of fluid inclusions in diagenetic carbonates may provide information about chemical conditions prevailing in sedimentary units over the evolution of sedimentary basins. This would allow for a better characterization of past basin groundwaters, as well as their evolution during water/rock interactions over time. In speleothems (cave carbonate concretions), fluid inclusions preserve information of the isotopic composition of past cave drip waters; they are relics of past precipitations averaged over a period of few months to few years (Hendy et al., 1969;[START_REF] Genty | Rainfall and cave water isotopic relationships in two South-France sites[END_REF]. Combined with speleothem carbonates 18 O analyses,  18 O and D of speleothem fluid inclusions can be used as a direct proxy for moisture source, amount history of precipitation [START_REF] Schwarcz | Stable isotope studies of fluid inclusions in speleothems and their paleoclimatic significance[END_REF], and/or cave paleo-temperatures (which is close to the mean annual temperature outside the cave, assuming that an isotopic equilibrium state is reached [START_REF] Mickler | Stable isotope variations in modern tropical speleothems: Evaluating equilibrium vs. kinetic isotope effects[END_REF]).

 18 O and D compositions of speleothem fluid inclusions have been analyzed since the pioneering work of [START_REF] Schwarcz | Stable isotope studies of fluid inclusions in speleothems and their paleoclimatic significance[END_REF], but until recently, technics were imprecise, timeconsuming, and very restrictive in term of sample quantity. Over the last decade, various analytical lines and set-up were used, all of them unique in their design (i.e. [START_REF] Dallai | Techniques for stable isotope analysis of fluid and gaseous inclusions, Handbook of Stable Isotope Analytical Techniques[END_REF][START_REF] Vonhof | A continuous-flow crushing device for on-line δ 2 H analysis of fluid inclusion water in speleothems[END_REF]Vonhof et al., , 2007;;[START_REF] Dublyansky | Hydrogen and oxygen isotopes of water from inclusions in minerals: design of a new crushing system and on-line continuous-flow isotope ratio mass spectrometric analysis[END_REF]. Recent studies have presented laser spectroscopy (Cavity-Ring Down Spectroscopy (CRDS) PICARRO) as a valuable method to analyze simultaneously  18 O and D of speleothem fluid inclusions [START_REF] Arienzo | Measurement of δ 18 O and δ 2 H values of fluid inclusion water in speleothems using cavity ring-down spectroscopy compared with isotope ratio mass spectrometry[END_REF][START_REF] Affolter | New on-line method for water isotope analysis of speleothem fluid inclusions using laser absorption spectroscopy (WS-CRDS)[END_REF][START_REF] Uemura | Precise oxygen and hydrogen isotope determination in nanoliter quantities of speleothem inclusion water by cavity ring-down spectroscopic techniques[END_REF]. [START_REF] Arienzo | Measurement of δ 18 O and δ 2 H values of fluid inclusion water in speleothems using cavity ring-down spectroscopy compared with isotope ratio mass spectrometry[END_REF] were the first to develop an online analytical line coupled to a CRDS that allows the direct measurement of both  18 O and D on speleothem fluid inclusions. A speleothem calcite chip is crushed into a 115 °C heated line, which is entirely made of stainless steel. The crusher is a modified Nupro vacuum valve. They added an injection port to be able to analyse water standards. The water released by injection and crushing is carried via a carrier gas (dry Nitrogen) to an expansion volume. This expansion volume serves as reservoir to feed the CRDS analyzer. The main advantage of this line is that the volume, once isolated from the upstream part of the line, provides a continuous stable signal to be analyzed. For water samples of 0.5 L or more, the precision of this analytical line is 0.4 ‰ for  18 O and 1.1 ‰ for D. The time needed to analyze a speleothem sample is in the range of 1 to 2 hours. The second analytical line, created by [START_REF] Affolter | New on-line method for water isotope analysis of speleothem fluid inclusions using laser absorption spectroscopy (WS-CRDS)[END_REF] is constantly under humid condition. A humid background of set H 2 O concentration and known  18 O and D values is constantly flushed thought the line and analysed by the CRDS analyser. A humid background allows for the measurements of fluid inclusion waters to be performed close to the optimal water vapor concentration range of the PICARRO analyser (17,000 -23,000 ppmv). Speleothem calcite chips are crushed using a hydraulic press. This line has the same injection port as [START_REF] Arienzo | Measurement of δ 18 O and δ 2 H values of fluid inclusion water in speleothems using cavity ring-down spectroscopy compared with isotope ratio mass spectrometry[END_REF] to enable manual injections of water samples. Fluid inclusion and injection waters are measured on top of the background line. This technic allows the PICARRO analyser to be more stable and gets rid of the memory effect. For water samples of 1 L or more, the precision of this analytical line is 0.4 ‰ for  18 O and 1.5 ‰ for D, this precision decreases for smaller quantities of water. The time needed to analyze a speleothem sample is in the range of 2 to 5 hours. [START_REF] Uemura | Precise oxygen and hydrogen isotope determination in nanoliter quantities of speleothem inclusion water by cavity ring-down spectroscopic techniques[END_REF] developed a new highly sophisticated line resembling the [START_REF] Arienzo | Measurement of δ 18 O and δ 2 H values of fluid inclusion water in speleothems using cavity ring-down spectroscopy compared with isotope ratio mass spectrometry[END_REF] design. They have however custom-made glass devices for the three main units, the crusher, injection port, and expansion chamber. Another difference with the [START_REF] Arienzo | Measurement of δ 18 O and δ 2 H values of fluid inclusion water in speleothems using cavity ring-down spectroscopy compared with isotope ratio mass spectrometry[END_REF] line is the use of a cryogenic trap to collect the water released from the speleothem before diluting it in the expansion chamber. This new design permits low contents of water (50-260 nL) to be analyzed with a precision of 0.05 to 0.61 ‰ for  18 O and 0 to 2.9 ‰ for D. However, analysis time is 7 hours per sample. Thanks to those recent studies, potential of isotope measurements of fluid inclusion water is now fully recognized. However, various analytical limitations such as sample size restrictions or time consuming analysis are still making a wider application of this climate proxy difficult.

In this study we present a new analytical line based on both [START_REF] Arienzo | Measurement of δ 18 O and δ 2 H values of fluid inclusion water in speleothems using cavity ring-down spectroscopy compared with isotope ratio mass spectrometry[END_REF] and [START_REF] Affolter | New on-line method for water isotope analysis of speleothem fluid inclusions using laser absorption spectroscopy (WS-CRDS)[END_REF] designs, named for the rest of the manuscript as the Miami and Bern lines, respectively. Our goal is to increase the productivity of the analytical line while keeping the quantity of needed water realized by crushing below 0.5 L. Sample quantity is a critical parameter to ensure the possibility of analyzing (1) different types of natural carbonate samples,

(2) carbonates with relatively low water content, and (3) several replicates of a single carbonate sample. We therefore assessed, for the first time, errors associated with sample sizes ranging from 0.1 to 1l. This manuscript first describes technical aspects and design of this new analytical line. A thorough assessment of the reliability of water sample measurements was then achieved to calculate the minimum fluid inclusion quantity needed to obtain reliable  18 O and D values. At last, we present results from natural carbonates samples: speleothems and diagenetic carbonates (calcites and dolomites).

Analytical line description

Material

A schematic of the line is presented in Figure 1; it includes three main units, a water vapor background generator section, an injection line permitting both water injections and crushing of carbonate material, and a bypass line. The entire line is continuously flushed with dry nitrogen gas and heated at a constant temperature of 130 °C with warming bands. The heated line, that is controlled at two different locations, is wrapped in aluminum foil to permit homogeneous heating conditions. The heating ensures the absence of cold spots (<100 °C) which could lead to the condensation of the water vapor. A layer of insulating cork material is added to protect the line from external environment and avoid heat loss.

Water vapor background generator

The water vapor background generator is similar to the one developed for the Bern line.

The first component of the line is a water reserve containing an in-house water standard named BAFF. BAFF is a natural fresh water, collected in the Baffin Island (North of Canada). It was sampled in large enough quantity (about 30 L) to be used as an internal reference water standard of the GEOPS laboratory. BAFF was calibrated against internationals standards: Vienna Standard Mean Ocean Water scale (VSMOW), Greenland Ice Sheet Precipitation (GISP), and Standard Light Antarctic Precipitation (SLAP). Analyses made on a mass spectrometer (IRMS Thermo Finnigan Delta Plus, equipped with an equilibrating bench), gave the following results:

 18 O = -15.42 ‰ ± 0.03 (1) (n=9); D = -121.85 ‰ ± 0.86 (1) (n=6).

BAFF standard is extracted from the water reserve by a high precision peristaltic pump with planetary traction (ISMATEC # ISM945D). Water from the peristaltic pump is carried by a TYGON LMT-55 tubing (SCO0188T; ID: 0.13 mm and wall: 0.91 mm), to a fused silica capillary (IDEX Heath & Science FS-115; ID: 150m; wall: 360 m; lengh: ~10 cm), to a vaporizer (an union tee: Swagelok # SS-200-3). The carrier gas arrives to the vaporizer from the upstream side of the union tee and the BAFF standard arrives thought the side. The fused silica capillary, carrying BAFF standard, slightly touches the wall of the union tee which instantaneously vaporized it and carried it downstream. A purge is added to the line to evacuate parts of the vaporized water. This purge consists of a 5 cm stainless steel capillary (1/16") attached to the line via a union tee (Swagelok # SS-200-3). Downstream of the purge is a mixing cavity that reduces the water pulses coming from the vaporizer and homogenizes the water vapor background. This mixing cavity consists of a 150 mL stainless steel cylinder (Swagelok 304L-HDF4-150-PD). The quantity of water vapor background going through the line is modified by increasing or decreasing the velocity of the peristaltic pump. A three ways valve (Swagelok SS-41GXS2) separates the water vapor background generator section from both the injection and bypass lines.

Injection line

The first component of the injection line is the syringe injection unit that is similar to both the Miami and Bern lines. It consists of a septum injection nut (Cluzeau Info Labo # EN2SI) fixed to the line via a union tee . A 1 L syringe (SGE Analytical Sciences syringe) is used to inject water standards with quantities ranging from 0.1 to 1 L. The second component is the crushing device (Figure 2) that consists of a modified vacuum valve (Swagelok #SS-4BG), in which the valve stern was taken apart from the valve body. The valve body was milled until obtaining a 1 cm diameter cavity. The stern cap was replaced by a custom-made stainless steel cylindrical hammer (see Figure 2 for details). To crush the sample, the valve stern is used as a power hammer, with the valve bellow leading to the crush of the carbonate sample by vertical pressure and vibrations. Similar to the Miami line, a 0.5 m pore size (Swagelok SS-4F-05) in-line filter is inserted downstream from the crusher to prevent particles of carbonate to be transported to the PICARRO analyzer. A 75 ml expansion volume (Swagelok 304L-HDF4-75-PD) is added to buffer the water coming from injection or crushing. This volume tends to mimic the PICARRO vaporizer units used in the Bern line, without diluting the signal.

Bypass line

The bypass line consists of a 1/8" stainless steel tubing. In the Bern line the stabilization time after opening the line was around three hours. By switching to this bypass line, the PICARRO analyser remains under continuous humid flow when we open the crusher to insert carbonate samples which reduce considerably the stabilization time to about 10 min.

Protocol for analysis

For each analytical session a similar protocol is followed (1) the PICARRO analyzer is turned on, (2) the dry nitrogen flushing valve is open, and (3) the peristaltic pump is turned on.

A quiescence time of half an hour is necessary to obtain a stable humid background. The determined conditions for a stable humid background are based on the standard deviation values over five minutes: H 2 O concentration ± 10 (1) ppmv,  18 O ± 0.2 (1) ‰ and D ± 4 (1) ‰.

Once these conditions are reached, six 0.3 L injections of a combination of three certified water standards (-5‰; -8‰, ESKA, and MAZA; Table 1) 

Data analysis

The data analysis is based on the method developed by [START_REF] Affolter | New on-line method for water isotope analysis of speleothem fluid inclusions using laser absorption spectroscopy (WS-CRDS)[END_REF]. The signal is a mix between the background water and the water sample injected or liberated during the crushing. The shape of the signal for one measure (for all three parameters, water concentration,  18 O, and D) resemble an abrupt peak followed by a slow return to background conditions. We need to integrate the product of the water amount and its isotopic value with regard to the background to calculate sample isotopic  18 O and D values. To reduce the analytical noise, a 20-points-rolling median is applied to the three variables. This step was not done by [START_REF] Affolter | New on-line method for water isotope analysis of speleothem fluid inclusions using laser absorption spectroscopy (WS-CRDS)[END_REF] since their PICARRO analyzer (L1102-i) gives one value averaged over twelve seconds of measurement while our PICARRO analyzer (L2120) gives one value averaged over two seconds. The deconvolution between the signal and the baseline is a simple integration over the duration of the mix, with removal of the baseline, following equation ( 1) and ( 2):

(1)

𝛿 18 𝑂 = [𝐻 2 0] * ∑ ( [𝐻 2 0] 𝑖 * 𝛿 18 𝑂 𝑖 ) 𝑖 ∑ [𝐻 2 0] 𝑖 𝑖 -( [𝐻 2 0] 𝑏𝑎𝑐𝑘𝑔𝑟𝑜𝑢𝑛𝑑 * 𝛿 18 𝑂 𝑏𝑎𝑐𝑘𝑔𝑟𝑜𝑢𝑛𝑑 ) [𝐻 2 0] -[𝐻 2 𝑂] 𝑏𝑎𝑐𝑘𝑔𝑟𝑜𝑢𝑛𝑑 (2) 𝛿𝐷 = [𝐻 2 0] * ∑ ( [𝐻 2 0] 𝑖 * 𝛿𝐷 𝑖 ) 𝑖 ∑ [𝐻 2 0] 𝑖 𝑖 -( [𝐻 2 0] 𝑏𝑎𝑐𝑘𝑔𝑟𝑜𝑢𝑛𝑑 * 𝛿𝐷 𝑏𝑎𝑐𝑘𝑔𝑟𝑜𝑢𝑛𝑑 ) [𝐻 2 0] -[𝐻 2 𝑂] 𝑏𝑎𝑐𝑘𝑔𝑟𝑜𝑢𝑛𝑑
The trickier part is to select the duration of the integration, by finding an objective sample signal beginning and end. To determine the signal inflection point we use an objective criterion of dH 2 O(t)/dt ≥ 10 ppmv.s -1 . The end of the sample signal is set when dH 2 O(t)/dt ≥ 0 ppmv.s -1 over a period of nine consecutive values. We automated these calculi by developing a VBA application (https://github.com/MaxenceDuhamel/AUTOPEAK-PICARRO.git).

Calibration of the line using water standards

Determination of the optimal water background concentration

To test the optimal water background concentration, the same protocol as in [START_REF] Affolter | New on-line method for water isotope analysis of speleothem fluid inclusions using laser absorption spectroscopy (WS-CRDS)[END_REF] was followed. This test was made over the course of eleven different days from three different months (Table 2 andFigure 4). We varied the background water concentration from 2,000 to 24,000 ppmv and analyzed it over a period of three hours. Data acquired over the last 30 minutes were averaged and used as the value for the set background condition (Table 2 andFigure 4). For  18 O values, the standard deviation is high for concentration below 7,000 ppmv and then become stable with a standard deviation of 0.2 ‰. For D, the standard deviation also decreases in a nearly exponential profile with the increase in H 2 O concentration. The slope of the decrease become smaller around 7,000 ppmv, and the standard deviation of the D measurements stays below 4 ‰ until 24,000 ppmv. As for the H 2 O concentration, the standard deviation is stable around 10 ppmv until 11,000 ppmv, and then starts to increase. In regards to those results, the water background concentration for routine measures was set to 8,000 ppmv (Figure 4, red squares).

Estimation of sample's water concentration

Various aliquot of water ranging from 0.1 to 1 L (30 replicates for each aliquot) were injected to define the relationship between the quantity of water injected and the integrated water volume measured on the PICARRO analyzer (see section 2.3 water integration). A significant linear relationship is found between the quantity of water injected and the integrated water volume measured on the PICARRO (Figure 5). The equation derived from this linear regression:

7.436e-7 (± 3.464e -9 ) x + 8.049 (± 2.852e -3 ) (R 2 = 0.994, significant at 99%) is used to determine the quantity of water released during carbonate sample crushing procedure.

Calibration of the instrument

Measured raw isotopic data coming from the instrument need to be converted into VSMOW scale. Four laboratory standards waters (-5‰, -8‰, ESKA, and MAZA see Table 1), previously calibrated against VSMOW, GISP, and SLAP, are used to perform the isotopic calibration of the instrument (Table 3 top panel and Figure 6). The range of the calibration is -1.18 to -13.96 ‰ for  18 O and -100.15 to 1.28 ‰ for D, spanning the entire range of isotopic values measured in fluid inclusions from natural carbonate samples. For each calibration curve presented in Figure 6, at least three replicates of 0.5 L of laboratory standards were measured (Table 3 top panel). The mean calibrations (average of the five daily ones, Table 4) are y = 0.979 (± 0.005) * measured  18 O + 1.371 (± 0.049) (R 2 = 0.999, significant at 99%) and y = 0.967 (± 0.004) * measured D -1.535 (±0.261) (R 2 = 0.999, significant at 99%). The 99 % confidence interval per standards, following a Student t test, range from 0.15 to 0.28 ‰ for  18 O and from 0.79 to 1.71 ‰ for D (Figure 6.C. and D.). These mean calibrations are used to correct both water injections and carbonate fluid inclusion water analyses. Daily calibrations are systematically compared to these mean calibrations to evaluate a potential drift of the instrument.

Over the period of one year no significant drift was observed.

Additional certified laboratory standards waters (-30‰, NAN, DOMEC, and -10‰) were analyzed and plotted on top of the mean calibration curves to test the validity of these calibration equations for out of range water standards (Table 3 bottom panel and Figure 6.C. and D.). Each of these standards fall on the calibration lines, validating the linearity of the regressions which will allow to correct out of calibration-range sample values. To assess the memory effect of our line, five samples of MAZA were injected followed by five of DOMEC, two standards with very different isotopic composition (Table 1). The mean values of the first two DOMEC values is not statistically different than the mean of the last two ones. We therefore concluded that there is no evidence of memory effect in our system (similar as [START_REF] Affolter | New on-line method for water isotope analysis of speleothem fluid inclusions using laser absorption spectroscopy (WS-CRDS)[END_REF].

Water sample reproducibility test

We document the accuracy and precision of the line by doing replication measurements of a laboratory water standard named DIDO2. It is a tap water, demineralized, and calibrated against VSMOW, GISP, and SLAP. DIDO2 analyses made on a mass spectrometer (IRMS Thermo Finnigan Delta Plus, equipped with an equilibrating bench), gave  18 O = -7.30 ‰ ± 0.04 (1); D = -49.91 ‰ ± 0.64 (1) (n=7). 30 replicates of different aliquots of DIDO2 ranging from 0.1 to 1 L at a 0.1 L increment were analysed (Figure 7). This is the first time such experiment was completed owing to the fact that it has been time consuming on previous analytical line designs. We used a bootstrap method to calculate the confidence interval of the mean. For 3% test over 1,000 iterations, mean  18 O and D values are not statistically different for injected volumes ranging from 0.3 to 0.8 L. Standard deviation of the difference between the certified values and the measured values for a given injected volume are presented in Figure 7 (Bottom). For injection volume above or equal to 0.2 L, the standard deviation for  18 O reaches the acceptable value of 0.5 ‰. For D, acceptable value of 2 ‰ is reached for injected volumes above or equal to 0.3L. This test indicates that our line has a good  18 O and D reproducibility for sample size above 0.3 L.

Isotopic composition of fluid inclusions from natural carbonate samples

To validate the reliability of our analytical line, two different types of natural carbonate samples are analyzed: (1) modern speleothem samples from caves for which  18 O and D composition of drip water are known. It is commonly assumed that isotopic composition of speleothem fluid inclusions reflects the isotopic composition of the parent drip water, itself closely linked to rainfall variability [START_REF] Genty | Rainfall and cave water isotopic relationships in two South-France sites[END_REF]; and (2) diagenetic carbonates for which the  18 O of the mineralizing waters were independently back-calculated by combining clumped isotope ( 47 ) temperatures and  18 O values of the carbonate [START_REF] Mangenot | Coupling  47 and fluid inclusion thermometries on carbonate cements to precisely reconstruct the temperature, salinity and  18 O of circulating paleowater in sedimentary basins[END_REF][START_REF] Mangenot | Basin scale thermal and fluid-flow histories revealed by carbonate clumped isotopes ( 47 ) -Middle Jurassic of the Paris Basin[END_REF]. All the fluid inclusion isotopic values from carbonate samples are presented in Table 5.

Speleothems

Sample sites description

Speleothems used in this study come from two different locations in Northern Europe:

Sweden (K13) and Belgium (HanGril). No petrography analyses were done due to the small quantity of calcite available for analyses.

K13 stalagmite comes from the Korallgrottan Cave, North West of Sweden, in the Caledonian mountain range (64° 53'16'' N; 14° 9'30'' E) located 540 to 600 m above sea level [START_REF] Sundqvist | Understanding conditions behind speleothem formation in Korallgrottan, northwestern Sweden[END_REF]). K13 is a 7.7 cm long stalagmite that grew mainly between 10.6 ky to 6.9 ky, with a last short growth period around 2 ky (K. Holmgren and H. Sundqvist, unpublished data). Calcite samples for fluid inclusion analyses were taken at the top of the stalagmite (the first 5 mm). We assume that the isotopic signal of the input water (rainfall and dripping water)

did not change significantly over the last 2 ky, therefore, samples taken at the top of the Table 7). A water sample from the drip water feeding HanGrilA/B deposits was collected in July 2012 giving values close to the aforementioned measurements ( 18 O = -7.37 ‰ and D = -49.15 ‰). Cave drip water isotopic measurements can therefore be used as reliable source of information on speleothem parent water.

Sample fluid inclusion concentrations

The relationship between the weight of the speleothem sample and the quantity of the water released during the crushing is examined (Figure 8A., B, and C). The weight of speleothem chips varies from 0.04 to 0.84 g, with the amount of water released between 0.09 to 1.12 L. We observe a positive linear relationship between the amount of speleothem crushed and the quantity of water released for both K13 and HanGrilB samples, with Pearson correlation values of 0.95 and 0.90, respectively (both significant at 99 %). We find however, no significant relationship between the sample weight and the amount of water released for HanGrilA samples.

This result points to a heterogeneous distribution of fluid inclusions in stalagmite samples as already presented in [START_REF] Affolter | New on-line method for water isotope analysis of speleothem fluid inclusions using laser absorption spectroscopy (WS-CRDS)[END_REF] and [START_REF] Meckler | Glacial-interglacial temperature change in the tropical West Pacific: A comparison of stalagmite-based paleo-thermometers[END_REF].

Isotopic measurements

Isotopic fluid inclusion  18 O and D values from K13, HanGrilA, and HanGrilB are presented in Table 5 andFigure [START_REF] Genty | Rainfall and cave water isotopic relationships in two South-France sites[END_REF][START_REF] Meckler | Glacial-interglacial temperature change in the tropical West Pacific: A comparison of stalagmite-based paleo-thermometers[END_REF]. This offset has been attributed to condensation on cave walls [START_REF] Genty | Rainfall and cave water isotopic relationships in two South-France sites[END_REF]. In this study, local drip water from both HanGrilA and HanGrilB samples might not be in equilibrium with their parent drip water.

Another possible reason for the isotopic composition of an inclusion being different from the parent water is that the inclusion had leaked. Both HanGrilA and HanGrilB are speleothem deposited on a flat tile. Those samples might not be representative of natural growth conditions of stalagmites as already suggested by [START_REF] Labuhn | A high-resolution fluid inclusion  18 O record from a stalagmite in SW France: modern calibration and comparison with multiple proxies[END_REF], for similar cave deposits.

Section 4 determines that good  18 O and D reproducibility are achieved for sample size above 0.3 L; it is also the case for crushed speleothem samples. While the mean isotopic values between all the crushed samples and the samples that released more than 0.3 L of water are not statistically different, the standard deviation and therefore the reproducibility varies. For samples that released more than 0.3 L, the reproducibility is about 0.5 ‰ for  18 O and 2 ‰ for D while it is much higher for the other ones, validating 0.3l as the minimum water quantity to obtain robust isotopic fluid inclusions measurements.

Diagenetic carbonates

Samples description respectively (see [START_REF] Mangenot | Coupling  47 and fluid inclusion thermometries on carbonate cements to precisely reconstruct the temperature, salinity and  18 O of circulating paleowater in sedimentary basins[END_REF]. Complementary stable isotope analyses ( 13 C,  18 O,  47 ) confirmed that these three generations of cements precipitated at distinctive temperatures and from paleo-waters with different geochemistry. Published Δ 47 compositions and associated TΔ 47 temperatures for Cal1, Dol1, and Cal2 samples, calculated using the universal calibration of [START_REF] Bonifacie | Experimental calibration of the dolomite clumped isotope thermometer from 25 to 350°C, and implications for the temperature estimates for all (Ca, Mg, Fe) CO 3 carbonates digested at high temperature[END_REF] as well as the additional data for BUF4 sample, are compiled in Table 8.


By combining clumped isotopes temperatures (TΔ 47 ) and  18 O values of the carbonate, the  18 O of the parent water ( 18 O water ) can be reconstructed, here using the fractionation value of oxygen isotopes between the carbonate and water of [START_REF] O'neil | Equilibrium and nonequilibrium oxygen isotope effects in synthetic carbonates[END_REF] for calcite and Horita et al.

(2014) for dolomite. Calculated  18 O water values and their uncertainties are presented in Table 8.

Fluid inclusion measurements

 18 O composition of fluid inclusions were measured in the same cement specimens in order to be directly compared to the  18 O water values deduced from  47 data (Table 8). Fluid inclusion mean  18 O are: 2.5 ± 1.1 ‰ (n = 4) for BEBJ8, 2.4 ± 1.1 ‰ (n = 4) for VPU9, 0.6 ± 1.6 ‰ (n = 2) for VPU4, -3.1 ± 2.8 ‰ (n = 2) for RN21, and -6.6 ± 0.5 ‰ (n = 3) for BUF4. Fluid inclusion D values are: -18.9 ± 5.4 ‰ (n = 4) for BEBJ8, -18.6 ± 3.1 ‰ (n = 4) for VPU9, -17.4 ± 1.9 ‰ (n = 2) for VPU4, -44.2 ± 7.9 ‰ for RN21 (n = 2) and -31.2 ± 1.4 ‰ (n = 3) for BUF4

(Table 8). Uncertainties, reported as one standard deviation of the mean, are quite variable for  18 O measurements (between 0.5 and 2.8 ‰), and mostly dependant to the carbonate sample size and fluid inclusion abundance.

The cross-plot between  18 O and D is not reported for diagenetic samples as we do not expect their  18 O and D composition to fall on the GLWL. However, relationships between  18 O values measured in fluid inclusions and  18 O water back-calculated from  47 data on the same mineral can be directly compared and evaluated. This relationship is plotted in Figure 9 with the 1:1 line marked.

Although each analytical technique comes with their own working hypotheses and uncertainties, all the results are remarkably consistent for a total range of variation between -6‰ to +2‰. Notably,  18 O values measured in fluid inclusions agree within ~ 1‰ with  18 O water values calculated from TΔ 47 and carbonate  18 O data of the host-mineral. This very good agreement suggests that both methods reproduce realistic  18 O water values of the water from which natural carbonates precipitated, and confirms three important points: i) an independent cross-validation of both methods from natural samples that experienced a complex burial history [START_REF] Mangenot | Basin scale thermal and fluid-flow histories revealed by carbonate clumped isotopes ( 47 ) -Middle Jurassic of the Paris Basin[END_REF], ii) the absence of substantial isotopic water-rock interaction between the host carbonate and the fluid inclusion water since mineral precipitation. Given the relatively low water to rock ratio between the microvolumes of fluid inclusion water and the carbonate matrix, such isotopic exchanges would likely have changed the isotopic composition of the fluid inclusion water, without changing the  18 O water back-calculated from the mineral, iii) the primary and co-genetic natures of fluid inclusions within all of the investigated samples which did not undergo post-entrapment modifications (e.g. no mixing of different fluid inclusions populations and no leakage, thermal re-equilibration or and/or refilling processes).

Summary and conclusions

This study presents a newly designed analytical line dedicated to the analyze of fluid inclusion  18 O and D in carbonate samples. The design is based on two previously developed line, the Miami line [START_REF] Arienzo | Measurement of δ 18 O and δ 2 H values of fluid inclusion water in speleothems using cavity ring-down spectroscopy compared with isotope ratio mass spectrometry[END_REF] and the Bern line [START_REF] Affolter | New on-line method for water isotope analysis of speleothem fluid inclusions using laser absorption spectroscopy (WS-CRDS)[END_REF] and allow to increase the productivity up to ten carbonate samples per working day, while being able to keep the sample size yield below 0.5 L.

We assessed for the first time the reliability of such line by analyzing a large set of water samples of different size ranging from 0.1 to 1.2 µL. The findings indicated that this newly designed line has a good  18 O and D reproducibility for sample size above 0.2 L and 0.4 L, respectively. We further tested the line using two type of carbonates samples, speleothems and diagenetic carbonate. For the speleothem samples, we looked at the relationship between the weight of the sample and the quantity of the water released during the crushing. The result points to a heterogeneous distribution of fluid inclusions in stalagmite samples as already presented in 
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  are made. Those values are used as part of the daily calibration. Between each injection, a quiescence time of ~ 10 min is necessary to reach again background stabilization before the next injection. Once these water standard injections are done, the line set up is switched to the bypass line to insert the carbonate sample in the crusher unit. Once the carbonate sample is loaded, the incoming flux is switched back to the injection line. Another quiescence of ~ 15 min is necessary to remove all impurities and plausible water contamination at the surface of the sample and to obtain a stable humid background. Finally, the sample is manually crushed, to a fine powder. The water initially trapped as fluid inclusions is released, vaporized, and carried to the PICARRO analyzer for direct isotopic measurements. The line is switched to the bypass line to insert another carbonate sample in the crusher unit. At the end of the day six 0.3 L injections of the same certified water standards analyzed at the beginning of the day are ran to complete the daily calibration. This analytical set up allows to analyze about 10 carbonate samples per day on a regular, 8 hours, work day (see Figure 3 for details).

  stalagmite (from ~2 ky ago) should be representative of modern day values. Korallgrottan cave stalactite drip water was collected by H. Sunqvist and K. Holmgren during a monitoring campaign between October 2013 and November 2014. Isotopic values of cave drip water feeding the stalagmite are  18 O = -11.95 ± 0.13 ‰ (1) and D = -85.03 ± 0.77‰ (1) (n=9) (Sunqvist et al., 2007; Table 7). HanGril samples come from the Han-sur-Lesse Cave, South of Belgium (50 °7'16'' N; 5 °11'46'' E) located 160 m above sea level. Both HanGrilA and HanGrilB are modern calcite that grew between 1995 to 2012. HanGrilB grew on artificial iron shelves positioned on the floor of the "Salle du Dôme", and HanGrilA grew on an artificial tile that was positioned on the horizontal part of the iron shelf. Regular measurements of cave drip water from a dripping site located nearby HanGrilA and HanGrilB speleothems, were made at a frequency of one sample a month in 2011 and two samples a month in 2012. Isotopic values of cave drip water are  18 O = -7.65 ± 0.07 ‰ (1) and D = -50.10 ± 0.39 ‰ (1) (n = 36) (Van Rampelbergh et al., 2014;

  8.D. Most of the fluid inclusion values are closed to the Global Meteoritic Water Line (GWML; Craig, 1961), which indicates that enclosed fluid inclusions were not influenced much by evaporation and should therefore reflect isotopic composition of parent drip water. The only out of range value (Figure 8.D. black circle) is from a sample that released a water volume below 0.1 L, and could not be considered as reliable (see section 4). Mean fluid inclusions  18 O and D for each speleothem, are plotted with the isotopic composition of their parent drip water (Figure 8.E). Recent studies found that local drip water values are slightly offset towards more negative  18 O values relative to the local or global meteoritic water line

  Korallgrottan and Han-sur-Lesse caves (Figure 8.E.) fall on the GMWL. This demonstrates that the signals are of meteoric origin and that no fractionation through evaporation has occurred. Isotope ratio in fluid inclusions from K13 samples are similar (within 1) to the isotopic composition of the parent drip water (Figure 8.E). This indicates that no fractionation occurred and consequently fluid inclusions in this speleothem is reliable and give isotopic values close to past rainfall. This is not the case for both HanGrilA and HanGrilB samples. Results from both speleothem (HanGrilA and HanGrilB) fluid inclusions are similar within 1, but are significantly different from the parent drip water (Figure 8.E.). Both  18 O and D fluid inclusion values are different from the isotopic composition of the parent drip water, cancelling out a hypothetical exchange between calcite and fluid inclusion water after its formation. Fluid inclusions in both

  18 O and D of fluid inclusions were analysed in four calcitic and one dolomitic porefilling cements, precipitated in a Middle Jurassic carbonate unit of the Paris basin. Most of the investigated samples (BEBJ8, VPU4, VPU9, and RN21) were collected at 1700-1800 m depth (basin depocenter) from a mineral paragenetic sequence already established by[START_REF] Mangenot | Basin scale thermal and fluid-flow histories revealed by carbonate clumped isotopes ( 47 ) -Middle Jurassic of the Paris Basin[END_REF] that consists of: (1) a first calcite cement named Cal1 (crystals 100 µm to 3mm), (2) a saddle dolomite cement, named Dol1 (crystals 200 µm to 2mm), (3) a second calcite cement, named Cal2 (crystals 100 µm to 1mm). A fourth sample (BUF4) was collected at the exposed southern margin of the basin (Burgundy outcrops) and consists of a vein filling Cal3 (crystals 500 µm to 5mm). Except for BUF4, all the cements were previously investigated in term of petrography, fluid inclusion microthermometry and stable isotope geochemistry ( 13 C, 18 O,  47 ) by[START_REF] Mangenot | Coupling  47 and fluid inclusion thermometries on carbonate cements to precisely reconstruct the temperature, salinity and  18 O of circulating paleowater in sedimentary basins[END_REF] and[START_REF] Mangenot | Basin scale thermal and fluid-flow histories revealed by carbonate clumped isotopes ( 47 ) -Middle Jurassic of the Paris Basin[END_REF]. Petrographic and microthermometric analyses of fluid inclusions revealed that all samples host primary and co-genetic populations of fluid inclusions which did not undergo any post-entrapment modifications (e.g. leakage, thermal re-equilibration, or refilling processes). The range of homogenization temperatures found for Cal1, Cal2 and Dol1 fluid inclusions are clustered at 63 ± 11°C, 80 ± 10°C, and 98 ± 5°C,

  [START_REF] Affolter | New on-line method for water isotope analysis of speleothem fluid inclusions using laser absorption spectroscopy (WS-CRDS)[END_REF] and[START_REF] Meckler | Glacial-interglacial temperature change in the tropical West Pacific: A comparison of stalagmite-based paleo-thermometers[END_REF]. We compared speleothem fluid inclusion  18 O and D obtained on this new analytical line with isotopic composition of the parent drip water.Results suggest that the analytical line is valid for speleothem fluid inclusion analyses. However, isotopic composition of fluid inclusion and parent drip water are not always coherent, pointing out the need of combining both water drip and fluid inclusions analyses to assess the potential of a stalagmite for paleoclimate study. An independent comparison between  18 O water values directly measured in fluid inclusions and the  18 O water indirectly back-calculated from  47 composition of diagenetic carbonates revealed that both methods reproduce realistic  18 O water values, with typical uncertainties of ±1‰. Such results are promising for future application of  18 O and D measurements of fluid inclusions from diagenetic carbonates aiming to evaluate the chemical evolution of ancient groundwaters in sedimentary basins.

Figure 1 :

 1 Figure 1: Schematic of the line which includes three main sections: a water vapor background generator section, an injection line permitting both water injections and crushing of carbonate material, and a bypass line. The part of the line heated at 130°C is delimited by the dotted square.

  Figure 2.

Figure 2 :

 2 Figure 2: Different sections of the crushing device: A. The modified vacuum valve body milled to obtain a 1 cm diameter cavity, B. The modified valve stern cap used as a power hammer, C. The valve body and valve stern are sealed with airtight metallic-metallic connexion using metallic washer, D. and E. present the valve bellow before (D) and after (E) the crush, F. Picture presenting the vertical movement of the hammer hammering the top of the valve stern.
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Figure 3 :

 3 Figure 3: Schematic of water vapour evolution over the course of a regular analysing day. Peaks 1 to 6, are 0.3 µL injections of water standards for calibration MAZA (1, 2), -5‰ (3, 4), and -8‰ (5, 6). Peaks 7 to 16 corresponds to the released fluid inclusion water after calcite crushing. Peaks 17 to 22, are 0.3 µL injections of water standards for calibration MAZA (17, 18), -5‰ (19, 20), and -8‰ (21, 22).
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 4 Figure 4: Water background stability. Each point corresponds to the standard deviation of A. d 18 O, B. dD, and C. the water concentration (H 2 O). Each set background was analyzed over a period of three hours and we averaged the data over the last 30 minutes. Red squares correspond to the background values chosen.

Figure 5 :

 5 Figure 5: Linear regression between the quantity of water injected and the sample signal water amount integrated over the duration of the water peak.
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 6 Figure 6: A. and B. Values of four 0.5 µL injections of laboratory standard (-5‰, -8‰, ESKA, and MAZA) over different days. The averaged calibration equation is represented in each plot. C. and D. Mean values for the calibration and confidence interval at 99 % for each point of calibration. The red dots are other laboratory standards (DOMEC; NAN; -10 ‰; -30 ‰; Table1) analyzed to test the validity of the calibration for out of range water standards.
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 7 Figure 7: Top panel: d 18 O and dD values of 30 injections per injected volumes of DIDO2 (laboratory water standard) are plotted (black dots). Their means (black squares) and standard deviations (red lines) are presented. Bottom panel: Standard deviation of the difference between the certified values and the measured values for given injected volumes for both d 18 O (grey) and dD (black).
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 8 Figure 8: Top panel: relationship between quantity of calcite (in g) and quantity of water released (in µL) for the three speleothem samples: K13, HanGrilA, and HanGrilB. Plot D: Relationship between fluid inclusions d 18 O and d D of all three speleothem samples. Plot E: The mean fluid inclusion d 18 O and dD of all the speleothem samples, except the one outlined on plot D. are potted with their associated error represented by 1s. The black line on plot D. and E. corresponds to the Global Meteoric Water Line (GMWL)[START_REF] Craig | Isotopic variations in meteoric waters[END_REF].
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 9 Figure 9: Cross-plot between fluid inclusions d 18 O values measured with the analytical line presented in this paper and d 18 O w composition independently calculated from D 47 analyses on the host carbonate. The two methods were applied on the same cement specimens. The black line represents the 1:1 relationship. Error bars on the x axis correspond to the associated error of the D 47 analyses and error bars on the y axis correspond to one standard deviation of the mean of the fluid inclusion values.