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Introduction

Rigidity and hypertonia, i.e. abnormally increased muscle tone, are typical symptoms of different neurological diseases such as Parkinson's disease (PD) or coma patients. So far to estimate the severity degree of the symptoms, the semiquantitative modified Ashworth rating scale [Pandyan , 1999] is used to assess the patient's state in a subjective manner. In this scale, numerical values describe the passive resistance to muscle stretching performed by the examiner but with a high intra-and inter-examiner variability. The aim of the present work was to circumvent this limitation and to study the feasibility to quantify the clinical observations with the use of force and acceleration sensors. 

Method and Patients

A sensor glove prototype with 5 force sensors on the tip of each digit and an acceleration sensor on the back of the palm was designed at our institute to quantify hypertonia (Fig 1). This arrangement of sensors makes it possible to record the amount of forces exerted by the evaluator and the acceleration of his/her movements. The sensor glove system was used to evaluate the muscle tone of 4 healthy subjects and of 3 PD patients presenting rigidity (University hospital Clermont-Ferrand). The extension of the arm was performed with two different speeds, fast and slow. Additionally, from all the healthy subjects, the fast and the slow movements were performed twice to check for repeatability of the data recording and evaluation process. From the recorded data the arm extension parts were extracted and then filtered using a low pass filter at 5 Hz. Statistical features like standard deviation (STD), signal energy, signal entropy, peak frequency and peak frequency amplitude were extracted. The Mann-Whitney U test was used to determine the statistical significance of the repeatability tests and to differentiate between the features extracted from healthy subjects and patients.

Results

Out of the different statistical features extracted, only standard deviation and signal energy showed a significant difference between slow and fast movements (p<0.001, α= 0.05) in healthy subjects for force and acceleration sensors. No significant difference existed for the STD and signal energy for the repeated measurements. A significant difference could be found in energy and STD between PD patients and the mean value of the healthy subjects for the quick movement. The parameters extracted for the slow movement were only significantly different in two patients.

Discussion

The time duration between each evaluation and the limitations of current methods for evaluation of hypertonia increase the difficulty in evaluating the effect of treatments on patients. The quantification of the evaluation using acceleration and force sensors will simplify the comparison of multiple evaluations. One of the most important features required for these evaluations is repeatability. Statistical results between repeated measurements on healthy subjects for slow movement and fast movements clearly demonstrate the repeatability of using the current setup for muscle tone evaluation. It is also possible to differentiate between the slow and the fast movements based on the statistical features extracted. The results demonstrate as well that it is possible to quantify the difference in muscle tone of patients and healthy subjects. Further research is necessary to analyse the correlation between the clinical evaluation by the medical staff and the quantitative evaluation.
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 1 Figure 1: Sensor glove system with force sensors and acceleration sensor.