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In this study, a new spatial and temporal FIR clutter filter has been developed using the tissue velocity. This filter uses the PSF attenuation and the tissue velocity estimates to design a filter which is time-dependent but also a function of the position relative to the tissue. The spatial and temporal adaptive FIR filter is compared with three standard FIR clutter filters: (i) a low cutoff FIR filter, (ii) a high cutoff FIR filter, and (iii) a temporal adaptive FIR filter. In the following, this comparison was made with an in vivo carotid data set from a high frame rate acquisition using unsteered plane waves. The axial component of tissue velocities was estimated using a 1D phase-based estimator. For blood flow, 2D vector velocities were estimated using a 2D phase-based estimator after the introduction of transverse oscillation in post-acquisition. Overall, both adaptive filters outperform the non-adaptive filters. Indeed, standard filtering methods yield strong outliers in the presence of low flow velocity for the maximum filter and high flow velocity for the minimum filter. Because the spatial and temporal adaptive filter takes into account the local tissue velocity, it facilitates flow velocity estimation closer to the wall, particularly for low flow. Indeed, only the relevant (based on the PSF) tissue velocity is removed from a specific location in the lumen. Consequently, a local high tissue velocity does not influence the cutoff velocities in the entire vessel. These new adaptive filtering methods could lead to better separation between blood and tissue in recordings from pathological carotids with spatially varying tissue velocity.

I. INTRODUCTION

Clutter filtering is an essential step in flow estimation. Its role is to remove clutter from the lumen which is, without the use of contrast agent, typically 40-60 dB stronger than the blood signal. Using a too high cutoff leads to suppression of low-velocity blood signal. Concerning the effect on the estimates, a high cutoff makes it challenging to extract low-velocity flow which can occur close to the wall, during diastole or in case of pathology. However, using a low cutoff leads to residual clutter in the signal. The low cutoff induces biases and outliers in the estimates because of the remaining This work was partially funded thanks to the GdR ISIS. The Verasonics system was co-funded by the FEDER program, Saint-Etienne Metropole (SME) and Conseil General de la Loire (CG42) within the SonoCardioProtection Project headed by Prof. Pierre Croisille and Dr. Magalie Viallon, principal investigators. This work has been performed within the framework of the LABEX CELYA (ANR-10-LABX-0060) and LABEX PRIMES (ANR-10-LABX-0063) of Université de Lyon, within the program "Investissements d'Avenir" (ANR-11-IDEX-0007) operated by the French National Research Agency (ANR).

clutter. Consequently, a clutter filter with a stopband frequency following the actual tissue velocity yields a lower bias and a better flow estimate. Moreover, because the tissue velocity changes during the cardiac cycle, filters with a temporal adaptive cutoff velocity can achieve better performance than the non-adaptive filters [START_REF] Ekroll | Adaptive clutter filtering based on tissue vector velocities[END_REF]. Temporal variation of the tissue surrounding the vessel is a well-known property inherent to the cardiac cycle and the pulsatility of the vessel due to the blood circulation. However, spatial variations of the tissue velocity can also occur and are due to various phenomena such as pulse wave [START_REF] Nichols | Properties of the arterial wall: practice[END_REF], aging [START_REF]Aging[END_REF] or plaques [START_REF] Lee | Structure-dependent dynamic mechanical behavior of fibrous caps from human atherosclerotic plaques[END_REF] in case of a pathologic artery. Because of these spatial variations, the real tissue velocity and optimal clutter stopband frequency are not only time-dependent but also a function of the position relative to the tissue. Consequently, a clutter filter taking into account the spatial variation of the tissue velocity can outperform the standard clutter FIR concerning clutter rejection. Various types of clutter filters have been developed since the very beginning of flow estimation and Doppler technique developments. Standard FIR filtering may by implemented as a convolution in the time-domain with the impulse response, but a relatively high filter order is needed to obtain sufficient performance [START_REF] Torp | Clutter rejection filters in color flow imaging: a theoretical approach[END_REF], [START_REF] Bjaerum | Clutter filters adapted to tissue motion in ultrasound color flow imaging[END_REF]. IIR filters can also be used and have the advantage to yield the same performance as the FIR filters with a lower order, but need to be well-initialized to guarantee stable filters [START_REF] Torp | Clutter rejection filters in color flow imaging: a theoretical approach[END_REF], [START_REF] Bjaerum | Clutter filters adapted to tissue motion in ultrasound color flow imaging[END_REF]. Both filtering methods are set with a frequency/velocity cutoff. Eigen-based filters are another possibility for separating clutter and blood signal, but they require some hypothesis or analysis to select a power threshold for the tissue signal [START_REF] Yu | Eigen-based clutter filter design for ultrasound color flow imaging: a review[END_REF]. Regression filters have also been proposed for subtraction of the clutter signal using a polynomial or linear fitting, this method requires the selection of a polynomial basis and the order of the polynomial [START_REF] Torp | Clutter rejection filters in color flow imaging: a theoretical approach[END_REF], [START_REF] Bjaerum | Clutter filters adapted to tissue motion in ultrasound color flow imaging[END_REF].

The following study will focus on FIR filters, because they are always stable and because the selected cutoff is directly corresponding to tissue velocities. This work aims to present, study and show the effect of a spatial and temporal adaptive FIR clutter filter based on the tissue velocity, using in vivo carotid data set, and with comparison with the standard FIR clutter filter as references. In section II, the material used for the recordings and the filters are presented. In section III, some results are presented obtained with the different FIR clutter filters. In section IV, a discussion and conclusion part points out the possible applications and improvements of this new type of FIR clutter filter.

II. MATERIAL AND METHODS

A. Material

In this study, a Verasonics ultrasound system (Verasonics Inc., Redmond, WA) with the L7-4 probe were used. Acquisition parameters are described in Table I and data were beamformed using a classic delay-and-sum (DAS) algorithm with an f-number of 1.5. Acquisitions were performed on healthy volunteers, six subjects under the age of thirty who stood at rest 20 minutes before the acquisition. This procedure was performed in order to ensure that all phenomena which occur during acquisition are entirely natural. The carotid presented in this study is from the volunteer with the highest estimated wall velocity with a maximum value of approximately 18 mm/s.

B. Tissue motion and flow velocity estimation

Before clutter filtering, axial tissue velocities were estimated for FIR design. At this end, axial velocities were extracted using the complex autocorrelation function [START_REF] Loupas | An axial velocity estimator for ultrasound blood flow imaging, based on a full evaluation of the doppler equation by means of a two-dimensional autocorrelation approach[END_REF] after I/Q demodulation at the transmit frequency

v z = - c × P RF 4πf 0 × ∠ R(1) π ( 1 
)
where c is the speed of sound (m/s), P RF is the pulse repetition frequency (Hz), f 0 is the transmit frequency (Hz), and R(1) is the complex autocorrelation function at lag 1.

A spatial averaging filter with a 2D Hanning kernel of 1 mm × 2.5 mm (axial × lateral) was applied to the complex autocorrelation function with an ensemble length of 16 frames to reduce variance. Concerning the flow velocity estimation, transverse oscillation [START_REF] Jensen | A new method for estimation of velocity vectors[END_REF], [START_REF] Liebgott | Transverse oscillations for tissue motion estimation[END_REF] was introduced in post-acquisition by filtering in the Fourier domain with a Gaussian mask at the wavelength of 0.8 mm with a full-width at half-maximum of 2.5 mm. After filtering, the resulting spatial Fourier spectrum is composed of four spots representing the axial (natural) and lateral (introduced with the mask multiplication) frequencies. Then, 2D analytic signals were extracted in the Fourier domain by selecting two different single quadrants [START_REF] Bulow | Hypercomplex signals-a novel extension of the analytic signal to the multidimensional case[END_REF]. Phase shifts were estimated using the 2D analytics signals

   Φ 1 = ∠ R1 (1) Φ 2 = ∠ R2 (1) (2) 
where R1 (1) is the complex autocorrelation function of the first quadrant analytics signals at lag 1 and R2 (1) is the same function but for the second quadrant analytic signal. Motion is recovered by projecting the phase shift onto the axial and lateral axes

   v z = -c×P RF 4πf0 × Φ1+Φ2 π v x = -c×P RF 4πfx × Φ1-Φ2 π ( 3 
)
where f x (m -1 ) is the lateral frequency of TO. A spatial average with a 2D rectangular kernel 1 mm × 2.5 mm (axial × lateral) was applied to the complex autocorrelation function with an ensemble length of 64 frames to reduce variance.

C. FIR design 1) FIR characteristics:

All the FIR filters used in this study have the same properties except for the stopband frequency. The order has been set to 200, the attenuation to -70 dB, the ripple to 3 dB, the design method was equiripple, and the cutoff frequencies were set to 2 times the corresponding tissue velocity. An example of the frequency response of an FIR clutter filter (minimum) is shown in Fig. 1.

2) Minimum filter: The minimum FIR clutter filter corresponds to the minimum wall velocity during all the cardiac cycles. For this data set, the corresponding cutoff velocity is around 1 mm/s and this cutoff is shown in Fig. 2 with the other standard cutoffs.

3) Maximum filter: The maximum FIR clutter filter has a cutoff set on the maximum estimated tissue velocity estimated in all the frames. The corresponding value is approximately 37 mm/s and is shown in Fig. 2 with the other standard cutoffs. 

4) Temporal adaptive filter:

The temporal adaptive filter has a temporal cutoff based on the maximum estimated tissue velocity in the current frame. The curve is shown in Fig. 2 and corresponds well to the cardiac cycle. The two peaks at 150 ms and 1 500 ms correspond to strong expansions of the wall at the beginning of systole.

5) Spatial and temporal adaptive filter:

The spatial and temporal adaptive filter is based on two characteristics: (i) the tissue velocity extracted from the data and (ii) the beamformed PSF measured on a 30 µm chirurgical wire using the same insonated sequence. The stopband frequency is computed using the following procedure for each pixel in the data:

1) A window surrounding the pixel of interest is created based on the beamformed PSF at -70 dB (corresponding to the attenuation target). 2) Each pixel in this window may influence the pixel of interest. The tissue velocities in this window are listed, and a corresponding cutoff velocity is computed for each tissue velocity in the window. 3) For each pixel in this window, a filter cutoff candidate is calculated so that the combined attenuation of the filter and PSF is -70 dB. For instance, if for a point the cutoff is 1 mm (curve example in Fig. 1) and the PSF attenuation is -10 dB for this pixel, the final cutoff is around 0.8 mm/s which corresponds to translate the template from the 1 mm/s cutoff to a lower cutoff to obtain -60 dB attenuation at the initial 1 mm/s. 4) From the list of cutoffs taking into account the PSF, the maximum stopband frequency is chosen for the pixel of interest. 5) This operation is applied for all frames and each pixel. 6) Finally, each pixel and each frame are clutter filtered using the stopband frequencies estimated from this procedure. During this procedure, the PSF and the local tissue velocity are taken into account. This could yield better performance in case of local high tissue velocity like the example in Fig. 3; in this example at the very beginning of the systole, the proximal wall velocity is higher than the distal wall velocity, and the maximum proximal wall velocity is localized at the Fig. 3. B-mode image superimposed with the estimated wall velocity, a positive value (red color) stands for displacement toward the probe while a negative value (blue color) corresponds to a motion away from the transducer. This frame corresponds to the moment where the wall velocity is at a maximum due to the aortic valve openings at the beginning of the systole. left part of the carotid. This difference can be explained by the propagation of a pulse wave due to the opening of the aortic valve and by a different elastic property along the wall. Consequently, a significant variation in axial velocities can be seen along the lateral axis.

III. RESULTS

The clutter filters described in Section II were applied to the same carotid data set. For comparison, the temporal evolution of the flow in the center of the lumen was extracted and the temporal evolution of the flow 1 mm away from the proximal wall for both adaptive clutter filters (Fig. 4). Firstly, the maximum clutter filter seems to extract the flow correctly during systole (Fig. 4a, cyan curve) but fails in case of low flow velocity during diastole because the blood signal is strongly attenuated. The minimum cutoff filter has the opposite behavior. The flow during diastole is measured adequately because the wall is slow-moving, but velocities during systole are underestimated, probably because signals from the rapid wall motion are not sufficiently attenuated. The two adaptive filters allow for flow estimation during both systole and diastole in the center of the lumen. However, closer to the wall the temporal adaptive filter (Fig. 4b, black curve) generate an unexpected estimate at the very beginning of systole when the flow is minimum, but the wall starts moving. This outlier does not occur with the spatial and temporal filter (Fig. 4b, red curve). This effect may be explained using Fig. 3; indeed, at this time, the wall shows a local high velocity. For the spatial and temporal adaptive filter, the local high velocity influences only a region surrounding this area. Consequently, at this particular time point, the spatial and temporal adaptive filter seems to outperform the temporal adaptive method at the cost of a higher computation time due to the more complex work flow. Overall, from the vector velocity fields (Fig. 5) the spatial and temporal adaptive filter (Fig. 5, bottom) seems to outperform the temporal adaptive filter (Fig. 5, top) by providing less artifacts closer to the wall. Moreover, close to the left part of the distal wall, during systole, the flow is more laminar with the spatial and temporal adaptive filter (Fig. 5, bottom left) than the temporal adaptive filter (Fig. 5, top left).

IV. CONCLUSION AND DISCUSSION

In this work, a spatial and temporal adaptive FIR clutter filter was presented and compared with two standard FIR clutter filters and a temporal adaptive filter, using data recorded from the carotid of a healthy volunteer. It is shown that both adaptive clutter filters outperform the non-adaptive ones. However, by taking into account the local tissue velocity and the PSF attenuation, the spatial and temporal FIR clutter filter can provide a better estimate close to the wall in case of high local tissue velocity and low flow velocity. However, this new filter is time-demanding because of the high computation cost of the complex workflow for computing the filter cutoff in each pixel at each time point. The spatial and temporal FIR clutter filter could lead to improved velocity estimation in specific cases such as pathological carotid with plaques which may contain localized high tissue velocities. The same approach could also be extended to other filters based on frequency cutoffs.
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 1 Fig. 1. Frequency response of the FIR with the lowest cutoff, all the FIR filters share the same characteristics except for the stopband frequency.
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 2 Fig. 2. Comparison of the different cutoffs for the maximum, minimum, and temporal adaptive FIR.
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 45 Fig. 4. (a) Temporal evolution of the flow at the center of the lumen for the minimum, maximum, temporal adaptive, and spatial and temporal adaptive FIR clutter filters. (b) The temporal evolution of the flow 1 mm away from the proximal wall along the central element for the temporal and spatial and temporal adaptive FIR filters