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Introduction

Fungi are frequently involved in food spoilage and represent a major cause of food and economic losses. Indeed, among food losses and waste which represent 1 billion tons each year (FAO, 2011), it is estimated that 5 to 10% of them are due to fungal spoilage [START_REF] Filtenborg | Moulds in Food Spoilage[END_REF][START_REF] Pitt | Fungi and Food Spoilage[END_REF]. Fungi can spoil a large variety of feeds and foods, causing organoleptic properties deterioration such as visible growth on the product surface, off-flavor production, texture and color changes. Moreover, a large number of species such as Penicillium and Aspergillus spp. are potential mycotoxin producers, and may represent a great hazard for human health [START_REF] Waśkiewicz | MYCOTOXINS | Natural Occurrence of Mycotoxins in Food[END_REF]. Hence, rapid and reliable identification of filamentous fungi is a key step for a better management of food safety and quality.

For several years now, MALDI-TOF MS has been successfully applied to microorganism identification, from bacteria [START_REF] Basile | Pathogenic Bacteria: Their Detection and Differentiation by Rapid Lipid Profiling with Pyrolysis Mass Spectrometry[END_REF] to fungi [START_REF] Welham | Characterization of Fungal Spores by Laser Desorption/Ionization Time-of-Flight Mass Spectrometry[END_REF] including food-related fungi (Quéro et al. 2018). In the latter study, a spectral database comprising 619 strains belonging to 136 species of food interest was built and 90 % correct identification at the species level were achieved after external validation. Several commercial instruments and databases are available [START_REF] Deak | Comparison of the Vitek MS and Bruker Microflex LT MALDI-TOF MS Platforms for Routine Identification of Commonly Isolated Bacteria and Yeast in the Clinical Microbiology Laboratory[END_REF] for routine identification. Besides identification at species level, MALDI-TOF MS has been shown as a powerful tool to discriminate fungal species complex and cryptic fungal species. As an example, [START_REF] Al-Hatmi | Rapid Identification of Clinical Members of Fusarium Fujikuroi Complex Using MALDI-TOF MS[END_REF] were able to correctly identify species of clinical interest belonging to the Fusarium fujikuroi complex, some of which being cryptic species. [START_REF] Allen | Bacterial Wilt Disease and the Ralstonia Solanacearum Species Complex[END_REF] defined species complex as a cluster of related isolates which individuals may represent more than one species while cryptic species are morphologically indiscernible biological/phylogenetic units that are only revealed using DNA-based molecular analysis [START_REF] Hawksworth | Pandora's Mycological Box: Molecular Sequences vs. Morphology in Understanding Fungal Relationships and Biodiversity[END_REF]. In most cases, the identification of such species requires the analysis of several specific genes and expertise in data analysis [START_REF] Balasundaram | How Many DNA Markers Are Needed to Reveal Cryptic Fungal Species?[END_REF]. Species complex are an issue not only in clinical context but also in the food context, particularly regarding mycotoxin production. For example, in the Aspergillus genera, and more particularly in the Flavi section which contains several cryptic species and currently comprises 33 phylogenetically distinct species [START_REF] Frisvad | Taxonomy of Aspergillus Section Flavi and Their Production of Aflatoxins, Ochratoxins and Other Mycotoxins[END_REF], species have different mycotoxin production abilities, some species being able to produce B1, B2, G1 and G2 aflatoxins (e.g. A. nomius, A. novoparasiticus, A. parasiticus) while others only produce B1 and B2 aflatoxins (A. flavus, A. pseudotamarii and A. togoensis) or no aflatoxins (A. caelatus, A. subflavus and A. tamarii) [START_REF] Frisvad | Taxonomy of Aspergillus Section Flavi and Their Production of Aflatoxins, Ochratoxins and Other Mycotoxins[END_REF]. Another challenge within this section is the discrimination between the toxigenic Aspergillus flavus and A. parasiticus and the non-toxigenic A. oryzae and A. sojae, the latter being used in the production of numerous fermented products like sake or soy sauce [START_REF] Gibbons | The Evolutionary Imprint of Domestication on Genome Variation and Function of the Filamentous Fungus Aspergillus oryzae[END_REF].

In order to discriminate Aspergillus species, MALDI-TOF MS could be a good alternative to molecular techniques, because of its accuracy, high-throughput and low cost per analysis.

Several studies already pointed out its use for different Aspergillus sections including the Flavi section. For example, [START_REF] Alanio | Matrix-assisted Laser Desorption Ionization Time-of-flight Mass Spectrometry for Fast and Accurate Identification of Clinically Relevant Aspergillus Species[END_REF] used MALDI-TOF MS for discriminating 10 species of Aspergillus section Fumigati while [START_REF] Hettick | Discrimination of Aspergillus Isolates at the Species and Strain Level by Matrix-Assisted Laser Desorption/Ionization Time-of-Flight Mass Spectrometry Fingerprinting[END_REF] and De Carolis et al.

(2012) could differentiate A. flavus from A. parasiticus, and A. parasiticus, A. flavus and A. oryzae, respectively. In a more extensive study, [START_REF] Rodrigues | Species Identification of Aspergillus Section Flavi Isolates from Portuguese Almonds Using Phenotypic, Including MALDI-TOF ICMS, and Molecular Approaches[END_REF] could identify 9 species of Aspergillus section Flavi but could not distinguish aflatoxigenic and nonaflatoxigenic isolates of A. Flavus. More recently, [START_REF] Imbert | Multi-centric evaluation of the online MSI platform for the identification of cryptic and rare species of Aspergillus by MALDI-TOF[END_REF] assessed MALDI-TOF MS identification accuracy of Aspergillus cryptic species on a very large dataset of 1477 isolates using the freely available mass spectrometry identification (MSI) platform. After sequencing a subset of 245 cryptic species isolates for confirmation, they showed that, while very good identification (99.6 %) could be achieved with MALDI-TOF MS at the section level, only 66.1% of isolates were correctly assigned at the species level indicating that the database needed further improvement for cryptic species.

To another extent, MALDI-TOF MS could also be of great interest for differentiating strains from a same species, i.e. for strain typing. In the past 10 years, it has been applied to bacteria of different genera and species such as Salmonella enterica [START_REF] Kuhns | Rapid Discrimination of Salmonella Enterica Serovar Typhi from Other Serovars by MALDI-TOF Mass Spectrometry[END_REF], Staphylococcus aureus [START_REF] Ueda | Development of a Novel Matrix-Assisted Laser Desorption/Ionization Time-of-Flight Mass Spectrum (MALDI-TOF-MS)-Based Typing Method to Identify Meticillin-Resistant Staphylococcus aureus Clones[END_REF], Legionella spp. [START_REF] Fujinami | Rapid Discrimination of Legionella by Matrix-Assisted Laser Desorption Ionization Time-of-Flight Mass Spectrometry[END_REF] or Arthrobacter spp. [START_REF] Vargha | Optimization of MALDI-TOF MS for Strain Level Differentiation of Arthrobacter Isolates[END_REF] and could be in some cases as effective as traditional typing methods such as multi-locus sequence typing (MLST) or Pulsed-Field Gel Electrophoresis (PFGE). In a recent study, [START_REF] Kern | Differentiation of Lactobacillus brevis Strains Using Matrix-Assisted-Laser-Desorption-Ionization-Time-of-Flight Mass Spectrometry with Respect to Their Beer Spoilage Potential[END_REF] showed the ability of MALDI TOF MS to differentiate Lactobacillus brevis isolates at the strain level, and correlations could also be made between spectra classification and strain physiological properties. MALDI-TOF MS typing was also applied to yeasts of clinical interest, for which it could be as powerful as microsatellite markers for monitoring the spread of nosocomial infections [START_REF] Pulcrano | MALDI-TOF Mass Spectrometry and Microsatellite Markers to Evaluate Candida Parapsilosis Transmission in Neonatal Intensive Care Units[END_REF]. This technique was also recently applied for the typing of brewing yeast strains allowing their classification into different major beer types [START_REF] Lauterbach | MALDI-TOF MS Typing Enables the Classification of Brewing Yeasts of the Genus Saccharomyces to Major Beer Styles[END_REF] as well as for the typing of 33 wine yeasts which could be sorted according to their genetic background [START_REF] Usbeck | Wine Yeast Typing by MALDI-TOF MS[END_REF]. One of the main challenges of fungal typing is that, as compared to bacteria, their phylogenetic relationships are more complex and species boundaries are not easily drawn [START_REF] Bader | MALDI-TOF-MS-Based Species Identification and Typing Approaches in Medical Mycology[END_REF]. Nevertheless, a rapid and reliable method for fungal typing would be of great interest in several contexts, e.g., to help understanding the domestication process and history of numerous species used in industry, for source-tracking of spoilage fungi in the food industry, to differentiate toxigenic and atoxigenic strains of a same species, to discriminate the different strains involved in natural fermentation processes for the selection of starter cultures and for deciphering the tenuous limits between contaminant and biotechnological isolates [START_REF] Flórez | Morphotypic and Molecular Identification of Filamentous Fungi from Spanish Blue-Veined Cabrales Cheese, and Typing of Penicillium Roqueforti and Geotrichum Candidum Isolates[END_REF]). In the past 15 years, several studies focused on strain-level classification of filamentous fungi with technological interest such as those used in cheese manufacture. [START_REF] Flórez | Morphotypic and Molecular Identification of Filamentous Fungi from Spanish Blue-Veined Cabrales Cheese, and Typing of Penicillium Roqueforti and Geotrichum Candidum Isolates[END_REF] and [START_REF] Fontaine | Influence of Intraspecific Variability and Abiotic Factors on Mycotoxin Production in Penicillium Roqueforti[END_REF], using randomly amplified polymorphic DNA (RAPD)-PCR, could discriminate, at the intraspecies level, P. roqueforti isolates from cheese and environmental origins.

Microsatellite markers were also used to investigate the genetic diversity within Penicillium roqueforti isolates [START_REF] Ropars | Induction of Sexual Reproduction and Genetic Diversity in the Cheese Fungus Penicillium Roqueforti[END_REF][START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF], and these studies allowed the differentiation of isolates in several genetically divergent populations. For instance, [START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF], using 4 polymorphic microsatellite markers, distinguished 28 haplotypes among a worldwide collection of 164 P. roqueforti isolates from cheese and other environments.

Furthermore, these 28 haplotypes could be clustered into three well-defined genetically differentiated populations.

While there is a strong body of evidence that MALDI-TOF MS can be applied to discriminate closely-related bacterial species and bacterial strains, only few studies have evaluated MALDI-TOF MS as a rapid tool to differentiate closely-related fungal species and strains or genetic populations from a same species. Therefore, the aim of this study was first to evaluate the potential of MALDI-TOF MS to accurately identify 23 closely-related species of Aspergillus section Flavi, and then to assess whether this technique could be used for discriminating Penicillium roqueforti isolates previously shown by [START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF] to belong to three distinct genetic populations.

Materials and methods

Fungal strains and cultivation

Sixty-eight strains belonging to 23 species from the Aspergillus section Flavi were obtained from different culture collections. They are listed in Table 1. Strain identification was performed by DNA sequencing in previous studies [START_REF] Frisvad | Taxonomy of Aspergillus Section Flavi and Their Production of Aflatoxins, Ochratoxins and Other Mycotoxins[END_REF][START_REF] Carvajal-Campos | Aspergillus korhogoensis, a Novel Aflatoxin Producing Species from the Côte d'Ivoire[END_REF]Quéro et al. 2018) or by the culture collection providing the isolates. Sixty-three Penicillium roqueforti isolates obtained from the Université de Bretagne Occidentale Culture Collection (UBOCC), Centraalbureau voor Schimmelcultures (CBS), Mycology laboratory of the Institute of Hygiene and Epidemiology (IHEM), Mycothèque de l'Université Catholique de Louvain (MUCL), Deutsche Sammlung von Mikroorganismen und Zellkulturen (DSMZ), and Laboratoire Cryptogamie Paris (LCP) collections belonging to 28 haplotypes and classified into three genetically distinct populations (1, 2 and 3) were chosen among the 164 isolates which were studied by [START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF]. Twenty-one, 22 and 20 isolates belonged to population 1, 2 and 3, respectively (Supplementary Table 1).

To assess viability and purity before spectra acquisition, all strains were first cultivated at 25°C on Malt Extract Agar (20 g.L -1 malt extract, 3 g.L -1 yeast extract, 15 g.L -1 agar) and Potato Dextrose Agar (PDA, bioMérieux, Marcy l'Etoile, France), for Aspergillus spp. and P. roqueforti, respectively. Then, they were cultivated on their respective media for 8 days at 25°C before spectra acquisition. Three culture replicates were made for each strain.

Sample preparation and spectra acquisition

After cultivation, isolates were processed following the manufacturer's instructions (bioMérieux, Marcy l'Etoile, France) as described previously (Quéro et al. 2018). Briefly, fungal biomass was suspended in 70% ethanol, before formic acid/acetonitrile protein extraction and centrifugation. After samples and matrix were deposited on target slides, spectra were acquired using the VITEK MS system (bioMérieux, Marcy l'Etoile, France) equipped with the Launchpad V2.8.4 acquisition software. Each sample was analyzed in duplicate.

All spectra were acquired in linear positive ion extraction mode in a mass range from 2000 to 20,000 Da. Individual spectra were accumulated from 500 laser shots (100 profiles with 5 shots per profile) with the 'Auto-Quality' option activated. The system was calibrated externally with fresh cells of Escherichia coli ATCC 8739. Raw spectra were automatically processed by smoothing and peak detection procedures implemented in the Launchpad acquisition software (bioMérieux, Marcy l'Etoile, France).

Raw spectra were then controlled for peak resolution, signal-to-noise ratio and absolute signal intensity as described previously [START_REF] Girard | Identification of Mycobacterium Spp. and Nocardia Spp. from Solid and Liquid Cultures by Matrix-Assisted Laser Desorption Ionization-time of Flight Mass Spectrometry (MALDI-TOF MS)[END_REF]. The spectra that did not reach the specified quality criteria were discarded.

Discrimination of Aspergillus section Flavi species complex

Two approaches were used to evaluate the power of MALDI-TOF MS to discriminate Aspergillus species from the Flavi section. First, a non-supervised approach was used in which the distances between all spectra were determined using the classical multidimensional scaling function (cmdscale) of Matlab (2014, The Mathworks Inc., USA). The calculated distances between spectra were based on the absence or presence of peaks and their intensities. These distances were then visualized using a multidimensional scaling (MDS) graphic. Secondly, a supervised approach was used after building a spectral database with 61 strains as previously described [START_REF] Girard | Identification of Mycobacterium Spp. and Nocardia Spp. from Solid and Liquid Cultures by Matrix-Assisted Laser Desorption Ionization-time of Flight Mass Spectrometry (MALDI-TOF MS)[END_REF]Quéro et al. 2018). Briefly, peak lists were binned and a predictive model was established using the Advanced Spectra Classifier (ASC) algorithm developed by bioMerieux (Marcy l'Etoile, France). Briefly, the ASC algorithm assigns weights to each bin depending on the absence or presence of a peak. For example, if a peak is always present in a bin for spectra of population 1 and absent in the same bin for the other groups, the algorithm will assign a high positive weight to that bin for classification of unknown spectra. On the contrary, if a peak is always absent for population 1 and present in the other populations, it will have a high negative weight. Moreover, if a peak is either present or absent in spectra of the same population, it will have a low weight as it is poorly discriminant. This decision algorithm was applied to only retain significant matches and a single choice identification was obtained when only one species was retained. When more than one species was retained, a low discrimination result was proposed. In case more than 4 species were retained or if no significant match was found, it was considered as a nonidentification result.

Spectra acquired from 7 species, i.e., A. bertholletius, A. coremiiformis, A. cerealis (ex A. korhogoensis), A. mottae, A. oryzae, A. pseudocaelatus and A. pseudonomius were not included in the database as the number of tested strains was not sufficient. Indeed, the ASC algorithm used for database construction requires a minimum of 2 strains per species.

Performances of this database were then evaluated using the same set of isolates by crossvalidation, i.e., internal validation, as described previously (Quero et al. 2018). The spectral data were randomly split into 5 subsets, 4 subsets used as learning phase and the last one used to validate the identification performances (or in this case, the attribution to the right group). This procedure was repeated 5 times, each subset being used once as a test. A correct identification was defined when the same identification occurred between cross-validation result and the reference identification. Low discrimination results were considered as correct if the expected identification was included in the matches. A misidentification result was defined as a discordant identification between the cross-validation result and the reference identification.

Discrimination of Penicillium roqueforti isolates

Prior to similarity comparison of spectra and database construction, a two-step calibration was applied on all spectra, involving a linear calibration step to correct any possible global mass shift and a quadratic calibration step on the spectra entire mass range.

For linear calibration, specific MS peaks of P. roqueforti spectra were used. To do so, MS spectra of P. roqueforti isolates recorded in the bioMérieux commercial database (version 3.2) were screened for specific MS peaks, which were then searched in the spectra acquired in the present study. Thirteen specific MS peaks with masses ranging from 3704.84 to 14431.15 Da were found. Then, only MS peaks present in more than 70% of isolates belonging to two of the three genetic populations were kept which led to the selection of 9 MS peaks with a mass of 3704.84, 3746.12, 4972.23, 6242.47, 6777.90, 6840.56, 7409.58, 7437.67 and 14431.14 Da. The selected theoretical MS peaks were then compared to those observed in the spectra acquired in the present study, allowing the application of a linear model to correct eventual mass deviations. After mass correction with linear calibration, a quadratic calibration was applied. For this calibration step, the entire mass range (3000-20000 Da) was targeted, in which masses ranging between 3000 and 6000 Da, 6000 and 10000 Da and 10000 and 20000 Da were screened using a 1-,2-and 3-Da interval, respectively. The masse range 2000-3000 Da was excluded for quadratic calibration as it contained a very high number of peaks which could bias the model used for calibration. For quadratic calibration, mass tolerance was more restrictive than previously and only MS peaks present in more than 83% of isolates belonging to two of the three genetic populations were kept. These selected masses which included 42 MS peaks (data not shown) were then used to build a quadratic model between theoretical and observed masses, allowing a good alignment of spectra.

A spectral database in which the spectra derived from P. roqueforti isolates were assigned to one of the three genetic populations identified by [START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF] was then implemented, using the ASC algorithm.

Performances of this database were first evaluated by cross-validation as described above and database performances were also evaluated by external validation using 21 strains not used to build the database. Spectra derived from these strains were used to challenge the database to assess whether they could be correctly assigned to the correct genetic population.

Results and discussion

Evaluation of MALDI-TOF MS for discriminating Aspergillus section Flavi species

The distances between spectra of all tested species can be visualized in Figure 1, which shows the results of MDS analysis for all spectra (Figure 1A), spectra of the A. flavus-clade (Figure 1B) and spectra from the other clades (Figure 1C). Overall, most species were quite well separated from the others while some did not (Figure 1A). Based on spectra similarity, 3 groups of species could be distinguished except for spectra of A. pseudotamarii which stood apart from these groups (Figure 1A). The first two groups (groups A and B, Figure 1A) contained spectra of all species of the A. flavus-clade that gathers the A. flavus and A. parasiticus related species (Varga et al, 2011) with the exception of A. mottae and A. oryzae as well as spectra from A. pseudonomius and A. avenaceus from the nomius-and avenaceusclade. Although A. mottae is considered to belong to A. flavus-clade, this latter species is considered as an ancestral taxon of the group including the A. parasiticus-and A. flavussubclades [START_REF] Soares | Three new species of Aspergillus section Flavi isolated from almonds and maize in Portugal[END_REF][START_REF] Carvajal-Campos | Aspergillus korhogoensis, a Novel Aflatoxin Producing Species from the Côte d'Ivoire[END_REF]. Interestingly, Group B contained all species that are closely phylogenetically related to A. parasiticus, namely A. arachidicola, A. novoparasiticus, A. transmontanensis, A. sojae and A. sergii. All of these species are considered in the literature as pertaining to the A. parasiticus-clade [START_REF] Rodrigues | Species Identification of Aspergillus Section Flavi Isolates from Portuguese Almonds Using Phenotypic, Including MALDI-TOF ICMS, and Molecular Approaches[END_REF][START_REF] Carvajal-Campos | Aspergillus korhogoensis, a Novel Aflatoxin Producing Species from the Côte d'Ivoire[END_REF]. It is worth mentioning that the separate grouping of A. parasiticus-clade MALDI-TOF MS spectra from other A. flavus-clade species was also reported by [START_REF] Rodrigues | Species Identification of Aspergillus Section Flavi Isolates from Portuguese Almonds Using Phenotypic, Including MALDI-TOF ICMS, and Molecular Approaches[END_REF] but on a smaller number of species. Group C contained all the species from the other clades, with the exception of A. oryzae and A. mottae from the A.

flavus-clade.

When only representing spectra from species of the A. flavus-clade (Figure 1B), it can be observed that most of these species were clearly separated. Interestingly, spectra of A. flavus and A. oryzae (the likely domesticated form of A. flavus) clearly stood apart despite their very close phylogenetic relatedness [START_REF] Frisvad | Taxonomy of Aspergillus Section Flavi and Their Production of Aflatoxins, Ochratoxins and Other Mycotoxins[END_REF], reflecting the fact that A. oryzae expressed many proteins that differed from those of A. flavus. Indeed, it is well established that domestication of A. flavus has led to important genetic and functional changes in its metabolism [START_REF] Gibbons | The Evolutionary Imprint of Domestication on Genome Variation and Function of the Filamentous Fungus Aspergillus oryzae[END_REF]. Instead, spectra of A. oryzae were more similar to those of A. minisclerotigenes which is also closely phylogenetically related to A. oryzae (Frisvad et al., 2019). In contrast to A. flavus and A. oryzae, spectra profiles of A. parasiticus and its likely domesticated form, A. sojae, shared much more common characteristics. Figure 1C shows the distance between spectra of the 11 other tested species belonging to the other clades of Aspergillus section Flavi. Spectra of species from the A. tamarii-clade were completely separated from the other ones but not grouped together. Indeed, spectra of A. tamarii and A. pseudotamarii were clearly separated from each other while those of A. caelatus and A. pseudocaelatus were more similar. Though they belonged to different clades, spectra of the remaining species were grouped together except those of A. pseudonomius and A. avenaceus isolates which were grouped together. Overall, spectra of the tested species were quite well separated, indicating that it should be possible to differentiate and identify them using a supervised approach. Spectra of the 16 species which were represented by at least two strains were integrated into the bioMérieux spectral database and identification performances were assessed by crossvalidation (Table 2). Overall, more than 99% of spectra (271/272) were assigned to the correct species. Only one spectrum of A. novoparasiticus was not identified, and one spectrum of A. avenaceus was attributed to both A. avenaceus and A. flavus. These results show that, even if the species of Aspergillus section Flavi tested here are closely related, their spectra are sufficiently different to yield correct identification when implemented into a spectral database and analyzed with the ASC algorithm. Results obtained here are of particular interest, especially for A. parasiticus and A. sojae whose spectra were perfectly separated and identified during cross-validation. It should be noted that these species are very similar from a morphological point of view; cannot be distinguished from each other based only on gene sequencing of taxonomic markers such as β-tubulin, calmodulin and RPB2 genes and extrolite analysis is necessary to differentiate them (i.e., in contrast to A. parasiticus, A. sojae does not produce aflatoxins and aflatrem [START_REF] Frisvad | Taxonomy of Aspergillus Section Flavi and Their Production of Aflatoxins, Ochratoxins and Other Mycotoxins[END_REF]). In the same way, A. parasiticus and A. novoparasiticus were shown to share similar β-tubulin sequences, requiring the sequencing of other specific genes for identification [START_REF] Frisvad | Taxonomy of Aspergillus Section Flavi and Their Production of Aflatoxins, Ochratoxins and Other Mycotoxins[END_REF], whereas the analysis of their MS spectra was enough to discriminate them. This analysis also allowed separation of aflatoxin-producing species (A. aflatoxiformans, A.

arachidicola, A. flavus, A. luteovirescens (ex A. bombycis), A. minisclerotigenes, A. nomius, A. novoparasiticus, A. parasiticus, A. pseudotamarii, A. sergii, A. transmontanensis) from non-aflatoxin producing ones (A. avenaceus, A. caelatus, A. leporis, A. sojae, A. tamarii).

To our best knowledge, this is the first time that as many species of the Flavi section are studied and correctly identified by MALDI-TOF MS analysis. Indeed, several papers focused on the identification of Aspergillus section Flavi species of clinical interest such as A. flavus, A. oryzae, A. nomius or A. tamarii and though a separate clustering of species was obtained using hierarchical analysis, no commercial databases were able to accurately identify them [START_REF] De Carolis | Use of Matrix-Assisted Laser Desorption Ionization-Time of Flight Mass Spectrometry for Caspofungin Susceptibility Testing of Candida and Aspergillus Species[END_REF][START_REF] Li | Evaluation of the Bruker Biotyper Matrix-Assisted Laser Desorption/Ionization Time-of-Flight Mass Spectrometry System for Identification of Aspergillus Species Directly from Growth on Solid Agar Media[END_REF][START_REF] Masih | Identification by Molecular Methods and Matrix-Assisted Laser Desorption Ionization-Time of Flight Mass Spectrometry and Antifungal Susceptibility Profiles of Clinically Significant Rare Aspergillus Species in a Referral Chest Hospital in Delhi, India[END_REF][START_REF] Park | Evaluation of Matrix-Assisted Laser Desorption/Ionization Time-of-Fight Mass Spectrometry for Identification of 345 Clinical Isolates of Aspergillus Species from 11 Korean Hospitals: Comparison with Molecular Identification[END_REF][START_REF] Rodrigues | Species Identification of Aspergillus Section Flavi Isolates from Portuguese Almonds Using Phenotypic, Including MALDI-TOF ICMS, and Molecular Approaches[END_REF][START_REF] Tam | Misidentification of Aspergillus nomius and Aspergillus tamarii as Aspergillus flavus: Characterization by Internal Transcribed Spacer, β-Tubulin, and Calmodulin Gene Sequencing, Metabolic Fingerprinting, and Matrix-Assisted Laser Desorption Ionization-Time of Flight Mass Spectrometry[END_REF]. This underlines the need of expanding spectral databases to reach good identification performances.

Regarding the results obtained in the present study, MALDI-TOF MS spectra analysis could be as powerful as the polyphasic approach commonly used to identify Aspergillus species of this section which may include morphological, physiological, molecular and/or extrolite data analysis [START_REF] Frisvad | Taxonomy of Aspergillus Section Flavi and Their Production of Aflatoxins, Ochratoxins and Other Mycotoxins[END_REF], Carvajal-Campos et al, 2018). These results are very promising even though they are based on a relatively low number of isolates and spectra and that only 16 species among the 33 currently recognized species were included in the database for validation. The next step would be to integrate more species and isolates to the database as it can influence identification performances [START_REF] Normand | Assessment of various parameters to improve MALDI-TOF MS reference spectra libraries constructed for the routine identification of filamentous fungi[END_REF] and also to challenge the database with external isolates, in order to assess if spectra and isolates that were not used to build the database can be correctly identified.

Evaluation of MALDI-TOF MS for typing of P. roqueforti isolates

Similarity comparison and effect of calibration on the grouping of P. roqueforti isolates

The distances between all spectra according to their genetic populations and the impact of calibration on the separation of these three populations can be visualized in Figure 2 which shows the results of MDS analysis before (Figure 2A) and after calibration (Figure 2B).

Overall, there was a good separation of P. roqueforti MS spectra according to their respective genetic population and the two-step calibration approach applied in the present study improved separation of these spectra, thus confirming the potential of MALDI-TOF MS to discriminate filamentous fungi at the intraspecific level when combined with recalibration. Indeed, P. roqueforti isolates from population 2 were clearly separated from those of populations 3 and 1 (Figure 2B), even though, for the latter population, spectra from few strains, e.g., strain F77-1 which belonged to population 1, showed a high similarity with other spectra from population 2. It is also worth mentioning that spectra derived from population 2 isolates, in contrast to population 1 and 3 spectra, showed a high heterogeneity, as underlined by the distances between spectra of population 2 isolates. It was especially true for spectra derived from strain F41-4 that formed a separated group from other population 2 isolates. A higher genetic diversity was also reported in isolates from this population as compared to other populations in the study of [START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF], which confirms the results obtained here. Indeed, population 2 contained almost all non-cheese isolates which harbored a larger number of allelic profiles to that of cheese isolates [START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF]. Moreover, cheese isolates from this population were systematically retrieved from a given Protected Designation of Origin (PDO) or Protected Geographical Indication (PGI) cheese type (i.e.

Roquefort, Bleu d'Auvergne and Bleu de Gex). The two-step calibration approach used in the present study also improved separation of spectra derived from populations 1 and 3 isolates which mainly corresponded to cheese isolates from different PDO or PGI, with population 3 and 1 isolates originating mainly from Gorgonzola-Type cheeses and other cheeses (i.e.

Stilton, Cabrales, Danablu, Fourme d'ambert Bleu de Gex and Jihoceska Niva), respectively.

It is also worth mentioning that, as previously reported by [START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF], a common macroscopic aspect was observed within population 3 isolates, with both a velvety to weakly floccose texture and a light greenish gray to pale green color. As shown in Figure 2B, spectra of several isolates from these two populations could not be clearly distinguished using MDS analysis underlining the fact that they shared highly similar MS profiles and therefore expressed features. The fact that spectra derived from populations 1 and 3 isolates shared quite similar MS profiles may be explained by the fact that most isolates from these 2 populations were cheese isolates, which have been selected by cheese producers and/or by the natural conditions prevailing during cheese ripening [START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF]. Similar results were also obtained after investigating the relationship between the intraspecific variability of the biological response to temperature and aw and the different genetic populations within the selected P. roqueforti strains (Nguyen et al. submitted).

Database construction and validation

To go further in the assessment of the MALDI-TOF MS discriminative power at the intraspecific level, a database was constructed with 252 spectra, representing 42 strains, with 14, 15 and 13 isolates belonging to populations 1, 2 and 3, respectively. Cross-validation results are shown in Table 3. Overall, the results of cross-validation showed that 94.1% of all spectra (235 out of 252 spectra) were correctly assigned to their corresponding genetic population. All spectra derived from population 2 and 3 isolates were either correctly assigned to the right population (96.67-98.72 % of all spectra) or not identified at all (3.33-1.28 % of all spectra corresponding to 3 and 1 spectra, respectively). These non-identified spectra were derived from strain F41-4 from population 2 and strain F34-1 from population 3.

Other spectra derived from these strains were correctly assigned to their respective genetic population. Identification performances of spectra derived from population 1 isolates were lower than those obtained with the other two populations with 84.52% of spectra (71 out of 84 spectra) correctly assigned. The two spectra which yielded low discrimination results corresponded to two spectra of strain F84, that were either attributed to population 1 and 3 while other spectra of this strain were correctly identified. One of the two unidentified spectra with no identification results corresponded to one spectrum of strain F21-1, for which the other five spectra were correctly assigned. The second one corresponded to one spectrum of strain F81, for which three other spectra yielded discordant results as they were attributed to population 3, while the last two were correctly assigned to population 1. Finally, the six incorrectly assigned spectra belonged to strain F77-1 for which all spectra were incorrectly assigned to population 2. This result could be explained by the fact that this isolate had MS spectra which were more similar to those of several population 2 isolates (Figure 2B).

For external validation, 126 spectra corresponding to 21 independent isolates including 7 isolates from each genetic population, were used to challenge the database. The results are shown in Table 4. 95.24 % of all spectra (110 out of 126 spectra) were correctly assigned to their corresponding population. Spectra acquired from external isolates from populations 1 and 2 were all correctly assigned, with the exception of one spectrum from the strain IHEM3196 and F53 from population 1 and two spectra from strain LCP03969 from population 2. Finally, for external isolates from population 3, 71.43% of spectra (30 out of 42 spectra) were accurately assigned to their respective population. All incorrectly assigned spectra (either yielding no or discordant identification) belonged to strains F28-3 and UBOCC-A-101449. For strain F28-3, five out of six spectra were not identified, and the last one was incorrectly attributed to population 2 while for strain UBOCC-A-101449, three out of six spectra were incorrectly identified to population 1 and the other three were assigned to both populations 1 and 2 by the algorithm. Interestingly, when looking in details at the allelic profiles of strains F28-3 and UBOCC-A-101449, we observed that the 2 strains, despite being classified in population 3 by [START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF], shared 1 similar allele with that of isolates from population 2 and 1, respectively. Hence, it could explain why their assignment to the right population was problematic.

Noteworthy, several strains from populations 1 and 2 that were chosen for external validation also shared common alleles with isolates from other populations [START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF]. Indeed, strains IHEM3196 and F53, that were assigned to population 1 by [START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF], also shared 1 common allele with isolates from population 2, while strains UBOCC-A-111178, DSMZ1999 and UBOCC-A-111170, assigned to population 2 by [START_REF] Gillot | Insights into Penicillium roqueforti Morphological and Genetic Diversity[END_REF] shared 2 common alleles with population 2 and for the two other alleles, presented alleles that were different from those of other isolates from population 3. Nevertheless, spectra of these isolates were correctly assigned after external validation suggesting that their MS peak profiles were much more closely related to that of the isolates which were used to build the database.

As indicated in the 'Materials and methods' section, for database construction, peak lists of spectra from each population were binned and a predictive model was established. In order to understand what were the main differences in the MS spectra of the three P. roqueforti populations, we investigated which bins (or mass-intervals) had a high impact (positive or negative) for population assignment. The two bins that had the higher and lower impact on population assignment are shown in Table 5. All these bins had masses ranging from 3000 to 7716.1 Da. In comparison, [START_REF] Hettick | Discrimination of Aspergillus Isolates at the Species and Strain Level by Matrix-Assisted Laser Desorption/Ionization Time-of-Flight Mass Spectrometry Fingerprinting[END_REF] found differences between spectra of Aspergillus flavus isolates in a mass range from 7000 to 10000 Da, but in contrast to the present study in which the ASC algorithm was used, such comparison was performed on whole spectra based on peak lists. It is also interesting to note that high-impact weights for population 2 were slightly higher than those of the two other populations and that overall, high-impact bins were different depending on the population, except for the [3000.0;3004.0] bin which allowed to discriminate population 3 isolates from population 1 and 2 isolates (Table 5). Thus, it would be of great interest to look closer into the different bins that allowed population separation during MALDI-TOF MS analysis, especially those which were identified by the algorithm as having a high-impact weight. The application of MALDI-TOF MS/MS could help to determine the exact m/z of proteins which allowed to discriminate P. roqueforti isolates at the population level as performed previously by [START_REF] Freimoser | Direct Identification of Monilinia Brown Rot Fungi on Infected Fruits by Matrix-Assisted Laser Desorption/Ionization (MALDI) Mass Spectrometry[END_REF] on different Monilinia species. Then, after comparison with theoretical masses of proteins predicted from available sequenced genomes of P. roqueforti, it may be possible to identify which are the proteins (and their functions) that permit to discriminate one population from another. However, such comparison can lead to the identification of several different proteins for one single peak because different proteins can share the same m/z value [START_REF] Spinali | Microbial Typing by Matrix-Assisted Laser Desorption Ionization-Time of Flight Mass Spectrometry: Do We Need Guidance for Data Interpretation?[END_REF].

Altogether, these results suggest that there is a very good agreement between genetic data and MS peak profiles and that MALDI-TOF MS could be used as a rapid tool for typing of P. roqueforti isolates using a dataset of well characterized isolates at the intraspecific level. Indeed, MALDI-TOF MS was able to highlight intra-specific polymorphism and yielded similar results to those obtained from genetic analysis based on the study of three microsatellites markers of Penicillium roqueforti isolates. In addition, it was even possible to assign external isolates to the right populations by constructing a spectral database. However, two strains which possessed allelic profiles found in other genetic populations, could not be classified accurately with the approach used in the present study. Despite a very good agreement between genetic data and MS profiles, it must be noted that differentiation between the three populations is not made on the same markers in each analysis. Indeed, genetic analysis is based on microsatellite markers, short and repeated DNA sequences [START_REF] Mathimaran | Microsatellites for Disentangling Underground Networks: Strain-Specific Identification of Glomus Intraradices, an Arbuscular Mycorrhizal Fungus[END_REF], while MALDI-TOF MS detects predominantly ribosomal proteins and other proteins, that are constantly expressed and highly abundant [START_REF] Santos | Filamentous Fungal Characterizations by Matrix-Assisted Laser Desorption/Ionization Time-of-Flight Mass Spectrometry[END_REF].

In conclusion, the results obtained in this study, together with those previously published by Quero et al. (2018) confirm that MALDI-TOF MS can be a powerful tool to differentiate and identify food-related filamentous fungi not only at the species level but can also be applied to differentiate species complex and cryptic species as well populations from a same species. This method could be of great interest for the management of mycological safety and quality of foods. Indeed, correct species identification of moulds is of high importance and the possibility of going beyond species identification could also be a valuable asset for source tracking of fungi in the food chain. (B) Multidimensional scaling (MDS) of the spectra dataset obtained after MALDI-TOF MS analysis of P. roqueforti isolates based on 6 replicates per strain (3 biological replicates and 2 technical replicates), after calibration of the spectra. Spectra are colored according to the respective genetic populations to which the isolates belong. Spectra circled in dashed-green and -blue correspond to spectra from P. roqueforti F41-4 and F77-1, respectively. 
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Figure 1 .

 1 Figure 1. (A) Multidimensional scaling (MDS) of the spectra dataset obtained after MALDI-TOF MS analysis of 23 species of Aspergillus belonging to the Flavi section. Spectra are colored according to the respective species to which they belong. Spectra circled in dashedred, dashed-blue and dashed green correspond to spectra of groups A, B and C, respectively. (B) Multidimensional scaling (MDS) of the spectra dataset obtained after MALDI-TOF MS analysis of 12 species of Aspergillus belonging to the A. flavus clade of Flavi section. Spectra are colored according to the respective species to which they belong. (C) Multidimensional scaling (MDS) of the spectra dataset obtained after MALDI-TOF MS analysis of 11 species of Aspergillus belonging to the A. tamarii, A. bertholletius, A.nomius, A. coremiiformis, A. leporis and A. avenaceus clades of Flavi section. Spectra are colored according to the respective species to which they belong.

Figure 2 .

 2 Figure 2. (A) Multidimensional scaling (MDS) of the spectra dataset obtained after MALDI-TOF MS analysis of P. roqueforti isolates based on 6 replicates per strain (3 biological replicates and 2 technical replicates), before calibration of the spectra. Spectra are colored according to the respective genetic populations to which the isolates belong.
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Table 1 .

 1 Aspergillus spp. isolates from Aspergillus section Flavi analyzed by MALDI-TOF MS in the 708

	709	present study.		
		Clade	Species	Strain number	Origin substrate
		Avenaceus	Aspergillus avenaceus	NRRL 517 T	Green pea
				NRRL 4517	Unknown
		Bertholletius	Aspergillus bertholletius	CCT 7615 T	Rain forest soil
		Coremiiformis	Aspergillus coremiiformis	NRRL 13603 T	Soil
		Flavus	Aspergillus aflatoxiformans	CBS 121.62	Arachis hypogea
			(ex A. parvisclerotigenus)	SF1	Rain forest soil
				SF6	Rain forest soil
		Flavus	Aspergillus arachidicola	UBOCC-A-117374 = CBS 117612	Arachis glabrata leaf
				UBOCC-A-117375 = CBS 117611	Arachis glabrata leaf
				UBOCC-A-117376 = CBS 117614	Arachis glabrata leaf
				UBOCC-A-117377 = CBS 117615	Arachis glabrata leaf
				UBOCC-A-117373 = CBS 117610 T	Arachis glabrata leaf
		Flavus	Aspergillus cerealis	NRRL 66708 = MACI46	Peanut pods
			(ex A. korhogoensis)	
		Flavus	Aspergillus flavus	UBOCC-A-108068 = LCP 89.4253	Molten cheese
				UBOCC-A-108067 = CBS 100927 T	Cellophane
				UBOCC-A-101061	Pig feed
				UBOCC-A-101063	Cotton oil cake
				UBOCC-A-106028	Wheat
				UBOCC-A-106029	Pig feed
				UBOCC-A-106030	Wheat
				UBOCC-A-106031	Maize
				UBOCC-A-106032	Barley
				UBOCC-A-106033	Poultry feed
		Flavus	Aspergillus minisclerotigenes	UBOCC-A-117303 = CBS 117635 T	Arachis hypogea seed
				UBOCC-A-117304 = CBS 117633	Arachis hypogea seed
				UBOCC-A-117305 = CBS 117634	Arachis hypogea seed
				UBOCC-A-117306 = CBS 117620	Arachis hypogea seed
				UBOCC-A-117307 = CBS 117639	Arachis hypogea seed
				NRRL 29000	Peanut soil
		Flavus	Aspergillus mottae	MUM 10.231 T	Maize kernel
		Flavus	Aspergillus novoparasiticus	AFc32 = NRRL 62795	Cassava
				UBOCC-A-117379 = CBS 126850	Air sample
				UBOCC-A-117378 = CBS 126849 T	Human sputum
				LEMI 267	Human sputum
		Flavus	Aspergillus oryzae	CBS 100925 T	Unknown
		Flavus	Aspergillus parasiticus	UBOCC-A-111038 = CBS 100308	Unknown
				UBOCC-A-111039	Unknown
				UBOCC-A-111041 = CBS 971.97	Indian sweets
				UBOCC-A-110223 = CBS 100926 T	Sugar cane mealy bug
				NRRL 492	Unknown

Table 2 .

 2 Identification performances of Aspergillus section Flavi species after crossvalidation. number of spectra out of the total number of spectra acquired

	Species	Overall	Single	Low	No	Discordant
		correct	choice	discrimination	identification	
	A. aflatoxiformans	100%	100%	0%	0%	0%
		(11/11)*	(11/11)	(0/11)	(0/11)	(0/11)
	A. arachidicola	100%	100%	0%	0%	0%
		(18/18)	(18/18)	(0/18)	(0/18)	(0/18)
	A. avenaceus	100%	90%	10%	0%	0%
		(10/10)	(9/10)	(1/10)	(0/10)	(0/10)
	A. luteovirescens	100%	100%	0%	0%	0%
		(12/12)	(12/12)	(0/12)	(0/12)	(0/12)
	A. caelatus	100%	100%	0%	0%	0%
		(12/12)	(12/12)	(0/12)	(0/12)	(0/12)
	A. flavus	100%	100%	0%	0%	0%
		(38/38)	(38/38)	(0/38)	(0/38)	(0/38)
	A. leporis	100%	100%	0%	0%	0%
		(12/12)	(12/12)	(0/12)	(0/12)	(0/12)
	A. minisclerotigenes	100%	100%	0%	0%	0%
		(25/25)	(25/25)	(0/25)	(0/25)	(0/25)
	A. nomius	100%	100%	0%	0%	0%
		(12/12)	(12/12)	(0/12)	(0/12)	(0/12)
	A. novoparasiticus	95%	95%	0%	5%	0%
		(19/20)	(19/20)	(0/20)	(1/20)	(0/20)
	A. parasiticus	100%	100%	0%	0%	0%
		(20/20)	(20/20)	(20/20)	(20/20)	(20/20)
	A. pseudotamarii	100%	100%	0%	0%	0%
		(24/24)	(24/24)	(0/24)	(0/24)	(0/24)
	A. sergii	100%	100%	0%	0%	0%
		(11/11)	(11/11)	(0/11)	(0/11)	(0/11)
	A. sojae	100%	100%	0%	0%	0%
		(12/12)	(12/12)	(0/12)	(0/12)	(0/12)
	A. tamarii	100%	100%	0%	0%	0%
		(26/26)	(26/26)	(0/26)	(0/26)	(0/26)
	A. transmontanensis	100%	100%	0%	0%	0%
		(9/9)	(9/9)	(0/9)	(0/9)	(0/9)
	Global performances	99.65%	99.3%	0. 35%	0.35%	0%
		(271/272)	(270/272)	(1/272)	(1/272)	(0/272)

*

Table 3 .

 3 Classification performance of P. roqueforti isolates into three genetic populations after cross-validation. number of spectra out of the total number of spectra acquired

	Population	Overall	Single	Low	No	Discordant
		correct	choice	discrimination	identification	
	1	86.9 %	84.52%	2.38%	2.38%	10.71%
		(73/84)*	(71/84)	(2/84)	(2/84)	(9/84)
	2	96.67 %	96.67%	0%	3.33%	0%
		(87/90)	(87/90)	(0/90)	(3/90)	(0/90)
	3	98.72 %	98.72%	0%	1.28%	0%
		(77/78)	(77/78)	(0/78)	(1/78)	(0/78)
	Total	94.1 %	93.3%	0.79%	2.33%	3.57%
		(237/252)	(235/252)	(2/252)	(6/252)	(9/252)

*

Table 4 .

 4 Classification performance of P. roqueforti isolates into three genetic populations after external validation. number of spectra out of the total number of spectra acquired

	Population	Correct identification	No identification	Discordant
	1	95.24%	4.76%	0%
		(40/42)*	(2/42)	(0/42)
	2	95.24%	2.38%	2.38%
		(40/42)	(1/42)	(1/42)
	3	71.43%	11.90%	16.67%
		(30/42)	(5/42)	(7/42)
	Total	87.3%	6.35%	6.35%
		(110/126)	(8/126)	(8/126)

*
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