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Introduction

I n the last few years, the use of graphene as a new MALDI matrix for the analysis of low molecular weight molecules has been extensively described [START_REF] Shi | Enrichment and detection of small molecules using magnetic graphene as an adsorbent and a novel matrix of MALDI-TOF-MS[END_REF][START_REF] Liu | Graphene and graphene oxide: two ideal choices for the enrichment and ionization of long-chain fatty acids free from matrix-assisted laser desorption/ionization matrix interference[END_REF][START_REF] Zhang | Efficient analysis of nonpolar environmental contaminants by MALDI-TOF MS with graphene as matrix[END_REF][START_REF] Liu | High throughput identification of components from traditional Chinese medicine herbs by utilizing graphene or graphene oxide as MALDI-TOF-MS matrix[END_REF][START_REF] Zhou | Reduced graphene oxide films used as Matrix of MALDI-TOF-MS for detection of octachlorodibenzo-p-dioxin[END_REF][START_REF] Wang | High-throughput and rapid screening of low-mass hazardous compounds in complex samples[END_REF]. The main advantages of this matrix are related to (1) the absence of interfering peaks in the spectra at low mass range, usually visible when using traditional matrices [START_REF] Wan | A rapid and simple separation and direct detection of glutathione by gold nanoparticles and graphene-based MALDI-TOF-MS[END_REF], and (2) an attenuation of analyte fragmentation [START_REF] Dong | Graphene as a novel matrix for the analysis of small molecules by MALDI-TOF MS[END_REF], which could reduce the complexity of the spectra at higher signal intensities.

Graphene has ultrafast electron mobility with an efficient electron-phonon coupling, as well as frequency-independent optical absorption properties and a high thermal conductivity [START_REF] Liu | Mildly oxidized graphene: facile synthesis, characterization, and application as a matrix in MALDI mass spectrometry[END_REF].

Our hypothesis is that the good adsorption of the peptides and other molecules in the planar structure of the graphene together with its exceptional optical and electronic properties facilitates the ionization of the analytes. More ionization associated with a decreased vibrational energy during the laser ablation would lead to an improvement of the signal, especially of those species that fragment easily. Following this hypothesis, we set as the main objective of this work testing the putative advantages of using graphene in combination with α-cyano-4-hydroxycinnamic acid (CHCA) as a binary matrix system to combine the excellent electrical, optical, thermal, and adsorbent properties of graphene with the intense resonant light absorbtion of CHCA to enhance the signal in MALDI-TOF mass spectrometry.

The proper detection of molecules that are easily fragmented by MALDI-TOF mass spectrometry is an underestimated problem. For example, although the phosphate group is easily ionizable, the detection of phosphopeptides can be frequenly missed owing to the lability of the phosphoester bond, which shows a high fragmentation rate. Here, we have tested the analysis of phosphopeptides with the combination of graphene/CHCA and have found a significant improvement over the use of CHCA alone.

Experimental

Graphene Preparation

Graphene (reduced graphene oxide [START_REF] Park | Hydrazinereduction of graphite-and graphene oxide[END_REF]) was acquired from GRAPHENEA (San Sebastián, SPAIN). CHCA was prepared as a saturated solution in 50% acetonitrile, 0.1% TFA, and sinapinic acid as a saturated solution in 30% acetonitrile 0.1% TFA. One mg of the graphene powder was resuspended in 0.5 mL of 50% ethanol using a low power bath sonicator (Selecta Ultrasons, JP Selecta, Barcelona, Spain) for 3 min in a glass vial.

Mass Spectrometry

A 4700 Proteomics Analyzer Mass Spectrometer (AB SCIEX, Framingham, MA. USA) was used for the analyses. All the details of conditions employed are described in the Supporting Information.

Results and Discussion

Graphene Enhances MALDI-TOF MS Signal Intensity

Graphene has already been successfully employed as a MALDI-TOF matrix for the analyses of small molecules (<450 Da) [START_REF] Liu | Graphene and graphene oxide: two ideal choices for the enrichment and ionization of long-chain fatty acids free from matrix-assisted laser desorption/ionization matrix interference[END_REF][START_REF] Wan | A rapid and simple separation and direct detection of glutathione by gold nanoparticles and graphene-based MALDI-TOF-MS[END_REF][START_REF] Dong | Graphene as a novel matrix for the analysis of small molecules by MALDI-TOF MS[END_REF] but fails when used to detect larger molecules. A simple addition of 1 μL of the matrix CHCA onto the same spots where the mixture of graphene-analyte was loaded in the MALDI plate not only allowed the recovery of the signal for larger molecules but also caused an improvement of signal intensities, signal-tonoise ratios, and mass resolving power.

This improvement showed a strong dependence on the graphene and CHCA loading method (see Supporting Information for details), and the best results were obtained by adding the graphene first, allowing it to dry, and subsequently loading the sample and the matrix (previously mixed in a tube with vortexing) onto the graphene layer. The combination of graphene/CHCA not only increased the signal of the 4700 proteomics analyzer calibration mixture (calmix) compared with the measurement accomplished with only CHCA but also reduced the laser intensity needed to ionize the sample. For laser intensities below 2700 arbitrary units, no signal was observed when using only CHCA as the matrix, while we were able to detect the signal with graphene/CHCA at a laser intensity of 2500.

Different ratios of graphene:CHCA as matrices were subsequently tested using calmix as the sample. Under the experimental conditions described in Figure 1a, the best result was obtained by loading 1 μL of graphene and 1 μL of CHCA.

Sinapinic acid with graphene was also evaluated as a binary matrix system with the same loading protocol established for CHCA. In this case, the sample used was the calibration mixture 3 of the Sequazyme Peptide Mass Standard Kit (AB SCIEX).

Figure 1b shows that the signal was enhanced approximately 2fold compared with the response with the sinapinic acid alone.

Utility of the Binary Matrix for Complex Samples

A digestion of a complete protein extract derived from human leukocytes was studied to evaluate the usefulness of the graphene/ CHCA combination to analyze complex samples (Figure 2). With the binary matrix, we detected a higher number of peaks than when using only CHCA at any laser intensity. Comparison of the best spectra for both conditions (CHCA alone and graphene/ CHCA combination) showed an increase in the number of peaks detected. This peak detection enhancement was observed mainly in the high mass range, and the mass resolving power of the spectra was significantly improved at this range.

We have observed that the loading conditions when using calmix as the sample are not always suitable for complex samples or for samples with interfering substances. In these cases, it is recommended to perform an initial condition screening to optimize the results. Nevertheless, to have a clearer presentation of the data, the results shown have always been carried out using the protocol D, described in the paragraph 'Loading of matrices and samples' of the Supporting Information.

PSD and CID Fragmentation Comparison

As shown in Figure 1c, the signal improvement with the use of graphene/CHCA was higher when CID-on mode was employed (53% ± 12 CI 95%) compared with with PSD MS/MS mode (30% ± 12 CI 95%). This also corroborates the idea that the graphene facilitates the analyte ionization that can be achieved with lower energy collisions between the molecules of matrix and analyte. In this condition, the molecules fly with lower vibrational energy toward the detector and higher signal is obtained with the CID on mode when it is compared with the spontaneous fragmentation of the PSD mode.

Improved Detection of Phosphorylated Peptides by Graphene/CHCA Matrix

Bearing in mind the attenuating fragmentation effect of graphene, we decided to study samples containing easily fragmented post-translational modifications, such as phosphorylated peptides. In Figure 3, an example is shown where we could not detect an expected phosphorylation with the use of CHCA alone as a matrix, which was readily detectable upon the use of graphene/ CHCA. The peak at m/z 1758.9 was apparently absent when using only CHCA as a matrix, but was clearly observed by using the combination of graphene/CHCA as a matrix. The sequence of the p h o s p h o p e p t i d e i n t h e p e a k o f m / z 1 7 5 8 . 9 : ALHSFITPPTT*PQLR (where T* is the phosphorylated residue) was confirmed by MS/MS (see Supporting Information).

Serial dilutions of a solution of digested casein were also analyzed. The ions of m/z 1660.7 and 1951.8 in Figure 2S (Supporting Information) correspond to the following sequences Figure 2. MALDI-TOF MS signal obtained from a complex sample without and with the use of graphene in combination with CHCA matrix. A protein extract of isolated leukocytes was digested with trypsin, and the spectra were obtained in reflector positive ion mode with CHCA or graphene/CHCA as matrices. Spectrum details in the 2600-2850 m/z range showed an increased number of peaks detected with the binary matrix system. Peaks detection conditions were: min S/N: 10, local noise window width: 250, min peak width at full width half mass (bins): 2.9, cluster area S/N optimization: on, S/N threshold: 15 Figure 3. Detail of the mass spectra obtained for phosphorylated KSR 1 with or without the use of graphene in the matrix of the widely studied tryptic peptides phosphorylated with casein: V P Q L E I V P N S * A E E R ( 0 m i s s e d c l e a v a g e ) a n d YKVPQLEIVPNS*AEER (1 missed cleavage). Their sequences were confirmed by MS/MS analysis. Both peaks were observed with both matrices without any dilution. However, the peptide ion of m/z 1951.8 was lost when only CHCA was used with a sample dilution of 1:10, while it was still clearly seen with graphene/CHCA. It is important to note that this effect was observed when the samples were desalted with ZipTips but not when the samples were not previously desalted.

The signal enhancement of different peptides obtained using graphene as a binary matrix system with CHCA can be explained on the basis of several effects. On the one hand, the exceptional optical and thermal properties of the graphene give rise to a high ionization yield where the analyte molecules get less vibrational excitation, thereby reducing the fragmentation rate during their flight to the detector. On the other hand, it cannot be ruled out that the main effect is promoted by interaction with the delocalized electron charge state of the graphene surface. The fact that the graphene alone can be successfully used as a matrix for small molecules is an argument that also supports this idea.

Moreover, the fact that the product-ion signal intensity was significantly more increased in the CID than in the PSD fragmentation mode supports the idea that the graphene is not only able to enhance the ionization rate but also lead to a stabilization effect that increases the number of ions reaching the detector. These findings are in agreement with those of Liu et al. [START_REF] Liu | Graphene and graphene oxide: two ideal choices for the enrichment and ionization of long-chain fatty acids free from matrix-assisted laser desorption/ionization matrix interference[END_REF] who first suggested the attenuating effect of graphene on the spontaneous fragmentation of molecules flying towards the detector. This attenuation of the fragmentation rate could explain, at least partially, the enhancement of the signal obtained.

Experiments carried out with phosphorylated peptides also support this hypothesis. We showed that their detection is enhanced by the use of graphene/CHCA, and the most plausible explanation could come from the stabilizing effect of the graphene.

Conclusions

The use of graphene as a MALDI matrix was first published in 2010 [START_REF] Dong | Graphene as a novel matrix for the analysis of small molecules by MALDI-TOF MS[END_REF]. Since then, other articles have described the use of graphene as a matrix [START_REF] Shi | Enrichment and detection of small molecules using magnetic graphene as an adsorbent and a novel matrix of MALDI-TOF-MS[END_REF][START_REF] Zhang | Efficient analysis of nonpolar environmental contaminants by MALDI-TOF MS with graphene as matrix[END_REF][START_REF] Liu | High throughput identification of components from traditional Chinese medicine herbs by utilizing graphene or graphene oxide as MALDI-TOF-MS matrix[END_REF][START_REF] Zhou | Reduced graphene oxide films used as Matrix of MALDI-TOF-MS for detection of octachlorodibenzo-p-dioxin[END_REF], and the present work is the first study where graphene is used as a MALDI adjuvant improving ionization rate with a stabilizing effect that reduces the rate of fragmentation and gives rise to a better detection of phosphorylated peptides and a higher number of peaks detected in the analysis of complex samples. The enhancement of the signal with the combination of graphene/CHCA is especially useful in the case of complex samples where more peaks are detected, mainly in the high mass range of the spectra.

Further studies to test graphene-coated MALDI plates or even plates completely made of this substance can be of great interest. Under these conditions, the undesirable aggregation of the graphene might be avoided [START_REF] Liu | Graphene and graphene oxide: two ideal choices for the enrichment and ionization of long-chain fatty acids free from matrix-assisted laser desorption/ionization matrix interference[END_REF], which may significantly reduce the desorption/ionization efficiency.

In spite of exhibiting a frequency-independent light absorption over a broad spectral region in the visible and infrared, graphene has a characteristic absorption band in the range of 250-290 nm (Figure 1S of Supporting Information). There are very few published papers in which graphene is used as matrix for MALDI-TOF and all of them employed mass spectrometers equipped with a laser emitting at 337 nm (pulsed nitrogen laser) [START_REF] Dong | Graphene as a novel matrix for the analysis of small molecules by MALDI-TOF MS[END_REF] or 355 nm (Nd:YAG laser) [START_REF] Zhang | Efficient analysis of nonpolar environmental contaminants by MALDI-TOF MS with graphene as matrix[END_REF][START_REF] Dong | Graphene as a novel matrix for the analysis of small molecules by MALDI-TOF MS[END_REF]; both wavelengths are far from the maximum absorption wavelength of graphene (270 nm) [START_REF] Liu | Mildly oxidized graphene: facile synthesis, characterization, and application as a matrix in MALDI mass spectrometry[END_REF]. In these cases, the processes involved in the ionization of the molecules must be related to surface electronic charge events rather than a resonant absorption of light, as is the case with traditional matrices used in MALDI-TOF mass spectrometers. In this sense, it would be of great interest to design experiments using a laser emitting at this wavelength interval (250-290 nm) to test the performance of this novel matrix with a resonant light absorption.
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Figure 1 .

 1 Figure 1. Enhancement of MALDI-TOF/TOF MS signal by graphene in combination with CHCA matrix. (a) Calmix spectra were obtained with five different ratios of graphene/CHCA in reflector positive-ion mode. One μL of calmix was employed and the same laser intensity (2900) in all tested conditions. Graphene/CHCA ratios were (μL:μL): a, 0:1; b, 0.25:1; c, 0.5:1; d, 1:1; e, 1:0.5; f, 1:0.25; g, 1:0. (b) Comparison of the signal intensities obtained with sinapinic acid and graphene/sinapinic acid of linear low mass positive-ion mode spectra. (c) Comparison of the signal intensities obtained with CHCA and graphene/ CHCA of product-ion spectra carried out in CID-off and CID-on modes. Results are mean ± SEM of three independent experiments. *P < 0.05; **P < 0.01 compared with single matrix (nonbinary) by Student's paired sample t-test (two-tailed)
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