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In order to evaluate the optical efficiency of tip-based probes for future tip-enhanced optical spectroscopy applications, we have developed an experimental setup based on the coupling of an achromatic inverted microscope equipped with a total internal reflection objective and an atomic force microscopy (AFM) head. This spectroscopic tool has been validated using individual nanofabricated antennas (gold nanodisks/nanocones) on a glass substrate, which act as nanoresonators based on localized surface plasmons. Spectrally tunable transverse electric and magnetic plasmonic resonances are identified and are in excellent agreement with numerical calculations performed as a function of the nano-antenna geometry and size. We have investigated a series of state-of-the-art gold-coated AFM probes, which are commonly used for tip-enhanced (Raman spectroscopy) optical experiments. Their scattering spectrum consists of resonances depending on the tip sharpness or granularity superimposed on a broad emission spectrum due to semi-infinite metal layer acting as a non-resonant antenna. From the comparison between the plasmonic response of both types of optical antennas, a new generation of probes for tip-enhanced optical spectroscopy is proposed, in which single plasmonic nanoantennas are engineered at the apex of a non-metallic AFM tip. As from numerical simulation results, such tips would ensure a spectral tunability as a function of the material, size, and geometry, together with expected high enhancement factors. Such features would allow the design of spectrally tunable surface enhanced Raman spectroscopy substrates, and should be a reliable and efficient alternative to tips commonly used in tip-enhanced optical spectroscopy experiments such as tip-enhanced Raman spectroscopy.

INTRODUCTION

The investigation of optical properties of molecules or individual nanostructures with a spatial resolution less than the diffraction limit requires an electromagnetic field confined at the nanoscale-this can be achieved using adapted optical scanning tip-based probes. This leads, in the case of Raman spectroscopy for example, to the technique referred to as tip-enhanced Raman spectroscopy (TERS) [START_REF] Anderson | Locally Enhanced Raman Spectroscopy with an Atomic Force Microscope[END_REF][START_REF] Hayazawa | Metallized Tip Amplification of Near-Field Raman Scattering[END_REF][START_REF] Stöckle | Nanoscale Chemical Analysis by Tip-Enhanced Raman Spectroscopy[END_REF][START_REF] Pettinger | Nanoscale Probing of Adsorbed Species by Tip-Enhanced Raman Spectroscopy[END_REF] , which can be used today for correlated chemical and physical surface mapping with nanoscale spatial resolution [START_REF] Su | In Situ Topographical Chemical and Electrical Imaging of Carboxyl Graphene Oxide at the Nanoscale[END_REF][START_REF] Smithe | Nanoscale Heterogeneities in Monolayer MoSe 2 Revealed by Correlated Scanning Probe Microscopy and Tip-Enhanced Raman Spectroscopy[END_REF] . Scanning probes used for the optical signal amplification benefit in general from plasmonic properties, i.e. sustain propagative and/or localized surface plasmons, whose excitation results in an enhanced optical evanescent field confined in a nanometric volume at the tip apex-referred to as the 'hot-spot'-and governs the tip-enhanced spatial resolution. In the case of Raman spectroscopy, the amplification factor strongly depends on the shape of the tip, and ranges from 10 4 to 10 8 7,8 , enabling TERS mapping with a nanometric resolution [START_REF] Kumar | Tip-Enhanced Raman Spectroscopy: Principles and Applications[END_REF][START_REF] Wickramasinghe | Billion-Fold Increase in Tip-Enhanced Raman Signal[END_REF] . Tip-enhanced optical spectroscopy can also be used e.g. to map photoluminescence properties at the nanoscale [START_REF] Okuno | Probing the Nanoscale Light Emission Properties of CVD-Grown MoS2 Monolayer by Tip-Enhanced Photoluminescence[END_REF][START_REF] Kumar | Simultaneous Topographical, Electrical and Optical Microscopy of Optoelectronic Devices at the Nanoscale[END_REF] .

Focusing here on the case of TERS, a large diversity of plasmonic probes with different designs have been so far discussed in the literature. These include smooth electrochemically etched metallic wires [START_REF] Kharintsev | Etchant-Based Design of Gold Tip Apexes for Plasmon-Enhanced Raman Spectromicroscopy[END_REF][START_REF] Lopes | Fast and Reliable Fabrication of Gold Tips with Sub-50 Nm Radius of Curvature for Tip-Enhanced Raman Spectroscopy[END_REF][START_REF] Ren | Preparation of Gold Tips Suitable for Tip-Enhanced Raman Spectroscopy and Light Emission by Electrochemical Etching[END_REF] commonly used for scanning tunneling microscopy (STM) and granular metallic coatings onto silicon cantilevers commonly used for [START_REF] Yang | Rational Fabrication of a Gold-Coated AFM TERS Tip by Pulsed Electrodeposition[END_REF][START_REF] Brejna | Electroless Deposition of Silver onto Silicon as a Method of Preparation of Reproducible Surface-Enhanced Raman Spectroscopy Substrates and Tip-Enhanced Raman Spectroscopy Tips[END_REF][START_REF] Sanders | Facile Fabrication of Spherical Nanoparticle-Tipped AFM Probes for Plasmonic Applications[END_REF][START_REF] Trautmann | Plasmon Response Evaluation Based on Image-Derived Arbitrary Nanostructures[END_REF] atomic force microscopy (AFM). It has been shown that the roughness of the metallic layer deposited onto probes [START_REF] Taguchi | Optical Antennas with Multiple Plasmonic Nanoparticles for Tip-Enhanced Raman Microscopy[END_REF] but also the size of the metallic apex itself [START_REF] Maouli | Optical Antennas for Tunable Enhancement in Tip-Enhanced Raman Spectroscopy Imaging[END_REF] have a strong influence on enhancement factors, which vary both in amplitude and as a function of the excitation wavelength. Metal-coated AFM-TERS probes appear simpler to use than STM-TERS probes and allow in principle non-conductive samples to be investigated. The majority of AFM-TERS probes involve today the use of gold as a metallization layer, mainly for studies in materials sciences. Gold is interesting for its intense plasmonic activity in the visible region but also for its chemical inertness providing long probe lifetimes. However, gold layers only produce plasmonic resonances with wavelengths in the red part of the spectrum, which limits applications e.g. towards the field of semiconductors or biology that require to lower the penetration of the Raman excitation laser in the sample but also to avoid parasitic fluorescence signal. Silver [START_REF] Rasmussen | Tip-Enhanced Raman Scattering of a DNA Binding Compound[END_REF][START_REF] Yeo | Enhancement of Raman Signals with Silver-Coated Tips[END_REF] and aluminum [START_REF] Poborchii | Optimization of Tip Material and Shape for Near-UV TERS in Si Structures[END_REF][START_REF] Lipiec | Preparation of Well-Defined DNA Samples for Reproducible Nanospectroscopic Measurements[END_REF] can be used to reach lower wavelengths for such experiments-indeed, the plasmonic activity of silver takes place in the blue-green part of the spectrum, while aluminum can even reach UV [START_REF] Park | Ultraviolet Tip-Enhanced Nanoscale Raman Imaging: Ultraviolet Tip-Enhanced Nanoscale Raman Imaging[END_REF][START_REF] Yang | Deep Ultraviolet Tip-Enhanced Raman Scattering[END_REF] wavelengths. These materials suffer in practice in terms of sulfidation or oxidation in air, which limits the probe lifetime [START_REF] Opilik | Degradation of Silver Near-Field Optical Probes and Its Electrochemical Reversal[END_REF][START_REF] Opilik | Chemical Production of Thin Protective Coatings on Optical Nanotips for Tip-Enhanced Raman Spectroscopy[END_REF][START_REF] Barrios | Extending Lifetime of Plasmonic Silver Structures Designed for High-Resolution Chemical Imaging or Chemical and Biological Sensing[END_REF] . A reliable control of the spectral response of AFM-based TERS probes, i.e. their spectral tunability, is a still key aspect for TERS experiments and developments.

With the aim of improving the plasmonic response and amplification factors of TERS probes, recent work has started to go beyond metal-coated probes and design the apex of scanning probe microscopy tips [START_REF] Vasconcelos | Tuning Localized Surface Plasmon Resonance in Scanning Near-Field Optical Microscopy Probes[END_REF][START_REF] Archanjo | Plasmon 3D Electron Tomography and Local Electric-Field Enhancement of Engineered Plasmonic Nano-Antennas[END_REF] for instance by using focused ion beam etching in order to isolate the metallic part that composes the apex from the rest of the metallized tip. This breaks the conventional semi-infinite plasmonic tip model ('non-resonant' tip) by creating an electromagnetic cavity of controlled shape at the tip apex [START_REF] Novotny | Effective Wavelength Scaling for Optical Antennas[END_REF] , with spectrally well-defined resonances related to the excitation of localized surface plasmon modes (i.e. 'resonant tips'). In practice, such structured tips as well as granular metallic tips commonly used in TERS experiments may combine non-resonant effects (moderately-enhanced electromagnetic field on the whole white light spectrum) together with resonant effects (presence of spectrally defined resonances), depending on the tip granularity or apex shape. Moreover, protusion effects have been studied at the theoretical level down to the atomic scale [START_REF] Barbry | Atomistic Near-Field Nanoplasmonics: Reaching Atomic-Scale Resolution in Nanooptics[END_REF][START_REF] Trautmann | A Classical Description of Subnanometer Resolution by Atomic Features in Metallic Structures[END_REF] .

In order to experimentally investigate nano-fabricated probes for tip-enhanced optical spectroscopy applications, in view of controlling their manufacturing process and their spectral tunability, we have developed in this work a spectroscopy tool based on the coupling of an AFM head and an achromatic inverted microscope equipped with a total-internal-reflection (TIR) fluorescence objective. This setup is designed to measure the spectroscopic scattering response of engineered plasmonic nanostructures [START_REF] Sonnefraud | Nanoplasmonics: Engineering and Observation of Localized Plasmon Modes[END_REF][START_REF] Rycenga | Controlling the Synthesis and Assembly of Silver Nanostructures for Plasmonic Applications[END_REF] without vacuum constraints such as in electron energy loss spectroscopy [START_REF] García De Abajo | Optical Excitations in Electron Microscopy[END_REF][START_REF] Colliex | Electron Energy Loss Spectroscopy Imaging of Surface Plasmons at the Nanometer Scale[END_REF] . The operating principle is close to dark-field scattering 40- 43 -but using a TIR illumination [START_REF] Liu | Spatially Resolved Scattering Correlation Spectroscopy Using a Total Internal Reflection Configuration[END_REF][START_REF] Ament | Single Unlabeled Protein Detection on Individual Plasmonic Nanoparticles[END_REF][START_REF] Hoffmann | Fabrication and Characterization of Plasmonic Nanocone Antennas for Strong Spontaneous Emission Enhancement[END_REF][START_REF] Von Olshausen | Coherent Total Internal Reflection Dark-Field Microscopy: Label-Free Imaging beyond the Diffraction Limit[END_REF][START_REF] Talaga | Colocalized Dark-Field Scattering, Atomic Force and Surface-Enhanced Raman Scattering Microscopic Imaging of Single Gold Nanoparticles[END_REF][START_REF] Yang | Evanescent Wave-Assisted Symmetry Breaking of Gold Dipolar Nanoantennas[END_REF] in order to measure the AFM tip scattering spectrum under scanning conditions, i.e. when an AFM tip is brought into contact with a (transparent) substrate.

This spectroscopic tool has been validated for individual resonant nano-antennas (Au nanodisks or nanocones) on a glass substrate. Spectrally tunable and highly reproducible polarizationdependent plasmonic resonances are identified and are in excellent agreement with numerical calculations performed as a function of the nano-antenna geometry and size. In addition, we investigated a series of state-of-the-art metal-coated AFM tips commonly used for TERS experiments. Their scattering spectrum consists in resonances varying on the tip sharpness or granularity, superimposed on a broad emission spectrum due to semi-infinite metal layer acting as a non-resonant antenna. The comparison between both types of tips is striking, since lithographically-defined nano-antennas exhibit well-defined and spectroscopically tunable plasmonic resonances, while TERS probes based on Au-coated AFM tips only go beyond a non-resonant scattering response only for granular and/or smallest tip apexes. This comparison, together with additional numerical calculations, show that a new generation of AFM-TERS probes can be envisaged, in which single plasmonic nanofabricated antennas will be localized at the apex of a dielectric AFM tip, ensuring both reproducible and spectrally tunable hot-spots as a function of the plasmonic material, size, and geometry.

EXPERIMENTS AND RESULTS

The spectroscopy tool developed for the study is shown in Figure 1-based on an AFM mounted on an inverted microscope (BioScope, Brüker, Germany). The inverted microscope has been fully rebuilt as shown in Figure 1 using mirror and lenses based on silver-coated mirrors in order to ensure an achromatic behavior over the visible spectrum. The setup is based on a 100x TIR objective (IMMOIL-F30CC, Olympus, Germany) in which a white light source is introduced with a large incidence angle at the TIR objective/glass substrate interface in order to create an evanescent optical field. The TIR objective is used in dark-field mode by blocking the light directly reflected at the objective/glass substrate interface-and only collects the scattered light which is analyzed through a spectrometer (VS7000, HORIBA Scientific, France) equipped with an uncooled CCD detector. This setup enables the acquisition of scattering spectra of single plasmonic structures on a glass substrate within ~100 ms as well as the characterization of individual AFM cantilever tips brought into the evanescent field at the TIR objective/glass substrate interface in tapping or contact mode (see Methods).

We first tested our optical spectroscopy setup on arrays of individual plasmonic nano-antennas consisting either in Au nanodisks or in Au nanocones lithographically-patterned onto a glass substrate-see Figure 2. The structures have been fabricated by evaporation through a PMMA resist-based lift-off mask written by electron beam lithography. Because the opening of holes in the mask is progressively reduced during metal deposition, it is possible to fabricate either Au nanodisks with tilted sides at low metallization thickness (Figure 2a), or Au nanocones, once the holes in PMMA mask are fully closed at a critical metallization thickness (Figure 2b) [START_REF] Arscott | On Evaporation via an Inclined Rotating Circular Lift-off Shadow or Stencil Mask[END_REF][START_REF] Eschimese | Size and Shape Control of a Variety of Metallic Nanostructures Using Tilted, Rotating Evaporation and Lithographic Lift-off Techniques[END_REF] .

Nanodisks or nanocones are obtained by choosing the PMMA mask aspect ratio (resist thickness/resist opening width) and the metallization thickness (see Methods for details). We start with a series of Au nanodisks fabricated on a glass substrate, with a thickness of about 50 nm and diameters in the 100-160 nm range. Both transverse electric (TE, incident electric field parallel to the substrate) and transverse magnetic (TM, incident magnetic field parallel to the substrate) linear polarizations (see Figure 1c) have been probed under TIR conditions and are hereafter labelled TIR-TE and TIR-TM. For each single nano-antenna, we have recorded the associated TIR scattering spectrum in the 400-900 nm wavelength range. Background noise (recorded on the glass substrate) has been subtracted from experimental TIR spectra, and a normalization by the reference spectrum of the excitation white light (measured by collecting the incident directly reflected at the glass/air interface, without mask) has been applied. For sake of comparison with experiments, theoretical scattering spectra have been computed together with three-dimensional representations of the far-field radiation for each TE or TM polarization, using finite element simulations (COMSOL software, see Methods).

Experimentally-obtained and theoretically-computed data are shown in Figure 3a and 3b to allow a comparison. We observe in the TIR-TE polarization a single resonance, which exhibits a redshift for increasing Au nanodisks diameters. This mode corresponds to a plasmon associated with a horizontal dipole (HD, see illustration in Figure 3b), for which a spectral redshift with larger diameters is predicted by the plasmon theory and is linked to the lowering of the restoring force exerted on free electrons at the surface of the particle [START_REF] Langhammer | Localized Surface Plasmon Resonances in Aluminum Nanodisks[END_REF] . The experimental data are in excellent agreement with theoretical scattering spectra. Experimental far-field images (see Figure 3c) also show similarities with the calculated radiation patterns. However, the situation is more complex for the TIR-TM polarization. Experimental scattering spectra (Figure 3d) exhibit two resonances-these are well accounted for by numerical modelling (Figure 3d). The resonance at larger wavelength corresponds to the same horizontal dipolar mode as in the TIR-TE polarization and exhibits the same redshift with increasing nanodisk diameter. This reminiscence of the HD mode is due to the tilt angle of the optical excitation in the TIR objective (see schematic diagram of the TIR-TE and TIR-TM polarizations in Figure 1). In contrast, the shorter-wavelength resonance is almost insensitive to the nanodisk diameter. This resonance is well accounted for in numerical calculations and corresponds to a vertical dipolar (VD) mode [START_REF] Marae-Djouda | Angular Plasmon Response of Gold Nanoparticles Arrays: Approaching the Rayleigh Limit[END_REF] (see inset of Figure 3e for an illustration). The experimental evolution of the wavelength and amplitude of the two resonances as a function of the nanodisk diameter is accurately predicted by numerical modeling, taking the incidence angle of the illumination equal to 44°. The calculated far-field radiation patterns of the VD mode, shown in Figure 3f, presents a typical 'donut' shape radiation pattern, observed in the experiments, and which is due to the cancellation of far-field radiation in the direction of the induced dipole. SI-1). TIR-TM scattering spectra and numerical calculations both reveal a dipolar and a higher-order vertical plasmonic mode, as shown in the inset of Figure 4. The first series of nanocones (NC1 to NC5), with heights ranging from 105 to 205 nm, exhibits a pronounced dipolar resonance in the visible range (550-800 nm) except for NC5. In the latter case, both experimental and theoretical results show the emergence of a higher order mode in the green region, of quadrupole type, since the dipolar resonance falls in the infrared. For larger nanocones (here, labeled from NC6 to NC9, with heights from 195 to 245 nm), the quadrupolar plasmon resonance dominates in the 500-650 nm wavelength range. As in the case of the Au nanodisks, the evolution of experimental TIR spectra are consistent with the numerical analysis conducted as a function of the Au nanocone dimensions. Altogether, the results obtained both on Au nanodisks and nanocones show the relevance of our TIR scattering spectroscopy setup to capture the plasmonic properties of nano-resonators as a function of their size and geometry. They also promote the ability of finite element calculations used in this work to quantitatively account for the detailed optical properties of individual metallic nano-resonators as a function of their geometry. We also characterized individual cantilever-based AFM-TERS probes fabricated by metal evaporation on standard commercial AFM tips (ACCESS-NC probes, Applied NanoStructures, Inc., USA). We describe in the following the acquisition of TIR spectra on the example of a Au-coated tip, and then compare TIR scattering spectra for a set of three Au-coated probes.

Cantilevers based probes (see Figure 5a) are brought into the evanescent optical field of the TIR objective covered with a glass substrate using the AFM head of the original AFM setup covering our TIR imaging setup (see Figure 5b and5c). AFM-TERS probes are first engaged in tapping mode on the glass substrate above the center of the TIR objective. The position of the tip is finely adjusted in a second step, using the AFM head horizontal piezoelectric displacements, in order to bring the tip to the center of the optical excitation spot. The acquired TIR spectra are subtracted from the optical setup background noise, which is recorded as a reference in absence of any tip, and then normalized with respect to the excitation light spectrum. The TIR spectra for an Au-coated AFM-TERS probe is presented in Figure 5c. The green curve corresponds to the TIR spectrum acquired with the TERS probes retracted to ~200 nm away from the substrate surface, and exhibits almost no response-as would be expected for a probe out of the evanescent optical field from the substrate. The increased noise level at the edges of the recorded spectrum is due to the cut-off of the optical setup (mainly, of the TIR objective) out of the visible range, which reduces the amount of light detected at such wavelengths. A TIR scattering spectrum of the TERS tip is first shown (blue curve in Figure 5c) when the tip is engaged on the surface in tapping mode (average oscillation amplitude of ~40 nm); also corresponding to a bright spot in the dark-field image (see insets in Figure 5c).

The TIR scattering spectrum shows a well-defined resonance at a wavelength of about 600 nm, while a background develops at larger wavelengths (> 800 nm). When the tip approaches the surface by switching the AFM regulation from tapping mode to contact mode (orange curve in Figure 5c), the TIR spectrum shows an enhanced signal and preserved structure, with an observable redshift of the resonance now occurring at a wavelength of ~650 nm. This redshift in the scattering spectrum can be explained by the interaction of the dipolar localized plasmon mode supported by the tip and its image in the glass substrate [START_REF] Saison-Francioso | Dependence between the Refractive-Index Sensitivity of Metallic Nanoparticles and the Spectral Position of Their Localized Surface Plasmon Band: A Numerical and Analytical Study[END_REF] .

We also performed a comparison between a set of three Au-coated AFM-TERS probes (see Figure 6) using the same protocol as in the experiments shown in Figure 5. Probes appear almost identical in individual SEM images (see Figure 6a). They exhibit a tip apex radius of curvature between ~35 nm and ~45 nmthis radius mainly depends on the metal coating local roughness at the tip apex. TIR scattering spectra are shown in Figure 6b. The systematic sharp peak observed at a wavelength of 685 nm corresponds to a parasitic detection of the AFM head laser and needs to be disregarded. The probes present a 'white' scattering background response (see Figure 6b), which is typical of a semi-infinite metallic (non-resonant) antenna. In addition, the scattering spectra also show a plasmon resonance around 630 nm and 850 nm for the tips with radius of curvature about 35nm and 40 nm respectively. For a larger radius of curvature (45 nm), the main resonance reaches the infrared region. We thus observe as a trend that sharper tips produce localized surface plasmon resonances with high oscillator strength and occur at shorter wavelengths. This spectral dependence related to the variation of the probe radii of curvature of only 5 nm (most certainly due to the roughness at the tip vicinity) is strong and appears difficult to control during the thermal evaporation of the gold layer on the AFM tip.

When put in the general context of tip-enhanced optical spectroscopy measurements, the work presented in this study shows that an important difference exists between metallic nanostructures fabricated by nanolithography (e.g. the nanodisks or nanocones presented and measured here) and the AFM based probes commonly used in TERS experiments (here, metalcoated tips). It is striking that the former nanostructures reproducibly give rise to clear-cut localized surface plasmon resonances with a tunable and controllable wavelength, while the latter tips show a variability of localized surface plasmon resonance wavelength from tip to tip.

One reason for such a difference is that the localized surface plasmon resonance of metal-plated probes is related to specific tip apex radius size and/or granularity and thus strongly size dependent, while the wavelength of the LSPR of individual metallic nanostructures is controlled by a mesoscopic size parameter such as their height in the case of nanocones of the Figure 4.

Nanocones exhibit additionally a reproducible apex radius of 9.9 ± 1.3 nm (the error bar corresponds to the standard deviation for a series of 168 nanocones), contributing to a narrowing of the electromagnetic field lines at the tip apex [START_REF] Stockman | Nanofocusing of Optical Energy in Tapered Plasmonic Waveguides[END_REF] as required for intense field enhancement required for TERS experiments [START_REF] Cui | Simulation Study of Near-Field Enhancement on a Laser-Irradiated AFM Metal Probe[END_REF][START_REF] Geshev | Calculation of Tip Enhanced Raman Scattering Caused by Nanoparticle Plasmons Acting on a Molecule Placed near a Metallic Film[END_REF] . We therefore suggest that a new generation of AFM-TERS probes based on single nanostructures (such as the nanodisks or nanocones lithographically patterned at the apex of a cantilever) and engineered with a specific design or geometry according to an optimized numerical modelling. Such cantilevers should exhibit localized surface plasmon resonances with tunable wavelength and adjustable enhancement factors (e.g. from the control of the plasmonic dipolar resonance), and are expected -at least in principle-to offer superior performances compared to current metal-coated AFM-TERS probes. Such tips should ensure high field enhancement factors together with a controllable spectral tunability as a function of the plasmonic material, size, and geometry.

METHODS

Coupled optical and atomic force microscopy setup.

The device setup shown in Figure 1 is based on an inverted microscope (Olympus IX71, Germany) equipped with a high numerical aperture objective (NA 1.49 -UAPON 1000XOTIRF -Olympus). A broadband white light source (LDLS EQ-99XFC, ENERGETIQ, US) is used as an intense and unpolarized excitation light. To avoid chromatic aberrations, silver coated parabolic, concave and plane mirrors are used in the setup. The incident light from the fiber is firstly collimated and focused into a 50 µm pinhole before being collimated again to cross an iris and a linear polarizer-three parabolic mirrors are involved here. The filtered and polarized pinhole point source is then reflected by a long-focal concave mirror and enters the microscope through a periscope. The light is reflected onto a beam splitter and finally focused on one side of the TIR objective back focal plane to allow total internal reflection excitation at the cover slip/air interface. The focal image of the pinhole source has a size of about a quarter of millimeter and can be finely positioned in the TIR objective back focal plane using XY micrometric screws (see Figure 1b). The incident beam gets reflected on the glass-air interface under TIR conditions, goes back into the objective and is blocked by a mask on the other half of the TIR objective back focal plane. This mask can also be finely positioned in the TIR objective back focal plane using XY micrometric screws.

The substrate thickness is in the 150-200 µm range (Schott D 263® M cover glass). An immersion oil (IMMOIL-F30CC, Olympus, Germany) is used to ensure the lens-substrate contact. The first tunable iris allows us to control the excitation spot on the substrate interface.

The light scattered in the evanescent field at the coverslip/air interface is collected in the center of the TIR objective, goes through the beam splitter and is focused by the tube lens of the microscope onto a CCD camera to obtain scattered far-field imaging. To acquire TIR spectra, the scattered light is focused on a second tunable iris in order to control the collection area on the substrate interface with a spatial magnification of 0.01. It is then collimated and focused onto the entrance slit of the spectrometer (VS7000 -HORIBA Scientific, France) equipped with an uncooled CMOS camera. For an incident light source spectral power density between 40 and 85 µW/nm in the visible range, this setup performs the scattering spectrum analysis of single gold nano-antennas with a ~100 ms acquisition time and a large signal-noise ratio.

Numerical modelling. In order to compare experimental results with theory, we performed finite element simulations with the radiofrequency module of COMSOL Multiphysics. Dielectric parameters of gold used for the calculation have been extracted by interpolation of Johnson and Christy's data [START_REF] Johnson | Optical Constants of the Noble Metals[END_REF] . To model our experimental configuration, nanoparticles or tips have been placed on or close to a glass substrate with refractive index 1.5. The excitation field is the combination of the incident (with an angle larger than the critical angle of 41.8°), the reflected planewave propagating in glass, and the evanescent wave transmitted along the interface in air. The outer layer of the computation domain is set as a perfectly matched layer where all the outgoing scattered waves are absorbed, in order to prevent unwanted reflection onto boundaries.

Nanofabrication. Electron beam lithography (Raith EBPG 500 Plus at 100kV) and thermal evaporation have been used to create arrays of gold nanostructures [START_REF] Arscott | On Evaporation via an Inclined Rotating Circular Lift-off Shadow or Stencil Mask[END_REF][START_REF] Eschimese | Size and Shape Control of a Variety of Metallic Nanostructures Using Tilted, Rotating Evaporation and Lithographic Lift-off Techniques[END_REF] . A bi-layer positive resist is deposited on the glass substrate by spin coating, followed by a deposition of a 5 nm thick layer of Ge to prevent charging effect from the electron beam (400 µC cm -2 dose, 12 nA beam current). After the writing process, the Ge layer is removed (H2O2/H2O: vol/vol = 1/1) before the resist development. Following resist development, thermal evaporation of gold is performed onto the wafer and metallic nanostructures are obtained via lift-off (using a commercial resist remover at 70°C). The key parameter to fabricate nano-disks or nano-cones are the aspect ratio of exposed cylindrical patterns and the amount of evaporated metal. To create nano-disks, only 50 nm of Au is evaporated onto a 200 nm thick resist layer, with hole diameters between 100 and 200 nm. The evaporation tends to close the hole apertures, accounting for the observed tilted edges of the fabricated nanodisks (see Figure 2a). For conical structures, 250 nm of Au is evaporated on a 500 nm thick resist layer with hole diameters between 50 and 100 nm. In this case, the holes in the PMMA layer become fully closed during the evaporation process (see Figure 2b). The Au nanocones exhibit cone half-angles of ~12°, a height ranging from 100 to 230 nm (which depends on the hole diameter of the patterns), and apex radii falling below 10 nm. All structures have been fabricated in arrays with a 10 µm pitch on the glass substrate to allow an easy access to individual structures in optical measurements.

Figure 1 :

 1 Figure 1: (a) Schematic diagram of the inverted microscope used to measure TIR scattering spectra of nano-resonators fabricated on a glass coverslip (Au nanodisks or nanocones, see Methods) or AFM tips brought into the optical evanescent field at the coverslip/air interface. The AFM head enabling the approach of cantilever tips is not represented here (see Figure 5). Orange optical path: the setup is excited with a white light introduced on the side of the TIR objective back focal plane (see b); the specularly reflected beam is blocked in the objective back focal plane in order to fulfill dark field conditions; a linear polarizer is introduced in the optical path in order to excite nano-antennas either in TE or TM modes (see c). Green optical path: the scattered light is collected via the TIR objective, enabling either the dark-field imaging (see d) or the spectral analysis of the scattered light via a visible spectrometer coupled to a CCD detector. (b) TIR objective with a cross-section in its back-focal plane, showing the incident pinhole image (orange spot), the specular reflection blocked by the dark-field mask, and the collected scattered signal. (c) Schematics of the polarizations used to probe TE and TM modes. (d) Example of acquired far-field images on arrays or metallic nano-antennas lithographically designed on a glass coverslip (1 µm or 5 µm pitch).

Figure 2 :

 2 Figure 2: Fabrication sequence for (a) Au nanodisks and (b) Au nanocones. Left: schematic diagram of the fabrication process, in which a PMMA resist layer is exposed by electron beam lithography; Au is then evaporated through the obtained mask, followed by a lift-off process leading either to nanodisks or nanocones at large evaporation thickness. Right: corresponding scanning electron micrographs for Au nanodisks of nanocones.

Figure 3 :

 3 Figure 3: (a) Experimental TIR-TE scattering spectra for a series of individual Au nanodisks as a function of their base diameter (colors are used in the rest of the figure to label for the nanodisks diameters). (b) Corresponding calculated TIR-TE spectra, showing a horizontal dipole (HD) resonance sketched in the inset. (c) Far-field image of a single Au nanodisk (top) of 130 nm diameter, and radiation patterns of the HD mode in the plane normal to the air/glass interface (middle), and in a three-dimensional representation (bottom). (d) Experimental TIR-TM spectra for the same series of Au nanodisks. (e) Corresponding calculated TIR-TM spectra, showing a resurgence of the HD mode at larger wavelength (see the black-dashed arrow as a guide to the eye) due to the tilt angle of the incident light, and a second resonance at lower wavelength, corresponding to a vertical dipole (VD) mode, mostly insensitive to the nanodisk diameter. The insets show schematics of the two dipolar modes. (f) Calculated radiation patterns associated with the VD mode (bottom) showing a donut-like shape, together with an experimental far-field image of the same Au nanodisk used in (c).

Figure 4 :

 4 Figure 4: Experimental TIR scattering spectra recorded (top) and calculated (bottom) for a TM optical

Figure 5 :

 5 Figure 5: (a) Scanning electron micrograph of the apex of the AFM-TERS cantilever-based tip (here, a Au-coated cantilever with 40 nm apex radiusscale bar 100nm). (b) The cantilever is mounted on the AFM head located above the TIR microscope. (c) Schematics of the measurement configuration, in which the TERS tip is brought in the evanescent field of a glass coverslip above the TIR objective using the regulation of the AFM head. (d) TIR scattering spectra for the Au-coated tip shown in (a). The green, blue, and orange curves are the normalized TIR scattering spectra recorded respectively with the tip located 200 nm above the glass coverslip, with the tip engaged on the surface in tapping-mode with a 40 nm oscillation amplitude, and with the tip engaged in contact mode. Far-field optical images are shown as insets.

Figure 6 :

 6 Figure 6: (a) Scanning electron micrograph provided for a set of three commercial Au-coated AFM tips. The scale bar is 100 nm. Apex radii are highlighted. (b) Corresponding TIR scattering spectra. The tip apex radii are shown in insets. The line or discontinuity at 685 nm corresponds to a parasitic detection of the laser line of the AFM head and should be disregarded.To support our statement, we present in the Supporting Information a numerical study based on
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