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Onland and Offshore Extrinsic Fabry-Pérot Optical Seismometer at the End of a Long Fiber

We report here the design, performance, and in situ demonstration, on-land and offshore, of an innovative high-resolution low-cost optical (laser) seismometer. The instrument was developed within the Laser Interferometry for Earth Strain project (French Agence Nationale de la Recherche [ANR] program), and first tested at the low-noise underground laboratory Laboratoire Souterrain à Bas Bruit (LSBB, France). It is based on Fabry-Pérot optical interferometry between the extremity of a probing optical fiber and a reflecting mirror secured to the mobile mass of a passive 2 Hz geophone. The detection technique is based on the wavelength modulation of the laser diode (1310 nm), which allows the separation of the optical power into two signals in quadrature, thanks to an heterodyne technique. The relative displacement of the mobile mass is retrieved in real time by the phase unwrapping of these two signals. At LSBB, the fiber was 3 km long. It recorded many teleseismic earthquakes and a few regional ones, and resolves the low-seismic noise of the Earth for periods up to 6 s, presenting an acceleration noise floor lower than 1 ng/Hz---√ in the 0.3-5 Hz range. A three-component version of this fiber-based interferometric 2 Hz geophone has been recently constructed, shielded in a hyperbaric container, and installed offshore for test in Brittany (France) in April 2018, with an improved control system. Its record of the marine ambient noise matches those of a collocated commercial broadband seismometer for periods up to 50 s. This

Introduction

In many areas with high telluric hazard (earthquakes, tsunamis, landslides,..), our understanding of the seismogenic and mechanical processes, as well as our ability to properly assess the related hazard, are still very limited by the difficulty or impossibility to deploy arrays of high performance seismometers. This can be due to the high cost of the installations and of their maintaining, to the risk of loss (from lightning, eruptions, rock falls, power failure...), or even to the lack of suitable commercial technology (high temperature). These difficulties are obvious for long term real-time seismic monitoring in the far offshore (in particular in the threatening subduction zones), in deep boreholes ( like the San Andreas Fault Observatory at Depth -SAFOD -on the San Andreas fault), or on active volcanoes. Similar difficulties are encountered in the geoindustry context of production, injection and storage (geothermy, oil, gas, deep mines, CO 2 and nuclear waste storage,..), which often requires seismic monitoring either offshore or in deep, hot boreholes. Some of the difficulties above, together with the need for improving the resolution of commercial seismometers, have led a few academic and industrial groups to develop prototypes of optical seismometers. A fundamental interest of an opto-mechanical seismometer is the separation, by a long optical fiber, of the mechanical part of the sensor from the electro-optical part connected to the laser, photo-diodes, control cards, digitizer and PC. In addition, the long optical fiber is insensitive to electromagnetic perturbations, whether from lightning strikes, power lines, or industries. Furthermore, the mechanical part, requiring no electronic/electrical components, can therefore be robust and low cost. Also, the fiber and the mechanical sensor are much less sensitive to temperature than the commercial feed-back or inductive seismometers, allowing measurements in places where the latter sensors are rapidly damaged or cannot operate. Finally, the low cost of the mechanical sensor allows some installations at risk, for the sensor can be replaced if lost.

All these advantages should make a high resolution optical seismometer with long fibers much more suitable than commercial standard geophones (passive electro-magnetic, or force-balanced) in a broad frequency range 0.1 Hz to 10 kHz for many applications involving real-time monitoring.

In this paper, we present the design, performance and in situ demonstration of an innovative, high resolution, low-cost optical (laser) seismometer. After a brief review of the progress in the field of optical seismometry over the last two decades, we present the design of our optical geophone, and the laboratory performance of the opto-electronic system. Next, we detail the installation of the instrument, first at the LSBB Observatory (Southern France), second at the ESEO Group laboratory (Western France), and finally on the sea floor at the Sea Test Base, in Brittany, France. We finally present the resulting in situ performance, analyze the noise level, and com-pare its records of large teleseismic earthquakes and small regional ones to those of nearby, reference broadband seismometers.

Development of high resolution laser seismometry

The emergence and rapid development of new technologies based on fiber optics offers a promising future in seismology. Several applications use back-scattering properties of the fiber itself, which is thus used as the sensor device ("intrinsic" sensors). The most classical intrinsic sensors are based on Fiber Bragg Grating (FBG), where some segments of the fiber are marked periodically to reflect a specific optical wavelength, allowing high accuracy for measuring the local static or dynamic strain of the fiber (e.g., [START_REF] Bostick | Field experimental results of three-component fiber-optic seismic sensors[END_REF], [START_REF] Keul | Using a fiber-optic seismic array for well monitoring[END_REF]). Over the past decade, FBG coupled with a mechanical resonator has led to the development of more sophisticated optical seismometers (e.g., [START_REF] Huang | Broadband fbg resonator seismometer: principle, key technique, self-noise, and seismic response analysis[END_REF]). In parallel, boosted by the oil and gas industry in the last decade, the "Distributed Acoustic Sensing" (DAS) technique has been developing very rapidly. DAS uses the Rayleigh backscattered light in standard (non grating) fibers, for recording the fiber dynamic strain induced by seismic vibrations [START_REF] Mestayer | Field trials of distributed acoustic sensing for geophysical monitoring[END_REF]; [START_REF] Liu | Distributed acoustic sensing with michelson interferometer demodulation[END_REF]). It has been tested for monitoring natural earthquakes (e.g., [START_REF] Lindsey | Fiber-optic network observations of earthquake wavefields[END_REF]; [START_REF] Wang | Ground motion response to an ml 4.3 earthquake using co-located distributed acoustic sensing and seismometer arrays[END_REF]; [START_REF] Jousset | Dynamic strain determination using fibre-optic cables allows imaging of seismological and structural features[END_REF] ). Other techniques like laser reflectometry using BOTDR (Brillouin Optical Time Domain Reflectometry), for static strain measurements, are commonly used for the monitoring of engineering structures. The latter technique is presently tested during the FOCUS project to demonstrate the feasibility of measuring small (1-2 cm) displacements across an active fault off the coast of eastern Sicily [START_REF] Dellong | Crustal structure of the ionian basin and eastern sicily margin: Results from a wide-angle seismic survey[END_REF]). Finally, telecommunication optical fiber cables can detect seismic events when combined with state-of-the-art signal processing techniques (e.g., [START_REF] Marra | Ultrastable laser interferometry for earthquake detection with terrestrial and submarine cables[END_REF]), but the related signals, being integrated overs tens to hundreds of kilometers of line, are far from being relevant for detailed source studies.

The alternative optical techniques to all these intrinsic fiber sensing approaches started 20 years ago [START_REF] Chen | Broadband michelson fiber-optic accelerometer[END_REF]) , based on laser interferometry with small sensing cavities placed at the end of the optical fibers, hence designed as "extrinsic" interferometers. The Michelson and Fabry-Perot (FP) systems allow for very high resolution seismic recording. [START_REF] Zumberge | An optical seismometer without force feedback[END_REF] demonstrated the Michelson device on the spring-mass system of a long period STS1 seismometer, for observatory needs. They are currently working on borehole installations, improving its resolution, in particular in the long period range for broad band recordings [START_REF] Zumberge | A three-component borehole optical seismic and geodetic sensor[END_REF]). A similar technique was used for a broad-band ocean borehole application [START_REF] Araya | Laser-interferometric broadband seismometer for ocean borehole observations[END_REF]).

There are major differences between intrinsic and extrinsic sensing schemes. In DAS, the former can have a very high number (hundreds to thousands) of sensing points within a single fiber, interrogated by a single device, but usually presents a much higher noise level, typically of a few nanostrain at best. The induced strain of the ground is of the order of the ground velocity divided by the wave velocity. Considering surface waves propagating typically at 3 km/s at a few seconds period, the smallest resolved ground velocity is typically 10 -9 * 3km/s (taking a strain noise floor of 1 nanostrain), hence of the order of 3 * 10 -6 m/s. This leads to an acceleration noise floor larger than 5 * 10 -6 m/s 2 . A similar value is obtained for higher frequencies, for instance considering surface waves at 3 Hz propagating at 300 m/s. This acceleration noise floor, of the order of 1 micro-g or more, is much larger than the few nano-g resolved by geophones.

Also, DAS systems may present poorly known effective transfer function from ground motion, due to the uncontrolled coupling of the fiber to the ground. Most seismometers do not suffer such problem, thanks to the usually carefull installation of each sensor on a concrete basis, well anchored on stable ground. Such an effort is not usually done for every meter along a pluri-kilometric optical cable. Thus, DAS systems provide new but fuzzy information on seismic sources, still difficult to interpret in terms of magnitude, mechanism, and spectral content.

The DAS system also requires a relatively high power supply (200-400 W), unsuitable for some observatories with remote installations. Conversely, extrinsic interferometry typically requires one fiber per sensor for FP (two fibers per sensor for Michelson devices), but a much higher resolution (down to a few nano-g rms in the 1-10 Hz range), and a well defined transfer function for the 3 components of ground displacement, allowing all the advanced processing and analysis in source seismology -and comparatively much lower power needs (for a small number of sensors).

To briefly summarize, we note that although various models of optical seismometers have been developed by a few academic institutions and by some companies in the last two decades, a simple, low-cost, low-power, medium band (1 Hz-1 kHz), high resolution, and long (plurikilometric) fiber-based optical equipment has not yet been proposed by the geophysical sensor industry.

Because of its high resolution, qualified calibration, long range capabilities, and low power need, the FP interferometry technique has been selected for R & D by IPGP more than a decade ago. In 2007, inspired by the first promising results with extrinsic interferometry applied for optical seismometry, pioneered by [START_REF] Zumberge | Experiments With an Optical Seismometer[END_REF], we started to develop our own opto-mechanical system, however with a different goal than broad-band seismology : we rather targeted the design of short-period geophones, plugged at the end of plurikilometric optical lines, for seismological and volcanic Observatories worldwide. The latter have indeed a clear need of such instruments for deep borehole, far offshore, mountainous/volcanic, and antennae installations, in challenging environments. This was the initial motivation of our LINES project.

Design of the LINES seismometer prototype

In 2007-2008, using a simple horizontal 2 Hz geophone modified by the addition of a small mirror fixed on its mobile mass, preliminary tests were performed at the OSE research group of LAAS-CNRS (OSE-LAAS) in Toulouse.

The interrogating laser beam was pointed at the mirror, for measuring, with Fabry-Perot (FP) interferometry, the displacement of the mass relative to the main frame fixed to the ground and holding the end of the optic fiber.

The encouraging results led us to develop further the whole system within the LINES ANR project (2009-2012) [START_REF] Chawah | Developpement d'un capteur de déplacement à fibre optique applique à l'inclinometrie et à la sismologie[END_REF]; [START_REF] Chawah | Amplitude and phase drift correction of efpi sensor systems using both adaptive kalman filter and temperature compensation for nanometric displacement estimation[END_REF]; [START_REF] Chery | Detecting aseismic transient motion on faults using new optical tiltmeters and seismometers[END_REF]; [START_REF] Seat | Dual-modulation fiber fabry-perot interferometer with double reflection for slowly-varying displacements[END_REF]). Two other optical instruments were also designed and constructed within the LINES project: a borehole tiltmeter, and a long base hydrostatic tiltmeter.

All three instruments were successfully demonstrated in a test tunnel at the Laboratoire Souterrain à Bas Bruit (LSBB, low background noise underground laboratory) in Rustrel, southern France [START_REF] Chery | Detecting aseismic transient motion on faults using new optical tiltmeters and seismometers[END_REF]). The main partners of LINES were Geoscience Montpellier, coordinating the LINES project, and developing the mechanical part of the tiltmeters, IPGP, for the optical adaptation of the seismometer, OSE-LAAS in Toulouse, for the optoelectronic and fiber sensor developments, and ESEO in Angers, for the new algorithms for processing of the optical signal.

Geophone

The LINES seismometer is based on a FP optical interference, in the fiber, between the reference beam reflected at the end of the fiber, and the probe beam reflected on the mirror set on the mobile mass of a geophone [START_REF] Bernard | The lines high resolution optical seismometer[END_REF] ). It thus differs from Zumberge's (2011) instruments, which use Michelson interferometry and therefore require 2 optical fibers per sensor, instead of one for FP.

For the passive geophone, we selected a horizontal L22 Sercel, 2 Hz, based on the high mechanical stability, linearity, and reliability of this commercial geophone, as well as on the relatively easy operation for integrating the mirror.

The latter operation was done by : (1), removing the metallic cylindrical housing of the geophone fixing an optical mirror (mass 10 g, diameter 3 mm) on the external face of the mobile coil; (2) cutting off the metallic top of the cylindrical housing, on the mirror side, and replacing it by a custom cap allowing space for the mirror to move without touching the new cap; and (3) opening a hole in the cap for allowing the laser beam from the external collimator to reach and reflects freely (through air) on the internal mirror. The insertion of the mirror on the mobile coil mass changed the mass balance, resulting in a resonance frequency shift from 2 to 2.4 Hz (figure 1).

Optics

The control and recording system is set at the other end of the optic fiber. It includes a laser diode at 1310 nm for the source, and a photo diode for the receiver, controlled by a signal processing unit (figure 2). The choice of the 1310 nm wavelength was made because it provides a small attenuation with distance (about 0.4 dB/km) , and because it is a very common commercial standard with rather low-cost associated equipment.

The distance of the target D(t) and the instantaneous wavelength λ(t) induces a phase difference Φ(t) between the reference (emitted) wave and the sensing wave (n is the media index).

Φ(t) = 4πn • D(t) λ(t) (1) 
The photodiode signal s(t), proportional to the power of the wave, can be simply described by the following equation:

s(t) = A(t) • cos(Φ(t)) (2) 
A simple sinusoidal modulation F m 1 of the laser diode current involves an amplitude modulation A(t) of the interferometric signal -directly proportional to the current -and the modulation of the laser's wavelength λ(t).

s(t) = A(t) • cos(4πn • D(t) λ(t) + m 1 (t)), (3) 
where m 1 is the phase shift resulting from the F m 1 modulation.

We demonstrated that a synchronous quadrature demodulation -which allows to extract 2 intensity signals in approximate quadrature I(t) and Q(t) (equations 4 and 5) -coupled with fast and innovative real-time algorithms for instantaneous phase estimation, makes it possible to estimate the displacement of the target [START_REF] Chawah | Real time and adaptive kalman filter for joint nanometric displacement estimation, parameters tracking and drift correction of EFFPI sensor systems[END_REF].

I(t) = A I (t) • cos(4πn • D(t) λ(t) ) + B I (t) (4) 
Q(t) = A Q (t) • cos(4πn • D(t) λ(t) + α) + B Q (t) (5) 
In fact, when the displacement D(t) varies, a plot of Q(t) as a function of I(t) describes an elliptic curves with time varying parameters : B I (t),B Q (t) the center of the ellipse, A I (t),A Q (t) the amplitudes and α(t) the orientation (due to the phase shift between I(t) and Q(t)). These 5 parameters have to be jointly estimated in addition to the distance D(t). This operation is performed by a real-time Kalman filter.

However, the real time quadrature demodulation will erase the phase information if there is no displacement.

Indeed, in this case, the estimated phase difference remains constant. In order to ensure that the following estimation algorithms work properly, we need to introduce a redundant information in the emitted signal that we can consider as a virtual displacement. This information is included in a second modulation F m 2 of the laser diode signal.

s(t) = A(t) • cos(4πn • D(t) λ(t) + m 1 (t) + m 2 (t)) (6) 
where m 2 is the phase shift resulting from the F m 2 modulation.

At first, we choose a 50 kHz modulation frequency for F m 2 , and a 1 kHz modulation frequency for F m 1 .

After a complete mounting of the optical/recording system, we analyzed its noise level by replacing the mobile mirror of the geophone by a fixed one, keeping a stable length of the laser cavity (between the mirror and the collimator at the extremity of the fiber). A 13 days long testing period showed that the distance noise has a typical RMS value of 64 pm in the 2 mHz-100 mHz frequency band, and 124 pm in the broader 1 mHz-50 Hz frequency band, and that the velocity RMS noise is 12 pm/s in the 2 mHz-100 mHz range.

The dynamic range of the sensor is limited in relative displacement by the mechanical stop for the mass (5 mm in our prototypes), and in relative velocity by the capability to properly sample the optical fringes in real time.

A correct unwrapping of the phase indeed requires to have enough measurement points while the optical path is changing by one wavelength. Given the sampling rate of the photodiodes (50 KHz), the wavelength (1310 nm), and the double reflection on the mirror, one gets a velocity cutoff of about 2 mm/s, above which the (I,Q) ellipses are not sampled well enough for an accurate calculation of the mass displacement. To summarize, for the displacement (resp. velocity), with a noise floor of 64 pm (resp. 12 pm/s) and a maximum of 5 mm (resp. 2 mm/s), the dynamic range is about 26 bits (resp. 28 bits).

Underground installation at LSBB

The LSBB site has been selected for setting the global LINES experiment, because of its mechanically and thermally stable underground environment ( http://www.lsbb.eu), mostly requested for the tiltmeters. In addition, the seismometer installation of LINES (referred to as SL hereafter) benefitted from the existing broadband seismometer array of LSBB. The horizontal optical geophone has been installed on the floor of a small room near the end of the long "antiblast" tunnel, with 300 m of overburden, about 900 m away from the main entrance (figure 4). It is fixed on a rigid metallic platform which also supports the collimator, and oriented North. The distance between the latter and the mobile mirror is set to 1 cm. The whole system is covered by a rigid box with Plexiglas walls, fixed and sealed onto the metallic horizontal platform, aiming at creating a humidity proof protection for the geophone.

Indeed, the latter is highly sensitive to atmospheric humidity which oxydates its metallic components, owing to the open hole letting the external laser beam reach the mirror of the mobile mass.

The closest broadband seismometer of the LSBB array, GAS, is an STS2 sensor (120 s) located in the neighbouring room, at the end of the tunnel, about 7 m away. In the following we analyze the records at 20 Hz sampling rate, high enough for calibrating and qualifying the optical sensor both at higher and lower frequencies than its resonance -with more emphasis on its ability to record the lowest frequencies. The optical geophone at LSBB was connected to the end of a 3 km long optical, monomode fiber. The latter is mostly rolled, as only 300 m of a straight tunnel separates SL from the operating room where the control/recording system was installed.

To calibrate the geophone, we used the parametrized representation of its transfer function, assuming a one degree of freedom oscillator with 2 unknowns: damping, and resonant frequency. These parameters were adjusted with the known input displacement of some earthquake inferred from the corresponding records by the North component of the GAS station. However, we observed some slow changes of the transfer function with time, and the seismometer finally got locked; after inspection, we found that despite the protection box, rust had developed on some of the springs, changing mass distribution, elasticity, and damping of the system in an unpredictable way -and finally blocking the whole coil. Therefore, the instrument calibration was done on records mainly corresponding to early observation times.

Offshore installation at STB

Based on the LINES prototype, we constructed a 3-component optical seismometer using 2 horizontals and 1 vertical 2 Hz Sercel geophones, aiming at offshore installations. Following standard constructions for short period offshore instruments, we mounted them in a rigid block, suspended with gimbals within a hyperbaric, duralumin casing, able to stand 300 MPa for offshore installations. A 2 cm thick layer of high viscousity oil was poured into the chamber, at the bottom of the sensor block, which allows for post-installation, passive self-leveling of the system with no need of power nor control. We added a fourth optical component inside the container, pointing to a fixed mirror, allowing for the measure of the self-noise (figure 5 -Left).

Meanwhile, before the offshore installation, we improved the performance of our system, in terms of instrumentation noise, signal processing, and power consumption. In order to validate these improvements, we conducted the next measurements at ESEO Group, Angers (France). Sensors were installed on a partially buried concrete slab in the basement of the building for several months. The manufactured sensors chosen for this campaign were the Guralp CMG-3ESP and a TRILLIUM compact 120s. During this period, sensors recorded the seismic noise, allow-ing us to confirm the performance of our seismometer, and also many earthquakes such as the M7.1, 2017 Mexico earthquake and regional earthquakes.

The offshore test site was selected at the Sea Test Base (STB) of Lanveoc, in Brittany, France. This choice was primarily motivated by the proximity of IFREMER Brest for the installation and maintaining logistics, and by the facilities (power, telemetry, offshore platform with shelter, land-based shelter) and safety offered by STB. The offshore surface platform is anchored 1 km away from the coast, at 6m in depth (figure 5 -Right). The seismometer was installed by divers from IFREMER, embedded in about 60 cm of sand and shell debris, about 450 m north to the platform, at the depth of 9 m. A 500 m long optical cable connects the platform to the sensor, laying on the sea floor and secured every 20 m on screw anchors. Beneath the platform, the cable has a large slack in order to accommodate for the tide (max ±3m). Furthermore, the signal processing unit has been redesigned to reduce the power consumption, and to improve its robustness and reliability. Indeed, this new version of the instrumentation system consumes less than 30 W, to be compared with the 300 W of the LINES system running at LSSB on "on the shelve" commercial systems.

Results

At LSBB, we analyzed the instrumental noise of the control system by tipping the metallic platform by some 15 degrees, so that the geophone mass remains clipped and immobile with respect to the collimator. The power was calculated by stacking and averaging power spectral densities calculated over 10 time windows about an hour long.

The resulting "floor noise" power spectrum is presented in Figure 6.

It shows that the noise level is close to the new low noise model (NLNM) in the range 0.2 to 3 Hz: it is below 1 ng/ √ Hz in the 0.3-5Hz range, and remains below 10 ng/ √ Hz in the 0.15-20 Hz range. The V-shape of the noise spectrum is the direct consequence of the correction of the mechanical transfer function (simple oscillator) applied to the optical record displacement noise. The increase of the noise level at high frequencies is thus due to the optical measurement, which tracks the displacement of the mass: the rather white noise in this measurement is thus multiplied by the square of the frequency when looking at the acceleration spectrum. Although there is no sharp cutoff in the acceleration response, the bandwidth may be considered to be limited to about a few mHz at low frequencies, and to hundreds of Hz at high frequencies (we successfully tested the instruments at 1 KHz in real-time).

With the geophone in operating mode (horizontal), in the absence of significant earthquakes, the daily stacked spectrum shows a seismic noise contribution above the floor noise between 0.15 Hz and 5 Hz. The corresponding time records are identical to those of the nearby STS2.

The seismometer ran with some interruption for more than two years at 100 Hz (2012-2014) , recording many large teleseismic earthquakes and some small regional ones -and tested successfully for a few months at 1 kHz after mid 2014 . Here we present two examples of such records.

First, to illustrate the broad-band capabilities of this short-period mechanical sensor, we present and compare the records of SL and of GAS for the M=8.7, Sumatra 2012 earthquake, corrected for instrumental response and filtered in various frequency bands (Figure 7). Looking first at the 30 s time window around the P arrival, in the 0.2-10 Hz range (Fig. 7, bottom left), one clearly see the waveform matching of both instruments, even before the P wave arrival, hence for the background microseismic noise. Now, with a broader frequency range of 0.01 to 10

Hz, and focusing on the dominant surface waves, with period of 30 s, both records remain very similar (Fig. 7, top right). The last seismogram (Fig. 7, top left) shows 40 minutes of ground displacement inferred from both instruments, with again very similar waveforms. In the 0.01 Hz-1 Hz frequency range, after the corrections for the transfer function and for a slight miss-orientation of the optical geophone, the rms difference between the optical record and the STS2 record is less than 1.5%. Finally, the comparison of both spectra, for the same 2 hours long time window (Fig. 7, bottom right), shows that the 2 Hz geophone retrieved correct information from this energetic source at periods as long as 250 s.

This recovery of the lowest frequencies would be very challenging for an electrical geophone, as the latter measures the relative velocity of the mass (by induction), and not its relative displacement as does our FP-based geophone: the latter is intrinsically a lower frequency sensor.

The second example, in Figure 8, illustrates the higher frequency response of our sensor, with a regional earthquake, 2015, M=3.4, which occurred 100 km away from LSBB. After correction from instrumental responses, both displacement records show a very strong similarity in the 0.1-20 Hz range.

The offshore experiment at STB showed a much larger noise level than at LSBB, resulting from the marine environmental noise, due to the swell 10 m above and to wave breaks at the coast line 1.5 km away. The noise floor , however, is slightly lower than for LSBB, due to the improvement of the new recording system produced by ESEO. To illustrate the quality of seismic records, we present those of the submarine mine blast, dated 05 April 2017 (Figure 9), and a teleseismic earthquake in Ionian Sea, M=6.8, 25 October 2018 (Figure 10), together with the corresponding GURALP records. For this large earthquake, the optical seismometer provides a good record up 50 s period, matching the Guralp waveform. Also, one notes in the bottom left part of the Figure that the background microseismic noise record of the Guralp, before the P wave arrival, is well matched by the optical seismometer, in the dominant period range 2 to 5 s, with amplitude of a few 10 -6 m/s.

The performance of our passive, optical geophone can also be compared to the few best commercial seismometers involving optical measurements. The latter are however force-balanced, and their optical device is set for feed-back control. They are powered, the optoelectonic system is attached to the sensor and cannot operate remotely, as for example the Silicon Audio seismometer (http://www.siaudio.com/). Compared to the latter, our optical geophone reaches the same noise floor in the range 0.5-4Hz, but the absence of feedback increases its noise at lower and higher frequencies with respect to the force-balanced instrument. This is is an unavoidable consequence of a long fiber, purely optical measurement.

In addition to the instrumental noise floor, one might consider the transient optical noise produced within the fiber by the strain related to seismic waves, which might alter the optical FP signal from the sensor. For the LSBB experiment, which should have been the most sensitive experiment for such an effect (3 km long fiber), the seismic strain from regional nor teleseismic events did not seem to strongly impact the measurement: the related noise is indeed necessarely smaller than the difference in the records of the STS2 and the optical seismometer, and likely to be much smaller. Indeed, our FP measurement deals with the interference, within a single fiber, of the two reflected beams: to the first order, any strain-induced change in the optical path in this fiber (due to some shaking along the fiber) should affect both beams in the same way, and hence cancel our their effect on the phase pattern of their interference. Note that this cancelling might not be as good for extrinsic interferometry using Michelson principle, as the latter uses two optical fibers for a single measurement, one fiber carrying the reference beam.

Conclusion

We have constructed and qualified in situ, on-land and offshore, the prototype of a simple, high frequency optomechanical seismometer based on a 2 Hz geophone, to be cabled on long, plurikilometric optical fibers. The optical measurement of the displacement of the mobile mass of the geophone, by Fabry-Perot interferometry, allows to resolve the low noise level of the Earth at periods down to 5 s. This performance is due to the innovative design of real-time algorithms which processes the double modulation signal of the laser frequency. The system presents a floor noise of 1 ng/Hz 1/2 in the 0.5-5Hz range, remaining below 10 ng/Hz 1/2 in the 0.15-20 Hz range. Records of large (M8) teleseismic events show exploitable signals up to 250 s period, with a fidelity higher than 98.5% in the 10 mHz -1Hz range, as controlled by a nearby STS2. Thus, despite the high frequency character of the geophone, we obtained excellent results, significantly broadening the frequency range of a commercial 2 Hz geophone up to about 5 s periods ; a performance which is challenging for commercial inductive 2 Hz geophones on plurikilometric cables without amplifiers near the sensor. Also, for offshore installations, as shown at STB, because of the higher seismic noise level than on land, the performance of our optical sensor should allow to resolve seismic periods up to several tens of seconds, and thus in particular contribute to the analysis of the sources of the primary and secondary microseismic waves.

As it is, our prototype can be used for marine or terrestrial applications, taking advantage of long optic cables (the SL was recently successfully tested on a 15 km long optic fiber, and is expected to operate with up to 50 km long fibers), to install the sensor in isolated, remote sites with difficult access, energy, and telemetry : this can be far offshore, on high mountains or volcanoes where eruptive activity, snow covering, and/or lightning does not allow for standard installations, and in deep, possibly hot boreholes. In this perspective, in the frame of the PREST project of the EC Interreg-Caraïbe program, the 3 component optical seismometer will be moved from Lanveoc to be installed 5 km offshore les Saintes islands (Guadeloupe), at 40 m in depth, connected to land by an optical cable. It will monitor in real-time the yet poorly resolved shallow microseismic swarms still occurring in the offshore source area of the M6.3, 2004 Les Saintes destructive earthquake. Miniaturization and simplification of the geophone is our next target of development, to allow for more applications, in particular for deep, slim and/or hot boreholes, and multi-sensor seismic antennas. Based on the same opto-electronics and control system, but using mechanical oscillators with much higher eigen-frequency, we also plan to develop strong motion accelerometers and hydrophones, which will enlarge the range of possible applications for this new optical instrument. Figure 8: Velocity records for a regional M=3.5 earthquake (2013, d=100 km). Filtered between 0.1 and 20 Hz. 
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 12 Figure 1: Opto-mechanical sensor.

Figure 3 :

 3 Figure 3: Effect of the Kalman Filter. (a) Lissajous plot of experimental (I(k),Q(k)) showing a spiral shape caused by intensity modulation of the Laser Diode (left) and (b) corresponding circular Lissajous plot given by the Kalman filter (right). (c) Sampled signals I(k) and Q(k) (left) and (d) corrected quadrature signals I � (k) and Q � (k) (right).
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 45 Figure 4: Installation at LSBB. (a) General map view of LSBB -GAS is the STS2 (7m from the optical sensor). (b) Optical geophone installation. (c) General installation of the opto-mechanical system

Figure 6 :

 6 Figure 6: Acceleration noise curves. (a) 1 day PSD recorded at LSBB of the 2.4 Hz optical seismometer LINES on a 3 km long fiber (solid curve) and STS2 GAS (dashed curve). (b) Measured Noise floor for LINES 2.4 Hz (clamped mass).Black solid curves : New Low Noise Model and New High Noise Model[START_REF] Peterson | Observations and modeling of seismic background noise[END_REF]).

Figure 7 :

 7 Figure 7: Records of the Mw=8.7, 2012 Sumatra earthquake on the optical LINES seismometer and GAS at LSBB. Horizontal ground velocity (a) and 40 minutes of horizontal ground velocity showing the dominant surface waves (b). 60s of horizontal ground velocity at LSBB near the P arrival time (c) and acceleration spectra (d). Black dashed curves : New Low Noise Model and New High Noise Model (Peterson (1993)).
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