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I. INTRODUCTION

he terahertz time-domain spectroscopy (THz-TDS) is phase sensitive technique able to determine complete complex dielectric function of a measured sample from a single transmission spectrum. THz-TDS spectrometers use sub 100-femtosecond pulsed beams. If one takes into account relatively long wavelength of the radiation, the terahertz beams are more tightly focused in contrast with longer wavelengths as the visible beams.

It is necessary to carry out reference and sample measurement in THz-TDS measurement. If optical paths of THz beams are the same for reference and sample measurement, the beams are focused in the same way on a detector for both measurements. It means also the same Gouy phases [START_REF] Feng | Physical origin of the Gouy phase shift[END_REF].

However, if the optical paths differ, especially for sample measurement including a propagation through a sample, the focusing of the THz beam on detector is changed for the sample measurement in contrast with reference measurement. Therefore, reference and sample measurements will have different complex Gouy phases, which affects measured transmission spectra.

II. COMPENSATION OF THE GOUY PHASE

The Gouy phase influence have to be compensated for obtaining the correct dielectric function of a sample. The numerical method to compensate the Gouy phase was proposed by Kužel et al. [START_REF] Kužel | Gouy shift correction for highly accurate refractive index retrieval in time-domain terahertz spectroscopy[END_REF], which uses linear approximation of the Gouy phase, where only the real part of the Gouy phase influences measurement. In a case, that the Gouy phase has a general dependence, it is more advantageous to use another technique. In our previous paper [START_REF] Koleják | Experimental Gouy phase shift compensation in Terahertz time-domain spectroscopy[END_REF], we have proposed the mechanical method for compensation of the complex Gouy phase. The method is applicable for strongly focused THz beams of general shape and included misalignments of the experimental setup.

Figure 1 shows comparison of uncompensated and compensated complex refractive index of high resistivity silicon measured in transmission setup. It is visible that uncompensated data include unphysical absorptions and dispersions.

The time domain spectrometer Teraview TPS Spectra 3000 is used for measurement in this paper. It uses 90 fs pulses at 780 nm generated by Er:doped ¿ber laser. The THz emission as well as detection are delivered by GaAs photoswitches. Measurements were carried out in the vacuum.

In this contribution, we present also technique for analyzing of errors for general data caused by the complex Gouy phase. It allows one to determine it is necessary to use the compensation methods. Also, the comparison of measured complex Gouy phase with the numerical model to simulate its detection on a finite size detector [START_REF] Koleják | Analytical model of Gouy phase influence in terahertz time-domain spectroscopy[END_REF] is provided. It allows one to minimize the Gouy phase influence in spectroscopic measurements and helps to design terahertz time-domain spectrometer setups with reduced the Gouy phase shift. 

III. MODEL OF THE GOUY PHASE

The complex Gouy phase [START_REF] Feng | Physical origin of the Gouy phase shift[END_REF][START_REF] Koleják | Experimental Gouy phase shift compensation in Terahertz time-domain spectroscopy[END_REF] is the additional axial complex phase of the Gaussian beam caused by its diffraction, expressed for propagating along z-axis in form
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where ݖ denotes the Rayleigh parameter. The real part represents the different phase velocity between Gaussian beam and plane wavefronts and affects the extraction of the real part Pierre Koleják 1,2 , Kamil Postava 1 , Martin Miþica 1,2 , Mathias Vanwolleghem 2 and Jaromír Pištora 1 of sample refractive index. Whereas, the imaginary part is associated with amplitude changes caused by the beam focusing.

The complex Gouy phase, affecting the sample measurement as is shown on Fig. 1, may be obtained from the measured data as the complex spectra ratio of the free space measurement on the standard reference z-position and the free space measured on the z-position corresponding to the focus displacement caused by a sample [START_REF] Koleják | Experimental Gouy phase shift compensation in Terahertz time-domain spectroscopy[END_REF]. It is important to note, that the standard reference position may be placed out of the beam focus. Which means the extracted complex Gouy phase by this way corresponds to the difference of complex Gouy phases on different z-position of the beam.

Moreover, the detection is carried out by a finite size detecting area. Which will also cause the detection of nonaxial components of the Gaussian beam averaged on a detection area [START_REF] Koleják | Analytical model of Gouy phase influence in terahertz time-domain spectroscopy[END_REF]. The model for describing of the averaged complex Gouy phase ۃɃ ෩ ሺȳǡ ۄ‪ሻݖ uses the integral averaging of the complex Gaussian amplitude on a finite circular area perpendicular to the beam axis which passes thought the detector center [START_REF] Koleják | Analytical model of Gouy phase influence in terahertz time-domain spectroscopy[END_REF] and gives the form
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where ȳǡ ݇ǡ ܴǡ ݖ ᇱ ǡ ݖ ᇱ mean the frequency, the wavenumber in the vacuum, the radius of a detector, the reference z-position, and the displaced z-position, respectively.

The complex Gouy phase extracted for the high resistivity silicon measurement previously shown in Fig. 1 is plotted (blue curve) in Fig. 2. The measured complex Gouy phase allows one to see whether the dependence of the real part of the Gouy phase is linear. In this case, it is possible to use the compensation method proposed by Kužel at al. [START_REF] Kužel | Gouy shift correction for highly accurate refractive index retrieval in time-domain terahertz spectroscopy[END_REF] based on the numerical compensation considering the linear dependence of the real part with zero value of the imaginary part of the Gouy phase. Figure 2 shows that the dependence is strongly nonlinear and the imaginary part of the Gouy phase also strongly affects measurement. It follows it is advantageous to use the mechanical method [START_REF] Koleják | Experimental Gouy phase shift compensation in Terahertz time-domain spectroscopy[END_REF] for measurements on this experimental setup. Generally, the nonlinear behavior may be caused also by the misalignment of the system or another effect such as non-Gaussian beam etc. Moreover, these effects are difficult to model, but the mechanical method is principally able to compensate most of them due to achieving information about how the reference is changing along z-axis. Disadvantages of the mechanical method in contrast with the numerical method is that data are compensated for the arbitrary position corresponding to the refractive index on the arbitrary position, which limits application of the method for materials with huge dispersion in broad terahertz spectral range.

The model simulating the averaged complex Gouy phase ۃɃ ෩ ሺȳǡ ۄ‪ሻݖ is shown in Fig. 2 (dashed red curve). Input parameters used in the simulation are R=1.5 mm, ݖԢ=7.95 mm, ݖ ᇱ =6.6 mm and ݖ = Ǥ ஐ (mm, Hz). The model describes the measured Gouy phase roughly due to approximations in its deriving [START_REF] Koleják | Analytical model of Gouy phase influence in terahertz time-domain spectroscopy[END_REF], but still able to demonstrate that observed phenomena may be caused by the behavior of the Gaussian beam in THz frequencies.

IV. CONCLUSION

We propose techniques for compensation of the Gouy phase, which affects transmission time-domain spectroscopy measurements. The method to analyze general influence of the Gouy phase is proposed. The model simulating the Gouy phase influence compared with measured data is also shown. These analyses lead to understand and compensate errors originated from the Gouy phase in THz-TDS systems. More detailed study of these errors will be published in our following work [START_REF] Koleják | Quanti¿cation of errors originating from Gouy phase shift in terahertz spectroscopy[END_REF].

Fig. 1

 1 Fig. 1 Real and imaginary part of complex refractive index of high resistivity silicon are shown. Uncompensated (dashed blue line) and compensated (full red line) complex refractive indices differ in the Gouy phase influence [3].

Fig. 2

 2 Fig. 2 Comparison of the measurement (blue curve) and simulation (red dashed curve) of the complex Gouy phase corresponding to the measurement of the high resistivity silicon.
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