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Introduction

In patients with moderate tibiofemoral osteoarthritis and varus alignment of the leg, an opening-wedge high-tibial osteotomy (HTO) is an ideal joint sparing operative solution [START_REF] Asik | High tibial osteotomy with Puddu plate for the treatment of varus gonarthrosis[END_REF][START_REF] Hantes | Satisfactory functional and radiological outcomes can be expected in young patients under 45 years old after open wedge high tibial osteotomy in a long-term followup[END_REF][START_REF] Schallberger | High tibial valgus osteotomy in unicompartmental medial osteoarthritis of the knee: a retrospective follow-up study over 13-21 years[END_REF]. The angular correction must however be optimal in all three spatial planes for the osteotomy to be effective. In general we have seen Computer-assisted surgery being used intra-operatively to control the overall frontal alignment of the lower limbs axis, however, it has not been able to demonstrate an ability to control the degrees of correction required within the osteotomy itself. In fact, the pin trackers of the navigation system cannot be implanted in each segment of the tibia to control the exact opening and therefore produce the exact correction required in the frontal and sagittal planes [START_REF] Schröter | Surgical accuracy in high tibial osteotomy: coronal equivalence of computer navigation and gap measurement[END_REF]. Furthermore, the navigation system requires a significant capital investment and the system might be cumbersome to use in the operative room [START_REF] Hankemeier | Navigated open-wedge high tibial osteotomy: advantages and disadvantages compared to the conventional technique in a cadaver study[END_REF][START_REF] Saragaglia | Navigated osteotomies around the knee in 170 patients with osteoarthritis secondary to genu varum[END_REF]. The recent introduction of patient-specific cutting guides (PSCGs) based on pre-operative CT-scan templating now offers the possibility of providing instrumentation specific guides to each patient allowing the accurate control of the correction during the procedure for both the frontal and the sagittal planes [START_REF] Arnal-Burró | Three dimensional-printed patient-specific cutting guides for femoral varization osteotomy: do it yourself[END_REF][START_REF] Munier | Can three-dimensional patient-specific cutting guides be used to achieve optimal correction for high tibial osteotomy? Pilot study[END_REF]. The accuracy of these systems has been demonstrated in different in vivo and in vitro studies, with superior correction accuracy when compared to conventional techniques [START_REF] Donnez | Are three-dimensional patientspecific cutting guides for open wedge high tibial osteotomy accurate? An in vitro study[END_REF][START_REF] Jacquet | More accurate correction using "patientspecific" cutting guides in opening wedge distal femur varization osteotomies[END_REF][START_REF] Kroes | Numerical optimization of alignment reproducibility for customizable surgical guides[END_REF]. These studies using PSCGs have also shown a decrease in operating time and a reduction in the number of fluoroscopic images per intervention compared with conventional techniques [START_REF] Arnal-Burró | Three dimensional-printed patient-specific cutting guides for femoral varization osteotomy: do it yourself[END_REF][START_REF] Corona | Preliminary results using patient-specific 3d printed models to improve preoperative planning for correction of post-traumatic tibial deformities with circular frames[END_REF][START_REF] Munier | Can three-dimensional patient-specific cutting guides be used to achieve optimal correction for high tibial osteotomy? Pilot study[END_REF]. As for each and every new technological advance that emerges, this system may have a learning curve, but this has not been evaluated in the literature [START_REF] Kayani | Robotic-arm assisted total knee arthroplasty has a learning curve of seven cases for integration into the surgical workflow but no learning curve effect for accuracy of implant positioning[END_REF][START_REF] Sodhi | The learning curve associated with robotic total knee arthroplasty[END_REF]. From our early experience with systems, it was our hypothesis that PSCGs for opening-wedge high-tibial osteotomies (HTO) would have a short learning curve with regards to the operating time and the use of fluoroscopy without any influence on the accuracy of correction. The objectives of this study were to determine the surgeon's learning curve for PSCGs in HTO surgery in order to identify the point of the surgeon's transition from the learning phase to the proficiency phase based on the analysis of the following: (1) the intra-operative parameters measured as operating time, surgeon's comfort levels using the State-Trait Anxiety Inventory (STAI) scoring system, the number of fluoroscopic images and (2) the radiological results measuring the differences between the targeted correction and the achieved correction on pre and post-operative CT-scans, respectively and (3) the functional outcomes at 1 year.

Materials and methods

All patients undergoing medial opening-wedge HTO with PSCGs between February 2014 and November 2017 were enrolled in this single-centre, prospective, observational study. The inclusion criteria were: patients < 60 years old with medial knee osteoarthritis (Ahlbäck ≤ 3 [START_REF] Ahlbäck | X-ray classification and examination technics in gonarthrosis[END_REF]) with significant genu varum (HKA < 176°). The exclusion criteria were: advanced osteoarthritis (Ahlbäck > 3). Patient consent was obtained pre-operatively after they were informed of the procedure in accordance with the principles of the Declaration of Helsinki. All osteotomies were performed by three different surgeons. The first surgeon specialized in sports surgery of the knee and hip was referenced in this study as the "Sports" surgeon (SP). The second surgeon who is a specialist in knee and hip arthroplasty surgery and more specifically reconstructive surgery was referenced as the "Recon" surgeon (MFA). The last surgeon was trained in sports surgery and arthroplasty; we referenced him as the "Combi" surgeon (MO). Details regarding all surgeon's procedures are presented Table 1.

Prior to the start of the enrollment period, all three surgeons had significant experience performing osteotomies (more than 50 cases each) using the conventional technique with the same fixation plate, with no experience of using PSCGs for osteotomy previously. Preoperatively, all patients had conventional radiographs taken (weight-bearing longleg, A/P and lateral views) and underwent a CT-scan using a dedicated protocol including the hip, the knee and the ankle. The targeted correction was defined by the surgeon based on the physical examination and the radiological analysis of the hip-knee-ankle (HKA) angle, medial proximal tibia angle (MPTA) and the posterior proximal tibia angle (PPTA). An order form was then filled by the surgeon to convey the requested corrections to the engineers.

Virtual templating

The CT-scan protocol consisted of acquiring images centred on the femoral head, the knee (allowing the distal femur and 15 cm of the proximal tibia to be captured), and one centred over the ankle. The slice thickness was 0.625 mm for the knee and 2 mm for the hip and ankle (GE Light Speed VCT64). All measurements were constructed using algorithm-calculated constructions on the corresponding tibia which were then mapped. Previous accuracy and reproducibility analysis estimated that this system allows automated measurement of upper femur anatomy with a margin of error < 2 mm and < 1° [START_REF] Banerjee | Innovations in hip arthroplasty threedimensional modeling and analytical technology (SOMA)[END_REF]. The concept was then to create a 3D model of the tibia using the CT-scan images and to mimic the HTO correction following the request of the surgeons with regard to the degrees of correction required in both the frontal and sagittal planes. After simulating the osteotomy on the 3D tibial model, the plate (Activmotion HTO plate, Newclip Technics ® , Haute-Goulaine, France) was virtually positioned in the ideal anatomical location to stabilize the osteotomy. The placement of the screws and screw sizes were also calculated. Once the final construct was virtually created, the pre-osteotomy cutting jig was designed to guide the cut and to drill the final screws hole. Additionally, two k-wires were virtually positioned to protect the lateral hinge during the cut and the opening of the wedge. Intra-operatively, the surgeon positioned the PSCG on the tibia, drilled the holes, performed the cut, and carried out the opening of the wedge. The plate was positioned on the tibia and when the plate holes match the pre-drilled holes on the tibia, the correction was achieved both on the frontal and the sagittal plane using this method (Fig. 1a-f).

Surgical technique

After performing the standard surgical approach, the PSCG was positioned on the tibia and secured by using two k-wires [START_REF] Dessyn | Adding a protective K-wire during opening high tibial osteotomy increases lateral hinge resistance to fracture[END_REF]. The final position of the cutting guide was confirmed with fluoroscopy. The screw holes were then pre-drilled using the jig and dedicated pin were inserted to secure the position of the jig on the tibia. Using the dedicated slot of the jig, the saw blade was guided during the cut. The upper part of the PSCG was then removed to finalize the cut and another slot of the jig was used to guide the bi-planar anterior cut below the tibial tuberosity. The osteotomy cut was then gradually opened/distracted using a laminar-spreader until having the holes of the plate aligned with the predrilled holes on the tibia. The screws were then inserted in the plate to secure the construct. As the screw length was measured on the virtual pre-operative planning, sizing the screws intra-operatively was no longer required. The osteotomy gap was then filled with an injectable phosphocalcic cement (Quickset, Graftys ® , Aix-en-Provence, France).

Post-operative clinical and radiological follow-up

Postoperatively, the same rehabilitation protocol was applied for all patients. They were allowed free range of knee motion and weight-bearing as tolerated protected with the use of crutches. One month post-operatively patients underwent both clinical and radiological examination which included the same standardized CT-scan protocol used pre-operatively. Subsequently this was then used to evaluate the accuracy of the correction compared to the pre-operative planning. Further follow-up visits were scheduled at 3, 6, 9 and 12 months which included a clinical evaluation and standard radiographic analysis (A/P and lateral at 3, 6, 9 and 12 months and long-leg standing at 6 and 12 months).

Patients were allowed to return to their recreational activities at 6 months.

Outcome measures

1. Operating time Operating time was defined as the time from the surgical incision to final wound closure.

Surgeon anxiety levels The Spielberger State-Trait

Anxiety Inventory (STAI) questionnaire is a validated subjective assessment tool to quantify an individual's stress levels with individual traits arising from the clinical environment [START_REF] Marteau | The development of a six-item short-form of the state scale of the Spielberger State-Trait Anxiety Inventory (STAI)[END_REF]. The six-item questionnaire has a 4-point rating scale and total scores range from 6 to 24, with higher values indicating higher levels of stress. The STAI questionnaire was completed by each surgeon at the end of each intervention.

Number of fluoroscopic images taken intraoperatively at

the end of each surgery.

Accuracy of post-operative alignment correction

The accuracy of the postoperative alignment correction was defined by the difference between the targeted correction defined preoperatively and the correction obtained postoperatively measured on the CT-scan (ΔHKA, ΔMPTA, ΔPPTA). For this evaluation the intra-and inter-observer intraclass correlation coefficient were, respectively, 0.86 and 0.81. 5. Functional outcomes To evaluate the functional outcomes, the Knee Osteoarthritis Outcome Score was used [START_REF] Roos | The Knee injury and Osteoarthritis Outcome Score (KOOS): from joint injury to osteoarthritis[END_REF]. Patients were asked to complete this score before the surgery and post-operatively at 

Statistical analysis

Sample size calculation was performed using operative time as the primary outcome measure and published data on operative times with similar surgical techniques [START_REF] Arnal-Burró | Three dimensional-printed patient-specific cutting guides for femoral varization osteotomy: do it yourself[END_REF][START_REF] Munier | Can three-dimensional patient-specific cutting guides be used to achieve optimal correction for high tibial osteotomy? Pilot study[END_REF]. The minimal clinical difference was set at 10 min and standard deviation at 10 min [START_REF] Arnal-Burró | Three dimensional-printed patient-specific cutting guides for femoral varization osteotomy: do it yourself[END_REF][START_REF] Munier | Can three-dimensional patient-specific cutting guides be used to achieve optimal correction for high tibial osteotomy? Pilot study[END_REF]. This study required 20 patients in each arm to detect this minimum difference between surgeons in terms of operative time using a two-tailed, twosample t tests with a power of 80% and significance level of 5%. The CUSUM sequential analysis tool was used to assess learning curves for operative time, surgeon stress levels as assessed using the STAI questionnaire, Number of fluoroscopic images taken intraoperatively, and accuracy of lower-limb alignment correction and functional outcomes. Standardized target values for the CUSUM analyses were set using the overall mean values for these outcome measures. CUSUM values represent a running total of the differences between the value of each data point and the standardized target values for each outcome. Learning curves for accuracy of lower-limb alignment correction was assessed using the calculation of the root mean square error values for radiological outcomes. Categorical data were compared using the Chi square test and Fisher's exact test where greater than 25% of cells had less than 5 cases. Normally distributed continuous variables were compared using independent t tests for unpaired variables, paired t test for paired (matched) variables, and one-way ANOVA for multiple variables, The Mann-Whitney test was used for non-parametric data. Statistical significance was set at P < 0.05 for all statistical tests.

Results

The mean operating time for all the patients was 26.3 min ± 8.8. No significant difference was observed between the three surgeons (Table 2). CUSUM analysis for operating time revealed a sharp inflexion point after the first 10 cases for every surgeon (10 cases for "Sport", 7 cases for "Combi" and 9 cases for "Reconstruction"). This analysis helped to identify two distinct phases in the learning curve. Phase 1 represents the initial learning segment and phase 2 represents the proficiency stage (Fig. 2).

The mean surgeon's anxiety level for all three surgeons was 8 ± 3. No significant difference was observed for this parameter between the three surgeons (Table 2). CUSUM analysis of preoperative stress levels as assessed using the STAI questionnaire revealed an inflexion point after 8 cases for every surgeon (5 cases for "Sport", 7 cases for "Combi" and 10 cases for "Reconstruction") (Fig. 3).

The mean number of fluoroscopic images for all the surgery was 4.3 ± 1.2. No significant difference was observed for this parameter between the three surgeons (Table 2). CUSUM analysis of number of fluoroscopic images revealed an inflexion point after 9 cases for every surgeon (10 cases for "Sport", 9 cases for "Combi" and 8 cases for "Reconstruction") (Fig. 4).

The mean ΔHKA was 1.0° ± 1.0°, the mean ΔMPTA 0.5° ± 0.6°, and the mean ΔPPTA was 0.4° ± 0.8°. No significant differences were observed between all three surgeons for these three parameters (Table 2) and the CUSUM analysis did not show any learning effect for these parameters (Fig. 5). The subgroup analysis of the first 10 cases compared with the next 10 (as well as the following 9 for "Sports") for each surgeon, the results did not show any significant difference in postoperative alignment accuracy (Table 3).

No significant difference was observed between the three surgeons for all the items of the KOOS at 1 year post-operative (Table 2). Moreover, the CUSUM analysis did not show any learning effect for this parameter. An average improvement of 29 ± 24 for the KOOS Pain, 29 ± 26 for the KOOS Symptom, 29 ± 27 for the KOOS ADL, 27 ± 34 for the KOOS Sport/Reco and 29 ± 31 for the KOOS QQL was observed (all P < 0.001). 

Discussion

The main findings of this study were; using PSCGs during HTO was associated with a learning curve of 10 cases for a decrease in the operating time, 8 cases for an improvement in surgeon comfort levels and 9 cases for a reduction in the number of fluoroscopic images needed during HTO. There was no learning curve to achieve an accurate correction when compared to pre-operative planning and furthermore there was no learning curve to observe an improvement in functional outcome.

With the advance of new technologies in orthopaedic surgery aimed at improving surgical accuracy and improving the comfort of the operating surgeon, the learning curve and the impact on the outcome is often unknown. Currently there are no data on the learning curves associated with PSCG and HTO surgery. Recently some studies have explored the learning curve associated with robot-assisted surgery in knee arthroplasty [START_REF] Kayani | Robotic-arm assisted total knee arthroplasty has a learning curve of seven cases for integration into the surgical workflow but no learning curve effect for accuracy of implant positioning[END_REF][START_REF] Kayani | The learning curve associated with robotic-arm assisted unicompartmental knee arthroplasty: a prospective cohort study[END_REF][START_REF] Sodhi | The learning curve associated with robotic total knee arthroplasty[END_REF]. This present study recognizes the use of PSCG in HTO surgery has a similar short learning phase akin to robot-assisted surgery in knee arthroplasty, and as a whole takes the advantage of exploiting the benefits without adversely affecting the accuracy of the outcome.

Therefore, a comparison of the different parameters within the surgeons learning curve with conventional techniques is necessary. Few studies have evaluated operating time with a conventional HTO technique. Shi et al. [START_REF] Shi | Three dimensional patient-specific printed cutting guides for closing-wedge distal femoral osteotomy[END_REF] in their comparative study of PSCGs versus conventional technique, measured a mean operating time of 96.5 min for the conventional group and 77.7 min for the PSCGs group. In another comparative study of Pérez-Mañanes et al. [START_REF] Pérez-Mañanes | 3D surgical printing cutting guides for open-wedge high tibial osteotomy: do it yourself[END_REF] the mean tourniquet time for the conventional technique was 92 min versus 62 min for the PSCGs group. The analysis of the learning curves obtained in this study showed a benefit in terms of operating time even during the initial learning segment using PSCGs. During the second phase (proficiency stage), the comparison of the results of this study with those previously published showed that a potential shortening of 70% of the operating time can be expected compared to conventional technique. The operating time learning curves were also relatively similar between the three surgeons (10 cases for "Sport", 7 cases for "Combi" and 9 cases for "Reconstruction"), although their experiences and their fields of activity were different. It shows that the relative ease of use of PSCGs is not related to the surgeon's Fig. 3 CUSUM analysis charts demonstrating the mean learning curve time for the surgeon's anxiety level for the three surgeons; a sharp inflexion was observed after 8 cases Fig. 4 CUSUM analysis charts demonstrating the mean learning curve for the number of fluoroscopic images for the three surgeons; a sharp inflexion was observed after 9 cases Fig. 5 CUSUM analysis charts for the ΔHKA for the three surgeons. No learning curve effect was observed background. In this study, improvements in the surgeon's anxiety levels with PSCGs followed the same trend than the trend observed for the operating time with a baseline STAI scores reached after eight cases. Six-item State-Trait Anxiety Inventory is a short-form version of the state scale, consisting of six items chosen for reliability and validity. When compared with the full-form of the STAI, the sixitem version offers a briefer and just as acceptable scale for subjects while maintaining results that are comparable to those obtained using the full-form of the STAI [START_REF] Marteau | The development of a six-item short-form of the state scale of the Spielberger State-Trait Anxiety Inventory (STAI)[END_REF].

The use of fluoroscopy is necessary in the conventional technique as well as in the use of PSCGs. However, in a study by Pérez-Mañanes et al. [START_REF] Pérez-Mañanes | 3D surgical printing cutting guides for open-wedge high tibial osteotomy: do it yourself[END_REF] the mean number of fluoroscopic images required for each intervention was 55 for the conventional technique. In this present study, the mean number of images taken were 4 ± 1 with a learning curve of 9 cases. Therefore, the use of PSCGs drastically reduces radiographic exposure to the patients.

Another objective of this study was to analyse the reliability of this technique to reach the targeted correction. There was no learning curve for achieving the planned correction when compared to the post-operative surgical correction. Few studies have been published on the use of PSCGs for HTO. Victor et al. [START_REF] Victor | Virtual 3D planning and patient specific surgical guides for osteotomies around the knee: a feasibility and proof-of-concept study[END_REF] reported accuracy of 1° in the frontal plane and 2° in the sagittal plane; however, the analysis was performed with radiographs only. Perez-Mananes et al. [START_REF] Pérez-Mañanes | 3D surgical printing cutting guides for open-wedge high tibial osteotomy: do it yourself[END_REF] ]had similar results in the frontal plane with an accuracy of 2°, but the tibial slope was not measured nor was a CT-scan performed. Munier et al. [START_REF] Munier | Can three-dimensional patient-specific cutting guides be used to achieve optimal correction for high tibial osteotomy? Pilot study[END_REF] in their pilot study observed an accuracy measured on a CT-scan of less than 2° in the frontal and sagittal plane. A recent study [START_REF] Jud | Malpositioning of patient-specific instruments within the possible degrees of freedom in high-tibial osteotomy has no considerable influence on mechanical leg axis correction[END_REF] demonstrated that incorrect positioning of patient-specific instruments within the possible degrees of freedom in HTO has no considerable influence on mechanical leg axis correction which further reinforces the reproducibility of this procedure.

The use of navigation is another established technique that theoretically improves the accuracy of postoperative limb alignment correction. Saragaglia et al. [START_REF] Saragaglia | Navigated osteotomies around the knee in 170 patients with osteoarthritis secondary to genu varum[END_REF] reported a 96% accuracy for a planned HKA angle of 184° ± 2° in their study with computer-assisted surgery. The results of this study compares favourably to those of Saragaglia. However, navigation lengthens the operating time (average time of operative procedure: 82 ± 9.3 min for Hankemeier and 74.6 ± 11.4 min for Saragaglia) [START_REF] Hankemeier | Navigated open-wedge high tibial osteotomy: advantages and disadvantages compared to the conventional technique in a cadaver study[END_REF][START_REF] Saragaglia | Navigated osteotomies around the knee in 170 patients with osteoarthritis secondary to genu varum[END_REF]. Published radiological results often point to an under correction after HTO surgery with conventional techniques. The problem is particularly apparent with opening-wedge procedures as the under correction is about 2° more than with closing wedge [START_REF] Brouwer | Osteotomy for medial compartment arthritis of the knee using a closing wedge or an opening wedge controlled by a Puddu plate. A one-year randomised, controlled study[END_REF][START_REF] Nerhus | Radiological outcomes in a randomized trial comparing opening wedge and closing wedge techniques of high tibial osteotomy[END_REF]. Marti et al. [START_REF] Marti | Accuracy of frontal and sagittal plane correction in open-wedge high tibial osteotomy[END_REF] reported a 50% accuracy between the correction achieved and the one planned after openingwedge HTO. This was vastly different from this study where the use of PSCGs led to a reliable correction that was similar to the planned correction.

Regarding the functional results at 1 year evaluated by the different items of KOOS, a significant improvement of these scores without a learning curve effect and without significant difference between the three surgeons was observed. The average gains observed in this study for each KOOS item seem superior to those using conventional osteotomy techniques [START_REF] Duivenvoorden | Comparison of closing-wedge and opening-wedge high tibial osteotomy for medial compartment osteoarthritis of the knee: a randomized controlled trial with a six-year follow-up[END_REF][START_REF] Lind-Hansen | Open-wedge high tibial osteotomy: RCT 2 years RSA follow-up[END_REF][START_REF] Toksvig-Larsen | Ten-year results of physical activity after high tibial osteotomy in patients with knee osteoarthritis[END_REF]. However, the short decline and the absence of a control group do not currently allow this study to conclude on the superiority of PSCGs in terms of functional results. It will be necessary to continue to monitor these patients to determine whether an improved accurate correction affects the functional outcomes of patients in the future. There are several limitations of this study that must be considered when interpreting these findings. Firstly, the surgeons who practised these procedures were familiar with HTO surgery fixation and had already used custom cutting guides in knee arthroplasty surgery. Their learning curve may not be directly transferrable to other less experienced surgeons. Secondly, follow-up time was limited to 1 year following surgery and so long-term data on functional outcomes and revision rates were not available. Thirdly, it is a non-comparative study and although data exist on the accuracy of correction, the operative time and the use of fluoroscopy during conventional surgery, it would have been valuable to be able to make a direct comparison using a control group. Despite these limitations, we believe that this project is original and fairly designed to analyse the learning curve in using PSCGs in HTO surgery and the accuracy of the correction obtained. Moreover, a significant number of patients (71) compared to studies using PSCGs in HTO were included (10 for Munier et al. [START_REF] Munier | Can three-dimensional patient-specific cutting guides be used to achieve optimal correction for high tibial osteotomy? Pilot study[END_REF] 8 for Perez-Mananes et al. [START_REF] Pérez-Mañanes | 3D surgical printing cutting guides for open-wedge high tibial osteotomy: do it yourself[END_REF] and 14 for Victor et al. [START_REF] Victor | Virtual 3D planning and patient specific surgical guides for osteotomies around the knee: a feasibility and proof-of-concept study[END_REF]). The use of a CT-scan to measure the accuracy of the postoperative correction made it possible to limit the uncertainty of the measurement on standards radiographs [START_REF] Boonen | Inter-observer reliability of measurements performed on digital long-leg standing radiographs and assessment of validity compared to 3D CT-scan[END_REF]. The HTOs were performed by three different surgeons with different experiences of knee surgery, which schematically represents the different types of practitioners likely to use PSCGs in their daily practice.

The results of this study should reassure surgeons wanting to start using PSCGs during HTO in their daily practice. Indeed, the use of PSCGs requires a short learning curve to increase the efficiency of operating time and reduction in the use of fluoroscopic imaging. But, there is no impact of cumulative experience on accuracy of limb alignment, which is important for the safe implementation of this procedure into routine surgical practice.

Conclusion

In conclusion, the use of PSCGs requires a short learning curve to increase the efficiency of operating time and reduction in the use of fluoroscopic imaging. There is no learning curve associated with improving the accuracy of postsurgical HTO correction and the functional results at 1 year.

Fig. 1

 1 Fig. 1 Preoperative 3D templating illustrating the operative technique of custom cutting guides. a, b Optimal positioning of the cutting guide with two pins (one to protect the lateral hinge during the osteotomy and one to guide the saw). c Pre-drilling the eight holes of the

Fig. 2

 2 Fig.2CUSUM analysis charts demonstrating the mean learning curve for operative time for the three surgeons; a sharp inflexion was observed after 10 cases separating the learning phase to the proficiency phase

Table 1

 1 

	Pre-operative data in PSCGs/all the P value between patients undergoing HTO with		(n = 21) Combi's surgeon	(n = 29) Sport's surgeon	surgeon (n = 21) Reconstruction's	Total (n = 71)
	the three surgeons were non-significant	Age (years) Male gender (%)	46.1 ± 4.2 44	42.1 ± 9.0 47	46.2 ± 4.3 47	44.3 ± 6.8 45
		HKA (°)	172.1 ± 2.6	171.7 ± 2.7	170.6 ± 2.6	171.6 ± 2.8
		MPTA (°)	80.8 ± 2.6	79.7 ± 3.2	77.9 ± 2.8	79.8 ± 3.1
		PPTA (°)	9.4 ± 2.5	8.7 ± 3.3	10.7 ± 2.6	9.3 ± 2.9
		KOOS Pain (/100)	52 ± 17	57 ± 16	55 ± 16	56 ± 15
		KOOS Symptoms (/100)	49 ± 15	55 ± 17	52 ± 16	53 ± 16
		KOOS ADL (/100)	50 ± 14	54 ± 16	51 ± 15	52 ± 16
		KOOS Sport/Recon (/100)	44 ± 17	38 ± 21	41 ± 19	40 ± 21
		KOOS QQL (/100)	43 ± 23	50 ± 19	46 ± 23	47 ± 22
		HKA hip-knee-ankle angle, MPTA medial proximal tibial angle, PPTA posterior plateau tibial angle

  1 year. The KOOS is a validated knee specific PROM. It holds 42 items in five separately scored subscales: KOOS Pain, KOOS Symptoms, Function in daily living (KOOS ADL), Function in Sport and Recreation (KOOS Sport/Rec), and kneerelated Quality of Life (KOOS QOL). The functional improvements were measured as the differences between the pre-operative values and values measured at 1 year postoperatively for each sub-category of the KOOS and defined as: ΔPain, ΔSymptoms, ΔADL, ΔSport/Rec and ΔQQL for each patient.During the enrolment period, 71 patients were included (21 performed by "Combi", 21 by "Reconstruction" and 29 by "Sport"). The mean patient age was 44.3 ± 6.8 No patient was lost to follow-up at 1 year. Pre-operatively the mean HKA angle was 171.6 ± 2.8; the mean MPTA was 79.8° ± 3.1°; the mean PPTA was 9.3° ± 2.9° (Table1). Local Ethical Committee approval was obtained prior to study's initiation (Comité Informatique et Liberté (CIL)/ Assistance Publique des Hopitaux de Marseille (AP-HM)/ Registration Number: 2014-36).

Table 2

 2 Post-operative data in patients undergoing HTO with PSCGs/all the P value between the three surgeons were nonsignificant (n.s.) STAI The Spielberger State-Trait Anxiety Inventory, Post-operative bleeding bleeding was defined by the quantity of blood in the drain on day 2, ΔKOOS Pain, ΔKOOS Symptoms, ΔKOOS ADL, ΔKOOS Sport/ Reco and ΔKOOS QQL difference between the value obtained in the pre-operative questionnaire and that obtained at 1 year postoperatively

		Combi's sur-	Sport's sur-	Reconstruction's	Total (n = 71)
		geon (n = 21)	geon (n = 29)	surgeon (n = 21)	
	Operative time (min)	28.9 ± 9.7	25.2 ± 6.6	27.0 ± 10.1	26.3 ± 8.8
	Number of fluoroscopy	4.7 ± 1.2	4.1 ± 1.1	4.6 ± 1.5	4.3 ± 1.2
	Surgical surgeon anxiety's level	7 ± 2.7	7 ± 2	9 ± 3.5	8 ± 3
	ΔHKA	0.7 ± 0.8	1.2 ± 1.0	0.9 ± 1.0	1.0 ± 1.0
	ΔMPTA	0.4 ± 0.5	0.7 ± 0.7	0.4 ± 0.5	0.5 ± 0.6
	ΔPPTA	0.3 ± 0.5	0.4 ± 0.7	0.6 ± 0.9	0.4 ± 0.8
	ΔKOOS Pain	33 ± 27	28 ± 22	27 ± 25	29 ± 24
	ΔKOOS Symptoms	26 ± 28	29 ± 24	33 ± 23	29 ± 26
	ΔKOOS ADL	28 ± 25	28 ± 27	30 ± 29	29 ± 27
	ΔKOOS Sport/Reco	19 ± 31	32 ± 35	33 ± 29	27 ± 34
	ΔKOOS QQL	33 ± 31	20 ± 36	32 ± 29	29 ± 31

Table 3

 3 Accuracy of postoperative limb alignment for the three surgeons, subgroup analysis of 10 patients HKA hip-knee-ankle angle, MPTA medial proximal tibial angle, PPTA posterior plateau tibial angle/ the accuracy of the postoperative alignment was defined by the difference between the desired correction defined preoperatively and the correction obtained postoperatively measured on CT-scan (ΔHKA, ΔMPTA, ΔPPTA)

		Cases 1-10	Cases 11-20	Cases 21-29	P value
	Sport's surgeon				
	ΔHKA (°)	1.3 ± 0.7	0.8 ± 1.0	1.2 ± 0.9	n.s
	ΔMPTA (°)	0.9 ± 1.1	0.7 ± 0.6	0.6 ± .0.8	n.s
	ΔPPTA (°)	0.4 ± 0.4	0.4 ± 0.6	0.2 ± 0.4	n.s
	Combi's surgeon				
	ΔHKA (°)	0.7 ± 0.7	0.8 ± 0.9	-	n.s
	ΔMPTA (°)	0.4 ± 0.7	0.5 ± 0.5	-	n.s
	ΔPPTA (°)	0.3 ± 0.6	0.3 ± 0.4	-	n.s
	Reconstruction's surgeon				
	ΔHKA (°)	0.7 ± 0.7	0.8 ± 0.9	-	n.s
	ΔMPTA (°)	0.4 ± 0.7	0.5 ± 0.5	-	n.s
	ΔPPTA (°)	0.3 ± 0.6	0.3 ± 0.4	-	n.s
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