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Université de Strasbourg, CNRS, IPHC, Strasbourg 67087, UMR 7178, France

*To whom correspondence should be addressed.
†The authors wish it to be known that, in their opinion, the first three authors should be regarded as Joint First Authors.

Associate Editor: Alfonso Valencia

Received on July 20, 2018; revised on January 10, 2020; editorial decision on February 15, 2020; accepted on February 18, 2020

Abstract

Motivation: The proteomics field requires the production and publication of reliable mass spectrometry-based iden-
tification and quantification results. Although many tools or algorithms exist, very few consider the importance of
combining, in a unique software environment, efficient processing algorithms and a data management system to
process and curate hundreds of datasets associated with a single proteomics study.

Results: Here, we present Proline, a robust software suite for analysis of MS-based proteomics data, which collects,
processes and allows visualization and publication of proteomics datasets. We illustrate its ease of use for various
steps in the validation and quantification workflow, its data curation capabilities and its computational efficiency.
The DDA label-free quantification workflow efficiency was assessed by comparing results obtained with Proline to
those obtained with a widely used software using a spiked-in sample. This assessment demonstrated Proline’s abil-
ity to provide high quantification accuracy in a user-friendly interface for datasets of any size.

Availability and implementation: Proline is available for Windows and Linux under CECILL open-source license. It
can be deployed in client–server mode or in standalone mode at http://proline.profiproteomics.fr/#downloads.

Contact: christophe.bruley@cea.fr

Supplementary information: Supplementary data are available at Bioinformatics online.

1 Introduction

MS-based proteomics, and especially high-throughput bottom-up
approaches, have reached a level of maturity compatible with global
relative quantification of thousands of proteins in just a few hours
(Doll et al., 2017; Mann et al., 2013; Rieckmann et al., 2017).
Alongside continuous improvements to instruments, the develop-
ment of open source and proprietary data-processing software now
allows quantitative comparison of proteomes from samples pro-
duced in varying biological or physiopathological conditions
(Deutsch et al., 2008; Mueller et al., 2008; Nahnsen et al., 2013).
However, the intrinsic complexity of bottom-up proteomics experi-
ments requires the use of elaborate algorithms (aggregation of pre-
cursor/fragment ion data into protein information, and matching of

these data across samples to be compared). These algorithms may
introduce inaccuracies and errors throughout the data-processing
pipeline. As a result, there is room for improvement in the different
steps in identification and quantification pipelines; result reliability
must also be carefully assessed, not only by statistically controlled
procedures, but also through examination of the underlying data by
experts. Thus, although comprehensive and reliable results should
be produced through an automated process, it is also very important
to be able to manually verify, validate and curate erroneous identifi-
cation and/or quantification results using a dedicated graphical user
interface.

Proteomics experiments are moving toward more complex and
ambitious studies, not only based on the analysis of a single fractio-
nated sample, but also composed of multiple datasets with hundreds

VC The Author(s) 2020. Published by Oxford University Press. 3148

This is an Open Access article distributed under the terms of the Creative Commons Attribution Non-Commercial License (http://creativecommons.org/licenses/by-nc/4.0/),

which permits non-commercial re-use, distribution, and reproduction in any medium, provided the original work is properly cited. For commercial re-use, please contact

journals.permissions@oup.com

Bioinformatics, 36(10), 2020, 3148–3155

doi: 10.1093/bioinformatics/btaa118

Advance Access Publication Date: 25 February 2020

Original Paper

D
ow

nloaded from
 https://academ

ic.oup.com
/bioinform

atics/article/36/10/3148/5756203 by U
niversite de Strasbourg France user on 24 N

ovem
ber 2020

http://proline.profiproteomics.fr/#downloads
https://academic.oup.com/bioinformatics/article-lookup/doi/10.1093/bioinformatics/btaa118#supplementary-data
https://academic.oup.com/


of samples providing a broad understanding of a biological system
from a variety of viewpoints (Aebersold and Mann, 2016).
However, despite recent improvements in the field, through the de-
velopment of free software algorithms and tools to tackle this level
of complexity, there is still a need for a laboratory information man-
agement system dedicated to MS-based proteomics results that
could implement the core data-processing steps (validation, quantifi-
cation, visualization and submission to repositories), and at the
same time could provide an organized and sustainable data persist-
ence system allowing users to explore, compare and automatically
or manually validate multiple datasets.

With all these different goals in mind, we developed Proline, a
production grade software suite, which provides a unique environ-
ment for large-scale MS data management, visualization, analysis
and curation with the main objective of promoting the production
and sharing of high-quality proteomic datasets. Proline can be used
(i) to produce reliable identification and quantification results
through robust automated processes, (ii) for data curation, (iii) to
systematically save and keep track of metadata from processing
steps, parameters and generated data and (iv) to submit highly quali-
fied datasets to public repositories (Vizcaı́no et al., 2009, 2014).
Altogether, these features make Proline perfectly fitted to the needs
of proteomics core facilities and research labs producing a huge
amount of data at high throughput.

2 Materials and methods

In the current version of Proline, the standard workflow is mainly
focused on validation of peptide and protein identifications, and
label-free quantification of those peptides and proteins based on
spectral counting or MS1 peak ion intensity. A workflow in Proline
is implemented as a collection of tasks (see Fig. 1) that can be per-
formed by the user through the graphical user interface
(Supplementary Fig. S1). The more important tasks are detailed in
the following paragraphs. In a classical case, users can import mul-
tiple identification results corresponding, e.g. to fractions and repli-
cates of a biological sample and combine them before or after
validation. The resulting datasets can then be compared or quanti-
fied using spectral counting or data dependent acquisition (DDA)
label-free quantification, before exporting the results in different file
formats. All results are persisted in dedicated relational databases
(see Supplementary Section ‘Software architecture’).

2.1 Proline main tasks
2.1.1 Import

Identification results files produced by several search engines
(Mascot, X! Tandem, OMSSA and Andromeda) can be imported
into Proline in their native format. In addition, the mzIdentML for-
mat is supported to allow the output from any other search engine
compatible with this standard to be imported (e.g. MS-GFþ).
During this step, no filtering or thresholding is applied: along with
the search parameters, all submitted spectra, peptide spectrum
matches (PSMs) and protein hits suggested by the search engine are

retained in the Proline database to allow subsequent validation of
putative identifications. Imported data are organized into search
results that can be browsed in Proline’s graphical user interfaces be-
fore validation.

2.1.2 Search result validation and protein set inference

Validation can be independently performed at PSM, peptide and
protein levels. A set of predefined filters (see Supplementary Table
S1) can be applied to automatically accept or reject a PSM or a pro-
tein set based on user-defined threshold values applied to various
criteria such as score, rank or peptide length for PSM, and score or
peptide count for protein sets. Target-decoy validation can also be
performed by adjusting the false discovery rate at each level to attain
a user-defined value. As identification results can be combined (see
Section 2.1.3, below), multiple PSMs matching a single peptide
(characterized by a sequence and a list of post-translational modifi-
cations and their localization on the sequence) can be grouped to-
gether. In this particular case, validation at PSM level is equivalent
to validation at peptide level.

Validated peptide sequences must be clustered to infer the pro-
tein content of the analyzed sample. This protein inference step pro-
duces a list of protein sets. Each protein set (a.k.a. protein group)
represents a set of potentially identified proteins sharing the same
set or a subset of peptides (Nesvizhskii and Aebersold, 2005).
Proline uses the widely adopted parsimonious strategy, otherwise
known as Occam’s razor (Nesvizhskii et al., 2003), which consists
in determining the shortest list of protein sets explaining the list of
peptide sequences observed. To do so, Proline compares the sets of
peptide sequences that were mapped on FASTA entries by the search
engine, and classifies them in supersets and subsets in function of the
sequence specificity of the observed peptides. Each set of peptides is
finally associated to one or multiple indistinguishable FASTA entries
(a.k.a. protein sets). Note that this classification relies only on se-
quence comparison and that PTM information (such as N-terminal
modifications) is not taken into consideration.

In Proline, the whole list of validated PSMs and their corre-
sponding protein sets is called an identification summary. Each sum-
mary is persisted in the Proline database for immediate visual
inspection. The summary also serves as a checkpoint for subsequent
data processing, such as combination of multiple identification sum-
maries into a single dataset, or quantification of the identified and
validated species.

2.1.3 Combining identifications

In Proline, identification results can be combined to construct a par-
ent dataset, and create a non-redundant list of identified peptides and
proteins. This combination can be performed either before validation
(on search results) or after validation (on identification summaries).
Since this operation could be recursively performed, it leads to hier-
archical structuring of search results and/or identification summaries.
On the one hand, combination before validation (taking into account
all PSMs identified by the search engine) may, e.g. be relevant when
analyzing results obtained after peptide fractionation: in that case,
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Fig. 1. Schematic representation of the scope of the application: input and output data are represented by gray boxes; tasks which are steps in the data analysis process are rep-

resented in blue. Proline provides a set of predefined tasks (dark blue) that can be executed and the paths linking the tasks defines analysis workflows
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several peptides belonging to the same protein may be spread across
different result sets; these sets should be merged before protein valid-
ation. On the other hand, merging identification summaries is ap-
propriate when seeking to group the validated results from series of
individual samples to be compared or when combining data from
different search engines. As Proline does not rank peptides identified
using different search engines, unlike other types of software which
compute a metascore (Shteynberg et al., 2013; Vaudel et al., 2015),
search results from different search engines should not be combined
before validation. Except in this latter case, either combining
datasets before or after validation could be used depending on the
user’s needs.

In both cases, for a given peptide, all PSMs originating from the
initial datasets can be conserved (‘union’ mode), or only the PSM of
highest score among all the combined search results can be retained
(‘aggregation’ mode). This allows the user to validate the merged
dataset either at PSM or peptide level (since each unique peptide is
represented by a single PSM in aggregation mode, as shown in
Supplementary Fig. S3). As a consequence, this will also influence
the calculation of the protein standard score (see Supplementary
Section ‘Search results validation’).

2.1.4 Spectral counting

Protein sets from different identification datasets can be compared
in Proline by counting MS/MS spectra at peptide and protein set lev-
els. Three different spectral counting metrics are calculated for each
protein set: the first one considers all identified peptides, the second
one examines only specific peptides (peptides identifying a single
protein set), and the third takes shared peptides into account (Hesse
et al., 2016). In the latter case, shared spectral occurrences are dis-
tributed across protein sets based on a weighting factor calculated
using the proportion of unique peptides associated with each protein
set.

2.1.5 MS1 peptide quantification

More accurate comparisons can also be made by quantifying MS1
signals. Proline detects chromatographic peaks from raw data con-
verted to the mzDB format (Bouyssié et al., 2015). The converter
(https://github.com/mzdb/pwiz-mzdb) is based on ProteoWizard,
ensuring a compatibility with a wide range of instrument vendors.
The following list of file formats can be used as input: Thermo Raw
files, AB Sciex Wiff files, Bruker Baf files and mzML files.

After a first signal detection step (see Supplementary Section
‘Signal extraction from mzDB files’), the algorithm associates the
chromatographic peaks detected with validated PSMs, first by
retrieving the corresponding MS/MS spectra acquired during the
peptide elution (i.e. within the detected chromatogram boundaries),
and then by matching the precursor m/z value of these spectra to the
chromatographic peak m/z value (see Supplementary Section ‘PSM
assignment and deisotoping’). After the deisotoping step, the abun-
dance of each ion is estimated from the apex of the chromatographic
peak, which corresponds to the theoretically most abundant isoto-
polog (inferred from the peptide’s atomic composition). The soft-
ware then aligns the retention time of these annotated ions for all
the LC-MS runs to be compared, and uses this information to cross-
assign MS/MS data to ions (i.e. chromatographic peaks) that were
detected but not identified in other runs (see Supplementary Section
‘Cross-assignment’). The resulting ion abundances are finally stored
in the Proline database, making them available for rapid data visual-
ization and further post-processing.

2.1.6 Protein quantification

Finally, peptide ion measurements can be summarized as protein
abundances using different computational methods (see
Supplementary Section ‘Protein quantification’). The user can opt to
perform additional operations such as excluding peptides or ions
based on their characteristics (missed cleavages, variable modifica-
tions, sequence specificity etc.) or normalizing peptide and protein
abundances between runs. These post-processing steps can be exe-
cuted on-demand using different parameters or methods; there is no

need to repeat the whole quantification process when changes are
made.

2.1.7 Export

Metadata related to all processing steps, such as parameter values or
thresholds computed by the algorithms, are recorded in Proline, and
included when exporting the results (along with annotated MS/MS
spectra) in standard-compliant formats for publication of data in
public repositories such as PRIDE and ProteomeXchange.
Identification and quantification results can be exported as text or
.xlsx files, at peptide ion, peptide or protein level. In the context of
PTM analysis, localization confidence values are also exported for
peptide ions, if MS/MS searches were performed with Mascot
(Savitski et al., 2011).

2.2 Experimental datasets
The dataset used to evaluate the software was prepared by spiking,
respectively, 0.01–0.05–0.1–0.250–0.5–1–5–10–25–50 fmol of the
UPS1 equimolar mix (Sigma) into 1 lg of yeast lysate (Merck).
Trypsin digested samples were then analyzed in quadruplicate by
nanoLC–MS/MS using a nanoRS UHPLC system coupled to a Q-
Exactive Plus mass spectrometer, to produce 40 raw MS files. A
detailed description of the parameters used for data processing with
each bioinformatic workflow (Mascot–Proline and Andromeda–
MaxQuant) can be found in the Supplementary Material.

3 Results and discussion

To assess the efficiency of Proline for the relative label-free quantifi-
cation of proteomes based on intensity feature extraction, we com-
pared its performance to that of MaxQuant (Cox and Mann, 2008),
a widely used state-of-the-art tool. The comparison was based on a
standard (‘ground truth’) dataset generated from a yeast lysate in
which 10 different levels of the equimolar UPS1 mix of 48 human
proteins were spiked, as described elsewhere (Ramus et al., 2016).
Signals for yeast proteins are expected to be constant across all sam-
ples, whereas UPS1 signals should vary between samples. Proline
was associated with the Mascot search engine for database search,
and we thus globally compared the results of the Mascot–Proline
workflow to that of Andromeda–MaxQuant. In the first place, we
found that these workflows behaved similarly in terms of protein
identification and validation, with approximately the same numbers
of UPS1 and yeast proteins identified and validated in each case
(Supplementary Fig. S7). Subsequently, we performed a detailed
comparison of the quantification results produced by each work-
flow, as well as an evaluation of their processing speed.

3.1 MS1 quantification
3.1.1 Effectiveness of RT alignment and cross-assignment

procedures

Matching MS1 signals for the same peptide ion identified across all
runs is a core problem in the label-free DDA method. Indeed, be-
cause of how MS instruments select peptide ions for fragmentation,
numerous peptides present in all samples cannot be systematically
identified by MS/MS in every run. Hence, a peptide ion which was
not identified in some runs generates missing quantitative values in
the final reported intensity matrix, and a cross-assignment proced-
ure (also known as ‘match between runs’) must be applied to recover
these intensity values from the RAW data and thus minimize the
final proportion of missing values (MVs; America and Cordewener,
2008; Andreev et al., 2007). It is important to highlight that this
step is probably the most error-prone in the whole label-free work-
flow. Indeed, the signals that must be cross-assigned between runs
may be very close in m/z and/or time dimensions to signals produced
by other peptide species. Consequently, the algorithms used must be
able to avoid extraction of abundance by cross-assignment for a
PSM present in one sample but absent from another. To achieve this
requires, in particular, a thorough retention time alignment between
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runs to be compared with compensate for reproducibility issues dur-
ing the chromatographic separation step.

We used our standard dataset (see Section 2) to assess the effi-
ciency of Proline’s cross-assignment procedure. To that aim, we
compared the proportion of MVs in the quantification results
obtained for yeast peptide ions from the 40 MS runs composing the
dataset using both Proline and MaxQuant. When the cross-
assignment procedure was not used, the number of MVs across runs
mainly reflects the imperfect reproducibility of the LC-MS work-
flow, notably due to the limited sampling ability of MS instruments,
as well as limits of the successive algorithms applied to identify and
extract the peptide abundances. Very similar numbers were found
when using either Mascot–Proline (56%) or Andromeda–
MaxQuant (53%), with more than half of the total number of ions
sequenced and quantified in at least 20 out of the 40 runs. Only
21% of yeast ions were fully quantified across all 40 runs when
using Proline (Fig. 2). However, as expected, when the cross-
assignment procedure was activated, the number of MVs dropped
significantly, and 93% of yeast ions were detected in at least 20 runs
with Proline, with 57% quantified in all runs. Interestingly, while
many MV were also rescued by applying MaxQuant’s match-
between-run procedure, a larger number of peptide ions remained
incompletely quantified across the runs. Overall, the number of MV
fell to 11% in Proline after cross-assignment, whereas it remained
around 20% in MaxQuant.

Although reaching a low MV proportion is a laudable goal, it
must be achieved carefully to avoid incorrect assignment of abun-
dances. We thus evaluated the correctness of the values recovered in
Proline and MaxQuant by measuring the coefficient of variation
(CV) for ion abundances before and after cross-assignment. The
upper panel in Figure 2B shows the distribution of CV for ions for
which no cross-assignment was performed, whatever the number of
runs in which they were quantified. The median CV before cross-
assignment was quite similar between MaxQuant and Proline, at
around 15%. As a comparison, the median CV for ions from highly
abundant yeast proteins, systematically sequenced by MS/MS across
all the runs and quantified across the 40 runs by both Proline and
MaxQuant was around 14% (data not shown). This value is repre-
sentative of the accuracy of the label-free measurement. Conversely,
the lower panel in Figure 2B shows the CVs for ions after cross-
assignment. The distributions of CVs calculated for these ions before
and after cross-assignment remain very similar, with a median CV
shifting only from 14.6% to 16% using Proline (15.2–17.6% using
Maxquant), indicating that the process probably does not induce
major assignment errors nor increase the variability of the final
number of matched peptide ion abundances. This conclusion
remains unchanged when CVs are calculated from median normal-
ized abundances.

In conclusion, the cross-assignment procedure can be used to re-
duce the proportion of MVs by a factor of 4 using Proline (versus a
factor of 2.3 using MaxQuant). A higher number of ion values were
recovered by Proline for this dataset. Moreover, these additional val-
ues are consistent since they don’t change significantly the CV meas-
ured before and after the cross-assignment operation.

3.1.2 Accuracy of protein abundance measurements

To investigate the accuracy of the protein abundances measured by
Proline we used the same dataset, but focused our attention on the
spiked UPS1 proteins, for which the theoretical relative abundances
in the different samples were known. We first used a simple sum of
peptide abundances obtained by summing ion abundances to infer
protein abundances for each of the different concentrations of UPS1
proteins. The comparison of measured and theoretical ratios be-
tween the highest UPS1 concentration (50 fmol/mg of yeast lysate)
and the lower concentration spikes revealed that for most UPS1 pro-
teins, both Proline and MaxQuant accurately estimated the ratios
for concentrations down to 1 fmol/mg (Fig. 3, upper panel). For
lower concentration points, for which some peptides were below the
detection limit of the mass spectrometer, the two software behaved
differently. MaxQuant tended to overestimate the ratio, whereas
Proline slightly underestimated the ratio.

Inferred protein abundances are affected by the accuracy of ion
measurements, but also by the peptide aggregation method used. To
select the most appropriate ion signals to more accurately infer pro-
tein abundances, more complex algorithms such as MaxLFQ in
MaxQuant (Cox et al., 2014) or Median Ratio Fitting (MRF) in
Proline (see section ‘MS1 Quantification’ in the Supplementary
Material) have been developed. When the UPS1 ratios were calcu-
lated using the MRF aggregation method in Proline (Fig. 3, bottom
left panel), the smaller ratios were more accurately determined.
Notably, these ratios were quite consistent across all 48 spiked pro-
teins. In contrast, a substantial dispersion of the ratios around the
expected value was observed with MaxQuant when using the
MaxLFQ aggregation method (Fig. 3, bottom right panel). As illus-
trated on individual plots for the 48 UPS1 proteins (Supplementary
Fig. S8), this dispersion results from MaxQuant’s tendency to over-
estimate the ratio for a subset of proteins, i.e. to underestimate the
abundance of proteins spiked at low concentrations, possibly be-
cause it has missed some low-intensity signals. Conversely, more
low-abundance peptide signals were generally extracted by Proline,
providing a more accurate estimation of the ratios down to a spiked

Fig. 2. Missing values and CV distributions of yeast ions. (A) Proportions of MVs

were represented as percentages of ions matching a yeast protein for which an abun-

dance value was defined in more than n samples. The proportion of ions quantified

in the 40 runs was different for Proline (57%) and MaxQuant (45%). (B) CV distri-

bution of yeast ions before applying the cross-assignment procedure. Vertical lines

indicate median CV values, 15.2% and 14.6%, respectively, for MaxQuant and

Proline. (C) CV distribution of yeast ions after cross-assignment. Median CV values

were increased to 17.6% and 16% for MaxQuant and Proline, respectively. In both

(B) and (C), solid lines represent CV values calculated from raw intensities, whereas

dashed lines represent CV values after median normalization
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concentration of 250 amol/mg for most proteins. For lower concen-
trations, the ratios estimated by Proline remained at a constant
value, due to the extraction of background noise signals when the
peptides fell under the limit of detection. Importantly, the graphical
interface available in Proline allows users to easily visualize the
extracted signals, and check if they actually correspond to the pep-
tide ion of interest. As shown for one peptide from the UPS1 spiked
interferon g protein (Supplementary Fig. S9), the software can in-
deed retrieve ‘true’ peptide signals that are detectable down to 250
amol/mg. Altogether, these results demonstrate that the signal ex-
traction procedure in Proline is highly sensitive, and thus the number
of MVs is reduced and the accuracy of protein quantification at low
concentration is improved compared with MaxQuant.

3.2 Differential analysis
3.2.1 MS1 quantification

The ultimate goal of most quantitative proteomics studies is to find
proteins whose relative abundance is significantly increased or
decreased in complex samples. Among the numerous samples or
datasets allowing to assess the performance of quantitation work-
flows, the one provided to volunteer participants of the 2015 study
(Choi et al., 2017) by the Association of Biomolecular Resource
Facilities is interesting since it gives the possibility to compare
Proline’s performances with the 51 submissions reported (see
Supplementary Section ‘MS1 quantification’). However, to enable
an accurate comparison of performances a sufficiently large number
of differentially abundant proteins are required. Similar to what was
described in (Ramus et al., 2016) we gathered together the quantita-
tive results of three pairwise comparisons of four different spiked
levels of UPS1 in a yeast lysate (50 versus 25 fmol/mg, 50 versus
5 fmol/mg and 50 fmol/mg versus 500 amol/mg), to obtain differential-
ly abundant proteins at various concentrations (expected fold
changes of respectively 2, 10 and 100). Both software successfully
discriminated UPS1 proteins with a theoretical fold change of 10
and 100 from the yeast background, either based on fold change or
P-value, even when only the simple sum aggregation method was
used (Fig. 4, upper panels). The separation of the expected variant
and invariant populations was less obvious in the 50 versus 25 fmol/
mg comparison when using sum aggregation, but became more so
when the ratio-fitting method was applied. This enhancement was

mainly due to improvement of the P-values for expected variant pro-
teins (Fig. 4, compare upper and lower panels). Furthermore, appli-
cation of the MRF or MaxLFQ methods had a similar impact on the
quantification of invariant yeast proteins (black circles) but to a
more limited extent on the P-value axis when using Proline.
Importantly, the fold changes measured for UPS1 proteins were
closer to the expected values with Proline than with MaxQuant,
whether the corresponding ratio-fitting algorithm was used or not,
especially for higher theoretical fold change (Fig. 4).

The q-values were then used to classify variant and invariant
proteins from this mixed dataset, and performance was assessed
using receiver operating characteristic curves (ROC curves, Fig. 5).
Results obtained by the most straightforward aggregation approach
(sum aggregation, solid lines) demonstrated that Proline retrieves a
high proportion of true positive (TP) UPS1 proteins while maintain-
ing a low rate of false positive (FP) yeast proteins. Interestingly, al-
though the number of proteins identified and quantified by the
Mascot–Proline workflow was slightly higher, the number of FP was
always lower in Proline results than in MaxQuant results (e.g. as
shown in Supplementary Table S3, a q-value < 10�3 generated 26
FP in Proline versus 44 in Maxquant). These results corroborate the
observed higher precision and accuracy of signal measurements and
the lower rate of MVs returned by Proline. The use of ratio-fitting
algorithms to aggregate peptide abundances—MRF and MaxLFQ in
Proline and MaxQuant, respectively—allows better discrimination
of expected variant and invariant proteins (dashed lines in Fig. 5).
Indeed, this approach lowers the q-values obtained, especially for
differentially abundant proteins, since it is less sensitive to outlier
peptides than a simple sum aggregation. With our test dataset, a bet-
ter balance between true positive rate (TPR) and false discovery pro-
portion (FDP) was obtained using MRF in Proline (from 99% TPR,
28% FDP to 100% TPR and 20% FDP at a q-value threshold <
10�2). The balance appears to be less affected when comparing
MaxQuant MaxLFQ to MaxQuant Intensity, as the FDP remains
relatively high at the same q-value threshold (from 99% TPR, 32%
FDP to 100% TPR and 26% FDP). Interestingly, it is possible to
reach no yeast as FP without affecting too much sensitivity with
Proline MRF (TPR 65%) whereas with Maxquant MaxLFQ, sensi-
tivity is significantly degraded (TPR 22%). Moreover, Proline’s
MRF aggregation method allows a higher number of proteins to be

Maxquant

Sum aggrega�on

LFQ aggrega�on

Proline

Sum aggrega�on

MRF aggrega�on

Expected linearity

Median of 48 proteins ra�o

Fig. 3. Estimated versus expected ratios for UPS1 proteins. The abundances of the 48 UPS1 proteins were extracted by Proline (left panel) and MaxQuant (right panel) in each

sample from the standard dataset, using either a sum aggregation (upper panels) or ratio-fitting algorithms (bottom panels). The ratios determined, calculated relative to the

50 fmol/mg concentration, were plotted against the expected ratios for the UPS1 proteins across the 10 different concentration points. Both Proline and MaxQuant accurately

estimated the ratios calculated for concentration spikes down to 1 fmol/mg (expected ratio 5:6) for most UPS1 proteins. For lower concentration points, when some peptides

fell below their limit of detection, the two software behaved differently, with a trend for overestimation of the ratio for MaxQuant, while Proline ratios were still well-fitted

down to 250 amol/mg (expected ratio 7:6). When the ratios were calculated using MRF in Proline (bottom left), ratio variability around expected values was reduced compared

with the sum method; variability was increased when MaxQuant MaxLFQ was applied (bottom right)
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quantified compared with MaxQuant MaxLFQ (see Supplementary
Table S3). Taken together, these results demonstrate that Proline
performs well in differential analyses involving label-free quantifica-
tion of MS1 signals.

3.2.2 Spectral counting

Quantification based on spectral counting approaches are known to
be less sensitive than workflows based on MS1 quantification
(Ramus et al., 2016). Nevertheless, spectral counting metrics can be
extracted almost instantly from identification data and work quite
well to identify proteins with medium to high fold changes. It thus
remains a powerful tool to give a preliminary overview of a dataset.

The algorithm implemented in Proline is similar to the one used in a
previously published software (Hesse et al., 2016) and can easily dis-
criminate between proteins with a theoretical fold change of 10 and
100, while most UPS1 proteins with an expected fold change of 2
cannot be distinguished from the yeast invariant background
(Supplementary Fig. S11).

3.3 Proteomics data curation
In addition to the intrinsic quality of any results generated automat-
ically, a pivotal feature of Proline is that it provides an interactive
interface allowing users to examine and manually curate all results.
Thus, details of the identification features and abundance measure-
ments for a protein can be accessed through a synchronized panel.
This user interface represents a powerful tool to check for and elim-
inate errors which may have occurred during the successive data-
processing steps. In the case of relative quantification based on the
extraction of MS1 signals, peptides measured across MS runs are
displayed in the same panel. Furthermore, for each peptide, the ions
quantified and their extracted chromatographic peaks can be viewed
(Supplementary Figs S9d and S12b). Erroneous or suspect profiles
can be individually discarded by the user, and protein quantification
can then be recomputed with the remaining validated measure-
ments. Technically, all data are stored in an embedded relational
database where each module in the suite reads the required informa-
tion and writes the produced information with its associated meta-
data. This type of centralized persistent storage allows relevant
information to be extracted at any level of detail upon request from
an algorithm or end user. This architecture (see Supplementary
Section ‘Software architecture’) facilitates data visualization and ex-
ploration compared with the tabulated text files typically produced
as output by other similar software. It is also compatible with the in-
cremental addition of newly acquired MS runs which form part of
an ongoing study, or with performing a time-consuming process in
stages, as it is possible, e.g. to modify and recompute the summar-
ization of peptide abundances into proteins without repeating the
whole quantification process.

3.4 Computational efficiency
Data-processing efficiency is today a major concern for many labs,
and the core facilities that routinely deal with several ongoing large-
scale label-free studies in parallel. Moreover, as the number of stud-
ies increases, the dataset scaling (number of runs to be compared)
has also expanded. Consequently, it is now relatively common to
generate and analyze datasets containing tens or even hundreds of
LC-MS/MS runs. Thus, to assess the relative computational effi-
ciency of Proline and MaxQuant, we benchmarked them on the
same computer (see Supplementary Section ‘Hardware used to as-
sess computational speed’) and recorded the processing time for the
corresponding label-free workflows, using Mascot and Andromeda,
respectively, for the MS/MS search. The processing speed was meas-
ured for two different datasets: one composed of eight LC-MS/MS
runs from the standard dataset (UPS1 spiked at 50 and 25 fmol/mg,
four replicates for each), and a larger one corresponding to the
whole standard dataset (40 LC-MS/MS runs).

Data processing in MaxQuant starts with feature detection and
extraction of MS signal from the raw file, whereas the Proline work-
flow begins with MS/MS data processing (including database search
with Mascot, as shown here, or with another search engine).
Whatever the order of the different steps, this comparative analysis
clearly shows that many steps (peaklist creation, search result valid-
ation, quantification) are performed faster by Proline and also that
the Mascot search is faster than the Andromeda search (Fig. 6). It
must be highlighted that the search results import step, absent from
the MaxQuant workflow, negatively impacts the final Proline proc-
essing time, and that writing of the results in Proline also longer
than in MaxQuant. However, even with these drawbacks, Proline
remains faster than MaxQuant when processing the two datasets
tested, as the time spent on the other steps is significantly reduced,
particularly for peaklist creation and extraction of quantitative data.
These two steps avail of the mzDB file format, which provides

tnauqxaMenilorP

Sum aggrega�on Sum aggrega�on

MRF aggrega�on LFQ aggrega�on

Fig. 4. Volcano plots of the mixed dataset differential analysis. Each protein in the

mixed dataset obtained from the quantitative output of three different pairwise

comparisons was plotted in a cartesian coordinate defined by the fold change (FC,

in log2) on the horizontal axis and the inverse of the P-value (log10) on the vertical

axis. The graphs illustrate the quantitative results for the UPS1 proteins quantified

in each binary comparison (dark green: comparison of 25 versus 50 fmol/mg, theor-

etical fold change of 2; light green: comparison of 5 versus 50 fmol/mg, theoretical

fold change of 10; yellow: comparison of 500 amol/mg versus 50 fmol/mg, theoretical

fold change of 100). Black circles correspond to yeast proteins. The expected ratios

of the different concentration points are represented by the dashed vertical lines. For

each software, two different peptide-to-protein aggregation methods were imple-

mented: the simplest one consists in an aggregation of non-shared peptides abun-

dances by a sum function (upper part), whereas the second one determines the

protein abundances by fitting protein ratios to all observed peptide ratios (MRF or

MaxLFQ methods, lower part)

Fig. 5. Differential analysis results in terms of sensitivity and FDP. For each soft-

ware, proteins from the mixed dataset were classified as variant through the applica-

tion of q-value thresholding. Sensitivity (TPR ¼ TP/144, TP UPS1 proteins) was

plotted as a function of FDP [FDP ¼ FP/(TPþ FP), FP yeast proteins]
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optimal data access thanks to precise indexation of the MS informa-
tion (Bouyssié et al., 2015; Handy et al., 2017). Interestingly, previ-
ous studies showed that not only the characteristics of the hardware
setup are important to speed up the quantitative workflow, but that
IO operations are also a major bottleneck in data processing with
MaxQuant (Neuhauser et al., 2013). To overcome this bottleneck,
these authors suggested the use of optimized computers equipped
with solid state drives as an efficient way to alleviate memory con-
straints when accessing raw data. In the evaluation presented here,
we used this type of hardware to compare the software in the best
conditions. Nevertheless, we still observed a significant increase in
speed with Proline, indicating that the use of indexed, dedicated file
formats such as mzDB also represents a powerful solution for opti-
mal access to the MS data. To date, Proline requires a manual execu-
tion of the different steps of the workflow, but offers the possibility
to save processing parameters at each step. Although this clearly
increases the amount of manual work, it also allows intermediate
quality control all along the workflow. However, in order to speed
up the process, we will soon release two additional tools: one to run
Proline through command line interface from a single configuration
file, and a second one embedding several open-source search engines
and enabling the definition of fully automated workflows starting
from raw files.

4 Conclusion

Proline is an open-source, cross-platform software (running on
MacOS, Linux and Windows), written in the Java and Scala pro-
graming languages. It is distributed under the CECILL license
(https://github.com/profiproteomics). Its core libraries constitute a
java virtual machine-based framework that can be used as a starting
point for the development of new tools. Proline accurately and effi-
ciently processes MS-based proteomics data, and can handle both
small and very large datasets. The highly detailed data and metadata
stored and made available combined with its ease of use perfectly
fits the needs of mass spectrometry experts working in proteomics
as well as core proteomics facilities. The software was designed to
be computationally efficient and capable of organizing, linking and
storing all MS data in a centralized database. MS-based proteomics
results associated with a particular project can then be navigated
and browsed by users through the graphical user interfaces pro-
vided; alternatively, the data can be extracted by querying the data-
base. Usability, algorithms and validation rules implemented in
Proline were developed in close collaboration with MS researchers
to ensure a consistent, reliable and efficient end-user experience.
The label-free MS1 quantification algorithm combines a novel signal
detection procedure starting from chromatographic peak apexes

with a cross-assignment method based on efficient RT alignment
computation and identification-based deisotoping. This algorithm
demonstrates very good performance levels, with a low MVs rate
and a good accuracy of observed versus expected ratios on a stand-
ard spiked dataset. The tool is thus very competitive with respect to
existing solutions such as MaxQuant.

It is also important to highlight that Proline’s architecture,
based on a message-oriented middleware, is compatible with mov-
ing to a more distributed architecture in which Proline components
could be executed across multiple computers to complete a single
processing request. We believe that this future capability could be
of interest when processing very large-scale datasets, as it would
allow the advantages of a cloud infrastructure to be exploited.
Proline version 2.0 is the seventh publicly available release of the
software. It can be downloaded from http://www.profiproteomics.
fr/proline/#downloads. On the same web page, a user forum, an on-
line documentation and tutorials using a published dataset (Ramus
et al. 2016) are also provided to help new users to discover the
Proline suite.

Acknowledgements

The authors thank Virginie Brun and Myriam Ferro for constructive criticism

of the article and Maighread Gallagher-Gambarelli for advice on English

usage and editing suggestions.

Funding

This work was supported by the French National Agency for Research (ANR)

[ANR-10-INBS-08]; ProFI project, ‘Infrastructures Nationales en Biologie et
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