
HAL Id: hal-02554135
https://hal.science/hal-02554135

Submitted on 22 Aug 2022

HAL is a multi-disciplinary open access
archive for the deposit and dissemination of sci-
entific research documents, whether they are pub-
lished or not. The documents may come from
teaching and research institutions in France or
abroad, or from public or private research centers.

L’archive ouverte pluridisciplinaire HAL, est
destinée au dépôt et à la diffusion de documents
scientifiques de niveau recherche, publiés ou non,
émanant des établissements d’enseignement et de
recherche français ou étrangers, des laboratoires
publics ou privés.

Distributed under a Creative Commons Attribution - NonCommercial 4.0 International License

3D-printed face protective shield in interventional
radiology: evaluation of an immediate solution in the era

of COVID-19 pandemic
Al Gaultier, C del Giudice, O Pellerin, N Kassis-Chikhani, V Lemarteleur, V

Fouquet, L. Tapie, P. Morenton, B. Tavitian, Jp Attal

To cite this version:
Al Gaultier, C del Giudice, O Pellerin, N Kassis-Chikhani, V Lemarteleur, et al.. 3D-printed
face protective shield in interventional radiology: evaluation of an immediate solution in the
era of COVID-19 pandemic. Diagnostic and Interventional Imaging, 2020, 101 (6), pp.413-415.
�10.1016/j.diii.2020.04.004�. �hal-02554135�

https://hal.science/hal-02554135
http://creativecommons.org/licenses/by-nc/4.0/
http://creativecommons.org/licenses/by-nc/4.0/
https://hal.archives-ouvertes.fr


3D-printed	face	protective	shield	in	interventional	

radiology:	evaluation	of	an	immediate	solution	in	

the	era	of	COVID-19	pandemic		

 

Short title: 

3D-printed	protective	face	shield		

M Sapoval a* , AL Gaultier b ,  C Del Giudice a ,  O Pellerin a ,  N Kassis-Chikhani c ,  

V Lemarteleur d,  V Fouquet e ,  L Tapie f,  P Morenton g,  B Tavitian b ,  JP Attal h 	

 

Affiliations 

 
a Université de Paris, PARCC, INSERM, 75015 Paris, France. 

Department of Vascular and Oncological Interventional Radiology, APHP, Hôpital Européen 

Georges Pompidou, 75015 Paris, France 

 
b Université de Paris, PARCC, INSERM, 75015 Paris, France. 

Department of Radiology, APHP, Hôpital Européen Georges Pompidou, 75015 Paris, France 

 
c Medical Hygien Department, APHP, Hôpital Européen Georges Pompidou,75015 Paris, 

France 

 
d Université de Paris, Centre de Simulation Ilumens, 75006 Paris, France 

 
e Unité de Recherches Biomatériaux Innovants et Interfaces (URB2i - EA 4462), Université 

de Paris, 75006 Paris, France, Hopital Louis-Mourier 92700 Colombes, France 
 

f Unité de Recherches Biomatériaux Innovants et Interfaces (URB2i - EA 4462), Université 

Sorbonne Paris Nord, 93430 Villetaneuse, France 

 
g CentraleSupelec, Université Paris-Saclay, 91192 Gif-sur-Yvette, France 

 
h Unité de Recherches Biomatériaux Innovants et Interfaces (URB2i - EA 4462), Université 

de Paris, Hôpital Charles Foix, 94200 Ivry-sur-Seine, France 

 

*Corresponding author:  marc.sapoval2@aphp.fr 

 

© 2020 published by Elsevier. This manuscript is made available under the CC BY NC user license
https://creativecommons.org/licenses/by-nc/4.0/

Version of Record: https://www.sciencedirect.com/science/article/pii/S2211568420300978
Manuscript_756cca93f24f6ff43d25befd9a4cac76

https://www.elsevier.com/open-access/userlicense/1.0/
https://www.sciencedirect.com/science/article/pii/S2211568420300978
https://creativecommons.org/licenses/by-nc/4.0/
https://www.sciencedirect.com/science/article/pii/S2211568420300978


Abstract 

Purpose. The purpose of this study was to report the clinical evaluation of a 3D-printed 

protective face shield designed to protect interventional radiologists from droplet transmission 

of the SARS-Cov-2. 

Materials and methods: A protective face shield consisting in a standard transparent 

polymerizing vinyl chloride (PVC) sheet was built using commercially available 3D printers. 

The 3D-printed face shield was evaluated in 31 interventional procedures in terms of ability to 

perform the assigned intervention as usual, quality of visual comfort and tolerance using a 

Likert scale (from 1, as very good to 5, as extremely poor). 

Results: The mean rating for ability to perform the assigned intervention as usual was 

1.7 ± 0.8 (SD) (range: 1 - 4). The mean visual tolerance rating was 1.6 ± 0.7 (SD) (range: 1 - 

4). The mean tolerability rating was 1.4 ± 0.7 (SD) (range: 1 - 3). 

Conclusion: The 3D-printed protective face shield is well accepted in various interventions. 

It may become an additional option for protection of interventional radiologists.  

 

List of abbreviations 

ABS: acrylonitrile butadiene styrene 

IR: interventional radiology  

PLA: polylactic acid 

PPE: personnal protection equipment 

PVC: polymerizing vinyl chloride  

SARS-Cov-2: severe acute respiratory syndrome coronavirus 2 

SD: standard deviation 

 



Index terms: COVID-19; Interventional radiology; Three-dimensional printing; Protective 

face shield  

 

Introduction 

 In the context of the current pandemic, the risk of human-to-human transmission of 

COVID-19 during patient interaction has dramatically increased [1-2]. Interventional 

radiologists, nurses and technicians are at high risk of direct contact with COVID-19 patients 

while performing interventions. In a significant number of patients, the COVID-19 status is 

unknown at the time of intervention. Scientific societies have defined a list of high-risk 

interventions, either because of risk of aerosolization or because the operator is close to the 

face of the patients [3].  

 Several countries and healthcare institutions are facing shortage of personal protection 

equipment (PPE) because of insufficient anticipation, poor manufacturing capacity or other 

reasons. The need for additional options to limit dissemination between healthcare providers 

and patients, who are both potential sources of severe acute respiratory syndrome coronavirus 

2 (SARS-Cov-2) dissemination, must be addressed with an urgent, practical and efficient 

answer. 

 The purpose of this technical note was to report the clinical evaluation of a new 

protective face shield designed to protect caregivers from droplet transmission of the SARS-

Cov-2 in interventional radiology. 

 

Materials and methods  

 3D4care.org is a consortium of physicians, academics, MDs, PhDs, engineers and 

students from Paris, France. This consortium conceived a reusable frontal headband equipped 



with disposable transparent sheets. The headband was adapted from the open source PRUSA 

RC2 model in order to be easily and rapidly custom built in (polylactic acid (PLA) or 

acrylonitrile butadiene styrene (ABS) material using commercially available 3D printers. The 

face shield itself consisted in a standard transparent polymerizing vinyl chloride (PVC) sheet 

for overhead projectors, 200-300 μm-thick, perforated to be plugged easily into the 4 spikes 

of the headband, which was secured on the head by a simple dry-goods elastic band (Fig 1).  

 Before use, headbands were disinfected by standard anti-viral decontamination 

procedures approved by our hospital’s hygiene department. The transparent sheet was 

changed on demand and between each patient. The complete process was approved by the 

3D4care consortium and the University hospitals of Paris. All the technical details are in 

open-access on the website of the consortium at www.3D4care.org.  

 We conducted a prospective evaluation in our IR unit aiming at evaluating the 

acceptability of the protective face shield in real conditions. IR personnel with different levels 

of experience were equipped with the 3D4care face-shield. Immediately after the intervention, 

they were asked to complete a standardized questionnaire based on a Likert scale (rated from 

1 as very good to 5 as extremely poor) evaluation. They quoted on the scale the 3 following 

items: (i), ability to perform the assigned intervention as usual; (ii), quality of visual comfort; 

and (iii), musculo-skeletal tolerance.  

 To evaluate the feasibility of re-using the PVC sheet we assessed the potential 

reduction in visual quality of the shield after cleaning in a subset of interventions. The 

cleaning was performed according to the recommendation of the manufacturer with a 

detergent/disinfectant (didecyldimethylammonium chlorure and polyhexamethylene 

biguanide chloride) using a soft sponge for one minute and allowing for spontaneous drying 

before using.  

 



Results  

 The evaluation was conducted by a total of 38 operators in 31 consecutive 

interventions performed over a 7-day period. Interventions included central venous access 

placement (n= 12), percutaneous peripheral angioplasty (n=10), percutaneous urinary 

intervention (n = 3), arterial embolization for acute bleeding (n =3), radiofrequency ablation 

of lung tumor (n =1), transjugular liver biopsy (n =1), and adrenal vein sampling (n = 1). In 

some interventions, two interventional radiologists working together participated to the 

evaluation, being both equipped with the protective face shield  

 The training level of the interventional radiologists were attending physicians (n = 21), 

fellows (n = 6) and residents (n = 11). The mean duration of the interventions was 59 ± 58 

(SD) min (range: 15-240 min). Each protective shield was used 2 ± 1.7 (SD) times (range: 1-8 

times). The mean ability to perform the assigned intervention as usual was 1.7 ± 0.8 (SD) 

(range: 1-4). The mean visual tolerance rating was 1.6 ± 0.7 (SD) (range: 1-4). The mean 

tolerability rating was 1.4 ± 0.7 (SD) (range: 1-3. In 3 procedures, the interventional 

radiologist commented for the need to reduce the size of the PVC sheet to gain a better degree 

of freedom of the head during rotation and to avoid touching his sterile surgical gown. For 

reused PVC shields after careful cleaning as recommended, the operators did not report any 

decrease in quality of visual comfort.  

Discussion 

 Our evaluation demonstrates that the face shield designed by 3D4care can be used to 

perform various interventions without alterations by comparison with the usual working 

conditions. The ability to perform interventions as usual was not hampered by the use of the 

device, the visual tolerance was good and we did not observe any discomfort, even during 

long intervention. The various types of interventions that we monitored as well as the diverse 

level of experience of participating interventional radiologists allows to foresee that this 



experience could be easily reproduced in other countries/teams. This validation re-enforces 

the potential value of using this additional PPE, in order to contribute to fill in the gap of PPE 

for interventional radiologists during the COVID-19 pandemic.  

 In the setting of the COVID-19 pandemic, IR procedures can be performed both for 

complication of the disease and for usual interventions especially for oncologic patients (i. e., 

tumor ablation, implantable ports, intra-arterial treatment and supportive care) [4, 6]. A subset 

of intervention have been defined as high-risk interventions because of close proximity to the 

patient’s face or high-risk of aerosolization (3). 

 Because SARS-Cov-2 dissemination is recognized to be related to droplets of saliva or 

discharge from nose from patients when coughing, speaking, breezing or sneezing, the use of 

surgical face masks is recommended in association with goggles. Face shields provide 

protection to other facial areas in addition to eyes and better protection from splash or spray 

of any respiratory secretion from the patient. In the current situation of emergency the need 

for a readily available solution is of utmost importance.  

 Due to the acute and unforeseen spreading of COVID-19 pandemic as well as to the 

unpreparedness of several healthcare systems, our consortium designed the 3D4care face 

shield. The actual production of this mask requires less than 2 hours for a complete mask. A 

small farm of commercial 3D printers working 24/24 and 7/7 can produce a large number of 

face shield protections. In our hospital, the design, printing and initial testing of the face 

shield was conducted in a approximately 48 hours, allowing to start the present study on the 

third day after the initial decision had been taken. 

 We acknowledge that a limitation of this study is the absence of evaluation of 

protection offered by the face shield in terms of viral count exposure. However, this would 

have required a controlled and specific environment non feasible in an emergency setting [7]. 



Accordingly, the action of the 3D4care consortium was focused on immediate access to this 

PPE in relation to COVID-19 pandemic.  

 In conclusion, the 3D4care face shield is well accepted in various interventions. It 

could become an additional option for protection of interventional radiologists. It is hoped 

that its rapid diffusion will confirm our preliminary findings.  
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Figure legend 

 

Figure 1.  Photograph shows interventional radiologist wearing the 3D-printed protective 

face shield. 

 






