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Performance of the ToF detectors in the FOOT experiment
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Summary. -The FOOT (FragmentatiOn Of Target) experiment aims to determine the fragmentation cross-sections of nuclei of interest for particle therapy and radioprotection in space. The apparatus is composed of several detectors that allow fragment identification in terms of charge, mass, energy and direction. The fragment time of flight (ToF) along a lever arm of ∼2 m is used for particle ID, requiring a resolution below 100 ps to achieve a sufficient resolution in the fragment atomic mass identification. The timing performance of the ToF system evaluated with 12 C and 16 O beams is reviewed in this contribution.

-Introduction

Nuclear fragmentation reactions in the energy range between 100 MeV/u and 700 MeV/u play a fundamental role both in Particle Therapy (PT) and for Radioprotection in Space (RS) applications [1]. In PT fragments are produced in the collision between therapeutical ions (typically delivered with a kinetic energy between 100 MeV/u and 400 MeV/u for 12 C ions) and patient nuclei, causing the fragmentation of one (or both) of the involved nuclei. The dose released by such secondary particles has to be taken into account when planning the therapy, since it may affect the Tumor Control Probability (TCP) and the Normal Tissue Control Probability (NTCP) [2]. The same processes are of interest for RS: the Galactic Cosmic Radiation (GCR), mainly composed by protons and He ions with an average kinetic energy of 700-1000 MeV/u, would be the main source of dose for astronauts involved in long-term missions in deep space. To prevent serious health risks for the crew, an efficient spacecraft shielding is mandatory. Therefore, a detailed knowledge of the fragmentation reactions is required for an optimal passive shielding of spacecrafts. At present, the models implemented in the Monte Carlo simulation algorithms in the energy range of interest for such applications are not reliable, and experimental data are scarce [3,4].

The FOOT (FragmentatiOn Of Target) experiment of INFN (Istituto Nazionale di Fisica Nucleare, Italy) aims to measure the double differential cross-sections for fragmentation reactions involving proton (target fragmentation) and C, He, O (projectile fragmentation) beams at different energies. The measurement strategy is to shoot beams of C, He, O on graphite and polyethylene targets, using an inverse kinematic approach when measuring the target fragmentation induced by protons. The inverse kinematic approach is needed as the target fragments produced by proton beams would have too short ranges in matter (tens of microns) preventing the possibility of a direct measurement. The experimental apparatus (described in [5]) is optimised for the Z ≥ 3 fragment detection and will allow for a full fragment identification in terms of charge (Z), mass (A), energy and direction. In particular, the fragment Z and A reconstruction will be performed exploiting their time of flight (ToF) on a ∼2 m flight distance. In order to be able to identify the heaviest fragments, a ToF resolution below 100 ps is required. In this contribution the timing performance of the ToF system measured at CNAO (Centro Nazionale di Adroterapia Oncologica, Pavia, Italy), and at GSI (Darmstadt, Germany) will be reported.

-The FOOT ToF system

The ToF is measured in FOOT using two timestamping stations, both built by plastic scintillators coupled to Silicon Photomultipliers (SiPM). The former, named Start Counter (SC), is placed before the target to count the incoming ions, and provides the start time. The latter, named ΔE-ToF, is used to evaluate the fragment dE/dx and to assess the stop time.
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. 1. Start counter . -The SC layout consists of a homogeneous layer of EJ-228 5 × 5 × 0.025 cm 3 , as a result of an optimisation aiming to balance the detector time resolution and the amount of material, hence to minimize the fragmentation probability before the target. The scintillator is held by an aluminum frame, enclosed in a light-tight box (shown in fig. 1) having an entrance window of aluminum Mylar (10 μm thick). The light produced by the particles is read out by 8 groups of 6 SiPMs ASD-NUV3S (active area 3 × 3 mm 2 each) connected in series that are coupled to the scintillator side by means of a thin coat of optical grease, covering more than 70% of the perimeter.
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. 2. ΔE-ToF . -The detector, already described in [6], consists of a matrix of EJ-212 bars (3 mm thick, wrapped with and ESR specular reflector) orthogonally arranged in two subsequent layers (see fig. 2). Each layer is composed of 20 bars that are 2 cm wide and 44 cm long, resulting into a 40 × 40 cm 2 active area. The light produced in each bar is collected at both the extremities using to 4 SiPMs per side (MPPC S13360-3025PE by Hamamatsu, 3 × 3 mm 2 active area) biased and read-out by a single electronic channel. The two detectors share the SiPM read-out system: the 88 output signals of the ΔE-ToF and the SC are digitized and recorded by using the WaveDAQ system [7], capable of a 0.5-5 GS/s sampling speeds, implemented using DRS4 chips [8]. 

-Tests with 12 C and 16 O beams and results

The time resolution of the apparatus has been evaluated using 12 C ion beams of the CNAO therapy center at 115 MeV/u, 260 MeV/u and 400 MeV/u, and the 16 O beam of the GSI facility with kinetic energy of 400 MeV/u. The detectors have been placed at distances of ∼50 cm and ∼200 cm, respectively, at CNAO and at GSI as sketched in fig. 3 (left). The beam was shot with a 1-10 kHz rate, as planned in the final FOOT datataking conditions. All the bars of the ΔE-ToF have been tested moving the detector by means of a step-motor following a cross centred in the detector plane, in such a way to hit each bar in its centre as shown in fig. 3 (right). Signals have been sampled at 4 GS/s, recording 1024 samplings per waveform. The input signal dynamic range was 1 V. An example of the signals generated by the SC and the ΔE-ToF is shown in fig. 4.
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. 1. Timestamp evaluation. -The start and stop time evaluation has been performed applying a digital Constant Fraction Discriminator (dCFD) algorithm to the waveforms, that mimics an analog CFD behaviour and reduces the impact of the amplitude 

-Conclusions

The FOOT ToF system has been tested with 12 C and 16 O ion beams with energies of interest for PT and RS applications (115 MeV/u-400 MeV/u). The measured ToF resolution matches the expectations and fulfill the requirements needed for the fragment atomic mass discrimination level needed by the cross section measurement program of the FOOT experiment.
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Fig. 1 .

 1 Fig. 1. -Picture of the SC box. The incoming ions are shot in the centre of the aluminum Mylar window.

Fig. 2 .

 2 Fig. 2. -Picture of the ΔE-ToF detector. The scintillator planes are enclosed in a black plastic cover that prevents the passage of light. The read-out channels, placed at the end of each bar, can be viewed.

Fig. 3 .

 3 Fig. 3. -Sketch of the setup used at CNAO and GSI facilities to test the ToF system (left). Scheme of the detector irradiation (right).
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 2 Results. -The ToF resolution for each bar has been evaluated as the σ of a Gaussian fit to the ToF distribution. Due to the negligible fragmentation expected in

Fig. 4 .

 4 Fig. 4. -Example of the output signals of the SC (left), and of a single bar ΔE-ToF (right), obtained with 12 C ion beam at 260 MeV/u. The two shown channels (ch0 and ch1) are collected at the two opposite extremities of the same bar.

Fig. 5 .

 5 Fig. 5. -Example of a bipolar signal derived using the dCFD algorithm for the SC waveform processing.

Fig. 6 .

 6 Fig. 6. -Measured ToF resolution as a function of the 12 C and 16 O beam energy.
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