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Combined synchrotron X-ray diffraction and NV diamond magnetic microscopy measurements at high pressures
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We report the possibility to simultaneously perform wide-field nitrogenvacancy (NV) diamond magnetic microscopy and synchrotron X-ray diffraction (XRD) measurements at high pressure. NV color centers are created on the culet of a diamond anvil which is integrated in a diamond anvil cell for static compression of the sample. The optically detected spin resonance of the NV centers is used to map the stray magnetic field produced by the sample magnetization. Using this combined scheme, the magnetic and structural behaviors can be simultaneously measured. As a proofof-principle, we record the correlated α-Fe to ε-Fe structural and magnetic transitions of iron that occur here between 15 and 20 GPa at 300 K.

Pressure can be used as a tuning parameter to disclose relations between magnetic, structural and electronic properties of a solid-state system. Much detailed measurements with far reaching applications have been made thanks to the development of the diamond anvil cell (DAC) [START_REF] Mao | Solids, liquids, and gases under high pressure[END_REF] which is an efficient and practical tool to generate hydrostatic static compression up to extreme pressures in the megabar range. The development of high-pressure physics is also tightly linked to the improvement of synchrotron radiation sources [START_REF] Shen | High-pressure studies with x-rays using diamond anvil cells[END_REF] that now feature focal spots in the micrometer range along with high brightness in the 20-40 keV range. Due to the transparency of diamond to X-rays, a broad panel of X-ray synchrotron-based methods can be applied for high-pressure studies as in situ probes of the materials inside the DAC. As an example, complex magnetic ordering can be resolved using X-ray magnetic circular dichroism (XMCD) which provides element-specific probing of magnetic moments [START_REF] Itié | High Pressure XAS, XMCD and IXS[END_REF]. Other magnetic measurement techniques have been developed at high pressure but remain challenging due to the constraints of their implementation in the DAC [START_REF] Eremets | High-pressure experimental methods[END_REF]. We report here that wide-field nitrogen-vacancy (NV) diamond magnetic microscopy based on the imaging of an ensemble of NV centers [START_REF] Levine | Principles and techniques of the quantum diamond microscope[END_REF] can be implemented on a synchrotron X-ray diffraction (XRD) beamline so as to address both the unit cell structure and volume of the compressed sample inside the DAC. The combination of these two diagnostics allowed us to measure the magnetic properties of the sample and to simultaneously determine its cristallographic structure by recording the XRD pattern. The technique uses a specifically engineered diamond anvil and a compact optical setup which is slid on and off the XRD bench.

The negatively-charged NV -center is a point defect in diamond which can be engineered as an atomic-like quantum system [START_REF] Lühmann | Screening and engineering of colour centres in diamond[END_REF]. It behaves as a magnetic quantum sensor due to the existence of an electron spin S = 1 associated with a bright photoluminescence (PL) [START_REF] Doherty | The nitrogen-vacancy colour centre in diamond[END_REF]. In absence of any magnetic field, this spin structure introduces discrete energy states inside the diamond bandgap. These states have different PL intensities due to their interaction with additional metastable levels. While optically pumping the NV centers with green laser light and simultaneously driving the electronic spin with microwave (MW) tuned at the resonance frequency of 2.87 GHz between the m S = 0 (high-PL) and m S = ±1 (low-PL) states, the optically detected magnetic resonance (ODMR) signal appears as a decrease of the PL intensity. When a magnetic field is applied to the NV center, the Zeeman effect removes the degeneracy between the m S = ±1 states and the resonance ODMR signal is thus split in two components. The difference between these two resonance frequencies gives access to the projection of the magnetic field on the quantization axis which is defined by the N-to-V direction of the NV center [START_REF] Taylor | High-sensitivity diamond magnetometer with nanoscale resolution[END_REF]. When collecting the PL from an ensemble of NV centers, the NV-ODMR spectrum consists in the cumulative response of many defects. Since single-crystal diamond only allows four different cristallographic orientations a, b, c or d for the NV centers, the signal associated to an ensemble of NV centers is the superposition of the PL emitted by these four families of NV centers [START_REF] Lai | Influence of a static magnetic field on the photoluminescence of an ensemble of nitrogen-vacancy color centers in a diamond single-crystal[END_REF]. The NV-ODMR signal of each family is then associated with a given projection of the magnetic field A c c e p t e d M a n u s c r i p t vector in the 111 set of equivalent symmetry directions. The three vector components of the magnetic field can then be retrieved from these four correlated measurements [START_REF] Chipaux | Magnetic imaging with an ensemble of nitrogen-vacancy centers in diamond[END_REF]. This technique can be extended to a layer of NV centers overlapping a magnetic structure in order to map the full vector magnetic field created by the sample magnetization.

The quantitative mapping of the magnetic field can then be modeled to determine the magnetization of micrometer sized magnetic structures [START_REF] Toraille | Optical magnetometry of single biocompatible micromagnets for quantitative magnetogenetic and magnetomechanical assays[END_REF][START_REF] Mccoey | Rapid, high-resolution magnetic microscopy of single magnetic microbeads[END_REF]. Ensemble-NV sensors have been applied in a number of applications, including the detection of the magnetic properties of samples in a diamond anvil cell at pressures up to 30 GPa [START_REF] Hsieh | Imaging stress and magnetism at high pressures using a nanoscale quantum sensor[END_REF][START_REF] Lesik | Magnetic measurements on micrometer-sized samples under high pressure using designed NV centers[END_REF][START_REF] Yip | Measuring magnetic field texture in correlated electron systems under extreme conditions[END_REF].

Elaborating on our work on NV magnetic measurement in a DAC relying on the activation of a layer of NV centers created in the culet of a diamond anvil [START_REF] Lesik | Magnetic measurements on micrometer-sized samples under high pressure using designed NV centers[END_REF], we built a compact and portable NV diamond magnetic microscope that ensured its compatibility with a XRD measurement on a synchrotron beamline (figure 1.a). This optical microscope, which is used to detect the magnetic field created by the sample, is constructed so that it can be slid on and off in front of the DAC which is settled on the XRD bench. The experiment was then performed at the PSICH É beamline of the SOLEIL synchrotron facility (Gif-sur-Yvette, France). Powder XRD patterns were collected using a monochromatic X-ray beam at 0.3738 Å wavelength and a Pilatus CdTe image plate detector. During the experiment performed at room temperature, we alternatively aligned the NV magnetometer with the DAC and removed it to free the way towards the X-ray detector used to record the XRD pattern. In the conditions of the experiment, we did not observe any modification of the NV centers luminescence properties that could be induced by the exposure to the X-ray beam, such as the potential photoionization of the negatively charged state NV -into the neutral charged state NV 0 [START_REF] Aslam | Photo-induced ionization dynamics of the nitrogen vacancy defect in diamond investigated by single-shot charge state detection[END_REF].

To demonstrate the complementarity between XRD and NV diamond magnetic microscopy methods we chose the α-Fe ↔ ε-Fe phase transition of iron [START_REF] Bassett | Mechanism of the body-centered cubic-hexagonal close-packed phase transition in iron[END_REF] as a testbed example. The structural transition between the body-centered-cubic (bcc) α phase and the hexagonal close-packed (hcp) ε phase is associated with a magnetic transition between the ferromagnetic state of α-Fe and the mainly non-magnetic state of ε-Fe. Both transitions have been extensively studied due to their implications in iron-based materials and their relation with magnetism and Earth sciences [START_REF] Mathon | Dynamics of the magnetic and structural α-phase transition in iron[END_REF][START_REF] Baudelet | Xray absorption spectroscopy and x-ray magnetic circular dichroism simultaneous measurements under high pressure: The iron bcc-hcp transition case[END_REF][START_REF] Monza | Iron under pressure: "Kohn tweezers" and remnant magnetism[END_REF][START_REF] Dewaele | Mechanism of the α -phase transformation in iron[END_REF][START_REF] Wei | High-pressure phase transition of iron: A combined magnetic remanence and Mössbauer study[END_REF][START_REF] Lebert | Epsilon iron as a spin-smectic state[END_REF].

As shown in figure 1.b, the DAC is made of non-magnetic material and a rhenium gasket is used to make the sample chamber. At the time of the experimental run, the spot size of the X-ray beam available at the PSICH É beamline had a diameter of about 80 μm. In order to maximize the XRD signal we then had to use a sample consisting of several iron beads of 99.5% purity which were packed together. As a consequence, the inhomogeneous magnetization of those irregularly packed samples of iron created a complex magnetic field distribution that could not be easily inverted to determine the magnetization texture [START_REF] Vervelidou | On the accuracy of palaeopole estimations from magnetic field measurements[END_REF]. Note that this experimental feature is a significant difference with our previous results of Ref. [START_REF] Lesik | Magnetic measurements on micrometer-sized samples under high pressure using designed NV centers[END_REF] where we measured the magnetic field created by an iron bead of 5 μm size. The magnetic response of this single iron bead could then A c c e p t e d M a n u s c r i p t be modeled as a simple magnetic dipole, leading to a quantitative measurement of the iron magnetization decrease along the α-Fe to ε-Fe transition.

The iron beads were embedded in NH 3 BH 3 for pressure transmission in the DAC. A gold bead of about 5 μm diameter was added in the DAC chamber to serve as a pressure gauge using the calibrated equation of state of gold [START_REF] Takemura | Isothermal equation of state for gold with a He-pressure medium[END_REF] to fit the gold unit cell volume. Although the NH 3 BH 3 salt induced a distortion of the samples optical microscopy images that could be recorded through the diamond anvil cell, it had no influence on the quality of the PL images. Moreover some properties of this solid-state pressure transmitting medium were useful: It is a weak scatterer with a large unit cell and, as shown below, it is not perturbing the iron XRD pattern. It also enables to minimize the gasket deformation which helps to preserve the integrity of the slit made in the metallic gasket for the propagation of the MW excitation to the NV ensemble [START_REF] Lesik | Magnetic measurements on micrometer-sized samples under high pressure using designed NV centers[END_REF]. A bias magnetic field of approximately 9 mT was applied using a permanent magnet oriented close to the DAC. This external magnetic field has two features: it magnetizes the iron samples and it creates a significant splitting of the eight NV-ODMR resonances associated to the four 111 axes of the NV center [START_REF] Toraille | Optical magnetometry of single biocompatible micromagnets for quantitative magnetogenetic and magnetomechanical assays[END_REF]. Using a membrane actuated DAC, we progressively increased the pressure up to 32.7 GPa. At each pressure step we successively recorded the XRD pattern and the NV-ODMR optical images. Figure 2 shows an example of results obtained at a pressure of 12.2 GPa and 23.5 GPa with the NV diamond magnetic microscope. Each pixel of the camera recorded the luminescence of an optically pumped ensemble of NV centers. By sweeping the MW frequency applied to the NV centers we then measured the full ODMR spectrum for each pixel of the image (see figure 2.a). Compared to the results of Ref. [START_REF] Lesik | Magnetic measurements on micrometer-sized samples under high pressure using designed NV centers[END_REF] significant noise of still unclear origin led to a smaller ODMR contrast which interfered with the processing of the data taken during this test run. To insure the validity of our results, we decided to only select a single set of resonance peaks associated to the orientation c of the NV centers which kept the highest ODMR contrast over the sample area and throughout the whole experiment run. Although we performed a least-square minimizing multi-Lorentzian fit of the full NV-ODMR spectrum for added robustness, we only retrieved the data which are associated with the splitting value ∆ C of the selected NV center family. We then reconstructed maps of this single splitting in the vicinity of the sample as shown in figure 2.b. Clear local variations of ∆ C can be observed with an increase close to the iron sample that reveals the α-Fe magnetization.

The XRD pattern acquired for each pressure step can be used to follow the α-Fe ↔ ε-Fe structural transition. Selected diffractograms, taken before, during, at the end and after this transition are shown in figure 3. Using the Fe and Au equations of state, we can assign each sharp Bragg peak to a specific crystallographic structure of each element. The diffraction peaks of α-Fe, ε-Fe and Au are clearly identified. Two weak peaks associated to NH 3 BH 3 are also observed but due to its large unit cell the most intense peaks of this compound appear at low diffraction angles, hence outside the region of interest for the transition in iron. The first fraction of the ε phase appears at 13.1 GPa while the last fraction of the α phase disappears at 20.0 GPa. At the end of A c c e p t e d M a n u s c r i p t the experiment run, the pressure was brought back down to its ambient value. We then observed the inverse transition with a hysteresis behavior; the α phase started to appear again at 12.9 GPa and the ε phase completely disappeared at 6 GPa. These values are consistent with those reported in the literature [START_REF] Monza | Iron under pressure: "Kohn tweezers" and remnant magnetism[END_REF][START_REF] Dewaele | Mechanism of the α -phase transformation in iron[END_REF]. Finally no chemical reaction between the iron sample and the NH 3 BH 3 salt could be detected.

Complementary to the XRD measurement, we analyzed the maps of the splitting value ∆ C from the NV-ODMR spectrum which were determined for each pressure step. As previously described [START_REF] Barson | Nanomechanical sensing using spins in diamond[END_REF][START_REF] Broadway | Microscopic imaging of the stress tensor in diamond Using in situ quantum sensors[END_REF], hydrostatic pressure induces a shift of the center frequency of the spin resonance while non-hydrostatic stress components quadratically add to the frequency splitting induced by the magnetic field. Therefore the analysis of the NV-ODMR spectrum under pressure requires to discriminate between the influence of stress on the NV center spin states and their response to the applied magnetic field. In order to retrieve the relevant splitting associated to the magnetic field created by the iron magnetization, we used reference values of the splitting at a distance of 15 μm from the sample. On such length scale the external magnetic field can be considered as uniform, and stress induced variations measured were below 0.2 GPa (2 MHz ODMR frequency shift at most). Moving this reference zone, highlighted as a red square in figure 4.a, in the vicinity of the sample changed the magnetic field estimation results only by a factor smaller than other error sources. This procedure allowed us to remove both the contribution of the non-hydrostatic components of the stress tensor and the contribution of the applied magnetic field [START_REF] Lesik | Magnetic measurements on micrometer-sized samples under high pressure using designed NV centers[END_REF]. We could then extract the projection along the chosen c axis of the magnetic field that is only created by the magnetization of the samples located within the studied area of the pressure chamber (figure 4.a). Since the vector magnetization of the iron samples remains aligned along the applied magnetic field, the projection along the fixed c axis is a good estimator of the amplitude of the magnetic field that is created by the samples. At low pressure below 10 GPa a magnetic field of a few hundreds of μT appeared above the iron samples due to the α-Fe magnetization. As the pressure increased, this magnetic field decreased and finally disappeared. The data show that the magnetic transition starts between 12.2 GPa and 13.8 GPa, and ends at a pressure slightly above 20.0 GPa. Figure 4.b gives a comparison between the magnetic transition inferred from the NV-ODMR signal and the structural transition determined by the XRD pattern. From these results, we confirm that both transitions occur within a similar pressure range.

To conclude, this experiment demonstrates that NV diamond magnetic microscopy is a robust magnetic measurement technique which can be operated on a synchrotron beamline with the intrinsic constraints of this environment [START_REF] Fu | Sensitive magnetometry in challenging environments[END_REF]. As a proof-of-principle experiment, we followed simultaneously the evolution of the magnetization of an iron sample along the α-Fe to ε-Fe transition with the XRD pattern associated to these two phases. This combined set-up can be easily adapted depending on the investigated samples, for instance by optimizing the focusing of the X-ray beam on the sample inside the DAC. Our work demonstrates that NV diamond magnetic microscopy is well suited to complement fourth-generation synchrotrons whose improved brightness and A c c e p t e d M a n u s c r i p t focusing will enable the observation of the dynamic, electronic and structural properties of materials with upcoming spatial resolution of about 100 nm. Almax-Boehler anvils with 300 μm-diameter culets. A layer of NV centers was created on the tip of one of the anvils using nitrogen ion implantation. In the wide-field NV diamond magnetic microscope, a microscope objective (Obj, Nikon ×40 and numerical aperture of 0.4) focuses a continuous-wave laser beam at 532 nm wavelength on the NV layer for optical pumping. The red PL emitted by the NV center layer is collected by the same objective, then spectrally filtered from the laser excitation using a dichroic mirror (DM) and a long-pass optical filter (F), and finally imaged on a CMOS camera. When the NV microscope is removed, the DAC is illuminated by the X-ray beam whose size is limited by a pinhole (PH) of 50 μm diameter to avoid parasitic diffraction from the DAC gasket. The XRD pattern is then recorded on an image plate detector (IPD). The permanent magnet located near the DAC (M) is used to induce the magnetization of the iron samples and to discriminate between the four 111 orientations of the NV centers. (b) Implementation of ODMR in the DAC chamber delimited by the tips of the two anvils and a rhenium gasket (G). A single loop of insulated copper wire shown in orange is wrapped around the anvil hosting the NV centers as the antenna (A) which provides the MW excitation for the electron spin resonance. A slit is cut in the gasket to prevent MW screening by avoiding the onset of eddy currents induced in the rhenium metallic foil. The inset shows a close-up of the DAC chamber filled with NH 3 BH 3 as the pressure transmitting medium. Micrometer-size pieces of iron (in grey) and gold (in yellow) are deposited on the tip of the NV-doped anvil. The red line shows the implanted NV layer in the culet of the anvil with a concentration of about 10 4 defects/μm 2 and located at a depth of 20 nm below the surface. We observe no angular displacement of these parasitic peaks with pressure changes. Due to the size of the X-ray beam smaller than the diameter of the hole in the DAC gasket, no parasitic peaks associated to rhenium are observed. Filled markers indicate discernible peaks, while hollow markers indicate theoretical positions for the peaks which remain hidden in the noise. 

Figure 1 .

 1 Figure 1. (a)Experimental setup used to sequentially perform NV-based magnetic measurement and XRD measurement in a DAC. The DAC is composed of type IIas Almax-Boehler anvils with 300 μm-diameter culets. A layer of NV centers was created on the tip of one of the anvils using nitrogen ion implantation. In the wide-field NV diamond magnetic microscope, a microscope objective (Obj, Nikon ×40 and numerical aperture of 0.4) focuses a continuous-wave laser beam at 532 nm wavelength on the NV layer for optical pumping. The red PL emitted by the NV center layer is collected by the same objective, then spectrally filtered from the laser excitation using a dichroic mirror (DM) and a long-pass optical filter (F), and finally imaged on a CMOS camera. When the NV microscope is removed, the DAC is illuminated by the X-ray beam whose size is limited by a pinhole (PH) of 50 μm diameter to avoid parasitic diffraction from the DAC gasket. The XRD pattern is then recorded on an image plate detector (IPD). The permanent magnet located near the DAC (M) is used to induce the magnetization of the iron samples and to discriminate between the four 111 orientations of the NV centers. (b) Implementation of ODMR in the DAC chamber delimited by the tips of the two anvils and a rhenium gasket (G). A single loop of insulated copper wire shown in orange is wrapped around the anvil hosting the NV centers as the antenna (A) which provides the MW excitation for the electron spin resonance. A slit is cut in the gasket to prevent MW screening by avoiding the onset of eddy currents induced in the rhenium metallic foil. The inset shows a close-up of the DAC chamber filled with NH 3 BH 3 as the pressure transmitting medium. Micrometer-size pieces of iron (in grey) and gold (in yellow) are deposited on the tip of the NV-doped anvil. The red line shows the implanted NV layer in the culet of the anvil with a concentration of about 10 4 defects/μm 2 and located at a depth of 20 nm below the surface.
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 2 Figure 2. (a) Reconstruction of NV-ODMR spectra for the ensemble of NV centers corresponding to the pixel indicated by the red cross in panel (b), at pressures of P = 12.2 GPa (upper curve) and P = 23.5 GPa (lower curve). The PL intensity is normalized to its mean value taken outside the spin resonance. A bias magnetic field of around 9 mT is used to split the eight resonances associated with the four crystallographic families of NV centers, and to induce the sample magnetization. The splitting from the family exhibiting the highest ODMR contrast is ∆ C = 381.9 MHz at 12.2 GPa and decreases to ∆ C = 370.6 MHz at 23.5 GPa. The general shift of the NV-ODMR spectrum is due to the pressure increase. The processed data is shown in black while the red and blue solid lines are numerical fits using a set of Lorentzian functions. For increased robustness, only the data associated with the fitting of the family c is considered for the rest of the analysis. (b) Corresponding maps of ∆ C evaluated above the iron samples.

Figure 3 .

 3 Figure 3. (a) X-ray diffractograms recorded for increasing pressure steps. The data are displayed with a vertical offset for clarity. At 6.3 GPa, only Au and α-Fe diffraction peaks appear. At 13.8 GPa, the intensities of the peaks corresponding to α-Fe have decreased while ε-Fe peaks can be clearly observed. Disappearance of the last traces of α-Fe is observed between 19.0 and 20.0 GPa. From 20.0 up to 26.9 GPa, the diffraction signal only shows the presence of Au, NH 3 BH 3 and ε-Fe. The intensity of the Au diffraction peaks is evolving as the relative positions of the Au bead and the Fe sample change under the pressure induced deformation of the gasket. The diffraction peaks indicated by the stars are associated with the NH 3 BH 3 salt. The most intense NH 3 BH 3 diffraction peaks are found below 8 • . Additional peaks overlaid with white squares are caused by the diffraction of the permanent magnet used to split the spin resonance of the four NV families and to induce the magnetization of the iron sample. We observe no angular displacement of these parasitic peaks with pressure changes. Due to the size of the X-ray beam smaller than the diameter of the hole in the DAC gasket, no parasitic peaks associated to rhenium are observed. Filled markers indicate discernible peaks, while hollow markers indicate theoretical positions for the peaks which remain hidden in the noise.

Figure 4 .

 4 Figure 4. (a) Color maps of the magnetic field projection B sample,C of the magnetic field created by the iron magnetization along the c axis of the selected NV family. As the pressure increases, the local positive and negative variations of B sample,C progressively disappear, until the sample no longer exhibits any magnetic properties. Red squares (7 × 7 pixels) indicate the chosen reference area to extract sample magnetization effects from pressure and bias field ones. Black squares (11 × 11 pixels) indicate the area over the sample where signal is averaged for figure 2b. (b) Measurement of B sample,C averaged over the black square shown in panel (a) as the pressure in the DAC chamber increases. A greyscale pattern is overlaid to indicate the start and the end of the α-Fe to ε-Fe structural transition independently determined using the XRD pattern. The evolution of the magnetic field created by the iron magnetization is consistent with the XRD data.
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