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Introduction

Biomolecules such as dopamine [START_REF] Zhang | Highly Sensitive and Selective Detection of Dopamine Using One-Pot Synthesized Highly Photoluminescent Silicon Nanoparticles[END_REF][START_REF] Shang | Catalyst-Free Efficient Growth, Orientation and Biosensing Properties of Multilayer Graphene Nanoflake Films with Sharp Edge Planes[END_REF]-dihydroxyphenyl ethylamine, DA), ascorbic acid (vitamin C, AA) and uric acid (7,9-dihydro-1H-purine-2,6,8(3H)-trione, UA) coexist in the central nervous system and blood, and play a crucial role in human metabolic processes [START_REF] Zhang | Electrochemical sensing platform based on the biomass-derived microporous carbons for simultaneous determination of ascorbic acid, dopamine, and uric acid[END_REF][START_REF] Li | Association of Uric Acid with Metabolic Syndrome in Men, Premenopausal Women and Postmenopausal Women[END_REF].

Each biomolecule has its own role in the metabolic system. DA is an influential neurotransmitter present in the central nervous system (CNS) of the human body [START_REF] Zhang | Highly Sensitive and Selective Detection of Dopamine Using One-Pot Synthesized Highly Photoluminescent Silicon Nanoparticles[END_REF]. Lack of DA leads to neurological disorders, like Parkinson's disease, schizophrenia and Alzheimer [START_REF] Shang | Catalyst-Free Efficient Growth, Orientation and Biosensing Properties of Multilayer Graphene Nanoflake Films with Sharp Edge Planes[END_REF][START_REF] Wu | Sensitive electrochemiluminescence sensor based on ordered mesoporous carbon composite film for dopamine[END_REF]. AA has antioxidant properties [START_REF] Huang | Simultaneous electrochemical determination of dopamine, uric acid and ascorbic acid using palladium nanoparticle-loaded carbon nanofibers modified electrode[END_REF] and deficiency causes a disease called scurvy, which leads to a disturbance in the collagen metabolism [START_REF] Jothi | Simultaneous determination of ascorbic acid, dopamine and uric acid by a novel electrochemical sensor based on N2/Ar RF plasma assisted graphene nanosheets/graphene nanoribbons[END_REF], and a tendency to bleed and reduce women's fertility [START_REF] Shakkthivel | Simultaneous determination of ascorbic acid and dopamine in the presence of uric acid on ruthenium oxide modified electrode[END_REF]. UA is the end product of purine catabolism in humans [START_REF] Carvalho | Uric acid disrupts hypochlorous acid production and the bactericidal activity of HL-60 cells[END_REF] and it's abnormal concentration levels indicates some diseases, such as gout disease, hyperuricemia and Lesch-Nyhan syndrome [START_REF] Wang | Neurotransmitter and psychostimulant recognition by the dopamine transporter[END_REF]. Therefore, it is essential for the diagnosis of these diseases to detect DA, AA and UA levels in human physiological fluids. The three main methods to detect the level of these compounds in body fluids are liquid chromatography [START_REF] Wang | Electrochemical sensing and biosensing platform based on biomass-derived macroporous carbon materials[END_REF], capillary electrophoresis [START_REF] Herrasti | Electrochemical detection of dopamine using streptavidin-coated magnetic particles and carbon nanotube wiring[END_REF] and fluorescence spectroscopy [START_REF] Ebru Seçkin | Flow injection fluorescence determination of dopamine using a photo induced electron transfer (PET) boronic acid derivative[END_REF]. However, these techniques are associated with sample pretreatment, which requires a long time. Electrochemical sensors have numerous advantages thanks to the direct measurement without sample treatment, high sensitivity, fast response, low cost and could achieve the simultaneous detection of many compounds [START_REF] Qi | Determination of ascorbic acid, dopamine, and uric acid by a novel electrochemical sensor based on pristine graphene[END_REF][START_REF] Kimmel | Electrochemical Sensors and Biosensors[END_REF]. Thus DA, AA and UA are highly electroactive molecules able to give electrochemical responses directly associated with their amount in complex samples [START_REF] Peik-See | Simultaneous Electrochemical Detection of Dopamine and Ascorbic Acid Using an Iron Oxide/Reduced Graphene Oxide Modified Glassy Carbon Electrode[END_REF][START_REF] Florescu | Tyrosinase-Based Biosensors for Selective Dopamine Detection[END_REF] .

However, the main problem of electrochemical detection of these compounds is their redox potential of oxidation, which takes place in a similar range on classical unmodified electrode preventing their simultaneous detection [START_REF] Du | Novel graphene flowers modified carbon fibers for simultaneous determination of ascorbic acid, dopamine and uric acid[END_REF]. In addition, many other redox-active molecules present in the fluids sample could interfere and reduce the selectivity of the sensors [START_REF] Zhang | Electrochemical sensing platform based on the biomass-derived microporous carbons for simultaneous determination of ascorbic acid, dopamine, and uric acid[END_REF].

Another problem for the detection of these analytes is the variation of their concentrations in biological fluids, which depends on the nature of the biomolecules and the diseases. Thus, a very low concentration of DA in the nanomolar range exists in the extracellular fluid for patients suffering from Parkinson's disease and it varies from 0.01 to 1 µM for a healthy individual [START_REF] Venton | Realtime decoding of dopamine concentration changes in the caudate-putamen during tonic and phasic firing[END_REF]. However, the other molecules such as AA and UA in extracellular fluids are present with high concentrations level in healthy individuals in about µM to mM range.

Therefore, the simultaneous determination of these biomolecules with a good peak-to-peak separation, a good selectivity and a large liner range remained a challenge. The design of sensors for selective determination depends heavily on the nature of electrode surface used for the detection process. In this respect, a large number of materials have been applied for selective detection as shown in the review [START_REF] Si | Recent Advances in the Detection of Neurotransmitters[END_REF]. However, they suffer from major drawbacks such as the complicated electrode fabrication process, instability and selectivity for simultaneous detection of the various biomolecules in complex media. In this context, the use of conducting organic polymer as a sensing material is another common practice in the field of sensors. This is related to their properties such as, electrochemical activity, the ease of synthesis, large specific surface area and high stability [START_REF] Gracia | Polymers with redox properties: materials for batteries, biosensors and more[END_REF][START_REF] Moon | Conducting polymer-based electrochemical biosensors for neurotransmitters: A review[END_REF]. Various conducting polymers have been used for DA detection such as Poly(o-anisidine) [START_REF] Sangamithirai | Fabrication of neurotransmitter dopamine electrochemical sensor based on poly(o-anisidine)/CNTs nanocomposite[END_REF], polypyrrole [START_REF] Harley | The selective detection of dopamine at a polypyrrole film doped with sulfonated β-cyclodextrins[END_REF], polyaniline [START_REF] Feng | Polyaniline/Au Composite Hollow Spheres: Synthesis, Characterization, and Application to the Detection of Dopamine[END_REF]. The conductivity of these materials enhances signal transduction of biomolecule but some challenge stills in selectivity. To improve selectivity other functionalities could be added by the modification of polymers or by their association with other materials. It' has been demonstrated that materials bearing negative charges and having an anionic form improve the selectivity of the sensors, prevent non-specific interaction [START_REF] Chandra | Investigation on the downregulation of dopamine by acetaminophen administration based on their simultaneous determination in urine[END_REF] and enlarge the separation peaks between AA, DA and UA through electrostatic interaction [START_REF] He | CVD graphene incorporating polymerized Lcysteine as an electrochemical sensing platform for simultaneous determination of dopamine and ascorbic acid[END_REF][START_REF] Mathew | Direct electrochemical reduction of hematite decorated graphene oxide (α-Fe2O3@erGO) nanocomposite for selective detection of Parkinson's disease biomarker[END_REF]. Also redox molecules such as ferrocene modified nanomaterials give excellent electrocatalytic activity toward the oxidation of DA [START_REF] Kamyabi | Electrocatalytic oxidation and determination of nitrite on carbon paste electrode modified with oxovanadium(IV)-4-methyl salophen[END_REF]. Consequently, combining various properties in one material with easy production can be a challenge for the simultaneous detection of the three biocompounds in a complex sample.

Here we describe a redox conducting polymer based on poly(para-phenylene) (PPP)

bearing ferrocene (Fc) and carboxylic acid (Ac) as functional groups in side chains (Fc-ac-PPP) (Figure 1) which could provide a good surface for the simultaneous and selective detection of DA, AA and UA. This polymer presents a conjugated surface arising from aromatic ring, high conductivity and catalytic properties arising from ferrocene redox molecules and carboxylic acid groups attached in lateral position that provide electroactive and anionic surface. The design of electrochemical sensor for the individual and the simultaneous detection of DA, AA and UA based on Fc-ac-PPP modified Au electrode has been achieved. The sensor design is made by drop-casting of organic soluble polymer and the detection followed through electrochemical measurements with Cyclic Voltammetry (CV), Differential Pulse Voltammetry (DPV), and chronoamperometry (CA) in both PBS and biological fluid such as urine and human serum samples.

Insert Fig. 1 2. Experimental

Reagents and materials

Reagents

The poly(p-phenylene) (PPP) modified with ferrocene groups (Fc), as side chains (Fc-PPP) has been synthesized and characterized by NMR and FTIR as described previously [START_REF] Bizid | Investigations of poly(p-phenylene) modified with ferrocene and their application in electrochemical DNA sensing[END_REF],

the poly(p-phenylene) (PPP) modified with ferrocene groups (Fc) and carboxylic acids (Ac) as functional groups in side chains (Fc-ac-PPP) has been prepared by the alkaline hydrolysis of the Fc-PPP and confirmed by FTIR spectra as described previously [START_REF] Bizid | Direct Electrochemical DNA Sensor based on a new redox oligomer modified with ferrocene and carboxylic acid: Application to the detection of Mycobacterium tuberculosis mutant strain[END_REF]. ) were made fresh before use each 2 days and storing at 4 °C for the second use. All solutions were prepared using deionized water produced by milli-Q water system. All other chemicals were of analytical grade and used without further purification.

Chloroform

Instrumentation

Electrochemical measurements were performed using an AUTOLAB PGSTAT 100 electrochemical analysis system controlled by NOVA software (Methrom). A three-electrode system was used with the bare Au (surface 2.01×10 -2 cm 2 ) or modified Au with Fc-PPP or Fcac-PPP polymers were used as the working electrode; an Ag/AgCl (3 M KCl) was used as reference electrode and platinum wire as counter electrode. The three-electrode cell was purchased from Sigma-Aldrich (France). The analyses were performed by cyclic voltammetry (CV), differential pulse voltammetry (DPV) and chronoamperometry (CA). The modified Au electrode is normally placed in a 0.1 M phosphate buffer solution (PBS (0.1 M), pH=7)

containing target species such as DA, AA and UA and then simply followed by fixing or scanning the potential. All experiments were conducted at ambient temperature (25 ± 0.1 °C).

The Au electrode was polished before each experiment.

Cyclic voltammetry (CV) analysis were realized in PBS (0.1 M, pH=7) with scan rate 50 mVs -1 .

Differential pulse voltammetry (DPV) measurements were carried out, with pulse height = 2.5 mV, pulse width = 100 ms, step height = 5 mV, step time = 500 ms, and scan rate = 10 mV s -1 .

Chronoamperometry (CA) detection of AA, DA and UA were performed in stirring PBS, with the potential set at -0.26 V, 0.17 V and 0.52 V respectively.

Surface preparation and modification

Before the analysis, in order to improve the adhesion of the Fc-PPP and Fc-ac-PPP polymers on the electrode surface, the gold substrates were cleaned with acetone in an ultrasonic bath for 10 min and dried under nitrogen flow. Then the electrode was activated by electrochemical oxidation and reduction in 0.5 M H 2 SO 4 aqueous solution by applying a potential range from -0.2 V to 1.9 V at a scan rate of 100 mVs -1 . After a thorough rinsing with distilled water, the gold surfaces were dried under nitrogen flow before electrochemical measurements. The Fc-ac-PPP and Fc-PPP solutions have been prepared by dispersing 5 mg of each polymer in 1.5 mL CHCl 3 , and ultra-sonicated for 30 min. The gold surface, after polishing steps, was dropped with an optimum amount of 5 µl Fc-ac-PPP or Fc-PPP solution as optimized previously [START_REF] Bizid | Direct Electrochemical DNA Sensor based on a new redox oligomer modified with ferrocene and carboxylic acid: Application to the detection of Mycobacterium tuberculosis mutant strain[END_REF] followed by a drying step under ambient temperature during 30 min. After the evaporation of the volatile solvent, the modified gold surface was then rinsed with distilled water to remove non-attached molecules.

Results and Discussion

The electrochemical properties of Fc-PPP and Fc-ac-PPP have been characterized by CV (see SI.1.1, Figure S1). An increase of the redox peak of Fc-ac-PPP compared to Fc-PPP has been observed. These results have demonstrated that adding carboxylic acid functionalities on the backbone of Fc-PPP enhanced it's conductivity and charge transfer coming from both redox center and π-conjugated aromatic backbone.

Electrochemical activity of DA, AA and UA on various modified surfaces

DPV of the various compounds at a concentration of normal level in healthy body (10 - 5 M DA, 10 -3 M AA, 10 -3 M UA) have been analyzed individually and in mixture at bare Au, Au/Fc-PPP and Au/Fc-ac-PPP (Figure 2). As can be seen in Figure 2A, the Ipa of DA at Au/Fc-PPP (Curve b) and Au/Fc-ac-PPP (Curve c) were 1.5 and 3 times higher than that bare Au (Curve a) which indicates that both polymers are very suitable for DA sensing. In Figures 2B and2C , we have observed that Ipa of AA and UA at Fc-PPP (curves b) is higher than that Au and Fc-ac-PPP (curves a and c) which indicates that Fc-PPP is more active for AA and UA sensing than the other electrodes. It is obvious that DA, AA and UA biomolecules with different structures have different interaction modes on the Au/Fc-PPP and Au/Fc-ac-PPP surfaces, which make it possible to realize the goal for simultaneous determination of AA, DA and UA. In order to clearly show the ability of the electrodes for the simultaneous determination of AA, DA and UA, the DPV results obtained in the co-existence system of AA, DA and UA are shown in Figure 2D. At bare Au (curve a), the oxidation peaks of DA and UA show a broad overlapped peak at 370 mV so that the simultaneous detection of AA, DA and UA at Au electrode is impossible [START_REF] Xiao | Hollow nitrogen-doped carbon microspheres pyrolyzed from self-polymerized dopamine and its application in simultaneous electrochemical determination of uric acid, ascorbic acid and dopamine[END_REF]. At Au/Fc-PPP (curve b), we observed an increase of the peaks intensities of AA, DA and UA compared to Au electrode, however Au/Fc-PPP still incapable to discriminate between DA and UA peaks. Consequently, Fc-PPP polymer can not be used as a platform for the simultaneous detection of the three biomolecules. In contrast, Au/Fc-ac-PPP (curve c) depicts a very well-defined redox signals with intense peaks currents for each analyte compared with bare Au and Au/Fc-PPP. The peaks potentials at about -262 mV, 177 mV, and 526 mV are for AA, DA and UA respectively and peaks separations for AA-DA and DA-UA are 439 mV and 349 mV, respectively, which are superior to that of the previously reported works (Table 1). These results affirm that Au/Fc-ac-PPP not only enhances the peaks currents of AA, DA and UA, but also favorably enlarges the peak separation when they are in mixture. Therefore, the catalytic current as well as the simultaneous detection of AA, DA and UA in mixture are enhanced by the presence of both carboxylic acid and ferrocene on the poly(para-phenylene).

Insert Fig. 2 

Effect of pH and scan rate in the response of both polymers

The composition of the supporting electrolytes and pH plays an important role in proton transfer at electrode-solution interface, which in turn can alter the adsorption phenomenon and the kinetics of the charge transfer process at the electrode surface.

Therefore, the effect of various PBS buffers with pH ranges from 4 to 9 have been investigated for the redox process of DA, AA and UA on Au/Fc-PPP and Au/Fc-ac-PPP electrodes (Figure S2). Using figure S2, we have plotted the Ipa variations of AA, DA and UA oxidation versus the different pH ranges using Au/Fc-PPP and Au/Fc-ac-PPP electrodes (Figures 3A, 3C and3E). Concerning the DA, it can be seen in Figure 3A that Au/Fc-ac-PPP (curve b) leads to a higher peak current intensity of DA than the surface modified with Au/Fc-PPP (curve a) in all over pH range. This result could suggest that the acid groups in Au/Fcac-PPP are investigated during redox process of DA favoring its diffusion on the surface due probably to electrostatic interaction with the surface. On the contrary, for AA and UA, Figures 3C and3E, show that Au/Fc-PPP (curves a) depicts a higher peak current intensity for their oxidation than Au/Fc-ac-PPP (curves b) electrode in all over pH range. Thus, the anionic charge provided by acid group disfavors the electrochemical behavior of the two compounds compared to the non-anionic surface.

These results can be a good explanation for the ability of Fc-ac-PPP to separate DA, AA and UA peaks oxidation when they are in ternary mixture, because it demonstrates the importance of COOH groups in the Fc-ac-PPP polymer which not only enhances the conductivity of the polymer but also it realizes the electrostatic interaction with the three biomolecules.

Therefore, Fc-ac-PPP will be used in the following work with the aim to detect simultaneously DA, AA and UA.

Using Au/Fc-ac-PPP electrode (curves b), we have observed in Figure 3A that the best pH for DA peak oxidation is equal to 7, however for AA and UA (Figures 3C and3E) the best pH for their oxidation peaks can be observed to be between 7 and 8. Consequently, considering that the physiological pH is around 7, pH=7 will be optimized and fixed for all the rest of our work.

In order to highlight the number of electrons and protons involved during the oxidation of AA, DA and UA. We have plotted E pa variations of AA, DA and UA peaks oxidation versus the different pH ranges using Au/Fc-PPP and Au/Fc-ac-PPP electrodes (Figures 3B, 3D and3F). For DA, it can be seen in Figure 3B that the E pa varies linearly with the pH over the range 4-9. The corresponding linear regression equation for Au/Fc-PPP and Au/Fc-ac-PPP are expressed respectively as E pa (pH)= -0.0392 pH + 0.4821, E pa (pH)= -0.0473 pH + 0.5455 with a coefficient regression of R 2 value of 0.9883 and 0.9806 respectively. The slope of the regression equation corresponding to the Au/Fc-ac-PPP electrode is close to the expected Nernstian theoretical value of 59.1 mV/pH which indicates equal number of electrons and protons transfer process, therefore two protons and two electrons were involved in oxidation process [START_REF] Lian | Simultaneous determination of ascorbic acid, dopamine and uric acid based on tryptophan functionalized graphene[END_REF]. However for AA (Figure 3D), its oxidation potential does not change all over pH range using Au/Fc-ac-PPP (curve b). The same behavior was observed for UA (Figure 3F) over the range 6-9, but its oxidation potential varies linearly only with the pH over the range 4-6 with a linear regression equation of E pa (pH)= -0.0265 pH + 0.6585 (R 2 =0.8398) (curve b). The unchangeable oxidation potential of AA and UA using Fc-ac-PPP could be related to the low proton transfer at this pH range due to the low pKa of these compounds. For Fc-PPP polymer, the oxidation potentials of AA and UA varies linearly with the pH only over the range 6-9 (Figures 3D and3F). Their linear regression equations stated respectively as E pa (pH)= 0.0158 pH -0.4332 (R 2 =0.9964), E pa (pH)= -0.0447 pH + 0.7794 (R 2 =0.9338) respectively (curves a).

Insert Fig. 3 The effect of scan rate on CV and DPV responses of DA, AA and UA at Au/Fc-ac-PPP has been investigated to demonstrate the kinetics of the electrochemical reaction process (Figure 4A, 4B and4C). The linear relationships of the peak current versus scan rate (Figures 4a1, 4b1 and4c1) and versus square root of the scan rate (Figures 4a2, 4b2 and4c2) from 10 mVs -1 to 100 mV s -1 has been built. For each analyte, we have observed that the regression coefficient (R 2 ) value for the dependence of oxidative peak current on the scan rate [I pa (µA)=f (V(mVs -1 ))] is higher compared to the square root of scan rate [I pa (µA)=f (√V(mVs -1 ) 1/2 )].

Consequently, the electrochemical behavior of AA, DA and UA at Au/Fc-ac-PPP is electron transfer controlled process rather than diffusion. The same behavior has been demonstrated previously with carbon paste electrode (CPE) surface modified with the layer double hydroxide (LDH) and carbon quantum dots (CQD) (LDH / CQD/CPE) for metronidazole determination in which a better correlation coefficient was obtained for the dependence of reductive peak current on the scan rate (R 2 = 0.9927) compared to the square root of scan rate (R 2 = 0.95) [START_REF]A novel electrochemical sensor based on LDH / CQD @ Carbon paste electrode for voltammetric determination of metronidazole in real Samples[END_REF].
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Simultaneous determination of DA, AA and UA at Au/Fc-ac-PPP

The electrochemical activity of Au/Fc-ac-PPP electrode provides a substantial basis for simultaneous determination of AA, DA and UA. In the following measurements, the concentration of the target biomolecule was only changed, while concentrations of the other two biomolecules were kept constant (Figures 5A, 5C and5E). We have observed that the electrochemical response of the target biomolecule increased linearly with the increase of its added concentration, while those of the other two biocompounds remain unchanged indicating selectivity of the modified electrode. The linear relationships between peak currents and concentrations of the three biomolecules are exhibited in Figures 5B, 5D and 5F. From these curves, a linear regression equations have been obtained with high coefficient regression. The detection limits (LOD) have been calculated based to signal to noise ratio S/N=3 and taking into account the standard deviation obtained for blank test with 3 repetitive measurements.

LODs are found to be 3×10 -10 M, 1.68×10 -8 M and 1.03×10 -8 M for the DA, AA and UA, respectively. These results strongly demonstrate that DA, AA and UA can be determined selectively and sensitively at the proposed sensor in their ternary mixture. In addition, it should be noted that the above analytical characteristics for the determination of the DA in the mixture of AA and UA at the Au/Fc-ac-PPP are nearly the same with that obtained in a solution only containing DA (see SI.1.3, Figure S3), confirming that AA and UA didn't affect the detection measurement.

Insert Fig. 5 3.4. Analytical performance

Measurement by chronoamperometry (i-t) (CA)

Chronoamperometric measurement is a powerful method to evaluate the response time as well as the sensitivity of the sensor. This method has been used for the individual detection of DA, AA and UA by selecting working potentials of each biomolecule on Au/Fc-ac-PPP.

All measurements have been made in stirred PBS and different concentrations for each target biomolecule have been added at steady intervals of 60 s. The amperometric current-time plots of DA, AA, and UA at the Au/Fc-ac-PPP are displayed in Figure 6. We have observed that the current signal rose rapidly with each addition of the target analyte, then reaching a steadystate current within 4 s (Figures 6A, 6C and6E). These results indicate a fast oxidation response behavior and a high sensitivity of the sensor to small changes in the concentration of the target biomolecule. A good linear relationship between the peak current and logarithm scale of the added concentration have been obtained for the three biomolecules (Figures 6B, 6D and 6F). Thus, detection limit of DA, AA and UA calculated from their calibration curves have been found to be 1.17×10 -10 M, 1.11×10 -8 M and 1.01×10 -8 M respectively. These LODs values are almost the same as previously in the case of the DPV.

Comparing the sensing performances of the Au/Fc-ac-PPP to other reported electrochemical sensor systems (Table 1), Au/Fc-ac-PPP sensor presents the lowest LOD for DA, the larger linear range for its detection and the higher peak to peak separation between AA-DA and DA-UA. Other advantages of the proposed sensor were that, in our work, DPV as well as chronoamperometry could be used to follow the presence of these biocompounds. Moreover, our fabrication method is based only on drop-casting and drying which is more facile and less time consuming than other methods. Insert Fig. 6 

Selectivity, reproducibility, reusability and stability

Interference study of the proposed sensor towards the DA is an essential parameter in electrocatalysis. As discussed above, we have demonstrated that AA and UA do not influence the detection of DA. Therefore, it is necessary to test the interference of other different kinds of ions and biological molecules that coexist in the biological sample along with the DA and could cause interference during the detection. The impact of 10 -3 M of KCl, NaCl, NH 4 Cl, glucose, glycine and citric acid on the detection of different concentrations of DA has been investigated using Chronoamperometry (Figure 7A). It was clearly seen a well-marked amperometric signal for each addition of DA concentration, whereas no response was observed for any interfering molecule. This result proves that Au/Fc-ac-PPP displays outstanding anti-interfering behavior.

To test the reproducibility of the sensor, thirty Au/Fc-ac-PPP electrodes have been prepared independently and their peak currents for AA, DA and UA mixture have been investigated (Figure 7B). No significant change in the oxidation peak current of the three bioanalytes was observed as evident by the low relative standard deviation (RSD) for AA, DA and UA, which are 0.81%, 0.90% and 1.02% respectively. This result suggests the appreciable reproducibility of the proposed Au/Fc-ac-PPP.

The regeneration of the Au/Fc-ac-PPP sensor has been also investigated. CV of Au/Fc-ac-PPP in PBS before (curve a) and after regeneration (curve b) has been studied. The regeneration has been realized by removing the adsorbed DA at the modified surface by sonication in PBS for 6 min (30 Watts, Ultrasonic bath). The Au/Fc-ac-PPP in the presence of 10 -5 M of DA before (curve c) and after regeneration (curve d) has been also studied (Figure 7C). Results show that after regeneration, the sensor retained almost 100 % of its signal towards DA oxidation (curve d), which proves the excellent reusability of the sensor.

For a practical application, the stability of the sensor is of great importance. Therefore, the storage stability and shelf life of Au/Fc-ac-PPP electrodes were investigated by storing sensor at room temperature and monitoring the peak current change of AA, DA and UA every 7 days for one month (Figure 7D). After each measurement, the sensor was regenerated by sonication in PBS for 6 min to remove the adsorbed bioanalytes on the surface of the Fc-ac-PPP polymer. Then the sensor was kept at room temperature (~28 0 C) until the next use.

Results show that AA, DA and UA retained 88.30%, 94.35% and 99.70 % respectively of their initial current response after 28 days. This result proves that Au/Fc-ac-PPP has a very good stability and shelf life. Insert Fig. 7 

Determination of DA in Biological fluids

The accuracy of the present methodology have been also investigated by applying it for the detection of DA in biological fluids firstly in urine samples and then in human serum samples.

Real sample assay in spiked urine sample

Urine bought from sigma Aldrich is devoid of DA. The urine sample was diluted 100 times with 0.1 M PBS (pH 7.0) before the measurement to avoid the interferences of the real samples matrix [START_REF] Liu | A double signal amplification platform for ultrasensitive and simultaneous detection of ascorbic acid, dopamine, uric acid and acetaminophen based on a nanocomposite of ferrocene thiolate stabilized Fe3O4@Au nanoparticles with graphene sheet[END_REF]. No other pretreatment process has been performed. Then a certain amount of DA (10 -4 µM, 10 -3 µM, 0.01µM, 0.1 µM and 1 µM) have been added into the diluted sample and then detected. The electrochemical measurement was performed using chronoamperometric method by applying a fixed potential corresponding to the oxidation of DA on Au/Fc-ac-PPP (Figure 8A). The analytical results have been resumed in Table 2 and the recovery is found in the range of 97 % to 104% with RSD < 7 % indicating the respectable reliability and applicability of the Au/Fc-ac-PPP for the determination of DA in urine sample. Further, to investigate the feasibility of our sensor and to rule out the interference effect, the same series of known concentrations of DA have been spiked into the diluted urine sample enriched with 10 -3 M of AA and UA (Figure 8B). The same recovery values have been achieved for both urine samples with or without the interference compounds (Table 2). These results also prove that high content of AA and UA in urine samples didn't affect DA detection. Insert Fig. 8 

Determination of DA in human serum sample

The serum samples taken by healthy individuals have been centrifuged and then diluted to 4 times by PBS 0.1 M (pH 7.0) to reduce the matrix effect [START_REF] Rafati | Simultaneous determination of ascorbic acid, dopamine, and uric acid using a carbon paste electrode modified with multiwalled carbon nanotubes, ionic liquid, and palladium nanoparticles[END_REF][START_REF] Wang | Highly selective and sensitive determination of dopamine using a Nafion/carbon nanotubes coated poly(3methylthiophene) modified electrode[END_REF][START_REF] Sajid | Chemically modified electrodes for electrochemical detection of dopamine in the presence of uric acid and ascorbic acid: A review[END_REF]. No other pretreatment process was performed. To ascertain the correctness of the result, the standard addition method has been applied and different concentrations of DA have been added in the diluted serum sample, then the redox signal has been measured (Figure 9A). Before adding any concentrations of DA, the DPV voltammogram shows that the diluted serum present several anodic peaks, which are identified by the method of standard additions. The potential peaks recorded at -0.24 V, 0.16 V, and 0.48 V correspond respectively to AA, DA and UA oxidation. As can be seen, the different additions of DA cause an increase in the peak current of the introduced analyte and a small decrease in the current of the other peaks. Then calibration curve for DA oxidation has been built and it shows linear variation where the properties allow the determination of the DA value present in plasma sample (Figure 9B). The Standard addition method allows the determination of the initial concentration in the diluted serum [START_REF] Florescu | Tyrosinase-Based Biosensors for Selective Dopamine Detection[END_REF][START_REF] Yi | Background removal in soil analysis using laser-induced breakdown spectroscopy combined with standard addition method[END_REF]. This concentration has been found to be 3.1 μmol/L. These results were in accordance with those obtained by the HPLC method [START_REF] Loh | Phaeochromocytoma: a ten-year survey[END_REF] and it consistent with normal physiological concentrations for healthy people [START_REF] Yan | Synergetic catalysis based on the proline tailed metalloporphyrin with graphene sheet as efficient mimetic enzyme for ultrasensitive electrochemical detection of dopamine[END_REF][START_REF] Wang | Non-covalent iron(III)-porphyrin functionalized multi-walled carbon nanotubes for the simultaneous determination of ascorbic acid, dopamine, uric acid and nitrite[END_REF]. In addition, It can be seen from Table 3 that the recovery is found in the range of 93 % to 100% with RSD < 6 % indicating the respectable reliability and applicability of the Au/Fc-ac-PPP for the determination of DA in serum sample even with the presence of AA and UA. Insert Fig. 9

Conclusion

In this work, we have successfully designed an electrochemical sensor based on poly(para-phenylene) bearing in side chain position ferrocene and carboxylic acid and demonstrating that such polymer presents the most important properties for catalytic detection of biomolecules such DA, AA, UA. The electrochemical characterization of the polymer with and without carboxylic acid highlighted the importance of the existence of carboxylic acid, which largely enhances the conductivity and the electroactive properties and then the electrocatalytic properties towards AA, DA and UA oxidation. The sensor has better figures of merit for the simultaneous determination of AA, DA and UA with a low detection limit of 0.31×10 -9 M, 1.68×10 -8 M and 1.03×10 -8 M for DA, AA and UA respectively. The Au/Fc-ac-PPP sensor exhibits high selectivity for DA, long-term stability (1 month) and excellent reusability. In addition, the proposed sensor has demonstrated it's applicability for the determination DA in real samples (urine samples and human serum samples) with satisfactory results even with the presence of AA and UA concentrations.

The use of human serum samples for research was approved by the Ethics Committee of clinical laboratory of Sahline hospital, Sahline, Tunisia. 

Figure 1 .Figure 2 .

 12 Figure 1. Chemical structure of (A) poly(para-phenylene) modified by ferrocene group (Fc-PPP), (B) poly(para-phenylene) modified by ferrocene and carboxylic acid groups (Fc-ac-PPP).

Figure 3 .

 3 Figure 3. Effect of pH solution on (A, C and E) the peak current and (B, D and F) the peak potential respectively at (a) Au/Fc-PPP and (b) Au/Fc-ac-PPP modified electrodes analyzed in presence of (A, B) 10 -5 M DA, (C, D) 10 -3 M AA, (E, F) 10 -3 M UA.

Figure 4 .

 4 Figure 4. CV and DPV curves of Au/Fc-ac-PPP in 0.1 M PBS containing (A) 10 -5 M DA, (B) 10 -3 M AA and (C) 10 -3 M UA at various scan rates from 10 to 100 mV/s, and the corresponding plots of (a1, b1 and c1) peak current versus scan rate and (a2, b2 and c2) peak current versus square root of scan rate

Figure 5 .Figure 6 .

 56 Figure 5. DPVs of Au/Fc-ac-PPP electrode in 0.1 M PBS pH 7.0 containing (A) 10 -3 M AA, 10 -3 M UA and DA in different concentrations (0 M, 10 -9 M, 10 -8 , 10 -7 , 10 -6 ,10 -5 M); (C) 10 -5M DA, 10 -3 M UA and AA in different concentrations (0 M, 10 -7 ,10 -6 ,10 -5 ,10 -4 , 10 -3 M); (E) 10 -3 M AA, 10 -5 M DA and UA in different concentrations (0 M,10 -7 ,10 -6 ,10 -5 ,10 -4 , 10 -3 M).Calibration curves of (B) DA, (D) AA and (F) UA

Figure 7 .

 7 Figure 7. (A) Amperometric (i-t) curve obtained for Au/Fc-ac-PPP upon addition of interference sources, including 1mM KCl, 1mM NaCl, 1mM NH 4 Cl, 1mM glucose, 1mM citric acid, 1mM glycine, at applied potential of 0.17 V. (B) DPV curves of 10 -3 M AA, 10 - 5 M DA and 10 -3 M UA in 0.1 M PBS (pH 7.0) obtained with various measurements. (C) CV at Au/Fc-ac-PPP in (a, b) PBS and in (c, d) PBS containing 10 -5 M DA (a, c) before and (b, d)

Figure 9 .

 9 Figure 9. (A) DPV response of Au/Fc-ac-PPP obtained in diluted serum before and after addition of successive concentrations of DA (0M, 10µM, 20µM, 30µM, 40µM and 50 µM). (B) The standard addition plot measured for the DA concentration in diluted serum sample with normalized current changes (∆I = I -I 0 ⁄I 0 , where I 0 is the initial current and I is the instantaneous current), the intersection of the curve with the abscissa axis allows calculating the initial value of DA present in sample.

Table 1 .

 1 Comparison of the sensing characteristics of the proposed sensor with some others developed with various modified electrodes for determination of dopamine in mixture of DA.

	Sensor	Linear range (μM)	LOD (μM)	DA in real samples	AA-DA (V)	DA-UA (V)	References
	Au/PEI/rGO	0.05-1	0.05	meat	-	-	[42]
	C-SPE						
	(4mm)/SWCNT	0.1-5	0.002	urine	0.07	-	[12]
	wiring of MP (1m)						
	Au/Gr-AuAg	0.3-300	0.205	PBS	0.19	0.12	[43]
	CILE/SnO2-GR	0.5-500.0	0.13	urine	-	0.17	[44]
	CILE/GR/DNA	0.1-10 3	0.027	human urine	0.14	-	[11]
	GCE/Au@Pd-RGO 0.01-100	0.002	human urine	0.17	0.16	[45]
	CPE/CD-β-S	0.5-500	0.133	-	0.16	0.10	[46]
	PCF	0.1-9.8	0.04	human urine	0.12	0.15	[47]
	GO/TmPO 4 /GCE	2-20	0.785	human urine	0.18	0.13	[48]
	AuNPs@GO/PPy/C FP	0.2-60	0.115	human urine	0.18	0.12	[49]
	MnO 2 NFs/NG	0.1-10	0.039	human serum	-	0.154	[50]
	Au/Fc-ac-PPP	0.001-1	0.0003	urine and human serum	0.43	0.34	This work

Table 2 :

 2 Evaluation of DA in urine samples using the Au/Fc-ac-PPP modified electrodes (number of sample 3). The first serial is urine and second is urine enriched with AA 10 -3 M and UA 10 -3 M.

Table 3 :

 3 Evaluation of DA in human serum sample using the Au/Fc-ac-PPP modified

	electrodes (number of sample 3)

Sample Determined concentration of DA in diluted serum (µM) Added (µM) Found (µM) Recovery (%) RSD (%)

  

	Sample		Added (µM)	Found (µM)	Recovery (%)	RSD (%)
			10 -3	10 -3	100.00	5.25
	Urine sample	10 -2 10 -1	1.03 10 -2 1.02 10 -1	103.00 102.00	1.10 1.00
			1	1.02	102.00	0.35
			10 -3	1.1 10 -3	104.00	6.58
	Urine enriched with 10 -3 M AA and 10 -3 M AU	10 -2 10 -1	9.7 10 -3 9.79 10 -2	97.00 97.90	2.00 5.52
			1	1.02	102.00	1.14
				10.00	12.17	90.70	5.15
				20.00	22.12	95.10	2.43
	Diluted Serum sample	3,1		30.00 40.00	31.12 43.11	93.40 100.02	1.44 1.00
				50.00	53.22	100.20	1.56

, 10 -3 M) in 0.1 M PBS (pH 7.4) under stirring. Working potentials were 0.17 V, -0.26V ,
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