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Introduction

The aim today in the domain of medical research and health care is the use of nanotechnology for design of fast, efficient and quantitative diagnosis of biological substances to manage diseases and propose efficient therapy. In this context, the human body contains plenty of biological molecules in which their monitoring concentrations is crucial to disease screening. Dopamine (DA) is one of the important biological neurotransmitters in the mammalian central nervous system for message transfer [START_REF] Lin | Simultaneous determination of dopamine, ascorbic acid and uric acid at poly (Evans Blue) modified glassy carbon electrode[END_REF]. The concentration of dopamine in the human body is low and it was found between 0.01µM-1µM [START_REF] Huang | Simultaneous electrochemical determination of dopamine, uric acid and ascorbic acid using palladium nanoparticle-loaded carbon nanofibers modified electrode[END_REF]. However, when it becomes lower than this value, it may result in neurological disorders, such as Parkinson's disease and schizophrenia [START_REF] Huang | Electrospun Carbon Nanofibers Decorated with Ag-Pt Bimetallic Nanoparticles for Selective Detection of Dopamine[END_REF]. Nomal level of AA is in mM range and high level of AA can cause gastric irritation, and its metabolites can lead to renal issues, while the deficiency of AA is responsible for the illness scurvy [START_REF] Bilal | Highly Selective and Reproducible Electrochemical Sensing of Ascorbic Acid Through a Conductive Polymer Coated Electrode[END_REF][START_REF] Pakapongpan | Highly selective electrochemical sensor for ascorbic acid based on a novel hybrid graphene-copper phthalocyanine-polyaniline nanocomposites[END_REF]. In the case of UA is the primary final product of purine metabolism to normal concentration in serum is 0.2 to 0.5mM and the abnormal level of UA both in serum and urine is the symptom of series of diseases including gout, hyperuricemia, Lesh-Nyhan syndrome, hypertension, urolithiasis, kidney and cardiovascular diseases [START_REF] Ali | Paper-based selective and quantitative detection of uric acid using citrate-capped Pt nanoparticles (PtNPs) as a colorimetric sensing probe through a simple and remote-based device[END_REF]. Consequently, remarkable attention in biomedical and analytical investigations has been investigated in the design of rapid, sensitive, selective, and quantitative method for direct detection of the coexistence of these neurotransmitters [START_REF] Fabregat | Selective Detection of Dopamine Combining Multilayers of Conducting Polymers with Gold Nanoparticles[END_REF]. The low concentration of DA in the extracellular fluid for illness patient and high in healthy one requires sensitive method able to detect these compounds in very large wide of concentration. Many methods have been used for the determination of DA, such as fluorescence quenching, mass spectrometry, and capillary electrophoresis. However most of these protocols are high-cost and they are time consuming [START_REF] Kim | Direct Detection of Tetrahydrobiopterin (BH4) and Dopamine in Rat Brain Using Liquid Chromatography Coupled Electrospray Tandem Mass Spectrometry[END_REF][START_REF] Habibi | Simultaneous Determination of Acetaminophen and Dopamine Using SWCNT Modified Carbon-Ceramic Electrode by Differential Pulse Voltammetry[END_REF] which limits their value in the case of rapid diagnosis. Electrochemical sensors are among the most convenient methods for the detection of dopamine due to their reliability for the rapid determination and their quantitative determination of the analyte [START_REF] Xue | Amperometric Detection of Dopamine in Human Serum by Electrochemical Sensor Based on Gold Nanoparticles Doped Molecularly Imprinted Polymers[END_REF][START_REF] Zhu | Electrochemical Detection of Dopamine on a Ni/Al Layered Double Hydroxide Modified Carbon Ionic Liquid Electrode[END_REF]. In addition, dopamine is an electroactive substance that makes electrochemical methods more suitable for its detection.

However, various others electroactive compounds could be present in extracellular media and interfere in their detection using electrochemical methods. The two others neurotransmitters ascorbic acid (AA) and uric acid (UA) coexist with a higher concentration (between 100 and 1000 times) than that DA in biological fluids for healthy people [START_REF] Kannan | Determination of nanomolar uric and ascorbic acids using enlarged gold nanoparticles modified electrode[END_REF]. These neurotransmitters have redox signal at the potentials range close to DA and makes individual detection of dopamine difficult.

Furthermore, these two neurotransmitters AA and UA are markers for illness [START_REF] Tian | Simultaneous determination of l-ascorbic acid, dopamine and uric acid with gold nanoparticles--cyclodextrin-graphene-modified electrode by square wave voltammetry[END_REF] when there are present at high level or very low level. Therefore, development of electrochemical system able for simultaneous detection of AA, DA and UA with sensitive and selective method for their determination in vivo analysis is subject of many researches [START_REF] Zhang | One-pot facile fabrication of graphene-zinc oxide composite and its enhanced sensitivity for simultaneous electrochemical detection of ascorbic acid, dopamine and uric acid[END_REF][START_REF] Prasad | A dual-template imprinted polymer-modified carbon ceramic electrode for ultra trace simultaneous analysis of ascorbic acid and dopamine[END_REF]. This could be obtained by modification of electrode with the materials or nanomaterials improving the sensitivity and preventing the overlapping. Various materials and nanomaterials have been studied for this purpose. Conducting polymers (CPs) with π-conjugated backbones have been widely used for enhancing the detection of AA, DA or UA due to their remarkable electronic properties [START_REF] Tang | Electrochemical synthesis of polyaniline in surface-attached poly(acrylic acid) network, and its application to the electrocatalytic oxidation of ascorbic acid[END_REF][START_REF] Zheng | Simultaneous determination of ascorbic acid, dopamine and uric acid using poly(4-aminobutyric acid) modified glassy carbon electrode[END_REF].

Electroactive polymers integrating redox system demonstrate to have catalytic effect that enhance the sensitivity toward AA, DA and UA detection [START_REF] Liu | A double signal amplification platform for ultrasensitive and simultaneous detection of ascorbic acid, dopamine, uric acid and acetaminophen based on a nanocomposite of ferrocene thiolate stabilized Fe3O4@Au nanoparticles with graphene sheet[END_REF][START_REF] Miodek | Streptavidin-polypyrrole Film as Platform for BiotinylatedRedox Probe Immobilization for Electrochemical Immunosensor Application[END_REF]. Electrodes modified graphene have been also demonstrated for simultaneous detection of AA, DA and UA [START_REF] Sun | The simultaneous electrochemical detection of ascorbic acid, dopamine, and uric acid using graphene/size-selected Pt nanocomposites[END_REF][START_REF] Su | Printed Combinatorial Sensors for Simultaneous Detection of Ascorbic Acid, Uric Acid, Dopamine, and Nitrite[END_REF]. This is related to their electronic properties, surface area as well as their ability of chemical interaction with such substrates. In addition, it' has been demonstrated that materials bearing negative charges and having an anionic form improve the selectivity of the biosensors, prevent non-specific interaction and enlarge the separation peaks between AA, DA and UA through electrostatic interaction [START_REF] Chen | Tuning Surface Charge and Morphology for the Efficient Detection of Dopamine under the Interferences of Uric Acid, Ascorbic Acid, and Protein Adsorption[END_REF][START_REF] Huang | Simultaneous electrochemical detection of dopamine and ascorbic acid at a poly(p-toluene sulfonic acid) modified electrode[END_REF].

The trends now are going for development of nanocomposite that can bring various functionality for improving electrochemical sensors. For example reduced graphene oxide combined with conjugated polymers and anionic polymer polysulfonic acid has been demonstrated as efficient electrochemical sensing of neurotransmitters [START_REF] Al-Graiti | Hybrid Graphene/Conducting Polymer Strip Sensors for Sensitive and Selective Electrochemical Detection of Serotonin[END_REF]. MoS2 nanospheres and polyaniline loaded on reduced graphene oxide were used for simultaneous detection of these neurotransmitters [START_REF] Li | Electrochemical sensor based on a three dimensional nanostructured MoS2 nanosphere-PANI/reduced graphene oxide composite for simultaneous detection of ascorbic acid, dopamine, and uric acid[END_REF].Detection limit in micro-molar range is generally obtained in these sensors and difference in oxidation potential are less than 200mV.

In this work we aim to develop sensor with enhanced electrochemical activity that improve sensitivity for electrochemical detection of small molecules without overlapping. Nanocomposite based on RGO warped with poly(para-phenylene) modified with ferrocene and acidic group was synthetized by simple methods and applied for simultaneous and individual electrochemical detection of AA, DA and UA. We demonstrate that the nanocomposite brings all the functionality for efficient electrochemical sensor for various neurotransmitters in large range and without overlapping. The RGO nanosheets provide high surface area and conducting surface favoring electron transfer ability, the redox system brings electrocatalytic activity, the anionic form prevents non-specific interaction and overlapping.

Materials and Methods

Reagents and instrumentation

The polymer intituled "poly(para-phenylene)" modified with Ferrocene and acidic group in his backbone (Fc-ac-PPP) has been synthesized and characterized according to the previously reported procedure [START_REF] Blili | Synthesis of a new p-conjugated redox oligomer: Electrochemical and optical investigation[END_REF][START_REF] Bizid | Direct Electrochemical DNA Sensor based on a new redox oligomer modified with ferrocene and carboxylic acid: Application to the detection of Mycobacterium Tuberculosis mutant strain[END_REF].

Gold electrode, graphene oxide (GO), Dimethylformamide (DMF), Ethanol, Phosphate Buffer Solution (PBS tablets), Ascorbic Acid (AA), Dopamine (DA), Uric Acid (UA) , potassium ferrocyanide ([Fe(CN)6]3-/4-), ruthenium hexamine ([Ru(NH3)6 2+/3+]) and urine samples were purchased from Sigma Aldrich (France).

The interfering substances used in this study were also purchased from Sigma Aldrich. Prior the measurements, the prepared PBS was purified by 0.22 µm syringe filters. All solutions were prepared using deionized water produced by milli-Q water system. All solutions were freshly prepared each day. The instrumentation are detailed in supplementary information

Synthesis of reduced graphene oxide (RGO)

The reduction of the graphene oxide (GO) to obtain reduced Graphene Oxide (CRGO) was made by the optimized chemical approach according the method described in the literature [START_REF] Ku Hnel | High-Quality Reduced Graphene Oxide Electrodes for Sub-Kelvin Studies of Molecular Monolayer Junctions[END_REF]. The reaction was performed in DMF at 80°C during 1h. After several centrifugation and washing step, the powder of CRGO was obtained.

Nanocomposite formation CRGO/Fc-ac-PPP

The nanocomposite was prepared by mixing Fc-ac-PPP polymer with CRGO in DMF followed by ultrasonication during 30 min to allow the attachment of the polymer on the surface of graphene nanosheets. To optimize the nanocomposite properties various ratio of CRGO/Fc-ac-PPP has been studied in order to obtain the nanocomposite with high electroactivity and electronic properties.

Therefore, hybrids with different mass ratio (0.1:5, 0.5:5, 1:5, and 2:5) were prepared.

For the sensor formation, gold surface, after polishing steps, was dropped with the nanocomposite CRGO/Fc-ac-PPP suspension followed by drying step under oven at 80°C for 45 min. The membranes based on the nanocomposite CRGO/Fc-ac-PPP with different mass ratio were characterized using CV and EIS to underline the best ratio for sensor application. Scheme 1:Chemical structure of the nanocomposite

Results and discussions

Characterization of CRGO/Fc-ac-PPP nanocomposite

The structure of CRGO was analyzed by XPS and FT-IR, CV and EIS measurements to underline the efficiency of reduction method. FT-IR spectra of GO shows various oxygen functionalities after reduction, various bands related to oxyganed species in GO disappears in the FT-IR spectrum of CRGO which confirm the deoxygenation of GO after reduction (See SI, Figure S1A). The same behavior is observed for XPS analysis. Reduction of GO removes the oxygen band as observed in XPS spectra (see SI 1; Figure S1B,C) where oxygen band was removed in carbon region for CRGO.

Electrochemical characterizations through CV and ESI show also improvement in electron transfer

ability demonstrating the restoring of aromatic system (See SI.1, Figure S2).

The nanocomposite formation CRGO/Fc-ac-PPP was obtained by mixing the CRGO and the soluble polymer in DMF. The association of the two materials could be obtained through the π-π staking interaction as demonstrated previously in the case of carbon nanotube [START_REF] Bizid | Direct E-DNA sensor of Mycobacterium tuberculosis mutant strain based on new nanocomposite transducer (Fc-ac-OMPA/MWCNTs)[END_REF]. SEMs image obtained of the surface modified with RGO, polymer and the nanocomposite show clearly the warping of graphene nanosheets with the polymer (see S2. Figure S3).

The study of ratio optimization was performed following redox signal of ferrocene in the nanocomposite by cyclic voltammery measurement of the redox ferrocene attached to the polymer and the electrical behavior through ESI (See SI. 2, Figure S4). Such analysis demonstrates that the optimum signal of redox ferrocene in the nanocomposite is obtained for 1: 5 ratio of CRGO/Fc-ac-PPP where high redox signal intensity was obtained (Figure S4A). ESI shows also a decrease of Nyquist semicircle related to charge transfer resistance (Figure S4B) demonstrating the efficient electron transfer ability of redox ferrocene in the membrane of nanocomposite.

Electrochemical Characterizations

When comparing the redox properties of electrode modified with polymers and nanocomposite with CV related to redox signal of attached ferrocene on the polymer, higher redox activity is obtained in the case of nanocomposite provided by surface area of graphene nanosheets (Figure 1A).

ESI demonstrates also decrease of diameter of semi-circle of Nyquist plot for electrode modified with nanocomposite compared to polymer (Figure 1B) corresponding to decrease of charge transfer resistance. This behavior demonstrates the efficient interaction of graphene and polymer thanks to various possibility of interaction obtained with graphene nanosheets. This could be through the π-π staking with aromatic ring or the ionic interaction from carboxylic side chain attached to the redox polymer.

Figure 1:

Electrochemical performance of the nanocomposite CRGO/Fc-ac-PPP was performed using two well-known redox systems, [Fe(CN)6] 3-/4-surface-sensitive redox marker "inner-sphere" and [Ru(NH3) ] 2+/3+ , outer-sphere redox marker which could give information in electronic properties of the nanocomposite and the density of electronic states (DOS) [START_REF] Mccreery | Advanced Carbon Electrode Materials for Molecular Electrochemistry[END_REF]. The kinetics of heterogeneous electron transfer (ks) of the redox markers were calculated within the polymer and nanocomposite.

Nicholson method based on the variation of the peak potential versus scan rate was used to calculate the ks using the dimensionless parameter ψ plotted versus scan rate (ν-1/2) [START_REF] Randviir | A cross examination of electron transfer rate constants for carbon screen-printed electrodes using Electrochemical Impedance Spectroscopy and cyclic voltammetry[END_REF] (see SI2, Figure S5). (△EP) shows decrease from 163.31 mV for the polymer to 87.39 mV for the nanocomposite, which highlights that the reversibility of redox system is improved in the case of nanocomposite. This behavior demonstrates the fast diffusion of the redox marker to the nanocomposite provided by graphene nanosheets. The calculated ks were found 5.4 10 -3 cm.s -1 and 6.4 10 -3 cm.s -1 for surfaces modified with Fc-ac-PPP and CRGO/Fc-ac-PPP respectively.

Figure 2:

In the case of CVs obtained with [Ru(NH3)] 2+/3+ , same behavior was obtained where △EP decrease from 133 to 62 mV in the case of the nanocomposite (Figure 2 C,D). This indicates the enhanced of electron transfer ability due to the increase of the conductivity of nanocomposite. Furthermore, the calculated ks with the same method shows improvement in the case of nanocomposite with value calculated from 0.035 cm.s-1 to 0.075 cm.s-1. This behavior is in agreement with improvement of the density of electronic states (DOS) of CRGO/Fc-ac-PPP thanks to electronic effect of conjugated polymer.

These results confirm that the association of Fc-ac-PPP to CRGO provides nanomaterial with large surface area and high conductivity where the electron transfer ability to redox system could lead to a sensitive surface for the electrochemical detection of AA, DA, and UA.

Electrochemical activities of AA, DA and UA on modified surfaces

To evaluate the electrochemical activity of the nanocomposite CRGO/Fc-ac-PPP toward AA, DA and UA individual and simultaneous detection of these analytes were investigated at gold electrode non modified (Au), modified with the polymer (Au/Fc-ac-PPP) and modified with the nanocomposite (Au/CRGO/Fc-ac-PPP). DPVs were performed with the 3 compounds in mixture of 10 -4 M UA and AA and 10 -5 M DA (Figure 3) and individually detection (See SI.3, Figure S6). The nanocomposite CRGO/Fc-ac-PPP depicts a very well defined redox signal with intense peak current for each analyte compared with bare Au and Au/Fc-ac-PPP. Moreover, the peak potential of the individual detection of AA, DA or UA at Au/CRGO/Fc-ac-PPP shifts to lower potential range compared to the others electrodes. This behavior proves that the kinetics of electron transfer of these analyte was faster on the nanocomposite than the other electrodes [START_REF] Taleb | Ultra-sensitive voltammetric simultaneous determination of dopamine, uric acid and ascorbic acid based on a graphene-coated alumina electrode[END_REF]. In addition, the oxidation peaks are well separated Individual detection shows the same behavior (Figure 6S), the nanocomposite Au/CRGO/Fc-ac-PPP exhibits also highest peak current intensity of AA, DA and UA oxidation compared to others electrodes.

The high performance of Au/CRGO/Fc-ac-PPP compared to Au/ Fc-ac-PPP could be related to high surface provided by the RGO as well as the electronic properties of such composite with improvement of electron transfer ability. M, 2.8 10 -10 M, 1.3 10 -8 M for AA, DA and UA respectively. These results demonstrate that the nanocomposite CRGO/Fc-ac-PPP could be applied for individual as well as simultaneously detection of AA, DA, and UA. Compared with some modified electrode published in the last few years (Table 1), Au/CRGO/Fc-ac-PPP sensor presents the lowest LOD for AA, DA and UA and the wide range for their detection and high peak separation. DPV as well as chronoamperometry could be used to follow the presence of these compounds. In addition, the fabrication process is easy compared to other presented sensors. The powerful of this sensor, beside their analytical performances, it's fabricated using organic molecules without any metallic nanoparticles which is eco-compatible. reported sensors (Table 1), various properties are improved: peak potentials separation, range of detection, LOD for the three species and simultaneous determination of AA, DA, and UA without any overlapping. The reproducibility of the sensor was evaluated by nine equally prepared electrodes and their analysis by DPV in the mixture of 10 -4 M AA, UA and 10 -5 M DA (Figure 6B). The oxidation peak potentials and current of the three species were almost the same. The RSD is calculated at 3.2 %, 2% and 2 % for AA, DA, and UA, respectively. The storage stability of the Au/CRGO/Fc-ac-PPP electrode was also investigated. The sensor was kept at ambient temperature for 15 days and then used for the simultaneous detection of AA, DA and UA (Figure 6C). AA, DA, and UA oxidation retained 99.4 %, 98.3 %, and 98.4 % of its initial current response which proves the stability of the sensor due to stability of the nanocomposite.

Determination of DA in biological fluids

In order to confirm the validity of the sensor for real application, simultaneous detection of AA, DA, UA in urine sample was performed using standard addition method. The urine sample free of neurotransmitters was diluted 10 times with PBS to prevent matrix effect. Then various urine sample were mixed with various concentration of these neurotransmitters to test the simultaneous detection were various level coexists. The urine was spiked with various concentrations of AA, DA and UA and the DPV measurement was performed in the same potential region used in PBS. Various samples were tested with various level, urine 1 and urine 2 are for normal level of AA and DA and UA disorder, urine 3 and 4 for disorders in AA, DA and UA. The redox responses obtained in urine are at the same potential as PBS solution. The recovery was calculated (Table 2) and shows value from 110% to 90% depending of the concentration of neurotransmitters. RSD less than 3 % are calculated witch prove the accuracy of the measurement.

Hence these three analytes can be easily determined at Au/CRGO/Fc-ac-PPP sensor without any 
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 2 Figure 2 A, B shows the CVs at different scan for [Fe(CN)6] 3-/4-at surface modified with CRGO/Fc-ac-PPP and compared to Fc-ac-PPP. The variation of anodic and cathodic peaks potentials
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  than the others electrodes. ∆Ep was obtained 455 mV for peak separation AA-DA and 354 mV for DA-UA.

Figure 3 :

 3 Figure 3: DPV responses of the mixture of 10 -4 M AA , 10 -5 M DA , 10 -4 M UA, in 0,1M PBS (pH=7, on bare Au (a) , CRGO (b), Fc-ac-PPP (c), CRGO/Fc-ac-PPP (d).

3. 4 .

 4 Analytical performance of Au/CRGO/Fc-ac-PPP sensorTo underline the detection signal within concentration of each compounds in the presence of the others compounds, where the concentration of the target biomolecule was changed, while the concentrations of the other two biomolecules were kept constant, were analyzed by DPV with Au/CRGO/Fc-ac-PPP. Figures4A, B, Cshow the DPV curve of the mixture with increasing concentration of one biomolecule. The electrochemical response shows an increase of redox signal within the concentration were the others signals remains constant. Based on the variation of the intensity of peak current related to added concentration of biomolecules, calibration curves of AA, DA and UA were plotted versus logarithm scale of the concentration with correlation coefficients of 0.99 (Figure4A1, B1, C1). Detection limits were calculated based to signal to noise ratio 3 at 4.6 10 -8 

Figure 4 :

 4 Figure 4: DPV curves of CRGO/Fc-ac-PPP in 0.1 M PBS with varying concentrations of (A) AA : 10 -7 ; 10 -6 ; 10 -5 ; 10 -4 ; 10 -3 ; 10 -2 M, (B) DA : 10 -10 ; 10 -9; 10 -8; 10 -7 ; 10 -6 ; 10 -5 ; 10 -4 M , (C) UA : 10 -7 ; 10 -6 ; 10 -5 ; 10 -4 ; 10 -3 ; 10 -2 M. The corresponding plot of Ipa vs CAA (A1) , Ipa vs CDA (B1) and Ipa vs CUA(C1).

Figure5:

  Figure5: Amperometric responses of the CRGO/Fc-ac-PPP electrode after the subsequent addition of (A) [10 -7 ; 10 -6 ;10 -5 ;10 -4 ;10 -3 ;10 -2 ] of AA at applied potential of -344.50 mV, (B) [10 -10 ; 10 -9 ;10 -8 ;10 -7 ; 10 -6 ;10 -5 ] of DA at 101.21 mV and (C) [10 -7 ; 10 -6 ;10 -5 ;10 -4 ;10 -3 ;10 -2 ] of UA at 460.51 mV solution in a 010mM PBS. The corresponding calibration curves of AA(D), DA (E), and UA(F).

  Parameters for the simultaneous Determination of AA, DA, UA based on DPV * i-t measurements using different modified electrode PMES (poly(2-(N-morpholine) ethane sulfonic acid) ,(GCE)glassy carbon electrode; (GS) graphene sheet; (GS) chitosan, (PEDOT) poly(3,4-ethylenedioxythiophene); (PANI) polyaniline; (NC@GC) hierarchical core-shell metal-organic framework; (h-ATS) mesoporous silver-doped TiO2-SnO2 nanocomposite.3.5. Interferences, stability and reproducibilityThe effect of interferences on the Au/CRGO/Fc-ac-PPP sensor response was analyzed in presence of several co-existing substances in biological fluids (Glycine, serotonin, Glutamic acid, glucose, citric acid, NaCl, KCl, KNO3, Na2SO4). Figure6Adepicts the DPVs curves of Au/CRGO/Fc-ac-PPP in PBS electrolyte containing 10 -4 M AA and UA and 10 -5 M DA after the addition of 1 mM of each interferences substances. The addition of interferences molecules doesn't affect the current of redox system of AA, DA and UA which confirms the selectivity of the sensor.

Figure 6 :

 6 Figure 6: DPV of Au/CRGO/Fc-ac-PPP in 0,1 M PBS containing 10 -4 M AA and UA and 10 -5 M in presence of glycine (red), serotin (green), glutamic acid (blue), glucose (light blue), citric acid (pink), KCl (brown); KNO3 (dark blue), Na2SO4 (purple) . reproducibility (A) and stability (B) studies at Au/CRGO/Fc-ac-PPP in 0,1 M PBS containing 10 -4 M AA and UA and 10 -5 M DA

Table 2 :

 2 interference and could be applied for diagnosis of patients suffering from carcinoid syndrome, Parkinson and hypertension[40]. These results demonstrate that the proposed sensor based on CRGO/Fc-ac-PPP nanocomposite has a potential for their application in diagnosis. Simultaneous determination of AA, DA and UA in urine sample (n=3)4. ConclusionIn this work, nanocomposite formed with reduced graphene oxide and Fc-ac-PPP polymer was formed and analyzed as sensor for individual and simultaneous electrochemical detection of AA, DA and UA. Characterization of the nanocomposite by CV, EIS and FTIR demonstrated the well distribution the warping of the polymer with RGO through π-π staking interaction which undergoes improvement of surface area, conductivity and electro-catalytic activity. In addition, the nanocomposite shows faster kinetic charge transfer than Fc-ac-PPP using an inner and outer-sphere redox probe. The gold surface modified with nanocomposite allows successful detection of AA, DA and UA detection in ternary mixture with well-separated voltammetry peaks. This new nanocomposite can either detect single species separately or determine the concentration of one analytic in the presence of the two other analytes without any overlapping. The sensor can detect various concentration ranges in urine sample which makes it a powerful platform for medical diagnosis. The easy process of this sensor fabrication made by eco-compatible organic materials and providing high analytical performances towards electroactive biomolecules could be generalized to detection of other molecules of interest.Funding: This research was funded by Minister of Higher Education for Scientific Research of Tunisia for the scholarship and by MAE France for mobility project PHC Maghreb, grant number 39382RE.

Modified electrode Dynamic range (µM) LOD (µM) Ep (mV) Ref

  

		AA	DA	UA	AA	DA	UA	AA-DA	DA-UA	
	PMES/RGO/GCE	30-100,	0.05-100	0.1-100	0.43	0.006	0.056	-	-	[33]
						2				
		*1-30								
	GCE/GS/CS -		1-700	1-800	-	0.14	0.17	-	-	[34]
	GCE/RGO/ZnO	50-2350	1-70	3-330	3.77	0.33	1.08	236	132	[35]

  40. Raj, M.; Gupta, P.; Goyal, R.N.; Shim, Y.B. Graphene/conducting polymer nano-composite loaded Sensors and Actuators B. 2017, 239, 993-1002.

	screen	Sample printed	Analyte carbon sensor	Added (µM) for simultaneous Found (µM) determination Recovery % of	RSD dopamine
	Urine #1 and5-hydroxytryptamine.	AA	1000	1010	101	0.4
				DA	10	11.1 µM	111	2.1
				UA	1000	1020	102	0.5
		Urine# 2		AA	100	85	85	0.9
				DA	0,1	0.1µM	100	1.5
				UA	100	100	100	0.9
		Urine# 3		AA	10	10.5	100	0.4
				DA	0,01	0,0097	97	3.4
				UA	10	10.5	105	0.2
		Urine #4		AA	0,1	0,095	95	2.4
				DA	0,0001	0,0001	107	2.7
				UA	0,1	0,11	116	0.6
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