Richard Drevet 
  
Joël Faure 
  
Stéphanie Sayen 
  
Mélodie Marle-Spiess 
  
Hassan El Btaouri 
  
Hicham Benhayoune 
email: hicham.benhayoune@univ-reims.fr
  
Electrodeposition of biphasic calcium phosphate coatings with improved dissolution properties

Keywords: electrodeposition, biphasic coating, hydroxyapatite, β-tricalcium phosphate, dissolution-precipitation

Biphasic calcium phosphate coatings (hydroxyapatite/β-tricalcium phosphate) on titanium substrate (Ti6Al4V) are synthetized by pulsed current electrodeposition coupled to a thermal treatment under controlled atmosphere. The experimental conditions of the process such as the hydrogen peroxide amount and the treatment temperature are optimized in order to obtain different coatings compositions. The physico-chemical and structural characterizations of the coatings are carried out respectively by scanning electron microscopy associated with energy dispersive X-ray spectroscopy (SEM-EDXS) and X-ray diffraction (XRD). The in vitro dissolution-precipitation properties of the coated substrates are investigated by immersions into Dulbecco's Modified Eagle Medium (DMEM) from 1 to 28 days. The calcium and phosphorus concentrations variations in the biological liquid are assessed by Induced Coupled Plasma -Atomic Emission Spectroscopy (ICP-AES) for each immersion time. Furthermore, the corrosion behavior of the coated substrates are investigated using potentiodynamic polarization tests in DMEM and in Ringer's solution.

The results show that this innovative process is suitable to synthesize two coatings composed respectively of HAP (37%) / β-TCP (63%) and HAP (62%) / β-TCP (38%) with different morphologies. On the other hand, the in vitro studies reveal that the coatings composition greatly influences their behavior in physiological medium, i.e. their dissolution-precipitation and their corrosion protection properties.

Introduction

Nowadays, the bone implants used in orthopedics or dental surgeries are made of titanium alloys such as Ti6Al4V [START_REF] Boyer | Materials Properties Handbook: Titanium Alloys[END_REF][START_REF] He | Ti alloy design strategy for biomedical applications[END_REF]. These alloys are particularly employed for their appropriate mechanical properties to replace the bone tissues and for their good biocompatibility with the body environment [START_REF] Geetha | Ti based biomaterials, the ultimate choice for orthopaedic implants -A review[END_REF][START_REF] Sheremetyev | Functional fatigue behavior of superelastic beta Ti-22Nb-6Zr(at%) alloy for load-bearing biomedical applications[END_REF]. The bioactivity of their surface is commonly enhanced with calcium phosphate (CaP) coatings able to promote the bone growth onto the implant in vivo [START_REF] Dorozhkin | Bioceramics of calcium orthophosphates[END_REF][START_REF] Paital | Calcium phosphate coatings for bio-implant applications: Materials, performance factors, and methodologies[END_REF].

The bioactivity process starts with the partial dissolution of the calcium phosphate coating in contact with the physiological environment. The corresponding ionic releases induce an elevation of the local concentrations of the calcium and phosphate ions, leading to the precipitation of biological apatite on the surface of the implant. This behavior obviously depends on the solubility product (Ks) of the calcium phosphate material that defines the kinetics of these reactions when the biomaterial is implanted inside the body. Hydroxyapatite (HAP), the gold standard among the calcium phosphate materials is known to be highly stable [START_REF] Legeros | Calcium phosphate-based osteoinductive materials[END_REF][START_REF] Kohri | In vitro stability of biphasic calcium phosphate ceramics[END_REF]. This property is not much appropriate for coatings deposited on Ti6Al4V with the perspective to promote the biological activity of the bone implant. However, the solubility of the calcium phosphate coating can be enhanced by associating HAP with another calcium phosphate phase with higher solubility such as β-tricalcium phosphate (β-TCP). The dissolution behavior of the obtained biphasic coating is defined by the amount of each phase.

Therefore, the biphasic calcium phosphate coatings have higher bioactivity and efficiency than those made of hydroxyapatite alone [START_REF] Ducheyne | The effect of calcium phosphate ceramic composition and structure on in vitro behavior. I. Dissolution[END_REF][START_REF] Seyfoori | Synthesis of biphasic calcium phosphate containing nanostructured films by micro arc oxidation on magnesium alloy[END_REF].

To produce calcium phosphate coatings onto implant surfaces, several methods can be used such as plasma spraying [START_REF] Chambard | Effect of the deposition route on the microstructure of plasma-sprayed hydroxyapatite coatings[END_REF], RF-magnetron sputtering [START_REF] Lin | Preparation of novel hydroxyapatite/yttria-stabilized-zirconia gradient coatings by magnetron sputtering[END_REF], pulsed laser-deposition [START_REF] Hashimoto | Cytocompatibility of calcium phosphate coatings deposited by an ArF pulsed laser[END_REF],

electrophoretic deposition [START_REF] Drevet | Electrophoretic deposition (EPD) of nano-hydroxyapatite coatings with improved mechanical properties on prosthetic Ti6Al4V substrates[END_REF], or electrodeposition [START_REF] Drevet | Electrodeposition of cobalt-substituted calcium phosphate coatings on Ti22Nb6Zr alloy for bone implant applications[END_REF][START_REF] Park | Bioactive calcium phosphate coating prepared on H2O2-treated titanium substrate by electrodeposition[END_REF][START_REF] Drevet | Effects of pulsed current and H2O2 amount on the composition of electrodeposited calcium phosphate coatings[END_REF]. This last one has many advantages upon the others since the thickness and the stoichiometry of the synthesized coatings can be controlled by the experimental conditions of the process [START_REF] Benhayoune | Elaboration of monophasic and biphasic calcium phosphate coatings on Ti6Al4V substrate by pulsed electrodeposition current[END_REF]. However, the β-TCP phase is only obtained at high temperatures (T > 800 °C), then a thermal treatment is required after electrodeposition to finalize the synthesis of the biphasic coating. To prevent the oxidation of the titanium alloy substrate, this thermal treatment has to be carried out under a controlled atmosphere, as described in the THUCA process developed in our recent works [START_REF] Ben Jaber | A New Process for the Thermal Treatment of Calcium Phosphate Coatings Electrodeposited on Ti6Al4V Substrate[END_REF].

In that framework, the present research is describing for the first time to our knowledge, the electrodeposition of a biphasic calcium phosphate coating made of HAP and β-TCP. To assess the bioactivity of the coating, physicochemical characterizations are carried out before and after several immersion times in Dulbecco's Modified Eagle Medium (DMEM), a physiological solution that simulates the body fluids.

Material and Methods

HAP/β-TCP coatings electrodeposition

The CaP coatings were obtained by pulsed electrodeposition on Ti6Al4V substrates (discs of 12 mm in diameter and 4 mm in thickness). Before electrodeposition, the Ti6Al4V surfaces were blasted with alumina particles and etched in hydrofluoric acid for 8 seconds to produce an average roughness of 2 µm. Finally, they were ultrasonically cleaned in acetone and then in ultra-pure water. The electrolytic cell consists of a cathode (Ti6Al4V substrate), a counter electrode (Pt) and a reference saturated calomel electrode (SCE). The distance between the cathode and the counter electrode was 2 cm. The electrolyte was prepared by mixing a solution of 0.042 M Ca(NO3)2 . 4H2O and 0.025 M NH4(H2PO4) without or with 9 vol.% of hydrogen peroxide (H2O2). The pH value was adjusted to 4.4 by adding 0.1 M NaOH solution and the temperature was fixed at 60 °C. The electrodeposition was performed with a potentiostat/galvanostat instrument (Voltalab PGP 201 Radiometer Analytical -VOLTAMASTER software) by pulsing the current [START_REF] Benhayoune | Elaboration of monophasic and biphasic calcium phosphate coatings on Ti6Al4V substrate by pulsed electrodeposition current[END_REF]. A deposition time td = 1 min with a current density jd = 8 mA cm -2 was followed by a break time tb = 2 min (jb = 0 mA cm -2 ).

Seven pulse-cycles were used for a total deposition time of 21 minutes. Then, the electrodeposited CaP coatings were thermally treated under controlled atmosphere (argon flow) inside a tubular furnace (Nabertherm RS 80/500/11) according to the THUCA protocol developed in our laboratory [START_REF] Ben Jaber | A New Process for the Thermal Treatment of Calcium Phosphate Coatings Electrodeposited on Ti6Al4V Substrate[END_REF]. A first plateau at 120 °C for 1 h to evaporate the solvents is followed by a second plateau at 1000 °C for 1 h. The controlled atmosphere is maintained until the complete cooling to room temperature. This thermal treatment totally crystallizes the phases of the coatings (HAP and β-TCP).

Scanning electron microscopy (SEM)

The surface morphologies of the CaP coatings were observed with a LaB6 scanning electron microscope (JEOL JSM 6460 LV) operating at 0-30 kV. This microscope was associated with an energy dispersive X-ray spectrometer (EDXS) equipped with an ultra-thin Si(Li) window.

The EDXS spectra were acquired for 100 s from a primary beam energy of 15 keV. The coating thickness was estimated by using a procedure previously developed in our laboratory for the calcium phosphate coating analysis [START_REF] Dumelie | TF_Quantif: A procedure for quantitative mapping of thin films on heterogeneous substrates in electron probe microanalysis (EPMA)[END_REF].

X-ray diffraction (XRD)

X-ray diffraction (Bruker D8 Advance) was used to investigate the phases of the CaP coatings. The XRD patterns were collected from a monochromatic CuKα radiation for 2θ ranging from 20° to 50° with the step of 0.06° every 60 seconds. These experimental parameters were optimized to enhance the resolution for an accurate identification and quantification of the phases. The phases' identification was performed by using the Powder Diffraction Files (PDF) of the International Center for Diffraction Data (ICDD). The phases percentages and the Ca/P atomic ratio were calculated with the standard ISO 13779-3 for the biphasic calcium phosphate materials [START_REF]Implants for surgery -Hydroxyapatite -Part 3: Chemical analysis and characterization of crystallinity and phase purity[END_REF]. This method consists in calculating the intensity ratio of the main peak for each phase and to compare its value to those of standard samples with known percentages.

Dissolution experiments

The experimental dissolution protocol is similar to the one developed in our previous works [START_REF] Drevet | In vitro dissolution and corrosion study of calcium phosphate coatings elaborated by pulsed electrodeposition current on Ti6Al4V substrate[END_REF]. The samples are immersed in triplicate in 7 mL of Dulbecco's Modified Eagle Medium (DMEM). The chemical compositions of DMEM is given in Table 1. This physiological medium contains vitamins and amino acids for a composition close to that of the human blood plasma. The experiments were performed at 37 °C in a humidified atmosphere containing 5 vol.% of CO2. Different incubation periods were tested: 1, 3, 7, 14, and 28 days. After each incubation period, the samples were retrieved, rinsed in distilled water and kept at 37 °C for SEM-EDXS and XRD analysis. Simultaneously, the physiological medium was collected to follow the Ca and P concentrations evolution using ICP-AES (Induced Coupled Plasma-Atomic Emission Spectroscopy, VARIAN Liberty Serie II). The measurements were performed in triplicate and the mean Ca and P concentrations were systematically compared to those of DMEM (reference) measured in the same experimental conditions.

In vitro electrochemical corrosion studies

The protective properties of the coatings were investigated using potentiodynamic polarization tests. The corrosion studies were performed in two different media: DMEM, used for ICP-AES analysis, and Ringer's solution (Table 1). This solution is typically used in research works about corrosion due to its saline composition and chemical aggressiveness.

The potentiodynamic polarization curves were carried out by scanning the applied potential from -1.5 V vs SCE to + 1.5 V vs SCE with a scan rate of 10 mV s -1 using a potentiostat/galvanostat instrument (Voltalab PGP 201 Radiometer Analytical -VOLTAMASTER software). Before the polarization, the samples reach the open circuit potential EOCP for 15 min. Each test was repeated four times in order to reduce the margins of error and to verify the repeatability of the results. The temperature was maintained at 37 °C during the experiments. The extrapolation of the polarization curves provides the corrosion potential (Ecorr.) and the corrosion current density (icorr.).This last parameter is related to the corrosion rate (Cr) of the alloy that is calculated using the Faraday's law [START_REF] Tafel | Über die Polarisation bei kathodischer Wasserstoffentwicklung[END_REF][START_REF] Mccafferty | Validation of corrosion rates measured by the Tafel extrapolation method[END_REF][START_REF] Ehl | Faraday's electrochemical laws and the determination of equivalent weights[END_REF][START_REF] Turdean | Study of electrochemical corrosion of biocompatible Co-Cr and Ni-Cr dental alloys in artificial saliva. Influence of pH of the solution[END_REF]:

C = . × × × (1)
where M is the molar mass of Ti6Al4V (M = 446.1 g mol -1 ), n is the number of transferred electrons during the corrosion reaction (estimated at n = 4 for Ti6Al4V), F is the Faraday constant (F = 96,500 C mol -1 ), and is the density of the alloy ( Ti6Al4V = 4.43 g cm -3 ).

Results

The SEM micrographs of Figure 1 show the morphology of the CaP coatings obtained without H2O2 (called CaP-0%) and with 9 vol.% H2O2 (called CaP-9%). The coating surface of CaP-0% is made of needles agglomerates and shows a low porosity (Figure 1a). The corresponding EDXS spectrum confirms that calcium and phosphorus are the main elements of the coating. Concurrently, Figure 1b presents the coating morphology of CaP-9%. One may clearly observe that the coating surface is made of spheroids with a low porosity similar to that observed for CaP-0%. The EDXS spectrum is similar to that of Figure 1a, indicating that the use of H2O2 does not affect the chemical composition of the coating. The estimated coating thickness is about 4.5 ± 0.3 µm in both cases. The XRD patterns of Figure 2 show that both coatings are composed of two phases: hydroxyapatite (HAP) and β-tricalcium phosphate (β-TCP). Indeed, the diffraction peaks observed at 2θ = 25.9°, 31.8°, 32.2°, 32.9°, 34.1° and 39.8° are the main ones of HAP (pdf # 09-0432). The diffraction peaks observed at 2θ = 27.8°, 31.1° and 34.4° are the main ones of the β-TCP phase (pdf # 09-0169). The calculated phase percentages are respectively 37% for HAP and 63% for β-TCP in the case of CaP-0% (Figure 2a), while the HAP percentage increases to 62% for CaP-9% (Figure 2b).

From these results, the calculated Ca/P atomic ratio is respectively 1.55 and 1.60 for CaP-0% and CaP-9%. Moreover, the characteristic diffractions peaks are very thin for both specimens, indicating the high crystallinity of the coatings.

Next, the two coatings were immersed in DMEM from 1 to 28 days. In order to observe the evolution of the calcium and phosphorus concentrations in DMEM during the immersion tests, the Caspec/CaDMEM and Pspec/PDMEM ratios were investigated by ICP-AES. The Caspec and Pspec are respectively the measured calcium and phosphorus concentrations in DMEM in contact with the coatings (specimen). The CaDMEM and PDMEM are respectively the calcium and phosphorus concentrations in DMEM alone measured in the same experimental conditions (references). The obtained results are presented in Figure 3. The CaP-0% sample shows a significant increase of the two ratios after 1 day of immersion (Figure 3a). This result clearly reveals a high dissolution of the CaP coating in contact with DMEM. After 7 days of immersion, a significant decrease of the two ratios occurs and their values at 28 days are about 1, indicating that the precipitation reaction has started. For the CaP-9% sample, a significant increase of the two ratios is observed after 14 days which reveals that CaP-9% is more stable than CaP-0% and does not induce any significant precipitation at 28 days (Figure 3b). To illustrate these results, SEM-EDXS and XRD analysis were performed after 14 days of immersion. One may clearly observe a morphological change of the coatings surface, more pronounced in the case of CaP-0% (Figure 4). Indeed the needles observed before immersion disappeared and a spheroid-made morphology takes place (Figure 4a), while the morphological change for CaP-9% only consists in the agglomeration of spheroids (Figure 4b). The corresponding EDXS spectra indicate that calcium and phosphorus are still the main elements of the coatings with the presence of some DMEM elements such as sodium and chlorine.

From the XRD analysis of Figure 5, the dissolution-precipitation process is highlighted by a strong decrease of the β-TCP diffraction peaks (2θ = 27.8°, 31.1° and 34.4°) associated to an increase of the HAP diffraction peaks (2θ = 25.9°, 31.8°, 32.2°, 32.9° and 34.1°). These phase changes are more pronounced in the case of the CaP-0% coating (Figure 5a) compared to the CaP-9% coating (Figure 5b).

On the other hand, one may observe a slight widening of the diffraction peaks in comparison with those of Figure 2, which suggests the decrease of the crystallinity of the coatings. Furthermore, the corrosion behavior in DMEM of CaP-0% and CaP-9% was investigated by means of polarization curves. Figure 6 shows the Tafel plots for the two samples compared to the uncoated Ti6Al4V substrate. A shift of the corrosion potential (Ecorr) towards nobler values is visible for the coated Ti6Al4V samples. This shift is clearly more pronounced for the CaP-0% sample. The Ecorr value increases from -0.923 V (uncoated Ti6Al4V) to -0.876 V (CaP-9%) and to -0.485 V (CaP-0%). Simultaneously the corrosion current (icorr), i.e., the corrosion rate, strongly decreases as shown in Table 2. Thus, the two coatings act as protective barriers for the titanium substrate, improving the corrosion behavior in biological liquid. However, the CaP-0% coating is more protective than the CaP-9% coating, probably due to its higher reactivity with DMEM. To confirm this hypothesis, the corrosion behavior studies were repeated in Ringer's solution. The obtained results (Figure 7 and Table 3) confirm that the corrosion protection is improved when the substrate is coated. The Ecorr value increases from -0.935 V (uncoated Ti6Al4V) to -0.856 V (CaP-9%) and to -0.811V (CaP-0%). The Ecorr values of the coated samples are similar since the Ringer's solution is an aggressive and no-reactive medium. The decrease of the corrosion current is similar to that observed in DMEM.

Discussion

This research work describes an original protocol to synthesize a suitable calcium phosphate coating on a titanium alloy used for bone implants applications. The electrodeposited coating is made of two phases, hydroxyapatite characterized by a low bioactivity and β-tricalcium phosphate characterized by a high bioactivity [START_REF] Dorozhkin | Bioceramics of calcium orthophosphates[END_REF][START_REF] Paital | Calcium phosphate coatings for bio-implant applications: Materials, performance factors, and methodologies[END_REF][START_REF] Legeros | Calcium phosphate-based osteoinductive materials[END_REF][START_REF] Kohri | In vitro stability of biphasic calcium phosphate ceramics[END_REF][START_REF] Ducheyne | The effect of calcium phosphate ceramic composition and structure on in vitro behavior. I. Dissolution[END_REF][START_REF] Seyfoori | Synthesis of biphasic calcium phosphate containing nanostructured films by micro arc oxidation on magnesium alloy[END_REF].

The biphasic nature of the electrodeposited coating induces an appropriate bioactivity of the biomaterial the kinetics of which is tunable as a function of the amount of each phase. Indeed, the phases composition can be changed by the addition of hydrogen peroxide (H2O2) to the electrolyte solution used for the electrodeposition process [START_REF] Benhayoune | Elaboration of monophasic and biphasic calcium phosphate coatings on Ti6Al4V substrate by pulsed electrodeposition current[END_REF].

The biphasic coating greatly improves the bioactivity of the prosthetic implant in comparison with that observed for a monophasic coating only made of stable hydroxyapatite [START_REF] Ducheyne | The effect of calcium phosphate ceramic composition and structure on in vitro behavior. I. Dissolution[END_REF][START_REF] Benhayoune | Elaboration of monophasic and biphasic calcium phosphate coatings on Ti6Al4V substrate by pulsed electrodeposition current[END_REF].

The synthesis of the biphasic calcium phosphate coating occurs in two steps. First, the pulsed electrodeposition process induces the precipitation of an apatite layer according to reaction [START_REF] He | Ti alloy design strategy for biomedical applications[END_REF] [27]:

(10-x) + x + (6-x) + (2-x) → Ca10-x(HPO4)x(PO4)6-x(OH)2-x (2) with 0 < x < 1
Then, the thermal treatment crystallized the apatite layer in two calcium phosphate phases according to reaction (3) [START_REF] Dorozhkin | Biphasic, triphasic and multiphasic calcium orthophosphates[END_REF]:

Ca10-x(HPO4)x(PO4)6-x(OH)2-x → (1-x) Ca10(PO4)6(OH)2 + (x) 3Ca3(PO4)2 + (x) H2O (3) apatite → (1-x) HAP + (x) 3β-TCP + (x) H2O with 0 < x < 1
The biphasic bulk or powder CaP materials made of HAP and β-TCP are widely described in literature for their high bioactivity in physiological environment.

Ebrahimi et al. indicate that the biphasic CaP have significant advantages over the other types of bioceramics by allowing a better control of bioactivity and biodegradation [START_REF] Ebrahimi | Biphasic calcium phosphates bioceramics (HA/TCP): Concept, physicochemical properties and the impact of standardization of study protocols in biomaterials research[END_REF]. This behavior guarantees the stability of the biomaterial while promoting the bone ingrowth. The biphasic CaP are osteoconductive with the possibility of acquiring osteoinductive properties [START_REF] Daculsi | Transformation of biphasic calcium phosphate ceramics in vivo: ultrastructural and physicochemical characterization[END_REF][START_REF] Daculsi | Formation of carbonate-apatite crystals after implantation of calcium phosphate ceramics[END_REF].

During the immersion in physiological medium, the calcium phosphates undergo a partial dissolution. The resulting local ionic supersaturation promotes the precipitation of a bone-like apatite able to create a continuous bond with the surrounding bone tissue [START_REF] Dumelie | In vitro precipitation of electrodeposited calcium-deficient hydroxyapatite coatings on Ti6Al4V substrate[END_REF]. This behavior defines the bioactivity of an implant material according to the definition proposed by Cao and Hench [START_REF] Cao | Bioactive materials[END_REF].

If the dissolution of the CaP material is too fast, the chemical interactions between the implant and the bone tissue do not take place adequately, resulting in anchorage failures to the bone [START_REF] Dorozhkin | Bioceramics of calcium orthophosphates[END_REF].

That is the reason why the use of β-TCP alone is not appropriate whereas the biphasic calcium phosphates are a better choice for biomaterials applications [START_REF] Dorozhkin | Calcium orthophosphate deposits: Preparation, properties and biomedical applications[END_REF].

According to the experimental conditions of our protocol, the amount of each calcium phosphate phase is tunable, providing a control of the kinetics of the chemical interactions inside the body. To study these chemical interactions, we have performed immersion experiments in a simulated body fluid, followed by morphological examinations of the surface layer. The results show characteristic morphological changes induced by the dissolutionprecipitation reactions occurring in the physiological solution. These reactions are more pronounced and more rapid for the CaP-0% sample in comparison with the CaP-9% sample.

Moreover, the EDXS spectra of Figure 4 obtained after immersion show the characteristic peaks of sodium and chlorine. This observation highlights that the new apatite layer includes some ions from the physiological medium to form a "bone-like" apatite [START_REF] Yang | Growth, in vitro biodegradation and cytocompatibility properties of nano-hydroxyapatite coatings on biodegradable magnesium alloys[END_REF].

This new layer presents appropriate chemical and morphological properties for the bone cells development. Indeed, Lee et al. have shown that the cell adhesion, spreading, proliferation, and differentiation is more active and more pronounced on the implant surfaces made of smooth elements [START_REF] Lee | Effect of surface morphology of calcium phosphate on osteoblast-like HOS cell responses[END_REF].

More specifically, Cairns et al. have described the significant impact of a regular smooth topography on the osteocalcin expression and the alkaline phosphatase activity, promoting the bone cell growth in comparison with the rough surfaces made of needles [START_REF] Cairns | Influence of surface topography on osteoblast response to fibronectin coated calcium phosphate thin films[END_REF].

At last, the corrosion studies show that the electrodeposited calcium phosphate coatings insulate and protect surface of the titanium alloy implant from the aggressive environment.

The corrosion protection is essential to prevent the release of metal ions inside the body from the prosthetic implant, i.e. titanium, aluminum and vanadium ions [START_REF] Costa | Vanadium ionic species from degradation of Ti-6Al-4V metallic implants: In vitro cytotoxicity and speciation evaluation[END_REF]. The metal ions release is toxic for the patients, altering the expression of human lymphocyte-surface antigen and inhibiting the immune response assessed by lymphocyte proliferation [START_REF] Eisenbarth | Biocompatibility of βstabilizing elements of titanium alloys[END_REF][START_REF] Eisenbarth | Interactions between cells and titanium surfaces[END_REF]. The corrosion studies showed that the corrosion protection induced by the biphasic coating is associated to its reactivity in contact with the physiological medium.

Therefore, the new protocol developed in this research work produces a biphasic calcium phosphate coating with improved chemical and morphological properties for an optimized bioactivity in physiological environment.

Conclusion

In this work, biphasic calcium phosphate coatings (HAP/β-TCP) were prepared by pulsed electrodeposition current associated with a thermal treatment under controlled atmosphere.

The physico-chemical and the structural analysis showed that the coatings composition and morphology depend on the H2O2 amount into the electrolytic solution. Indeed, with 9 vol.% H2O2, the phases percentage of the coating are 62% for HAP and 38% for β-TCP and its morphology is made of spheroids. However, without H2O2, these percentages are 37% for HAP and 63% for β-TCP with a morphology made of needles. The ICP-AES analysis revealed that the coating with the highest β-TCP percentage promotes the dissolutionprecipitation processes and offers a better protection against corrosion of the metal alloy immersed in physiological medium.
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 3 Fig. 3 Calcium and phosphorus evolutions in DMEM as a function of the immersion time of (a) the CaP-0% coating and (b) the CaP-9% coating.
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 4 Fig. 4 SEM-EDXS characterizations after 14 days of immersion in DMEM of (a) the CaP-0% coating and (b) the CaP-9% coating.
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 5 Fig. 5 X-ray diffraction patterns after 14 days of immersion in DMEM of (a) the CaP-0% coating and (b) the CaP-9% coating.
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 6 Fig. 6 Polarization curves in DMEM of (a) the uncoated Ti6Al4V, (b) the CaP-0% coated Ti6Al4V and (c) the CaP-9% coated Ti6Al4V.
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 7 Fig. 7 Polarization curves in Ringer's solution of (a) the uncoated Ti6Al4V, (b) the CaP-0% coated Ti6Al4V and (c) the CaP-9% coated Ti6Al4V.
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