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INTRODUCTION

The LMC14 National Laboratory is equipped with the ARTEMIS (Accélérateur de Recherche en science de la Terre, Environnement, Muséologie, Implanté à Saclay, i.e. accelerator for research in earth science, environment, museology, located in Saclay) 14 C AMS facility and the associated benches for 14 C sample preparation and graphitization [START_REF] Cottereau | ARTEM IS, the n ew 14 C A M S at LM C14 in Saclay, France[END_REF]). The ARTEMIS AMS facility is dedicated to 14 C measurements. The laboratory routinely prepares, graphitizes and measures over 3500 samples a year. In the last 17 years, the LMC14 has analyzed and dated about 59,000 samples. Quality control of the measurements is a daily concern. Quality control procedures are applied at each stage of the sample route, namely the chemical preparation, graphitization, measurement and analysis of dating data. Routine procedures for the chemical preparation depend on the sample material (carbonate, organic matter, water) [START_REF] Dumoulin | Develop ment o f a line for dissolved inorganic carbon extraction at LM C14 A RTEMIS labo rato ry in Saclay , France[END_REF](Dumoulin et al. , 2017a)). Some materials have required particular technical and methodological developments for carbon extraction, such as irons [START_REF] Leroy | Consolidation o r in itial design? Rad iocarbon dat ing o f ancient iron alloys sheds light on the reinfo rcements of French Goth ic Cathed rals[END_REF][START_REF] Delqué-Količ | Iron b ar t rade bet ween the M ed iterranean and Gau l in the Ro man period: 14 C dat ing of products from shipwrecks discovered off the coast of Saintes-M aries-de-le -Mer (Bouches-du-Rhône, France)[END_REF], freshwater and seawater [START_REF] Beck | Absolute dat ing of lead carbon ates in ancient cos met ics by radio carbon[END_REF], bones (Dumoulin et al. 2017b) and paint pigments [START_REF] Valladas | Rad iocarbon d ating of the decorated Cosquer Cave (France)[END_REF][START_REF] Beck | Thermal d eco mposit ion o f lead carbonate to dat e lead wh ite pig ment[END_REF]).

The LMC14 uses two "routine benches" for sample graphitization, in the mass range of 0.40 mg to 2.00 mg, using hydrogen to reduce the CO2 to graphite [START_REF] Vogel | Perfo rmance of catalytically condensed carbon for use in accelerato r mass spect ro metry[END_REF]. Routine standards of 1 mg of carbon are graphitized on these benches for data normalization. Smaller mass samples can be graphitized on these benches, but the reduction can fail due to inappropriate reduction volumes (reduction yield drop). The LMC14 team developed a "dedicated bench" for the graphitization of microsamples with a smaller reduction volume (Delqué-Količ et al. 2013a, 2013b). The purpose of this dedicated *Corresponding author. Email: christophe-r.mo reau @cea.fr. bench is to prepare and measure unknown microsamples with a high quality by using a dedicated microsample protocol (see the second part of the article). It uses a chemical water trap based on magnesium perchlorate to process the microsamples, firstly, because the chemical water trap is effective in retaining the little water released by the microsamples during the reaction, and secondly, for convenience as the facility does not allow the utilization of cryogenic traps [START_REF] Santos | Magn esiu m perch lo rate as an alternat ive water trap in AM S graphite sample preparation: a report on sample preparat ion at KCCAM S at the Univ ers ity of Californ ia, Irvine[END_REF]). The mass range on this bench starts from 0.30 mg down to a few micrograms. The matching size method is used for any unknown microsample graphitized on this bench [START_REF] Brown | Corrections for contaminat ion backg round in AM S 14 C measurements[END_REF][START_REF] Mueller | Correcting for contamination in AMS 14 C dating[END_REF][START_REF] Santos | Ultra s mall-mass AM S 14 C sample p reparat ion and an alyses at KCCAM S/ UCI Facility[END_REF]. Dedicated primary standards are done on this bench with a mass of 0.30 mg and size-matched primary standards are processed to accompany unknown microsamples. For "routine" and "dedicated" benches, the sample is directly pressed in a National Electrostatics Corporation (NEC) aluminum cathode after each graphitization process and then stored awaiting measurement. All the samples processed at the LMC14 are measured on the NEC ARTEMIS AMS facility. All the measurement results are given with a propagated error given at one standard deviation (68% confidence).

The purpose of this status report is to show the quality of the preparation and measurement at the LMC14 due to rigorous protocols, and to detail the simple protocol adopted to correct the measurement of small and ultra-small samples. This paper will particularly describe the methodology adopted for blank subtraction based on accumulating the measurements of blanks with different masses and fitting on the entire data set. This regression curve is the key to using the appropriate correction on each sample according to its mass. The first section of this paper presents the quality control procedures for routine measurements (using "routine graphitization benches"). The procedure dedicated to microsamples is described in the second section (using the "dedicated microsample graphitization bench"). This paper updates the previous status report published in 2013 [START_REF] Moreau | Research and develop ment o f the A RTEM IS 14 C AM S facility: status report[END_REF].

QUALITY CONTROL OF THE ROUTINE MEASUREMENT S

The quality approach for 14 C dating at LMC14 is constantly improved to maintain a quality level of analysis worthy of international standards [START_REF] Moreau | Research and develop ment o f the A RTEM IS 14 C AM S facility: status report[END_REF]. In this section, the quality control procedures used for routine samples are discussed.

Methods and Tools Used at the LMC14

Quality control involves preparing samples that will accompany the measurement of unknown samples, in order to carry out accurate data analysis. These accompanying samples are:

1. Primary standards, Oxalic Acid II (OxII): IAEA standard for data normalization (1 every 10 samples);

2. Background: blank sample of the same material as for the sample to be measured and prepared under the same conditions. Unknown samples are grouped in batches of 30 or 40. One blank for each different type of sample is inserted in the batch; 3. Secondary standards: known-age samples blindly measured to control any bias in the analysis. They come from the international intercomparison campaigns of 14 C laboratories [START_REF] Scott | The third and fourth Int ernat ional rad iocarbon interco mparisons[END_REF]. At LMC14, samples from the Fourth International Radiocarbon Intercomparison (FIRI, Rozanski et al. 1992) campaign are used.

Approximately 1 secondary standard is analyzed for 20 samples or 2 secondar y standards per batch from 30 to 40 samples.

The quality approach is implemented daily at LMC14. A homemade database has been created to monitor the evolution of measurement results according to different parameters. This database has an essential role within the laboratory groups in charge of each stage of the sample route. It is used on the one hand to plan the tasks of each successive step followed by every sample and, on the other hand, to provide an overview of past, present and future measurements. A data sheet is created for each sample. It contains the general information about the sample and is filled in at each stage. Each relevant parameter is recorded and comments can be added. In addition, the database includes an analysis section where the results of raw data reduction and the normalization to the primary standards achieved by the NEC abc software are saved. After these steps, an appropriate background level for each sample is subtracted to obtain the final rounded radiocarbon ( 14 C) age [START_REF] Stuiver | Discussion: reporting of 14 C data[END_REF][START_REF] Mook | Reporting 14 C activities and concentrations[END_REF]. This homemade database makes it possible to return to any data processing at any time.

One of the most useful parameters is the date of the sample graphitization. It enables the evolution of the blanks and secondary standards to be monitored over the years and the sample graphitization line cleaning operations to be optimized. Other parameters are reported to control the quality of the results for their validation such as the graphitization yield, the mass of carbon, and the 12 C 3+ current with the 12 C transmission during the AMS measurement. Subsequently, the validated raw results can be corrected according to their nature, storage time (time between graphitization and measurement) and mass of carbon.

Monitoring the Evolution of Accompany ing Samples

The chemical preparation protocols of the samples were developed using the know-how acquired by the laboratory staff throughout the years of operation. An update of these protocols was published in a previous article (Dumoulin et al. 2017a).

The quality approach consists in monitoring the evolution of the samples accompanying the unknown samples according to specific key parameters, identified as important factors in the data analysis. In addition to the material type of the blank, which greatly influences its mean age, the two main parameters are the storage time between graphitization and measurement and the mass of carbon.

Follow-Up of Blanks

In the 17 years of operation of the AMS ARTEMIS, blanks have been measured regularly with unknown sample batches. Table 1 gives the average of these blanks for routine measurement, prepared under the same conditions with large mass (≥ 0.40 mg) and low storage time (≤ 30 days).

The first step is the study of the evolution of each type of blank according to the storage time for large samples. Masses lower than 0.40 mg are not taken into account at this stage to avoid small masses contributing to the blank level (Figure 1).

An increase in the blank level as a function of the storage time is observed in Figure 1, despite storing each pressed sample in an aluminum cathode directly after graphitization and then placing it in a glass tube filled with argon and hermetically sealed. All the tubes are kept in an airtight container also full of argon. The origin of this effect is not clear. For long storage times, an increase in the number of CH molecules is observed in the low energy beam line of the AMS, looking at the 13 C -current. The analyses of large samples (>0.40 mg) are corrected by a blank value depending on the storage time, according to the regression curve obtained on the set of blank measurements. The longer the storage time, the greater the correction. Thus, storing the graphitized samples for too long is avoided. A reasonable maximum time is 1-1.5 months. The C1 and charcoal blank curves are regularly updated with new measurements.

High variability of the blank level is observed. It is probably due not only to the natural variability of the raw material used to prepare the blank, its storage conditions and intensive use, but also to other parameters, such as the storage time and the cleanliness of the preparation and graphitization lines. Nine months is the usual time between two cleanings if there is no accident on the benches that would require maintenance.

The blank level as a function of the mass of carbon is the other parameter monitored. Figure 2 shows this evolution as a function of the sample mass processed on our routine graphitization benches, for two types of blank sample. As the influence of this parameter is negligible for masses of carbon greater than 0.40 mg, only smaller samples are studied, here. In order to avoid the influence of storage time on the blank degradation, a cut-off in days of storage is applied. It is fixed at 20 days, to avoid taking into account the long storage degradation effect.

The fit done on each set of data, in dashed lines on Figure 2, has the following format: pMC = a × mass b . This is similar to the plot in Log-Log scale reported on Figure 1a in the paper by Santos and colleagues [START_REF] Santos | Blan k assessment for ultra-small radiocarbon samples: chemical extraction and separation versus AMS[END_REF]. The b parameter here corresponds to what is called "modern carbon contamination" in the literature. It depends on the chemical pretreatment used for the sample and on which graphitization bench it was prepared on. "b" values are 0.59 mgC for ABA pretreatment and graphitized on the routine bench and 0.57 mgC for hydrolysis acid pretreatment and graphitized on the routine bench. These two values are identical if we consider the variability of b. This fit curve is the correction made to the raw result to subtract a blank level according to the sample mass.

In Figure 2, the smaller the mass, the greater the blank level becomes. This is due to the increase in the portion of contamination for smaller samples. It is clearly visible on the two blank curves. The background correction becomes very significant for very low masses, typically less than 0.030 mg of carbon. The variability of the blank level increases as the mass decreases. These two parameters, mean and variability of the blank level, are taken into account for blank subtraction for small graphite samples (< 0.40 mg). For small samples, the background correction is larger than the one due to the storage time. Consequently, the correction with respect to the mass of carbon analyzed is chosen, according to the fit curve j j ≤ 2 and considering the nature of the sample. Of course, small samples should not wait too long in storage and are therefore measured as a priority, in order not to accumulate the two effects. A multi-parametric curve would be needed to correct the two effects. This requires a very large number of data covering the ranges in the two dimensions. In any case, it is highl y recommended to collect numerous data with redundancy to improve the fits.

Tracking Secondary Standards

The secondary standards used in LMC14 come from the FIRI campaign (Table 2) to control the quality of the routine measurement.

The mean values are consistent within 1-σ error bar with the respective consensus values. FIRI G presents a higher error than the others, probably due to an intrinsic sample batch heterogeneity. These results demonstrate the accuracy and the reliability of the preparation, graphitization, measurement and data analysis chain performed at the LMC14 national laboratory.

International Intercomparison Campaign for 14 C Laboratories

International intercomparison campaigns between 14 C laboratories are regularly organized by the Radiocarbon community. The last one was the 6th campaign called SIRI [START_REF] Scott | Should archaeo log ists care about 14 C interco mparisons? Why? A su mmary report on SIRI[END_REF].

The results obtained by the LMC14 are reported in Table 3. Bias and reproducibility of the measurements for each SIRI sample were estimated by calculating a z_score value. The z_score value corresponds to the distance between a point and an average value expressed as a number of standard deviations.

z score = single dateconsensus value =error of the single date

It can be interpreted on the following assessment:

If jz scorej ≤ 2, the single measurement is "satisfactory".

If 2 < z score 3, a "warning" is given, the single measurement differs from the consensus value by two to three standard deviations.

If z score > 3, "action has to be taken" to find out the reason for the discrepancy.

For each measurement of a SIRI sample, the z_score is calculated and reported in Table 3. The results of the SIRI samples prepared and blindly measured on the ARTEMIS LMC14 AMS facility show excellent agreement with the consensus values of the samples. The z_score values are, with the exception of one case out of the 22 results, less than 2 and therefore considered satisfactory. This shows that the preparation and measurement protocols developed by the LMC14 are effective and are part of a quality approach that produces reliable dates.

MICROSAMP LE PROCEDURE

In the laboratory, about 1 mg of carbon is extracted from samples for the AMS routine measurements. Primary standards, background samples and secondary standards of equivalent masses are added in order to normalize, correct, and control the analysis, respectively (see previous sections). Today, smaller samples are analyzed, mainly from the Culture Heritage field, and the routine procedure is not fully suitable for them. Therefore, to solve this issue, a new dedicated microsample bench and a specific analytical procedure have been developed, including the points outlined in the previous section. The purpose of this section is to present the dedicated microsample protocol and its use on a recent application to ancient lead white paint. Lead white consists of a mixture of two lead carbonates, cerussite and hydrocerussite.

For data analysis, a blank of equivalent nature is required, thus calcium carbonates IAEA C1 were chosen. The carbon is extracted as for lead white carbon, by thermal decomposition at 800°C on a CO2 collection line without any prior chemical treatment. In addition, secondary standards have to be selected to control the measurements and to test the dedicated procedure.

As for lead white, FIRI I does not require any chemical treatment during the preparation step and is therefore suitable to accompany the measurement of lead carbonates. FIRI H is usually used for the control of the measurements but requires a chemical treatment. Blank subtraction for secondary standards is done with IAEA C1 blanks. Only one kind of blank is processed here so as not to add more numerous blank samples, even if in the case of FIRI H, IAEA C1 do not seem to be the most appropriate blanks. However, the contamination due to the small carbon mass effect is assumed to be higher than the contaminations related to the blank level associated to the difference in chemical pretreatment.

Other laboratories have developed microsample analysis protocols, mainly for environmental applications [START_REF] Santos | Blan k assessment for ultra-small radiocarbon samples: chemical extraction and separation versus AMS[END_REF][START_REF] Roberts | 14 C blank corrections for 25-100 μg samples at the Nat ional Ocean Sciences AM S Labo ratory[END_REF]. The main concern for microsample analysis is to estimate, as accurately as possible, the contamination specific to the sample.

Here, modern carbon and dead carbon contaminations are achieved by mass matching unknown samples with primary standards and blanks of equivalent mass.

Experimental Protocol for Microsamp les

The unknown samples are prepared on a CO2 collection line. The sample is considered as a microsample when the mass of carbon extracted is below 0.20 mg. The dedicated microsample graphitization bench is used in this c ase. The extracted CO2 is graphitized according to the principle of Vogel and colleagues [START_REF] Vogel | Perfo rmance of catalytically condensed carbon for use in accelerato r mass spect ro metry[END_REF]. Unlike conventional benches, the bench dedicated to microsamples has three small, 6 mL reactors in order to improve the graphitization yields. The pressure inside the reactors is measured with a small range of pressure gauges (Omega PX72-015AV, 0-350 mbar) that are more accurate for small quantities of gas. The traditional cryogenic water-trap (used in routine) is replaced by a chemical trap of magnesium perchlorate (Mg(ClO4)2) (Delqué-Količ et al. 2013a). A few grains are enough to remove the water and prevent the reversibility of the reaction. On this specific bench, the quantity of iron powder introduced in the reduction tubes remains constant at 1.5 mg to allow the sample to be pressed in the cathode (Delqué-Kolic et al. 2013b), while, for routine large samples, the quantity of iron is proportional to the mass of carbon. The pressure of the hydrogen introduced into the reactor must not exceed a factor of 2.3 times the measured CO2 pressure otherwise methane may form. The correct progress of the sample graphitization is checked by calculating the yields from the initial CO2 pressure, the introduced hydrogen pressure and the residual pressure. Only samples with a graphitization yield greater than 80% are selected for AMS analysis. In the case of the microsamples presented here, this condition is fully satisfied. Once graphitized, the microsamples are pressed in an aluminum cathode, like the routine samples.

Based on the mass of carbon extracted from the unknown sample, accompanying samples (blanks and secondary standards) with approximately the same mass are then prepared. Primary standards of approximatively equivalent masses to unknown samples and accompanying samples are necessary for the normalization as part of the dedicated microsample procedure. A batch is created with unknown samples, blanks, primary and secondary standards. All these samples are analyzed on ARTEMIS according to a specific AMS measurement procedure described in the next section.

Tuning Procedure for the Measurement of Microsamples Specificities related to the measurement of microsamples should be taken into account.

Microsamples contain a low amount of carbon compared to the quantity of iron, since the latter is maintained constant for small samples (carbon mass below 0.40 mg). It is thus necessary to reduce sputtering, by adjusting the cesium flow, limiting the duration of each run (reducing the number of cycles 12-13-14 of measurement per run) and if necessary, increasing their number, until the sample is perforated right through. It is relevant to reduce the warmup time at the beginning of each run (time witho ut measurement), to avoid burning the sample unnecessarily. It is then imperative to check during the measurement that the current of the sample does not drop significantly, otherwise the ratios 13 over 12 and 14 over 12 become unstable, and the sample measurement has to be stopped. If all these precautions are taken, the data analysis can be easily carried out.

Dedicated Data Analysis for Microsamples

The dedicated microsample procedure follows the same scheme as the routine procedure described in the first part of this paper. This part of the status report focuses on the application of this dedicated microsample protocol to Cultural Heritage samples analyzed in 2019 in the LMC14. For this particular study, OxII (primary standard), IAEA C1 (blanks), FIRI H and I (secondary standards), were chosen.

Data Normalization

The reduction of experimental data for microsamples is usually done with the NEC abc software. Special attention is paid to any burning out of the sample during the measurement. All data are routinely analyzed using primary standards and blanks and controlled by secondary standards. The analysis of microsamples is done in the same way; they are initially grouped, however, in batches of very similar masses. Each batch consisting in a set of primary standards, blanks and secondary standards, accompanying the unknown microsample is analyzed separately. At each step, the correlation between the 12 C 3+ current of the beam and the mass of carbon in the sample is checked. If the suitability is not appropriate, the microsample is moved, according to its current, to the batch with the closest average current. This presumably indicates a problem at the graphitization stage: low graphitization yield, presence of uncondensable matter, or a target pressing problem. When the choice of attribution is difficult because the sample falls halfway between two masses or two currents, the δ 13 C measured by the AMS is the third parameter used. Its value is representative of the sample material and can be measured off line on a stable isotope analyzer. The sample will then be positioned in the batch which gives a measured δ 13 C close to the expected value.

Once the groups have been created, the data can be normalized. A preliminary step is carried out using primary standards, blanks and secondary standards specifically prepared on the dedicated bench with a mass of around 0.30 mg. Because this sample mass range shows similar results to large routine samples, thanks to the reduction of the reactor volumes on the dedicated bench, this gives an overview of the accuracy of the results and the smooth running of the measurements.

Next, the compatibility of the primary standards is checked for each batch with a statistical χ 2 -test. The raw data of blanks, secondary standards and samples are normalized to the standard group, creating a series of result files (one per mass domain).

In this part, the performance of the new dedicated microsample procedure in correcting the secondary standard data will be presented and compared to the conventional analyses.

Analysis of the Data

Blanks: Once normalized, the data collected for the blanks (IAEA C1) are used to plot a curve of the blank level according to their carbon mass (Figure 3). The experimental data are fitted with a function: y = a × mass b .

Two trends can be observed. For C1 blanks with masses above 0.20 mg, the blank level appears to reach a constant value corresponding to the average value of the masses of blank at 0.30 mg (Figure 3). For masses below 0.20 mg, the blank level increases significantly until it reaches, in this case, 2.4 pMC for 0.017 mg of carbon. Thus, the smaller the sample size, the greater the modern carbon contamination. Preparation, graphitization and storage time are all steps that can influence the blank level for small carbon masses.

This curve is used for the analysis of all types of microsamples: the subtraction of a blank level depending on the mass of sample is considered. A better correction is then made to the measurement by evaluating the modern contamination rate during preparation and graphitization, based on the carbon mass considered. This curve can be improved by further microsample measurements. The accumulation of data allows a better adjustment of corrections to calibrations and unknown samples.

Calibrations: The correction method is now applied to FIRI H and I secondary standards to systematically control the measurement quality. These data are important for the validation of the AMS analysis and the validation of the dedicated microsample procedure.

First, the blank level is calculated for each mass of FIRI using the blank analytical curve in Figure 3. According to the mass of the sample, the corresponding blank value is then subtracted from its raw result. It is not possible to calculate here the variability of the IAEA C1 blank for each mass, because of the lack of measurements for a given mass. The variability is chosen Mass of carbon (mg) equal to 30% over the entire mass domain. This variability is included in the propagated error given with the final age.

To verify the relevance of this new procedure (black circle on Figure 4), the final FIRI (H and I) ages are compared to a) those normalized to OxII 1 mg and corrected by subtracting the conventional average blank at 1 mg (gray cross on Figure 4) and b) those normalized to OxII 0.30 mg and corrected by subtracting the average blank level at 0.30 mg (gray triangle on Figure 4). The results are presented in Figure 4. For ease of reading, we propose to compare the age differences (noted Δage) calculated from the 14 C age calculated by the three calculation methods explained above subtracted from the consensus age as a of the mass of FIRI analyzed (noted mass of sample).

The results of the normalization with 1 mg OxII processed on the routine bench and the normalization with 0.30 mg OxII graphitized on the dedicated bench are fully compatible at 2σ. Thus, this observation confirms that 0.30 mg samples are large enough to behave as routine samples on the dedicated bench, thanks to the reduction in the size of the reduction volume, more suitable for small masses (< 0.30 mg). For sample masses above 0.10 mg of carbon, no significant difference between the three methods is observed. However, the application of the dedicated microsample procedure is very effective in correcting 14 C ages for lower carbon mass samples, below 0.10 mg. The shift observed for the 0.094 mg sample is probably due to a target pressing problem.

The blank subtraction with mass dependence gives better results than the conventional corrections, particularly on very small masses. This shows the interest and relevance of the implementation of a dedicated procedure for microsample data analysis, avoiding the discrepancies of 50 to 300 years BP, on masses less than 0.10 mg. The microsample procedure has been applied to microsamples of ancient paints. Recently, the laboratory developed an experimental protocol to date lead white cosmetic and pigment by 14 C [START_REF] Beck | Absolute dat ing of lead carbon ates in ancient cos met ics by radio carbon[END_REF][START_REF] Beck | Thermal d eco mposit ion o f lead carbonate to dat e lead wh ite pig ment[END_REF]. When lead white is used to date paintings, it is necessary to reduce the size of the samples for reasons of conservation and preservation of the pictori al artifacts (Hendriks et al. 2018[START_REF] Hendriks | Select ive dat ing of paint co mponents : rad iocarbon d ating of lead wh ite pigment[END_REF]. Lead white contains a low amount of carbon, between 3.1% and 4.4%, on the proportions of hydrocerussite and cerussite (lead carbonates) present in the pigment [START_REF] Gettens | ed itor. A rtist's p ig ments, a handboo k of their h istory and characteristics[END_REF]. Due to the small size of the samples and the low carbon content, the use of the dedicated microsample procedure is required.

The protocol was applied to lead white paint samples from two medieval mural paintings.

According to stylistic studies, panel 1 is dated around 1500, while panel 2 is estimated to have been produced between 1300 and 1740. One large black pigment sample made of charcoal was also dated for comparison for panel 2. 0.026 mg and 0.064 mg of carbon were extracted from lead white samples of panel 1 and panel 2, respectively, and they were then graphitized on the bench dedicated to microsamples. For these two masses, the associated blank level was calculated via the blank analytical curve (Figure 3) and subtracted from the raw 14 C data. The results were compared either with the estimation of the stylistic studies or with the 14 C dating of the charcoal black sample prepared and analyzed according to our routine protocols (Table 4). 14 C dates were calibrated using OxCal Software (Bronk [START_REF] Bron K Ramsey | Bayesian analysis of radiocarbon dates[END_REF][START_REF] Ramsey | Methods for summarizing radiocarbon datasets[END_REF][START_REF] Reimer | Select io n and treatment of data for radiocarbo n calibrat ion : an update to the internatio nal calibrat ion (INTCA L) criteria[END_REF]. Calibrated age intervals are given at 2 σ. The calibrated 14 C age obtained for lead white paint from panel 1 is in agreement with the period given by the stylistic studies.

Concerning panel 2, three different analyses are presented in Figure 5, in order to illustrate the efficiency of the new dedicated microsample procedure. For the lead white microsample, the two standard normalizations-0.30 mg OxII (dedicated bench) and the 1 mg OxII (routine bench)-give much younger calibrated results than the charcoal black pigment. It is also noticeable that the compatibility of these two results confirms that 0.30 mg of sample on the microsample dedicated bench is equivalent to 1 mg sample on the routine bench. The dedicated microsample procedure gives a very consistent result with the date associated to the charcoal black pigment.

In conclusion, the dedicated microsample procedure implemented in the LMC14 is effective in correcting 14 C ages and ensures the reliability of the result. In both cases, information is provided on the time of manufacture of the pigment. The first 14 C dating confirms stylistic studies while the second 14 C dating restricts the interval proposed by archaeologists (1300 -1740) to the 16th and mid-17th century.

CONCLUSION

This article shows the quality approach performed at LMC14 for the preparation, graphitization, measurement and data analysis for routine samples. Tools and procedures have been developed and continuously improved to maintain the quality of results at the of international standards. The participation of the laboratory in the SIRI international intercomparison campaign is an important part of this approach. The results obtained show a very high consistency with the consensus values and therefore validate the procedures followed each day by the laboratory at each step of the sample route.

In addition, a dedicated procedure for microsample study is proposed in this paper. The results obtained for calibrations and lead white paint samples are very successful, proving that this procedure is perfectly adapted for the data analysis of small amounts of carbon.

The LMC14 can deal with the analysis of valuable materials, in particular paintings. Thanks to the dedicated procedure, it is possible to better respect the integrity of the artifacts by reducing the amount of material taken from them. The perspective of this work is to continue to improve the blank curve to refine the methodology.

Although this dedicated microsample procedure is effective in ensuring the reliability of a result, its implementation requires the preparation, graphitization and analysis of a large amount of primary standards, blanks and secondary standards for a single unknown sample. A gas source will be installed on the AMS ARTEMIS for the measurement of smaller s amples (Bronk [START_REF] Ramsey | Using a gas ion source for rad iocarbon AM S and GC-AM S[END_REF][START_REF] Xu | A gas ion source for rad iocarbon measurement at SUERC[END_REF][START_REF] Wacker | A versat ile gas interface fo r routin e rad iocarbon analys is with a gas ion source[END_REF][START_REF] Calcagnile | The new gas ion source at CEDAD: improved performances and first 14 C environmental applications[END_REF]. It has the advantage of removing the graphitization step from the preparation procedure and reducing the risks of contaminating the sample during this processing step. The completion of this new gas ion source will be particularly useful for cultural heritage applications.

Figure 1

 1 Figure 1 Blank level at LM C14 (with 1σ indiv idual error bar) in pMC (in %) according to the storage time (in days) for rout ine bench es. Circles : IA EA C1, cross: charcoal b lan k. Th e dashed line sho ws the linear regression curve and the equation of each set of data.

Figure 2

 2 Figure 2 Blank level at LMC14 (with 1-σ individual error bar) in pMC (in %) according to the mass of carbon of the processed sample (in mg) on the routine benches, for mass 0.40 mg and storage time 20 days. Circles: IAEA C1; crosses: charcoal blank. The dashed line shows the regression curve and the equation of each set of data.
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 3 Figure 3 C1 b lan k curv e level versus mass o f carbon for the microsamp le d ed icated bench: fit on experimental dat a in dotted line. The ho rizontal g ray line rep resents t he mean value of blanks close to 0.30 mg of carbon.
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 4 Figure4Δage as a fun ction of the mass of the calib rat ion samp les. The Δages co rrespond to the difference between the 14 C age obtained with the microsample procedure (black circle), or the 14 C age no rmalized with OxII 0.30 mg g raph it ized on the d ed icated bench (gray t riang le), or the 14 C age no rmalized with OxII 1 mg graphit ized on the rout ine b ench (g ray cross) and the consensual 14 C age (horizontal line). Error bars are given at 1σ.
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 5 Figure 5 Calibrated ages (OxCal) fo r three analyses o f the lead wh ite microsamp le and fo r the charcoal black rout ine samp le (med ieval wall paint ing Panel 2). Lead whit e d ata were analy zed with th ree d ifferent data processing methods : a) the microsamp le p rocedu re: no rmalized with s ize -matched OxII fro m the dedicated bench and the subtract ion o f a b lan k level calcu lat ed fro m the b lan k curv e in Figu re 3; b ) normalized with OxII at 0.30 mg and correct ed by subtract ing the averag e blan k level at 0.30 mg fro m the ded icated and c) no rmalized with OxII at 1 mg and co rrected by subtracting the convent ional average b lan k at 1 mg fro m the rout ine bench . Finally, the charcoal b lack was analy zed with OxII 1 mg and corrected with the average blank at 1 mg from the routine bench. The calibrated ages are given at 2 σ (95.4% confidence).

Table 1

 1 Average and standard deviation of blanks for routine measurements: mass ≥ 0.40 mg and storage time ≤ 30 days.

	Mean value measured at ARTEMIS

Table 2

 2 Average values and standard deviations for FIRI and C2. For FIRI C, E, H and I values are given in 14 C year Before Present (BP) and for FIRI G, C2 and ANU values are given in percent Modern Carbon (pMC).

	Type	Number of cathodes Mean value measured at ARTEMIS	Consensus value
	FIRI C	120	18,281 ± 122 BP	18,176 ± 11 BP
	FIRI G	66	110.38 ± 1.04 pMC	110.7 ± 0.04 pMC
	FIRI H	513	2247 ± 34 BP	2232 ± 5 BP
	FIRI I	521	4494 ± 34 BP	4485 ± 5 BP
	IAEA C2	119	41.08 ± 0.25 pMC	41.14 ± 0.03 pMC
	in Figure			

Table 3

 3 SIRI results, prepared and measured at the LMC14 laboratory. Measurements are blank corrected. Comparison with the consensus values, z-score calculation and interpretation are reported.

							Consensus value		
						LMC14 mean	±		
	SIRI sample	LMC14 sample	δ 13 C ± 1σ	F value ± 1 σ	Age ± 1 σ error	value ± 1 σ	1σ error (unit)		z-score
	code	reference	error (permil)	error	(BP)	error (unit)	(*= mean value)	z-score	interpretation
	A	SacA35252	-24.1 ± 0.4 0.00197 ± 0.00010	50,034 ± 408	50,136 ± 384 (BP)	> 50864 (BP)		
	A	SacA35263	-21.5 ± 0.3 0.00185 ± 0.00011	50,561 ± 490				
	A	SacA35274	-26.4 ± 0.8 0.00203 ± 0.00010	49,813 ± 385				
	D	SacA35261	-28.0 ± 0.3 1.04316 ± 0.00222	Modern	1.04238 ± 0.002	1.0398 ± 0.04	1.5	Satisfactory
	D	SacA35272	-29.8 ± 0.3 1.03976 ± 0.00240	Modern	(Fm)	(Fm)	0.0	Satisfactory
	D	SacA35283	-28.5 ± 0.7 1.03965 ± 0.00221	Modern			-0.1	Satisfactory
	E	SacA35279	-28.5 ± 0.5 0.25840 ± 0.00125	10,871 ± 39	10874 ± 4 (BP)	10843 ± 6 (BP)	0.7	Satisfactory
	E	SacA37060	-24.4 ± 0.4 0.25821 ± 0.00126	10,877 ± 39			0.9	Satisfactory
	F	SacA35258	-22.5 ± 0.4 0.95089 ± 0.00215	404 ± 18	387 ± 19 (BP)	363 ± 3 (BP)	2.3	Warning
	F	SacA35269	-26.1 ± 0.3 0.95534 ± 0.00239	367 ± 20			0.2	Satisfactory
	F	SacA37062	-27.3 ± 0.3 0.95278 ± 0.00225	389 ± 19			1.4	Satisfactory
	G	SacA35259	-24.2 ± 0.3 0.95797 ± 0.00209	345 ± 18	371 ± 21 (BP)	377 ± 3 (BP)	-1.8	Satisfactory
	G	SacA35270	-20.9 ± 0.5 0.95263 ± 0.00226	390 ± 19			0.7	Satisfactory
	G	SacA35281	-23.3 ± 0.6 0.95321 ± 0.00233	385 ± 20			0.4	Satisfactory
	G	SacA37061	-25.6 ± 0.4 0.95574 ± 0.00235	364 ± 20			-0.7	Satisfactory
	H	SacA35282	-25.2 ± 0.7 0.95097 ± 0.00230	404 ± 19	397 ± 10 (BP)	386 ± 3 (BP)	0.9	Satisfactory
	H	SacA37059	-26.7 ± 0.5 0.95256 ± 0.00256	390 ± 22			0.2	Satisfactory
	I	SacA35255	-24.5 ± 0.3 0.28885 ± 0.00126	9976 ± 35	9995 ± 16 (BP)	9995 ± 5 (BP)	-0.5	Satisfactory
	I	SacA35266	-21.2 ± 0.4 0.28782 ± 0.00126	10,004 ± 35			0.3	Satisfactory
	I	SacA35277	-21.6 ± 0.6 0.28780 ± 0.00155	10,005 ± 43			0.2	Satisfactory
	J	SacA35254	-23.5 ± 0.3 0.01809 ± 0.00080	32,231 ± 357	32,243 ± 166 (BP)	32,002 ± 33 (BP)	0.6	Satisfactory
	J	SacA35265	-25.5 ± 0.4 0.01843 ± 0.00082	32,083 ± 359			0.2	Satisfactory
	J	SacA35276	-22.9 ± 0.6 0.01768 ± 0.00082	32,415 ± 372			1.1	Satisfactory
	K	SacA35251	-3.5 ± 0.2	0.00069 ± 0.00006	58,451 ± 724	57,092 ± 1236 (BP)	> 51603 (BP)		
	K	SacA35262	-2.0 ± 0.4	0.00085 ± 0.00006	56,787 ± 578				
	K	SacA35273	-3.2 ± 0.3	0.00093 ± 0.00006	56,037 ± 540				
	L	SacA35253	-23.9 ± 0.3 0.00247 ± 0.00012	48,234 ± 402	50,697 ± 1756 (BP)	> 51989 (BP)		
	L	SacA35264	-24.6 ± 0.3 0.00183 ± 0.00010	50,654 ± 436				
	L	SacA35275	-27.5 ± 0.6 0.00152 ± 0.00009	52,102 ± 459				
	L	SacA37058	-27.8 ± 0.3 0.00158 ± 0.00008	51,798 ± 417				
	N	SacA37065	-29.8 ± 0.4 0.65511 ± 0.00206	3398 ± 25	3381 ± 24 (BP)	3369 ± 4 (BP)	1.2	Satisfactory
	N	SacA37066	-28.7 ± 0.3 0.65782 ± 0.00220	3364 ± 27			-0.2	Satisfactory

Table 4 14

 4 C dating results of microsamples of lead white and charcoal black paints from two medieval painting panels.

			Mass of carbon		Calibrated age
	N° SacA	Paint pigment	(± 0.005 mg)	14 C age (BP)	(calAD) (2σ)
	Panel 1 SacA54649 Lead white	0.026	546 ± 99	1264-1522 (91.6%)
					1575-1625 (3.8%)
	Panel 2 SacA54653 Lead white	0.064	293 ± 47	1470-1667 (92.9%)
					1783-1796 (2.5%)
	SacA52837 Charcoal black	0.779	308 ± 19	1513-1600 (72.5%)
					1616-1647 (22.9%)
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