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des établissements d'enseignement et de recherche français ou étrangers, des laboratoires publics ou privés.

A series of large prospective randomized trials established the superiority of transcatheter aortic valve implantation (TAVI) over surgical aortic valve replacement in treating patients with severe aortic stenosis with intermediate to high surgical risk [START_REF] Siontis | Transcatheter aortic valve implantation vs. surgical aortic valve replacement for treatment of severe aortic stenosis: a meta-analysis of randomized trials[END_REF] and more recently its shortterm non-inferiority among low surgical risk patients [START_REF] Mack | Transcatheter Aortic-Valve Replacement with a Balloon-Expandable Valve in Low-Risk Patients[END_REF][START_REF] Popma | Transcatheter Aortic-Valve Replacement with a Self-Expanding Valve in Low-Risk Patients[END_REF] . Unlike other periprocedural complications, conduction disturbances (i.e. mainly high-degree atrioventricular block

[HAVB] requiring permanent pacemaker [PPM] implantation and new-onset left bundlebranch block [LBBB]) have remained stable with recent reports even suggesting an increased risk associated with the newer-generation transcatheter heart valves [START_REF] Faroux | Clinical impact of conduction disturbances in transcatheter aortic valve replacement recipients: a systematic review and meta-analysis[END_REF][START_REF] Vincent | Conduction Disturbances After Transcatheter Aortic Valve Replacement[END_REF] . While HAVB represents an unequivocal PPM indication in international guidelines [START_REF] Brignole | ESC Guidelines on cardiac pacing and cardiac resynchronization therapy: the Task Force on cardiac pacing and resynchronization therapy of the European Society of Cardiology (ESC). Developed in collaboration with the European Heart Rhythm Association (EHRA)[END_REF] , the management of milder conduction disturbances such as worsening or new-onset first-degree atrioventricular block (FDAVB) or LBBB remains controversial. Experts have suggested the use of electrophysiological studies (EPS) may help stratify patients with post-TAVI new-onset or worsening conduction disturbances who would require PPM implantation [START_REF] Vincent | Conduction Disturbances After Transcatheter Aortic Valve Replacement[END_REF][START_REF] Rodés-Cabau | Management of Conduction Disturbances Associated With Transcatheter Aortic Valve Replacement: JACC Scientific Expert Panel[END_REF] . However, this suggestion relies on small retrospective studies, and, considering the evolving nature of post-TAVI conduction disturbances, the overall mid-term diagnostic performances of an inhospital EPS-guided PPM implantation strategy remain unclear. The objective of this study was to evaluate the safety and diagnostic performances of such a strategy.

METHODS

The full version of the methods can be find in the supplemental appendix. A retrospective study of patients who underwent TAVI at a single center was performed.

Patients with post-TAVI persistent new-onset or worsening conduction disturbances not representing absolute PPM indications who underwent EPS during the index hospitalization were included in the present study. All patients gave written informed consent for the procedures and anonymous collection of their data, which were prospectively gathered in an electronic database as part of the FRANCE TAVI registry [START_REF] Auffret | Temporal Trends in Transcatheter Aortic Valve Replacement in France: FRANCE 2 to FRANCE TAVI[END_REF] . Details regarding the preprocedural workup were previously described [START_REF] Auffret | Predictors of 6-month poor clinical outcomes after transcatheter aortic valve implantation[END_REF] . Post-procedural care consisted of heart rhythm monitoring for at least 48 hours after intervention, laboratory tests and a 12-lead electrocardiogram (ECG) on a daily basis. Clinical outcomes were defined according to Valve Academic Research Consortium 2 criteria [START_REF] Kappetein | Updated standardized endpoint definitions for transcatheter aortic valve implantation: the Valve Academic Research Consortium-2 consensus document[END_REF] .

The surface ECGs before the TAVI procedure and at the time of the EPS, were employed to record rhythm, heart rate, PR interval, and QRS duration. Left anterior and posterior fascicular hemiblocks, LBBB, and right bundle branch block (RBBB) were defined according to the American Heart Association, American College of Cardiology Foundation, and Heart Rhythm Society recommendations for standardization and interpretation of the electrocardiogram [START_REF] Brignole | ESC Guidelines on cardiac pacing and cardiac resynchronization therapy: the Task Force on cardiac pacing and resynchronization therapy of the European Society of Cardiology (ESC). Developed in collaboration with the European Heart Rhythm Association (EHRA)[END_REF] . HAVB was defined as type 2 second degree AVB or third degree AVB.

Patients with persistent HAVB post-TAVI underwent PPM implantation in accordance with current European guidelines [START_REF] Brignole | ESC Guidelines on cardiac pacing and cardiac resynchronization therapy: the Task Force on cardiac pacing and resynchronization therapy of the European Society of Cardiology (ESC). Developed in collaboration with the European Heart Rhythm Association (EHRA)[END_REF] . For patients with milder new-onset or worsening conduction disturbances persisting without improvement upon serial ECG at least 24h after the procedure, a local EPS-guided PPM implantation strategy was implemented in our center in June 2017. A senior electrophysiologist performed the EPS in the local electrophysiology laboratory, and all measurements were carried out on a General Electric electrophysiology workstation. PPM implantation was recommended for an infra-hisian significant conduction delay defined as HV interval > 70ms, or second-or third-degree His-Purkinje block demonstrated during incremental atrial pacing with a rate ≤ 100 bpm. Final decision for PPM was at the discretion of the electrophysiologist taking into account the EPS findings but also the in-hospital ECG evolution and clinical data.

Follow-up was performed by on-site clinical visit and/or telephone at 1-month post-TAVI, at 1 year and yearly thereafter. Records from referring cardiologists, general practitioners, and other hospitals were retrieved for further information. Ventricular pacing (VP) percentage was recorded among patients who underwent PPM implantation.

The primary objective of the study was to evaluate the diagnostic performances (sensitivity, specificity, positive and negative predictive value) of the local EPS-guided PPM implantation strategy. False negative outcomes were defined as patients discharged without PPM implantation who required PPM for HAVB within 6 months of the initial EPS procedure. False positive outcomes were defined as patients discharged with a PPM with a ventricular pacing (VP) percentage < 1% at follow-up. Patients who received a pacemaker due to mechanically-induced HAVB during EPS (bump of the right bundle branch in patients with an LBBB) were not included in the calculation of these diagnostic performances as they do not represent patients among whom conduction disturbances were solely TAVI-related.

Continuous variables were presented as mean ± standard deviation or median (interquartile range) depending on their distribution, which was assessed using the Kolmogorov-Smirnov test, and were compared using t-tests or the Mann-Whitney U test as appropriate. Categorical variables were summarized as numbers (percentages), and compared using chi-square tests or the Fisher exact test. A multivariable backward stepwise logistic regression was performed to identify prolonged HV predictors. Variables with a p-value < 0.1 in univariable analysis were included in the model. Results were reported as adjusted oddsratio (OR) with the corresponding 95% confidence interval (CI). All tests were 2-sided at the 0.05 significance level. Statistical analyses were conducted using the Statistical Package for Social Sciences version 25 (SPSS Inc., IBM, Armonk, New York).

RESULTS

Figure 1 provides the flow-chart of the study population. Baseline characteristics of the population are detailed in Table 1. There was no statistically significant difference between the PPM and no PPM groups except for a higher body mass index and a more frequent history of pulmonary edema in the former group. Table 2 summarizes ECG findings before and after TAVI. There was no significant difference in procedural characteristics and in-hospital complications between the two groups (Table 3).

Post-TAVI ECG changes leading to the performance of the EPS are detailed in Figure 2. EPS was performed at a median of 3 days (2-5) following TAVI. There was no difference in EPS indication or timing between the PPM and no PPM groups (p= 0.62 and 0.57, respectively). Median HV interval was 65ms (56-79) in the total population, 80ms (73-92) in the PPM group, and 60 ms (50-65) in the no PPM group (p<0.001). Thirty patients had a HV interval > 70ms. Six mechanically induced AVB by direct injury to the right bundle branch in patients with LBBB occurred and led to PPM implantation. No other complication of the EPS occurred. Multivariable predictors of a prolonged HV interval (>70ms) were the pre-TAVI PR interval (OR = 1.02, 95%CI: 1.003-1.03; p=0.02), and the post-TAVI aortic valve area (OR = 0.09, 95%CI: 0.02-0.49; p=0.005).

PPM implantation was deemed necessary by the operator and performed in 35 patients following EPS. Among them, HV interval > 70 ms was the sole indication for PPM for 26 patients. Mechanical HAVB during EPS led to PPM implantation in 6 patients, among whom 3 had a HV interval ≤ 70 ms. In one of these patients, right bundle branch block injury precluded any HV interval measurement and required prompt PPM implantation. PPM implantation was decided by the operator despite HV intervals ≤ 70 ms in 3 cases: one for a long antegrade effective refractory period of the atrioventricular node (700ms), one for a 160ms RBBB with supra-hisian AV block, and one for junctional rhythm and sinus node dysfunction associated with a 160ms LBBB and a HV interval of 70ms. On the contrary, 2 patients with a HV interval > 70ms did not receive PPM: one with a HV interval of 78ms who demonstrated a complete resolution of his conduction disturbances after the EPS, and one with a borderline HV of 71ms and a supra-hisian block with an antegrade effective refractory period of the atrioventricular node of 470ms. PPM brand were Microport CRM-Sorin in 12 patients (33%), St-Jude Medical in 9 patients (25%), Medtronic in 8 patients (22%), Biotronik in 4 patients (11%), and Boston scientific in 3 patients (8%). Programmed modes were VVI/VVIR in 17 patients (47%), DDD/DDDR in 13 (36%), and DDD-ADIR, AAI-DDD, or AAI-SafeR in 6 (17%). Among patients with a VVI/VVIR pacemaker, the basal pacing rate or hysteresis was ≤ 45 bpm in 7, ≤ 55 bpm in 7 and 60/min in the remaining 3 patients.

The median follow-up was 147 (71-465) days. There was no significant difference between the two groups regarding all-cause death, heart failure hospitalizations or new-onset AF. No SCD occurred (Table 3). Among patients without PPM at discharge, one patient reported episodes of faintness, which were not associated with high-degree conduction disturbances. Two patients received a PPM. The first received CRT at a follow-up of 386 days for heart failure associated with reduced left ventricular ejection fraction and a newonset persistent LBBB of 180ms (160ms at discharge), the second received CRT for faintness, type 1 second-degree AVB, LBBB and reduced left ventricular ejection fraction at a followup of 617 days. Among the PPM group, one lead fracture requiring PPM extraction without reimplantation in a patient with a VP percentage <1% was reported. One upgrading to CRT was required 527 days after PPM implantation for heart failure and left ventricular dysfunction in a patient with a VP percentage of 90%.

Figure 3 illustrates the repartition of VP percentage among PPM patients at a median follow-up of 137 days (68-406 days). VP percentage was retrieved for 33 out of 35 PPM patients (94.3%). One patient died from a non-cardiovascular cause before the first device assessment. For the second patient, we were unable to obtain data regarding VP percentage despite completing the clinical follow-up. After exclusion of the 6 patients implanted for a mechanically-induced AVB, the diagnostic performances of the EPS-guided PPM implantation strategy were evaluated among 27 PPM recipients and 43 of their no-PPM counterparts. The rate of false negative outcomes was 0%. False positive outcomes occurred in 5 (18.5%) patients without differences between patients with a VVI/VVIR pacemaker and patients with other modes (3 vs. 2 patients, p=0.20). The underlying rhythm pathologies requiring pacing in these subjects are summarized in supplemental table 1. The sensitivity, specificity, positive and negative predictive values of the EPS-guided PPM implantation strategy were 100%, 89.6%, 81.5%, and 100%, respectively. Of note, among the 6 PPM patients with a mechanical AVB, 3 had a VP percentage between 1 and 25% while 3 had a VP percentage > 50%.

DISCUSSION

The natural history of post-TAVI conduction disturbances and their most appropriate management remain unclear due to the scarcity of prospective studies addressing this issue.

The multicenter prospective LBBB-TAVI study focusing on post-TAVI new-onset LBBB will hopefully shed some light on this area [START_REF] Massoullié | Prognosis assessment of persistent left bundle branch block after TAVI by an electrophysiological and remote monitoring risk-adapted algorithm: rationale and design of the multicentre LBBB-TAVI Study[END_REF] . The Ambulatory Electrocardiographic Monitoring for the Detection of High-Degree Atrio-Ventricular Block in Patients With Newonset PeRsistent LEft Bundle Branch Block After Transcatheter Aortic Valve Implantation (MARE) study elegantly provided insights into the natural history of TAVI-induced newonset LBBB by implanting a cardiac monitor in 103 TAVI recipients [START_REF] Rodés-Cabau | Arrhythmic Burden as Determined by Ambulatory Continuous Cardiac Monitoring in Patients With New-Onset Persistent Left Bundle Branch Block Following Transcatheter Aortic Valve Replacement: The MARE Study[END_REF] . PPM implantation was required for HAVB or severe bradycardia in 10% of these patients at a mean delay of 42 days following TAVI. Therefore, allowing such patients to be discharged without PPM implantation based solely on routine ECG and continuous rhythm monitoring data may subject a significant proportion of them to the risk of a life-threatening bradyarrhythmia. On the other hand, a recent meta-analysis suggested an increased risk of long-term mortality and heart failure hospitalization associated with PPM implantation post-TAVI [START_REF] Faroux | Clinical impact of conduction disturbances in transcatheter aortic valve replacement recipients: a systematic review and meta-analysis[END_REF] . EPS appears as a potential candidate to help select patients who will benefit from PPM implantation or conversely who can be safely discharged without PPM implantation. An expert panel recently suggested that EPS may play a significant role in selecting PPM implantation candidates in two specific groups of patients: patients with ECG changes (increase in PR or QRS duration ≥20 ms) in the presence of pre-TAVI conduction disturbances, and patients with new-onset LBBB 7 .

To date, studies assessing the role of EPS in the post-TAVI setting have been scarce and each included less than 100 patients [START_REF] Tovia-Brodie | Use of Electrophysiological Studies in Transcatheter Aortic Valve Implantation[END_REF] . In four studies assessing the value of a post-TAVI EPS in predicting PPM implantation, with a HV interval cut-off ranging from 65 to 100ms, and reported a long-term follow-up and the need for PPM, no SCD occurred and no patients needed a PPM during at least 1 year of follow-up [START_REF] Tovia-Brodie | Use of Electrophysiological Studies in Transcatheter Aortic Valve Implantation[END_REF] . Only two prior studies, including 121 patients undergoing EPS, truly reported the results of predefined EPS-guided strategies [START_REF] Tovia-Brodie | Use of Electrophysiological Studies in Transcatheter Aortic Valve Implantation[END_REF] . Tovia-Brodie et al. presented the results of 81 patients with conduction abnormalities after TAVI, showing an improved event-free survival (mortality or PPM implantation) among the 26 EPS-assessed patients with a 75ms HV interval cut-off prompting PPM implantation (9% vs. 0%, p = 0.04) [START_REF] Tovia-Brodie | The value of electrophysiologic study in decision-making regarding the need for pacemaker implantation after TAVI[END_REF] . In another study including 95 patients who developed conduction disturbances without an absolute indication for PPM, Rogers et al. showed the safety of their EPS-guided strategy regarding the risk of PPM implantation without significant mortality difference at 1-year of follow-up between patients who received a PPM and those who did not based on the EPS findings [START_REF] Rogers | Utility of Invasive Electrophysiology Studies in Patients With Severe Aortic Stenosis Undergoing Transcatheter Aortic Valve Implantation[END_REF] . However, the HV interval threshold prompting PPM implantation was 100ms with a pharmacological test involving IV procainamide, which is not available worldwide, limiting the reproducibility of the study. In addition to this two previous studies, the present analysis provides valuable data regarding the mid-term diagnostic performances of an EPS-guided strategy by evaluating the ability of a post-TAVI EPS to predict PPM dependency at follow-up. We demonstrated an acceptable 18.5% rate of false positive patients, with VP percentage <1% at follow-up, using a single, widely accepted, 70ms HV interval cut-off.

A theoretical limitation of the use of EPS in the post-TAVI conduction disturbances setting is the "screenshot" characteristic of EPS, which captures AV conduction properties at a specific time. Indeed, it is well described that post-TAVI conduction disturbances may worsen or improve over time [START_REF] Vincent | Conduction Disturbances After Transcatheter Aortic Valve Replacement[END_REF] . Therefore, the prognostic value of an EPS performed during the index hospitalization regarding the prediction of late HAVB or PPM dependency remains largely elusive. To circumvent this limitation, experts recommend that EPS is realized at least 24h after TAVI and after stabilization of ECG findings. Using a strategy essentially aligned with this recommendation, with a HV interval cut-off of 70ms prompting PPM implantation, which falls in the range proposed by Tovia-Brodie et al [START_REF] Tovia-Brodie | Use of Electrophysiological Studies in Transcatheter Aortic Valve Implantation[END_REF] , we demonstrated a reassuring 100% NPV regarding PPM requirement within the first 6 months of follow-up among patients with a negative EPS.

Importantly, the EPS-guided PPM implantation strategy was associated with a significant number of HAVB induced by a direct injury to the right bundle branch as 7.6% of patients were implanted because of a mechanical HAVB. None of these patients were considered PPM independent at follow-up. Nonetheless, this observation stresses the need to reduce EPS-related implantation to further increase the safety of EPS-guided PPM implantation strategies.

In the three EPS-guided PPM implantation studies, which assessed PPM dependency post-TAVI, one used a dependency definition of VP >50% while the others defined PPM dependency as underlying permanent AV block [START_REF] Makki | Conduction disturbances after TAVR: Electrophysiological studies and pacemaker dependency[END_REF][START_REF] Badenco | Respective role of surface electrocardiogram and His bundle recordings to assess the risk of atrioventricular block after transcatheter aortic valve replacement[END_REF][START_REF] Kostopoulou | Permanent pacing after transcatheter aortic valve implantation of a CoreValve prosthesis as determined by electrocardiographic and electrophysiological predictors: a single-centre experience[END_REF] . In the present study, we aimed at "penalizing" the negative predictive value estimation to increase the confidence regarding the long-term safety of our strategy. Therefore, we chose a conservative definition of VP>1% for PM dependency, since even rare paroxysmal HAVB, which would translate in a low VP percentage, may cause SCD or serious bradyarrhythmia-related events.

Several limitations of the present analysis should be considered. First, this was a single-center study of limited size, which may limit the generalizability of our results. Second, most patients received a balloon-expandable valve, the magnitude and timing of effect of which upon the conduction system may differ from other transcatheter heart valve designs.

However, in a recent study including 2804 patients, 82% and 94% of conduction disturbances occurred within 48h and 4 days of TAVI, respectively, without difference between valve type [START_REF] Kooistra | Late onset of new conduction disturbances requiring permanent pacemaker implantation following TAVI[END_REF] . The MARE study demonstrated no difference in the timing of bradyarrhythmic events post-TAVI according to valve type, and self-expandable valves were not a significant predictor of delayed HAVB in a study by Toggweiler et al. including 1064 TAVI recipients [START_REF] Toggweiler | The Electrocardiogram After Transcatheter Aortic Valve Replacement Determines the Risk for Post-Procedural High-Degree AV Block and the Need for Telemetry Monitoring[END_REF] .

On the contrary, a small study encompassing 133 patients demonstrated a delayed occurrence of PR prolongation among self-expandable valve recipients compared with their balloonexpandable counterparts [START_REF] Coeman | Different dynamics of new-onset electrocardiographic changes after balloon-and self-expandable transcatheter aortic valve replacement: Implications for prolonged heart rhythm monitoring[END_REF] . However, PR prolongation occurred within 48h of the procedure after self-expandable valves' implantation. Thus, it is unlikely that the indications and diagnostic performances of our strategy would be vastly different in a population including a greater proportion of self-expandable valves given the 3 days median delay between TAVI and EPS in the present study. Finally, the choice of pacemaker brand, programmed modes and frequencies were not protocoled but left to the operator discretion. Thus, although programs preserving spontaneous conduction were systematically preferred, the interpretation of pacing data from device interrogations may be challenging. 
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