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Introduction

The loss of a limb produces a permanent disability which causes a significant disruption to amputee's life. This disability has an impact of person mobility, self-care, self-image, community and leisure involvement. According to the National Limb Loss Resource Center [START_REF] Ziegler-Graham | Estimating the prevalence of limb loss in the united states: 2005 to 2050[END_REF], there are nearly 2 million people living with limb loss in the United States alone, with approximately 185 000 amputations occur each year, 70% of which being due to trauma involving the upper limbs.

The use of prosthetic implant can replace some of the functionality loss. These prosthetics can be controlled by users in different ways as sound, movement, electrical activity, etc. The most effective and natural way for controlling the prosthetic implant is by using the electrical activity of the muscles which is called ElectroMyoGraphy signals (EMG) and especially surface EMG (sEMG) which has the advantage of being non-invasive. However, some studies [START_REF] Farina | The extraction of neural information from the surface EMG for the control of upper-limb prostheses: emerging avenues and challenges[END_REF] observed that despite of the intensive research in prosthetic hand control over the last 60 years, there is still no system that is commercially available which satisfies all the needs of the users, and many users stop using their prosthetic after several months. In order to improve the usability of the prosthetics, more enhancement should be done in the accuracy of the patient's movement identification.

However, movements of the fingers, hand grip, or any other hand gesture, result from combinations of multiple muscles contractions in the forearm. Hence the resulting sEMG signal will contain a significant similarities which make distinguishing and classification of these sEMG a difficult challenge [START_REF] Gazzoni | Quantifying forearm muscle activity during wrist and finger movements by means of multi-channel electromyography[END_REF]. This is even more challenging when the person has been amputated at the forearm, because the signal level in the residual muscles is low [START_REF] Pizzolato | Comparison of six electromyography acquisition setups on hand movement classification tasks[END_REF]. In addition to that, the sEMG signals are non-stationary and noisy [START_REF] Chowdhury | Surface electromyography signal processing and classification techniques[END_REF] which makes processing of these signals a non-trivial task.

In this paper, we aim to use sEMG to identify hand movements patterns based on time-frequency features. We use the sEMG signals from Ninapro Project [START_REF] Atzori | Electromyography data for noninvasive naturally-controlled robotic hand prostheses[END_REF], and time-frequency domain for features extraction which are natural candidates for non-stationary signals. Then we decrease the dimension of the extracted features by applying different dimension reduction methods (linear and non-linear), and we evaluate the improvement of the methods using different classifiers.

The main contributions of this paper can be summarized as follows:

• A detailed comparative study is carried out for feature extraction from time-frequency domain and at the level of dimension reduction methods.

• For the first time, the Discrete Orthonormal Stockwell Transform (DOST) is applied to extract features from sEMG signals, and we found that it yields competitive results while significantly reducing the computational burden.

• We also introduce the use of Multidimensional Scaling (MDS) as a non linear dimension reduction method which gave promising results.

• The proposed methods are thoroughly evaluated on a public dataset [START_REF] Atzori | Electromyography data for noninvasive naturally-controlled robotic hand prostheses[END_REF] and compared with state-of-the-art results.

This paper is organized as follows: we give an introduction about sEMG signals (1.1) and related work on using these signals to identify hand movement (1.2), then we explain briefly the theoretical part of the methods we used in feature extraction (2.1) and dimension reduction methods (2.2). In the numerical experiment section [START_REF] Gazzoni | Quantifying forearm muscle activity during wrist and finger movements by means of multi-channel electromyography[END_REF] we explain in details the used data and the applied methods in the experiments. The results we get from each method are shown with discussion in (3.5). Finally, the conclusion of our study is given in section (4).

Electromyography Signals

EMG signals refer to the collected electric signal from muscles, which is controlled by the nervous system and produced during muscle contraction. An EMG signal is indeed the electrical activity of a muscle's motor units, which consist of two types: surface sEMG, and intramuscular EMG [START_REF] Hargrove | A comparison of surface and intramuscular myoelectric signal classification[END_REF]. For prosthetic control, sEMG is preferred as it is non-invasive and more natural with no need for surgical process. Recording sEMG is performed by placing several electrodes on the skin, and different studies were performed to obtain better results in this area [START_REF] Blanc | Electrode placement in surface electromyography (semg)"minimal crosstalk area"(mca)[END_REF]. Over the past decades, different electrode placement strategies have been investigated. Some researchers study the use of multi-channel electrode arrays or high-density EMG strategy, while others explore the precise anatomical positioning approach [START_REF] Hermens | The state of the art on sensors and sensor placement procedures for surface electromyography: A proposal for sensor placement procedures[END_REF].

When a sEMG signal is being recorded from a muscle, various types of noise will contaminate it, namely: inherent noise in the electrode, movement artifact, electromagnetic noise, cross talk, internal noise, inherent instability of the signal, and electrocardiographic artifact [START_REF] Chowdhury | Surface electromyography signal processing and classification techniques[END_REF]. Therefore, analyzing and classifying EMG signals is very challenging because of the complicated patterns of EMG which is influenced by the anatomical and physiological properties of muscles [START_REF] Nazmi | A review of classification techniques of EMG signals during isotonic and isometric contractions[END_REF]. These signals are a non-stationary stochastic process, and their amplitude, variance, energy, and frequency vary depending on contraction level. Typically, the amplitude ranges from 50 µV to 10 mV and frequency spectrum lies between 20 Hz and 500 Hz [START_REF] Meselmani | Pattern recognition of EMG signals: Towards adaptive control of robotic arms[END_REF].

Related Work

Feature Extraction

In pattern-recognition-based control, the feature extraction and classification are crucial steps. Feature extraction involves transforming raw sEMG data into a feature vector that is used to represent a given movement. Several features extractions methods were studied in this area which can be divided into three major domains: time domain features, frequency domain features, and time-frequency domain features.

Time Domain (TD) Features. TD features are the most commonly used in sEMG signal classification [START_REF] Phinyomark | Feature reduction and selection for EMG signal classification[END_REF]. Their major advantage is that they are fast to compute because no complex transformation is needed. However, because TD features are based on signal amplitude, they are relatively sensitive to noise and artifacts [START_REF] Hakonen | Current state of digital signal processing in myoelectric interfaces and related applications[END_REF]. The most common combinations are found in Hudgin's feature vector [START_REF] Hudgins | A new strategy for multifunction myoelectric control[END_REF], which consists of the mean absolute value, the waveform length, zero crossing, and signal slope changes. Hudgin's feature vector yields a relatively high classification accuracy, stability against changes in segment length, low discrepancy over several sessions, and computational simplicity [14][15].

In [START_REF] Oskoei | Support vector machine-based classification scheme for myoelectric control applied to upper limb[END_REF], Hudgin's feature vector was used and fed to a Support Vector Machine (SVM) classifier (6 classes and 4 channels) and the resulting accuracy was 96%. Note that in this case, the high classification accuracy must be tempered by the relatively low number of classes.

In a different study [START_REF] Tkach | Real-time and offline performance of pattern recognition myoelectric control using a generic electrode grid with targeted muscle reinnervation patients[END_REF], features of sixth-order autoregressive model was added to Hudgin's feature vector, with a Linear Discriminant Analysis (LDA) as a classifier. In this study sEMG signals were recorded on 15 channels, the results of using these features were varied based on the number of classes (movements), where it was 81.0% for 29 classes, and 88.8% for 17 classes, up to 97% for 9 classes.

Another study [START_REF] Rojas-Martínez | High-density surface EMG maps from upper-arm and forearm muscles[END_REF] used high-density sEMG signals, by recording sEMG signals of the forearm using an array of 192 electrodes. Root mean square values were used as a feature for each signal, and an average of 95% of classification rate for 9 classes is reached with a SVM classifier.

Despite the fact that TD features are simple to compute and could perform well for prosthetic with a few degrees of freedom (i.e. less classes), the nature of sEMG signals and its non-stationary characteristic make the TD features limited to preserve intrinsic features of the sEMG signals.

Frequency Domain (FD) Features. FD features can be used to estimate muscle fatigue, force production and changes in muscle activation patterns [START_REF] Hakonen | Current state of digital signal processing in myoelectric interfaces and related applications[END_REF]. Using FD features alone in movement pattern recognition has not given good results compared to TD features which outperformed the frequency features and were more stable [START_REF] Hakonen | Current state of digital signal processing in myoelectric interfaces and related applications[END_REF].

The studies addressing feature extractions show that using the TD features gives better results than using FD features. In [START_REF] Phinyomark | Feature reduction and selection for EMG signal classification[END_REF] frequency domain features alone were tested, which are mean frequency, Median frequency, 1st, 2nd and 3rd spectral moments and frequency ratio. In this study, the FD features classification accuracy was between 75-85% where most of the used TD features accuracy was more than 85% for six upper limb movements applied on the same dataset.

However, combining FD features with successful TD features may yield more robust classification than TD features. In two studies [START_REF] Phinyomark | The usefulness of mean and median frequencies in electromyography analysis[END_REF] [START_REF] Phinyomark | A novel feature extraction for robust EMG pattern recognition[END_REF], appending the mean and median frequency to TD features increased the robustness of the classification. Different sets of features in noisy environment were tested in study [START_REF] Phinyomark | A novel feature extraction for robust EMG pattern recognition[END_REF] and it was approved that by appending these two TF features, the error rate decreased from 20% to 5-10% for six upper limb motions.

Time-Frequency Domain (TFD) Features. TFD features contains the combination of temporal and frequency information. These features characterize the signal in a time-frequency plane which allows an accurate description of the variability of frequency over time, providing plentiful non-stationary information about the sEMG signals.

Recent studies have shown that time-frequency analysis methods can extract relevant information about sEMG signals [START_REF]Comparison of wavelet and short time fourier transform methods in the analysis of EMG signals[END_REF] [START_REF] Rabin | Classification of human hand movements based on EMG signals using nonlinear dimensionality reduction and data fusion techniques[END_REF], but on the other hand they yield a high-dimensional feature vector. Hence using all the features would be numerically intractable and weakly relevant to the classification. Therefore it is mandatory to perform a dimension reduction on these features. Several time-frequency methods were used in the state of the art.

Short Time Fourier Transform (STFT) [START_REF] Sejdic | Time-frequency feature representation using energy concentration: An overview of recent advances[END_REF] is a well-known time-frequency method which performs a mono-resolution analysis by applying a fixed-size window on the signal. STFT was successfully used to extract intrinsic features of the movement identification, and led to high classification rate in case of large training data when followed by linear or non-linear dimension reduction methods [START_REF] Rabin | Classification of human hand movements based on EMG signals using nonlinear dimensionality reduction and data fusion techniques[END_REF] where the average accuracy was of 94.8% for six hand motions with 90% training set size. However, it may be limited in term of time-frequency resolution for some non-stationary signals, where we need to adapt the resolution of the analyzing window over the frequency of the signal.

The Wavelet Transform (WT) overcomes the shortcomings of frequency-invariant window in the STFT. The WT adapts to the change in frequency in the signal by scaling the mother wavelet. When the frequency in the signal increases, the WT increases the resolution by narrowing the used wavelet. In [START_REF] Englehart | A robust, real-time control scheme for multifunction myoelectric control[END_REF][24] the Continuous WT (CWT) was used and proved to outperform TD features when applied on different datasets, while in [START_REF] Veer | Wavelet and short-time fourier transform comparison-based analysis of myoelectric signals[END_REF] Discrete WT (DWT) was proven to provide sufficient information about the original signal, with a significant reduction in the computation time compared to STFT.

The Stockwell Transform (ST) is a time-frequency analysis method, and is a hybrid version between the STFT and the CWT. It uses a multi-resolution Gaussian window by varying its standard deviation over the analyzed frequencies [START_REF] Moukadem | A new optimized Stockwell transform applied on synthetic and real non-stationary signals[END_REF]. Unlike the wavelet transform, the ST preserves the phase information of the signal in the same way as the Fourier transform. A recent study [START_REF] Zhu | Semg feature extraction based on stockwell transform improves hand movement recognition accuracy[END_REF] shows that ST features overcomes wavelet packet transform features for sEMG classification, where three levels of wavelet decomposition and symmlet mother wavelet of order five were adopted in this research. The ST achieved 98.12% of average accuracy for six hand motions while wavelet packet transform achieved 97.61% [START_REF] Zhu | Semg feature extraction based on stockwell transform improves hand movement recognition accuracy[END_REF].

Dimension Reduction and Classification

The dimension reduction becomes an essential part when dealing with TF features because of their high-dimensional space. One of the most used dimension reduction technique is the Principal Component Analysis (PCA) [START_REF] Jolliffe | Principal Component Analysis[END_REF] as a linear dimension reduction method. In [START_REF] Chu | A real-time EMG pattern recognition system based on linear-nonlinear feature projection for a multifunction myoelectric hand[END_REF] PCA was applied to reduce dimension of the wavelet packet transform features, and the final classification accuracy result was 96% accuracy on 9 different classes.

Dimension reduction has been notably generalized since the introduction of non-linear techniques, which do not require the low-dimensional space to be Euclidean. A study [START_REF] Rabin | Classification of human hand movements based on EMG signals using nonlinear dimensionality reduction and data fusion techniques[END_REF] compared PCA and Diffusion Maps (DM), when applied on STFT features. This study concluded that DM outperforms PCA when less training data is available. This point is important, as training effort is one of the challenges that faces prostheses development. Another study [START_REF] Mendes Junior | Feature selection and dimensionality reduction: An extensive comparison in hand gesture classification by sEMG in eight channels armband approach[END_REF] shows how the features' dimension reduction process can improve the classification of sEMG in armband acquisition approach. This study found that, with respect to several other dimension reduction techniques, the best results in this study were obtained by using the Large Margin Nearest Neighbor (LMNN) and a SVM classifier with 94% accuracy for six wrist movements.

Regarding the classification step, several methods were used to classify sEMG signals as k-Nearest Neighbors (k-NN) [START_REF] Altman | An introduction to kernel and nearest-neighbor nonparametric regression[END_REF], LDA [START_REF] Mclachlan | Discriminant Analysis and Statistical Pattern Recognition[END_REF], SVM [START_REF] Cortes | Support-vector networks[END_REF], Neural networks (NN) [START_REF] Zhang | Neural networks for classification: a survey[END_REF]. A study [START_REF] Bhagwat | Electromyogram (emg) based fingers movement recognition using sparse filtering of wavelet packet coefficients[END_REF] made a comparison between k-NN and SVM when applied on the TF features of sEMG signals. Both methods performed well on these kind of features with better accuracy score for k-NN. For 15 fingers' motions, k-NN with PCA had average accuracy of 93.76% while SVM with PCA had 88.88%.

Methods

We saw that TF features and DR play an essential part in modern sEMG classification and they give promising results in the literature. However, there is no comprehensive work on this topic. In this paper, we will test a new time-frequency method (DOST) and compare it to other classical TF methods, in combination with several DR methods, in order to classify sEMG signals.

Data used in this work [START_REF] Atzori | Electromyography data for noninvasive naturally-controlled robotic hand prostheses[END_REF] is recorded by surface electrodes placed on the arm of the subject, and each movement is repeated several times. The data is saved in a matrix E ∈ R n×m , where n is the total number of recorded samples on a channel for all movements together, and m is number of channels (electrodes). For a single observation e in that matrix, we have number p of samples on each channel, where p is based on the chosen segment length, so that e ∈ R p×m . In this section, we will detail the methods used in our study at each stage of features' extraction, dimension reduction and classification.

TF Feature extraction

We apply three different TF transforms (STFT, ST, and DOST) in order to evaluate the efficiency of these features based on classification accuracy. We use STFT as it is used in literature [START_REF] Sejdic | Time-frequency feature representation using energy concentration: An overview of recent advances[END_REF] and it yields promising results, while ST is chosen because it extends STFT by performing multi-resolution analysis. According to our knowledge, for the first time the DOST is applied in this paper on the sEMG signals, and it has the advantage of its efficient computational complexity.

Short Time Fourier Transform

STFT overcomes the disadvantages of the frequency domain alone by considering frequency variations over the time, which is necessary for sEMG as it is non-stationary signal. It is applied using a sliding window in which we consider the signal as stationary. Therefore, the Fourier transform can be applied in order to obtain the local spectrum [START_REF] Allen | Short term spectral analysis, synthesis, and modification by discrete fourier transform[END_REF] as follows:

STFT(τ, f ) = +∞ -∞ s(t)g(t -τ)e -i2π f t dt; (1) 
where s(t) ∈ L 2 (R) is the original signal, t, τ ∈ R refers to time, f ∈ R * the frequency, and g(t) ∈ L 2 (R) is the applied window function. We chose a Gaussian window for STFT transform, in order to compare with ST. In addition, the Gaussian window minimize the Heisenberg-Gabor relation which describes the compromise between the time and frequency resolution. Using the standard deviation σ, g(t) is written:

g(t) = 1 σ √ 2π e -t 2 2σ 2 .
(2)

Stockwell Transform

The Stockwell transform is an hybrid version between the STFT and CWT. It uses a multi-resolution Gaussian window by varying its standard deviation over the analyzed frequencies [START_REF] Moukadem | A new optimized Stockwell transform applied on synthetic and real non-stationary signals[END_REF]. The ST, as defined originally by Stockwell et al. [START_REF] Stockwell | Localization of the complex spectrum: the s transform[END_REF], can be derived from Eq.( 1) by replacing σ in (2) by 1/| f |. Then the window function can be expressed as follows:

g(t) = | f | √ 2π e -t 2 f 2 2 . ( 3 
)
Then the ST is defined as [START_REF] Stockwell | Localization of the complex spectrum: the s transform[END_REF]:

S T (τ, f ) = +∞ -∞ s(t) | f | √ 2π e -(t-τ) 2 f 2 2 e -i2π f t dt. (4) 
Then, the discrete ST is defined as follows: let s[kT ] ∈ L 2 (R) with k = 0, 1, . . . , N -1 denote the discrete time series corresponding to s(t) with a time sampling interval of T . The discrete Fourier transform (DFT) of s[kT ] is obtained as:

S [ n NT ] = 1 N N-1 k=0 s[kT ]e -i2πnk N ; (5) 
where n = 0, 1, . . . , N -1.

By setting f = n/NT and τ = jT in Eq(4), and by writing the ST as a convolution product, we can get a direct link between ST and the Fourier transform of the analyzed signal S and the Fourier transform of the Gaussian window e

-2π 2 m 2 α 2 n 2
as follows :

S [ jT, n NT ] = N-1 m=0 H[ m + n NT ]e -2π 2 m 2 α 2 n 2 e i2πm j N ; (6) 
which is optimized for implementation with respect to Eq. ( 5), because of its relation to FFT.

Discrete Orthonormal Stockwell Transform (DOST)

For a signal of length N, there are N 2 Stockwell coefficients, and their computation has a O(N) time complexity. Hence, computing all N 2 coefficients of the ST has a computational complexity of O(N 3 ), so the ST gets very expensive for highdimension space.

The DOST prunes the redundancy in within the ST. Indeed, since lower frequencies have longer periods, they can cope with lower sampling rates. Hence, the DOST down-samples the low frequencies. Conversely, high frequencies have a higher sampling rates.

The DOST takes advantage of this sample spacing paradigm, and distributes its coefficients accordingly. It does so by constructing a set of N orthogonal unit-length basis vectors, each of them targeting a particular region in the time-frequency domain [START_REF] Jaya Bharata Reddy | Power quality analysis using discrete orthogonal s-transform (dost)[END_REF] [START_REF] Stockwell | A basis for efficient representation of the stransform[END_REF]. Thus the DOST representation can be defined as the inner products between a time series s[kT ] and the orthonormal basis functions defined as function of [kT ], with the parameters ν (a frequency variable locating the center of a frequency band), β (defining the frequency resolution), and τ (for time localization):

S h[kT ] = S (τT, ν NT ) = N-1 k=0 h[kT ]S [ν,β,τ] [kT ]; (7) 
where:

S [ν,β,τ] [kT ] = ie -iπτ √ β e -i2π( k N -τ β )(ν-β 2 -1 2 ) -e -i2π( k N -τ β )(ν+ β 2 -1 2 ) 2 sin[π( k N -τ β )]
.

The following rules needs be applied to the sampling of the time-frequency space to ensure orthogonality [START_REF] Stockwell | A basis for efficient representation of the stransform[END_REF] • τ = 0, 1,...,β-1.

• ν and β must be selected such that each Fourier frequency sample is used once and only once.

Dimension Reduction

The final output of the features extraction is F ∈ R N×k where N is the number of observations and k is the number of TF features for each observation. F contains all observations' features, and it belongs to a high dimensional space (typically, k ≈ 3 × 10 6 ): this makes dimension reduction a mandatory step. In this paper, we apply both linear and nonlinear methods in order to study the best approach that should be used in this area.

Each dimension reduction method takes the features' matrix F ∈ R N×k as an input and yields the reduced features' matrix Y ∈ R N×d where d k. A baseline for dimension reduction consists in Principal Component Analysis (PCA), which is one of the most popular linear dimension reduction [START_REF] Jolliffe | Principal Component Analysis[END_REF].

Multidimensional Scaling (MDS)

MDS [START_REF] Cox | Multidimensional Scaling[END_REF] methods aim to reduces the dimension of the data by using only the dissimilarities measures between observations rather than using the data points. The idea is to find a lowerdimensional representation of the data that preserves the pairwise distances as well as possible [START_REF] Friedman | The elements of statistical learning[END_REF].

Nonclassical multidimensional scaling creates a configuration of points whose inter-point distances approximate the given dissimilarities. In our study we used non-metric scaling which is designed to relax this condition. Instead of trying to approximate the dissimilarities themselves, non-metric scaling approximates a nonlinear, but monotonic, transformation of these dissimilarities. Because of the monotonicity, larger or smaller distances on a plot of the output will correspond to larger or smaller dissimilarities, respectively. Nonmetric MDS creates a configuration of points whose inter-point distances approximate a monotonic transformation of the original dissimilarities [START_REF] Cox | Multidimensional Scaling[END_REF] [START_REF] Azevedo | Analysis of electricity markets using multidimensional scaling[END_REF].

The steps of MDS are the following [START_REF] Cox | Multidimensional scaling[END_REF]:

• From the features matrix F, we calculate the inter-point distances matrix D ∈ R N×N , the elements of D denoted d i j are, ∀i, j ∈ {1, . . . , N}:

d i j = F i -F j 2 where F i , F j ∈ F (9) 
• From D, we form the matrix A so that ∀i, j ∈ {1, . . . , N}:

a i j = [- 1 2 d 2 i j ] (10) 
• Then we apply double centering:

B = HAH ( 11 
)
where H is the centering matrix:

H = I -1 N 1 N 1 T
N with 1 N a vector of ones.

• Next, we calculate the spectral decomposition of

B B = VΛV T ( 12 
)
where Λ is the diagonal matrix formed from the eigenvalues of B, and V is the matrix of corresponding eigenvectors. To get the embedded features in the p-dimensional space, we take the first p eigenvalues as Λ p and first p eigenvectors as V p

• The new embedded features matrix Y is:

Y = V p Λ 1 2 p ( 13 
)
The new dimension p k should be chosen so that features still preserve intrinsic characteristics of the observation, while removing weakly-relevant or redundant information.

Isomap

Isomap [START_REF] Tenenbaum | A global geometric for nonlinear dimensionality reduction[END_REF] stands for isometric mapping, and assumes that the data in the high-dimensional space lies on some manifold. Isomap is a non-linear dimension reduction method which aims at preserving the geodesic distances in the lower dimension. It constructs a graph that approximates the geodesic distances of the points in the manifold, then it considers this graph as an approximation of the manifold.

In our case, the manifold is the feature matrix F ∈ R N×k , containing the TF features. The first step in Isomap is to compute the inter-point Euclidean distances matrix D ∈ R N×N (Eq. ( 9)) between each element of F. Then, we define the initial distance matrix P ∈ R N×N + such that each element p i j is, ∀i, j ∈ {1, . . . , N}:

p i j =        p i j , if F j belongs to the u nearest neighbors of F i ∞, otherwise (14) 
P serves as an adjacency matrix in order to build a graph G which approximates the manifold supporting F.

In its second step, Isomap estimates the geodesic distances between all pairs of points by computing the shortest path on G using Dijkstra's algorithm. This yields a geodesic distance matrix D G ∈ R + N×N , which represents the new kernel of the initial manifold. Finally, we calculate the spectral decomposition of D G and the new embedded features matrix Y in the same way as in Eqs. [START_REF] Phinyomark | Feature reduction and selection for EMG signal classification[END_REF][START_REF] Hakonen | Current state of digital signal processing in myoelectric interfaces and related applications[END_REF].

Diffusion Maps (DM)

DM aims to reduce the dimension of a high-dimensional dataset while preserving the local and global geometry [START_REF] Rabin | Classification of human hand movements based on EMG signals using nonlinear dimensionality reduction and data fusion techniques[END_REF]. The kernel in DM method (Gaussian kernel) defines the connectivity of each point with its neighbourhood, where this connectivity measure drops quickly to zero for weak connected neighbours. Using a Gaussian kernel has special characteristics:

• Values in the kernel decrease with distance and goes to zero for far points which more likely belong to different cluster or kind.

• It is bounded between zero and one, so it is less sensitive to abnormal observations. The first step in this method is to calculate the positive weight matrix W ∈ R N×N + * such that w i j is, ∀i, j ∈ {1, . . . , N}:

w i j = e - F i -F j 2 2 2σ . (15) 
Then, a normalized kernel matrix A ∈ R N×N + * is computed, ∀i, j ∈ {1, . . . , N}:

a i j = w i j N i=1 w i j × N j=1 w i j (16) 
After that we produce the Markov transition matrix M ∈ ]0, 1] N×N such that ∀i, j ∈ {1, . . . , N}:

m i j = a i j N i=1 a i j (17) 
M is a normalized version of A so that it is analog to a probability of moving from F i to F j . The final step is similar to previous the dimension reduction methods, as we calculate the spectral decomposition of the matrix M and the embedded features matrix Y, see Eq(12,13).

Classification

Several classification algorithms have been used in sEMG signals classification with different combinations of features and classifiers [START_REF] Nazmi | A review of classification techniques of EMG signals during isotonic and isometric contractions[END_REF][13] [START_REF] Wu | semg signal processing methods: A review[END_REF]. In order to evaluate the methods we use in features extraction and dimension reduction, we choose three of the most used classifiers in the literature:

• k-nearest neighbors (k-NN) algorithm, which classifies data point based on the points that are nearest to it [START_REF] Altman | An introduction to kernel and nearest-neighbor nonparametric regression[END_REF] • Linear discriminant analysis (LDA), which is based on the probability that a point belongs to each class. The point is classified as the class with the highest probability which is estimated using Bayes Theorem [START_REF] Mclachlan | Discriminant Analysis and Statistical Pattern Recognition[END_REF].

• Support vector machine (SVM), which tries to project the feature space into a larger dimension space, by using a kernel function, in order to separate the transformed data linearly. SVM doesn't support multi-class classification natively. It supports binary classification and separating data points into two classes. Multi-class SVMs (MCSVM) are implemented by combining several binary SVMs [33][46].

In the following, we will compare the results of these three classifiers in combination with different TF and DR methods.

Main Algorithm

Starting from raw sEMG data, the main steps of the proposed algorithms in our paper are the following:

• Data normalization: we first normalize the data so we get standard deviation 1, and mean values 0 on each channel. The normalized data is S ∈ R n×m , where m is the number of channels and n is the total number of signal's samples on each channel, will be used in features extraction.

• Time-frequency features extraction: time-frequency transform is applied on the normalized signals of each channel.

Then for each observation, we combine the result into a single vector of length k. The resulting features matrix for all observation is F ∈ R N×k where N is number of observations (data points).

• Dimension reduction of the features space: we apply dimension reduction methods to transform the feature matrix

F ∈ R N×k into a more compact Y ∈ R N×d where d k.
This algorithm is summarized in figure 1.

Numerical experiments

Data

In order to evaluate the chosen methods we used the database provided by the Ninapro Project [START_REF] Atzori | Electromyography data for noninvasive naturally-controlled robotic hand prostheses[END_REF]. The advantages of this database is that it contains recorded data for wide range of movements and for many subjects, which provides good resource for training and testing. All this data is recorded in a unified format which is useful when comparing our applied methods. We chose exercise 1 from database 2, which contains 17 different basic movements of fingers and wrist. The sEMG signals are provided together with their hand gestures. Each movement in the exercise is repeated 6 times, where each subject was asked to repeat movement and hold position for 5 second, followed by 3 second of rest. The muscular activity is sampled at a rate of 2 kHz by m = 12 electrodes placed on subject's arm. The recorded sEMG data is saved into the matrix E ∈ R n×m where n is the number of recorded samples on one channel. Figure 2 shows the list of these basic hand moves. 

F ∈ R N×k Y ∈ R N×d

Feature extraction 3.2.1. Feature's sliding window

Due to real-time constraints, an adjacent segment length plus the processing time of generating classified control commands should be equal or less than 300 ms [START_REF] Oskoei | Myoelectric control systems-a survey[END_REF], while the segment should be long enough to have sufficient features for classification. Therefore a tradeoff in response time and accuracy should be considered when selecting the window length. In our experiments we chose the window length equal to 250 ms with 125 ms overlapping as it is used in studies with similar constraints [START_REF] Tkach | Real-time and offline performance of pattern recognition myoelectric control using a generic electrode grid with targeted muscle reinnervation patients[END_REF][49] [START_REF] Raurale | Real-time embedded EMG signal analysis for wrist-hand pose identification[END_REF]. The sampling frequency is 2 kHz, for each observation we get 12 windows (i.e. 12 electrodes) with 250 ms length. In figure 3 we can see an example of observation windows on one of the channels.

TF features

After segment extraction we get 12 windows for each single observation. We apply the TF method on each of them, and then we yield the resulting matrix into a vector. Finally we combine all these 12 vectors into one vector F i which represents the TF features of this observation F i ∈ R k where k is the number of TF features of a single observation. For each observation in the dataset, we extract the features' vector in the same way, then we save it into the feature matrix F ∈ R N×k where N is the number of observations. We use a sampling frequency of 2 kHz, with a frequency range between 1 and 200 Hz, as the usable energy of sEMG signal is dominant in this range. Given these values, the number of TF features k on a single observation is k 3.10 5 for STFT and ST, while k 6.10 3 for the DOST. For the STFT we choose empirically the value σ = 0.03 (see Eq. ( 2)) since it gives a good compromise between time and frequency resolutions. For the ST, we keep the original version where σ = 1/| f |. Similarly, for the DOST, the original version proposed by [START_REF] Stockwell | A basis for efficient representation of the stransform[END_REF] is applied in this paper. Figure 4 depicts an instance of STFT, ST, and DOST transforms applied on the same sample. Note that in practice, we observe a significant drop in computation time when using the DOST, which takes around 8% of the required time for STFT or ST (table 1). In addition the DOST output lies in a lower-dimensional space.

Method Time(ms) STFT 1.75 ST 1.60 DOST 0.13

Table 1: TF feature computation time on window of one channel, calculated as an average over all 39360 samples windows in the dataset

Dimension reduction

For all methods applied in dimension reduction, the input is the features matrix F ∈ R N×k , with k depending on the method used in previous step. The number of features which we want to reduce the space into is important as selecting more features will lead to over fitting in the classification, and selecting less than needed will lose valuable data in the features and in both cases the classification accuracy will be worse. For PCA, the dimension of the new embedded space is decided based on the preserved variance in Figure 5a we see the preserved variance by features number and the slop which presents the changing rate of the preserved variance. We test different values of embedded features number in a range where preserved variance stop increasing rapidly. Finally, we choose the value of d with the best accuracy (figure 7).

For the non-linear methods, the original space of the features matrix is replaced by a kernel of paired similarity/dissimilarity, and then PCA is applied on this kernel. Therefore, we use the variance of the new kernel as a factor for choosing the new dimensions. In each case we approved our concept by testing values that belong to interval where the ratio between preserved variance and features number is increasing significantly by features number increment. Figures 5b,5c, 5d show relation between the preserved variance and the number of the features in the embedded space for kernels of MDS, Isomap, DM respectively. and figure 7 shows classification accuracy by number of embedded features for non-linear methods.

Isomap requires the setting of an additional parameter, namely the value u (number of neighbours to be considered when building the graph) which gives best results in classification, so we run our tests for all u values [START_REF] Nazmi | A review of classification techniques of EMG signals during isotonic and isometric contractions[END_REF]300] as values more than that will leads to multiple clusters being considered as neighbours in Isomap algorithm. We chose u = 220 based on this test as shown in figure 6. 

Classification

For the k-NN classifier, we choose value of 3 nearest neighbors, as it gave better results on our data, and for SVM, we choose the Gaussian kernel function and combine several oneversus-one of multiple binary SVMs. Each combination is evaluated based on K-fold Cross-Validation with value K = 5. 

Results and Discussion

A summary of the classification accuracy obtained by varying TF, DR and classification methods, averaged over five different subjects, is given in table 2. As we see in the table, both STFT and ST are approximately giving the same performance with slight advantage for the ST features. The best combination we got was by using ST features and PCA for dimension reduction and k-NN as classifier which yields a 90.96% accuracy.

Comparing TF methods. As we see from the results, ST performance is slightly better than STFT due to its multi-resolution nature, also it adapts better to the variation of the frequency content of the sEMG signal comparing to the STFT, which can enhance the quality of the extracted features. DOST gives less accuracy with no noticeable difference from both STFT and ST. DOST preserves information in time-frequency domain in a non-redundant approach (due to the used orthogonal basis) and it has a O(N) time complexity (to be compared to O(N 3 ) for other TF methods) that's explains why in our practical experiments the DOST was more than 10 times faster on our testing platform1 (see table 1). This criteria is an important advantage for the DOST as it makes it possible for real prosthetic application when processing time is very critical factor and the processing power is limited. However, rigorously speaking, the DOST is not exactly the orthonormal version of the ST. As shown in [START_REF] Battisti | Window-dependent bases for efficient representations of the stockwell transform[END_REF], the classical DOST version applies the equivalent of a boxcar window and not a Gaussian one as ST. This can explain the slightly decreasing performance for the classification rate for the DOST.

Comparing DR methods. For the dimension reduction methods, PCA yields better results than non-linear dimension reduction methods, then comes MDS which outperformed Isomap and DM. The proposed method MDS still performs less than PCA, but based on a study [START_REF] Rabin | Classification of human hand movements based on EMG signals using nonlinear dimensionality reduction and data fusion techniques[END_REF] which compared PCA with DM on STFT features; it was proved that non-linear dimension reduction outperforms PCA when less training data is used. Training data size is an important factor as it reflects the time and effort needed by the amputee to be able to use his prosthetic. Non-linear dimension reduction methods is based completely on the constructed kernel that describes similarity/dissimilarity between paired observations, and the fact that they perform less that PCA could be because that we need better way to measure the similarity between observations.

Comparing classification methods. k-NN classifier is giving better classification accuracy. These results is consistent with some studies which did comparison between classifiers on sEMG signals. In [START_REF] Bhagwat | Electromyogram (emg) based fingers movement recognition using sparse filtering of wavelet packet coefficients[END_REF] both k-NN and SVM were applied on TF features with PCA as dimension reduction method and k-NN outperformed SVM. Another study [START_REF] Kim | Comparison of knearest neighbor, quadratic discriminant and linear discriminant analysis in classification of electromyogram signals based on the wrist-motion directions[END_REF] did comparision between k-NN and LDA classifiers on sEMG signals of wrist motions and they concluded that k-NN has better average recognition rate.

For the purpose of comparing combinations of TF methods with DR methods, we observed that the methods combination that leads to better accuracy using k-NN classifier is also giving better accuracy than other methods combinations using LDA and SVM, which means, changing the classifier will not promotes one combination over the other.

Other studies on the same dataset. We can compare the TF features to other TD and FD features, by comparing to other studies using TD or FD features on the same dataset and same exercises. In [START_REF] Robinson | Pattern classification of hand movements using time domain features of electromyography[END_REF] different combinations of TD features were tested with different classifiers on the same dataset. Classification, using a k-NN classifier, yields then a 85% accuracy. Another study [START_REF] Favieiro | Novel method to character-ize upper-limb movements based on paraconsistent logic and myoelectric signals[END_REF] used TD with FD features (RMS and median frequency) with paraconsistent artificial neural network classifier and achieved a 76,0±9,1% accuracy. Comparing these results to our study, we proved that TF features outperform TD and FD features, even when using the time-efficient DOST method.

Conclusion

We applied different kinds of TF features and proved their efficiency for sEMG classification problems over TD features. We proposed using DOST which is time-efficient with no significant drop in accuracy, and that makes it applicable in real prosthetic application. We also proposed using MDS as nonlinear dimension reduction method, and the importance of nonlinear methods comes from the fact that they require less training data, which is one of the problems that face the develop- The final classification results of all combinations of the used methods with their computation time. The classification rate for each combination were calculated using cross-validation method and an average of accuracy for 5 subjects. TF: time-frequency method, DR: dimension reduction method, d: the number of features in the embedded space, Acc.: the classification accuracy, Time: the overall time for feature extraction, dimension reduction and training. ment of prosthetic. In this study we made extended review about combinations of TF features and dimension reductions method and provided these combination results applied on the same data. The best combination is achieved by using ST with PCA and k-NN where the classification accuracy is 90.96%. Taking the computation time in consideration promotes using DOST with PCA and k-NN where the classification accuracy is 88.08%. This study should help in taking decisions about choosing the TF and dimension reduction methods, and pave the way to more advanced studies in one or more of these combinations. Future work will be about non-linear method optimizing to more suits the used features, besides to more experiments on crosssubjects features using these methods.
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 1 Figure 1: The main algorithm of the paper. It shows the data flow starting from the normalized sEMG signals; and how the data processed until the classification. In this paper, we compare the different combination possibilities for each step.
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 23 Figure 2: Visual depiction of the 17 hand gestures considered in our study, based on the NinaPro database[START_REF] Atzori | Electromyography data for noninvasive naturally-controlled robotic hand prostheses[END_REF] 

  DOST transform, rearranged to give a TF representation.
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 4 Figure 4: TF transforms examples: to the left is movement 3 -channel 1, to the right is movement 7 -channel 1. Movements are shown in figure 2
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 5 Figure 5: Preserved variance by number of features in the embedded space
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 6 Figure 6: Isomap -Classification accuracy by number of neighbours in Isomap algorithm
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 7 Figure 7: Classification accuracy by features number
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	TF	DR	d	Classifier Acc. (%) Time(s)
				k-NN	90.05	167.73
		PCA	18	LDA	81.78	167.75
				SVM	84.48	168.75
				k-NN	87.88	91.14
		MDS	14	LDA	77.76	91.18
	STFT			SVM k-NN	82.84 79.17	92.10 688.00
		Isomap 14	LDA	73.50	688.40
				SVM	75.03	689.50
				k-NN	86.09	95.44
		DM	14	LDA	79.42	95.48
				SVM	83.17	96.98
				k-NN	90.96	179.52
		PCA	15	LDA	83.62	180.00
				SVM	85.63	181.20
				k-NN	88.99	89.54
		MDS	11	LDA	77.60	89.98
	ST			SVM k-NN	82.58 81.10	100.40 695.37
		Isomap 11	LDA	73.11	695.80
				SVM	75.11	696.73
				k-NN	87.91	87.92
		DM	11	LDA	82.17	88.35
				SVM	84.70	89.44
				k-NN	88.08	15.65
		PCA	11	LDA	80.40	15.69
				SVM	82.31	16.28
				k-NN	87.13	28.21
		MDS	10	LDA	72.68	29.03
	DOST			SVM k-NN	75.74 76.88	29.64 589.33
		Isomap 10	LDA	70.23	589.81
				SVM	72.73	590.73
				k-NN	85.22	13.42
		DM	10	LDA	78.14	13.77
				SVM	81.60	14.80
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