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In vivo molecular K-edge imaging of atherosclerotic plaque using photoncounting CT
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Photon-counting CT enabled K-edge imaging combined with gold nanoparticles allows

in vivo quantitative molecular imaging of macrophages in atherosclerotic plaque even in presence of calcifications or vascular iodinated enhancement.

Key Results

 In an animal model, in vivo molecular imaging of vulnerable atherosclerotic plaque is feasible with photon-counting CT enabled K-edge imaging.

 A good correlation (r=0.82, p<0.001) was observed between gold concentration on Kedge images and the macrophage area in atherosclerotic aorta wall, but poor (r=0.41, p=0.01) on conventional CT images.

 K-edge imaging allows a simultaneous imaging of two contrast agents for differentiating the atherosclerotic lumen aorta enlargement labeled with an iodine-based agent from the macrophage burden within the wall labeled with gold nanoparticles (AuNP).

Introduction

Atherosclerosis is a leading cause of coronary artery disease (CAD) worldwide, with a high risk of myocardial infarction as the first major clinical manifestation [START_REF] Mozaffarian | Executive Summary: Heart Disease and Stroke Statistics--2016 Update: A Report From the American Heart Association[END_REF]. Noninvasive imaging of the macrophage burden, considered as an important determinant of atherosclerotic plaque vulnerability, can assist in diagnosing patients who are at high-risk of rupture [START_REF] Naghavi | From vulnerable plaque to vulnerable patient: a call for new definitions and risk assessment strategies: Part I[END_REF][START_REF] Libby | Inflammation in atherosclerosis[END_REF].

Among the modalities available, CT imaging is a method of choice for CAD, which produces high resolution images of coronary arteries in less than one second and is triggered on the heartbeat, thus mitigating the issues of motion [START_REF] Prati | Integrated non-invasive imaging techniques[END_REF]. However, current CT technology presents several limitations for assessment of the inflammation in atherosclerotic lesions as well as for the lumen and would be greatly improved by: [START_REF] Mozaffarian | Executive Summary: Heart Disease and Stroke Statistics--2016 Update: A Report From the American Heart Association[END_REF] better spatial resolution, [START_REF] Naghavi | From vulnerable plaque to vulnerable patient: a call for new definitions and risk assessment strategies: Part I[END_REF] specific imaging capabilities to differentiate contrast media and wall calcifications of similar attenuation value, [START_REF] Libby | Inflammation in atherosclerosis[END_REF] specific contrast agent to target inflammatory processes in plaque. In order to address these challenges, a new CT technology called photon-counting CT (PCCT) technology has recently been developed in combination with appropriate contrast agents.

PCCT is based on small pixel size photon-counting detectors enabling high spatial resolution imaging [START_REF] Si-Mohamed | Review of an initial experience with an experimental spectral photon-counting computed tomography system[END_REF][START_REF] Taguchi | Vision 20/20: Single photon counting x-ray detectors in medical imaging[END_REF][START_REF] Willemink | Photoncounting CT: Technical Principles and Clinical Prospects[END_REF][START_REF] Blevis | X-Ray detectors for spectral photon-counting CT[END_REF]. Additionally, these detectors resolve the energy of each photon of the transmitted spectrum, quantify them, and classify them into energy bins. This process permits a configurable sampling of the energy-dependent attenuation of a subject, which allows discriminating the Compton and photoelectric effects that are specific for a given tissue or material [START_REF] Taguchi | Vision 20/20: Single photon counting x-ray detectors in medical imaging[END_REF]. In the presence of one or more exogenous materials with high atomic numbers (i.e. 60 or higher), PCCT enables K-edge imaging, which can produce specific and quantitative map of the distribution of an individual element. This is possible because the system is capable of detecting the discontinuity of attenuation around the K-edge [START_REF] Si-Mohamed | Review of an initial experience with an experimental spectral photon-counting computed tomography system[END_REF][START_REF] Taguchi | Vision 20/20: Single photon counting x-ray detectors in medical imaging[END_REF].

Therefore, a K-edge agent that accumulates in macrophages could be extremely advantageous for K-edge imaging of vulnerable atherosclerotic plaques.

Among the candidate for K-edge imaging, promising results have been reported using gold nanoparticles (AuNP) [START_REF] Si-Mohamed | Multicolour imaging with spectral photon-counting CT: a phantom study[END_REF][START_REF] Cormode | Multicolor spectral photoncounting computed tomography: in vivo dual contrast imaging with a high count rate scanner[END_REF]. In addition, AuNP are highly biocompatible, extremely dense and have low viscosity, which is important for in vivo applications [START_REF] Si-Mohamed | Evaluation of spectral photon counting computed tomography K-edge imaging for determination of gold nanoparticle biodistribution in vivo[END_REF]. Altogether, PCCT has already given encouraging results in the field of cardiovascular imaging in phantoms, animals, and human studies [START_REF] Willemink | Photoncounting CT: Technical Principles and Clinical Prospects[END_REF][START_REF] Sigovan | Feasibility of improving vascular imaging in the presence of metallic stents using spectral photon counting CT and K-edge imaging[END_REF][START_REF] Symons | Quarter-millimeter spectral coronary stent imaging with photon-counting CT: Initial experience[END_REF][START_REF] Symons | Coronary artery calcium scoring with photon-counting CT: first in vivo human experience[END_REF] with several proof-of-concepts of K-edge imaging suitable for assessing atherosclerotic change [START_REF] Si-Mohamed | Multicolour imaging with spectral photon-counting CT: a phantom study[END_REF][START_REF] Si-Mohamed | Improved Peritoneal Cavity and Abdominal Organ Imaging Using a Biphasic Contrast Agent Protocol and Spectral Photon Counting Computed Tomography K-Edge Imaging[END_REF][START_REF] Si-Mohamed | Spectral Photon-Counting Computed Tomography (SPCCT): in-vivo single-acquisition multi-phase liver imaging with a dual contrast agent protocol[END_REF][START_REF] Cuccione | Multicolor spectral photon counting CT monitors and quantifies therapeutic cells and their encapsulating scaffold in a model of brain damage[END_REF][START_REF] Thivolet | Spectral photon-counting CT imaging of colorectal peritoneal metastases: initial experience in rats[END_REF][START_REF] Si-Mohamed | Clinical applications of spectral photoncounting CT[END_REF].

Therefore, we performed PCCT enabled K-edge imaging in combination with AuNP to detect and quantify the macrophage burden within the atherosclerotic aortas of rabbits. K-edge imaging results were compared to conventional CT imaging, histology, transmission electron microscopy and quantitative inductively coupled plasma-optical emission spectrometry analyses.

Methods

Animal model of atherosclerotic plaque

All procedures were conducted with approval from the Institutional Animal Care and Use Committee (CELYNE committee, APAFIS#1732-2015091411181645) between September 2017 and January 2020. Eleven male New Zealand white rabbits (Charles River, Canada) were used: 7 rabbits were fed a 1% cholesterol diet (SAFE DIETS, Augy, FRANCE) for 2 weeks before inducing a balloon injury of the aorta, as previously described [START_REF] Zhang | Non-invasive imaging of atherosclerotic plaque macrophage in a rabbit model with F-18 FDG PET: a histopathological correlation[END_REF][START_REF] Phinikaridou | A robust rabbit model of human atherosclerosis and atherothrombosis[END_REF]. The same diet was followed for a further 6 weeks then substituted with a chow diet for 10 weeks.

Four non-injured rabbits with matching weight and sex were fed a regular chow diet and used as non-atherosclerotic controls.

PCCT imaging protocol

Helical acquisitions of the whole rabbit aorta were performed using a PCCT system (Philips Healthcare, Haifa, Israel) at 120 kVp, 100 mAs, with a pitch at 1 and a rotation time at 1 second. The PCCT system was a prototype system based on a modified clinical CT system with a field-of-view of 160 mm and a z-coverage of 2.5 mm. It was equipped with energysensitive photon-counting detectors of 2-mm-thick cadmium zinc telluride with a pixel pitch of 270 x 270 µm 2 at isocenter. With respect to K-edge imaging, the PCCT system allows five energy bins set at 30-53, 53-78, 78-83, 83-98 and 98-120 keV for gold imaging only (monocolor imaging) and gold+iodine (bicolor imaging) [START_REF] Si-Mohamed | Multicolour imaging with spectral photon-counting CT: a phantom study[END_REF][START_REF] Cormode | Multicolor spectral photoncounting computed tomography: in vivo dual contrast imaging with a high count rate scanner[END_REF]. An in vitro imaging was first performed on tubes containing the K-edge contrast agent (AuNP), an iodinated contrast agent, and calcium phosphate. Then, an in vivo imaging was done at several time points before and after injection of 3.5 mL/kg of AuNP (65 mg Au/mL) at the following times: 5 minutes, 45 minutes, one day, and two days. An aortic CT angiography was performed at the end of follow-up with 1 mL/kg IV injection of an iodinated vascular contrast agent (iomeron 400 mg/mL, Iomeprol; BRACCO, Milan, ITALY) at a speed of 2 mL/s to prove the feasibility of bicolor imaging in atherosclerosis. The design of the study is depicted in Figure 1.

PCCT image reconstruction and analysis

Conventional images scaled in Hounsfield units (HU) and spectral images (gold K-edge, iodine, and water images) scaled in mg/mL were reconstructed from the same acquisition using the same reconstruction parameters (voxel size 250 mm 3 , standard Kernel). A descriptive qualitative analysis of the aortic wall in terms of presence of hyper-dense regions before and after injection was performed by two observers in consensus (SSM, LB: both radiologists, 10-20 years of experience). For an analysis of the gold nanoparticle uptake within the aortic wall, we performed a semi-automatic quantitative analysis of the macrophage burden by measuring the attenuation on conventional images and the concentration of gold on gold K-edge images. Analysis was performed by segmenting semiautomatically a volume-of-interest of the whole aortic lumen using dedicated software (Amira, Thermo Fischer Scientific) and a dedicated graphic tablet (Wacom tablet, USA). The masks were then transferred to an in-house Matlab routine to compute a wall mask based on a predefined homogeneous thickness (2 pixels, 500 µm thickness). Furthermore, the total quantity of gold within the segmented wall was calculated based on the average gold concentration and the total volume of the mask. For an analysis of gold nanoparticle uptake within the immunostained aortic wall sections, we performed a quantitative analysis of 5 axial sections of 0.25 mm thickness spaced every 5 mm, starting from the first slice below the coeliac artery (7 rabbits, n sections=35), that corresponded to the sections analyzed in histology. The attenuations on conventional images and gold concentrations on gold K-edge images were measured by segmenting the wall using the freehand selection tool in ImageJ on conventional images and transferring the ROI to the corresponding gold K-edge image [START_REF] Schneider | NIH Image to ImageJ: 25 years of image analysis[END_REF].

Ex vivo analyses

For all atherosclerotic rabbits, five sections of aorta were collected and analyzed after multiple stainings and imunostaining in order to score the type of plaque according to the American Heart Association classification [START_REF] Stary | A definition of advanced types of atherosclerotic lesions and a histological classification of atherosclerosis. A report from the Committee on Vascular Lesions of the Council on Arteriosclerosis, American Heart Association[END_REF], to measure the area of macrophages in percentage within the wall, to analyze the distribution of AuNP with electron microscopy (TEM) and to measure the gold content using and quantitative inductively coupled plasmaoptical emission spectrometry (ICP-OES).

Statistical analysis

Data distributions were tested for normality using d'Agostino-Pearson test. Data were expressed as mean(SD)(range) in Hounsfield units for conventional images, in mg/mL for gold K-edge images, and in mg for gold quantity measured by ICP and PCCT.

To compare the aortic wall enhancement between time points before injection and two days after injection, a two-tailed paired t-test was performed in the atherosclerotic animal group (n=7) and the control group (n=4).

To assess the correlation between macrophage area measured in immunostained sections and both the concentration of gold and the attenuation measured in the corresponding PCCT sections (n=35), a two-tailed Pearson correlation coefficient was calculated.

The nominal level of significance for all tests was p<0.05. GraphPad Prism 7.0a (GraphPad Software Inc., San Diego, CA) was used for statistical analysis.

A more detailed description of the methods is reported in the Supplemental material.

Results

Seven atherosclerotic NZW rabbits (mean(SD) weight: 3.8(0.5) kg, age: 34.5 weeks) and four control non-atherosclerotic NZW rabbits (mean(SD) weight: 3.4(0.2) kg; age: 18 weeks) were included. All rabbits completed the study protocol. Photon-counting CT images were available for all animals with satisfactory image quality at all time points. All data were analyzed.

In vitro characterization and imaging of the polyethylene glycol coated gold nanoparticles (AuNP)

The AuNP used had a core size of 12.5 nm, as found from TEM and mean hydrodynamic diameter of 18 nm as determined by dynamic light scattering. Energy dispersive x-ray spectroscopy resulted in strong peaks at 2.12, 9.66, and 11.50 keV that are characteristic of gold atoms (copper and other peaks are background arising from the grid used). In vitro, Kedge imaging depicted only the AuNP tube, with no background or signal from the iodine and calcium tubes, confirming capacity to detect specifically AuNP (Figure 2).

Macrophage burden visualization by gold K-edge imaging in vivo

Before AuNP injection, sections presenting focal hyper attenuation on conventional images were observed along the aortic wall in all atherosclerotic animals. The location and extent of these sections was variable between the animals, but they were more predominant within the abdominal aorta, where the diameter was smaller. These sections were indicative of calcifications (Figure 3). No hyper attenuation was observed along the aortic wall in nonatherosclerotic animals (Supplemental Figure 1).

After AuNP injection, plaque enhancement and calcifications were not differentiable on conventional CT images because of similar attenuation values. The detection of any enhancement within a calcification was not possible with conventional images, even when making a comparison between pre and post injection images. Contrast uptake was identifiable only on gold K-edge images. Furthermore, enhancement on gold K-edge images was sometimes co-localized with calcifications (Figure 3). Aortic wall enhancement for atherosclerotic animals was the highest on conventional and gold K-edge images at D2. At this time point, atherosclerotic aortic walls had extended heterogeneous enhancement in terms of distribution (either large or punctate) and intensity on conventional and gold K-edge images. But punctate enhancements were more easily detected on gold K-edge images than on conventional images due to the background signal from the wall itself on conventional images. Conversely, no enhancement was observed for control, non-atherosclerotic aortas (Figures 3 and4, Supplemental Figures 123). An illustration of this molecular K-edge imaging approach in combination with AuNP in calcified atherosclerotic plaque is provided in Figure 5.

At D2, after injection of an iodinated vascular contrast agent, both conventional and iodine images showed a good enhancement of the lumen with visualization of an irregular aortic diameter and enlargement of the infrarenal aorta (indicating aneurismal development), as well as high attenuating spots within the wall. We did not observe any stenosis, thromboses, or ulcerations in any animal. Conventional and iodine images failed to differentiate between areas of high attenuating wall and the enhanced lumen. Only gold K-edge images depicted specifically the enhancements within the wall. Simultaneous differentiation between the iodine enhanced lumen and the AuNP enhanced atherosclerotic macrophage burden was thus possible owing to the bicolor imaging capability of PCCT (Figure 3).

Macrophage burden quantification in the aortic wall by gold K-edge imaging in vivo

For atherosclerotic rabbits, a significant increase in aortic wall enhancement two days after AuNP injection was measured on gold K-edge images with a mean(SD)=1.07(0.36) mg/mL (range: 0.45 ; 1.56) vs mean(SD): 0.28(0.22) mg/mL (range: 0.01 ; 0.66) before injection (p=0.001) (Figure 3, Table 1) and also on conventional images with a mean(SD)=7( 15) HU (range: -7 ; 33) vs mean(SD)=-11( 21) HU (range: -35 ; 33) before injection (p=0.003). For control rabbits, no significant increase was measured on gold K-edge images (p>0.05) and conventional images (p>0.05).

Furthermore, the average gold quantity on gold K-edge images within the atherosclerotic aortic samples measured by PCCT was 2.73(0.92) mg (range: 1.15 ; 3.98). This high quantity of gold was confirmed by ICP-OES with a quantity of gold measured at 1.53(0.55) mg (range: 0.64 ; 2.17).

Macrophage burden quantification in atherosclerotic plaque by gold K-edge imaging in vivo and correlation with macrophage burden in immunohistochemistry

Gold concentration was measured two days after injection on gold K-edge images in adjacent sections (n = 7 animals, 35 sections analyzed) and was found to be mean(SD) = 2.05(1.0) mg/mL (range: 0.13 ; 4.5), while the attenuation on conventional images was mean(SD) = 70.7(23.0) HU (range: 14.4 ; 138.2). The area immunostained for macrophages with RAM11 on corresponding aorta sections was measured to be mean(SD)=21.5%(10.5%)(range: 1.0% ;

47.1%).

A good correlation between the gold concentration measured within the wall on gold K-edge images and the macrophage area was found (Pearson correlation: r=0.82 with a 95% confidence interval at [0.67; 0.91], p<0.001). Conversely, poor correlation was obtained between the attenuation values measured within the wall on conventional images and the macrophage area (r: 0.41, 95% confidence interval [0.09; 0.65], p=0.01)(Figure 6).

Ex vivo analyses

The majority of the plaque (n=20, 57%) was graded as IV, confirming presence of atheroma accordingly to the AHA classification (Table 1). More importantly, 23(66%) plaques were presented with calcifications. Macrophage foam cells were detected around lipid cores and also in high-infiltrated fibro-inflammatory cells at the intima inner surface, as confirmed by immunostaining with RAM11 (Supplemental Figure 4). No macrophage foam cells were found in the media or the adventitia. In non-atherosclerotic rabbits, neither lipid core, calcification nor layer disorganization were observable (Supplemental Figure 1).

TEM confirmed the presence of macrophages and foam cells in high concentrations around lipid cores as well as the presence of AuNP in the plaques of all atherosclerotic rabbits, while AuNP were not found in control, non-atherosclerotic rabbits. AuNP were distributed in high concentrations intracellularly next to lipid inclusions likely due to phagocytosis by the macrophage derived cells (Supplemental Figure 5). Note that such deposition was not observed neither extracellularly in the extracellular matrix nor intracellularly aside from the foam cells (Supplemental Figure 6).

Discussion

Our results demonstrate specific detection and quantification of macrophage burden in atherosclerotic rabbits using gold K-edge imaging on a PCCT system in combination with AuNP. We also show the feasibility for specific differentiation between enhancement of the lumen with one iodinated contrast agent and enhancement of the aortic wall with K-edge AuNP. Our results demonstrate the potential for simultaneous assessment of different diagnostic tasks in atherosclerosis, i.e. evaluation of the lumen in terms of stenosis measurement and thrombus detection, and evaluation of the plaque in terms of composition and vulnerability.

In vivo macrophage burden CT imaging has previously been reported with an iodinated nanoparticle formulation using conventional CT imaging in atherosclerotic rabbits [START_REF] Hyafil | Noninvasive detection of macrophages using a nanoparticulate contrast agent for computed tomography[END_REF].

However, in this study, calcifications in the aortic wall could not be detected. Indeed, materials with different chemical compositions can be represented by similar pixel values on conventional CT images, which means that detection of contrast uptake in atherosclerotic plaques can be confounded by the presence of calcifications that are frequently observed in CAD [START_REF] Prati | Integrated non-invasive imaging techniques[END_REF][START_REF] Joshi | 18F-fluoride positron emission tomography for identification of ruptured and high-risk coronary atherosclerotic plaques: a prospective clinical trial[END_REF]. When using conventional CT imaging, calcifications will thus interfere with macrophage burden quantification, which is usually observed in early-stage atherosclerosis [START_REF] Aikawa | Osteogenesis associates with inflammation in early-stage atherosclerosis evaluated by molecular imaging in vivo[END_REF] and subsequently hinder the assessment of vulnerable plaque. Even pre-injection imaging with CT would not be satisfactory because of strong artifacts surrounding the calcifications that could mask small focal enhancement. Therefore, there is a need for a specific imaging technique such as PCCT K-edge imaging that as demonstrated by several proof-of-concept studies its capacity to specifically detect and quantify contrast agents [START_REF] Si-Mohamed | Review of an initial experience with an experimental spectral photon-counting computed tomography system[END_REF][START_REF] Si-Mohamed | Multicolour imaging with spectral photon-counting CT: a phantom study[END_REF][START_REF] Cormode | Multicolor spectral photoncounting computed tomography: in vivo dual contrast imaging with a high count rate scanner[END_REF][START_REF] Si-Mohamed | Evaluation of spectral photon counting computed tomography K-edge imaging for determination of gold nanoparticle biodistribution in vivo[END_REF][START_REF] Si-Mohamed | Improved Peritoneal Cavity and Abdominal Organ Imaging Using a Biphasic Contrast Agent Protocol and Spectral Photon Counting Computed Tomography K-Edge Imaging[END_REF][START_REF] Si-Mohamed | Spectral Photon-Counting Computed Tomography (SPCCT): in-vivo single-acquisition multi-phase liver imaging with a dual contrast agent protocol[END_REF][START_REF] Cuccione | Multicolor spectral photon counting CT monitors and quantifies therapeutic cells and their encapsulating scaffold in a model of brain damage[END_REF][START_REF] Kim | Assessment of candidate elements for development of spectral photon-counting CT specific contrast agents[END_REF][START_REF] Halttunen | Hybrid Nano-GdF3 contrast media allows pre-clinical in vivo element-specific K-edge imaging and quantification[END_REF].

An ideal SPCT contrast agent for the evaluation of coronary arteries needs to combine macrophage specificity and a high payload of an element suitable for K-edge imaging, such as ytterbium, gadolinium, or AuNP, among others [START_REF] Kim | Assessment of candidate elements for development of spectral photon-counting CT specific contrast agents[END_REF][START_REF] Halttunen | Hybrid Nano-GdF3 contrast media allows pre-clinical in vivo element-specific K-edge imaging and quantification[END_REF][START_REF] Pan | An early investigation of ytterbium nanocolloids for selective and quantitative "multicolor" spectral CT imaging[END_REF]. Previously, Cormode et al. reported using gold nanoparticles that gold K-edge imaging could detect the macrophage burden in an ex vivo mouse model [START_REF] Cormode | Atherosclerotic plaque composition: analysis with multicolor CT and targeted gold nanoparticles[END_REF]. However, the animal model and the technical limitations of the system, particularly the low count rate capability and very long scanning time (~12-24 hours), were strong limitations for considering feasibility for CAD imaging. In the present study, using a PCCT prototype system, we demonstrate in vivo that K-edge imaging is a good imaging technique to (1) visualize the macrophage burden even in the presence of calcifications, (2) characterize the plaques by demonstrating the presence of AuNP uptake in the macrophages, and (3) quantify the macrophage burden with greater accuracy than conventional CT imaging, thus fulfilling the molecular imaging expectations [START_REF] Sinusas | Multimodality cardiovascular molecular imaging, part I[END_REF].

Accordingly, unlike the attenuation of the aortic wall measured on conventional CT images, the quantity of AuNP in the aortic wall measured in gold K-edge images strongly correlated with the macrophage covered area by immunostaining. Note that the quantification of a Kedge agent has pitfalls as suggested by the non-zero values of gold concentrations before AuNP injection. This is likely explained by the noise on the photon counts and physical effects such as beam-hardening, pulse pile-up and charge sharing, rather than calcium misclassification [START_REF] Schlomka | Experimental feasibility of multi-energy photon-counting K-edge imaging in pre-clinical computed tomography[END_REF][START_REF] Roessl | K-edge imaging in x-ray computed tomography using multi-bin photon counting detectors[END_REF]. Indeed, calcium has a K-edge effect (4.0 keV) far from the K-edge of gold (80.7 keV), such that cross talk is avoided. Moreover, calcium K-edge is not measurable due to the absorption of low energy photons.

Two key factors enable the uptake in macrophages. First, a long circulation time and penetration into diseased tissue as observed with PEG-coated nanoparticles [START_REF] Si-Mohamed | Evaluation of spectral photon counting computed tomography K-edge imaging for determination of gold nanoparticle biodistribution in vivo[END_REF][START_REF] Lobatto | Atherosclerotic plaque targeting mechanism of long-circulating nanoparticles established by multimodal imaging[END_REF], and second the high concentration of macrophages within atherosclerotic plaques [START_REF] Phinikaridou | A robust rabbit model of human atherosclerosis and atherothrombosis[END_REF][START_REF] Libby | Inflammation in atherosclerosis[END_REF]. In our study, these factors were optimally met two days after injection when the specific visualization and quantification of overall macrophage burden on gold K-edge imaging demonstrated the uptake of AuNP by macrophage foam cells in the aortic wall of atherosclerotic rabbits. This period of time allowed macrophage foam cells to phagocytize enough agent to exceed the current sensitivity of K-edge imaging, i.e. a concentration in the range of mg/mL, as suggested before for molecular CT imaging [START_REF] Si-Mohamed | Multicolour imaging with spectral photon-counting CT: a phantom study[END_REF][START_REF] Weissleder | Molecular imaging[END_REF]. The uptake of the AuNP by the macrophage foam cells in the aortic wall was also confirmed by (1) macrophage infiltration in corresponding histological sections, (2) AuNP uptake by macrophages foam cells in TEM, and (3) AuNP quantification by ICP-OES in ex vivo aorta.

Another important feature of K-edge imaging is the possibility to perform "bicolor imaging", which is mostly done with optical imaging techniques [START_REF] Sinusas | Multimodality cardiovascular molecular imaging, part I[END_REF][START_REF] Steinberg | Photoacoustic clinical imaging[END_REF]. Using this feature we were able to differentiate the atherosclerotic lumen aorta enlargement labeled with an iodine-based contrast agent from the hallmarks of the inflammatory plaques labeled with AuNP two days after injection. Therefore, we confirmed that K-edge imaging presents anatomical information of the lumen and molecular information of the inflammation plaques simultaneously, as suggested in previous studies [START_REF] Cormode | Multicolor spectral photoncounting computed tomography: in vivo dual contrast imaging with a high count rate scanner[END_REF][START_REF] Cormode | Atherosclerotic plaque composition: analysis with multicolor CT and targeted gold nanoparticles[END_REF], as opposite to alternative imaging modality such as F-18 FDG PET [START_REF] Zhang | Non-invasive imaging of atherosclerotic plaque macrophage in a rabbit model with F-18 FDG PET: a histopathological correlation[END_REF]. Finally, in addition to K-edge imaging, previous studies have shown that PCCT technology could improve the ability to differentiate atherosclerotic plaque components (lipids and calcification) based on their specific photo-electric and Compton effects [START_REF] Cormode | Atherosclerotic plaque composition: analysis with multicolor CT and targeted gold nanoparticles[END_REF][START_REF] Boussel | Photon counting spectral CT component analysis of coronary artery atherosclerotic plaque samples[END_REF][START_REF] Zainon | Spectral CT of carotid atherosclerotic plaque: comparison with histology[END_REF], to quantify the vasa vasorum density (i.e., a marker of atherosclerotic plaque severity) [START_REF] Jorgensen | Arterial Wall Perfusion Measured with Photon Counting Spectral X-ray CT[END_REF], to improve the visualization of the lumen artery within a stent for diagnosing in-stent restenosis [START_REF] Sigovan | Feasibility of improving vascular imaging in the presence of metallic stents using spectral photon counting CT and K-edge imaging[END_REF][START_REF] Bratke | Spectral Photon-Counting Computed Tomography for Coronary Stent Imaging: Evaluation of the Potential Clinical Impact for the Delineation of In-Stent Restenosis[END_REF] and to improve the quantification and measurement reproducibility of coronary Agatson calcium score with low x-ray radiation dose [START_REF] Symons | Coronary artery calcium scoring with photon-counting CT: first in vivo human experience[END_REF]. Taken together, these key features make this modality a promising tool for CAD imaging and a good candidate for comprehensive identification of adverse plaque features as identified by a recent position paper from the European Society of Cardiology [START_REF] Dweck | Contemporary rationale for noninvasive imaging of adverse coronary plaque features to identify the vulnerable patient: a Position Paper from the European Society of Cardiology Working Group on Atherosclerosis and Vascular Biology and the European Association of Cardiovascular Imaging[END_REF].

Study limitations

Comparative investigation of macrophage burden and vascular calcifications that are also considered as a marker of vulnerability within atherosclerotic plaque is lacking [START_REF] Joshi | 18F-fluoride positron emission tomography for identification of ruptured and high-risk coronary atherosclerotic plaques: a prospective clinical trial[END_REF]. The long-term clearance of AuNP from atherosclerotic plaque was not assessed. Finally, the ability to transplant to humans remains unknown since the relationship between gold deposition and plaque rupture was not evaluated.

Conclusion

PCCT enabled gold K-edge imaging allows specific detection and quantification of the macrophage burden within calcified atherosclerotic plaques and for simultaneous anatomical and molecular imaging of atherosclerosis.
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Table 1 .

 1 Atherosclerotic plaque characteristics prevalence and classification according to the AHA (American Heart Association), determined by histology.

		fibrocellular	Macrophage	Smooth muscle cell	Lipid core	Calcification
		infiltration	foam cell			
		35 (100%)	35 (100%)	35 (100%)	20 (57%)	23 (66%)
	AHA grade	II	III	IV		
		6 (17%)	9 (25%)	20 (57%)		
	Number of atherosclerotic rabbits (n=7)				
	Gold concentration in	Time points	Mean (mg/mL)	Standard Deviation	Minimum	Maximum
	aortic walls			(mg/mL)	(mg/mL)	(mg/mL)
		Pre-injection (7	0.28	0.22	0.01	0.66
		rabbits)				
		5 minutes (7 rabbits)	0.74	0.27	0.37	1.04
		45 minutes (7	0.72	0.28	0.33	1.16
		rabbits)				
		Day 1 (7 rabbits)	0.70	0.23	0.37	1.03
		Day 2 (7 rabbits)	1.07	0.36	0.42	1.56

Supplemental figures titles and captions

Supplemental Figure 1. Non-atherosclerotic control rabbit aorta imaging and histology. (A) Regular aorta diameters without any aneurisms, calcifications, or enhancement of the wall two days after injection was observed from axial and sagittal aorta imaging. Histology showed conservation of layers without any fibro-cellular and calcification infiltration (L: lumen, M: media, A: adventitia) on hematoxyline, eosine and safran staining (for aortic wall layers)(B) and Wiegert staining (for elastin fibers)(C). Note that the intima is not observable because of the absence of infiltration in case of healthy rabbit model. Supplemental Figure 2. Follow-up imaging of a focal atherosclerotic plaque (white arrow head) shows highest enhancement at two days after injection. From left to right: Axial (voxel size 250 mm 3 ) conventional before injection, 5 and 45 minutes after injection, one day and two days after injection. Supplemental Figure 3. Photon-counting CT imaging of atherosclerotic rabbit aorta before and two days after injection of gold nanoparticles (AuNP), at the level of the right renal artery. Axial (voxel size 250 mm 3 ) conventional (first column) before injection, overlay between Gold K-edge image and conventional image (second column).

(A) Atherosclerotic plaque with semi-circumferential enhancement 2 days after injection on Gold K-edge image showed a clear depiction of macrophage burden. The mean concentration of gold was measured at 2.08 mg/mL, and the area of macrophages at 11.7%.

(B) Axial corresponding plaque section after hematoxyline, eosine and safran staining showed a thick and fibrotic intima with high fatty streaks and macrophages infiltration, while the wall along the renal artery showed no sign of atherosclerosis as well as macrophage burden.

(C) Axial corresponding plaque section after immunohistochemistry for macrophages with a monoclonal RAM-11 antibody counterstained with hematoxylin. Intense focal infiltration of macrophages is showed, confirming the gold K-edge enhancement nearly depictable on conventional images, while no macrophage burden is shown within the left renal artery wall as expected. (A) Atherosclerotic plaque with semi-circumferential enhancement 2 days after injection on Gold K-edge image showed a clear depiction of macrophage burden. The mean concentration of gold was measured at 2.08 mg/mL, and the area of macrophages at 11.7%.
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(B) Axial corresponding plaque section after HES staining showed a thick and fibrotic intima with high fatty streaks and macrophages infiltration, while the wall along the renal artery showed no sign of atherosclerosis as well as macrophage burden.

(C) Axial corresponding plaque section after immunohistochemistry for macrophages with a monoclonal RAM-11 antibody counterstained with hematoxylin. Intense focal infiltration of macrophages is showed, confirming the gold K-edge enhancement nearly depictable on conventional images, while no macrophage burden is shown within the left renal artery wall as expected. 
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