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Introduction

Age-related macular degeneration (AMD) is the leading cause of irreversible visual loss in people 50 years or older, especially in developed countries [START_REF] Liu | Automated choroidal neovascularization detection algorithm for optical coherence tomography angiography[END_REF], [START_REF] Wei | Choroidal vascularity index: a novel optical coherence tomography based parameter in patients with exudative age-related macular degeneration[END_REF]. The advanced stage of macular degeneration is characterized by the presence of choroidal neovascularization (CNV). Neovascular AMD consists of abnormal or pathological blood vessels that originate from the choroid and grow into the avascular outer retina through the Bruch's membrane [START_REF] Gao | Quantification of choroidal neovascularization vessel length using optical coherence tomography angiography[END_REF], [START_REF] Jia | Quantitative optical coherence tomography angiography of choroidal neovascularization in age-related macular degeneration[END_REF]. Progression of CNV can result in subretinal hemorrhage, fluid exudation, lipid deposition, fibrosis, or a combination of these deleterious effects that result in photoreceptor damage and vision loss [START_REF] Liu | Automated choroidal neovascularization detection algorithm for optical coherence tomography angiography[END_REF]- [START_REF] Jia | Quantitative optical coherence tomography angiography of choroidal neovascularization in age-related macular degeneration[END_REF]. That is why the correct detection and precise location of the CNV plays a key role in further treatment decisions.

While the gold standard for the diagnosis of CNV in the context of AMD is considered to be fluorescein angiography (FA), indocyanine green angiography (ICGA) provides additional interesting information, particularly for type 1 CNV. However, these techniques are 2-dimensional (2D) and require intravenous dye injections [START_REF] Liu | Automated choroidal neovascularization detection algorithm for optical coherence tomography angiography[END_REF].

Optical Coherence Tomography Angiography (OCTA) is a new non-invasive imaging technique able to overcome this limitation. It is a recent imaging technique that allows the visualization of retinal and choroidal microvasculature [START_REF] Spaide | Image artifacts in optical coherence angiography[END_REF]. OCTA employs motion-contrast imaging to generate angiographic images by comparing the decorrelation signal between consecutive OCT B-scans taken at precisely the same crosssection to construct a blood flow map [START_REF] De Carlo | A review of optical coherence tomography angiography (OCTA)[END_REF].

At diagnosis and during follow up, an accurate segmentation and quantification of CNV is required. To this day, CNVs are delineated manually, which is in itself a tedious and operator-dependent task. For these reasons, we developed an automatic image processing method to avoid this contribution of the clinician and to improve ophthalmologic diagnosis and patient follow up.

The segmentation of CNV is very challenging because OCTA images are degraded by projection and motion artifacts [START_REF] Spaide | Image artifacts in optical coherence angiography[END_REF]- [START_REF] Camino | Automated registration and enhanced processing of clinical optical coherence tomography angiography[END_REF]. Moreover, as a consequence of physical principles of OCT, images are corrupted by speckle noise [START_REF] Baghaie | State-of-the-art in retinal optical coherence tomography image analysis[END_REF], that results in low contrast between CNV and image background. In addition, CNV lesions are very complex, with different shapes, sizes and locations and the flow visualization within these structures can significantly vary according to patients [START_REF] Liu | Automated choroidal neovascularization detection algorithm for optical coherence tomography angiography[END_REF]. Only few works have been published for CNV segmentation from OCT-angiography images. Recently, Liu et al. [START_REF] Liu | Automated choroidal neovascularization detection algorithm for optical coherence tomography angiography[END_REF] proposed an automated algorithm to detect choroidal neovascularization in outer retina en face angiograms from OCTA. The proposed algorithm was based on a context-aware saliency model for the vascular pattern recognition, which followed a preprocessing step to reduce projection artifacts from the outer retina. The CNV membrane mask was then generated by a postprocessing step using nonlinear filtering, thresholding and morphological operations. The authors used this algorithm to quantify the CNV vascular area on 7 participants with neovascular AMD and compared their results to a CNV manual delineation with a good agreement. The main limit of this algorithm was the fact that it worked under the assumption that the CNV occupied a large portion of the image [START_REF] Xue | Automatic quantification of choroidal neovascularization lesion area on OCT angiography based on density cell-like P systems with active membranes[END_REF].

More recently, Xue at al. [START_REF] Xue | Automatic quantification of choroidal neovascularization lesion area on OCT angiography based on density cell-like P systems with active membranes[END_REF] proposed an automatic quantification method of the CNV total lesion area on outer retinal OCTA angiograms to overcome the limits of their previous saliency algorithm [START_REF] Liu | Automated choroidal neovascularization detection algorithm for optical coherence tomography angiography[END_REF] that could not extract the CNV boundaries accurately. Their CNV segmentation method was based on an unsupervised and parallel machine learning technique named density cell-like P systems. The authors evaluated the CNV total lesion area segmentation on 22 scans of 22 patients with neovascular AMD and achieved an accuracy of 87%. Some inaccuracies of this algorithm were faced when noise pixels were bright and founded within the neovessels' neighborhood. In such cases, the density cell-like P systems method could not accurately discriminate vessel information from noise.

Nevertheless, there are several reviews of blood vessels segmentation and analysis techniques in the literature, usually applied to color fundus photography images [START_REF] Almotiri | Retinal vessels segmentation techniques and algorithms: a survey[END_REF]- [START_REF] Khan | A review of retinal vessel segmentation techniques and algorithms[END_REF]. Generally, vessel segmentation methods include two steps [START_REF] Bahadarkhan | A morphological hessian based approach for retinal blood vessels segmentation and denoising using region based otsu thresholding[END_REF]. The first one is an enhancement of vascular structures mainly based on matched filter, Frangi filter or Gabor Wavelet filter [START_REF] Oliveira | Unsupervised retinal vessel segmentation using combined filters[END_REF]. The second step leads to the separation of tubular components of the image into vessel and non-vessel structures.

Following this scheme, our method is based on the enhancement of vessels located in the choroidal neovascularization lesion using the Frangi filter. Our database images are degraded by an intensive impulse noise, Frangi filter is thus the most suitable for the CNV enhancement because it is less sensitive to noise than matched filters and Gabor wavelets. In addition, it is faster and more efficient for emphasizing vessels of different sizes. Its principle is to detect geometrical structures in the image and to enhance them at different scales using Gaussian kernels [START_REF] Frangi | Multiscale vessel enhancement filtering[END_REF]. As a second step, the differentiation between neovessels and nonneovessels structures is performed by Fuzzy-C-Means (FCM) classification.

Our purpose was to report a CNV automated segmentation and quantification algorithm and to compare these results with those generated by manual CNV segmentation and quantification using the embedded algorithm.

Our method was designed so as to segment different shapes, sizes and locations of CNV and to preserve details according to the topology in order to obtain a correct quantification of the CNV biomarkers on a larger cohort (54 participants). The previous works on CNV segmentation only dealt with the total area or the CNV vascular area quantification on small cohorts (7 participants [START_REF] Liu | Automated choroidal neovascularization detection algorithm for optical coherence tomography angiography[END_REF] and 22 participants [START_REF] Xue | Automatic quantification of choroidal neovascularization lesion area on OCT angiography based on density cell-like P systems with active membranes[END_REF]) whereas our method have been designed to estimate three biomarkers of neovascular AMD; the CNV vascular area, the CNV total area and the CNV vascular density. These are the three biomarkers currently used by clinicians for the patients' follow up and in clinical research.

II. Materials and Methods

Inclusion and exclusion criteria

This retrospective monocentric case series included consecutive patients with active type 1 and type 2 CNV secondary to neovascular AMD, previously treated and treatment-naive, presenting at the University Eye Clinic of Créteil between October 2015 and April 2018. This study was performed in accordance with the Declaration of Helsinki and current French legislation and with approval of our local ethics committee.

Eligibility criteria were a diagnosis of CNV based on the FA international AMD classification [START_REF] Bird | An international classification and grading system for age-related maculopathy and agerelated macular degeneration[END_REF]. Exclusion criteria consisted of other forms of neovascular AMD, such as type 3 neovascularization, idiopathic polypoidal choroidal vasculopathy, ocular diseases associated with pigment epithelial detachments, adult onset foveomacular vitelliform dystrophy, history of highly myopic CNV or pathological myopia, as well as a history of inherited macular dystrophies.

All the patients underwent a 3x3 mm OCTA examination (AngioVue, Optovue, Freemont, CA). The OCTA flow images size was of 304 x 304 with a pixel size of 9.87 x 9.87 μm. This definition allowed an accurate visualization of small vessels. The outer retinal slab with projection artifact removal was extracted when the image quality assessed using the Strength Signal Index SSI was greater than or equal to 6 (SSI ≥ 6) and manual editing of the outer retinal segmentation was performed if the software segmentation was not satisfying. Manual CNV delineation and quantification was obtained for all patients by an expert reader (AM).

Included patients were further separated into two groups according to the CNV's topology on the images.

Group 1 consisted of densely packed high flow networks, with no distinguishable branching (Figure 1, Panel A). Group 2 consisted of a high flow neovascular network with distinguishable individual branching pattern (Figure 1, Panel B). A distinct algorithm was developed for each group. Two common steps preceded each algorithm: firstly, contrast enhancement in addition to a classic median filtering was employed, so as to separate the lesions from noise and to clearly distinguish the CNV contours; secondly, clinician interaction was solicited to select one or more markers on the flow image to indicate the lesion location. The proposed method was compared with manual delineation of the CNV and quantitative analysis with the embedded software (AngioAnalytics).

Proposed segmentation method for Group 2

Image filtering reduces the small details that can be in our case thin vessels or connections between vessels.

This problem led to perform preprocessing on two paths. One aims to reduce the image noise while preserving the neovascular fine details. The other processing path ensures the isolation of the CNV lesion from noise while ignoring the neovascular network details. The input flow image is thus preprocessed twice as indicated in the algorithm overview of Figure 2.

Vessel Enhancement

The CNV enhancement was performed using Frangi filter that heightens the lesion based on information on vessel size. In fact, the Frangi filter is a multiscale vessel enhancement filter that considers the eigenvalue analysis of the image Hessian matrix to determine a vesselness measure function [START_REF] Frangi | Multiscale vessel enhancement filtering[END_REF]. The latter ensures the vessels enhancement at different scales σ which correspond to the vessels thickness (size) using the image second derivative and a Gaussian kernel [START_REF] Bahadarkhan | A morphological hessian based approach for retinal blood vessels segmentation and denoising using region based otsu thresholding[END_REF], [START_REF] Tankyevych | Curvilinear morpho-Hessian filter[END_REF]. Because of the variation in the shape and size of the CNV between patients, several experiments were performed to define the σ variation range that was ultimately defined as σ = {1, 2, 3}. Figure 2 illustrates the application of the Frangi filter for the two processing paths mentioned previously.

Segmentation

As mentioned earlier, preprocessing and vessel enhancement are performed on two paths. The resulting image of the first path is used to define a marker image to reconstruct the CNV lesion using the resulting mask image of the second path. The marker image is first defined using the Gabor Wavelets and the entropy maximization thresholding. Many works have demonstrated the effectiveness of using Gabor wavelets to segment the retinal vascular network [START_REF] Ali | Segmenting retinal blood vessels with gabor filter and automatic binarization[END_REF]- [START_REF] Memari | Retinal Blood Vessel Segmentation by Using Matched Filtering and Fuzzy C-means Clustering with Integrated Level Set Method for Diabetic Retinopathy Assessment[END_REF] since they succeed in emphasizing directional components and can be tuned to capture certain frequencies. In our proposed method, Gabor wavelets are tuned to ensure the homogenization of the neovascular zone by connecting the vessels within the lesion in order to construct a connected region of interest (ROI). Precisely, the image is filtered by twelve wavelets using a wavelength equal to 5 and twelve different orientations from 0° to 330° with a +30° variation between the wavelets' orientations. A thresholding based on the maximization of the image entropy is applied to the previously filtered image to extract the neovascular ROI using the manually selected markers (clinician interaction) [START_REF] Oulhadj | Segmentation d'images par maximisation de l'entropie à deux dimensions basée sur le recuit microcanonique[END_REF], [START_REF] Gargouri | Thresholding the maximum entropy[END_REF]. Once the marker and the mask images are defined, a morphological reconstruction is performed to precisely reconstruct the CNV lesion.

The reconstructed CNV may contain some noise or background pixels. Consequently, the separation of the reconstructed pixels into neovascular pixels and background pixels is necessary. Several experimentations were performed using different thresholding techniques such as Otsu, Adaptive and Global thresholding.

Hysteresis thresholding by Fuzzy C-means classification was the only thresholding method that allowed a good separation of CNV pixels from the background for all of the studied cases. We thus chose to apply the Fuzzy-C-Means classification for separating the pixels on images into three clusters: CNV lesion, image background and a fuzzy cluster. This classification result made it possible to calculate two thresholds (a high threshold and a low threshold) for the CNV binarization by hysteresis thresholding [START_REF] Xiong | Fuzzy c-means thresholding[END_REF]. Figure 2 illustrates in detail the different segmentation steps for this group of flow images.

Proposed segmentation method for Group 1

Since the OCTA flow images in this group are less complex than the previous ones, preprocessing is performed in a single path using a classic median filtering. In addition, there is no need to vessel enhancement because the CNV appears as a densely packed region. Segmentation is therefore processed in three main steps: pixel classification, hysteresis thresholding and CNV region extraction. The two first steps are performed similarly to the previous segmentation algorithm. Then, the neovascular region is extracted using the manually selected markers. Figure 3 gives an overview of the developed segmentation and quantification algorithm for Group 1 flow images.

Quantification

The resulting segmentations were used to automatically quantify three biomarkers of neovascular AMD, namely the total vascular area (TVA), the total Area (TA), and the vascular density (VD) which is the ratio between the TVA and the TA. However, to obtain an exact quantification of the TVA and TA, it is necessary to improve the resulting segmentations in order to recover the neovascular pixels removed during the hysteresis thresholding. In fact, the last binarized image is used to reconstruct a well-defined neovascular ROI by several morphological closings. For Group 2 segmentations, an oriented straight structuring element is used, while a circular structuring element with an adequate radius is applied for Group 1 segmentations. The TA is the area of this well-defined ROI.

This well-defined ROI is also used to delineate the reconstructed CNV to estimate the TVA for the Group 2 segmentations, where the surface of the delineated neovessels is the surface of the lesion. On the other hand, the TVA is measured directly from the Group 1 resulting segmentation to finally estimate the vascular density.

Statistical analysis

Statistical analysis is performed using XLSTAT, a data analysis and statistical solution for Microsoft Excel

(XLSTAT 2016, Addinsoft, Paris, France) and included Student's t-test, linear regression and Bland-Altman analysis. T-test is used to compare the mean values of the automatic estimated biomarkers versus the manual estimated biomarkers. Linear regression is used to study the correlation between the automatic and the manual measurements. As regards Bland and Altman analysis, it is performed to evaluate the agreement between our developed algorithms and the manual delineation obtained with AngioAnalytics. For each biomarker, the means of the measurements are plotted along the X axis and the differences between the measures of the methods along the Y axis. The measurements are considered to be in agreement when most of the plots are within the agreement limits (mean +/-2 SD). For all findings, the chosen level of statistical significance was α< 0.05.

III. Results

Fifty-four eyes of 54 patients were included in this study, ranging from 26 to 91 years (mean age: 75.80 years ± 14.29 SD), with neovascular AMD. The overall studied population was divided into Group 1 -consisting of 24 eyes-and Group 2 -consisting of 30 eyes-. We proposed a different segmentation algorithm for each group.

MATLAB R2017a (The MathWorks, Inc., Natick, Massachusetts, United States) was used for the software implementation.

Automated versus manual quantitative analysis using AngioAnalytics is summarized in Table 1. The mean value of the measured total vascular area (TVA) for Group 1 is of 0.402 ± 0.380 mm 2 using the automated algorithm, against an average value of 0.494 ± 0.469 mm 2 estimated by AngioAnalytics. Similarly, the TVA average value measured automatically for Group 2 is of 0.400 ± 0.395 mm 2 against an average of 0.556 ± 0.568 mm 2 given by AngioAnalytics.

The total area (TA) automatic measurements are closer to those of AngioAnalytics than TVA measurements.

Group 1 automatic mean value is of 0.592 ± 0.564 mm 2 , while the average value of AngioAnalytics measurements is of 0.631 ± 0.591 ². Group 2 automatic TA mean value is of 0.791 ± 0.740 mm 2 , against an average value of 0.815 ± 0.761 mm 2 obtained with AngioAnalytics.

For the vascular density (VD) measurements, the automatic mean value of Group 1 is of 70.3% ± 11.0% against an average of 77.9% ± 9.1% given by AngioAnalytics. The Group 2 automatic VD average value is of 52.6% ± 10.2% against the AngioAnalytics mean value of 69.4% ± 10.4%.

There was a statistically significant difference between the manual and the automated quantification concerning TVA and VD (Student's t-test, Group 1: p = 0.00036 for TVA, p < 0.0001 for VD; Group 2: p < 0.0001 for both TVA and VD). However, the difference between the two quantification methods for TA was non-significant in Group 2, with p = 0.143 (Student's t-test).

As regards the Bland and Altman analysis, biases of the inter-methods agreement are summarized in Table 2.

Group 1 TVA bias was of -0.092 ± 0.107 mm² (95% confidence interval (CI) ranging from -0.137 to -0.046 mm²), while Group 2 bias was higher estimated of -0.156 ± 0.189 mm² (95% CI ranging from -0.227 to -0.085 mm²).

For the total area (TA), biases were very weak for both groups, -0.039 ± 0.066 mm² (95% CI -0.067 to 0.011 mm²) for Group 1 and -0.023 ± 0.085 mm² (95% CI -0.055 to 0.008 mm²) for Group 2. In contrast, biases for the vascular density (VD) were high for both groups, -7.7 ± 5.6 % for Group 1 (95% CI -10.0 % to -5.3%) and -16.8 ± 5.9 % (95% CI -19.0 % to -14.6%) for Group 2.

Figure 4 illustrates the Bland-Altman plots, where 95.83 % of the TVA plots and 91.67 % of the TA and VD plots are within the agreement limits for Group 1. Similarly, 96.67 % of the TVA and VD plots and 93.33%

of the TA plots are in the Bland-Altman agreement zone for Group 2.

Correlation coefficients (CC) estimated by linear regression (figure 5) were high for TVA and TA measurements for both groups (Group 1: TVA CC = 0.989, TA CC = 0.994; Group 2: TVA CC = 0.987, TA CC = 0.994). However, VD measurements showed lower coefficients for both groups (Group 1: VD CC = 0.859; Group 2: VD CC = 0.836).

Segmentation workflow for Group 2 automated algorithm is illustrated in figure 6, where panel A illustrates a high flow neovascular network (CNV) visualized on the outer retinal slab of OCTA, on which two markers were selected by the clinician. Preprocessing of the 1 st path well isolated the neovascular network from the impulse noise although some neovascular fine details have been filtered (figure 6, panel B). On the other hand, the 2 nd path preprocessing slightly reduced the image noise but preserved all the neovascular details (figure 6, panel C). Applying Frangi filtering on these two preprocessed images further isolates the neovascular network and enhances all thin and wide neovessels (figure 6, respectively panels D and E). In figure 6, panel F, one can see that Gabor filtering well homogenizes the neovascular surface, which once binarized by entropy maximization (figure 6, panel G) allowed the extraction of the neovascular ROI using the initially selected markers (figure 6, panel H). The CNV is reconstructed in the figure 6, panel I using the images of figure 6, panel E and H as mask and marker images. The CNV is binarized in the Figure 6, panel J by hysteresis thresholding based on the FCM classification of figure 6, panel I. The image (figure 6, panel K) illustrates the creation of the well-defined ROI using morphological closing on the image of figure 6, panel J.

Finally, figure 6, panel L displays the resulting segmentation where the CNV is well-defined and delineated.

The workflow of the Group 1 segmentation automated algorithm is illustrated in figure 7 where the 1 st image (figure 7, panel A) displays the original OCTA flow image on which one marker was manually selected by the clinician. The resulting image of the preprocessing is illustrated in figure 7, panel B and the resulting image of the hysteresis thresholding in figure 7, panel C. Then, the CNV is extracted using the previously defined marker and shown on figure 7, panel D, while the creation of the neovascular ROI using morphological closing is shown on figure 7, panel E. Figure 7, panel F displays the final segmentation result where the CNV is well segmented and delimited.

Figure 8 illustrates the comparison between automatic and manual segmentations where the flow images (panels A1 and A2) are corrupted by movement artifacts (white line artifacts) connected to the CNV. Our segmentation of the total area on these images (see panels B1 and B2) agrees with the expert manual delineation of the CNV total area in both cases (respectively panels C1 and C2). However, the main difference between the automatic segmentation and the AngioVue segmentation occurs in the size of the neovessels that are thickened by AngioVue algorithm, as we can see on figures C1 and C2. It seems to include a larger vascular area than our algorithm compared to the original images A1 and A2. Both segmentations B1 and C1 included some artifacts to the CNV segmentation (on the top right for B1, inside the CNV area for C1). Moreover, our automatic segmentation, showed in B2, filtered some neovessels in the bottom right of the CNV while AngioVue segmentation in C2 included some noise within the lesion.

Figure 9 represents the performance evaluation of our algorithms on regards to the segmentation time. All experiments are conducted on a computer with an Intel® Core™ i7-8650U CPU @ 1.90 GHz 2.11 GHz.

According to the segmentation curves below, our two proposed algorithms take linear time or O(n) time. Linear time is the best possible time complexity for our proposed methodology, where the two algorithms have to sequentially read the entire OCTA images. Precisely, the clinician should load at each time an OCTA input image and then select one or more CNV markers.

IV. Discussion

OCT-Angiography is a recent non-invasive imaging technique for visualizing retinal and choroidal physiological and pathological vascularization. In this study, we proposed two choroidal neovascularization segmentation and quantification algorithms for two different groups of OCTA flow images, in order to quantify currently-used biomarkers of neovascular AMD by the same algorithm for each group. The two algorithms were mainly based on three steps: preprocessing, segmentation and quantification. However, the Group 2, in which the individual branching of the neovascular network was distinguishable, flow images analysis required an additional vessel enhancement step on two processing paths in order to preserve the network vascular pattern details and obtain precise segmentation and quantification.

We tested the two algorithms on 54 OCTA flow images of 54 patients with type 1 and 2 CNV (24 flow images in Group 1 and 30 flow images in Group 2). Furthermore, we showed that our algorithms were able to extract and quantify different shapes and types of CNV. When comparing the biomarkers (TVA, TA and VD) using our proposed methods, to the tool embedded in the AngioVue Software "AngioAnalytics" (after the manual delineation of the CNV by one expert), the correlation coefficients by linear regression were very high for TVA and TA measurements of both groups (Group 1: TVA CC = 0.989, TA CC = 0.994; Group 2: TVA CC = 0.987, TA CC = 0.994) and lower for VD measurements (Group 1: VD CC = 0.859; Group 2: VD CC = 0.836).

We reported in table 2 the Bland and Altman biases for the inter-methods agreement for each biomarker.

Biases were very weak for TA measurements of both groups: -0.039 ± 0.066 mm² (95% CI -0.067 to 0.011 mm²) for Group 1 and -0.023 ± 0.085 mm² (95% CI -0.055 to 0.008 mm²) for Group 2. Thus, our automatic measurements of the total area agree well with the expert manual delineations. In addition, the student's t-test showed that the difference between the two quantification methods for TA was non-significant in Group 2, with p = 0.143. The segmentations we propose can therefore be a good alternative to the manual delineations that are the only ground-truth we have from the experts.

However, biases for the total vascular area (TVA) measurements were higher than TA biases for both groups.

Group 1 bias was -0.092 ± 0.107 mm² (95% CI ranging from -0.137 to -0.046 mm²) and -0.156 ± 0.189 mm² (95% CI ranging from -0.227 to -0.085 mm²) for Group 2; which means that AngioAnalytics overestimates the neovascular area. This may explain the difference between our measurements of vascular density (VD)

and AngioAnalytics measurements that are reported in biases of table 2 (Group 1 VD: -7.7 ± 5.6 % (95% CI -10.0 % to -5.3%); Group 2 VD: -16.8 ± 5.9 % (95% CI -19.0 % to -14.6%)). In fact, AngioAnalytics segmentation of the CNV could include some noisy pixels as neovascular pixels and thus overestimates the total vascular area due to a lack of preprocessing. Conversely, our method could remove some neovascular pixels due to the preprocessing step and thus underestimates the total vascular area. Additional studies should be done to identify which of the two segmentations is the most accurate.

Due to the variability in CNV pattern and the physical principles of OCTA, some images of the studied series were quite complex and very noisy. As mentioned before, shape, location and size of the lesions vary from one image to another. Precisely, images may include localized or more extended artifacts, in particular, movement artifacts (white line artifacts) that can be considered as tubular structures and segmented with the CNV. The markers' selection by the expert was very effective against the different artifacts present on the flow images and allowed their exclusion from the resulting segmentations. However, this problem remained on few images where white line artifacts were segmented as vascular components, as we can see it on figure 9 -panel B. Improvements of our algorithms can be considered to face this limit. Furthermore, the quantification performed in this study is based on two-dimensional flow images, advanced studies on threedimensional data can so be performed to obtain volumetric measurements.

Finally, it is notable to highlight our main contributions in relation to the existing few works [START_REF] Liu | Automated choroidal neovascularization detection algorithm for optical coherence tomography angiography[END_REF] and [START_REF] Xue | Automatic quantification of choroidal neovascularization lesion area on OCT angiography based on density cell-like P systems with active membranes[END_REF]. In the present study, a larger number of OCTA flow images was used and was separated according to the CNV topology into two groups, in order to preserve vascular details and have a correct quantification of the CNV.

Three biomarkers of neovascular AMD were quantified by the same algorithm for each group. In addition, the results were compared to those obtained from AngioAnalytics which is the embedded algorithm, widely used in the current clinical routine.

The performances of our proposed segmentation algorithms for the total area segmentation are compared in Table 3 with the saliency method and the DEC P systems proposed in [START_REF] Liu | Automated choroidal neovascularization detection algorithm for optical coherence tomography angiography[END_REF] and [START_REF] Xue | Automatic quantification of choroidal neovascularization lesion area on OCT angiography based on density cell-like P systems with active membranes[END_REF] respectively. In summary, our methods achieved better accuracy of 87.5 %, especially the Group 2 algorithm where accuracy was of 88.17 % with respect to Jaccard Coefficient.

CNV automatic quantification on OCT-Angiography devices is strongly needed in clinical research and practice. That is why recent works have extensively focused on the role of the CNV quantification in the follow-up of neovascular AMD patients. Amoroso et al [START_REF] Amoroso | Optical coherence tomography angiography reproducibility of lesion size measurements in neovascular age-related macular degeneration (AMD)[END_REF] have evaluated the reproducibility and the interuser agreement of the CNV lesion size manual measurements on OCTA using the measuring tool embedded in the AngioVue software. Although this work has shown that these measurements are reproducible, it has also revealed the importance of automatic CNV segmentation and quantification to avoid manual implication of clinicians for CNV segmentation.

Miere et al [START_REF] Miere | Optical Coherence Tomography Angiography to Distinguish Changes of Choroidal Neovascularization after Anti-VEGF Therapy: Monthly Loading Dose versus Pro Re Nata Regimen[END_REF] have studied the changes of the CNV after anti-VEGF therapy by quantifying the CNV size at baseline and at three monthly follow-up visits. Their report showed that treatment naïve and treated eyes with CNV secondary to neovascular AMD responded differently to anti-VEGF therapy. Coscas et al [START_REF] Coscas | Quantitative optical coherence tomography angiography biomarkers for neovascular age-related macular degeneration in remission[END_REF] have analyzed quantitative OCTA biomarkers, such as blood flow area, fractal dimension and vessel density, for neovascular AMD patients under-treatment and in remission. Through this study, the authors have shown that studying these biomarkers on OCTA could become a valuable technique in assessing the CNV response to anti-VEGF agents and helping clinicians to develop personalized treatment and follow-up cycles.

Other works on the assessment of anti-VEGF treatment for CNV on OCTA have used the AngioVue software to quantify the CNV area and the flow area using the embedded algorithm "AngioAnalytics" according to the manual delineation of two qualified technicians [START_REF] Chen | The application of OCTA in assessment of anti-VEGF therapy for idiopathic choroidal neovascularization[END_REF]. In addition, Xu et al [START_REF] Xu | Long-term progression of type 1 neovascularization in age-related macular degeneration using optical coherence tomography angiography[END_REF] have recently analyzed the long-term growth patterns of type 1 CNV in eyes with AMD receiving anti-VEGF therapy, based on the CNV manual segmentation on OCTA images and the OCTA area measurements. Therefore, an automated quantification method may be useful and time-saving instrument for clinicians in assessing treatmentresponse and natural history of CNV complicating neovascular AMD.

Other retinal vessel segmentation methods have been proposed in the literature and could be adapted to the CNV segmentation and quantification in further studies. Oloumi et al. [START_REF] Oloumi | Computer-aided diagnosis of plus disease via measurement of vessel thickness in retinal fundus images of preterm infants[END_REF] have proposed a novel method for the detection, segmentation, tracking and measurement of the thickest venular branch width in the retina (The major temporal arcade) on retinal fundus images. The proposed method included different image processing techniques such as Gabor filters, morphological image processing, Canny's edge detector, least-square fitting interpolation method and geometrical procedures to measure the width.

Recently, Eladawi et al. [START_REF] Eladawi | Automatic blood vessels segmentation based on different retinal maps from OCTA scans[END_REF] have introduced an automatic segmentation system for retinal blood vessels from OCTA images. The system was basically based on the Generalized Gauss-Markov random field model and the Markov-Gibbs random field model.

More recently, Tang et al. [START_REF] Tang | Multi-proportion channel ensemble model for retinal vessel segmentation[END_REF] have presented a novel supervised method based on the Multi-Proportion Channel Ensemble Model to obtain more details on the retinal vessels with reduced computational complexity. The proposed segmentation approach consisted of five identical submodels in order to capture various vessel details once trained on different composition images.

V. Conclusion

In this study, we developed two segmentation and quantification algorithms of CNV on outer retinal flow images acquired with OCT-Angiography, which is a new and very promising non-invasive imaging technique.

These algorithms allow quantifying three biomarkers of neovascular AMD according to the CNV topology.

Our segmentation and quantification results, obtained with the automatic algorithms showed a good agreement with the embedded software "AngioAnalytics" measures, calculated after the expert manual delineation of the CNV total area. The proposed methods thus allow automatically obtaining quantitative parameters of the CNV lesion, which can bring a precious aid for clinicians in the follow-up of patients with AMD disease and save time in clinical routine.

For future works, further studies need to be performed in order to overcome the limits of the proposed algorithms and complementary validations have to be carried out to compare our method's accuracy to the embedded software "AngioAnalytics". 

Figure 1 :

 1 Figure 1: OCTA flow images separation according to the CNV lesion topology. (A): Group 1, densely packed high flow neovascular networks, (B): Group 2, high flow distinguishable neovascular networks.

Figure 2 :

 2 Figure 2: Overview of the developed choroidal neovascularization (CNV) segmentation algorithm for Group 2 flow images. Input image Iin goes through four main steps: "Preprocessing", ensuring noise reduction by classic filtering. "Vessel enhancement" by Frangi filtering. "Segmentation" mainly based on Gabor wavelets, entropy maximization thresholding, morphological reconstruction and Fuzzy-C-Means classification. The final step "Quantification" ensuring the automatic measurement of three biomarkers of neovascular AMD: total vascular area (TVA), total area (TA) and vascular density (VD).

Figure 3 :

 3 Figure 3: Overview of the developed choroidal neovascularization (CNV) segmentation algorithm for Group 1 flow images. The input image Iin goes through three main steps: "Preprocessing" to ensure noise reduction by classic filtering. "Segmentation" mainly based on Fuzzy-C-Means classification and hysteresis thresholding. The final step "Quantification" ensures the automatic measurement of the three biomarkers of neovascular AMD: total vascular area (TVA), total area (TA) and vascular density (VD).

Figure 4 :

 4 Figure 4: Bland and Altman plots showing the inter-methods agreement for the three biomarkers measurements (TVA, TA and VD).

Figure 5 :

 5 Figure 5: Linear regression plots between the automated and the manual method for the three biomarkers measurements (TVA, TA and VD) in each group.

Figure 6 :

 6 Figure 6: Proposed choroidal neovascularization segmentation algorithm step-by-step results for the Group 2 flow images.(A) Original image, (B) 1 st preprocessing, (C) 2 nd preprocessing, (D) vessel enhancement using Frangi on (B), (E) vessel enhancement using Frangi on (C), (F) Gabor wavelet filtering on (D), (G) entropy maximization thresholding on (F), (H) neovascular ROI extraction, (I) morphological reconstruction on (E) using (H), (J) hysteresis thresholding on (I), (K) morphological closing on (J) and (L) the segmented CNV.
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Figure 7 :

 7 Figure 7: Proposed choroidal neovascularization segmentation algorithm step-by-step results for Group 1 flow images. (A) Original image, (B) preprocessing, (C) hysteresis thresholding, (D) neovascular ROI extraction, (E) morphological closing on (D) and (F) the segmented CNV.

Figure 8 :

 8 Figure 8: AngioVue segmentations against our proposed segmentations for both groups of flow images. (A1) Original image of Group 2, (B1) our proposed segmentation, (C1) AngioVue segmentation, (A2) original image of Group 1, (B2) our proposed segmentation and (C2) AngioVue segmentation.

Figure 9 :

 9 Figure 9: Performance evaluation of the two algorithms on regards to the segmentation time. The segmentation time without clincician interaction is linear and depends only on the machine performances, whereas the segmentation time with clinician interaction depends on the expert that can take less or more time to select the CNV markers.
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Figure 10 :

 10 Figure 10: (A) Group 2 original flow image, (B) our proposed automated segmentation where a white line artifact connected to the lesion was segmented as a vascular structure and (C) AngioAnalytics segmentation after manual delineation of the CNV.

Table 1 :

 1 Comparision between our automatic quantification results and AngioAnalytics quantification. Mean ± standard deviation of the three biomarkers: Total Vascular Area (TVA), Total Area (TA) and Vascular Density (VD) from the 24 flow images of Group 1 and the 30 flow images of Group 2. P-value based on the Student's t-test.

			Proposed algorithm	AngioAnalytics		P-value
		TVA	0.402 ± 0.380	²	0.494 ± 0.469	²	0.00036
	Group 1	TA VD	0.592 ± 0.564 70.3 % ± 11.0 %	²	0.631 ± 0.591 77.9 % ± 9.1 %	²	0.008 < 0.0001
		TVA	0.400 ± 0.395	²	0.556 ± 0.568	²	< 0.0001
	Group 2	TA VD	0.791 ± 0.740 52.6 % ± 10.2 %	²	0.815 ± 0.761 69.4 % ± 10.4 %	²	0.143 < 0.0001

Bias

Saliency method DEC P Systems Our proposed methods

Jaccard coefficient 0.589 ± 0.253 0.872 ± 0.053 0.875 ± 0.055