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Long-term comparative study of large-diameter metal-on-metal bearings: Resurfacing versus total arthroplasty with large-diameter Durom™ bearing

Introduction

Short-term results in total hip arthroplasty (THA) with large-diameter metal-on-metal (MoM) bearings were encouraging, but high failure rates have been reported in the long term, notably implicating corrosion due to modularity. Several studies compared resurfacing (to which modularity does not apply) versus large-diameter MoM THA; but, to our knowledge, none compared the same bearing in the two situations with more than 10 years' follow-up.

We therefore conducted a retrospective case-control study, using a single cup model (Durom™, Zimmer, Warsaw, USA) for both resurfacing (R) and large-diameter THA, to determine the role of modularity in failure of large-diameter MoM bearings. The study compared 1) metallic ion levels, and 2) survival, functional scores and complications rates between R and THA.

Hypothesis

Large-diameter MoM bearing failure implicates not bearing wear but head-neck junction modularity in larger-diameter MoM THA.

Material and Method

83 THAs and 90 Rs were included between February 2004 and March 2006. All patients had clinical and radiologic follow-up with chromium (Cr) and cobalt (Co) ion blood assay.

Results

In the THA group, 24 of the 83 patients (28.9%) underwent revision for adverse reaction to metal debris (ARMD), versus none in the R group. Ten-year all-cause survival was significantly better in R (97.7%; 95% CI, 96.2-99.2) than THA (67.1%; 95% CI, 60.9-73.3). Median blood ion level was higher in THA (with a difference between Co and Cr: 5.75µg/L (range, 3.82-19.2) versus 1.75µg/L (range, 1.34-2.94) respectively) than in R (no difference: 0.89 μg/L (range, 0.67-2.89) and 1.07 μg/L (range, 0.67-1.65) respectively). In the THA group, there were positive correlations between Co and Cr elevation and implant revision (both p<0.0001). Co/Cr ratio was significantly higher in THA (2.57) than R (0.88) (p<0.0001), and higher again in the 24 cases of THA revision (4.67). There was no significant difference in mean PMA score (THA: 17.08 ± 1.82 (range, 7 -18); R: 17.50 ± 0.74 (range, 15 -18)), whereas mean Oxford score was better in R (14.32 ± 2.5 (range, 12 -24)) than THA (18.17 ± 8.05 (range, 12 -42)) (p=0.02).

Discussion

The present study confirmed the incontrovertible implication of modularity in failure of large-diameter MoM THA, by analyzing the same bearing in THA and in resurfacing.

Trunnionosis was observed in the 24 cases of revision, with the THA adaptation ring inducing serious metallic ion release (with dissociated Co/Cr ratio), accounting for the high rate of revision.

Introduction

In the 2000s, progress in tribology led to the use of 2 nd -generation metal-on-metal (MoM) bearings in large-diameter arthroplasty (>36 mm) to improve implant survival and reduce dislocation risk [START_REF] Delay | Is there any range-of-motion advantage to using bearings larger than 36mm in primary hip arthroplasty: A case-control study comparing 36-mm and large-diameter heads[END_REF]. Resurfacing (R) thus gained a new lease of life. Large-diameter total hip arthroplasty (THR), initially developed exclusively for revision of resurfacing, came to be widely used in first line [START_REF] Delay | Is there any range-of-motion advantage to using bearings larger than 36mm in primary hip arthroplasty: A case-control study comparing 36-mm and large-diameter heads[END_REF]. Application in THA allowed the advantages of a large diameter without the technical difficulties of resurfacing. Some 500,000 large-diameter MoM arthroplasties have been performed in the last 15 years worldwide [START_REF] Skinner | Medicines and Healthcare products Regulatory Agency: report of the expert advisory group looking at soft tissue reactions associated with metal-on-metal hip replacements[END_REF]. Short-to mediumterm results were encouraging [START_REF] Berton | The Durom large diameter head acetabular component: early results with a large-diameter metal-on-metal bearing[END_REF][START_REF] Lons | Excellent short-term results of hip resurfacing in a selected population of young patients[END_REF][START_REF] Reito | Repeated metal ion measurement in patients with bilateral metal on metal (ASR TM ) hip replacements[END_REF], but national registries [START_REF] Graves | A multinational assessment of metal-on-metal bearings in hip replacement[END_REF][START_REF] Hannemann | European multidisciplinary consensus statement on the use and monitoring of metal-on-metal bearings for total hip replacement and hip resurfacing[END_REF] reported high rates of bearing failure in the long term [START_REF] Hjorth | Does a titanium sleeve reduce the frequency of pseudotumors in metal-on-metal total hip arthroplasty at 5-7years follow-up?[END_REF].

Many studies have compared THA and resurfacing, and some compared large-diameter THA and resurfacing [START_REF] Vendittoli | Metal ion release from bearing wear and corrosion with 28 mm and large-diameter metal-on-metal bearing articulations: a follow-up study[END_REF][START_REF] Lhotka | Four-year study of cobalt and chromium blood levels in patients managed with two different metal-on-metal total hip replacements[END_REF][START_REF] Brodner | Serum cobalt levels after metal-on-metal total hip arthroplasty[END_REF][START_REF] Maezawa | Seven years of chronological changes of serum chromium levels after Metasul metal-on-metal total hip arthroplasty[END_REF][START_REF] Witzleb | Exposure to chromium, cobalt and molybdenum from metal-on-metal total hip replacement and hip resurfacing arthroplasty[END_REF], but either follow-up was no more than 10 years or the two implants were different [START_REF] Johnson | Metal ion levels in total hip arthroplasty versus hip resurfacing[END_REF][START_REF] Langton | Blood metal ion concentrations after hip resurfacing arthroplasty: a comparative study of articular surface replacement and Birmingham Hip Resurfacing arthroplasties[END_REF][START_REF] Hug | The withdrawn ASR TM THA and hip resurfacing systems: How have our patients fared over 1 to 6 years?[END_REF][START_REF] Beaulé | A prospective metal ion study of large-head metal-on-metal bearing: a matched-pair analysis of hip resurfacing versus total hip replacement[END_REF][START_REF] Lainiala | Higher blood cobalt and chromium levels in patients with unilateral metal-on-metal total hip arthroplasties compared to hip resurfacings[END_REF]. We therefore conducted a retrospective case-control study with more than 10 years' follow-up, using the same cup (Durom™, Zimmer, Warsaw, Indiana, USA) in resurfacing (R) and large-diameter THA, to determine the role of modularity in largediameter MoM bearing failure. The study compared 1) metallic ion levels, and 2) survival, functional scores and complications rates between R and THA. The study hypothesis was that large-diameter MoM bearing failure is due not to bearing wear but to the excessive stress involved in large-diameter MoM THA head-neck junction modularity. (Zimmer, Warsaw, Indiana, USA). All procedures were performed on a posterolateral approach by the same team for both resurfacing and THA.

Material and method.

Patients

Assessment

All patients were assessed by a single examiner not involved in the surgery. Implant survival was defined by change for all causes. Clinical assessment comprised: Postel-Merle D'Aubigné (PMA) [START_REF] Aubigné | Numerical classification of the function of the hip[END_REF], Harris [20], Devane [START_REF] Devane | Three-dimensional polyethylene wear of a press-fit titanium prosthesis. Factors influencing generation of polyethylene debris[END_REF], Charnley [START_REF] Charnley | The long-term results of low-friction arthroplasty of the hip performed as a primary intervention[END_REF] and Oxford-12 hip scores [23], and screening for cam effect [START_REF] Marchetti | Component impingement in total hip arthroplasty: frequency and risk factors. A continuous retrieval analysis series of 416 cup[END_REF], lower-limb length discrepancy and dislocation. All patients had AP weight-bearing pelvic X-ray. Cup inclination was measured against the radiologic U line.

Blood sampling for ion assay was from a peripheral vein, using a hollow BD Vacutainer Eclipse Blood Collection Needle with metal-free dry tube. The first 5 ml was discarded to avoid contamination. Chromium (Cr), cobalt (Co) and titanium (Ti) concentrations were measured on inductively coupled plasma (ICP) mass spectrometry (Varian 820-MS; Bruker, Wissembourg, France) with collision cell to eliminate spectroscopic interference. Any high levels were checked in the laboratory and, if confirmed, a second sample was taken a few weeks later. The detection threshold was 0.05µg/L and the quantification threshold 0.1µg/L.

Statistical analysis

Quantitative variables were reported as mean and standard deviation or median and interquartile range; distribution was checked graphically and on Shapiro-Wilk test.

Qualitative variables were reported as number and percentage.

Ion concentrations and Co/Cr and Co/Ti ratios were compared between groups on multivariate linear regression with age [START_REF] Vendittoli | Metal ion release from bearing wear and corrosion with 28 mm and large-diameter metal-on-metal bearing articulations: a follow-up study[END_REF], body-mass index (BMI) [START_REF] Vendittoli | Metal Ion release with large-diameter metal-on-metal hip arthroplasty[END_REF], gender [START_REF] Vendittoli | Metal ion release from bearing wear and corrosion with 28 mm and large-diameter metal-on-metal bearing articulations: a follow-up study[END_REF], acetabular cup inclination [START_REF] Langton | The effect of component size and orientation on the concentrations of metal ions after resurfacing arthroplasty of the hip[END_REF] and femoral implant size [START_REF] Langton | The effect of component size and orientation on the concentrations of metal ions after resurfacing arthroplasty of the hip[END_REF] as adjustment factors. Ion concentration distribution was non-normal and was converted to log values so as to apply a parametric multivariate model. Survival was defined by all-cause revision surgery for implant change. The significance threshold was set at 5%. Analysis used SAS software, version 9.3 (SAS Institute, Cary, NC, USA).

Results

During the inclusion period, 103 large-diameter MoM THAs were performed; 20 hips were excluded from analysis (12 hips in 6 patients with bilateral arthroplasty, 7 deaths, 1 loss to follow-up), leaving 83 THAs. Ninety resurfacings were performed, with no exclusions (Table 1).

Median Co, Cr and Ti levels were significantly (p<0.0001) higher in THA (Figure 1 Twenty-four patients showed Co >7µg/L and 4 showed Cr >7µg/L, all in the THA group (29% and 5%, respectively).

Co/Cr ratio was significantly (p<0.0001) higher in THA: 2.57, versus 0.88 (i.e., close to 1); likewise, Co/Ti ratio was 1.04 versus 0.24 (p<0.0001).

In the subgroup of 24 THA revisions for ARMD, mean Co level was 10.23 ± 3.98 µg/L (range, 0.36-16.8), and mean Co/Cr ratio 4.67 ± 2.91 (range, 0.36-11.26), with systematic macroscopic corrosion around the adaptation ring.

Twenty-four THA patients underwent revision for complications due to local ARMD, and none in the resurfacing group. Ten-year all-cause survival was significantly better (p<0.0001) in resurfacing: 97.7% (95% CI: 96.2-99.2) versus 67.1% (95% CI: 60.9-73.3) (Figure 2).

There was positive correlation (p<0.0001) between Cr, Co and Ti ion elevation (taken separately) and/or dissociated Co/Cr ratio (with greater Co elevation) on the one hand and THA revision on the other. Median cup inclination was 49° (range, 46°-52°) in resurfacing and 50° (range, 46°-55°) in THA (p=0.12), and < 50° in 63 resurfacings (70%) and 45 THAs (54%).

There was no correlation between cup inclination and ion levels: Co (p= 0.18), Cr (p=0. [START_REF] Aubigné | Numerical classification of the function of the hip[END_REF]), Ti (p=0.65), Co/Cr ratio (p=0.56).

All functional scores improved significantly in both groups (p<0.0001), with no significant intergroup difference in PMA (p=0.92) or Harris score (p=0.65), while Oxford score was significantly better in resurfacing (p=0.029) (Table 2). There were no cam effects in either group. There was 5-10mm limb length discrepancy in 5% of THA patients and none with resurfacing. There were no dislocations; there were 2 periprosthetic fractures (1 Vancouver B2 in THA, and 1 cervical fracture in resurfacing), 2 infections in THA, and 1 head collapse in resurfacing.

Discussion

The present study compared metallic ion release between two types of large-diameter MoM arthroplasty, with identical implants and long follow-up (Table 3). Survival was significantly better with resurfacing (97.7%) than THA (67.1%) (Figure 2). High failure rates with Durom large-diameter MoM THA are also reported elsewhere: Althuizen et al. [START_REF] Althuizen | Early failures in large head metal-on-metal total hip arthroplasty[END_REF] reported a 10year revision rate of 14.2% (range, 5.5-22.8%), and Ng et al. [START_REF] Ng | Perspectives in managing an implant recall: revision of 94 Durom Metasul acetabular components[END_REF] 31%. With a 33% rate at around 9 years, and 28.9% of failures implicating the implant, the present results are in accordance with other studies at shorter follow-up [START_REF] Lhotka | Four-year study of cobalt and chromium blood levels in patients managed with two different metal-on-metal total hip replacements[END_REF][START_REF] Long | Failure of the Durom Metasul acetabular component[END_REF][START_REF] Illgen | Large-head metal-on-metal total hip arthroplasty using the Durom acetabular component at minimum 1-year interval[END_REF][START_REF] Lardanchet | One-year prospective comparative study of three large-diameter metal-on-metal total hip prostheses: serum metal ion levels and clinical outcomes[END_REF] (Table 4). Survival in resurfacing was likewise comparable to literature reports (Table 5). Interestingly, the THA and resurfacing groups were comparable in terms of low dislocation rates and increased joint range of motion, commonly attributed to large-diameter arthroplasty.

Co, Cr and Ti ion levels were significantly higher in THA. Titanium is present on the THA femoral stem and in the cup coating, and passive surface corrosion [START_REF] Vendittoli | Metal ion release from bearing wear and corrosion with 28 mm and large-diameter metal-on-metal bearing articulations: a follow-up study[END_REF] would explain ion release in both groups and the higher level in THA due to surface corrosion of the femoral stem (which does not exist in resurfacing). Cobalt and chromium are present in THA heads, cups and rings [START_REF] Lardanchet | One-year prospective comparative study of three large-diameter metal-on-metal total hip prostheses: serum metal ion levels and clinical outcomes[END_REF]; the higher level in THA with Co/Cr ratio dissociation argues for an implication of modularity by trunnionosis, in agreement with Goldberg et al. [START_REF] Goldberg | A multicenter retrieval study of the taper interfaces of modular hip prostheses[END_REF], who showed that cobalt and chromium were released in case of severe corrosion. The chromium remains localized around the Morse taper, whereas cobalt is released into the blood, whence the higher level of blood cobalt and dissociation of the Co/Cr ratio.

Implant design was identical in the two groups, as was cup inclination and femoral diameter: thus, these factors do not account for the observed differences. Release by prosthetic neck/cup contact is not implicated, as no impingement was seen and, biologically, the Co/Ti ratio was not lower, due to Ti release at the implant neck, in THA. There was a significant correlation in the present study between failure and elevated ion levels and Co/Cr ratio, although this is controversial in the literature [START_REF] Robinson | Metal ion levels and revision rates in metal-onmetal hip resurfacing arthroplasty: a comparative study[END_REF][START_REF] Langton | The clinical implications of elevated blood metal ion concentrations in asymptomatic patients with MoM hip resurfacings: a cohort study[END_REF]. Langton et al. [START_REF] Langton | The clinical implications of elevated blood metal ion concentrations in asymptomatic patients with MoM hip resurfacings: a cohort study[END_REF] reported a correlation between ion elevation and failure, while other authors [START_REF] Robinson | Metal ion levels and revision rates in metal-onmetal hip resurfacing arthroplasty: a comparative study[END_REF] found no significant correlation.

The present study had certain limitations. It was a level III retrospective study; however, all patients were examined by a single observer who had not performed the surgery. There may have been measurement biases in ion assay, with inter-individual differences in transportation time and time to analysis; however, the measurement protocol was routine for the follow-up of resurfacing and large-diameter MoM THA. There was also a risk of contamination of the probe in the ICP-MS apparatus if the previous sample contained a high metal concentration; however, this risk was slight, as a second analysis was made in case of abnormally high assay results. Adjustment was made for recognized sociodemographic confounding factors: age [START_REF] Vendittoli | Metal ion release from bearing wear and corrosion with 28 mm and large-diameter metal-on-metal bearing articulations: a follow-up study[END_REF], gender [START_REF] Vendittoli | Metal ion release from bearing wear and corrosion with 28 mm and large-diameter metal-on-metal bearing articulations: a follow-up study[END_REF] and BMI [START_REF] Vendittoli | Metal Ion release with large-diameter metal-on-metal hip arthroplasty[END_REF]. Finally, there was a significant difference in mean follow-up, but only of 9 months: the running-in phase for Metasul™ is between 1 and 4 years [START_REF] Vendittoli | Metal ion release from bearing wear and corrosion with 28 mm and large-diameter metal-on-metal bearing articulations: a follow-up study[END_REF][START_REF] Lhotka | Four-year study of cobalt and chromium blood levels in patients managed with two different metal-on-metal total hip replacements[END_REF], and a 9-month difference should not affect ion levels, taking account of the running-in period.

Conclusion

The present study confirmed the importance of modularity in large-diameter MoM THA failure. Via trunnionosis, adaptation rings induce large ion release, accounting for the high revision rates. THA and resurfacing both target young active patients, with comparable functional scores and dislocation rates. Resurfacing now provides excellent clinical results and survival, and is logically indicated, whereas large-diameter THA, with its excessively high failure rate, has been abandoned. 

A

  single-center retrospective comparative study included all patients undergoing hip arthroplasty, whether resurfacing or THA, with a Durom™ cup (Zimmer, Warsaw, Indiana, USA), between February 2004 and March 2006. Inclusion criteria comprised: age <70 years, with >10 years' life-expectancy at surgery. Exclusion criteria comprised: known metal allergy, other concomitant metallic implants, and kidney failure; there were no contraindications regarding femoral head diameter in the resurfacing group. The acetabular component consisted in all cases of a Durom™ cup. The femoral component was a Metasul™ Resurfacing Durom™ head in the resurfacing group and, in the THA group, a Metasul™ LDH Durom™ head, Protasul™ adaptation ring and Alloclassic™ Zweymuller stem

  ): Co, 5.75 µg/L (range 3.82-19.20) versus 0.89 µg/L (range, 0.67-2.89); Cr, 1.75 µg/L (range, 1.34-2.94) versus 1.07 µg/L (range, 0.67-1.65); Ti, 5.70 µg/L (range, 4.10-6.80) versus 4.22 µg/L (range, 3.50-4.90).
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Table 3: Review of the literature. Comparison of MoM release between large-diameter THA and resurfacing, with identical implants.
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