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nano-computed-tomography (nano-CT). 
They have emerged in many synchro-
trons worldwide[1–6] and have been widely 
used in energy science where typ-
ical spatial resolutions of 30–60 nm  
and respective field of view (FOV) of about 
40–70 μm are ideal for the ex situ or in situ 
characterization of different type of lith-
ium-ion batteries.[7–12] However, they can 
be also utilized to characterize any type of 
materials like alloys,[13,14] rocks,[15] single 
minerals in solution,[16,17] polymers,[18] liq-
uids,[19] biological tissues,[20] etc. While 
19 nm spatial resolution has been reported 
in 2D on gold test patterns with long expo-
sure,[21,22] existing TXMs operating with 
high brightness synchrotron sources cur-
rently provide a maximum resolution of 
30 nm.[23] Projection microscopy, another 
full-field nano-CT technique, has the 

potential of achieving sub-20 nm spatial resolution. However, 
the best 3D resolution reported so far is 55 nm.[24] The constant 
and rapid development of manufactured nanomaterials and the 
societal and economic stakes associated with them are important 
drivers for improving the resolving power of X-ray microscopes. 

In the last decade, transmission X-ray microscopes (TXMs) have come into 
operation in most of the synchrotrons worldwide. They have proven to be out-
standing tools for non-invasive ex and in situ 3D characterization of materials 
at the nanoscale across varying range of scientific applications. However, their 
spatial resolution has not improved in many years, while newly developed 
functional materials and microdevices with enhanced performances exhibit 
nanostructures always finer. Here, optomechanical breakthroughs leading to 
fast 3D tomographic acquisitions (85 min) with sub-10 nm spatial resolution, 
narrowing the gap between X-ray and electron microscopy, are reported. These 
new achievements are first validated with 3D characterizations of nanolithog-
raphy objects corresponding to ultrahigh-aspect-ratio hard X-ray zone plates. 
Then, this powerful technique is used to investigate the morphology and 
conformality of nanometer-thick film electrodes synthesized by atomic layer 
deposition and magnetron sputtering deposition methods on 3D silicon scaf-
folds for electrochemical energy storage applications.
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1. Introduction

Thanks to the short wavelength of hard X-rays and their 
ability to penetrate matter, transmission X-ray microscopes 
(TXMs) are well-suited full-field instruments to perform 
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A typical example illustrating this trend is Moore’s law for semi-
conductor and microelectronics industry.[25] This law refers to 
the fact that the number of transistors on a microchip doubles 
every 2 years. Intel has recently achieved 14 nm transistor tech-
nology with 8 nm large fins. To date, ptychography is the X-ray 
technique achieving the highest 3D spatial resolution. With hard 
X-ray, 14.6 nm resolution (with 14.3 nm voxel size) estimated with 
the Fourier shell correlation (FSC) methods has been reported 
on integrated circuits[26] but this scanning technique suffers 
from long acquisition time since 22 h were necessary to measure 
a 10 μm large cylindrical sample. With soft X-ray ptychography,  
11 nm spatial resolution was reported on a a battery material,[27] but 
the sample volume was limited to 250 nm, value corresponding 
to the depth of field (DOF) of the instrument. Therefore, full-
field imaging instruments remain an appealing alternative to 
combine high throughput and high resolution. In this context, 
we have built an in-house TXM at Sector 32-ID of the advanced 
photon source at Argonne National Laboratory that is geared 
toward flexibility and performance in terms of speed and spatial 
resolution.[1] This highly modular microscope can accommodate 
all sorts of sample environment cells as well as different kinds 
of X-ray optics (Figure S1, Supporting Information). Recently, 
16 nm outermost zone width (ΔrN) Fresnel zone plate (FZP) 
objective lenses have been developed in-house and incorporated 
into the TXM system to upgrade its scope of capabilities. Those 
lenses are coupled with a monocapillary condenser fabricated by 
Sigray Inc. who recently improved its manufacturing process to 
better control the slope errors of those ellipsoidal optics. For the 
8–9 keV energy range, 16 nm ΔrN FZP could potentially lead to a 
resolving power as low as 9.6 nm with optimum partially coherent 
illumination.[28,29] A spatial resolution equivalent to the resolu-
tion limit of the objective lens can be achieved only if FZP and 
sample show relative vibrational stability better than the targeted 
resolution. For this purpose, an ultrastiff sample stack and FZP 
module has been built (Figure S1c,e, Supporting Information). To 
extend this resolution to 3D reconstructions, relative drifts occur-
ring during nano-CT scans as well as the runout of the rotary 
stage have to be kept below the resolution limit or corrected after-
ward with software registration. In this contribution, the resolving 
power of the TXM as well as the ability to maintain spatial reso-
lution on 3D tomographic reconstructions is first established on 
2D and 3D test patterns. Then, the potential of high-resolution 
X-ray nano-CT is demonstrated through two applications. The 
first one consists in performing without any sectioning in depth 
fast failure analysis and defect characterization of high-resolution 
16 nm ΔrN FZPs optics located on a same silicon chip. The second 
investigated application relates to electrochemical energy storage 
miniaturized devices based on T-Nb2O5 niobium pentoxide elec-
trode. This study aims at analyzing the conformal deposition of 
T-Nb2O5 films on 3D silicon microtubes scaffold by two different 
production compatible deposition methods, atomic layer deposi-
tion (ALD) and magnetron sputtering (MS).

2. Results and Discussion

2.1. Instrumental Performances

The optical performance of the TXM is first assessed on 2D 
X-ray absorption images of a Siemens star test pattern as well 

as a new type of high-aspect-ratio FZP fabricated with metal-
assisted chemical etching (MACE)[30] with 16 nm thick platinum 
ALD metalized zones (Figure  1). In addition to being used as 
nanofocusing optics,[31] these FZPs can be considered as test 
objects thanks to their well-controlled wall thickness and known 
geometry. Both images were acquired at 8 keV. The Siemens 
star consists in spokes radially converging toward its center. 
In the central part, separations between the spokes smaller 
than 20 nm are spatially resolved on the transmission X-ray 
microscopy and SEM control images (Figure 1b,c). Some of the 
spokes seem to be fused together. Because such features are 
visible and correlated on both transmission X-ray microscopy 
and SEM images, one can conclude that they are real and not 
resulting from a lack of resolution. On the radiographs of the 
FZP used as a test object, 16 nm thick Pt walls that were grown 
by ALD are clearly resolved, as it is illustrated in Figure 1d,e and 
on the intensity profile Figure 1f. Subtle variations in apparent 
wall thickness and absorption can be explained by light local 
warping of walls in the third dimension as shown later in the 
3D analysis of this optic. Those direct observations demonstrate 
that the resolving power of the microscope is at least 16 nm, 
but to estimate the resolution limit, the Fourier ring correlation 
(FRC) method[32] has been applied on pair of radiographs of the 
FZP acquired with exposure time ranging from 1 to 30 s with 
5.2 nm pixel size (see Supporting Information). The FRC with 
the half-bit criterion indicates a spatial resolution of 9.4 nm. 
It is consistent with theoretical resolution ranging from 0.6 to 
0.8 times the ΔrN of FZP in case of partially coherent illumina-
tion.[21] The dependence of spatial resolution with exposure time 
is described in Figure 1h. It shows for instance that 1 s exposure 
only provides 17 nm spatial resolution while 11 s are necessary 
to achieve 10 nm. The optimum resolution of 9.4 nm is reached  
after 20 s.

Then, the ability to perform high-resolution 3D imaging 
is demonstrated through two tomographic datasets of dif-
ferent 1 μm thick MACE FZPs from a same fabrication batch 
(Figures  2 and 3). 3D reconstructions presented in this con-
tribution have been performed using a distributed optimiza-
tion framework for tomographic imaging of samples at the 
nanoscale.[33] (See Supporting Information). This framework 
corrects for thermal drifts, the runout of the rotary stage which 
is of the order of 20 nm, and potential nanoscale sample defor-
mation under the intense synchrotron X-ray beam during the 
full tomographic acquisitions. The full FZPs, with a diameter 
of 150 μm are ten times bigger than the 14 × 16 μm2 TXM FOV. 
Neither focused ion beam (FIB) nor laser sectioning were per-
formed to reduce the sample to a size matching the FOV of 
the TXM. Consequently, local tomographies were performed 
on intact FZPs with a missing wedge of ±20° corresponding to 
an angular interval where the sample is completely absorbing 
X-ray. The tomograms correspond to 15 μm large areas located 
20 μm away from the FZP edge and in the outermost part of 
the FZP. They were acquired at 8 keV in interlaced step scan 
mode with 5.2 nm large voxels (Figures  2 and 3). A 5.2 nm 
sampling frequency sets the maximum achievable resolution to 
10.4 nm (two voxels). To estimate the spatial resolution that can 
be achieved in 3D with the 32-ID TXM, the FSC method has 
been applied to one of the tomograms. FSC is a 3D extension 
of FRC. Because this technique requires to split one dataset 
in two halves (see Supporting Information), a very large 3D 



dataset of 5000 projections with 3 s exposure each has been 
acquired in 250 min while the resolution estimate corresponds 
to acquisition time of 125 min. Since the sample is very ani-
sotropic (14 × 16 × 1 μm3), FSC has not been calculated on a 
large cubic matrix that would mainly comprise empty voxels. 
Instead, a local resolution map covering the entire sample was 
computed applying FSC on 20 × 33 cubic matrices of the size 
2563 sliding along an XY grid with 64 voxels steps (Figure 2e). 
This map shows that the resolution level is below 10 nm in 
the large majority of the reconstructed volume and slightly 
degrades down to 12 nm on the borders. The FSC plot of one 
of the central cubes is shown in Figure 2d. Despite two unfa-
vorable measurement conditions corresponding to the missing 

wedge and local tomography, the spatial resolution of the 3D 
dataset is quasi-equivalent to the 2D spatial resolution of the 
TXM estimated above at 9.4 nm with FRC. These estimates 
are also supported with direct observations. For instance, the 
3D reconstructions enable to clearly resolve 16 nm large walls 
as shown on volume renderings, reconstructed slices, and 
line profiles of Figures 2 and 3. The most convincing observa-
tions correspond to areas where walls are in very close prox-
imity. Selected slices of Figure  3c,d with their corresponding 
profiles Figure  3c’,d’ show that object separations as tiny as 
10 nm can be resolved. The drop of contrast observed in the 
profiles indicates that 10 nm is close to the resolving power 
limit. One should note that the tomographic reconstruction 

Figure 1. Spatial resolution of the TXM. a) 20 s exposure transmission X-ray microscopy radiograph of a Siemens star test object. b) Zoom on the 
central part of the Siemens star imaged with the TXM. c) High-resolution SEM image of the region shown in (b) used to validate the transmission X-ray 
microscopy radiograph. Both images highlight that some tips of the star spokes have fused because of over-platting and that spacing smaller than 
20 nm are spatially resolved. d) 30 s exposure radiograph of an area close to the outermost part of a 16 nm ΔrN FZP taken with 30 s exposure. Walls 
are about 17 nm thick. e) Zoom on a region of the radiograph shown in (d). f) 100 nm long intensity profile corresponding to the red line shown in (f). 
g) FRC applied on this image return 9.4 nm spatial resolution with the half-bit threshold. h) Spatial resolution expressed as a function of exposure time.



algorithm used to compensate for potential sample drifts and 
deformation has been applied to realign the projections.[33] 
While no sample deformation was detected, light sample drift 
was retrieved and corrected by software translation during 
reconstruction. The shift average and standard deviation were 
respectively 5.3 and 3.5 nm. Correcting the drift led to spa-
tial resolution enhancement from 16 to 10 nm. The presented 
results are compared to the state of the art for three different 
hard X-ray nano-CT techniques in Table S2, Supporting  
Information.

2.2. Nanolithography Application

The second part of this work illustrates with two different appli-
cations the potential of high-resolution transmission X-ray 
microscopy nano-tomo graphy for two different applications in 
materials science. The first application consists in character-
izing non-invasively the MACE FZPs shown in the precedent 
section related to the spatial resolution. Here, nano-CT is 
used as a diagnostic tool to seek for potential defects that can 
occur while etching operates below the surface. With MACE, 

Figure 2. 3D characterization of 16 nm ΔrN FZP. a) Volume rendering with the Dragonfly ORS of a 1 μm thick MACE FZP with 16 nm thick walls coated 
with Pt. A sub-volume materialized with yellow lines has been removed from 3D visualizations to unravel in-depth structures also visible on the cross 
sections. b) Zoom on a selected reconstructed slice inside the optic showing 16 nm wide Pt walls deposited by ALD. Local and long range defects are 
highlighted with yellow arrows. c) Intensity profile showing the periodical arrangement of the walls. The distance between the black arrow tips cor-
responds to 16 nm. d) FSC applied on a 2563 voxels large cube returns sub-10 nm spatial resolution with the half-bit threshold. e) Spatial resolution 
map computed with local FSC calculations performed on 20 × 33 cubes made of 2563 voxels each.



several micrometers deep etch was achieved on FZP and ALD, 
was then used to metalize the MACE-produced silicon FZP 
by depositing a thin layer of platinum to double the zone fre-
quency. The nano-CT results unravel 3D structures that cannot 
be seen with SEM images without destroying the FZPs by 
cross-sectioning or cleaving process. The principal highlight of 
this high-resolution 3D characterization is the localized defect 
of the FZP walls generated from meandering etching paths. 
In MACE, a very thin layer of gold was used as a catalyst to 
etch into silicon. To fabricate these high-resolution FZP, 15 nm 
gold layer was used. Such a thin etching catalyst layer lacks 

mechanical stability and easily deforms. As can be seen on the 
3D rendering of Figure 2a and the reconstructed slice selected 
under the object surface (Figure 2b), the etching pattern began 
to deviate from the original FZP pattern as MACE proceeded. 
Tomography from a defective FZP in Figure  3b shows that 
close to the FZP perimeter, the etch front depth along the radial 
direction is uneven (yellow dashed line) and missing zones and 
collapses are also observed. Unlike what is observed of the FZP 
3D rendering of Figure  2a, these defects are sufficiently pro-
nounced to emerge to the surface as underscored by Figure 3a. 
These defects result from an overexposed e-beam lithography 

Figure 3. 3D characterization of a defective 16 nm ΔrN FZP. a) Volume rendering with the Dragonfly ORS software of the outermost part of a 1 μm 
thick FZP where most of damages are seen. b) Longitudinal cross section highlighting large variations in the etch profile, collapsed walls, and large 
portions of missing zones. c,d) Zoom on selected reconstructed slices showing disorganization of walls geometry. Scale bars correspond to 250 nm. 
c’,d’) Short profiles showing that 10 nm spacing between objects can be resolved. Because 10 nm also corresponds to the resolution limit, the contrast 
between walls and interstice is here significantly lower than in Figure 2c.



process and incomplete lift-off process before MACE. Nano-CT 
can therefore be very useful to identify the best FZP fabricated 
on the same chip. The vertical profiles extracted from the 3D 
volume of the MACE FZP also provide evidences such as etch 
depth and etch front uniformity for us to further improve the 
fabrication process for better optical performance. Local defects 
can also be spotted in areas globally undisturbed, as pointed by 
the yellow arrow in Figure  2b. In sum, this application dem-
onstrates the capability of high-resolution nano-CT with trans-
mission X-ray microscopy to perform non-invasive fast failure 
analysis/defect characterization of fabricated nanostructures 
and manufactured nanomaterials. These measured 3D volumes 
could also serve as input for more accurate focusing optics sim-
ulations by wavefront propagation.

2.3. Energy Storage Application

A new class of miniaturized electrochemical capacitor with high 
energy densities and high rates capabilities has to be developed 
for powering the next generation of Internet of things devices. 
To reach this goal, is proposed to move from a symmetric con-
figuration to a hybrid topology combining a faradic electrode 
with a capacitive one.[34,35] Moreover, an attractive solution for 
miniaturized devices with reduced footprint area consists in 
depositing thin film electrodes on a high specific surface 3D 
template.[12,36] To maximize the amount of active material in 3D 
miniaturized energy storage devices, the thin film electrodes 
have to be conformally deposited on 3D scaffold. For that pur-
pose, ALD and sputtering deposition methods were compared 
to demonstrate the superior capability of the ALD to reach this 
goal (Table S3, Supporting Information). Recently, nanostruc-
tured materials achieving fast lithium ion intercalation via non-
diffusion-controlled reaction kinetics were prepared, such as 
MoO3, TiO2, or T-Nb2O5.[37–39] More specifically, it was demon-
strated that T-Nb2O5 thin films deposited on a planar substrate 
by magnetron sputtering and ALD methods exhibit fast interca-
lation process.[40,41] However, to the best of our knowledge, the 
fabrication of 3D T-Nb2O5 electrodes for hybrid miniaturized 
electrochemical energy storage devices was not demonstrated. 
Additionally, the nano-CT imaging of nano meter thick T-Nb2O5 
films was never reported. For this purpose, films morphology 
was studied based on a nano-CT analysis of stacked thin films 
deposited on 3D silicon microtubes scaffold. Morphological and 
electrochemical characterizations are depicted in Figure 4 and 
Figure S4, Supporting Information. We analyse two 3D sam-
ples in order to compare the deposition of T-Nb2O5 films by DC 
magnetron sputtering or ALD on 3D Si/Al2O3/Pt microtubes 
scaffold. After completion of the electrodes, two Si/Al2O3/Pt/T-
Nb2O5 microtubes were extracted from the silicon wafer with a 
FIB tool and attached to a pin for nano-CT measurements. Two 
datasets (one per sample) had been collected in fly scan mode 
at 9.1 keV. Because a spatial resolution of the order of 20 nm is 
suitable to characterize these engineered materials, 2 × 2 bin-
ning of the CCD pixels was applied. It led to 13.2 nm large iso-
tropic voxels. The volume of the voxels is 16 times bigger than 
the ones of the FZP datasets described above. This implies an 
equivalent signal to noise ratio (SNR) that can be maintained 
with considerably less dose. As a result, the two datasets were 

acquired in only 10 and 20 min (“3D acquisitions and recon-
structions” section in Supporting Information). The dataset 
corresponding to the two samples were respectively recon-
structed with TomoPy[42] and the iterative approach used for 
the FZP datasets.[33] The SEM cross-section analysis is reported 
in Figure  4a. From an array of 3D Si microtubes (panel I in 
Figure 4a), FIB technique is used to isolate and mount a single 
microtube on a copper grid (panels II and III in Figure 4a). The 
panel IV of the Figure 4a reveals the sputtered T-Nb2O5 film on 
Si/Al2O3/Pt current collector. Volume renderings are shown in 
Figure 4b,c. From Figure 4b, we observe the conformal deposi-
tion of the layer of T-Nb2O5 (blue color) deposited by ALD: in 
that case, the niobium pentoxide film fully coats the platinum 
layer (red color). In contrast, sputtered T-Nb2O5 film on 3D Si 
microtube exhibits a non-conformal coating covering only the 
first micrometer at the top of the tubes (Figure 4c). Figure 4d,e 
corresponds to portions of selected reconstructed slices 
underscoring the level of details observable with 13 nm large 
voxels. One voxel large layer thickness variations and pores 
smaller than 30 nm are clearly visible. Localized detachments 
of T-Nb2O5 occurring during the heating process can also be 
spotted. In order to apply statistics on individual deposited 
layers, the reconstructed volumes were then segmented into 
three groups with the Trainable Weka Segmentation plugin,[43] 
based on the random forest classification algorithm. Each voxel 
is attributed either to Pt, T-Nb2O5 or to a larger group encom-
passing the air, the silicon, and Al2O3. From there, the average 
thickness of each layer was calculated slice by slice using the 
exact euclidean distance transform function from the SciPy 
package.[44] Depth profiles of the layer average thickness from 
the top of the tubes are shown in Figure 4f,g. The average layer 
variation all along the imaged microtube remains smaller than 
one voxel size (13 nm) approximately close to 40 and 58 nm for 
the Pt and T-Nb2O5 layers respectively made by ALD. In con-
trast, the thickness of the sputtered T-Nb2O5 film deposited on 
the 3D microtube quickly decreases from the top to the bottom 
of the tube due to the line-of-sight behavior of the MS process: 
the film completely disappears after ≈ 1.4 μm. The effect of the 
microscope point spread function on Pt, that is a high X-ray 
absorber, tends to blur the contact with the poorly absorbing 
T-Nb2O5 layer. This makes the separation of these two layers 
challenging for the segmentation algorithm. It also explains 
why the average thickness of the T-Nb2O5 sputtered layer pla-
teaus to two voxels even though the total amount of voxel keeps 
decreasing with depth. To account for segmentation uncertain-
ties, one considers the maximum deposition depth of T-Nb2O5 
is 1.4 μm, depth for which the amount of T-Nb2O5 voxels per 
slice falls below 5% of Pt voxels. These 3D imaging analyses 
by fast nano-CT technique with nanometer-scale resolution 
confirm the conformal deposition of T-Nb2O5 by ALD while 
MS produces a non-conformal layer on 3D silicon scaffold. 
Electrochemical analysis of 58 nm thick T-Nb2O5 is shown in 
Figure S4a– c, Supporting Information. Figure S4a, Supporting 
Information, shows the cyclic voltammetry profile of the film at 
1 mV s−1 corresponding to the T-Nb2O5 material.[37] The Nyquist 
plot at 1.6 V versus Li+/Li is depicted in Figure S4b, Supporting 
Information. A vertical line is shown at low frequency while a 
semicircle is observed at high frequency revealing the charge 
transfer process. Finally, the evolution of the areal capacity 



versus the number of cycles is reported in Figure S4c, Sup-
porting Information at different C-rates validating the fast 
charging process of the T-Nb2O5 films.

3. Conclusion

We have demonstrated that the TXM of Sector 32-ID at APS can 
achieve 10 nm spatial resolution in 3D through FSC estimates 
as well as direct observations made inside the reconstructed 3D 
volumes. We also established that nano-CT with transmission 

X-ray microscopy is a fast and powerful non-invasive imaging 
technique for studying the most advanced engineered nano-
structured materials and performing failure analysis. Multi-
scale characterization of FZP nanolithography objects has been 
successfully performed, resolving structures and defects whose 
size is spanning from several micrometers down to 10 nm. 
High-resolution nano-CT has then been applied to energy 
materials that are used as high performance electrode in 3D 
miniaturized electrochemical energy storage devices based on 
3D T-Nb2O5 films. Our results confirmed the conformal depo-
sition of niobium pentoxide films made by ALD as compared 

Figure 4. 3D analysis of a 3D electrode. a) FIB preparation and scanning electron microscopy analysis of a 3D electrode. b,c) Volume rendering of 
T-Nb2O5 electrode deposited by ALD (b) and DC magnetron sputtering (c) on Al2O3/Pt coated silicon wafer. Pt and T-Nb2O5 are respectively repre-
sented in blue and red. d,e) Below are zooms on CT slices for the samples engineered with ALD (d) and sputtering (e). f,g) Profiles of the average 
thickness of Pt and T-Nb2O5 in function of the depth from the top of the silicon pillars.



with that deposited by magnetron sputtering method. Trans-
mission X-ray microscopy has a bright future since there is 
still a lot of room for improving some of its key components. 
For instance, promising routes are being explored to fabricate 
more efficient X-ray objective lenses or direct photon detection 
cameras with enhanced spatial resolution for full-field imaging. 
The TXM of 32-ID will also tremendously benefit from the 
upgrade of the APS to a diffraction-limited storage ring. The 
new ultralow emittance of the electron-beam combined with 
the current increase will speed up nano-CT acquisitions by at 
least one order of magnitude.

4. Experimental Section
Experimental Setup: The 32-ID TXM enabling 10 nm 3D spatial 

resolution is illustrated in Figure S1, Supporting Information. The 
transmission X-ray microscopy principle is similar to a visible light 
microscope (Figure S1a, Supporting Information). Conic illumination 
of the sample was produced by a condenser. FZPs were used as 
objective lenses after the sample to magnify radiographies in the 
X-ray regime. The rotary stage was necessary to perform computed 
tomography, allowing to acquire sample projections at different angles 
over 180° scans. Focusing of the condenser and zone plate was made 
with translations along the optical axis. The TXM at 32-ID was a highly 
modular instrument. It could accommodate a large range of sample 
environment cells as well as different kinds of X-ray optics. For instance, 
the condenser module (Figure S1d, Supporting Information) had 5-axis 
of motion, 1 m long travel range along the optical axis to accommodate 
long working distance condensers distances and could overhang above 
the rotary stage for short working distance large numerical apertures 
(NA) optics. An adaptor enabled quick condenser optics swapping. The 
illumination size at the sample location could be controlled with a 3-axis 
piezo stage moving the condenser in the transverse plane following a 
defined Lissajou trajectory at high frequency. Those features enabled the 
use of either grating[45] or mono-capillary condensers. FZPs were used as 
objective lenses (Figure S1e, Supporting Information). They were carried 
on a 200 mm long stroke stick and slip piezo stage enabling positioning 
of lenses with low to very high NA. In this contribution, 16 nm ΔrN FZP 
objective lenses made in-house were coupled with a mono-capillary 
condenser from Sigray Inc. This condenser, with a NA of 5.21 slightly 
larger than the 4.84 NA of a 16 nm ΔrN FZP objective lenses made 
in-house are coupled with a mono-capillary condenser. This condenser, 
with a NA of 5.21 slightly larger than the 4.84 NA of a 16 nm ΔrN FZP at 
8 keV, ensured a full illumination of the objective lens. To achieve 10 nm 
spatial resolution in 3D, a stiff sample stack had been built in-house. 
The vertical sample positioning and the axis of rotation alignment with 
respect to the beam were ensured by a robust 2-axis granite air bearing 
stage (Figure S1c, Supporting Information). Once positions were 
achieved, air was turned off and the stage behaved like a stiff monolithic 
block. Objective lens module was attached to a granite pyramid 
overhanging the rotary stage (Figure S1c,e, Supporting Information). If 
no drift occured, the stiff and high precision air bearing rotary stage from 
Professional Instrument Company (Figure S1c, Supporting Information) 
enabled tomographic reconstructions without the challenging and slow 
extra step of projections realignment with software. The microscope was 
also surrounded by a sound insulated enclosure itself placed in a large 
experimental hutch with a closed loop system assuring a temperature 
stability of ±0.1 °C (Figure S1b, Supporting Information). Information 
about the size of radiographies after X-ray magnification as well as the 
depth of focus of the FZP objective lens for different X-ray energies is 
shown in Table S1, Supporting Information. The DOF of the FZP at 8 keV 
was 6.6 μm. With a distance sample to detector of 3.5 m, the FOV of 
radiographies was 11 × 13 μm2. It was possible to perform nano-CT on 
samples larger than the detector FOV using a stitching approach.[46] 
However, the microscope DOF would limit how large a sample could be 
imaged without observing out of focus artifacts. 3D reconstructions of 

an object up to twice as large as a microscope DOF would see limited 
effects on the final image quality. Imaging thicker specimens would 
require the use of beyond the depth of focus algorithms.[47]

3D Data Acquisition: Four tomography datasets were presented in this 
contribution. They were acquired with a monochromatic beam generated 
with a Si(111) cryo-cooled double crystals monochromator. The detector 
assembly comprised a LuAG:Ce scintillator, a 5× long working distance 
Mitutoyo objective lens, and a FLIR CCD (model GS3-U3-51S5M-C). The 
CCD chip was made of 2448 × 2048 pixels2 with 3.45 μm pixel size. For 
the FZP and battery datasets, the detector was respectively located 3.5 
and 3.4 m downstream the sample, for energies of 8 and 9.1 keV. The 
obtained magnifications were 224 and 191 leading to an effective pixel 
size of 5.2 nm for the FZPs and 6.6 nm for the battery datasets. The 
two datasets from the nanolithography application corresponded to 
local tomographies of two different 1 μm thick MACE 16 nm ΔrN FZPs. 
Because the MACE FZPs were fabricated on large silicon windows via 
etching of the silicon substrate, X-ray transmission through the sample 
was possible only over a limited angular range of ±70°. This meant that 
those datasets had a missing wedge of 40°. The FZP dataset of Figure 2 
comprises 5000 projections of 3 s exposure time and has been acquired 
in 250 min. FSC had been applied on two halves of the dataset, meaning 
that 10 nm estimates with FSC were achieved on 2500 projections large 
dataset acquired in 125 min. The second FZP dataset depicted in Figure 3 
comprises 2500 projections of 2 s exposure and has been acquired in 
85 min. In both cases, high dose was applied to obtain sufficient SNR 
per voxel whose 5.2 nm width was about twice smaller than the optical 
resolution of the instrument. It sets the highest spatial resolution 
achievable to 10.4 nm for the FZPs 3D reconstructions. The two other 3D 
volumes corresponded to two silicon microtubes from 3D miniaturized 
electrochemical energy storage devices based on 3D T-Nb2O5 films 
deposited by sputtering and by ALD techniques. Both datasets contained 
1210 projections taken with 1 s (ALD, Figure 4a,c) and 0.5 s (sputtering, 
Figure 4b,d) exposure time and were therefore acquired in 20 and 10 min.

3D Data Reconstruction: Because it is very challenging to keep 
instrumental nanodrifts below the 10 nm threshold during 1 h long 
CT-scans, a non-standard method for tomographic reconstructions 
preventing to degrade the spatial resolution in the 3D volumes was 
employed. The conventional method for reconstruction was based 
on using the filtered back-projection (FBP) formula implemented in 
many software packages including TomoPy,[42] and Astra Tomography 
Toolbox.[48] With this method the object x was recovered from data d by 
using the following equation

x dR W= ∗
 (1)

where ∗ is the back-projection operator, which is the adjoint to 
the projection operator  modeling tomographic data, and   is a 
sharpening high-pass filter such as the Ramp or Shepp–Logan filters. 
The FBP method has the property of amplifying noise in images due to 
the filter structure. Therefore, reconstruction in many cases is performed 
by solving the following optimization problem,

x d
x
 min 2
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with using iterative schemes and without any high-pass filtering. 
Most commonly used methods for solving problem Equation (2) 
are the conjugate gradients, simultaneous algebraic reconstruction 
technique, or maximum likelihood expectation maximization.[49] In 
order to compensate sample nanodrifts, the technique from ref.  [33] 
was followed and modified the optimization problem Equation (2) with 
introducing the motion emulation operator Ds that mapped functions to 
new coordinates according to 2D shifts s. The constrained optimization 
problem in this case is written as
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where ψ is an auxiliary variable defining the constraint. Correct estimation 
of variable s in Equation (3) led to compensating sample drifts and/or 
deformation for each projection, that in turn resulted in better quality 
and higher resolution levels of the object reconstruction. According to 
ref. [33], the optimization problem Equation (3) was solved by using the 
alternating direction method of multipliers.[50] with splitting the whole 
problem into iteratively coordinated local sub-problems with respect to 
x, s, and ψ. The problems with respect to x and ψ were treated as general 
L2-minimization problems and solved with using the conjugate gradients 
method, whereas the problem with respect to shifts/deformations 
s was solved by the optical flow estimation method.[51] Optical flow is 
defined as the pattern of apparent motion of image objects between two 
consecutive frames caused by the object movement, and is commonly 
used in computer vision for motion tracking algorithms. In Equation (3), 
the optical flow is found for each projection between the measured data 
d and the sample re-projections ψ. The whole minimization procedure 
with coordinated variables x, s, and ψ is iteratively repeated until 
convergence. The final sample reconstruction demonstrated significantly 
higher resolution levels (by more than 25%) compared to the results by 
the standard methods (1) and (2).

Spatial Resolution Estimate: The effective resolution of the X-ray 
images were estimated by using the Fourier ring correlation (FRC) 
and Fourier shell correlation (FSC) methods in 2D and 3D cases, 
respectively.[32,52,53] The FRC/FSC methods were applied on a pair of 
independent X-ray measurements or sample reconstructions. As a pair 
of independent measurements two consecutive radiographs acquired 
with the same X-ray exposure time were considered. Two independent 
reconstructions, in turn, were obtained by recovering objects from 
two independent projection data sets. Then the guiding principle to 
determine the resolution was to estimate a threshold below which the 
two objects were inconsistent with one another.[54] We resort to the 1/2-
bit threshold criterion that is imposing as a standard[32] and has been 
used to estimate the effective resolution for nanoscale-based imaging 
techniques.[55,56] For two objects (2D radiographs or 3D reconstructions) 
x1 and x2 the FRC/FSC curve and the 1/2-bit threshold (T1/2-bit) curve were 
defined as follows,

r
x r x r

x r x r

T r
n r

n r

x x
r r i i

r r i r r i

i

i i

 

 

∑
∑ ∑

=

=
+
+

∈

∈ ∈

FRC/FSC ( )
( ) ( )

| ( ) | | ( ) |

( )
0.2071 1.9102 / ( )

1.2071 0.9102 / ( )

,

1 2

1
2

2
2

1/2-bit

1 2

 

(4)

where summation 
r ri

∑
∈

 is performed over all pixels ri contained in the 

ring/shell r, and n(r) denotes the number of these pixels. The frequency 
ring/shell r′ for which �r T rx xFRC/FSC ( ) ( ), 1/2 bit1 2

′ = ′  then gives a half-
period spatial resolution δ1/2-bit = 1/2r′. To find only one intersection with 
the thresholding curve, the FRC/FSC curve was typically smoothed using 
locally weighted regression.[57] For radiographs acquired 20 μm away 
from the rim of a 16 nm ΔrN FZP depicted in Figure 1d the FRC method 
results in an effective resolution of 9.4 nm, see Figure 1g. The FRC curve 
was calculated for the extracted region of the size 1024 × 1024. Resolution 
estimation for 3D FZP reconstructions was performed with FSC on a 
3D sub-volume also located 20 μm away from a FZP edge as well as 
with direct observations on 2D reconstructed slices from the outermost 
zone of a defective FZP. Because of the strong sample anisotropy, a local 
resolution map covering the entire sample was computed by applying 
FSC on 20 × 33 cubic matrices of the size 2563 sliding along an XY grid 
with 64 voxels steps (Figure  2e). The majority of FSC applied on the 
2563 voxels large sub-volumes returns values below 10 nm that were 
compatible with the direct observations of 10 nm spacing between Pt 
walls as depicted in Figure 3c–d’.

While using numerical methods like FRC or FSC to estimate the 
spatial resolution of an image or a 3D volume, it is important to keep 
in mind the Nyquist theorem which states that a signal should be 
periodically sampled at a rate at least equal to two times the highest 

frequency that needs to be recorded. With images, the sampling 
rate corresponded to the pixel size, and the smallest resolvable 
object cannot be smaller than two pixels. Now, it is possible for FRC 
or FSC to return spatial resolutions better than two pixels/voxels. 
This implied that images or volumes on which these methods were 
applied were undersampled. Some studies claim spatial resolution 
equivalent or close to the voxel size based on FSC results (see Table S2, 
Supporting Information). But in such cases, the resolution estimate 
should be leveled up to the size of two voxels. The effects of image 
undersampling on resolution were addressed and illustrated in Figure S1, 
Supporting Information, of a soft X-ray ptychography study.[58] In this 
contribution, it was shown that well calibrated 28 nm large spherical 
Fe3O4 nanoparticles could not be resolved anymore once the pixel 
size becomes larger than the sphere radius. Similar demonstration 
was made with Figures S2 and S3, Supporting Information. Figure S2, 
Supporting Information, illustrates the well known aliasing effect when 
objects in an image are smaller than the Nyquist frequency. Figure S3, 
Supporting Information, underscores how the spatial resolution of one 
of the FZP datasets would be affected if its voxels size would be twice 
larger and therefore equivalent to the resolving power of the instrument. 
Figure S3a, Supporting Information, (copy of Figure  3d) with 5.2 nm 
large voxels was used to generate Figure S3b, Supporting Information, 
with a 2 × 2 binning operation. Figure S3b, Supporting Information, 
with 10.4 nm voxel size does not resolve correctly the 16 nm large walls 
that are thinner than two voxels. In addition, objects as close as 10 nm, 
value equivalent to the resolution estimate with FSC, do not appear 
anymore separated after binning, as underscored with the two profiles 
of Figure S3c, Supporting Information.

Comparison of Thin Film Deposition Methods: ALD had the capability 
to deposit uniform and conformal thin films on complex 3D templates 
while magnetron sputtering is known as a “line-of-sight” deposition 
method in microelectronic producing non-conformal films when 
deposited on complex 3D scaffolds. Table S3, Supporting Information, 
summarizes the advantages and drawbacks of most of the deposition 
methods widely used in microelectronic: MS, high power impulse 
magnetron sputtering (HIPIMS) technology, chemical vapor deposition 
(CVD), and ALD techniques were compared in terms of growth rate, 
targeted thickness, conformality, and uniformity. On one hand, PVD 
techniques such as MS and HIPIMS were known to be fast deposition 
processes but the conformality of such deposition techniques were not 
suitable for a perfect coating of functional thin films on 3D complex 
template. On the other hand, conformality issue was only achieved 
with CVD deposition method—taking into account a limited aspect 
ratio (AR = 10:1, see Table S3, Supporting Information)—and with ALD 
technique considering an interesting AR close to 100:1. The CVD and 
ALD deposition methods were known to have a low growth rate limiting 
the thickness of the deposited layers to several hundredth of nanometers 
for the ALD process.

Preparation of Electrode Samples: First, a dense array of silicon 
microtubes was fabricated from 3″ silicon wafer processed combining 
photolithography and deep reactive etching technological steps. After 
the deposition of Al2O3 and Pt films by ALD on this 3D scaffold leading 
to a perfect conformal underlayers coating, this efficient 3D scaffold 
was covered with thin-film T-Nb2O5 electrodes synthesized, either by 
magnetron sputtering or ALD methods. Niobium pentoxide (T-Nb2O5) 
thin films were deposited by reactive direct current magnetron sputtering 
(dc-MS) in a CT 200 cluster from Alliance Concept using a metallic 
niobium target (99.9%, 10 cm diameter, 6 mm thick) under argon and 
oxygen atmosphere. The distance between the target and the substrate 
holder was fixed to 60 mm. 110 nm–thick T-Nb2O5 film was deposited 
on a 3D substrate. The deposition was carried out on silicon-based 3D 
microtubes scaffold (φouter = 4 μm, φinner = 2 μm, 50 μm depth) coated by 
layers of Al2O3 (thickness = 350 nm) and platinum (thickness = 50 nm). 
The Al2O3 and Pt films were deposited by ALD technique using a Beneq 
TFS 200 ALD reactor following the procedure of refs. [12,36] T-Nb2O5 
thin films were grown in a Picosun R200 ALD reactor under an Ar gas 
pressure around 0.5 mbar. Argon was used as the carrier and purging 
gas. Niobium(V) ethoxide (Nb(OEt)5 and deuterated water were used 



respectively as niobium precursor and oxygen reactant. Nb(OEt)5 
precursor was purchased from Strem Chemicals (claimed purity 98%). 
The sublimation temperature was 185 °C for the niobium source while 
the water source was kept at room temperature. The reactor temperature 
was fixed at 250 °C. A total of 1000 deposition cycles were achieved to 
deposit 58 nm-thick amorphous T-Nb2O5 thin films (a-Nb2O5 layer). The 
transformation from a-Nb2O5 to crystallized, orthorhombic T-Nb2O5 
polymorph was achieved by thermal annealing at 750 °C during 2 h 
under air atmosphere of the films. The resulting stacked layers were 
noted as Si/Al2O3/Pt/T-Nb2O5.

Methods for Planar and 3D Electrochemical Testing: Electrochemical 
impedance spectroscopy (EIS) measurements were conducted with 
a Biologic VMP3 equipment over a frequency range from 10 Hz up to 
500 KHz on T-Nb2O5 films. Cyclic voltammetry (CV) and galvanostatic 
charge and discharge plots were investigated on the VMP3 potentiostat/
galvanostat equipment using a homemade Teflon like a flat cell with 
Li metal used as the counter and reference electrode. The electrolyte 
(1 mL), comprising 1 m LiClO4 dissolved in ethylene carbonate (EC) 
and dimethylene carbonate (DMC) in a 1:1 ratio, was poured into the 
flat-cell cavity. The tested area (circular shape) of the sample was 
limited to 0.4 cm2. The flat cells under test were placed in a glove 
box with controlled atmosphere (O2 and H2O quantities: less than  
1 ppm).

Supporting Information
Supporting Information is available from the Wiley Online Library or 
from the author.
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