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Abstract 

A new microplate analytical procedure is described for the determination of nickel (Ni2+) ions 

in natural water samples. A lophine analogue fluorescent sensor was synthesized and a 

spectral study showed a selective fluorescence quenching effect of chemical sensor by 

Ni2+ under optimized conditions. Density functional theory (DFT) calculations confirmed the 

formation of a Ni(II)L3 complex obtained by the Job plot. The calculations showed that the 

fluorescence emission peak of L collapses due to the distortion of L in the complex. The 

simple and fast microplate procedure allowed us to quantify Ni2+ with a linear response from 

1.6 to 40 µg L-1 and a quantification limit of 5.4 µg L-1 without the need of a 

preconcentration step. The optimized procedure using high-throughput microplate assay 

has been applied for the determination of Ni2+ in natural water samples with good 

analytical performances. 
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1. Introduction

Nickel is naturally present in small quantities in the earth's crust (about 0.02%), mainly in the 

form of sulfide, oxidized and silicate ores, and has a very important role in various enzymatic 

activities of some plant and bacterial enzymes. However, nickel is widely used in many 

industrial sectors such as electroplating, battery or painting industries leading to releases into 

the aquatic environment. Nickel can become harmful to the environment, causing pollution of 

water and soil, and orally ingested nickel may have adverse effects on kidneys and lungs and 

can promote the development of dermatitis, eczema, respiratory diseases or even cancer [1,2]. 
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For the environment, the European Community has established an annual average value of 

environmental quality standard (AA-EQS) of 4 µg L-1 for inland surface water and a maximum 

allowable concentration value of environmental quality standard (MAC-EQS) of 34 µg L-1 

irrespective of the kind of water bodies. The presumed carcinogenicity of nickel and its 

compounds have led the health authorities to establish limit values in water intended for human 

consumption, to limit human exposure. In Europe, this limit has been set at 20 µg L-1 while the 

World Health Organization (WHO) recommends a maximum guideline value of 70 µg L-1. 

In laboratory, nickel is typically quantified by several analytical techniques including 

inductively coupled plasma-atomic emission spectrometry (ICP-AES), inductively coupled 

plasma-mass spectrometry (ICP-MS) and graphite furnace atomic absorption spectrometry 

(GF-AAS) or flame atomic absorption spectrometry (F-AAS). The analytical performance of 

these methods can be improved by sample processing steps such as liquid-liquid extraction [3] 

or solid-phase extraction [4,5], to pre-concentrate the analyte and facilitate its detection or to 

limit interference from sample matrix. These techniques however often require expensive 

equipment and complex and time-consuming analytical procedures.  

These disadvantages have led researchers to develop in recent years more sustainable chemical 

techniques, to reduce the cost and environmental impact of the analyses. This can be achieved 

by reducing the volumes used (principles 1 and 2 of green chemistry: waste prevention and 

atoms economy, respectively) and energy consumption (principle 6: design for energy 

efficiency), or even by real-time monitoring with a view to preventing pollution (principle 11: 

real-time analysis for pollution prevention). To achieve these objectives, the use of microplates 

is advantageous, thus taking advantage of low consumption of samples and reagents, 

possibilities of automation, rapid preparation, and multisampling analyses. However, the 

development of such a microplate method requires the use of a sensitive and selective chemical 

probe allowing spectrophotometric or fluorescence detection. 

Spectroscopic techniques (UV-visible spectrophotometry or fluorescence) are of great interest 

due to their robustness, low cost, and ease of use, but they often suffer from interference from 

transition metals, especially Fe (II), Co (II), Cu (II), Pb (II) and Zn (II) [6] and from high 

quantification limits which prevent their use for environmental analyses. To overcome these 

problems, three ways have been considered in recent years: the development of extraction/pre-

concentration processes, the use of chemometrics and the synthesis of selective chemical 

probes. 

Solid-phase extraction has been applied by Mizuguchi et al. [7] and by Liu et al. [8], 

respectively using a Nylon 6 membrane and Amberlite XAD-4 resin beads, to preconcentrate 

nickel as a metal complex and perform the detection by solid-phase spectrophotometry. 

Likewise, Adewuyi et al. [9] have proposed an analytical method based on the pre-

concentration of nickel on nanofibers of poly-(acrylic acid) functionalized with pyridilazo-2-

naphthol and followed by fluorescence detection. Concerning chemometrics, overlapping peaks 

of UV-visible spectra of interferent metal complexes for nickel determination has been solved 

by derivative spectroscopy [6], Partial Least Squares calibration [10,11] or light-absorption 

ratio variation approach (LARVA) [12]. However, solid-phase extraction procedures or 

exploitation of UV-visible spectra are difficult to apply to microplate analyses. 
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Some studies have also focused on the synthesis of various chemical sensors for the selective 

complexation of nickel, but in 2012 only 6% of studies on synthesis of chemical probes 

concerned the determination of nickel [13] and few of them had been applied to nickel analysis 

in real water samples. We can cite for example Chowdhury et al. [14] and Wang et al. [15] who 

have respectively synthesized a Schiff base and an acridine based fluorescent chemosensors for 

selective nickel determination by chelation-enhanced fluorescence. In the same way, a 

hydrazide compound was synthetized by Liu et al. [16] and was applied to direct nickel 

determination of nickel in river water samples. 

Table 1 presents a comparison of various spectroscopic methods (UV-Vis spectrophotometry 

or fluorescence) applied to nickel quantification in tap water, natural waters (river water, lake 

water, groundwater) or in wastewater. Data analysis of this table shows that few methods are 

available and applicable, particularly considering the whole operational parameters required for 

quantification of nickel in natural or drinking water (ease of use, duration, limit of 

quantification, selectivity),. Some of these methods are extremely sensitive with satisfactory 

detection limits for the analysis of nickel in drinking or natural water but are either complex 

and long to implement [7,8,11,12,17], or not sufficiently selective for environmental matrices 

[9]. The other methods do not have a detection limit low enough to be applied to the analysis 

of drinking water according to European regulations: for water sanitary control, an analytical 

method must be capable of measuring concentrations equal to 30% of the parametric value with 

an uncertainty of measurement of 25%, i.e. for nickel determination, this corresponds to a limit 

of quantification of 6 µg L-1 and a limit of detection of approximately 2 µg L-1 [24].  

The development of a rapid, sensitive, and selective determination of nickel in water samples 

is therefore still a challenge. Ideally this method should be robust, low cost and with simple 

operational conditions so that it can be easily applied to various environmental matrices. 

In this paper we report the synthesis of a new fluorescent chemosensor L (4-[4,5-di(pyridin-2-

yl)-1H-imidazol-2-yl]benzoic acid). This chemical sensor L can be considered as an analogue 

of lophine (2,4,5-triphenylimidazole) and lophine and its derivatives are known to be highly 

fluorescent and have already been reported as chemiluminescence compounds using hydrogen 

peroxide [25,26] or for determination of trace amounts of cobalt [27]. In this study, we 

investigated sensing possibilities of sensor L towards metal ions and optimized analytical 

parameters of a rapid, direct, and simple microplate procedure to reach low detection limit. This 

procedure was applied to selective nickel detection in drinking and natural water samples. 
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Table 1 :  Comparison of analytical features of spectroscopic techniques for nickel determination in environmental water samples 1 

Method Ligand or sensor Matrix 

Linear 

range 

(µg L-1) 

Detection 

limit 

(µg L-1) 

Quantification 

limit 

(µg L-1) 

Analytical 

procedure 

duration 

(min) 

Main 

tolerance 

limit (molar 

ratio relative 

to Ni2+) 

Reference 

Spectrophotometry DSPCFa 
River water, 

wastewater 
5 - 200 1.3 n.d. > 15

Fe2+ : 10 

Mn2+ : 10 
[12] 

Fluorescence BMHb River water 4.7 - 117 3.5 n.d. < 1 
Co2+ : 1 

Mg2+ : 2 
[16] 

Solid phase 

spectrophotometry 
o-CDAAc Tap water 0.48 - 25 0.14 0.48 > 20 Co2+ : 1 [8] 

Spectrophotometry azocalix[4]arened 
Drinking 

water 
10 - 299 8.2 n.d. < 1 

Co2+ : 3 

 Cu2+ : 3 
[18] 

Solid phase 

spectrophotometry 
-furil dioxime Rainfall water 1 - 12 0.7 n.d. > 15

Cu2+ : 10 

Co2+ : 100 
[7] 

Solid phase 

fluorescence 

Pyridylazo-2-

naphthol 

Water 

Certified 

Reference 

Material 

100 - 1000 0.07 n.d. < 1 
Co2+ : 1 

 Fe2+ : 1 
[9] 

Fluorescence Schiff basee Water 100 - 1200 99 n.d. < 1 Cu2+ : 1 [19] 

Spectrophotometry Xylenol orange Water 1 - 5000 0.13 n.d. > 13 n.d. [11] 

Fluorescence Schiff base 
Tap water, 

river water 
50 - 1700 50 n.d. < 1 

Hg 

interference 
[20] 

Fluorescence Murexide 

Groundwater, 

seawater, 

rainwater 

7 - 100 4 n.d. < 1 
Co2+ : 5 

 Cu2+ : 5 
[21]
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1 

n.d. : not determined2 

a 1,5-di(2-hydroxy-5-sulfophenyl)-3-cyanoformazan ;  b N’-(1,3 dimethylbutylene)-3-hydroxy-naphthohydrazide ; c o-3 

carboxylphenyldiazoaminoazobenzene ; d 5,17-bis(quinolyl-8-azo)-25,26,27,28-tetrahydroxycalix[4]arene ; e N’-(2-hydroxy-3-4 

methoxybenzylidene)-2-(benzamido)benzohydrazide ; f silver nanoprisms (AgNPRs) stabilized with glutathione (GSH) ; g boron nitride quantum 5 

dots; h in presence of thioglycolic acid as masking agent. 6 

7 

8 

Spectrophotometry GSH-AgNPRf 
Tap water, 

lake water 
0.3 - 17 0.3 n.d. > 15

Co 

interference 
[17] 

Spectrophotometry dimethylglyoxime 
River water, 

wastewater 
50 - 600 20 n.d. n.d.

Cu2+ : 10 

Co2+ : 100 
[22] 

Fluorescence BNQDsg 
River water, 

lake water 
5.9 - 5900 5.9 n.d. > 5

Some 

interferences 
[23] 

Microplate 

fluorescence 
L 

Natural 

water ; 

Groundwater 

1.6 - 40 1.6 5.4 < 1 Cu2+ : 92h This work 
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2. Experimental

2.1. Chemicals and reagents

All reagents and solvents used were of analytical grade. Aqueous solutions were prepared with 

ultrapure deionized water using a Millipore Milli-Q purification system (Millipore, USA, 

resistivity > 18 MΩ cm). A 0.1 M phosphate buffer solution was prepared by dissolving 

appropriate amount of potassium dihydrogen phosphate (Merck, Germany) in ultrapure water 

and adjusted to pH = 7 by adding a few drops of 1 M NaOH solution. 

10 mM stock solution of 4-[4,5-di(pyridin-2-yl)-1H-imidazol-2-yl]benzoic acid (sensor L) was 

prepared in dimethylsulfoxide (DMSO) and stored at +4 ◦C. This stock solution was then 

diluted in phosphate buffer to give 10 µM working solution. 

Ni2+ and interferents (Ag+, Al3+, Ca2+, Cd2+, Co2+, Cr3+, Cu2+, Fe3+, Hg2+, Mg2+, Mn2+, Pb2+, 

Pt4+, Ti3+, Zn2+) standards were prepared daily by dilution of 1 g L-1 commercial standards 

solutions (AAS solution 1 mg mL-1 Acros Organics, France) with ultrapure water. 

A 10 mM masking agent stock solution was prepared by diluting commercial thioglycolic acid 

(Acros Organics, France) in phosphate buffer solution. This stock solution was then diluted 

daily in phosphate buffer to give the working solutions. 

2.2. Synthesis and characterization of sensor L 

The synthetic route reported by Slater et al. [28] was modified to introduce a carboxylate group 

in the structure of the sensor through formylbenzoic acid and improve water solubility. The 

synthesis of sensor L is briefly described hereafter (Scheme 1). 4-Formylbenzoic acid (0.50 g, 

3.33 mmol, 1.0 equiv) was added to a solution of 2,2’-pyridil (0.71 g, 3.33 mmol, 1.0 equiv) 

and ammonium acetate (2.10 g, 27.2 mmol, 8.0 equiv) in acetic acid (10 mL). The mixture was 

heated in a microwave for 5 minutes at 180 °C. The reaction mixture was allowed to cool to 

room temperature and neutralized with ammonia solution in an ice bath. The pale-yellow 

precipitate formed was collected, washed with water, and recrystallized from acetone to afford 

the desired product as a light-yellow solid (0.35 g, 35% yield). Mp : 308 – 310 °C; 1H NMR 

(400 MHz, DMSO-d6) δ (ppm) δ 9.91 (brs, 1H), 8.60 (d, J = 4.9 Hz, 2H), 8.30 (d, J = 8.1 Hz, 

2H), 8.11 (d, J = 8.1 Hz, 2H), 8.03 (d, J = 8.1 Hz, 2H), 7.84 (td, J = 7.5, 2.0 Hz, 2H), 7.32 (dd, 

J = 7.5, 4.8 Hz, 2H); 13C NMR (100 MHz, DMSO-d6) δ (ppm) δ 172.54, 168.12, 149.00, 

145.84, 136.85, 133.56, 133.24, 130.01, 125.93, 123.61, 122.75 (Fig. S1); HRMS-ESI+ (m/z) 

: found [M+H]+ 343.1186, calculated C20H15N4O2 requires 343.1190. 

Scheme 1 : Synthetic route for 4-[4,5-di(pyridin-2-yl)-1H-imidazol-2-yl]benzoic acid (sensor 

L). 
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2.3 Fluorescence measurements 

Fluorescence study of sensor L was carried out on a SAFAS Xenius fluorescence spectrometer 

(SAFAS, Monaco) equipped with a Xenon lamp and controlled by SP2000 V7 software. Sensor 

L and metal ion were mixed into a quartz cell following a ML3 ratio and fluorescence spectrum 

of each mixture was measured using an excitation wavelength of 340 nm (excitation and 

emission bandpass: 10 nm; wavelength step: 1 nm; scan speed: 260 nm.min-1; photomultiplier 

voltage: 600 V). 

Microplate fluorescence was measured on a multi-mode microplate reader (Synergy HTX, 

Biotek, France), equipped with excitation and emission filter wheels and controlled by Gen5 

version 3.03 software (Biotek). Top fluorescence detection was performed in polypropylene 

black 96-well U-bottom microplates (Nunc) from above the microplate wells, at λex = 340 nm 

and λem = 440 nm. 

2.4 Computational study 

The computed results correspond to single point calculations with the B3LYP DFT method [29-

31] and the def2-TZVP [32,33] basis set on top of BP86 optimized geometries [34-36] with the

def2-SVP basis set [32,33]. All the computations used the maximum symmetry group (C3 for

the (NiL3)
2+ complexes, Cs for the isolated lophine). All structures were characterized as

minimum with frequency calculation. The D3 dispersion correction was applied in all

computations [37]. The Ni complex structures were dications at the triplet state. Counter anions

were not considered. The Turbomole suite of program [38-40] was used throughout with the

resolution of identity method [41-45]. The calculation levels were very similar to that of

Dowling et al.[46].

The UV-Vis spectra of the lophines were computed at the B3LYP/def2-TZVP level within the

TDDFT framework.[47]. For the planar lophine a total of 12 states were requested (8 of a’

symmetry, and 4 of a”). For the lophine distorted as in the Ni(II)L3 complex, 15 states were

requested. A 9 states computation showed that the part of the spectrum that is low in energy is

not sensitive to the number of states.

2.5 Microplate assay for Ni2+ determination 

100 μL of sample or Ni2+ standard solution was dispensed into the wells of the microplate, 

followed by 100 μL of a 10 µM sensor L solution in phosphate buffer pH = 7 and 30 µL of 

masking agent solution. The plate was shaken for 20 sec in the microplate reader and 

fluorescence was subsequently measured at λex=340 nm and λem=440 nm. All experiments 

were performed in triplicate. 

2.6 Validation on real samples 

Groundwater samples were collected from sources and drillings used to produce water intended 

for human consumption, in the Aubagne region, near Marseille (Provence Alpes Côte d'Azur 

region, South-East of France). A river water sample was collected from the Huveaune River 

(Aubagne, France). A location map of the sampling points is provided in supplementary 
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materials (Fig. S2). Samples were filtered on-site using 0.45 μm polyether sulfone (PES) filters 

and stored in high density polyethylene flasks at +4 ◦C until analysis. 

Samples were analyzed both by the developed microplate assay described above and by 

inductively coupled plasma mass spectrometry (ICP/MS; Agilent 7800, Agilent Technologies, 

France) controlled by Agilent MassHunter version 4.5 software for data acquisition and 

analysis. Instrumental settings were as follows: plasma energy, 1000 W; carrier gas, 12 L min-

1; makeup gas, 0.4 L min-1. Instrument performance for elemental analysis was verified with a 

diluted of multi-element JYICP-MIX21 100 mg L-1 solution in 5% nitric acid (Jobin-Yvon, 

France). 

2.7 Sustainability evaluation of the method 

The greenness and the sustainability of the method were evaluated by the RGB12 model [48,49] 

and compared to similar methods for the detection of nickel in aqueous samples by 

spectrophotometry with an azocalix[4]arene [18], solid-phase spectrophotometry with o-CDAA 

[8], and fluorescence with BMH [16] or with murexide [21].  

The RGB model allows the comparison of methods according to 12 rules divided into 3 

components: the red component (principles R1-R4) for the evaluation of analytical performance 

and the green (principles G1-G4) and blue (principles B1-B4) components for the evaluation 

of the method's ecological and practical criteria respectively. The criteria used are detailed in 

Table S1. For each method, the evaluation was based on the analytical part of the method, the 

chemical probe synthesis steps were not considered. The criteria are evaluated individually and 

an overall score of the method is calculated in a range between 0 and 100, the closer the score 

is to 100 the more satisfactory the method is in terms of analytical performance, greenness, and 

sustainability. 

3. Results and discussion.

3.1 Fluorescence study of L towards Ni2+

The sensing possibilities of sensor L towards metal ions were first investigated by fluorescence 

spectra measurement in aqueous solutions. The carboxylate group introduced in the structure 

of the sensor through formylbenzoic acid helped to improve water solubility and enabled 

application in aqueous solutions. Excitation and emission wavelengths were determined by 

performing a 3D fluorescence scan of sensor L in phosphate buffer (Fig. S3). The results 

showed an excitation wavelength and an emission wavelength centered at 340 nm and 417 nm 

respectively, which is consistent with the wavelengths reported previously for lophine 

derivatives [26,50]. The fluorescence spectra of L with the presence of various metal ions were 

recorded and are shown in Fig. 1a. From these results, we can observe that sensor L exhibited 

a high fluorescence at 417 nm while fluorescence strongly decreased in the presence of Ni2+. 

Fluorescence is also slightly decreased in the presence of Cu, Co and Hg while other metals 

tested do not appear to cause fluorescence quenching. 

The stoichiometry of the complex between sensor L and Ni2+ was established using Job’s plot 

analysis (Fig. 1b). The plot of fluorescence intensity versus molar ratio of L and Ni2+ showed a 
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maximum quenching effect of fluorescence around 0.25, which indicated a 3:1 stoichiometry 

between L and Ni2+.  

Figure 1: (a) Emission fluorescence spectra (exc =340nm ) of L (10 µM) in phosphate buffer 

(pH=7) and L with addition of various metal ions M (M:L3 ratio); (b) Job’s plot analysis of L 

(10 µM) regarding Ni2+ ion (10 µM). 

3.2 (NiL3)
2+ complexes 

Our DFT computations converged to a stable C3 symmetric structure, where each lophine 

interacts with the metal with 2 coordination (Fig. 2). This structure is in agreement with the 

study of Dowling and Lemaire [46] in which an imidazole-based ligand complexed transition 

metals through bonds with the N atoms of pyridine and imidazole rings. 

(a) 

(b)
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Figure 2: Possible complexation on Ni(II) with 2 coordination of each lophine. The green 

axis is the C3 axis.  

The π system of the lophines in the complexes is very different from that of a free lophine: (i) 

π systems of lophines see each other via π-stacking and/or CH-π interactions and (ii) the rings 

are partly deconjugated by rotations. Hence, it is not surprising that the π π* transition 

observed in free lophine is lost in the ML3 complexes. The energy cost of the lophine’s 

distortion can be as large as 119.8 kJ mol-1 (Fig. 3a). 

+119.8

+0.0

(a) (b) 

Figure 3: Lophine distortion for the complexation on Ni(II) : (a) bottom free lophine, top as 

extracted from the 2 complex. The number on the right is the energy destabilization with 

respect to a free lophine (bp86 def2-SVP values, in kJ mol-1); (b) TD-DFT simulated spectrum. 
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Moreover, the simulated UV spectrum shows that the quenching effect can be at least partly 

attributed to this lophine’s distortion (Fig. 3b). The computed free lophine shows 2 bands at 

350 nm and 385 nm (Fig. 3b, plain black). The massive band observed experimentally at 417 

nm must correspond to the coalescence of these two bands, with a large contribution of the most 

intense peak, at 385 nm. Hence, the computed spectrum is blue shifted by about 30-40 nm. In 

the distorted lophine the computations show that the most intense peak at 385 nm collapses, 

and the peak at 350 nm was the only one to remain. Hence, we attribute the fluorescence 

quenching, at least partly, to the distortion of the lophine in the complex. As stated above, π 

stacking effects in the complex shall also contribute to the quenching.  

3.3. Optimization of the analytical protocol 

3.3.1 pH and buffer solution 

pH of the reaction mixture between L and a metal solution plays an important role because it 

can modify the characteristics of the functional coordination groups. A judicious choice of pH 

can allow both to obtain the best response for the determination of Ni2+ but also to limit 

interference from other metal elements. The effect of pH value was investigated here in the 

range 5 to 9 by addition of few drops of HNO3 or NaOH diluted solutions (Fig. 4).  

Figure 4: Fluorescence intensity ratio (IF/IF0 is the ratio between the fluorescence response of 

the metal ions solution and the blank) as a function of pH (L at 10 µM and metal ions at 1 µM). 

From Fig. 4, we can observe that the nickel response (quenching effect) was maximal and stable 

for pH values between 6 and 9. Most metals partially quenched the fluorescence of L for a pH 

value equals to 8 (Hg, Co, Cu) or 9 (Cd, Zn). Finally, the best compromise between the response 

of nickel and the response of interfering metals seemed to be at a pH equal to 7 because this 
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value could limit the interference of Hg, Co, and Zn. Only copper displays a similar profile as 

nickel, complexation by L appeared rather independent of pH between 6 and 9. 

Two buffers at pH=7 were tested: a phosphate buffer and a HEPES buffer (4-(2-hydroxyethyl)-

1-piperazineethanesulfonic acid). During the experiments, the phosphate buffer showed a slight

increase in the IFmetal/IFblank fluorescence ratio compared to the HEPES buffer for cobalt and

mercury, making it possible to limit their possible interferences. The phosphate buffer at pH=7

was therefore chosen for subsequent experiments, but the results also showed that the

interferences of copper, and to a lesser extent of cobalt and mercury, will have to be considered

and eliminated by the addition of a masking agent.

3.3.2 Selectivity towards Ni and masking agent 

The selectivity of a chemical probe for a metal ion is a paramount parameter for measurements 

in environmental samples. This is particularly important for metal ions whose environmental 

concentrations are in the range of µM (Ni2+, Cu2+, Zn2+) while other metal ions could be present 

at levels of mM (Ca2+, Mg2+). In most publications, the selectivity study is carried out with the 

metal of interest in the presence of 1 to 10 equivalents of other metal ions, but for some metal 

elements these concentration levels are not representative of real environmental amounts. For 

this study, we set the Ni2+ concentration at 10 µg L-1 (0.17 µM) and the concentrations of 

interfering metal ions were based on parametric values defined by European legislation on 

water intended for human consumption (Cu2+, Pb2+, Cd2+) or based on environmental values 

encountered in surface waters (Ca2+, Mg2+, Zn2+). The response was studied with each metal 

ion separately at environmental level in absence and in presence of masking agent (Fig. 5). The 

selectivity study clearly demonstrated the strong interference of copper in the absence of a 

masking agent. The other metals at environmental levels showed no interference problems. 

Various masking agents have thus been tested to eliminate interference from copper with no 

masking of the response of nickel: tetraethylenepentamine (TETREN), triethanolamine (TEA), 

thiourea, thioglycolic acid, diethyldithiocarbamate (DDTC) [51]. TETREN, TEA and thiourea 

were shown to be not effective in masking interference from copper. DDTC eliminated the 

interference from copper but also masked the response of nickel. Finally, thioglycolic acid was 

found to be the most effective masking agent, helping to eliminate interference from other 

metallic elements at environmental concentrations (Fig. 5a). The concentration of thioglycolic 

acid was studied and experiments showed that a concentration of 2 mM of thioglycolic acid 

eliminated copper interference up to a concentration of about 1 mg L-1, corresponding to a molar 

ratio Cu/Ni of 92. A higher concentration of thioglycolic acid led to a slight decrease in the 

nickel response (increased IF/IF0 ratio) (Fig. 5b). 
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Figure 5: (a) Selectivity study (n=3) with sensor L (10 µM) in phosphate buffer (pH=7) towards 

interfering ions at environmental levels in absence and presence of masking agent (thioglycolic 

acid 2 mM); (b) Masking effect (n=3) of thioglycolic acid at different concentrations (sensor L 

10 µM in phosphate buffer (pH=7), Ni 10 µg L-1, Cu 1 mg L-1). 

3.4 Analytical features of microplate analytical procedure 

A simple microplate analytical procedure with sensor L was developed and evaluated using the 

optimized experimental conditions: 0.1 M buffer phosphate adjusted to a pH value of 7 and 2 

mM thioglycolic acid used as masking agent solution. Analytical features of this procedure are 

presented in Table 2. 

Very good linear regression coefficient was obtained with Ni2+ standards in the range 1.6 - 40 

µg L-1 (Fig S4). The limit of quantification (LOQ), defined as the concentration corresponding 
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to (blank+10), was lower than 6 µg L-1, which corresponds to 30% of the parametric value for 

the quality of water intended for human consumption in Europe for nickel, without the need of 

a preconcentration step by solid-phase extraction. 

The intra-day (8 consecutive repeated measurements on the same day) and inter-day (5 repeated 

measurements over 5 consecutive days) precision (RSD) of the microplate measurement were 

evaluated at 2 concentration levels: in the middle of the analytical range, i.e. 20 µg L-1, and at 

30% of the parametric value for the quality of water intended for human consumption in Europe 

for nickel, i.e. 6 µg L-1. The results (Table 2) showed that the developed analytical procedure 

has the adequate precision recommended by the European legislation for water sanitary control 

(uncertainty of measurement of 25% at a concentration equals to 30% of the parametric value) 

with intra-day and inter-day RSD performed at 6 µg L-1, respectively of 7.75 and 8.87%. 

By comparing these analytical characteristics with those of methods from the literature (Table 

1), this developed analytical procedure seems to be a good compromise between ease of use 

(the procedure only requires a microplate reader and takes less than a minute), good detection 

and quantification limits and consideration of interference from metal ions at environmental 

levels.  

Table 2 : Analytical features of the microplate protocol with L. 

Limit of detection (µg L-1) 1.62 

Limit of quantification (µg L-1) 5.41 

Linear working range (µg L-1) 1.6 – 40 

R² 0.9972 

Intra-day RSD (%) 

20 µg L-1 (n=8) 

6 µg L-1 
 
(n=8) 

1.84 

7.75 

Inter-day RSD (%) 

20 µg L-1 (n=5) 

6 µg L-1 
 
(n=5) 

2.98 

8.87 

3.4 Application to real samples 

The certified groundwater material ERM®-CA615 was first used for the validation of the 

microplate procedure (Table 3), and the t-test for comparison of means showed there were no 

significant differences, at 95% confidence level. 

The optimized microplate procedure was then applied to Ni2+ determination in natural waters 

sampled in Aubagne region (near Marseille city, south-east of France). The samples were UV-



15 

photooxidized at 254 nm for 30 minutes before analysis to degrade natural organic ligands, 

inorganic ligands, or even anthropogenic organic ligands and to quantify total dissolved nickel. 

Ni2+ was measured in samples in duplicate by the developed microplate procedure and by ICP-

MS as reference analytical method. The results are summarized in Table 3. The complete 

physical-chemical characteristics of the samples are given in Table S2 to give an overview of 

the possible interferences in the samples measured. 

The values obtained by the two methods were consistent despite a slight underestimation by the 

microplate method. The mean difference between the two methods was -2.94%, (min -0.73%; 

max -5.4%) but this difference should be put into perspective given the low concentration of 

nickel in the samples. The results obtained for nickel determination by the proposed microplate 

method with L were compared (paired t-test) with the reference method values (ICP-MS). A 

risk of 1.94% difference was calculated between the two methods. 

Table 3 : Nickel determination in natural waters with microplate procedure. 

Samples 

Microplate 

procedure with L 

(µg L-1) 

ICP-MS 

(µg L-1) 

#1 Drilling 4.47 ±0.12 4.62 ±0.009 

#2 River 5.41 ±0.23 5.38 ±0.003 

#3 Drilling 6.73 ±0.14 6.88 ±0.004 

#4 Source 5.71 ±0.17 5.79 ±0.002 

#5 Source 8.15 ±0.15 8.21±0.006 

Found value Certified value 

Groundwater ERM®-CA615a 24.94±0.31 25.3±1.1 

a Certified mass concentration of cations: As: 9.9 ± 0.7 µg L−1; Cd: 0.106 ± 0.011 µg L−1; 

Fe: 5.11 ± 0.26 µg L−1; Hg: 0.037 ± 0.004 µg L−1; Mn : 107 ± 5 µg L−1; Pb : 7.1 ± 0.6 µg 

L−1

3.6 Greenness and sustainability evaluation of the method 

The greenness and the sustainability of the method were evaluated using RGB model according 

to the procedure described in Section 2.7 and were compared to four other methods. The results 

of the evaluation of the different criteria and the overall score obtained for each method are 

presented in Figure S5. 

For the analytical aspects (red scores), the best scores are obtained by the proposed method and 

by the methods based on the use of azocalix[4]arene [18] or murexide [21] with red scores of 

76.3%, 71.5% and 77.5% respectively. The scores of other methods are penalized either by a 

lower selectivity (criterion R1 scope of application, corresponding to acceptable molar ratio 

between Ni and interferents) [8,16], or by a low measurement range [16]. Methods using 

fluorescence measurement [this work,16,21] or solid phase spectrophotometry (thus integrating 

a pre-concentration step on the solid phase) [8] have better detection limits than simple 
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spectrophotometric methods [18] and are therefore capable of measuring concentrations equal 

to 30% of the parametric value (approximately 6 µg L-1). 

Concerning ecological aspects, the proposed method is the most environmentally friendly. 

Particular attention can be paid to the high score obtained by the developed method compared 

to other methods in the case of criterion G2 (reagent consumption and waste production), which 

have been considerably minimized thanks to the adaptation of the analytical method to 

microplate configuration. The green score of most of the methods is however downgraded by 

the G1 criterion (toxicity of reagents used) with the use of reagents that are toxic to human 

health and/or the environment, even more by excluding the chemicals used during the synthesis 

steps of the chemical probes. 

All methods obtain similar blue scores around 80%, except for the one developed by Liu et al 

[8], based on solid phase spectrophotometry, which obtains a significantly lower score, mainly 

due to the analysis time (criterion B2) and the large sample volume required (criterion B3). 

Finally, the proposed method appears to present best overall score (80.4%), with well-balanced 

scores between ecological, practical, and analytical performance aspects. 

4. Conclusion

This study demonstrated the performance of a simple and rapid microplate analytical method 

for the determination of dissolved nickel in environmental aqueous samples based on a newly 

synthesized fluorescent chemosensor L (4-[4,5-di(pyridin-2-yl)-1H-imidazol-2-yl]benzoic 

acid). Optimization of the pH value and the nature of the buffer improved the selectivity of the 

chemical probe L. The limit of quantification obtained (lower than 6 µg L-1) is low enough to 

apply this method to the analysis of drinking water according to European regulations: for water 

sanitary control, an analytical method should be capable of measuring concentrations equal to 

30% of the parametric value (20 µg L-1 for nickel). The optimized microplate procedure has 

been successfully applied to real natural water samples, demonstrating applicability of our new 

methodology for Ni2+ detection. 
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